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| Preface 


To illustrate the principles of physical chemistry, to train in careful 
experimentation, to develop familiarity with apparatus, to encourage 
ability in research—these are the purposes of this book, as stated in the 
first edition a third of a century ago. In each of the five revised editions 
an attempt has been made to keep pace with the new developments in 
physical chemistry and to have the book representative of the teaching 
of the laboratory course in physical chemistry at the University of 
Wisconsin. 

There are many more experiments in this book than can be performed 
by any one student. Selection will be made on the basis of the time 
and apparatus available and on the capacity and ultimate aims of the 
student. If an experiment is too short, the student will find interesting 
projects under Suggestions for Further Work; if it is too long, the instruc- 
tor may designate parts of the Procedure to be omitted. 

The imperative is not used. Procedures are described, but orders are 
not given. The student studies the experiment first and then plans his 
work—a method which develops both his power and his interest. 

The high cost of laboratory apparatus restricts the choice of experi- 
ments, particularly where classes are small. Nevertheless, there has been 
no hesitation in introducing advanced apparatus and concepts. If stu- 
dents are not given an opportunity to become familiar with a variety 
of modern developments and new techniques, they will be handicapped 
in their later practice of chemistry. Space for additional material has 
been obtained by abbreviating parts of the last edition and omitting 
some of the older classical experiments which have found their way into 
first- and second-year chemistry courses. 

All the experiments previously given have been reviewed, and changes 
have been made, based on continuing class experience. Some experi- 
ments have been deleted. New experiments include Knudsen vapor- 
pressure measurements, X-ray diffraction studies, dielectric constants of 
solids, dielectric constants of pure polar liquids, kinetics of the bromina- 


tion of acetone, azeotropic systems, determination of activity coefficients 
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from liquid-vapor equilibria and from freezing-point equilibria, thermo- 
dynamic analysis of the mechanical properties of rubber, and spectro- 
photometric studies of chemical equilibrium. 

A new practice is introduced in this edition. Students should have 
experience in making detailed calculations from exact data obtained with 
expensive apparatus such as high-resolution infrared spectrometers, 
nuclear-magnetic-resonance spectrometers, and microwave spectrom- 
eters. Such elaborate equipment is not generally available in the teach- 
ing laboratories of physical chemistry. Accordingly, an experiment has 
been introduced in which the student does no experimental laboratory 
work but is provided instead with raw data and charts obtained with these 
instruments, from which he calculates various molecular parameters. 

The second part of the book describes apparatus and techniques, par- 
ticularly for more advanced work. It is designed not only to encourage 
students to undertake special work, but to aid them in later years in the 
solution of their laboratory problems. No claim whatsoever is made 
for completeness. In their selection of material the authors have been 
guided by their own experience. The difficulty of selection increases with 
each new edition because the literature on new apparatus and techniques 
is expanding at an explosive rate, and because commercial instrument 
manufacturers have developed so many new and improved products. 
Many comprehensive descriptions of experimental methods may be found 
in Weissberger’s ‘“Technique of Organic Chemistry.” 

This edition, like its predecessors, owes much to many people—col- 
leagues at the University of Wisconsin, students, laboratory assistants, 
and teachers in other universities and colleges—who, over the years, 
have offered thoughtful criticisms and provided many worthwhile sug- 
gestions for improvements. The authors greatly appreciate this help 
and welcome further suggestions for future editions. They are indebted 
to Professors John D. Ferry, Lawrence F. Dahl, Edward O. Stejskal, 
Monroe V. Evans, John L. Margrave and other staff members for critical 
~ reading of parts of the manuscript. They wish to acknowledge the help 
of Lawrence Barlow, Lee Thompson, and others connected with the teach- 
ing of physical chemistry in this laboratory. They are indebted to Harry 

. Schopler for many of the drawings retained from earlier editions, and 
to Mrs. Irene Frey for careful typing and preparation of the manuscript. 


Farrington Daniels 
John Warren Williams 
Paul Bender 

Robert A. Alberty 

C. Daniel Cornwell - 
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A superscript zero on a symbol for a thermodynamic quantity means that the 
value given corresponds to standard-state conditions. 
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Laboratory Experiments 


CHAPTER 1 


Gases 


1. GAS DENSITY 


This experiment illustrates the simplest and most direct method for 
determining the molecular weight of a gas. The density of a gas is 
determined also by means of a density balance. 

Theory. According to the ideal-gas law, 


_ 9 
PV = wu kt (1) 
where P = pressure 

V = volume 

T = absolute temperature (#°C -+ 273.15°) 

g = weight of gas of molecular weight M 
For the evaluation of the ideal-gas constant R, measurements with a 
substance of known molecular weight are required. The chemical scale 
of atomic and molecular weights is defined by taking the molecular weight 
of atmosphericf oxygen as 32 g mole~!. Careful experiments have shown 
that the pressure-volume product for 32 g of oxygen at 0°C approaches 
22.414 liter-atm as the pressure approaches zero, leading to the value of 
0.08205 liter-atm mole-! deg-! for R. From measurements of P and V 
for a known weight g of gas at a known absolute temperature 7, a value 
of an unknown molecular weight M may be calculated. For permanent 
gases and pressures of the order of atmospheric pressure, this value of 
is reasonably accurate, but, strictly speaking, Eq. (1) is obeyed exactly 
only as the pressure approaches zero. 

In the second part of the experiment the density of a gas is determined 
by means of a density balance. The principle of Archimedes is used, 
according to which the upward force is equal to the weight of the 
gas displaced. A large glass bulb on a balance beam is counterpoised 


} By international agreement this definition of the chemical atomic-weight scale 
has recently been replaced by one in which the atomic weight of the isotope C? is 
taken as 12.000000. This lowers atomic weights by 43 ppm relative to the old chemi- 
cal scale, but this change is not significant for most purposes. 
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with a weight. A reference gas such as oxygen is admitted, and its 
pressure adjusted. The density at this pressure P; of the reference gas of 
molecular weight M, may be written as 


gG\ _ PiM, 

(F), ~ RT (2) 
If the apparatus is evacuated and another gas admitted, the pressure has 
to be adjusted to a different value in order to obtain a zero reading on the 


balance. At this new pressure the density of the gas of molecular weight 
M; is the same as that given by Eq. (2). If the temperature is constant 


P\M, = P.M, (3) 


Thus, for gases which obey the ideal-gas law, this equation offers a con- 
venient method for determining the molecular weight of an unknown gas. 


Apparatus. A 200-ml thin-walled bulb with a small capillary stopcock; counter- 
poise of same volume; analytical balance; vacuum-pump and manometer assembly; 
gas-density balance; barometer; carbon dioxide; other gases. 


Procedure. Gases are weighed in the glass bulb of the type shown 
in Fig. 1. The bulb is first weighed evacuated, and it is then weighed 
after filling to a known pressure with a gas the molecular weight of which 
is to be determined. 

In weighing large glass vessels it is necessary to maintain uniform 
conditions. The bulb is wiped with a clean damp cloth and allowed to 
stand in the balance for 5 or 10 min to come to constant weight. A 
counterpoise, consisting of a closed glass bulb of practically the same 
volume, is used on the opposite balance pan to minimize errors due to 
adsorption of moisture and changes in buoyancy of the air due to baro- 
metric fluctuations. 

The assembled apparatus is shown in Fig. 1. The pressure is read to a 
fraction of a millimeter on a closed-end manometer. The pressure inside 
the glass bulb B, in millimeters of mercury, is equal to the difference in 
height of the mercury menisci in the two limbs of the manometer. The 
tube at the base of the manometer has a small bore to prevent splashing 
the mercury when the pressure is raised or lowered suddenly. 

The bulb is first evacuated to 1 mm or less with a motor-driven oil 
pump that is properly protected by use of a suitable trap. In order 
to obtain a steady pressure, it is important that the system be free of 
leaks, as proved by evacuating the bulb and observing that the mercury 
levels in the manometer remain constant when the connection to the 
pump is closed. Leaks at the rubber connections may be stopped by 
substituting new gum rubber which fits tightly over the glass tubes and 
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by winding wire around the connection, which is then painted with a 
solution of Glyptal resin. 

The bulb is removed from the rubber connecting tube, wiped with a 
clean, damp (not wet), lintless cloth, and allowed to hang in the balance 


Fie. 1, Manometer and vacuum system for gas-density measurements. 


for 5 or 10 min to come to constant weight. The counterpoise, wiped in 
the same way, is used on the opposite pan. 

The bulb is replaced in the apparatus and subjected to a second evacua- 
tion, after which it is weighed again. If the two weights do not check, 
the process is repeated until they do check. 

The evacuated bulb is now filled with carbon dioxide or other gas from 
atank. A diaphragm regulator connected to the tank is used to regulate 
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the pressure. The bulb is returned to the vacuum system which has 
previously been evacuated. With the two-way stopcock closed, the 
stopcock on the bulb is opened and the pressure measured. The tem- 
perature of the air in the vicinity of the bulb is recorded. After wiping 
with a damp cloth and waiting for equilibrium in the balance case, the 
bulb of gas is weighed. After weighing, the bulb is again evacuated 
and filled cautiously with carbon dioxide, the measured temperature and 
pressure are recorded, and the bulb is weighed. 

The weight of carbon dioxide is determined in the same manner at 
about 2 and again at about 4 atm pressure. It is essential in this work 
that there be no leaks. 

The density of air or city gas or of some unknown gas or mixture of 
gases may be determined, introducing the gas through the drying tube 7’. 

The volume V of the bulb in cubic centimeters is obtained by weighing 
it empty and filled with distilled water. The bulb is filled by evacuating 
it, closing the stopcock, immersing the end of the tube in a beaker of 
distilled water, and then opening it to permit the bulb to fill. A hypo- 
dermic syringe may be used to complete the filling of the bulb. The bulb 
is then emptied by use of a water aspirator and placed in a drying oven. 
It is evacuated several times while hot to remove the last traces of 
moisture. 

In the second part of the experiment, the gas-density balance is used to 
determine the average molecular weight of dry air. A balance developed 
by Edwards’ is illustrated in Fig. 2. The case of the balance is connected 
to a closed-end manometer and has connections for attaching a vacuum 
pump or tank of purified gas. The window at the end of the balance 
containing the counterpoise is marked so that the position of the pointer 
may be determined. 

Several readings are made on gas of known molecular weight such as 
oxygen. The pressure necessary to bring the pointer to the zero point is 
determined. 

The pressure required for a zero balance with air, which has been passed 
through a tower of soda lime to remove water vapor, is determined next. 
In order to fill the gas balance with a new gas, it is evacuated, filled with 
gas, evacuated, and refilled with gas to sweep out the last traces of the 
first gas. A second density reading is then taken after further sweeping 
out with the new gas. If the two readings do not agree, the sweeping 
process is continued until two successive readings agree closely. 

Calculations. If the counterpoise has practically the same volume as 
the bulb, it is unnecessary to make a correction for the buoyancy of the 
air (see Appendix). 

The weight g of the gas is obtained by subtracting the weight of the dry 
evacuated bulb from that of the bulb when filled with the gas. 
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If a closed-end manometer is used, the observed pressure in millimeters 
of mercury is corrected to 0° by use of the equation 


at — B(t — t,) 
ae te oo ana a (4) 

where Po, P = corrected and observed pressures 

¢ = centigrade temperature of manometer 

ts = temperature at which scale was calibrated, normally 20°C 

a = mean cubical coefficient of expansion of mercury between 

0 and 35° 

8 = linear coefficient of expansion of scale material 
The value of « is 181.8 X 10-*, and the value of Bis 18.4 X 10-* for brass. 
If a wooden scale is used, taking the value of B equal to zero introduces a 
negligible error, since 6 for wood is about 5 X 10-°. 
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Fic, 2, Gas-density balance. 


If an open-end manometer is used, the pressure in the bulb is equal to 
the difference between the corrected barometer pressure (see Appendix) 
and the manometer pressure corrected by use of Eq. (4). 
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The molecular weight of carbon dioxide is calculated at each pressure. 
If carbon dioxide were a perfect gas, the calculated molecular weight 
would be the same at all pressures. In determining the true molecular 
weight of a gas, it is necessary to plot the molecular weight obtained at 
different pressures and extrapolate to zero pressure. If the precision of 
the data warrants, a more accurate value of the molecular weight of 
carbon dioxide may be obtained in this way. 

The mean molecular weight of air is calculated from measurements with 
the gas-density balance by using Eq. (3) and compared with the average 
molecular weight obtained from the known composition of air. 


Practical Applications. The formula of a chemical compound may be calculated 
from the molecular weight, together with the atomic weights, and the percentage 
composition found by chemical analysis. In the most accurate work, globes of 8 to 
20 liters have been used and corrections were made for the loss of buoyancy of the 
globe when it contracted on evacuation.! The determination of the density of 
ammonia gas by Dietrichson and coworkers‘ illustrates the experimental techniques 
used in accurate work. Birge and Jenkins® have discussed the methods for extrap- 
olating to the limiting gas density and the errors involved. The work of Cady and 
Rarick? indicates the high precision with which molecular weights may be determined 
with a gas-density balance. 

The chemical equilibrium between different gases may often be calculated from the 
density of the equilibrium mixture of gases. 

Suggestions for Further Work. The accurate determination of the molecular 
weight of hydrogen gas by this method constitutes a real test of a student’s care and 
skill. 

The molecular weights of other gases may be determined. Small tanks of methane, 
ethylene, nitrous oxide, Freon, and other gases can be purchased. 

The percentage composition of a mixture of two gases such as oxygen and carbon 
dioxide may be determined from the density of the mixture. 

More exact values of the molecular weights may be calculated with equations of 
state such as those of Berthelot, van der Waals, or Beattie and Bridgman. How- 
ever, the use of these equations requires a knowledge of certain constants characteristic 
of the gas which will not be available for an unknown gas. 

The gas-density balance is well adapted to measuring the density of a mixture of 
gases. For example, the carbon dioxide content of the exhaled breath may be deter- 
mined by blowing the breath through a calcium chloride drying tube and a cotton 
packing into the balance. 

In the analysis of a mixture of gases, the density in grams per liter is determined 
with the balance, and the density of each pure gas at the same pressure is known. 
A formula is derived that will give the percentage composition corresponding to the 
observed density at the observed pressure. It is assumed that any interaction among 
the different gases leading to density changes is negligible in the experiments described 
here. 
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2. VAPOR DENSITY 


This experiment illustrates a practical method for determining the 
molecular weight of a volatile material. It provides excellent practice 
in the use of physical-chemical apparatus, which demands some skill in 
manipulation. 

Theory. The density of a vapor is more easily determined than the 
density of a gas because the substance may be weighed accurately when 
condensed to a liquid at room temperature. Very accurate vapor- 
density results can be obtained in this way. When only moderate 
accuracy is required, the Victor Meyer? method is one of the simplest, 
and it is still frequently used. 

A known weight of liquid is vaporized in a chamber maintained at an 
appropriate and constant high temperature. The air displaced from the 
chamber is cooled to room temperature, and its volume carefully meas- 
ured. Substitution of air for the actual vapor thus provides a means of 
determining the volume the known weight of vapor would occupy at 
room temperature if it could be cooled without condensation. 

It should be noted that it is not necessary that the temperature of the 
vaporization chamber be known, but it must be constant. 


Apparatus. Modified Victor Meyer apparatus; gas burette and leveling bulb; 
1° thermometer; barometer; glass bulblets; carbon tetrachloride, benzene, acetone, 
or chloroform ; water aspirator ; large and small test tube. 


Procedure. A modified form of the Victor Meyer apparatus is 
assembled as shown in Fig. 3. It consists essentially of four parts: 
(a) a small bulblet containing a weighed amount of a volatile liquid, 
(b) a vaporizer tube which contains the vapor after the bulblet is broken, 
(c) a gas burette for measuring the volume of air displaced by the forma- 
tion of the vapor, and (d) a steam generator connected to a heating jacket 
surrounding the vaporizer tube. 

The bulblets for containing the weighed samples of liquid are made by 
drawing out 4 mm soft glass as shown in Fig. 4. The tubing is rotated 
evenly during the heating operation. The micro flame shown is formed 
by a jet of gas issuing from a capillary section drawn at the end of a 
Pyrex tube. After drawing, bending, and sealing the right-angled tail, 
the bulblet is weighed on an analytical balance. About 0.1 ml of the 
liquid to be used is placed in a miniature test tube (3 by 2 in.), and the 
latter is then placed in a large test tube (1 by 6 in.) with the open capillary 
of the bulblet dipping into the liquid. A stopper with outlet tube is 
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fitted to the test tube and attached by vacuum tubing to a water aspira- 
tor. The tube is evacuated, and some of the air contained in the bulblet 
bubbles out. The vacuum is then broken by suddenly removing the 
connecting tube, and the liquid is driven into the bulblet. The bulblet 
is then removed and inverted to drain the capillary, and the capillary is 


7 Hii Fine copper 
wire holds 
y bulblet in 
inverted 
position 


Fic. 3. Modified Victor Meyer apparatus. 


sealed off with a small flame from a wing-top bunsen burner or a Pyrex 
capillary, about an inch from the end, care being taken that no liquid is 
present in the immediate area of heating and that the flame does not strike 
the open end of the capillary, where it can deposit condensed water. The 
sealed bulblet with its liquid and the remaining sealed-off end are then 
weighed again to obtain the weight of the liquid. Any liquid remaining 
in the open capillary tip which has been sealed off must be removed before 
weighing. Because leaking bulblets are the main cause of difficulty in 
this experiment, the quality of the seal should be tested. The bulblet, ina 
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dry miniature test tube, is returned to the filling apparatus, which is then 
evacuated as far as possible with the water aspirator. Any serious 
deficiency in the seals will become obvious by leakage. 

The assembled apparatus is shown in Fig. 3. The inner vaporizer 
tube B, 40 em in length and 2 or 3 em in diameter, is provided with a 


ae hy, : ; 
Bunsen =o ue Filled and sealed 
bulblet (actua! size) 


ge aspirator 


W. Wire for 
removal 
of sample 


0.1 mi. 
sample 


Fia. 4. Preparation and filling of Victor Meyer bulblet. 


rubber stopper through which passes a brass tube C. At the bottom of 
the tube C a hole is bored through both walls to hold the bent tail of the 
bulblet D. Three or four metal disks, spaced along the brass tube C and 
somewhat smaller in diameter than the vaporizer tube, reduce the rate 
of upward progress of the vapor when the bulblet is broken and thus 
reduce the chance of condensing vapor. They are cut from thin metal 
and provided with a central hole so that they can be slipped along the 
tube and soldered in position. A loosely fitting cylinder J of suitable 
plastic or hard rubber is placed at the top of the tube to reduce the dead 
air space and hasten the attainment of thermal equilibrium. 
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A loosely fitting brass rod F passes through the tube C and ends just 
above the holes drilled in it for holding the bulblet. It is securely held at 
its upper end by a rubber tube G which passes around both the brass tube 
and the brass rod, thus providing a vertically adjustable but gas-tight 
joint. The rod is pushed down at the appropriate time to break the bent 
tail of the bulblet. 

A side arm at the top of the vaporizer tube B leads through a rubber 
tube to a gas burette and leveling bulb, which is filled with water. 

The vaporizer tube is surrounded by an outer jacket A of Pyrex which 
is about 40 cm long and 5 cm in diameter. It is centered in a ring stopper 
and is connected through a sidearm to a steam generator with a safety 
tube. The bottom of the jacket is provided with an outlet and rubber 
tube through which condensed water and excess steam pass to a sink. 

When the bulblets have been filled and weighed and the steam jacket is 
operating, the vaporizer is swept out with a current of air to remove 
any condensible vapor from previous determinations. The rubber 
stopper containing the brass tube is loosened to provide air entrance, and 
the aspirator draws air through the vaporizer and the rubber tube G. 

The apparatus is assembled with the sealed bulblet in an inverted 
position as shown in Fig. 3. After steam has passed through the jacket 
for at least 10 min, the stoppers are tightened and the screw clamp Z is 
closed. The vaporizer is tested for leaks and thermal equilibrium by 
lowering the leveling bulb to create a pressure less than that of the 
atmosphere. If the water in the burette does not continue to fall when 
the leveling bulb is maintained at this lower level, the apparatus is air- 
tight and in thermal equilibrium. The apparatus is then in condition 
for the start of the experiment. 

The reading of the gas burette is taken with the leveling bulb adjusted 
to make the liquid level the same in the bulb and in the burette. The 
pressure inside the system is then equal to atmospheric pressure. The 
brass rod is now pushed down sufficiently to break off the lower capillary 
tip of the bulblet, whereupon the heated liquid is rapidly vaporized. As 
the vaporization takes place, the leveling tube is lowered so as to maintain 
nearly equal pressure inside and outside the apparatus, to minimize 
leakage. When the hot air displaced into the gas burette cools, a slight 
contraction may be noted. When the level of the liquid in the burette 
ceases to change position, the levels of the liquid are carefully adjusted to 
exactly the same height, and the final reading of the volume is made. 
After the apparatus has stood for a longer time, the volume of the meas- 
ured air may decrease, because of diffusion of the vapor from the vaporizer 
into the cooler parts of the apparatus where it condenses. The final 
reading is taken before such condensation occurs, just as soon as the level 
becomes constant. The temperature is taken from a thermometer hang- 
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ing close to the burette. For more precise work, the measuring tube may 
be jacketed with a concentric tube containing water and a thermometer. 

Carbon tetrachloride, benzene, or any low-boiling liquid may be used. 
The material must be pure. Two or more determinations are made until 
satisfactory checks are obtained. After each determination the vapor 
is removed before a second experiment is started, for an excessive volume 
of vapor leads to condensation in the connecting tube. 

The apparatus should not be dismantled until the calculations have 
been made and the results compared. 

Calculations. The pressure is read from the barometer and cor- 
rected to 0°C, using tables or calculations (Appendix). The correction 
amounts to 2 or 3mm. Another correction should be made for water 
vapor in the measured air volume. The partial pressure of water in the 
gas burette is equal to p2,,, the vapor pressure of water at the prevailing 
temperature. The air introduced from the vaporization tube has a 
partial pressure of water vapor, TP.0, determined by the relative humid- 
ity r of the laboratory air. The latter may be determined with a sling 
psychrometer or, more conveniently, a hair hygrometer reading directly 
in relative humidity. The difference in partial pressure of water between 
saturated air and the unsaturated laboratory air is subtracted from the 
total pressure P in the burette, which is equal to the atmospheric pressure 
as recorded by the barometer. This correction assumes that no diffusion 
of water vapor into the vaporization tube occurs during the preliminary 
phases of the experiment, and it becomes less accurate if the experiment 
requires an extended period of time. 

The molecular weight M of the vapor is calculated from the familiar 
equation 

pV = ERT 
where p = partial pressure, in burette, of air displaced by vapor 
= P — pao(l — 1) 
V = volume of displaced air, ml 
T = absolute temperature at which volume is measured 
g = weight of liquid taken 
R = gas constant 
Better results are obtained by using van der Waals’ equation or 
Berthelot’s equation. A convenient form of the latter is 
RT 9 PT. fig. 
M-o5p| 1+ per T(t on) 
where P, = critical pressure of compound used 
T. = critical temperature of compound used 
T. = temperature of steam jacket 
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Such an equation is obviously of no use in the case of an unknown com- 
pound, since the critical temperature and pressure will not be known. It 
is used, however, for testing the reliability of the apparatus on known 
substances. 


Practical Applications. The determination of the molecular weight is useful in 
identifying a chemical compound and in establishing its formula. 

When gases dissociate on heating, the equilibrium may be studied quantitatively 
through measurements of the gas densities. 

Suggestions for Further Work. The densities of several organic or inorganic 
vapors may be measured. For substances having boiling points above 80°, some 
liquid boiling higher than water must be used to generate vapor for the jacket,* or a 
furnace may be used for extremely high temperatures. The jacket should be at a 
temperature at least 20° above the boiling point of the substance whose vapor density 
is being determined, because of the failure of the gas laws to apply to vapors that are 
near the condensation point. 
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CHAPTER 2 


Thermochemistry 


3. HEAT OF COMBUSTION: BOMB CALORIMETER 


The enthalpy of combustion is determined in this experiment by means 
of a bomb calorimeter. 

Theory.**® The standard enthalpy of combustion for a substance is 
defined as the enthalpy change, AH}, which accompanies a process in 
which the given substance undergoes reaction with oxygen gas to form 
specified combustion products [such as CO2(g), H:O(J), No(g), SO2(g)], 
all reactants and products being in their respective standard states at 
the given temperature 7. Thus the standard enthalpy of combustion 
of benzoic acid at 298.15°K is AHoos.15° for the process 


CeHsCO2H(s) + 3202(9) = 7CO2(g) + 3H20()) (1) 


with reactants and products in their standard states for this temperature. 

As will be shown below, the enthalpy of combustion can be calculated 
from the temperature rise which results when the combustion reaction 
occurs under adiabatic conditions in a calorimeter. It is important that 
the reaction in the calorimeter take place rapidly and completely. To 
this end, the material is burned in a steel bomb with oxygen under a 
pressure of about 25 atm. A special acid-resistant alloy is used for the 
construction of the bomb because water and acids are produced in the 
reaction. 

In the adiabatic-jacket bomb calorimeter (Fig. 5) the bomb is immersed 
in a can of water, fitted with a precise thermometer. This assembly is 
placed within an outer water-filled jacket. Both before and after the 
combustion occurs, the jacket temperature is maintained (by external 
means) at the same value as that of the water in the can. If the tem- 
peratures are matched with sufficient accuracy, the can and contents do 
not gain or lose energy by radiation or conduction, and the process is 
therefore adiabatic. 

This method affords convenience in work of moderate accuracy, but 
there is inevitably some error due to time lag in adjustment of the outer- 
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jacket temperature. For the most exacting research measurements, an 
isothermal jacket is used and accurate cooling corrections are made.*~***8 

It should be recognized that the process which actually takes place in 
the calorimeter does not correspond exactly to one of the type of Eq. (1). 
In the actual calorimeter process, the final and initial temperatures are 
not equal and the reactants and products are not in their standard states. 
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thermometer 
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Fia. 5. Adiabatic combustion calorimeter (Parr series 1200 calorimeter with 1102 
bomb). 


The relationship of the calorimeter process to the isothermal standard- 
state process may be clarified by reference to Fig. 6. The initial and 
final temperatures in the calorimeter process are T, and T2, respectively. 
The various states of interest are shown, and on each arrow is written 
the energy change for the can and contents in going from one state to 
another in the direction indicated. Here AU. is the energy change for the 
actual calorimeter process, while AU7, is the energy change for an imag- 
ined process in which the final state is at 7, rather than T,. The heat 
capacity C is that for the can and its contents under the conditions of the 
experiment. The work of expansion of water in the can is entirely 
negligible. 

The first law of thermodynamics, 


AU =q-—w (2) 
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where AU = internal energy change for the system 

q = energy transfer into the system by heat flow 

w = work done by the system 
may be applied to the actual calorimeter process, which is assumed to be 
adiabatic (q = 0). In the present experiment, w, which consists mainly 
of the work of stirring, can be neglected, f and Eq. (2) then becomes 


li 


AU. = 0 (3) 
Since the energy change is independent of path, one has 
AU. = AU, + [, Car (4) 


Since the temperature change is small, it is usually valid to consider C to 
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Fre. 6. Relationship among pertinent states of the calorimeter system (comprising the 
can and its entire contents). The energy change in going from one state to another is 
shown near the arrow connecting the states. 


be constant, so that the integral becomes equal to C(T2 — 71). One 
then obtains 
AUz, = —C(T2 — Ti) (5) 


It may be observed that a temperature rise corresponds to a negative 
AUr,, that is, to a decrease in energy for the imagined isothermal process. 

The next step is to calculate AU?, from AUz,. Although the energy is 
not sensitive to changes in pressure, the correction to standard states, 
called the Washburn correction, may amount to several tenths of a per 
cent and is important in work of high accuracy.®® The principal 
Washburn correction terms allow for the changes in U associated with 
(a) changes in pressure, (6) mixing of reactant gases and separating 

t In the isothermal-jacket method, mentioned above, the stirring term is not 


neglected, but rather is effectively eliminated along with the heat transfer by making 
a correction to the observed temperature rise.*4.® 
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product gases, and (c) dissolving reactant gases in, and extracting 
product gases from, the water in the bomb. 

The standard enthalpy change AH}, may then be calculated. The 
definition of H leads directly to 


AH?, = AUZ, + A(PV) (6) 


Since the standard enthalpy and energy for a real gas are so defined as to 
be the same, respectively, as the enthalpy and energy of the gas in the 
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Fria. 7. Ignition circuit for bomb calorimeter. The fuse wire inside the bomb becomes 
hot and initiates combustion of the sample. The wire itself is oxidized, and the circuit 
thereby is opened. When this happens, the lamp ceases to glow. The switch is of 
the momentary contact type. The circuit as shown is suitable for use with a 10-cm 
length of Parr 45C10 fuse wire, 


Insulated 
Type 40 terminal 


6.3v, Lw(py) 


zero-pressure limit, the ideal-gas equation may be used to evaluate the 
contribution of gases to A(PV) in Eq. (6). The result is 


where mn, = number of moles of gaseous products 

nm, = number of moles of gaseous reactants 
The contribution to A(PV) from the net change in PV of solids and liquids 
in going from reactants to products is generally negligible. 


Apparatus. Parr, Emerson, or other adiabatic calorimeter; pellet press; two 
thermometers graduated to 0.01°; fuse wire, having a known heat of combustion per 
unit length; benzoic acid, naphthalene, or other samples. 


Procedure. A Parr-type calorimeter{ is shown in Fig. 5, and a 
suitable ignition circuit in Fig. 7. The outer jacket is heated by adding 
hot water. In an Emerson-type calorimeter, jacket heating is accom- 
plished by passing alternating current directly through the water of the 

} A calorimeter with semimicro bomb (22 ml) suitable for samples up to about 0.2 g 


is available from Parr Instrument Co., Moline, IIl., at a cost appreciably below that of 
the standard-size-bomb calorimeter described above. 
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outer jacket. In either type, cooling of the jacket is accomplished by 
adding cold water. 

The two thermometers read in the range 18 to 30°C or thereabouts and 
should be graduated to 0.01°. It is convenient to use a matched pair, 
although, as an alternative, one may be calibrated relative to the other; 
the correction may be assumed to be constant. 

The following precautions must be followed if the danger of explosion 
is to be avoided :4 

1. The amount of sample must not exceed 1 g. 

2. The oxygen pressure must not exceed 30 atm. 

3. The bomb must not be fired if gas bubbles are leaking from it when 
submerged in water. 

4. The operator should stand back for at least 15 sec after igniting the 
sample and should keep clear of the top of the calorimeter. An explosion 
would be most likely to drive the top upward. 

5. Much less than 1 g of sample should be used for testing materials of 
unknown combustion characteristics. 

6. The use of high-voltage ignition systems is to be avoided. Arcing 
between electrodes may cause the electrode seals to fail and permit the 
escape of hot gases with explosive force. 

A little less than 1 g of the sample is formed into a pellet by means of a 
pellet press; this is done to prevent scattering of material during the 
combustion, with consequent incompleteness of reaction. The pellet is 
weighed and placed in the sample pan. The fuse wire, of measured 
length about 10 cm and known heat of combustion per unit length, is 
attached to the two terminals and adjusted to give firm contact with the 
pellet. It is important to avoid getting kinks in the fuse wire since fusion 
may occur at such points before the portion of wire in contact with the 
pellet becomes hot enough to initiate combustion. 

The surfaces at which closure of the bomb is to be effected must be kept 
scrupulously clean, and every precaution taken to avoid marring them. 
The parts of the dismantled bomb should be placed on a clean, folded 
towel. 

The cover is carefully assembled with the bomb and tightened by 
means of a wrench (Emerson) or by hand (Parr). The bomb is then 
connected to the oxygen tank, and oxygen is admitted slowly until the 
pressure is 25 atm. The valves are then closed, the pressure in the line 
is relieved, and the bomb is removed. 

About 2000 ml of water, the temperature of which has been adjusted 
so as to be at least several. degrees below the upper limit of the ther- 
mometer range, and preferably close to room temperature, is weighed in 
the calorimeter can; the latter is then placed within the adiabatic jacket. 

The ignition leads are connected, and the bomb is immersed in the water. 
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(With the Parr bomb, one ignition wire is connected to the terminal on 
the cover, the other to the can, which makes electrical contact with the 
bomb.) 

The water in the can must cover the bomb. If gas bubbles escape, the 
assembly ring may require tightening, or the gaskets may need to be 
replaced. . 

The cover of the adiabatic jacket is set in place, and the thermometers 
lowered into position. The stirrer is started, and the jacket temperature 
is then adjusted to within 0.03° of that of the water in the can. The 
thermometer in the can is read for a few minutes to be sure that equi- 
librium has been attained. This temperature is recorded as the initial 
temperature 7. The ignition switch is then closed until fusion of the 
wire is indicated by glowing of the lamp (Fig. 7). However, the switch 
should not be held closed for more than about 5 sec, because damage to 
the ignition unit or undue heating by passage of current through the water 
may result. 

If combustion has occurred, the temperature of the water in the can 
will be seen to rise within a few seconds. Otherwise the leads should be 
examined, the voltage output of the ignition circuit checked, or the bomb 
opened and examined for possible sources of trouble. 

After a successful ignition, the temperature of the calorimeter rises 
quickly. The jacket temperature should be kept as close as possible to 
that of the can. After several minutes the rate of change of the tempera- 
ture becomes sufficiently small that the difference between the can and 
jacket temperatures can be reduced to a few hundredths of a degree. The 
final steady temperature of the can is then recorded as To. 

Next, the bomb is removed, the pressure relieved by opening the valve, 
and the cover removed. If the sample contained nitrogen, the acid 
residue in the bomb is washed quantitatively with water into a flask and 
titrated with 0.1 N NaOH. However, the nitric acid titration may be 
omitted in work of moderate accuracy if the only source of nitrogen is 
the air initially present in the bomb. In any case, the length of the 
residue of unoxidized fuse wire is measured. The bomb and calorimeter 
are carefully cleaned and dried after each experiment. 

Two runs are made with benzoic acid for determination of the heat 
capacity of the calorimeter, and two with naphthalene (or other sample) 
for determination of the enthalpy of combusion. 

Calculations. The heat capacity C may be written as 


C = Mg + Co — ®&) 


where m = mass of water in can 
Cu,.0 = heat capacity of water per gram = 0.999 cal deg g-! at 
room temperature 
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Here Cy represents the heat capacity of the calorimeter (bomb and 
contents, can, immersed portion of thermometer, etc.). The value of 
Co may be assumed to be the same for all four runs. 

For the benzoic acid runs, AUz, is considered to be known and Cy may 
be calculated from the temperature rise. The value of AUz, is calculated 
by allowing* —6318 cal g—! of benzoic acid burned and the value specified 
by the manufacturerf for the wire burned. The contribution from 
nitric acid formed may be calculated when necessary as — 13,800 cal 
per mole of HNO; produced. 

The data for the naphthalene runs are used to calculate AU7, and the 
standard heat of combustion AH?,; for student work, the difference 
between AUr, and AU?p, may be considered negligible. The values of 
AU?, and AH>, should be reported for one mole of sample. 

The standard enthalpy of formation of naphthalene is then calculated 
from the values —94.05 and —68.32 kcal mole~? for the standard enthal- 
pies of formation of CO2(g) and H.,O(l), respectively, at 25°. If the 
experimental values of T; are within a few degrees of 25°, the correction 
of the enthalpy of combustion from 7, to 25° may be omitted. 


Practical Applications. For many modern technological developments, such as 
rocket-propulsion systems, it is obviously necessary to have good thermochemical 
data. 

Suggestions for Further Work. The enthalpy of combustion of a liquid sample 
may be determined. The sample is sealed off in a thin-walled glass bulb.6 A weighed 
quantity of naphthalene or paraffin oil is placed around the bulb. When ignited, 
this will break the glass and start combustion of the liquid. 

Solid samples which cannot be formed easily into pellets are placed in the sam- 
ple pan around the fuse wire. The oxygen must be admitted slowly to prevent 
scattering of the powder. 
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4. HEAT OF SOLUTION 


The integral heat of solution of potassium nitrate in water is deter- 
mined as a function of concentration. From these data differential heats 
of solution and integral heats of dilution are calculated. 

Theory. The quantitative study of the thermal effects which accom- 
pany the solution of a solute in a pure solvent or a solution has been 
systematized through the introduction of the concepts of the integral 
and. differential heats of solution. 

The integral heat of solution AH:s. at a particular concentration is the 
heat of reactiont at a specified temperature and pressure when one mole 
of solute is dissolved in enough pure solvent to produce a solution of the 
given concentration. 

Thus AH;.s, for KNOs in water equals the enthalpy change for the 
process 

KNO;(s) + nH,0(1) = [KNO;, nH.0] 


For example, if one mole of solute is dissolved in 500 g of water at constant 
T and P, the heat of reaction gives the value of the integral heat of 
solution at the concentration 2 molal. 

The differential heat of solution of the solute is defined as 


8(AH,) | 
One |r,P,n, 


where AH, is the enthalpy change for the dissolving, at constant T and P, 
of mz moles of solute in n; moles of solvent. The differential heat of 
solution may be visualized as the enthalpy change for the addition, at 
constant T and P, of a mole of solute to so large a quantity of solution that 
the addition of one more mole of solute does not change the molality 
appreciably. Now the addition, at constant 7’ and P, of dm moles of 
solute to a solution already containing m moles of solute in 1000 g of 
solvent (hence, of molality m) produces the enthalpy change d(mAH 1s); 
hence the differential heat of solution of the solute is given by 


Pom ee [oe es (1) 


t Because the processes considered here take place at constant pressure and only 
pressure-volume work is involved, the heats of reaction are given by the corresponding 
enthalpy changes. 

$ The symbol on the right-hand side of this equation refers to a solution consisting 
of one mole of KNO; in » moles of water. 
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The differentiation indicated on the right side of Eq. (1) may be carried 
out explicitly to obtain 


OAH, = JAH 5, 
( One _ = Allts, m( om ) 2 @) 


Note that all the quantities on the right side of Eq. (2) are dependent on 
molality, so that the differential heat of solution also is a function of 
molality. 

The magnitudes of these heats of solution depend specifically on the 
solute and solvent involved. The value of the heat of solution at high 
dilutions is determined by the properties of the pure solute and by the 
interactions of the solute with the solvent. As the concentration of the 
solution increases, the corresponding changes in the differential and 
integral heats of solution reflect the changing solute-solvent and solute- 
solute interaction effects. 

For the interpretation of heat-of-solution data for some systems, it is 
instructive to compare the results with the behavior predicted for ideal 
solutions. An ideal solution may be defined as one which obeys Raoult’s 
law over the entire range of concentrations being considered. It can be 
shown? that the mixing, at constant 7 and P, of pure liquid solvent with 
such a solution produces no change in enthalpy. From this it follows 
that for the case of a liquid solute, dissolving to form an ideal solution, 
AHis, = 0. For the case of a solid solute which dissolves to form an 
ideal solution, AH;.s, equals the molar heat of fusion to give the (super- 
cooled) liquid at the temperature of the solution. Such behavior is 
approximated in some actual cases, which involve nonelectrolyte solutes 
and nonpolar solvents (e.g., naphthalene in benzene). For electrolyte 
solutes the actual behavior is very different from the ideal case, because 
of marked solute-solvent and solute-solute interactions. 

The integral heat of dilution AHp.m,+m, between two molalities m, and 
mz is defined as the heat effect, at constant temperature and pressure, 
accompanying the addition of enough solvent to a quantity of solution 
of molality m: containing one mole of solute to reduce the molality to the 
lower value mz. The process to which the integral heat of solution at 
molality mz refers is equivalent to the initial formation of the more 
concentrated solution of molality m, followed by its dilution to the lower 
molality m2; the integral heat of dilution is thus equal to the difference of 
the integral heats of solution at the two concentrations involved: 


AD mom, = AH xs,.(m2) — AH; 3.(m1) (3) 


Apparatus. Heat-of-solution calorimeter; sensitive mercury thermometer (18 to 
31° in 0.01° divisions); potentiometer and potential divider; thermistor thermometer 
with Wheatstone bridge and lamp and scale galvanometer; calibrated ammeter with 
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l-amp scale; 6-volt d-c power supply; stop watch or electric timer; six weighing bottles 
or 10-ml Erlenmeyer flasks with stoppers; potassium nitrate; switch and wire. 


Procedure.’ This experiment illustrates the special advantage that 
endothermic reactions offer for calorimetric measurements. When the 
reaction absorbs heat, the cooling effect may be balanced with electrical 
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Fig. 8. Calorimeter for measuring heats of solution. 


heating to prevent any change of temperature. It thus becomes unneces- 
sary to know the heat capacity of the calorimeter or of the solution being 
studied. No cooling correction is necessary, and the method is simpler 
than the ordinary adiabatic method. 

The essential features of a suitable calorimeter for work of moderate 
precision are shown in Fig. 8. The vacuum bottle minimizes heat 
exchange between the solution and the surroundings. A mechanical 
stirrer is used to provide the efficient and uniform stirring essential to the 
rapid solution of the solute. The rate of stirring, however, should be 
kept as low as efficiency permits to minimize the energy introduced by 
stirring. The stirrer shaft should be of a poor heat conductor, and 
proper bearings must be provided to eliminate as far as is possible heat 
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generation by friction. (The shaft bearings should be located above the 
calorimeter proper.) A belt-and-pulley drive is used to keep the heat 
transfer by conduction and radiation from the motor at a minimum. 

The calorimeter heating element should have a low temperature 
coefficient of resistance and a low time lag in transferring heat to the 
solution and must be electrically insulated from the solution. These 
requirements can conveniently be met by use of copper-sheathed Fiber- 
glas-insulated constantan wire.{ The copper sheath, soldered to the 
resistance wire at one end, serves as one electrical lead. At the other end, 
the sheath is cut back to expose a short section of the wire, to which an 
enameled copper lead wire is then soldered. A section of copper sheath 
from which the resistance wire has been removed is slipped over the lead 
wire, and a water-tight joint{ is made between the two sections, as shown, 
for example, in Fig. 8. The heater-coil assembly should remain immersed 
for some distance past the joint to ensure its temperature equilibration 
with the solution. A heater resistance of about 7 ohms, as given by 
about 5 ft of 24-gauge constantan wire, is recommended because the 
current obtained by use of a 6-volt storage battery or regulated d-c 
supply§ can be determined accurately with a l-amp ammeter. 

As temperature indicator, a sensitive mercury thermometer may be 
used, but a thermistor (page 571) is recommended because of its rapid 
and sensitive response to temperature changes. A conventional student 
d-c Wheatstone bridge with lamp and scale galvanometer readily makes 
available a thermometric sensitivity of the order of a millidegree. 

A schematic diagram of the electrical circuits involved is given in 
Fig. 9. The timer is actuated by a ganged switch so that the time that 
current flows through the heating coil will be measured. Temperature 
indication is achieved by means of a thermistor immersed in the solution. 
The resistance FR, of the thermistor varies rapidly with temperature (about 
80 ohms deg™! near room temperature with R,; about 2000 ohms). 

The resistance of the heating coil 2, must be measured with the current 
flowing since its resistance increases with increasing temperature. This 
is accomplished by measuring the potential drop across R; by means of a 
potentiometer while a known current is passing. The value of R, is then 
calculated by using Ohm’s law. Since the potential drop across R, is 
about 7 volts, it is necessary to use a potential divider if the ordinary 
type of laboratory potentiometer is to be used. The potential-divider 


t This wire assembly is made by the Precision Tube Company, Inc., North Wales, 
Pennsylvania, under the name Precision Coaxitube. 

¢ The brass fittings can be prepared at any machine shop. 

§ A compact, regulated transistorized supply convenient for this application is 
available from Sorensen and Company, Inc., South Norwalk, Conn. (Q.M. Series 
D.C. Power Supplies). 
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ratio (Ri + R2)/Rs is chosen to be 10:1. Since the current may change 
somewhat during the balancing process, the current should be noted at a 
time when the potentiometer is in balance. For the calculation of Rj, it 
is to be noted that the current indicated by the ammeter includes a 
current through the potential divider as well as the current through the 
heating coil. 

The calibration of the ammeter is checked by measuring the potential 
drop across a standard resistance R, in series with the heater. 
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Fig. 9. Schematic diagram of electrical circuits for measurement of heat of solution. 


Six samples of finely pulverized potassium nitrate, three of about 8 g 
and one each of 3, 4, and 5 g, are transferred to numbered weighing 
bottles, which are then stoppered and weighed. About 200 ml of dis- 
tilled water, which has been carefully adjusted to room temperature, is 
weighed into the vacuum bottle, and the calorimeter assembled. The 
thermistor thermometer is connected to the Wheatstone bridge, and the 
stirrer is started. The time that the stirrer is on must be recorded. The 
thermometer resistance is checked by means of the bridge; if the water 
temperature was properly adjusted, the resistance will soon show only a 
very slow decrease due to the temperature rise caused by stirring. 

When this condition has been reached, the position of the galvanometer 
light balance is noted as a reference point for later use, and the first 
determination is started by adding the 3-g sample of potassium nitrate 
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through the sample tube. The emptied weighing bottle is set aside to be 
reweighed later. The heating-circuit switch is then closed. The heating 
current is recorded, and any salt adhering to the surface of the filling tube 
is pushed down with a blunt glass rod or a camel’s-hair brush. 

The galvanometer deflection is checked at frequent intervals; the 
bridge dial settings are not changed. When the unbalance has been 
reduced far enough so that the galvanometer light spot remains on the 
scale, the galvanometer circuit switch is closed and the heating current 
and timer are turned off. The number n of scale divisions traversed 
thereafter by the spot due to the lag in the heater and thermometer is 
noted. The heating current and timer are switched on again and turned 
off when the light spot has reached the point n scale divisions short of the 
initial balance reference point. The spot will then come to rest very 
elose to the latter, and in this way the final temperature of the 
solution is matched to the initial temperature. The total heating time 
is recorded. 

The thermometer bridge balance is checked, and the second deter- 
mination is made as above with the addition of the 4-g sample. . Since 
heat exchange with the surroundings is influenced by the magnitude of 
the temperature differential between the calorimeter and the room, the 
solute may profitably be added gradually during the heating period 
rather than all at once. The remaining samples are used in turn to 
extend the concentration range studied to near 2 molal. The empty 
weighing bottles are then reweighed. 

To determine the work of stirring per second, the solution is stirred for 
a time of the order of 15 min and the resulting change in the thermistor 
resistance, Af;, is noted. Next, a measured current is passed through the 
heating coil for about one minute, and the change AR, again noted. 
From these data, the work of stirring per second may be calculated if it is 
assumed that the resistance of the thermistor R, varies linearly with 
temperature. This assumption is entirely satisfactory over the very 
small temperature intervals involved. 

It is wise to make one or two test experiments to learn the proper 
technique. . 

Calculations. For this experiment the first law of thermodynamics 
leads to 

AH =q-w, (4) 


The work of stirring w, is negative because work is done on the system. 
The heat absorbed by the solution, g, is equal to the electrical energy 
dissipated in the resistor of resistance R due to passage of current I for 
time ¢. Hence 

AH = I’Rt — wv, (5) 
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‘ If I is expressed in amperes, R in ohms, and ¢ in seconds, the energy dis- 
sipated is given in joules; to convert to calories the energy in joules is 
divided by 4.184. 

For each solution the total number of moles of solute present and the 
corresponding total enthalpy change AH are calculated. The molality 
of the solution and the integral heat of solution at that concentration are 
then calculated. The integral heat of solution AH;,s, is plotted against 
the molality, and the differential heat of solution is evaluated at 0.5 and 
1.5 molal by use of Eq. (2). This method is employed, rather than direct 
use of Eq. (1), to minimize the uncertainty in the calculated values due 
to the difficulty of determining accurately the slope of a curve. 

The integral heats of solution at 0.5, 1, and 1.5 molal are obtained by 
interpolation, and the integral heats of dilution from 1.5 to 1 molal and 1 
to 0.5 molal are evaluated. The various experimental results are com- 
pared with accepted values.‘ For comparison with literature data it 
should be remembered that the enthalpy of formation of a solute 
is defined as the enthalpy change for formation of the solution 
from the solvent and the elements of the solute, each in its standard 
state (pages 31-32). 


Practical Applications. Integral-heat-of-solution data are often required in 
energy-balance calculations for chemical processes for engineering purposes. They 
are also used in the indirect evaluation of standard heats of formation of compounds 
for which heats of reaction in solution must be utilized. Measurements of the integral 
heat of solution may be used for the calculation of integral heats of dilution when 
no direct determinations of the latter are available. The differential heat of solution 
at saturation determines the temperature coefficient of solubility of the solute® 
(cf. Exp. 21). 

Suggestions for Further Work. The method here described is suitable for 
measurements on most endothermic reactions. The apparatus may be used for 
exothermic reactions by determining the temperature rise due to the reaction, then 
cooling the system to the initial temperature and reheating it through the identical 
temperature range by means of the electrical heating coil. 

The heat of solution of urea may be determined as typical of a nonelectrolyte. 
The individual samples used should be larger (about 15 g) because of the smaller 
heat of solution. The heats of solution of urea, phenol, and the compound (NH:):CO- 
2C.H;OH are measured separately, and the heat of formation of the compound 
ealculated.2 The compound is prepared by fusing 9.40 g of phenol with 3 g of urea in 
a test tube immersed in boiling water. 

The heat of hydration of calcium chloride may be determined indirectly from 
measurements of the endothermic heat of solution of CaCl,-6H.O and the exothermic 
heat of solution of CaCl. A test of the equipment and operating technique may be 
made by measuring the relatively small heat of solution of sodium chloride. Com- 
parison data for concentrations up to 1.3 mola] have recently been given by Benson 
and Benson.! 

The heat of mixing of organic liquids may be determined with the same apparatus.” 
The results for chloroform-acetone and carbon tetrachloride—-acetone may be discussed 
on the basis of hydrogen bonding. 


Exp. 5] THERMOCHEMISTRY 29 


References 


. Benson and Benson, Rev. Sci. Instr., 26, 477 (1955). 

. Campbell and Campbell, J. Am. Chem. Soc., 62, 291 (1940). 

. Lewis and Randall, “Thermodynamics,” 2d ed., rev. by Pitzer and Brewer, 

McGraw-Hill Book Company, New York (1961). 

4. Selected Values of Chemical Thermodynamic Properties, Natl. Bur. Standards 
(U.8.), Cire., 500 (1952). , 

5. Sturtevant in Weissberger (ed.): ‘Technique of Organic Chemistry,” 3d ed., 
Vol. I, Pt. I, Chap. 10, Interscience Publishers, Inc., New York (1959). 

6. Williamson, Trans. Faraday Soc., 40, 421 (1944). 

7. Zaslow, J. Chem. Educ., 37, 577 (1960). 


Wh 


5. HEAT OF REACTION IN SOLUTION: 
CONSTANT-PRESSURE CALORIMETER 


The enthalpy change for a reaction in solution at constant pressure and 
temperature is found from the measured temperature change which 
occurs when the reaction takes place in a thermally insulated vessel. 

Theory. The present experiment is concerned with the determination 
of the enthalpy change for a chemical reaction in solution. As an 
example, consider the reaction 


Hgt+(aq) + 2Cl-(aq) = HgCl.(aq) (1) 


where the symbol Hgt+(aq) means one mole of Hgt* in an infinitely 
dilute solution in water solvent, and HgCl.(aq) refers to a mole of 
undissociated HgCl, in solution at infinite dilution. The value of AH 
for process (1) at a given temperature is practically equal to AU, the 
difference in energy between reactants and products. Because of the 
specification attached to Eq. (1) that reactants and products be at 
infinite dilution, the enthalpy change equals AH°, the standard-state 
enthalpy change for the given temperature. 

As the measurement cannot actually be performed on infinitely dilute 
solutions, recourse is had to a scheme such as that depicted in Fig. 10. 


Hg** (aq) + 2NO;"(aq) + 2Na*(aq) + 2C17(aq) abt HgCl,(aq) + 2Na*(aq) +- 2NO;"(aq) 


AH, AH, 


Ad, ; 
[Hg(NO,),, 50H,0] ++ 2 [NaCl, 100H,0] ————*———» [HgCl,, 2NaNO,, 250H,0] 


Fra. 10. Outline of steps for determination of AH for reaction (1) in the text, equiva- 
lent to process 1 in the figure. Since AH is independent of path, 


AH, = AH, + 4H; + AH, 
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The symbol (Hg(NOs3)2, 50H20] represents a solution containing one 
mole of Hg(NOs)2 dissolved in 50 moles of H.O. The quantity AH; is 
accurately measurable; steps 2 and 4 correspond to dilution processes for 
which AH values may be obtained from heat-of-dilution data, which are 
tabulated for many common solutes and can otherwise be obtained from 
auxiliary experiments (Exp. 4). 

The principles involved in the measurement of AH for a process at 
finite concentrations of the type 


reactants (Z7') > products (T) (2) 


of which Fig. 10, step 3, is an example, may now be considered. It is to 
be noted that in Eq. (2), reactants and products are specified to be at the 
same temperature; the enthalpy change for a reaction process of this 
type will be designated AH7. 

The method of measurement involves a simple application of two 
important properties of the enthalpy function: 

1. The energy transfer to the system by heat flow, q, is given by 


q = AH (8) 


for any process carried out in such a manner that the conditions 
P = constant and w = f{PdV hold. 

2. The enthalpy is a function of state; hence AH is independent of 
path, while g in general is not. 

The present method is particularly well suited to the determination of 
AH, for reactions involving solutions. The reaction is carried out under 
a constant (atmospheric) pressure in a vacuum bottle, which is an 
excellent thermal insulator. Therefore the actual calorimeter process is 
adiabatic (g = 0) rather than isothermal (JT = constant). The relation- 
ship between the calorimeter process and an isothermal process of the 
type of Eq. (2) is shown in Fig. 11. Clearly, 


AH. = dH, + [)" CpaT (4) 


I 


where AH, = enthalpy change for calorimeter process 

T; = initial temperature 

T. = final temperature 

Cp = heat capacity, at constant pressure, of contents and inner 

wall of vacuum flask after reaction has occurred 

The temperature interval is generally sufficiently small that Cp may 
be considered constant, and the integral in Eq. (4) then becomes 
Cp(T2, — T). Furthermore, one has from Eq. (3), applied to the 
calorimeter process, 


AH, =q=0 (5) 
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and combining this with Eq. (4) yields 
AHy, = —Cp(T2 — 71) (6) 


It may be noted that if the temperature rises in the adiabatic calorimeter 
process, then AHy, is negative; in this case, heat would be evolved, 
according to Eq. (3), were the same reaction to be carried out isothermally 
at temperature 7’). 

In order that Eq. (6) may be used to calculate AH 7, from the measured 
temperature change, it is necessary to determine Cp for the product 


Products (T>) 


Adiabatic calorimeter 
process 
AH; = 0 


Isothermal process 
AHy, 


Reactants (T}) 


Products (7) 


Fie. 11. Relationship between the actual adiabatic calorimeter process and the 
imagined isothermal process for which AH is to be determined. Near each arrow is 
written the enthalpy change in going from one state to another in the direction 
indicated. 


system. This is best done by an electrical method. Shortly after the 
reaction has occurred, a current is passed through the coil of wire 
immersed in the solution and the resulting temperature rise (T, — 72) 
is measured. The enthalpy change for the system in this process is 
AH = Cp(T, — T3). Since electrical work I?R,t is done on the system, 
Eq. (3) does not apply and must be replaced by : 


q—- w,, = AH 3 (7) 


with g = 0 and w,, = —J*Rit. Here R, stands for the resistance of the 
heater coil and ¢ for the time of current flow. Hence, Cp may be cal- 
culated from 

Cr(T, — Ts) = AH = I?Rit : (8) 


For the calculation of AH for the dilution steps, enthalpy-of-formation 
tables‘ may be used. The true enthalpy of formation, AH;,7, for a 
solution would be AH for the formation of the specified solution from the 
elements of all components in their standard states at the given tempera- 
ture. However, when one component is designated as solvent, it is 
conventional to define an enthalpy of formation for a solute as AH for the 
formation of the specified solution from the pure solvent and elements of the 


32 LABORATORY EXPERIMENTS [exp. 5 


solute in their standard states at the given temperature. An enthalpy of 
formation for a solute in the latter sense will be denoted by AHy:r. 
Figure 12 may serve to clarify the distinction between AH,,7 and AH;.,r. 
From the definition it is easily shown that AH for a dilution process 

such as 
[NaCl, 300H.0] + 100H.0 — [NaCl, 400H.0] (9) 


is found by subtracting the heats of formation AH,-,r for the solute at the 


Na(s) + $Cl(g) + 400 H(g) + 200 0,(¢) 


Na(s) + $Cl(g) + 400 H,O() 


Enthalpy —> 
AH + [NaCi,400 H,0] 


Cy 
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{NaCl,400 H,0] 


Fie. 12. Diagram illustrating the distinction between AH;,r and AH yr for the solution 
[NaCl, 400H,0}. 


two concentrations. If AH? for a reaction is to be calculated from solute 
enthalpies of formation by the equation 


AH, = ZAH;,7r(products) — ZAH,,r(reactants) (10) 


an explicit term involving AH;,r(H.O) must be included if the number of 
moles of solvent, here considered to be water, changes in the reaction; for 
example, for the reaction 


[HCl, 100H,0] + [NaOH, 100H.0] = [NaCl, 201H.0] (11) 
AH is given by 


AHr = AH, 7{NaCl, 201H.0] + AH,,7(H20) 
= AH, 7[NaOH, 100H,0] = AH; 7{HCl, 100H.0] (12) 
It may be desired to calculate AH}, for a temperature 7'y different from 


that at which the measurement was made. This calculation is most 
efficiently accomplished through introduction of partial molar quantities 
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(page 87). For the kth component of a solution, the partial molar 
enthalpy H;, is defined by 


“ OH 
Hy a (#2)... Sexe 1s) 


where H = enthalpy of solution 

m = number of moles of component k 
mm, . . . = numbers of moles of all other components 
For a reaction, 


AH?r = » 3H; = » vill; (14) 
3 1 


where »; is the coefficient of the ith reactant, and »; that of the jth product, 
in the chemical equation for the reaction as written; =; and 2, denote 
summation over products and reactants, roapentively: The validity of 
Eq. (14) may be verified by considering the occurrence of an infinitesimal 
amount of reaction by removal of differential quantities of reactants and 
introduction of differential quantities of products in amounts consistent 
with the stoichiometry of the reaction. 
To differentiate Eq. (14) with respect to 7’, we use 


oh, 9 (aH\_ 98 [aH\_ a 
att = ap (34) ~ ae (Sr) = aa Cr = Cr, f9) 
and obtain 
dAH - 
Fra = ) vjCp, = ), ner, (16) 


Integration of Eq. (16) from T; to Ty yields 


AH, ~ AHr, = [,.' () Ce, — ) ne.) aT (17) 
j t 


If the temperature interval (7) — T1) is only a few degrees so that the 
partial-molar-heat capacities may be considered to be constant, and if 
specialization is made to the standard-state case, Eq. (17) becomes 


AH>, = AH?, + (D, 0%, — , viC%,) (To — Tr) (18) 
3 t - 


Values of C% for a number of solutes in water may be found i in the National 
Bureau of Standards tables.4 

Clearly, the solvent terms in Eq. (18) will cancel unless the number of 
moles of solvent changes in the reaction. If the standard state for the 
solvent is taken to be the pure solvent at temperature 7’, as is generally 
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the case, then C% for the solvent is just its molar heat capacity. For 
pure water, this is 


CY = (0.9989)(18.016) = 17.996 cal deg—! mole“! at 25°C 


Apparatus. Calorimeter (Fig. 13) consisting of 500-ml vacuum bottle, sensitive 
(0.01°) thermometer, stirrer, special inner flask, and 15-watt heater coil; source of 
‘water-saturated, pressurized air; 6 or 12 volts d-c supply for heater; heater timer; 
double-pole double-throw switch controlling both heater and heater timer; additional 
timer or clock with sweep second hand; calibrated ammeter ; potentiometer ; precision 
potential divider; reactant solutions, 500 ml of [NaCl, 100H20], 100 ml of [Hg(NOs)s, 
50H:0]. 


Procedure. The calorimeter is shown in Fig. 13. A vacuum bottle 
provides a simple yet effective means of keeping the rate of heat exchange 
with the environment to a very low 
value. The cover is fitted with a 
thermometer sensitive to 0.01° and 
a polystyrene stirrer. The inner 
Pyrex vessel serves to hold one react- 
ant separate from the other, while 
permitting the two solutions to come 
to the same temperature before the 
reaction takes place. At the proper 
time, air pressure is used to force the 
reactant out of the inner flask. 
Water-saturated air should be used 
to minimize the cooling effect of 
evaporation. 

A simpler method which yields 
satisfactory though somewhat less 
accurate results is to place the re- 
actants initially in separate Dewar 
flasks, in one of which a heating coil 
is immersed, and to mix the two solu- 
Fra. 13. Vacuum-flask calorimeter for tions at the proper time by pouring 
solution reactions. one reactant into the other. The 

product mixture should then be in 
the Dewar with the heater coil. An advantage of this procedure is that 
it: allows greater flexibility in the choice of relative volumes of the two 
reactant solutions. 


Reactant 2 


Reactant 1 


t A thermistor may be used in place of the mercury-in-glass type of thermometer 
shown in Fig. 13. The thermistor offers the advantages of smaller size, lower heat 
capacity, and more rapid response and is therefore particularly appropriate if it is 
desired to use small quantities of reactants. Suitable apparatus and calibration 
techniques for use with a thermistor are described in Exps. 4 and 12, respectively. 


Exp. 5] THERMOCHEMISTRY 35 


The heater coil, used in the determination of heat capacity, may be of 
the same design as that described in Exp. 4. The power required is of 
the order of 15 watts. A 6- or 12-volt d-c power supply is convenient. 
A regulated supply is preferable to a storage battery because the voltage 
of the latter will drop slightly even in the course of a single run. A 
calibrated ammeter serves to indicate the heater current, and a timer 
actuated by the switch which controls the heater current (Fig. 9 on 
page 26) measures the period of current flow. 

In addition to the heater timer, a timing device is needed which will 
operate continuously over the duration of the run. A clock with sweep 
second hand will serve for this purpose if a second laboratory timer is not 
available. 

Effective stirring is essential. For the outer solution, a motor-driven 
stirrer is to be recommended. This must be positioned with care if the 
thermometer is to survive the experiment. A simple glass or plastic rod 
stirrer may be used for the inner flask. 

Several factors are involved in selecting the reactant concentrations to 
be used. The concentrations should be large enough to give an accurately 
measurable temperature rise, of the order of several degrees, and the 
relative volumes of the two reactants should be appropriate for the 
calorimeter. For the study of reaction (1), a suitable choice is 


2[NaCl, 100H20] + [Hg(NOs)2, 50H20} 
= [HgCl., 2NaNO;, 250H2O] (19) 


where the concentrations indicated correspond to relative reactant 
volumes of about 4:1. 

The reactant solutions may be prepared by standard volumetric 
procedures. The amount of solute which reacts must be accurately 
known; the proportion of solvent to solute should correspond nominally 
to the chemical equation as written. Thus the NaCl solution of Eq. (19) 
is approximately 0.55 M, the Hg(NOs;)z solution, about 1.1 M. The 
concentration of the former must be accurately known, as it is the limit- 
ing reactant; the concentration of the Hg(NO3)2 need be known only 
to about 1 per cent. To prevent hydrolysis of the Hg(NOs)s, a dilute 
nitric acid solvent is used instead of pure water. This solvent, prepared 
by dilution of concentrated nitric acid about 1:10 with water, should 
be mixed before it is combined with the solute. f 

An accurately known quantity, say 200 ml, of the first reactant is 
placed in the vacuum bottle. The amount of the second reactant placed 
in the inner flask is chosen such that the amount delivered will correspond 

} If the two-Dewar procedure is followed, with equal volumes for the two reactants, 


suitable concentrations are 0.73 M for the NaCl and 0.37 M for the Hg(NOs)e solu- 
tion, corresponding to [NaCl, 75 H.O] and [Hg(NOs)s, 150 HO), respectively. 
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to an excess of the order of 2 per cent over the stoichiometric amount. 
Preliminary testing may be necessary to learn the volume retained in the 
second flask. It is important that an excess be delivered if the amount 
reacted is to be accurately known. 

When the apparatus is ready for a run, it is assembled with reactant 
solutions in place. The solutions are stirred until the system has reached 
thermal equilibrium. Then the temperature is noted, the second reactant 
is forced out of its flask to mix with the first, and the timer is started (or 


Temperature 7'—>» 


Heating 
period 


ales of mixing 


Time. —» 


Fia. 14. Typical time-temperature graph. 


the time noted if a clock is used). ‘Temperature readings are taken at 
about one-minute intervals until a constant rate of change has been 
reached. (This slow change is due to heat exchange with the surround- 
ings and to work of stirring.) 

Next, the heater is turned on for a measured interval of time, such as 
to produce a rise of the order of 1 or 2° in temperature. (With a 15-watt 
heater, the time required for this would be of the order of several min- 
utes.) After the current has stopped, time-temperature readings are 
again taken until the rate of change becomes constant, as shown in 
Fig. 14. 

Finally, the resistance of the heater is measured. The measurement 
must be made with the usual heater current flowing, because the resist- 
ance changes with temperature. A satisfactory procedure is to measure 
the voltage at the heater terminals, by means of a potentiometer, and 
simultaneously note the current. If the voltage exceeds the range of 
the potentiometer, a precision potential divider is used (cf. Fig. 4). 

At least two determinations should be made on each reaction system 
studied. 
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Calculations. Time-temperature curves are plotted (Fig. 14). The 
nearly straight line obtained a short time after mixing is extended back 
to the time of mixing to obtain 72. One seeks with this procedure to find 
the temperature which would have been reached if the mixing of reactants 
and the subsequent thermal equilibration of solution and thermometer 
had occurred instantaneously, i.e., in too short a time for heat exchange 
with the environment to have occurred. 

In this calculation it is implicitly assumed that the rate of heat transfer 
between system and surroundings is constant from the time of mixing 
until the linear rate of change is reached. This assumption would not be 
acceptable if the solution temperature actually changed as slowly after 
mixing as the graph would seem to indicate. For typical ionic reactions 
in solution, however, the temperature rise of the solution itself probably 
occurs almost as quickly as the reactants can be mixed, and the slower 
rise in observed readings is then due mainly to lag in the thermometer 
response. When this is the case, the method given above for determining 
T» will be valid. 

The temperature rise (7, — T3) produced by electrical heating is found 
by drawing, on the time-temperature graph, straight lines through the 
linear portions which precede and follow the passage of the current and 
extending these forward and backward, respectively, beyond the middle 
of the heating period. The temperature rise produced by the electrical 
heating alone is the vertical distance between these nearly parallel lines, 
measured at the midpoint of the electrical-heating period. 

The enthalpy change due to electrical heating is AH = I*R,t, where I 
is the current, ¢ the time, and R, the resistance of the heating coil. In 
the calculation of R,, one must take into account the fact that the current 
indicated by the ammeter includes not only the current through the 
heater coil, but also that through the potential divider used for the 
voltage measurement. 

The remainder of the calculation of AHr, is straightforward. The 
value reported should be for the amounts shown in the chemical equation 
as written, and the temperature should be specified. 

If the necessary data are available, the value of AH; for the reaction 
at infinite dilution at 298.15°K should be calculated. For the case of 
reaction (19), it may be assumed that the value of AH for the dilution of 
the solution [HgCl., 2NaNO;, 250H,0] is equal to that for the solution 
2{NaNOs, 125H:20]; this amounts to assuming that the heat of dilution of 
the HgCl. (undissociated) is negligible, while that of the NaNO; is 
not negligible and furthermore is not affected by the presence of the 
HgCl,. It will usually be true that the heats of dilution of ionized 
solutes are much larger than those of un-ionized solutes at comparable 
concentrations. 
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Practical Applications. The study of heats of reaction in solution has con- 
tributed to an understanding of the behavior of some systems, particularly electro- 
lytes. Enthalpy data for reactions are used extensively for calculating the rate of 
change of equilibrium constant with temperature, through the relation @ In K/aT = 
AH°/RT?. Enthalpy data may also be combined with entropy data for the calcula- 
tion of K at a single temperature by use of the relation -—RT In K = AG° = AH® — 
TAS®. 

Suggestions for Further Work. It is interesting to study heats of neutralization 
of a series of weak acids by NaOH. Miller, Lowell, and Lucasse? suggest the acids 
sulfamic, acetic, monochloroacetic, oxalic, and tartaric. The results may be com- 
bined with the accurately known enthalpy change for the process 


H*(aq) + OH-(aq) = HO 


to obtain the enthalpy changes for dissociation of the acids at infinite dilution. 
While the association of ions to form the weak acids could be studied directly by the 
use of reactions of the sodium or potassium salts with a strong acid, the neutralization 
reactions offer the advantage of not involving ternary (three-component) solutions, 
for which heat-capacity and heat-of-dilution data are usually not available. 

Pattison, Miller, and Lucasse* describe procedures for determining heats of several 
types of reactions. A few examples are: 


1. Gas evolution: decomposition of H:O2 

2. Oxidation-reduction: reaction of KBrO; with HBr 

3. Precipitation: reaction of MgSO, with NaOH 

4. Dilution: H2SO, with water; ethyl alcohol with water 

5. Organic reaction: reaction of hydroxylamine with acetone 


An instructive exercise is the following. Given‘ the enthalpy of formation of 
PbI.(c), devise a suitable procedure and then use it to determine the enthalpy of 
formation of the dissolved, ionized salt at infinite dilution in water, Pb*++(aq) + 
21-(aq). Thesymbol (c) indicates the crystalline state. 

Approximate values can be obtained in favorable cases for the heat of formation of 
a complex ion from its constituents even though the stability of the complex ion is 
not high. An illustration is the determination of AH for the reaction 


Nit++ + 6NH; — Ni(NHs)¢+* 


by Yatsimirskii and Grafova.* A large excess of NH; is used, and the heat of reaction 
is measured as a function of the concentration of NH; in the final solution. Care 
must be taken in interpreting such data if there is any possibility that several species 
of complex ions are present in significant amounts. 
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CHAPTER 3 


Vapor Pressures of Pure Substances 


6. VAPOR PRESSURE OF A PURE LIQUID 


In this experiment the vapor pressure of a liquid is measured at several 
temperatures. The enthalpy of vaporization is calculated using the 
Clausius-Clapeyron equation. 

Theory. When the temperature is raised, the vapor pressure of a 
liquid increases, because more molecules gain sufficient kinetic energy to 
break away from the surface of the liquid. When the vapor pressure 
becomes equal to the pressure of the gas space, the liquid boils. The 
temperature at which the vapor pressure reaches 760 mm Hg is the 
standard boiling point. 

According to the Clapeyron equation, the temperature coefficient of the 
vapor pressure of a liquid is given by 


dP AH yap 


eee PR ae 1 
at ~ TV, ~ Vp _ 
where AH,.) = enthalpy of vaporization at temperature 7 
V.,Vi = molar volumes of vapor and liquid 
The Clausius-Clapeyron equation 
= he 
In P = RT + constant (2) 


is derived from this exact. equation with the following three assumptions: 
(a) the volume of a mole of liquid may be neglected in comparison with a 
mole of vapor at its saturation pressure; (b) the vapor behaves as an ideal 
gas; and (c) the enthalpy of vaporization is independent of temperature. 
Although Eq. (2) leads to a very simple interpretation of experimental 
data, the values of AH,., calculated in this way may disagree significantly 
with the directly determined calorimetric values. Better values may be 
obtained by use of a more complete equation derived in the following 
way.! 
The volume factor in the Clapeyron equation may be written 


p= v.(1 ~ Fh) 2ePO — WT.) 


y, P (3) 


39 


40 LABORATORY EXPERIMENTS [mxP. 6 


where Z is the compressibility factor for the vapor. The expression on 
the right is introduced in the Clapeyron equation, which can then be 
rearranged to yield 


dinP | - AA vap (4) 
d(i/T) ZR —V,/V.) 
—AH wp 
or In P = + constant (5) 


ZR — Vi/V.)T 


This is an exact equation, but it involves three quantities which are 
functions of the temperature, AHv», Z, and (1 — Vi/V.). When 
P-V-T data on the compound being studied are available, the enthalpy 
of vaporization may be calculated from the slope of the plot of In P versus 
1/T using Eq. (5). If P-V-T data are not available, a good estimate of 
the required quantities may often be made using the Berthelot equation, 
if the critical constants are known. 


Apparatus. Vacuum system consisting of water aspirator, ballast tank, mercury 
manometer, and connections; Ramsay-Young vapor-pressure tube; one or more 
liquids chosen from carbon tetrachloride, acetone, chloroform, benzene, or other 
liquid boiling below 100°; autotransformer and heating mantle. 


Procedure. This experiment may be carried out using the classical 
Ramsay-Young? apparatus or, preferably, the Tobey’ modification. In 
the usual Ramsay-Young apparatus the organic liquid to be studied is 
allowed to drip from a dropping funnel and down the thermometer to a 
hygrometer wick or layer of muslin cloth around the thermometer bulb. 
The temperature measured is that of the liquid in equilibrium with the 
vapor at the pressure indicated by the manometer. In the Tobey modi- 
fication shown in Fig. 15, the dropping funnel is replaced by a cold finger, 
and the liquid is vaporized at the lower end of the long column and 
recondensed at the upper end. Thus there is no loss of material during 
the experiment as with the Ramsay-Young apparatus, and the difficulties 
of adjusting the flow rate, which are characteristic of that apparatus, are 
avoided. 

A long Pyrex tube A, about 25 mm in diameter, is sealed to a 200-ml 
round-bottom flask, and a 29/42 standard taper joint is fastened to the 
top. The flash guard at the bottom of the column prevents liquid from 
bumping up into the column, with consequent superheating of the 
thermometer bulb. The cold finger should be sufficiently long so that a 
negligible amount of organic liquid escapes into the vacuum system. The 
dimensions in the diagram are recommended. The thermometer C is a 
0.0 to 110.0°C complete-immersion precision type graduated to 0.1°. 
The bulb is wrapped with a hygrometer wick or layer of muslin cloth. 
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Fic. 15. Vapor-pressure apparatus. 


The vacuum system consists of an aspirator connected through a 
three-way T stopcock B to a ballast tank of 10 liters or more capacity.t 
This tank prevents sudden pressure surges from disturbing the equi- 
librium. Connections between the various parts of the apparatus can be 
made with rubber vacuum hose, but Tygon tubing is better. The 


t Stainless-steel tanks which are widely used by the Army air forces for breathing 
oxygen make excellent ballast tanks. These may be available at surplus-property 
supply houses. If an ordinary glass bottle is used, it should be wrapped in heavy 
wire mesh or placed in a wooden box to eliminate hazards due to flying glass in case of 
breakage when evacuated. 
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stopcocks and the glass joints are greased, if this has not already been 
done. 

The bulb at the bottom of the column is filled approximately half full 
with the liquid to be studied. If a liquid different from the one being 
studied has been used previously in the apparatus, the system must be 
cleaned out and the liquid completely removed. 

The experiment may be performed using either a closed-end or open-end 
manometer, but closed-end manometers have the advantage that they 
read the pressure, rather than the difference from atmospheric pressure. 

If a manometer of the closed-end type is used, the manometer is con- 
nected to the atmosphere by use of stopcock B to see if the indicated 
pressure agrees with that given by the precision barometer in the labora- 
tory. If the difference is greater than 1 mm, the instructor should be 
consulted. 

The cooling water for the reflux head is turned on. With stopcock B 
in position I, the system is pumped down until the manometer indicates 
approximately 100 mm pressure in the system, or until the liquid in the 
bulb begins to boil. To test for leaks, stopcock B is closed (position IT) 
to disconnect the aspirator, and the mercury meniscus in the manometer 
is watched. If it rises continuously, there is a leak in the system. If 
there is leakage, the source must be located and eliminated. 

An autotransformer connected to the heating mantle is turned on, the 
dial is set at about 30 volts, and the heater is allowed to come to tempera- 
ture. When steady-state conditions within the system are reached, there 
will be a steady flow of liquid back into the pot through the hole in the 
flash guard and a drop of liquid should drop off the thermometer bulb 
about every 5 to 10 sec. The thermometer bulb is heated by con- 
densation of vapor and by radiation from the flask and cooled by evapora- 
tion until a steady temperature is registered. Thisis the boiling tempera- 
ture of the liquid at the pressure registered on the manometer, unaffected 
by superheating. When the temperature registered by the thermometer 
reaches a steady value, the temperature and pressure are recorded. 

The pressure in the system is then raised slightly by turning stopcock 
B gradually toward position III. Sufficient air is introduced to increase 
the pressure in the system so that the temperature indicated by the 
thermometer rises about 5°C, or the pressure is increased about 100 mm. 
The stopcock is then closed, and the system allowed to come to a steady 
state as before. This process is continued until the pressure in the sys- 
tem is returned to atmospheric. As the pressure is raised, it will be 
necessary to advance the setting of the Variac to obtain a suitable rate of 
reflux. 

The pressure is now successively reduced in steps, and another series 
of data points is taken on a descending run. To lower the pressure, stop- 
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cock B is opened briefly so that air is pumped out of the system. The 
Variac is turned back as required to maintain a suitable rate of reflux. 

At the close of the experiment, stopcock B is turned to position IV, the 
Variac is turned off, and the cooling water is shut off. 

Calculations. Two types of graphs are plotted. In one the vapor 
pressures are plotted against the temperatures, and in the second the 
logarithms of the vapor pressures are plotted against the reciprocals of the 
absolute temperatures. Values taken from the literature are plotted also. 

The values of the constants A and B in the equation 


log P=H4B (6) 


are determined by two methods. 

First, the best straight line is drawn through the points by eye, and the 
constants A and B are calculated for this straight line. This may be 
done by using two points on the line which are far apart and solving the 
two simultaneous equations for A and B. Alternatively, the slope A 
may be calculated, and then B calculated, using log P at some particular 
temperature. 

Second, more objective values of A and B are calculated using the 
method of least squares. As explained in Chap. 18, this method yields 
the values of A and B such that the sum of the squares of the deviations 
of the experimental points from the theoretical line isa minimum. The 
details of the method are given on page 413. The first step is to tabulate 
log P, 1/T, (1/T)?, and (1/T) log P. In carrying out these calculations 
a desk calculator is required since the calculations must be carried out 
with several more figures than represented by the number of significant 
figures in the experimental results. 

The heat of vaporization AH,,» is then calculated from the values of A 
obtained by using the two methods. By comparison of Eqs. (2) and (6) 
it can be seen that 
Aas 
~ 2.303R 7) 


The assumptions made in the derivation of the Clausius-Clapeyron 
equation limit the accuracy of the heats of vaporization calculated in this 
way. 

Better values may be calculated using Eq. (5). The compressibility 
factor may be obtained directly from P-V-T data for the compound under 
study if they are available. When P-V-7' data are not available, the 
compressibility factor may be estimated using the Berthelot equation, 
which may be written 


oa1+ PB (1-60) 8) 


A 


128 P. T vi 
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where T, is the critical temperature. The compressibility factor is cal- 
culated for a particular point on the vapor-pressure curve, and the slope 
of the plot of In P versus.1/T at that point is used. The ideal-gas law is 
used to calculate V, in the factor (1 — V;/V,). 


Practical Applications. Vapor-pressure measurements are important in all 
distillation problems and in the calculation of certain other physical properties. 
They are used in the correction of boiling points and in the recovery of solvents. 
The concentration of vapor in a gas space may be regulated nicely by controlling the 
temperature of the evaporating liquid. Humidity conditions, which are so important 
in many manufacturing processes, depend largely on the vapor pressure of water. 

Suggestions for Further Work. The vapor pressures of other liquids may be 
determined, using, if possible, liquids whose vapor pressures have not yet been recorded 
in tables. The sublimation temperature of a solid may be obtained by covering the 
thermometer bulb with a thin layer of the solid. _ 

The vapor pressure may be determined by an entirely different method, evaluating 
the amount of liquid evaporated by a measured volume of air, as described in Chap. 21. 
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7. KNUDSEN SUBLIMATION-PRESSURE MEASUREMENT 


This experiment illustrates a method for the determination of the 
sublimation pressure of a solid and provides experience in the use of high- 
vacuum equipment. 

Theory. The rate of escape of molecules of a gas through a small 
hole into a vacuum is directly proportional to the pressure under certain 
conditions, and the proportionality constant may be calculated from 
kinetic theory.*** In order to obtain a simple relation it is necessary 
that the pressure outside of the hole be sufficiently low so that the mean 
free path of the molecules, the average distance traversed by a molecule 
between collisions, is long compared with the diameter of the hole and the 
thickness of the foil through which the hole is punched. For an ideal gas 
of rigid spherical molecules, the mean free path / is given by 


ee: eee: Hs 
J/2 20 © A/2xo®P 
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where o = collision diameter for gas molecule (e.g.,-3.75 X 10-® em for 
Nz and 4.63 X 10~8 em for CO) a 
nm = number of molecules per em? 
P = pressure 
' k = Boltzmann constant = R/N» 

When the mean free path on the low-pressure side is large compared 
with the diameter of the hole, the number of molecules passing through 
the hole is equal to the number of molecules that would collide with the 
corresponding area of wall. The kinetic-theory result for the number of 
gas molecules » colliding with a square centimeter of wall in a second is 


veh (85) (2) 


where R = ideal-gas constant 

M = molecular weight of gas 
Since the rate of escape depends upon the number n of molecules per 
cubic centimeter, it may be expressed in terms of the pressure by intro- 
ducing P = nRT/No, where No is Avogadro’s number. The effusion 
rate is conveniently expressed in terms of the mass m of gas passing 
through the hole per cm? area per sec. 


m= = (3) 
Eliminating v between Eqs. (2) and (3) and introducing the ideal-gas law 


yields 
4 
P=m 7577) (4) 


If m is expressed in g cm—? sec—! and R is written as 8.314 X 107 erg deg“! 
mole~', P comes out in dynes cm~*. The pressure in atmospheres may 
then be obtained by dividing by 


(76 cm) (13.595 g em-*)(980.7 cm sec-2) = 1.013 X 105 dynes cm~? atm=! 


Equation (4) is often referred to as the Herz-Knudsen equation. 

By measuring the rate of escape of gas from a saturated vapor through 
a small hole into a vacuum, the vapor pressure may be obtained. This 
method was developed by Knudsen“ and is useful for the measurement 
of the sublimation pressures of relatively nonvolatile solids at high 
temperatures. The range of sublimation pressures which may be studied 
is about 10-* to 10-* atm. A number of refinements of this method 
have been developed.’ 
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Apparatus. Mechanical vacuum pump; mercury diffusion pump to reduce the 
pressure to about one micron (1 » = 10-* mm) of mercury; McLeod gauge; Knudsen 
cell; brass shim stock (0.002 in. thick); cold trap and chamber for Knudsen cell; 
thermostat, 10 to 50°; naphthalene. 


Procedure. The Knudsen cell is shown in Fig. 16a. In order to get 
accurate results with the Knudsen method, the pressure outside the 
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Fig. 16. (a) Diagram of Knudsen cell; (6) vacuum system for measurement of vapor 
pressure by Knudsen method. The vacuum line should be at least 76 cm above the 
mercury level. 


Knudsen cell should be maintained at about 10-? mm of mercury or 
less. In the laboratory this is accomplished with a mechanical vacuum 
pump and a mercury diffusion pump. The pressure is measured with a 
McLeod gauge. Before starting this experiment, the student should study 
the. principles of operation of the rotary vacuum pump, mercury diffusion 
pump, and McLeod gauge (see Exp. 57). 

The vacuum system to be used is shown in Fig. 16b. 

A. Turning on the Vacuum System. The vacuum system is turned on, 
and the pressure measured by the following procedure: 
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1. The water to the condenser of the mercury diffusion pump is turned 
on. 

2. Stopcock @ is opened, the water aspirator is turned on full force, 
and then stopcock G is closed. 

3. A slush of finely powdered dry ice in trichloroethylene is prepared in 
the Dewar flask. The dry ice, as obtained from the mechanical crusher, 
is too coarse for this purpose and should be reduced to fine powder by 
placing a cupful at a time in a towel and beating it with a hammer. The 
final mixture should contain enough liquid so that it can be placed around 
the cold trap without danger of breakage. The Dewar flask should be 
almost half filled. When the bath has been prepared, it is placed very 
carefully around the cold trap. 

4. Initially stopcocks A, D, E, F, H, J, K, and L should be closed. 
The forepump is started. EF and then D are opened to bypass the 
diffusion pump. Pumping is continued for about one minute, until the 
pump is relatively quiet. It is well to listen to the pump while opening 
stopcock H. If the right-hand portion of the system was full of air 
initially, the characteristic sound of large quantities of air passing 
through the forepump will be heard. This sound should be remembered. 

5. A test is carried out to see what the pressure is after the forepump 
has been running about 10 to 15 min: 

The stopcock A to the McLeod gauge is opened cautiously. 

a. If the mercury begins rising in the McLeod gauge, this stopcock is 
closed and an instructor is consulted. 

6. If the mercury does not begin rising into the gauge, stopcock B is 
slowly opened to the atmosphere. The mercury will then begin to rise in 
the McLeod. The stopcock is left open until the mercury is about 2 cm 
above the midpoint of the large glass tube marked C on the diagram. 
The stopcock B is closed. The mercury will continue to rise until it 
reaches the capillaries. The pressure can now be read. 

To pull the mercury down, stopcock B is opened to the aspirator. (The 
aspirator is left on throughout the experiment.) Then stopcock A is 
closed. When the mercury is down, stopcock B is closed. 

6. When the pressure is below 100 yu, stopcock EF is turned to open the 
diffusion pump to the forepump. By listening to the forepump the pres- 
ence of air in the diffusion pump is checked. If air is present, it should 
be pumped out before turning stopcock D to open the diffusion pump to 
the rest of the system. The diffusion pump is turned on. The Variac 
which controls the diffusion-pump heater should be set at the optimum 
value for operation of the pump. 

7. When the mercury in the diffusion pump has been distilling for 
about 10 min, the pressure is checked again as above. If the pressure is 
not below 1 yw, an instructor should be consulted; the difficulty could 
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result from a leak, from faulty operation of the pumps, or from outgassing. 
If the pressure is below 1 u, the experiment is continued. The mercury 
level is lowered and the McLeod gauge is closed off by shutting stopcocks 
Aand B. These are not opened again during the experiment. 

B. Preparing the Knudsen Cells. Two Knudsen cells are used. A 
sketch showing the design of a Knudsen cell appears in Fig. 16a. The 
top plate is a thin disk of brass (about 0.002 in. thick) with an orifice in 
the center. The orifice can best be fabricated by means of a drill press, 
with the top plate sandwiched between two 7y-in. plates of brass the 
upper of which has a pilot hole to guide the drill. 

Because of a tendency for the orifice to collect obstructing particles of 
dust, it should be washed with acetone and carefully blown out with 
filtered compressed air before the plate is inserted into the effusion cell. 
Furthermore, just before introducing each cell into the vacuum system, 
its orifice should be cleaned by inserting a fine wire and very lightly 
rubbing it against the edges. 

The Knudsen cells are carefully cleaned and dried and are half filled 
with finely powdered naphthalene. Top plates having the desired orifice 
sizes (see below) are placed on top of the Knudsen cells, and the caps are 
screwed on. Fingerprints are wiped off the cells, and the filled cells are 
weighed to 0.1 mg. ; 

C. Placing the Knudsen Cell in the Vacuum System. Observations are 
to be made at four different temperatures, for which four different top 
plates (three orifice sizes) are provided. The largest orifice size is used 
at O°C, the medium size at 15°, and the two smallest sizes at 30 and 45°. 

The two higher temperatures may be attained in the regulated water 
baths, the two lower in Dewar flasks containing water to which ice may 
be added from time to time as required. Two runs may be made on each 
day. 

The following procedure is suitable for introduction of the Knudsen 
cell: 

1. Stopcock ZH is closed. 

2. Stopcocks K and L are opened. Then J is opened slowly to admit 
dry air. 

3. The sample tubes are removed. 

4. The Knudsen cells are placed in the sample tubes. A long spring 
clamp may be used to facilitate this operation. The glass sample tubes 
should be clean because any dirt or grease transferred to the Knudsen cell 
will cause an error in the weight loss. 

5. The standard taper connections are regreased if necessary, and the 
sample tubes reconnected to the vacuum system. Small springs or 
rubber bands may be used to support the sample tubes. 

6. The water baths are put into place. 
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- 7. Stopcock J is closed. 

8. Stopcocks K and L are opened. 

9. Stopcock H is opened. The time is recorded, as the vaporization 
begins at this time. 

D. Closing Down the Vacuum System. After 2 or 3 hin the cells are 
removed and the vacuum system closed down according to the following 
procedure. 

S Stopcock H is closed.. : 

2. Stopcock J is opened to the atmosphere. The time at which this is 
done i is recorded. . 

3. Stopcocks K and L to the sample tubes are closed; then the samples 
are removed. (K and L are closed to prevent moist laboratory air from 
entering the manifold.) 

4. Stopcocks D and E are sieseds to prevent the vacuum from bethy 
lost in the diffusion pump. 

5. Stopcock F is opened to the atmosphere. Then the forepump is 
promptly turned off. 

6. Stopcock G on the water trap leading to the aspirator is opened. 
Then the water aspirator is turned off. 

7. The diffusion pump heater is turned off. 

8. The cooling water to the diffusion pump is turned off. 

9. Stopcocks F and J are closed. 

E. Weighing the Knudsen Cells. If the cell has been at a temperature 
appreciably different from room temperature, it must be allowed to come 
to the temperature of the balance case before weighing. 

Calculations. The vapor pressure of naphthalene is calculated from 
the rate of weight loss, using Eq. (4). The reliability of the calculated 
vapor pressure is estimated. 

The experimental vapor pressures are compared with literature values 
by means of a plot of log P versus 1/7. The heat of sublimation per 
mole AH is calculated from the slope of this plot, assuming AH is inde- 
pendent of temperature. 


Suggestions for Further Work. Other compounds which may be studied are 
benzoic acid, d-camphor, acetamide, and hexachlorobenzene. 

If the vapor pressure is determined over a sufficiently wide range of temperature, 
it will be found that the plot of log P versus 1/T is not straight. This is primarily 
a result of the change in heat of sublimation with temperature. If the temperature 
range is not too large, the change in heat of sublimation with temperature is given by 


AHr, = AHz, + ACrp(T2 — 71) (5) 
where ACp is the difference in molar heat capacity of the vapor and solid at constant 


pressure. Actually, the total pressure varies over the range of temperature, but this 
causes little error. The enthalpies of sublimation are calculated at two widely 
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separated temperatures from the slope of tangents to the log P versus 1/T plot. 
Then ACp is calculated using Eq. (5). . 

This method is especially useful for the determination of sublimation pressures at 
high temperatures.?_ The measurement of the sublimation pressures of tungsten® 
and beryllium? are examples. 
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CHAPTER 4 


Solutions 


8 LIQUID-VAPOR EQUILIBRIUM IN BINARY SYSTEMS 


Boiling-point and vapor-composition data for a binary solution system 
at constant pressure may be correlated in a graph of temperature versus 
composition. Data for such a plot are obtained in this experiment, in 
which the liquid and vapor compositions are determined refracto- 
metrically. The calculation of the activity coefficients for the com- 
ponents in the liquid phase and their TeprepeptaHon by the van Laar 
equation are considered. 

Theory.*:*5 The relation between the composition of a liquid solu- 
tion (phase 1) of two volatile liquids and that of the vapor (phase v) in 
equilibrium with it at a given temperature and pressure may be estab- 
lished by use of the thermodynamic requirement that the chemical 
potential yu; for component 7 have a common value for the two equilibrium 
phases 


Mil = Biv 


The fugacity f; for component 7, irrespective of the phase in which it 
is present, is defined by the relation 


wi = we + RT Inf; (1) 


where yt corresponds to the chemical potential that component 7 would 
have as an ideal gas at one atmosphere pressure at the temperature T’. 
This definition makes the fugacity of a component of an ideal-gas mixture 
identical with its formal partial pressure P; = X:,.P, where X;,, is the 
mole fraction of constituent 7 present, and P the total pressure of the gas 
phase. For a real-gas mixture, fi, = 0:P; = 3:Xi,.P, where the fugacity 
coefficient 8;.is a function of temperature, pressure, and composition 
which can be calculated from the equation of state of the gas phase. For 
a condensed phase, the fugacity of a constituent can be found by deter- 
mining its value for the equilibrium vapor phase. Condensed phases are 
of interest, however, under conditions in which no such calculation is 
possible, as, for example, a solid of unmeasurably low vapor pressure, or a 
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solution of a nonvolatile solute such as sodium chloride in aqueous solu- 
tion. Itis thus convenient to introduce the thermodynamic activity a;for a 
constituent of a given phase by the relation 

w= Wh + RT In as = wf + RT Ind (2) 
where f? is the fugacity for a selected standard state for which the chemical 
potential is u7. The activity a; is a ratio of two fugacities, which may 
readily be determined even when the individual fugacities involved can- 
not be. The standard state employed may be selected arbitrarily on a 
basis of practical convenience, but will normally be so chosen as to pro- 
vide the simplest possible relation between the activity and the con- 
centration of the constituent in the phase concerned. It thus becomes 
common to select a different standard state for a component for each 
phase in which it is present, so that the activity, unlike the fugacity, 
usually does not have a common value for different equilibrium phases. 
- For nonelectrolytic solutions the standard state for each component is 
normally taken to be the pure liquid at the temperature and pressure of 
the solution, and the activity is correlated with the concentration on the 
mole-fraction scale by means of the activity coefficient y. 


_ faa 
Fin 


For what is called an ideal solution, y; as defined above is identically equal 
to unity for any component at any concentration. For real solutions the 
activity coefficients must be determined by experiment. 

The fugacity f?, for this standard state is calculated as follows. The 
vapor pressure P*(T) of pure liquid 7 at the given temperature is multi- 
plied by the fugacity coefficient 8*(P*,T) of the vapor as calculated from 
the equation of state of the vapor to obtain the fugacity of the saturated 
vapor at the temperature T. This then gives the fugacity of pure liquid 
a for temperature T and pressure P*. The fugacity f°, = fi.(P,T) may 
then be calculated by taking into account the difference between P* and 
P, using the thermodynamic relation 


P 7% 
In ft, = In fu(P,T) = nor + [” Fh ap e 


= WiXi.1 a (3) 


ai 


where V* = molar volume of pure liquid 7. The integral in Eq. (4) will 
be negligible if (P — P*)-is not large. 

For liquid-vapor equilibrium, since the fugacity of each constituent 
must have a common value for both phases, 


Sir = vf ee = fin = OXi0P (5) 
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Assuming ue effect of pressure on the fugacity of the pure liquid to be 
negligible, fy, i= OF PP. and “n* Sriee . 

et a eT 1 a; P 2 7 ‘ . APE y . ; 7 

Xi = yi oF PF _ (6) 


If the gas phases involved are considered to behave ideally, 


1 P 


Xia = 7, pa Xie (7) 


For ideal liquid solutions, this desired relation between the liquid and 
vapor compositions further simplifies to 


P 
Xin = PF 


Xi,0 (8) 

For real: solutions the activity coefficients are functions of concentra- 
tion, temperature, and pressure. For a binary nonelectrolytic solution 
system the concentration dependence may often be represented to a good 
degree of approximation by the van Laar equations, which have been 
written as follows by Carlson and Colburn:? 


log v1 eee log v2 St ATE A . (9) 
(1 pete): +4 ea) 
eek AzXox} Ay Xi, 


The van Laar coefficients-Ai, A» are‘functions of temperature and_pres- 
sure. Even substantial changes in pressure have only a small effect... The 
dependence on temperature is more important, but over a range of ten or 
twenty degrees the resultant change ina typical: activity bpetisiene will 
usually be only a few per cent. 

Real solution systems vary widely in their degree of departure: Fist the 
ideal-solution rule, for which the boiling points of the solutions are always 
intermediate between those of the pure liquids. In many cases, however, 
the deviation from ideality becomes so great that a minimum or maximum 
results in the plot of boiling point versus liquid or vapor composition. 
At such a maximum or minimum, the equilibrium vapor and liquid 
compositions are identical. Such solutions are called azeotropes. A 
comprehensive description of methods for the experimental study of 
vapor-liquid equilibria and for the correlation of the results has been 
given by Hala et al. An extensive table of azeotropes has been prepared 
by Horsley ef al.,”7 and data for many binary solution systems have been 
summarized by Timmermans, eS 
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Apparatus. Distilling apparatus as illustrated in Fig. 17; pipette of about 1 ml; 
resistance wire for electric heater; step-down transformer (110 to 6 volts); thermom- 
eter graduated to 0.1°; refractometer with thermostated prism; weighing bottle; 
benzene; ethanol. 


Procedure. The apparatus which is shown in Fig. 17 may be readily 
constructed from a 50-ml distilling flask. Superheating is avoided by 
internal electrical heating with a resist- 
ance coil. An alternative apparatus 
is described by Rogers, Knight, and 
Choppin.” 

The heating coil of No. 26 nichrome 
wire about 14 cm long is wound in the 
form of a helix about 3 mm in diam- 
eter. It is brazed to No. 14 copper wire 
leads set into the cork. The coil should 
touch the bottom. A small step-down 
transformer capable of at least 25 watts 
output is used. 

Other types and sizes of resistance wire 
may be used, but the current should be 
i such that the wire is heated to a dull red 
as «= heat: when out in theopenair. A heater 
q ey of 2 ohms operating at 6 volts is 

satisfactory. — 
° 

Fie! 17. Mppardtad loxdseadoie A thermometer graduates to 0.1° and 
liquid and vapor compositions of reading from 50 to 100° serves very well, 
binary systems as a function of but any accurate thermometer with large 
temperature. 1° divisions will do. A short length of 

glass tubing surrounds the bulb of the 
thermometer; this enables the boiling liquid to circulate over the entire 
thermometer bulb. The bulb must not touch the heating coil. 

The arm of the distilling flask is bent upward to act as a reflux con- 
denser; at the bottom of the bend is a bulb of about 1 ml capacity to act 
as a pocket for retaining condensed distillate as it flows down from the 
short condenser. 

The transformer is adjusted so that the liquid boils vigorously at a 
constant rate, and the vapor condenses in the reflux condenser. Addi- 
tional regulation may be accomplished with a rheostat, if necessary. The 
boiling is continued until the pocket below the reflux condenser has been 
thoroughly rinsed out with condensed liquid and the thermometer reading 
has become constant. The approach to equilibrium is hastened by 
stirring the liquid in the pocket with a long glass rod. The current is 
then turned off, and samples of about 1 ml are taken with a small tube 
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or pipette from the distillate in the pocket and then from the residue in the 
flask through the sidearm. The sample of distillate is removed by 
inserting the end of the pipette through the open end of the reflux con- 
denser directly into the pocket below. A dry pipette should be used for 
taking the samples. The refractive indices of the samples are determined 
with a refractometer. Samples for this determination may be preserved 


‘Refractive index scale 


Fie. 18. Optical path in Abbe refractometer. 


for a short time in small stoppered vials or test tubes, but errors caused by 
partial evaporation of the samples must be considered. I+ is important 
to close the jaws of the refractometer quickly to avoid Syaporanon from 
the liquid film on the prism. 

The Abbe refractometer, illustrated in Fig. 18, makes use of the 
principle of the grazing angle. The field in the telescope will show a light 
region and a dark region, the sharp line of demarcation between which 
corresponds to the grazing angle. 
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White light from a frosted electric-light bulb is used for convenience, 
and if it were not for the compensating Amici prism of different kinds of 
glass in the telescope, the line of demarcation between the dark and light 
fields would be colored and indistinct because the refraction of light is 
different for different wavelengths. The light of. different wavelengths 
is dispersed by the refractometer. prism, by the first.compensating prism 
A’, and by the sample of liquid. Since the extent of the dispersion differs 
for each liquid, the second compensating prism A is. adjusted manually so 
that its dispersion is exactly equal and opposite to the dispersion produced 
by the refractometer and the liquid. A knurled ring in the middle of the 
telescope barrel is turned until the compensation is complete and the color 
fringes disappear, leaving a sharp line of demarcation between the two 
parts of the field. 

Although white light is used, the refractive index measured, np, is for 
the D line, 5893 A, because the Amici compensating prisms are con- 
structed with special glasses so that light of this wavelength is not 
deviated but all other light is deviated. 

The Abbe refractometer has two prisms, the first of which, P’, has a 
ground-glass face. It is used to confine the thin sample of liquid and to 
illuminate it with scattered light. The upper prism P is the refracting 
prism. The prisms are jacketed so that the temperature may be con- 
trolled to 0.2° with water from a thermostat. The refractometer prism 
is rotated by a protruding arm so as to set the edge of the shadow directly 
on the intersection of the cross hairs as shown in Fig. 18. 

The prisms are opened like jaws after turning the lock nut, and they 
are wiped with lens tissue paper, care being taken not to scratch the 
prism surfaces. A few drops of liquid are placed on the face of the lower 
prism, and the prism jaws are then closed and locked. 'The compensating 
ring is turned to eliminate color fringes. The telescope is set in a conven- 
ient position, and the mirror is adjusted to-reflect the light from a frosted 
electric lamp into the refractometer. The prism is rotated by means of 
the arm until the border between the dark and light fields passes exactly 
through the intersection of the cross hairs. The telescope eyepiece is 
adjusted until the cross hairs are in good focus, and the eyepiece on the 
movable arm is adjusted to give a sharp focus on the scale. The scale 
is graduated directly in terms of refractive index calculated for the glass 
used in the prism as shown on page 419. The reproducibility of the 
individual readings on the scale is + 0.0002.in refractive index... Accurate 
temperature control is important because the refractive indices of many 
organic liquids change 0.0004. per degree. After. a liquid is. used, it is 
absorbed with lens paper or rinsed off with a volatile liquid in which it is 
soluble.. Pee ee ee sb lenis) Xe 

About 25 ml of benzene is measured into the flask, and its boiling point 
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is determined. Boiling points and refractive indices of the residue and 
distillate are then determined after successive additions of 0.2, 0.5, 1, 5, 5, 
and 5 ml of ethanol. The refractive indices are used to obtain the mole 
fractions of ethanol in these solutions. 

In order to construct a plot of refractive index versus mole per cent 
ethanol, the refractive indices are determined for the pure benzene and 
ethanol and for a series of solutions containing accurately known weights 
of benzene and ethanol. Mixtures about 5 ml in volume containing 
approximately 1 volume of ethanol to 1, 3, and 6 volumes of benzene are 
convenient. 

The boiling flask is drained and dried, and about 25 ml of ethanol is 
introduced for a boiling-point determination. Boiling points and com- 
positions of the residue and distillate are then determined after successive 
additions of benzene as, for example, 2, 4, 5, 7, and 10 ml. 

The barometer should be read eovastonally. In case the atmospheric 
pressure changes considerably, it is necessary to estimate a correction for 
the boiling point, taking an average correction for the two liquids as an 
approximation. Such a correction may usually be. avoided by perform- 
ing all the distillation experiments within a few hours. . 

Calculations. The refractive indices of the weighed samples and the 

pure liquids are plotted against the compositions of the solutions expressed 
in mole fractions of ethanol. The composition of each sample of distillate 
and residue may then be determined by interpolation on this graph. In 
a second graph three sets of curves are plotted: 
I. The boiling-point diagram for the system as determined experi- 
mentally. Two curves are plotted, one in which boiling temperature is 
plotted against the mole fraction of ethanol in the residue; in the other, 
the same boiling temperatures are plotted against the mole fraction of 
ethanol in the distillate. The composition as mole-fraction ethanol is 
plotted along the horizontal axis. Different-symbols should be used for 
the two sets of points. The significance of this graph is discussed with 
respect to the feasibility of separating benzene and ethanol by fractional 
distillation. 

II. The boiling-point diagram for the system as predicted by the ideal- 
solution rule. Points for the two curves involved may be calculated as 
follows for a given pressure P. A temperature 7’ is selected between the 
boiling points of the two pure liquids as calculated from accurate relations 
such as those given below. The terms P*(T), P#(T) represent the cal- 
culated vapor pressures of the pure liquids at this temperature. 


P=Pi+ Po = XiuiP{(T) + X2iPF(T) 
= PHT) + XedPH(T) — PX(T)] (10) 


From Eq. (10) there is then calculated the mole fraction X2, of component 
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2 in the solution having vapor pressure P at temperature T. Then the 
mole fraction X2,, for the equilibrium vapor. phase is given by 


P, _ Xo:P3(T) 
po Pp ay 


e 


X 9,0 om 


III. The boiling-point diagram for the system as predicted by the 
van Laar equations for values of Ai, Az consistent with the experimentally 
determined azeotrope temperature and composition. In thiscalculation 
it will be necessary to assume that the activity coefficients are functions of 
Laan car only (that is, A:, A2 = constants), an approximation 

ustified by the small temperature range involved. | 

The activity coefficient y; is given by the relation (7) (for the ideal-gas 
approximation). 

ees 
We Xi PMD 


For the azeotropic solution, the mole fraction of each component has the 
same value for the liquid and vapor phases; hence the activity coefficients 
1,0 and Yo,., for the azeotropic solution are given by 


i is 
UPR: CE) — 
From the pair of activity coefficients so calculated and the composition 
of the azeotrope, the van Laar coefficients. may be calculated. It is 
convenient first to calculate the ratio A2/Ax. 


Ar _ Xi,log 


| Po X?2, log v2 : - 
a 2 A 
Then A, = € + ea log 2 A, = rer (14) 


Now select some concentration Xo2,X1. = 1 — Xe, and calculate from 
the van Laar equations yz and 7. 


P = Py + Ps = 1iXuP#(T) + y2XnPH(T) (15) 


By successive approximation, determine the temperature 7 for which this 
equation is satisfied for the known pressure P.. Then | . 

mt oe weXesPHD) ge, fF as 
Several sets of points should be calculated i in 1 this way i compositions 
on.each side of the azeotropic composition. 
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The required data on the vapor pressures of benzene and ethanol may 
be calculated from the following relations: 


1211.215 
t+ 220.87 
1595.76 
i+ 226.5 


Benzene (Ref. 12): log P = 6.90522 — 


Ethanol (Ref. 8): log P = 8.11576 — 


These equations give the vapor pressure in standard millimeters of 
mercury for temperature in degrees centigrade. 


Practical Applications. Vapor-composition curves are necessary for the efficient 
separation of liquids by distillation. Fractional distillation under controlled condi- 
tions is essential in the purification of liquids and in many industries, such. as the 
petroleum industry and solvent industries. 

Suggestions for Further Work. Solutions of chloroform and acetone, giving a 
maximum in the boiling-point curve, may be studied in exactly the same manner as 
described for ethanol and benzene. 

The maximum in the boiling-point curve of hydrochloric acid and water occurs at 
108.5° and a composition of 20.2 per cent hydrochloric acid at a pressure of 760 mm. 
The distillate at the maximum boiling point is so reproducible in composition at a 
given pressure and so easily obtained that it may be used to prepare solutions of 
HCl for volumetric analysis. A solution of hydrochloric acid ig made up roughly to 
approximate the constant-boiling composition, and after boiling off the first third, 
the remaining distillate is retained. The barometer is read accurately, and the 
corresponding composition is obtained from the literature.-57 

Solutions of chloroform and methanol, giving a minimum in the boiling-point 
curve, may be studied by using a Westphal density balance for determining the 
compositions instead of a refractometer. A density—mole-fraction curve is plotted, 
and the compositions of the samples are determined by interpolation. Since larger 
samples are needed for the density measurements, more material and a larger flask 
are required, ot 

The gas-saturation method for vapor-pressure measurements may be used in 
studying binary liquids. Using this technique, Smyth and Engel!* have determined 
vapor-pressure~composition curves for a number of ideal and nonideal types. 

Vapor-liquid equilibria at different total pressures provide an interesting study. 
The acetonitrile-water system has an azeotrope which varies considerably in composi- 
tion as the pressure is reduced.? Othmer and Morley! describe an apparatus for 
the study of vapor-liquid compositions at pressures up to 500 psi. The earlier 
papers of Othmer may be consulted for a.number of binary vapor-liquid. equilibria. 
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9. FRACTIONAL DISTILLATION 


In this experiment the efficiencies of packed and unpacked columns are 
compared at total reflux. The separation of a binary mixture by frac- 
tional distillation is studied by using refractive-index measurements to 
analyze the distillate. 

Theory. The separation of liquids by distillation is one of the oldest 
and most important operations of chemistry, but considerable improve- 
ment has been made in the design of apparatus for fractional distillation. 
The developments in petroleum refining and the need for increased 
efficiency in laboratory operations and purification have been largely 
responsible for these improvements. The concentration of isotopes has 
made still greater demands on fractional distillation. 

The separation of two liquids which is obtained by a simple vaporiza- 
tion and condensation is not effective except in the case of liquids with 
widely differing boiling points. Greater separation may be achieved by 
a series of simple distillations, but this is laborious. The same result is 
obtained by using a fractionating column through which the vapor is 
passed and brought into contact with part of the condensate flowing down 
the column. The less volatile components in the ascending vapor are 
condensed in such a column, and the more volatile components are boiled 
out of the descending liquid phase, so that distillation through the 
column is equivalent to a number of successive simple distillations. 
Greater separation is obtained in a fractionating column if most of the 
vapor condensed at the top of the column is returned as reflux. The 
reflux ratio is defined as the ratio of the volume of liquid flowing back into 
the column to the volume of liquid removed as distillate. 

It is necessary to insulate or heat a fractionating column so that the 
net condensation in the column will not be too great. The temperature 
will be lower at the top of the column, where the more volatile component 
is concentrated, than at the bottom. The purpose of the packing is to 
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provide good contact between:the vapor and liquid phases in the column; 
but it is undesirable for the packing to hold a large fraction of the batch 
being distilled -beeause of the resulting decrease in sharpness of separation, 
A number-of types -of packing: are-listed on page 450. 

_ The effectiveness of a distilling column is.expressed in: terms of the 
theoretical plate. ene theoretical plate is a hypothetical section of 


Mole per cent CCl, in vapor 


0 1020 30 40 50 60 70 80 90 100 
; Mole per cent CCl,. in liquid 


Fia. 19. Vapor-liquid graph for calculating the number of theoretical plates. 


column which produces a separation of components such that the vapor 
leaving the top of the section has the composition of the vapor which is in 
equilibrium with the liquid leaving the bottom of the section. A column 
consisting of a simple l-cm tube 1 m long might be equivalent to only 1 
theoretical plate, whereas the same tube filled with adequate packing can 
give the equivalent of 20 or more theoretical plates. A column with 12 
theoretical plates is adequate for the practical separation of benzene 
(bp 80.1°) and toluene (bp 110.8°). The number of theoretical plates 
required for a given separation increases when the reflux ratio is decreased. 

The number of theoretical plates cannot be determined from the 
geometry of the distilling column; it is calculated from the separation 
effected with a liquid mixture for which the liquid-vapor equilibrium 
data are fully known. As an example, the determination of the number 
of theoretical plates in a column by a distillation of a mixture of carbon 
tetrachloride and benzene is illustrated in Fig. 19. 

The ordinates of the upper curve give the experimentally determined 
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mole per cent of carbon tetrachloride in the vapor which is in equilibrium 
with the liquid having the composition given on the abscissa. Along the 
lower line, making an angle of 45°, the compositions of the vapor and 
liquid are the same. Temperatures are ‘not involved in this diagram. 
They vary from the boiling point of pure benzene to that of pure carbon 
pentacnlonde: 

Suppose, for exampie, that a sample of the distillate Sbeniied under 
conditions of practically total reflux had composition B and the residue 
in the distilling flask had composition A, as indicated by the dotted lines. 
A series of vertical and horizontal lines is drawn stepwise from A as 
shown until the composition of the distillate is reached. Each vertical 
line represents an ideal distillation step in which the intersection with the 
upper line gives the composition of the vapor which is in equilibrium with 
the liquid indicated by the intersection of the vertical line with the lower 
line. Each horizontal line represents complete condensation of all the 
vapor to give a liquid of the same composition as the vapor. The 
number of these vertical-line steps minus 1 is equal to the number 7 of 
theoretical plates in the fractionating column. The liquid-vapor surface 
in the distillation pot acts as 1 theoretical plate. 

Depending upon the construction of the distillation column, the 
number of theoretical plates may vary somewhat with the rate of entry 
of vapor into the bottom of the column and the rate of return of liquid 
from the top of the column. In the-case of small-scale laboratory 
columns, it is found that the actual separations obtainable at finite reflux 
ratios are, in general, lower than would be predicted from the number 
of theoretical plates determined at total reflux. 

The number of theoretical plates in a column under actual operating 
conditions may be determined by the method of McCabe and Thiele.® 
In this method the number of theoretical plates is obtained by plotting 
a curve representing mole fraction of the more volatile component in the 
binary mixture in the vapor phase versus its mole fraction in the liquid 
phase and counting steps between this curve and the operating line, rather 
than the 45° line, which is used for the calculation of theoretical plates at 
total reflux. The operating line is a straight line drawn through the 45° 
line at the composition of the distillate with a slope equal to R/(1 + R), 
where R is the reflux ratio. The student is referred to chemical engineer- 
ing texts!-8 for a complete description of the use of this important concept 
in actual separations by fractional distillation. 


Apparatus, Vigreux column; vacuum-jacketed packed columns; still head with 
cold thumb and thermometer; glass-cloth-covered heating mantle; variable auto- 
transformer; distilling flask; 100-ml graduated cylinder; small test tubes and corks; 
Abbe refractometer; carbon tetrachloride; chloroform; benzene. 
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Procedure. Two types of fractionating columns are to be employed, 
such as unpacked columns of the Vigreux type and vacuum-insulated 


columns of the bubble-plate type or col- 
umns packed with double cones of metal 


screen (Stedman), stainless-steel saddles, | 


or glass helices. A distillation apparatus 
with a vacuum-jacketed fractionating 
column is illustrated in Fig. 20. The 
unpacked column and one of the packed 
columns are compared by determining 
the number of theoretical plates for each 
at total reflux, using solutions of benzene 
and carbon tetrachloride. Samples from 
the distilling pot and distillate are to be 
analyzed, and measurements of refrac- 
tive index with an Abbe refractometer 
are convenient for this purpose. 

About 10 ml of carbon tetrachloride 
and 40 ml of benzene are mixed and 
placed in the distillation pot, which is 
attached to the Vigreux column. The 
distilling pot is heated with an electrical 
heating mantle controlled with a variable 
autotransformer. The liquid is boiled 
vigorously until condensation takes place 


in the top of the distilling column, and — 


then the heating is decreased so that the 
column does not become flooded. The 
cold-thumb condenser should be in such 
a position that all-the condensate is re- 
turned to the column. 

After equilibrium is attained, as indi- 
cated by the fact that the thermometer 
reading is constant, a sample of the 
material is taken from the top of the col- 
umn. The cold-thumb condenser is 
withdrawn to a position such that the 
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Fia. 20. Bubble-plate fractionating 
column. 


condensed liquid drips into the graduated cylinder and is collected. The 
first two or three drops are discarded, and then a 1-ml sample is col- 
lected for analysis with the Abbe refractometer (page 55). The 
electrical heater is then turned off, and a sample of the liquid (about 
1 ml) is removed through the sidearm of the distillation pot, using a 
pipette or tube. It is to be emphasized that the efficiency of the column 
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determined by use of these. two samples is the efficiency essentially at 
total reflux, since the column is brought to equilibrium at total reflux 
and only a small sample is withdrawn from the column. A finite reflux 
ratio is necessarily used in collecting the sample, but it has a negligible 
effect on the composition of the sample as long as the sample taken is 
small. 

The above procedure is repeated using a packed fractionating column 
or a bubble-plate column rather than the Vigreux column. The packed 
column requires a longer time to come to equilibrium. 

While equilibrium is being established in the fractionating column, 
refractive-index measurements with an Abbe refractometer are made on 
pure benzene, pure carbon tetrachloride, and two or three mixtures of 
known composition. These measurements are used for the determina- 
tion of the compositions of samples of distillate and residue. 

The packed column is used next to demonstrate the separation of two 
liquids. The column and distilling pot are emptied and dried, and 30 ml 
of chloroform and 30 ml of benzene are introduced. The reflux condenser 
is set for a reflux ratio of from 5:1-to 10:1, as estimated from the rates of 
dripping from the reflux condenser-and from the distillation tube. The 
distillate is collected in the graduated cylinder. A 1-ml sample of the 
distillate is collected in a small stoppered bottle after every 3 ml of 
distillate, and the samples are then used for refractive-index measure- 
ments. A record is kept of the total volume of liquid distilled and the 
thermometer reading at the time of taking each sample. The final total 
volume of the distillate is also recorded. a 

Calculations. The refractive indices. of benzene, of carbon tetra- 
chloride, and of the known mixtures of the two are plotted on coordinate 
paper against the mole per cent of carbon tetrachloride. A smooth 
curve is drawn to represent these data and used to determine the composi- 
tion of an unknown liquid mixture by interpolation of the refractive 
index. 

The numbers of theoretical plates effective in the Vigreux column and 
in the packed column at total reflux are calculated with the help of a large 
graph in which the mole per cent-of the more volatile component in the 
vapor is plotted against the mole fraction of this component in. the 
liquid, as indicated in Fig. 19. The data required for the benzene— 
carbon tetrachloride system are given in Table 1. 

The efficiency of- various types of packing ‘and construction of the 
fractionating column may- be compared by calculating the length equiva- 
lent to 1 theoretical plate.. The length of column per theoretical plate is 
called-the height equivalent per theoretical plate (H.E.T.P.).  -This value is 

calculated for the various columns used: - 

The effectiveness of the chloroform-benzene distillation i is illustrated 6e 
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plotting the temperatures of the condensing distillate against the per- 
centage of the total volume of the mixture distilled. The refractive 
indices of the samples of distillate are also plotted on the same graph 
against the percentage of the total volume of liquid distilled. For a 
column with a very large number of theoretical plates operated at a high 
reflux ratio, a square step-shaped curve is obtained. The refractive index 
of the distillate changes abruptly from that of the more volatile to that 
of the less volatile component when the former has all distilled out. 
Likewise, the temperature of distillation rises abruptly when the more 
volatile component is distilled out. 


TaBLe 1. Liquip AND Varor Composrrion oF Mixtures or CARBON 
TETRACHLORIDE AND BENZENE AT 760 MM AND AT TaMPBRATURES 
. BETWEEN THE Boiuina Points’ 


Mole per cent CCl, in , 
iquid.......... tnateahics 0/13 .64/21.57|25 73/29. 44/36. 34/40. 57/52. 69/62 .02/72 .2 


Pca e te ets seta que OD 1582124. 16/28. 8082 .15/39..15 43.50 icc oy geese as 


Suggestions for Further Work. Additional pairs of liquids may be separated by 
fractionation with an efficient column. A mixture of carbon tetrachloride and toluene 
may be used to determine the number of theoretical plates. The data for this system 
are given in Table 2. 


TaBie 2. Liquip anp Vapor Compositions oF MIxtTurEs or CARBON 
TETRACHLORIDE AND TOLUENE? 


5.75/16. 25/28. 85/42. 60/56. 05/64. 25/78. 20194. 55 
12.65/31 .05)/49 .35/64. 25 81.22/89 .95/97.35 


Mole per cent CCl. in liquid. . . 
Mole per cent CCl, in vapor. . ./ 0 


75.50 


Some of the various types of packing referred to in Chap. 21 may be compared by 
determining the H.E.T.P. for each. 

The value of a fractionating column depends not only on the number of theoretical 
Ainten: but also on the amount of liquid held up by the packing.*8 Equilibrium condi- 
tions are attained more rapidly if the holdup of the column is small. The amount of 
liquid held up may be determined at the end of an experiment by removing the 
heating bath, taking out the column and blowing dry air through it, and condensing 
the material in a weighed U tube surrounded by a freezing bath of dry ice. When the 
packing is completely dry, the increase in weight of the U tube gives the weight of the 
liquid held up in the column. 
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10. VARIATION OF AZEOTROPE COMPOSITION WITH PRESSURE 


The variation of azeotrope composition with pressure is determined 
for a binary system, and the results compared with predictions based on 
thermodynamic principles. Measurements of heats of mixing of the two 
pure liquids are made, and their relation to the effect of temperature on 
the activity coefficients is considered. 

Theory.’-? The Gibbs free energy G of a single homogeneous phase 
containing two components is a function of temperature, pressure, and 
the numbers of moles 71, n2 of the two components. For a change of 
state the differential change in Gibbs free energy is given by 


dG = —SdT + VdP + pidni + pode (1) 


where S is the entropy of the phase, V its volume, and yi, ue the chemical 
potentials of its two components. Since at any temperature and pressure 
the free energy of the phase is given by 


G = nyti + Nope (2) 
the differential dG is also given by : 
dG = nydyuy + nedps + pidni + podne (3) 
Combination of Eqs. (1) and (3) yields the Gibbs-Duhem equation, 
SdT — VdP + midi + teodus = 0 (4) 


which interrelates the changes in the temperature, the pressure, and the 
chemical potentials of the components for the given change of state. 
This relation may be written in terms of intensive quantities by dividing 
by (ni + ne), the total number of moles, to obtain 


SdT — VdP + Xidur + Xeduo = 0 (5) 


where S, V are entropy and volume per mole of solution, respectively, 
and X; is the mole fraction of component 7. 
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Consider now the simultaneous application of this relation to a liquid 
phase (subscript 2) and the vapor phase (subscript v) in equilibrium with 
it: 
8d? — VidP + Xi durr + Xorduor = 0 (6) 
S,dT ar, V.dP +X od,» + X 2rd p2,0 =0 (7) 


Since for equilibrium the chemical potential for each component must 
have a common value for both phases, 


Mio = Bit = wa 22 = Mav = be 
and Eqs. (6) and (7) may be combined to give 
(S, oa 8)dT = (V, _ Vi)dP + (Xo. — Xe) (di — due) = 0 (8) 


This equation determines the relation between the changes in tempera- 
ture, in pressure, and in chemical potentials in going from one vapor- 
liquid equilibrium condition to another. Now consider a variation in 
composition at constant temperature (dT = 0) away from a state for 
which the equilibrium vapor and liquid compositions are identical (the 
azeotropic condition), so that (Xe: — Xe.) = 0. Since in general 
(V. — V;) is not zero, it follows that dP = 0 for the indicated differential 
change, and hence there must be a minimum or maximum in the plot of 
equilibrium pressure versus composition, at constant temperature, at 
the azeotrope composition. Similarly, for a shift in composition at 
constant pressure, since (S, — S,) #0, there must be a maximum or 
minimum at the azeotrope composition in the plot of equilibrium tem- 
perature versus composition at constant pressure (the boiling-point 
diagram). . 

The azeotrope composition changes as the equilibrium temperature and 
pressure are changed. If the composition is known for one pressure, the 
corresponding azeotrope composition for another pressure can be esti- 
mated in the following way. As shown in Exp. 8, to the ideal-gas 
approximation for the vapors involved, the activity coefficient for a 
component in the liquid phase is given by 


XiwP 
* > Kur) 


where P = pressure of equilibrium vapor phase 
P#(T) = vapor pressure of pure-liquid component ¢ at temperature 
involved 
Xi,», Xi = mole fractions of component 7 in vapor and liquid phases, 
respectively 
Let P,, represent the vapor pressure of the azeotrope (this of course 
- corresponds to the constant pressure P for a boiling-point diagram), for 
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which X,;: = X:... Then for the azeotropic solution 


= ibe. ae Pe 
ae pa PHT) | sa i P3(T) 
, - Viez P 2(T) 7 . 
a = 11 
Y2,ac r 1(T) ; ( ) 
The azeotrope composition thus is that composition for which the ratio of 
the activity coefficients of the two components is equal to the inverse 
ratio of the vapor pressures of the two pure liquids at the temperature 
concerned. If the azeotrope composition and pressure are known for one 
temperature, the coefficients A:, A: can be calculated for the given T, P, 
for the van Laar equations: 


Ai 


er a ae es, 
a (Ges , mo (+83) 
Az Xo / AL - 


(10) 


and hence 


(12) 


If A, and A» as thus determined are nasumed to be independent of tem- 
perature and pressure, i.e., if the activity coefficients are considered to be 
functions of composition only, then it is possible to calculate the mole 
fraction of component 1 for the azeotrope at a different temperature as 
the value of X1,. for which Eq. (11) is satisfied at this new temperature. 
The new azeotrope pressure P,, can be calculated by use of the relation 


Ps 
Yi = PRT) 


The accuracy of the prediction so made necessarily depends on how well 
the van Laar equations express the concentration dependence of the 
activity coefficients at a given temperature and pressure; for satisfactory 
results the azeotropes involved should -be reasonably intermediate in 
composition. 

There remains the question of the validity of the assumption that the 
activity coefficients are insensitive to changes in temperature and pressure 
at constant composition. From Eq. (12) it is seen that 


Ai = lim (logy1)  A2= lim (log yo) (13) 
X10 X20 


().-[CH en 


From the basic relation between the activity coefficient, concentration, 
and chemical potential, 


Hence 


RT In y:X12 = ia — wey 
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and thus oN oa 

¢ log *) ig ee cht es 4 (5) 
oT PX 2.303R T? j 

where the term H, — H3 actually represents the differential heat of 

solution (cf. Exp. 4) of pure-liquid component 1 in the solution of con- 

centration X1, at the given temperature and pressure. The temperature 

coefficient of A: is thus determined by the limiting value of the differ- 


ential heat of solution of component 1 at infinite dilution in component 2 
as solvent. 


(aA = z. ts 
(7), = x303RT? Han) — Ailx, no (16) 


The bracketed enthalpy term can be calculated from integral-heat-of- 
solution data; it can be: approximated by measuring the heat of solution 
per mole of component. 1-in a sufficiently large excess of component 2 to 
give a very dilute product solution. - Its-value may be as large as several 
kilocalories per mole or more, particularly when hydroxylic compounds, 
such as alcohols, are involved. Similarly, the preseute ececient of Ay 
is found as follows: 


dlogy:'\) _ 1 fauua\ aula | an 
oP 7 2.303RT OP }r, Xu, ; “OP. 7, X11 
Fr a30aRT Vx ut) — Vil ts) 


1 
Vv? . 
= gaoarT (MCX) — Vi = oa53Rr 
and ee 
(3) _ VilXin— 0) — Vi (19) 
aP )p ~~ 3.303RT 


where V? = V*, the molar volume of pure liquid 1 at the temperature 
and pressure of the solution. The partial molar volume of component 1 
at infinite dilution in component 2 as solvent, Vi(X11— 0), can be cal- 
culated from density measurements on the solutions (cf. Exp. 13). Since 
for solutions of this type V1 changes but slightly with concentration and 
is usually not much different from Vi » the pressure coefficient of A; will 
be very small. oie 


Apparatus. Fractional distillation column. equipped for vacuum distillations; 
distilling flask; heating mantle and autotransformer; pressure-control system; 
pycnometers or Westphal balance; sample vials; Dewar calorimeter, thermistor 
thermometer, or sensitive mercury thermometer; distilled water; acetonitrile, ethanol. 


Procedure. An aqueous solution containing acetonitrile at a mole 
fraction of approximately 0.75 is prepared. The quantity of solution 
required will depend upon the holdup of the fractionating column used, 
but should not exceed.150 ml. .The solution is placed in the distilling 
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flask, which is then connected to the fractionating column. The water 
valve is opened slowly to start the flow of cooling water through the dis- 
tilling head, which is set for total reflux. The autotransformer switch 
is turned on, and the control knob advanced from zero as required to 
raise the temperature of the solution to the boiling point. The boil-up 
rate is increased until condensation takes place in the distilling head, with 
a steady but not excessive stream of condensate returned to the column. 
When the temperature shown by the thermometer immersed in the vapor 
at the top of the column has become constant, indicating that equilibrium 
has been reached, a preliminary sample of condensate is drained into the 
first receiver (and subsequently discarded) and the sample collector is 
rotated to obtain a sample for analysis in the second receiver. The 
barometric pressure and condensation temperature are recorded. Analy- 
sis of this sample gives the azeotrope composition for the measured 
temperature and pressure, since the fractionating column separates out 
the minimum-boiling azeotrope due to its high volatility. If the analysis 
is not made immediately, the sample container should be tightly stoppered. 

The head is again set for total reflux, and the autotransformer is 
turned off. The sample collecting unit is removed, and the container 
holding the azeotrope sample is tightly stoppered and set aside for later 
analysis. The sample collector is cleaned, dried, reassembled, and put 
back in place on the column, which is then connected to the pressure- 
control system. The pressure in the column is then gradually reduced to 
about 500 mm and maintained there. The liquid boil-up rate is increased, 
and the column is brought to equilibrium as before. A sample for analy- 
sis is then obtained as described above; the pressure and condensation 
temperature are recorded. The column is reset to total reflux, and the 
heating mantle turned off. The pressure in the system is now raised 
slowly to atmospheric. The second azeotrope sample is set aside for 
analysis, and the apparatus prepared for the next run. Further deter- 
minations are then made for pressures of approximately 350 and 200 mm. 
Care should be taken to record the condensation temperature and pressure 
for each azeotropic solution collected. 

The densities of the samples are measured by means of the Westphal 
balance (page 454) or by the pycnometric method (page 90), and their 
concentrations are determined by reference to a working curve of density 
-versus mole fraction of acetonitrile as found for samples of known compo- 
sition. The data for this curve may be obtained during the periods in 
which the column is coming to équilibrium. 

A measurement is made of the integral heat of solution of liquid aceto- 
nitrile in water to give a product solution in which the mole fraction of 
acetonitrile is 0.05 or less. A Dewar calorimeter of the type used in 
Exp. 4 or 5 may be used. Fifty milliliters of distilled water (or other 
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accurately measured quantity, as required to cover the thermometer 
bulb completely) is placed in the calorimeter. The thermometer reading 
is noted, and a sample of acetonitrile is adjusted to the same temperature 
level by warming or cooling in a water bath. Ten milliliters of aceto- 
nitrile is then pipetted into the calorimeter, the solution is stirred to make 
it homogeneous, and the change in temperature is determined as described 
under Exp. 5. In this case the temperature change will be small. The 
temperature change observed and the quantities of reactants used are 
recorded. 

In a second experiment the same procedure is followed with 100 ml of 
acetonitrile as solvent and 1 ml of water added as solute. 

The heat capacity of the calorimeter used may be determined as 
described under Exp. 5, if the value is not given for the unit provided. 

Calculations. From the experimentally determined azeotrope com- 
position at atmospheric pressure, the van Laar coefficients are calculated 
(cf. Exp. 8). The necessary vapor-pressure data for acetonitrile may be 
taken from the work of Heim as summarized by Timmermans,® and for 
water from handbooks or the International Critical Tables: The ratio 
¥:/72 1s calculated for various values of X1,1, the mole fraction of acetoni- 
trile, from 0.6 to 0.9. The ratio P*(t)/P*(t) of the vapor pressures of the 
two pure liquids is calculated for a series of temperatures in the range 
from 30 to 90°C. On the same piece of graph paper two curves are 
plotted, with the same vertical scale in each case: 


1. yi/y2 a8 ordinate versus X11 as abscissa 
2. P¥()/P?(@ as ordinate versus ¢ as abscissa 


For a selected temperature ¢’ the predicted azeotrope composition is 
found by reading off the value of X1, for which y2/y: = P}()/P}(). 
For this composition the activity coefficient y1,. for acetonitrile in the 
azeotropic solution is calculated from the van Laar equation, and the 
azeotrope pressure P,,(¢’) is predicted from the relation 
_ P(t’) 
Yiues = P#(F) 


In this way, results are obtained for a comparison with the experimentally 
determined combinations of azeotrope pressure, temperature, and com- 
position, which is prepared in tabular form. 

The heat of solution, for the common temperature of the reactants, of 
the species added as solute in a given case is calculated from the relation 
(cf.-Exp. 5) 

AH = -¢ AT 


where AT’ = observed aiapped in temperature 
Cp = total heat capacity of system 


li 
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Here C'p is the sum of the heat capacities of the product solution and 
calorimeter. The former is to be calculated as the sum of the heat eapaci- 
ties‘ of the pure liquids, an approximation which is adequate for the present 
purposes. The latter will be furnished for the unit provided. The inte- 
gral heat of solution is then calculated by dividing the observed AH by the 
number of moles of solute added. It is now assumed that the product 
solution is sufficiently dilute so that the integral heat of solution and differ- 
ential heat of solution differ negligibly and their common value would not 
change significantly for work at lower concentrations. The temperature 
coefficient of the van Laar parameter A, is then calculated by use of 
Eq. (16). Ina-similar fashion the temperature coefficient for the quantity 
Az is calculated. The implications of these results (concerning the 
assumption earlier made that the activity coefficients are functions of 
composition only) are considered. It should be recognized that the 
heat-of-solution data, here obtained at room temperature, are subject to 
some change with temperature. 

A summary of experimental results for the acetonitrile-water system 
has-been given by Timmermans.® Of particular pertinence are the 
papers of Othmer and Josefowitz,® Maslan and Stoddard,® and Vierk.® 1° 
The heat-of-mixing data given in the latter reference were calculated 
from temperature-pressure-composition data for the system and do not 
result from direct calorimetric measurements. 


Practical Applications. The prediction of the behavior of real-solution systems 
from a minimum of experimental data is a common problem in modern technology. 

Suggestions for Further Work. The heat-of-solution measurements may be 
made for a range of concentrations to permit.a more accurate estimation of the dif- 
ferential heats of solution at infinite dilution. Similar measurements may be made 
for the system acetonitrile-ethanol, and the results compared with those calculated 
from the heats of mixing given by Thacker and Rowlinson.? The term heat of mixing, 
AH n, as regularly employed in solution thermochemistry, refers to the increase in 
enthalpy in the formation of one mole of solution from the pure-liquid components at 
the temperature and pressure of the solution. 
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1l. ELEVATION OF THE BOILING POINT 


The boiling points of a solution and of the pure solvent are determined 
and used for calculating the molecular weight of a nonvolatile solute. 

Theory. When a nonvolatile solute is dissolved in a solvent, the vapor 
pressure of the latter is decreased; as a consequence, the boiling point of 
the solution is higher than that of the pure solvent. The extent of the 
elevation @ depends upon the concentration of the solute, and for dilute, 
ideal solutions it may be shown that 


T,-— T= 6= Kym | (1) 
where 
K, = RT?/10002, (2) 


and 7’) = boiling point of pure solvent 

T, = boiling point of solution of molality m, at same pressure 

\» = enthalpy of vaporization of pure solvent per gram at temper- 

ature T 

Ky = molal boiling-point elevation constant 
Note that K, is a constant characteristic of the solvent. Relation (1) 
permits calculation of the molecular weight of the solute, since it may 
be transformed into the equivalent form 


- 1000Kw 7 
Me a8) Gupne 8) 


where 6 is the elevation of the ‘boiline point for a solution containing g 
grams of solute of molecular weight M in AG grams of solvent of boiling- 
point elevation constant Ky. 

It should be noted that even for ideal solutions the foregoing relations 
are valid only if the solution is also dilute, ie., if the mole fraction of 
solute is small: 

One of the more interesting applications of this equation is in the study 
of solutes which can form dimers, trimers, etc. The position of equilibria 
of the type : Pe ve a fe 

: nA ie. 


may be strongly dependent on the solvent.. Examination of the deriva- 
tion which leads to Eqs. (1) to (3) will-show that if several solute species 
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are present, the value of M (now the apparent molecular weight) found by 
naive application of Eq. (3) is actually the average for the species present; 
i.e., 


M =), XM; (4) 


where X; is the mole fraction of species 7, and M; its molecular weight. 
Although the position of equilibrium cannot be found with accuracy by 
this method, it is possible to characterize systems in which the solute is 
mainly of a single species by comparing the apparent molecular weight 
with the known formula weight. 

More rigorous thermodynamic equations are required for the analysis 
of boiling-point elevation data on solutions which deviate markedly from 
ideal behavior. The effort is rewarded, however, because one gains 
additional information in such cases, pertaining to the nonideal properties 
of these solutions.*® For example, activity coefficients for sodium 
chloride in aqueous solution have been determined in this way by Smith’ 
over the range 60 to 100°C. Thus boiling-point data represent poten- 
tentially a valuable source of information concerning electrolyte solutions. 

For the determination of the boiling temperature of a solution, the 
thermometer must be in contact with solution rather than condensed 
vapor as in the case of a pure liquid. The elimination of superheating 
of the liquid phase is therefore particularly important and is usually 
accomplished by means of the vapor lift pump described below; electrical 
heating may be used to minimize the initial degree of superheating of the 
solution. The method of Landsberger,’ preferably as modified by 
McCoy,* may also be used; solvent vapor is passed into the solution, 
where it condenses, and raises the solution to the boiling point. In this 
arrangement there is no radiation or conduction of heat from a body at 
a higher temperature and superheating is eliminated. 


Apparatus. Boiling-point apparatus of the Cottrell type; Beckmann thermometer 
or other thermometer graduated to 0.01°; carbon tetrachloride; benzoic acid. 


Procedure. The elevation of the boiling point of carbon tetra- 
chloride produced by dissolved benzoic acid is to be measured. 

A commercially available boiling-point apparatus of the Cottrell 
type’? is shown in Fig. 21. A known quantity of solvent is placed 
in the tube, and a Beckmann thermometer or other thermometer gradu- 
ated to 0.01° is put into place. The liquid level must be below the lower 
end of the glass thermometer shield. The apparatus is clamped in a 
vertical position and heated with a small gas flame or, preferably, an 
electrical heater. The external shield shown in Fig. 21 is a convenient 
means of keeping drafts of air away. The purpose of the small inverted 
funnel, which is raised above the bottom on small projections, is to catch 
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the bubbles of vapor and direct them through the center tube and three 
vertical spouts. As the bubbles discharge through these outlets, they 
direct three sprays of liquid and vapor against the thermometer; any 
superheated solution comes to equilibrium with the vapor by the time it 
gets to the thermometer bulb. . as 


Fig. 21. Cottrell boiling-point apparatus. 


An inner glass shield, concentric with the outer tube but fastened at the 
top, improves the efficiency of the pumping system and also serves to 
shield the thermometer from the cold solvent returning from the con- 
denser. A somewhat more rugged design is one in which the funnel unit 
is firmly attached by three short pieces of glass rod to the lower end of 
the inner glass shield. 


{ An apparatus of this design is obtainable on special order from the Scientific 
Glass Apparatus Co., Bloomfield, N.J., as Model J-2098-1 (modified, Print 577996). 
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If the liquid does not pump steadily over the thermometer bulb, the 
rate of heating is changed. The rate should be adjusted so that 
ebullition takes place primarily within the funnel in order to produce the 
most efficient pumping action. The rate of heating should be steady 
and should not be so great as to drive the liquid condensate film too close 
to the upper end of the condenser, since this may result in loss of solvent 
and also cause superheating. A metal chimney placed around the 
burner helps to reduce fluctuations in the rate of heating. 

An absolutely constant boiling-point reading cannot be expected, but 
when equilibrium has been reached, the observed temperature will 
fluctuate slightly around a mean value and in particular will not show a 
slow drift except when there is a corresponding drift in barometric 
pressure. The thermometer, which must be handled carefully, is tapped 
gently before a reading is taken. Since the boiling point is sensitive to 
changes in pressure, the barometer should be read just after the tempera- 
ture reading is recorded. | 

After the boiling point of the pure solvent has been determined, the 
liquid is allowed to cool. The condenser is then removed, and a weighed 
quantity of benzoic acid sufficient to produce a 2 to 3 per cent solution is 
added. To prevent loss, the benzoic acid is made up into a pellet in a 

pellet machine or is placed in a short glass tube and rammed tight with a 
scueal rod acting as a plunger. 

After the boiling point of the pure solvent has been determined, the 
liquid is allowed to cool, the condenser is removed, and the first solute 
sample is added; alternatively, if it is feasible to do so, the pellets may be 
dropped in through the condenser. _ The steady boiling point of the solu- 
tion is then determined in the manner previously described. Additional 
determinations are made by adding more pellets. In each case, the 
barometric pressure is recorded just after the temperature reading has 
been made. 

When possible, a second series of measurements should be made, start- 
ing again with pure solvent and covering the same general range of con- 
centrations as before. In this way, a valuable check is obtained on 
reproducibility. ~ : 

Serious error can result from failure to wait for equilibrium to be 
attained. Other experimental errors may be caused by fluctuations in 
atmospheric pressure, or by appreciable holdup of solvent in the con- 
denser or escape of solvent vapor. The first difficulty may be met by 
making corrections for pressure changes, by employing a manostat to 
maintain a constant pressure, or by using two sets of apparatus at the same 
time, one for solvent and one for solution. Errors from loss or holdup 
of solvent are tolerable in student work provided reasonable care. is 
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taken to minimize these effects. For work of highest accuracy, one may 
use an apparatust in which provision has been made for withdrawing a 
sample of the liquid just after the temperature. measurement has been 
made. The molality is then found by weighing this sample, evaporating 
the solvent, and then weighing the residue. 

Calculations. The molecular weight is calculated by means of Kq: (3), 
from the values for K, shown in Table 1, corrected by use of the pressure 
coefficient given in the last column, unless the correction is negligible. 


TaBLe 1. MouaL Borine-Pornt ELEVATION CONSTANTS‘ 


Boiling point, Ky / AK, 

pen °C at 760mm! at 760 mm AP (mm) 
Acetone............... 56.0 1.71 0.0004 
Benzene...... 80.2 2.53 0.0007 
Bromobenzene......... 155.8 6.20 0.0016 
Carbon tetrachloride... . 76.7 5.03 0.0013 
Chloroform............]. 60.2 3.63 0.0009 
Ethanol............... 78.3 1.22 0.0003 
Ethy!] ether............ 34.4 2.02 0.0005 
Methanol.............. 64.7 0.83 0.0002 
Water iss ck bh eaies 100.0 0.51 0.0001 


The necessary correction to 6 required by a difference in the barometric 
pressures at the times the boiling points of the solvent and solution were 
recorded may be made by use of Eq. (1) of Exp. 6. For this purpose, it is 
assumed that dp/dT may be set equal to Ap/AT. The value of d, may be 
values taken from a handbook. . . 

The calculated apparent molecular weight values are graphed against 
molality and compared with the formula weight. Any discrepancies 
among these values should be discussed in the light of the estimated exper- 
imental error. 


Practical Applications. Many materials cannot be vaporized for direct determi- 
nations of the vapor density without decomposition. In such cases the material is 
dissolved in a suitable solvent, and the elevation of the boiling point furnishes a rapid 
and convenient method for determining the molecular weight. Molecular weights 
of substances in solution, however, may be different from the values found from 
vapor-density measurements. 

Suggestions for Further Work. A more elaborate and accurate method may 
be used in which a thermocouple gives directly the difference in boiling point between 


t The Washburn and Reed! modification of the Cottrell boiling point apparatus 
is available from several commercial sources. — 
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the solvent and solution in two different vessels. This method has been described 
by Mair.? Data of sufficient accuracy may be obtained in this way for extrapolation 
of the apparent molecular weights to infinite dilution. Only in this way can an 
accurate value be obtained.’ 
The molecular weight of benzoic acid in a polar solvent such as ethanol may be 
determined, and the result compared with that obtained with the nonpolar solvent. 
Caution is required when an inflammable solvent is used. 
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12. ACTIVITIES FROM FREEZING-POINT DEPRESSION DATA 


The freezing point of a solution is lower than that of the pure solvent. 
Freezing-point depression data are of considerable value in the thermo- 
dynamic study of solutions. In particular, activity coefficients of both 
solvent and solute can be determined as a function of concentration to a 
high degree of accuracy. 

Theory. The activity a: of solventt in a solution at temperature T 
is defined by ; 

G; = G + RT In ay (1) 


where G, = partial molar Gibbs free energy of solvent in solution at 
temperature 7 
G° = molar Gibbs free energy of pure mque solvent at temperature 
ET : 
For a solution at the temperature 7'y of freezing of ne pure solvent, 
a (i is oe to 
G, = G+ RT Ina, (2) 


where Gf = molar free energy of pure crystalline solvent at temperature 
To 


+ Solvent properties are designated throughout by subscript 1, and solute properties 
by subscript 2. 
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because at 7'o the equilibrium condition 
Gy = GF (3) 


is satisfied. Therefore a; for a solution at temperature 7'y can be calcu- 
lated from 
_~(%_G@\_ (& 
Rin a= (Fe r) = a (ae (4) 


Here, and throughout this discussion, the increment symbol A will refer 
to a change in a function of state for solvent in going from the pure 
crystalline solid to a solution at the same temperature T; e.g., for water 
solvent, 
H:O(¢, pure) > H:O(liquid solution) (5) 
G/T) (G/T) 


For a series of solutions it is desired to calculate, by Eq. (4), the 
activity of the solvent at the temperature 7. To evaluate the right 
side of Eq. (4), consider the function 


a 
(7) 
for general 7’; this may be expanded in a Taylor series about 7’y to obtain 
Gi\ _ G, a(AG,/T) = 
a(z) = E (F)], of bate (PF — To) 


1 [ 62(AG,/T) Sik vin doe 
+5 |S |, @- tort: © 


The functions in square brackets in Eq. (6) are to be evaluated at T = 7. 
The series-expansion coefficients are 


E (F)|, = R{ln ajo (7a) 
ee) - 8] ™ 


(MOR) 2/2, (4B)] = [4B ale] a 
2 oT? o 2 i T? ~ TS 27? 
where again all auaneiee in square brackets are to be evaluated at 
ee To. 
ie ie left side of Eq. (6) becomes zero because of the basic requirement 
for equilibrium, namely, that G; have the samé value for both-phases. 
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Combining Eqs. (7) and (6) for T = 7’; then yields 


AH AH, AC 
0 = Rin ai) — ie at |, (T; — To) +| ae Te ~ mt |, (Ts — To)? + - 
| (8) 
With the freezing-point depression designated as @ = Ty — T;, Eq. (8) 
leads to 
= _ [AA AH, ACP] wi... 
rin oe = |g |, 0+ [2p omhet 


Since AH, = A, — A will often be close to AHS = H? — Hj, the heat 
of fusion of the pure solvent, it is convenient to tits 


AA, = afte +L, (10) 


where Ly, is defined by L, = Hi — H8 at any given temperature. Intro- 
duction of Eq. (10) into (9) then yields 


-aeis- [HL fee Bele [R-aL ee | 
f f 


where L; and 0L,/dT are neglected in comparison with AH} and AC$, 
respectively, in the 6? term. 

Thus from Eq. (11) the activity coefficient of solvent in a solution at 
temperature 7'>—the freezing point of the pure solvent—may be. found 
from a measurement of the freezing-point depression 6 for the given 
solution. f 

For solutions of moderate or low concentration, the simple equation 


— R{in alo = |S |, ¢ . a et P19) 


will often be sufficiently accurate.{ However, one cannot really use 
Eq. (12) with confidence unless the higher-order terms in Eq. (11) have 
been estimated for the most concentrated solution being considered and 
found to be less than experimental error. 


+ An equation for In a; is sometimes given in a somewhat simpler form, with the 
small but concentration-dependent LZ, term absent; in this case, however, a, is speci- 
fied to be the activity at temperature T, (rather than at To); for a series of measure- 
ments on solutions of various concentrations, the calculated activities then refer to 
different temperatures. Equation (11) is given above in the same form as in Refer- 
ence 2, although a slightly different method of derivation has been used. 

. t Physically, Eq. (12) corresponds to the case AM, = AH;, ACh = 0,6 & Ts. 
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For water as solvent at 0°C, the factor in braces in Eq. (11) becomes 
{[2 + |, @-+ [4.9 * 10-4]? ++ - - | (13) 


with Z, in calories per mole and @ in degrees. The quantity ZL, may be 
evaluated experimentally from heat-of-dilution data or calculated from 


(14) 


where AH; 5, is the integral heat of solution (page 22) for one mole of 
solute in 7; moles of solvent. . It may also be calculated from solute heats 
of formation, AH (pages 31-32), which are tabulated for many substances. 

A familiar equation for. the freezing-point depression for an ideal, 
dilute solution is obtained by introducing into Eq. (12) the approximations 


a= X1 ° ~~ ~~. tdeal solution —§ (15) 

In X, =In (i ~ X) & —~X a = dilute solution (6) 

where m = molality = number of moles of. solute i in 1000 g£ ‘of solvent: 
M, = molecular weight of solvent . 


X,, Xe = mole fractions of solvent and solute, 1 respectively 
The result i is 


~ ATM, Ko. ay 
MONA 
100083 1000A, 


where (18) 

where A, = heat. of fusion of pure solvent, per granu, at temperature 7’ 
Ky; = molal freezing-point depression constant 

Observe that K;y is a property of the pure solvent and as such does not 

depend on the nature of the solute. 

If the solute is associated or dissociated in solution,. the ideal equations 
can be expected to serve as useful approximations only if the association 
or dissociation is recognized explicitly. Thus, consider a solution con- 
taining 7, formula-weight units of solvent and nz formula-weight units of 
solute; 7; and nz are the weights divided by the respective formula 
weights. Now suppose that, in solution, m2 formula-weight units of 
solute actually form yn; moles of solute, with » > 1 for dissociation’and 
vy <1 for association. Then the actual mole fraction of solvent, X34, 
calculated with the association or dissociation explicitly recognized, is 

pee ny Sage RMR pg Eg FPP aye 
TA op mg me me OD 
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where the last form is valid for dilute solutions. For a solution of 
stoichiometric molality m (i.e., with m formula-weight units of solute per 
1000 g of solvent), Eq. (16) becomes 


tm _f Ne ee vee vmM 
in Xf oe ( “2 2 (aan) (20) 


and Eq. (17) becomes 
6 = Kyvm (21) 
with Ky defined as before. 

An important use of Eq. (21) is the determination of ». Since the 
equation holds for the ideal, dilute case only, Eq. (21) might more appro- 
priately be written 

oe ppt cha (22) 
mo Kym K; m0 m 
It should be recognized that the limit in Eq. (22) is to be evaluated from 
experimental data for a number of solutions at finite concentrations; the 
value of » obtained therefore reflects the behavior of the given solute at 
the lower end of the concentration range studied. 

If the data are accurate enough, solute activities may also be calculated 
from the freezing-point data. The only case to be considered in detail 
here will be that of a solute which is neither associated nor dissociated at 
the lower end of the concentration range studied. For this case, the 
activity a2 and activity coefficient y2 of the solute are defined byt 


Go = G}+ RT In as (23) 
= G+ RT In ym (24) 


with G3 defined by specifying y2— 1 as m — 0 or, equivalently, by 
G3 = lim (G. — RT lnm) (25) 


m0 


The equation for calculating y2 for a given solution of molality m at 
temperature 7T'y, based on Eqs. (24) and (25), is 


In yo = (me — 1) + |” (es *) am (26) 


where ¢m is the osmotic coefficient at molality m, defined by 


Xi _ _ £1000 
on = — x, tin a, = (57) In ay (27) 


} The molality scale for y2 is used here. Alternative scales!~4 are sometimes used 
and lead to different equations and different numerical values for yo. 
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The derivation of Eq. (26) may be found in a number of texts on chemical 
thermodynamics.'~* When Eq. (12) is applicable, ¢, and ¢, — 1 may 
be calculated from 


6 
bon = Kym (28) 
_ (6/m) — K 
om — 1 = = (29) 


A suitable procedure is first to prepare a graph of @/m versus m to see 
whether the data indicate either association or dissociation at the low- 
concentration end; if, to within experimental error, »v = 1, then Eqs. (26) 
and (29) may be used to find y2 for any m in the range studied. The 
integral is evaluated graphically from a plot of (¢m — 1)/m versus m. 

If an attempt is made to use Eq. (26) for a solute which is associated or 
dissociated at the lower end of the concentration range studied, the 
integrand will seem to increase without limit as m approaches zero; the 
integral will therefore be indeterminate. This observation reflects the 
fact that the limit in Eq. (25) either does not exist (dissociation case) or 
is not being approached even at the lowest concentrations studied 
(association case). One is therefore compelled to modify the definition 
of G?, and hence also that of y2 in order to be able to obtain meaningful 
results for such systems.!~4 


Apparatus. Vacuum bottle with cork and stirrer; precision (calorimeter-type) 
thermometer (-+-0.5° to —5.0°, graduated to 0.01°), or differential thermometer with 
5° range, or thermistor and bridge (Exp. 4); five 6-in. test tubes with tight stoppers; 
density balance precise to + 0.0002 g/ml with a 10-ml sample, or a set of 5-ml pycnom- 
eters and an analytical balance; 100 ml of a suitable solute sample such as isopro- 
pyl alcohol, n-propyl! alcohol, or acetonitrile. 


Procedure. A suitable apparatus, shown in Fig. 22, consists of a 
vacuum bottle (1 pt) fitted with a cork, polystyrenef stirrer, and ther- 
mometer. A convenient type of thermometer for this experiment is one 
having a range of 0.5 to —5.0°C with 0.01° graduations. Ifa Beckmann 
thermometer is used, it is adjusted so that the mercury comes near the top 
of the scale at the freezing point of the pure solvent. 

A thermistor} offers definite advantages as an alternative to a mercury 
thermometer: the thermistor has a relatively low time lag and, being 
physically smaller, does not conduct heat from the room as rapidly into 
the freezing solution. Thus thermal equilibration can be achieved more 


} Polystyrene is thermoplastic and can be bent when heated in a drying oven or 
above a bunsen-burner flame. 

{A suitable thermistor and bridge assembly is available as Model S-81601 from 
E. H. Sargent & Co., Chicago, Illinois. 
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efficiently. Ifa thermistor is used, the resistance measurement may be 
raade by means of a d-c Wheatstone bridge and sensitive galvanometer, 
as outlined in Exp.4. The temperature depend- 
ence of the thermistor resistance may be assumed 
to have the form 


R = Beflt (30) 


where & is the resistance of the thermistor at the 
temperature 7. The parameters B and B may 
be evaluated by measurement of R at several 

known temperatures, which for convenience may 
be chosen in the range 0 to 25°C. 

To the vacuum bottle is added distilled water 
and an equal volume of clean cracked ice. The 
water used should be prechilled, to minimize the 
amount of impurities set free by melting of ice. 
The freezing mixture should cover the thermom- 
-eter bulb or thermistor without being too close to 
the cork. If the ice is not of adequate purity, 
the observed freezing point will slowly decrease 
with time as occluded impurities are freed by 
melting; in this event, it may be necessary to 
prepare ice by freezing distilled water. 

The ice and water are stirred vigorously until 
a steady temperature is attained. This value is 
then recorded. If a mercury thermometer is 
used, it should be gently tapped before being read. 

The water is drained off and replaced by a 
chilled solution of the specified solute in distilled 
water at a concentration of about 3 molal. 

Fig. 22. Freezing-point ‘The solution and ice are stirred vigorously until 
apparatus. a constant temperature is reached, whereupon the 
temperature is recorded and a sample is with- 
drawn quickly with a 10-ml pipette; the tip of the pipette should be 
held near the bottom of the flask to avoid getting pieces of ice. The 
pipette is used here only as a matter of convenience, as the sample 
volume need not be accurately known. To obtain a sample with minimal 
disturbance of the equilibrium system, the sample should be taken 
rapidly. The sample is discharged into a 6-in. test tube, which is then 
stoppered and set aside. | . 
The temperature will appear to rise slightly when the stirring is 
interrupted for sample-taking, but this apparent rise can be ignored 
because it results mainly from the warming of the thermometer or thermis- 


So) 


———w! 
=a 
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tor itself and does not indicate a change in temperature of the solution. 
After the sample has been withdrawn, vigorous stirring may be resumed 
and a second temperature reading taken. The temperatures recorded — 
for the stirred system immediately before and after sampling should 
agree to within about 0.01°C, and these values may be averaged for the 
subsequent calculations. 

In a similar fashion, additional semmplés. are taken from deuilibiiaan 
freezing systems with progressively more dilute solutions, obtained by 
adding each time an appropriate amount of ice (to replace ice melted in 
the flask) and ice-cold distilled water. Some allowance should be made 
for dilution by melting of ice. In all, measurements should be made for 
about six different concentrations, ranging downward from 3 molal in 
roughly equal steps of about 0.5 molal each. A convenient way of 
obtaining well-spaced points covering the desired range of molalities is 
to adjust the concentration each time to bring the freezing point to the 
desired region. 

The molalities of the samples are determined by careful meastreniont 
of density. The precision required is of the order of +0.0002 g/ml. If 
a density balance is used, the measurements can be made with the samples 
still in the original test tubes if a device is provided to support them in 
the balance. The temperatures of the samples should be noted at the 
time of the density measurements, and the density values corrected to a 
common temperature by assuming that: the thermal coefficient of expan- 
sion of a dilute aqueous solution is about: the same as that of pure water, 
for which (1/V)(0V/d0T)>p is 2.6 X 10-5 deg-! at 25°C. Alternatively, 

5-ml pycnometers may be filled with the samples at a known temperature 
and subsequently weighed. 

The data needed for preparing a- calibration. graph of density versus 
molality are obtained by measuring densities of pure solvent: and of 
four or five solutions of known composition made up by mixing known 
volumes of the two components. 

Calculations. If a thermistor is used for temperature measurement, 
the constant 8 may be found from a plot of log R versus1/T. As neither 
this graph nor Eq. (30) is particularly well suited to the accurate calcu- 
lation of small temperature increments, it is preferable, provided the 
range of freezing points does not exceed a few degrees, to calculate the 
freezing-point depressions from the expansion 


1 BEB (Le B)(MEEY | am 


where Ry = resistance at freezing point 7’) of pure solvent 
R; = resistance at freezing point 7; of solution 
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Equation (31) is obtained by expanding T as a function of R in a Taylor 
series about 7'o; the derivatives required are most easily calculated from 
dR Re. 
aT ~~ Te — 
etc. The first neglected term inside the brackets is of the order of 
(Ry — Ro)/Ro]?. 

The molalities and freezing-point depressions for the various samples 
are then tabulated. A graph of 6/m versus m is prepared to illustrate the 
determination of » from Eq. (22). The solvent activity and the osmotic 
coefficient are calculated for each molality and graphed as functions of 
m. For this calculation it is convenient to express the coefficient in 
Eq. (12) in terms of Ky. Values of K; and of several other pertinent 
quantities appear in Table 1. For most nonelectrolyte solutions in the 
concentration range considered here, the £, term in Eq. (13) is quite 
negligible. 


TaBLe 1. FRexzING-POINT DEPRESSION CONSTANTS AND RELATED DaTA 


Freezing point, ry, AC>, 


Solvent Ky cal/deg mole 
Acetic acid®....0...0...., 3.58 9.4 
Benzene’..............., 5.12 
tert-Butanol’............. 8.37 
Carbon tetrachloride. .... 32 1.1 
Cyclohexane®............ 20.0 
Cyclohexanol?........... 
Water*................. 


* Selected Values of Chemical Thermodynamic Properties, Natl. Bur. Standards 
(U.8.), Cire., 500 (1952). 

> Lange, “Handbook of Chemistry,” 8th ed., Handbook Publishers, Inc., Sandusky, 
Ohio (1952). . 

¢Getman, J. Am. Chem. Soc., 62, 2179 (1940). 

¢ Wilson and Heron, J. Soc. Chem. Ind. (London), 60, 168 (1941). 


The calculation of solute activities from these data is outlined below. 


Practical Applications. Equation (17) is often used for the determination of 
molecular weights of solutes, since it may be written in the equivalent form 


= (33) 


where 6 is the freezing-point depression for a solution containing g grams of solute of 
molecular weight M: in G grams of solvent of molal freezing-point depression constant 
K;. Association or dissociation, if complete, leads to values of Mz which are multiples 
or submultiples of the formula weight. By an extension of Eq. (33), ionization 


Exp. 13] SOLUTIONS 87 


constants of weak acids can be found from freezing-point data, since the apparent 
molecular weight Mz can be expressed in terms of the fraction dissociated. 

Suggestions for Further Work. If the data are sufficiently accurate, solute 
activities may be calculated from the data obtained in this experiment; Eq. (26) is 
applicable provided the graph of 6/m versus m indicates v = 1 to within experimental 
error. It may be desirable to draw a smooth curve, representing the data, on the 
6/m versus m graph and to use selected points from this curve (rather than raw data 
points) for the calculation of solute activities. In any case, the quantities (¢m — 1) 
and (¢m — 1)/m are tabulated and graphed against m. For selected values of m, the 
integral in Eq. (26) is evaluated from the graph, and 7s is caleulated from Eq. (26). 
- A good example of a dissociated solute which is readily studied is KCl. In this 
case, the samples, after being withdrawn into a 5-ml pipette, should be discharged 
into previously weighed bottles and then weighed. The weight of KCl in each 
sample is subsequently found by titrating the samples with 0.1 N AgNOs, with 
about 0.2 ml of 5 per cent potassium chromate solution added as indicator. The 
AgNO; solution is standardized with weighed samples of KCl. 
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13. PARTIAL MOLAL PROPERTIES OF SOLUTIONS 


The accurate determination of the density of a liquid and the precise 
mathematical treatment of the properties of solutions are studied. 

Theory.*-*” The quantitative study of solutions has been greatly 
advanced by the introduction of the concept of partial molal quantities. 
A property of a solution, e.g., the volume of a mixture of alcohol and 
water, changes continuously as the composition is changed, and con- 
siderable confusion existed formerly in expressing these properties as a 
function of composition. A partial molal property of a component of a 
solution is defined as follows. Let Y represent any extensive property of 
a binary solution; at constant temperature and pressure, Y then will be a 
function of the two independent variables n; and nz, which represent the 
numbers of moles of the two components present. The partial molal 
property of component 1 is then defined by the relation 


mn oY’) 
Mm i (=) ae) 


oY 


Similarly for component 2, 
2, (32 ar oe (1b) 


nef 
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The partial molal quantity may be designated by a bar above the letter 
representing the property, and by a subscript, which indicates the 
component to which the value refers.. The usefulness of the concept of 
partial molal quantities lies in the fact oa it may be shown mathe- 
miRcely 47 that 


Y(ni,n2) = mY, + meV 2 (7, P constant) (2) 


Any extensive property of the solution may be expressed in this manner 
in terms of partial molal properties, which themselves are functions of the 
concentration of the solution, the temperature, and the pressure and 
must be evaluated by means of experimental measurements. The 
activity.a; of a component of a solution is defined in terms of its relative 
partial molal free energy G; — G°, and the calculation.of heats of reaction 
for solution _ systems requires a knowledge of the relative partial molal 
enthalpies H; — H? for all the components. The superscript ° refers to 
the standard state. 
In the case of the volume of the solution, Eq. (2) gives directly 


= 11V1 + noV2 (T, P constant) | 


The partial molal volumes V; and Vz may be evaluated from density 
measurements on the solutions. The graphical methods described fully 
by Lewis and Randall‘ may be used in the treatment of the data; of these, 
the use of the apparent molal volume ¢y is particularly convenient for 
binary solutions. 
. The apparent molal volume is defined by the relation 
by = aah (T, P constant). - (8) 
where Vv = volume of solution containing n, moles of component 1 and 
nz moles of component 2 

V? = molar volume of pom pereae lat given T; P 

Since V = nedy + mV3, 


> _ (av 7 (aor) 
. ee (7) = ov +m Jee a) 
and =o Vi = V — mVe = | m Vo— nz (22) | (4b) 
Mm 2M ON2 Jn,,T.P 


In terms of the experimentally measured density p and the molecular 
weights M, and M, of the two components, 
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When the molal concentration scale is used, nz = ™m, the molality, and 7; 
is equal to the number of moles of component 1 in 1000 g of solvent, so 
that =e 
_i ( 1000 +mM, 1000 
m 


M, 
— FO) — 100 Go, — 9) 4 (6) 


where p: = density of pure component 1 
p = density of solution of molality m of component 2 having molec- 
ular weight M, 
The second expression is particularly convenient for actual calculations. 

The use of the apparent molal volume in this determination is advan- 
tageous because the error involved in the graphical determination of the 
derivative of a function is encountered only in the evaluation of the 
term giving the difference between the partial molal volume and the 
apparent molal volume. 

The partial molal volume may be visualized by considering a large 
reservoir of a solution of given composition, so large that the addition of 
one more mole of a component will not appreciably alter the concentra- 
tion. If now one mole of component 1 is added to this large reservoir of 
solution, the increase in the volume of the solution is equal to the partial 
molal volume of component 1 at the indicated concentration, temperature, 
and pressure. The magnitude of the partial molal volume depends upon 
the nature of the interactions between the components of the solution 
under the given conditions; the effects of these interactions are difficult 
to predict theoretically, but the over-all result is readily expressed mathe- 
matically, as already shown. In the special case of an ideal solution, the 
partial molal volume of any component at any concentration is equal to 
the molar volume of the pure liquid component at ane temperature and 
pressure of the solution.. 

The concept of the partial molal quantity may, of course, be applied to 
solutions containing more than two components. The extension of 
Eqs. (1) and (2) to the general case is discussed in detail elsewhere.*4:7 


Apparatus. Pycnometers; thermostat; rapid analytical balance; six small glass- 
stoppered bottles or flasks; sodium chloride. 


Procedure.' Solutions of: sodium chloride in water containing ap- 
proximately 2, 4, 8, 12, and 16 per cent sodium chloride by weight: are 
prepared. The salt and water are weighed out accurately into a weighing 
bottle or glass-stoppered flask, care being taken to prevent evaporation 
of the volatile solvent. A total volume of about 75 ml of each solution is 
required for the execution of duplicate determinations. 

The density of each solution is determined accurately at 25.0°C. A 
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pycnometer of the Weld or Ostwald-Sprengel type shown in Fig. 23 may 
be used. The pycnometer is dried carefully, weighed, then filled with 
distilled water, and placed in the thermostat for 10 or 15 min. 

The Weld pycnometer is initially filled to bring the liquid level about 
halfway up the throat 7 of the reservoir R. The pycnometer is placed in 
the thermostat with the cap C in position to prevent evaporation from 
the exposed liquid surface. When temperature equilibrium has been 
reached, the cap C is removed and the plug P is inserted. A moderate 


Fig. 23. (a2) Weld pycnometer; (b) Ostwald-Sprengel pycnometer. 


pressure is sufficient to seat the plug firmly. Any excess liquid on the tip 
of the plug is wiped off with a piece of filter paper, care being taken to 
avoid removing liquid from the plug capillary in the process. The 
pycnometer is then removed from the thermostat, wiped dry with a lint- 
less cloth, and the (dried) cap C put in place. It is allowed to stand in 
the balance case for a few minutes before being weighed. 

With the Ostwald-Sprengel pycnometer, the quantity of liquid is 
adjusted so that the liquid meniscus is at the mark on the horizontal 
capillary when the other capillary arm is filled. This adjustment may 
be made by tilting the completely filled unit slightly and withdrawing 
liquid slowly from the other capillary by touching a piece of filter paper 
to it. The pycnometer is removed from the thermostat and wiped dry 
with a lintless cloth, and the caps placed on the capillary arms. It is 
allowed to stand in the balance case for a few minutes before being 
weighed. 

For the best results, it is suggested that the temperature of the balance 
room be not much above that of the thermostat. Also, there is often 
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difficulty with “creeping” of the salt solutions during storage. It is 
preferable to make up the solutions and measure the densities on the 
same day. 

In this fashion, duplicate determinations are made of the weight of 
liquid required to fill the pyenometer at the thermostat temperature, for 
water and for each of the solutions previously prepared. Two pyc- 
nometers may be used to advantage, so that one may be weighed while 
the other is in the thermostat. 

Caleulations. The weights of the water and of the various salt 
solutions held by the pycnometers are corrected to vacuum as described 
in Chap. 21. The density of water at 25°C is taken as 0.99707 g mj" 
for the calculation of the volumes of the pycnometers. The density of 
each solution is then calculated by dividing its vacuum weight by the 
appropriate pycnometer volume. 

The concentration of each solution is expressed in terms of the molal 
concentration scale, and the apparent molal volume is determined at 
each concentration. The uncertainty in the apparent molal volume 
introduced by an uncertainty of 0.02 per cent in the density is computed 
for each solution. 

By means of Eqs. (4a) and (4b) the partial molal volumes of solute 
and solvent are evaluated at each concentration. In this case Ne = ™, 
the molality, and n, the number of moles of solvent associated with nz 
moles of solute, is equal to 55.51, that is, 1000/18.016. It is convenient 
in the case of an electrolytic solution to plot ¢y against m™” instead of 
against m and to utilize the relationship 


der et abe | eee: (7) 
om nT,P 2m% d(m*) m,7,P 


A second method is also used for the evaluation of V2. The volume 
of solution containing 1000 g of solvent is plotted against the molality m. 
The slope of the tangent to the curve at any chosen concentration gives 
directly the value of V2 (Ref. 3). The values given by this method are 
compared with those obtained by the preceding method. 


Practical Applications. The use of partial molal quantities is fundamental in 
the application of thermodynamies to solution systems. 

Suggestions for Further Work. Other solutions may be investigated. The 
system benzene-carbon tetrachloride® exhibits nearly ideal behavior. The system 
ethanol-water® provides an example of nonideal behavior and is particularly interesting 
in the region from 0 to 15 mole per cent ethanol. 
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CHAPTER 5 


Homogeneous Equilibria 


14. EQUILIBRIUM IN SOLUTION 


This experiment illustrates the determination of the equilibrium con- 
stant for a solution reaction. 7 . 

Theory. The thermodynamic equilibrium constant K for a solution 
reaction is expressed in terms of the activities of the reactants and prod- 
ucts at equilibrium. The specific example to’ be considered here is the 
formation of ethyl acetate from acetic acid and ethanol. 


CH;CO:H + CH;CH.0H = CH,CO,.C.H; + H.0 


The thermodynamic equilibrium constant may be expressed in terms of 
activities on the mole-fraction scale (X = mole fraction and Y = activity 
coefficient). 


R= You,co,0,H,A CH,CO,C,H,Y HOA H,0 in (1) 
eee een ab elt PH OLh 20 
Y CH,CO,HA: CH,CO,HYCH,CH,ORA: CH,CH,OH 


In the absence of detailed information about the activity coefficients of 
the various components of the solutions, it is necessary to use the appar- 
ent equilibrium constant K’, which is defined simply in terms of the mole 
fractions of the reactants and products. 


Ki = xX, CH,C0,0,H,X 4,0 (2) 


7 X cu,co,8.4 cn,0H,08 
By comparison of these equations it can be seen that the apparent equi-~ 


librium constant K’ is related to the thermodynamic equilibrium con- 
stant K by 


K'=K YcuH;CO,8YCH,CH,OH (3) 
Ycu,Co,C,H;YH,0 


These activity coefficients could be determined by use of vapor-pressure 
measurements. For many practical purposes apparent equilibrium con- 
stants are used since they may be reasonably constant over a range of 
concentrations. 
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The equilibrium is sometimes reached very slowly, and it may be 
necessary to raise the temperature or to use a catalyst to hasten the 
approach to equilibrium. In this experiment the reaction is catalyzed 
by hydrochloric acid. Its concentration is great enough to change the 
character of the water and alter the numerical value of the equilibrium 
conktant,® but the results are fairly constant for a given concentration 
of hydrochloric acid. The hydrochloric acid is added merely as a catalyst 
to hasten the reaction, and it takes no part in the stoichiometric reaction. 


Apparatus. Burette; 5-ml pipette; 2-ml pipette; 1-ml pipette: fourteen 50-ml 
glass-stoppered bottles; 0.5 N sodium hydroxide; phenolphthalein, ethyl acetate, 
concentrated hydrochloric acid, glacial acetic acid, absolute ethanol. 


Procedure. The following solutions are prepared in 50-ml glass- 
stoppered bottles. 


. 5ml 3 N HCl + 5 ml water 

. 5ml3 N HCl -+ 5 ml ethyl acetate . 

. 5ml 3 N HCl + 4 ml ethyl acetate + 1 ml water 

. ml 3 N HCl + 2 ml ethyl acetate + 3 ml water 

. 5ml 3 N HCl + 4 ml ethyl acetate + 1 ml ethanol 

. 5ml 3 N HCl + 4 ml ethyl acetate + 1 ml acetic acid 
. 5ml3 N HCl + 4 ml ethanol + 1 ml acetic acid 


RW i, oe Qa ea 


Duplicate determinations are made. Each of the bottles is stoppered 
immediately and allowed to stand in the desk for at least 48 hr and prefer- 
ably for a week, with occasional shaking. It is necessary that the stop- 
pers fit tightly to prevent evaporation. A thermostat is unnecessary 
because this equilibrium is affected only slightly by temperature changes. 

The weight of each reactant is determined by discharging the pipette 
directly into a glass-stoppered weighing bottle and weighing. In this 
way the following weighings are made: 


5 ml 3 N hydrochloric acid 

5 ml and 2 ml ethyl acetate 
1 ml and 4 ml ethanol 

1 ml acetic acid 

5 ml, 3 ml, and 1 ml water 


The drainage of the pipettes will not always be uniform, but the error 
involved in using a pipette is not serious for the present work. Since the 
equilibrium shifts slowly, the equilibrium concentrations may be deter- 
mined by titration. 
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After standing, each solution is titrated with the 0.5 M sodium hydrox- 
ide, using phenolphthalein as an indicator. 

Calculations. The weight of water in each bottle is obtained by 
adding the weight of pure water to the water contained in the 3 N hydro- 
chloric acid. The latter is calculated by subtracting the weight of the 
hydrochloric acid, obtained by titration, from the weight of the 5 ml of 
hydrochloric acid solution. 

The amount of acetic acid at equilibrium in each bottle is obtained by 
subtracting the number of milliliters of sodium hydroxide used in solu- 
tion a from that used for the titration of the equilibrium solution. In 
solutions f and g, acetic acid is added to the original solution, and this 
amount must be used in calculating the equilibrium amounts of the other 
reactants. or every mole of acetic acid produced in the reaction, 1 mole 
of ethanol is produced, 1 mole of water disappears, and 1 mole of ethyl 
acetate disappears. 

If the number of moles of each of the four reactants in the original 
mixture and the number of moles of acetic acid produced in the reaction 
are known, the apparent equilibrium constant K’ may be computed. 
It is defined by Eq. (2). 

As indicated in the opening paragraph, the value of K’ obtained in 
this way is somewhat dependent on the various concentrations. 


Practical Applications. In planning any chemical synthesis, it is desirable to 
know what yield of material may be expected from a given concentration of reactants. 
Such a calculation may be made when the value of the equilibrium constant. is 
known, provided that the reaction is fast enough to come to equilibrium in the time 
allowed. 

Suggestions for Further Work. Similar experiments may be carried out with 
other esters. 

In the absence of catalyst, it is necessary to heat the mixture to about 150° in 
sealed tubes to effect an equilibrium within a couple of days. If sufficient precautions 
are taken to avoid danger from bursting tubes, the equilibrium constant may be 
determined by titrating mixtures that have been weighed out, sealed off in small glass 
tubes, and heated. 

The equilibrium involved in the reaction between acetaldehyde and alcohol to give 
acetal and water may be studied.? A little hydrochloric acid is used as a catalyst, 
and the equilibrium concentration of the acetaldehyde is determined volumetrically 
by the sulfite method,! with thymolphthalein as indicator.‘ 
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15. DISSOCIATION OF NITROGEN TETROXIDE 


The equilibrium constant for a reaction is determined as a function of 
temperature, and the corresponding heat of reaction is calculated. 
Theory. Nitrogen tetroxide dissociates in accordance with the 
reaction 
N2O, = 2NO.2 


If the equilibrium degree of dissociation is represented by a, an initial 
one mole of N.O, gives 2a moles of NOz and 1 — a mole of N2O, at 
equilibrium. The total number of moles is thus 1 + a, and the mole 
fraction of NO2 is 2a/(1 + a), and.that of N2O. is (1 — a)/(1 + a). 
When the partial pressure p of each constituent is set equal to the product 
of its mole fraction and the total pressure P, the equilibrium constant for 
the reaction takes the form 


(8 P) 
x. . Pho. _ \iF at / _ 40°P a) 
2 Pp PN.0, l=a@p 1 — a? 

l+ea 


Experimentally, a is found by measuring M, the average molecular 
weight of the equilibrium gas mixture. One mole of undissociated N2O,, 
of molecular weight My = 92.06, dissociates to form 1 + « moles in the 
equilibrium mixture. Since the total weight is unchanged, the average 
molecular weight is . 

Wao ke gt eee (2) 
l+a 4 
Equation (2) i is used to calculate a from M. Equations (1) and 2) apply 
when the gas mixture is considered to be an ideal mixture of perfect gases. 
. The standard Gibbs free-energy change for a reaction can be calculated 
from the thermodynamic equilibrium constant. 


AG? = —RT1\n K = —2.303RT log K (3) 


The determination of the equilibrium constant at a series of temperatures 
permits the evaluation of the standard heat of reaction by application of 
the Gibbs-Helmholtz equation in the form 


AH? = —T? (3 / \ = 2.303RT? 28K _ _ososrp tle K 


T qT . di/T 


When the plot of:log K versus 1 / T is a straight line, the standard heat of 
reaction is constant over the température range involved and may. be 
calculated from the slope of the line. When the line is not straight, the 
heat of reaction depends on the temperature, but the slope of a tangent 
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drawn at a point corresponding to any i aaa will give the heat. of 
reaction at that temperature. 


Apparatus. Two gas-density bulbs; counterpoise bulb of same capacity ; small 
adjustable thermostat; cylinder of nitrogen tetroxide, gas-filling apparatus with 
stopcocks. 


Procedure. Pyrex bulbs of about 200 ml capacity with eae 
glass stopcocks are used for determining the density of the dissociation 


weighing bulb 
Cold trap i 
To vacuum 
a pump 


Tank of tiquid 
N,0, 


Fig, 24. Apparatus for filling bulbs with nitrogen tetroxide. 


mixture. Nitrogen tetroxide attacks ordinary stopcock greases, but its 
effect on silicone grease is negligible during the period of the experiment if 
a Minimum amount is used in lubricating the plug. — 

Two bulbs are evacuated to 1 mm or less with the vacuum system 
described in Exp. 1 and weighed to 0.1 mg, with a bulb of similar volume 
used as counterpoise. The student should refer to Exp. 1 for comments 
concerning the weighing procedure. 

The weighed bulbs are filled from a small ovlinder of nitrogen. tetroxide: 

Caution: Nitrogen tetroxide is corrosiveand very poisonous. Alloper- 
ations should be carried out in a well-ventilated hood. ee 

The arrangement of stopcocks and traps shown in Fig. 24 is used for 
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filling the bulbs with dry nitrogen tetroxide (in equilibrium with nitrogen 
dioxide). The tank of liquid N.O, and the train of glass tubes are set up 
permanently on a rack in a ventilated hood. 

The steel valve A on the nitrogen tetroxide tank is connected with a 
small, slightly flexible stainless-steel tube and stopcock B. The outlet 
from this stopcock is attached with inert cement to the inner half of a 
standard tapered ground-glass joint. The outer part of the joint is con- 
nected to the glass system of tubes and stopcocks including a standard 
tapered ground-glass joint into which the weighed bulb for holding the 
N;O,is inserted. This bulb is provided with stopcock C, and the ground- 
glass joint is lubricated with only a trace of silicone grease because the 
bulb is to be weighed and it must not have uncertain weights of grease 
clinging to it. 

The tube from the tank extends to stopcock D of large diameter and 
then to a cold trap containing trichloroethylene and dry ice in a vacuum 
bottle. The dry ice is added in small pieces, slowly at first, to 
prevent frothing of the liquid over the top of the vacuum bottle. The 
bottle is partially filled and then raised on a ring stand and holder to 
immerse the cold trap and freeze out the nitrogen tetroxide and thus 
protect the pump and pump oil from nitrogen tetroxide and prevent back 
diffusion of atmospheric moisture. Stopcock E of large bore permits the 
pump to be closed off after the system has been evacuated, and stopcock 
F allows the access of air at atmospheric pressure. 

The filling operation is carried out, in steps I to V, as follows: 


Stopcocks A B Cc D F 
I Closed | Closed. | Closed | Closed Open 
il Closed | Closed | Open Open Closed 
III Closed | Open | Open |} Open Closed 
IV Open Open Open Closed Closed 
Vv Closed | Closed | Closed | Closed Closed 


The vacuum oil pump is started with stopcocks arranged as indicated 
in step I. 

The system is evacuated as shown at step II. 

Evacuation is continued with stopcocks set as shown in step III. 

Then the stopcocks are turned as shown at step IV, and the bulb is 
filled with nitrogen tetroxide at a pressure equal to its vapor pressure. 
The temperature of the tank must be higher than 21.5°, the boiling point, 
in order to have the gas in the bulb slightly above atmospheric pressure. 

Steps III and IV are then repeated to eliminate residual air. 
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The stopcocks are then closed as indicated at step V, and the bulb is 
removed for weighing. 

A second bulb is filled using the same sequence of operations. When 
there are no more bulbs to be filled, stopcock F is opened and the pump is 
turned off. Then the freezing bath is lowered, the trichloroethylene i is 
stoppered and saved, and the lower part of the trap is removed. The 
frozen nitrogen tetroxide’ is flushed out with an excess of water. 

A small thermostat which permits rapid setting is used for meagure- 
ments at successively higher temperatures. 

The bulb is placed in the small thermostat, which is first set at the 
lowest temperature to be used (about 30°). The stopcock is opened 
momentarily at intervals of 2 or 3 min during the period of thermostat- 
ing, and the gas is allowed to escape until no more brown fumes are seen 
to issue from the opening. The bulb is closed and again weighed;f{ care 
must be taken to ensure uniform weighing technique. Time should be 
allowed for moisture equilibrium between the bulb and the air in the 
balance case to be attained and for the bulb to cool to the temperature of 
the balance. . 

The bulb is then placed in a thermostat at a temperature approximately 
10° higher, and the above procedure repeated. ‘The same measurements 
are made every 10° up to 60°. 

The volume of the bulb may be determined from the weight of water it 
can hold. The bulb is evacuated two or three times with a water aspira- 
tor in order to remove all corrosive nitrogen tetroxide. It is then 
evacuated with the aspirator, the stopcock is closed, and the end of the 
tube is immersed in a beaker of distilled water. The stopcock is then 
opened to permit the bulb to fill. A hypodermic syringe with a long 
needle, passing through the stopcock bore, may be used to complete the 
filling of the bulb. The bulb is then weighed, and from the weight of 
water it holds, the volume is calculated by use of the data on the density 
of water given in the Appendix. 

The bulb is then emptied for later experiments, with the help of the 
water aspirator, and placed in a drying oven. It is evacuated several 
times, while hot, to assist in the drying process. 

The barometric pressure must be taken at the time of the experiment 
for use in subsequent calculations. 

Calculations. The average molecular weight of the gas at each 
temperature is computed by use of the ideal-gas law (cf. Exp. 1). The 
corresponding values of the degree of dissociation and the equilibrium 
constant are calculated by application of Eqs. (2) and (1). A plot is 

{ After removing the bulb from the thermostat, the temperature regulator should 


be reset to a point approximately 10° higher. The thermostat will then be approach- 
ing the new temperature while weighings are being made. 
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made of log K versus 1/7, and the equation is found for the line con- 
sidered to best represent the set of points. The standard heat of reaction, 
the standard free-energy change, and the entropy change for the reaction 
are calculated for 25°C. 


Practical Applications. - The determination of equilibrium constants is of funda- 
mental importance in industrial work, where the yield under specified conditions 
must be known. 

Suggestions for Further Work. A. ineo-diaphiragm manometer may be used 
for studying this equilibrium at various pressures.§ 

A simple photometer may be used for determining the partial pressure of NOz in 
the mixture.? 

The dissociation of N2O, in carbon tetrachloride solution may be studied.* 

Other rapid reversible dissociations such as that of phosphorus pentachloride and 
ammonium chloride may be studied at higher temperatures. The method of Victor 
Meyer (Exp. 2) is suitable for these determinations. 
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16. SPECTROPHOTOMETRIC DETERMINATION 
OF AN EQUILIBRIUM CONSTANT 


The equilibrium constant for a reaction in solution is determined from a 
study of the concentration Gepencence of an absorption band in the spec- 
trum of the solution. 

Theory.!? The present experiment illustrates an important method 
for the study of chemical equilibrium in solution. The method utilizes 
differences in the light-absorbing properties of reactants and products 
and is particularly appropriate for systems in which the reaction is so 
rapid that classical methods of chemical analysis cannot be used to find 
the concentrations of the various species present. 

The optical absorption spectrum, i.e., the percentage transmission of 
light as a function of wavelength, has been investigated for iodine in a 
variety of solvents. Associated with the color of the solutions is a strong 
absorption in the neighborhood of 500 mz.t In certain solvents, espe- 
cially aromatic compounds, a new absorption band appears in the violet 
or ultraviolet region. The new band has been explained as being due to a 
coraplex (a molecular combination of iodine with solvent) existing in 
equilibrium with uncomplexed iodine and solvent. By means of a quanti- 


{ The wavelength unit millimicron (my) is equivalent to 10 A, or 1077 cm. 
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tative study of the intensity of absorption at the peak of this band, as a 
function of concentration, it is possible to test this interpretation and to 
obtain a value for the. equilibrium constant for the formation of the 
complex. 

The study is best carried out with iodine and the complexing organic 
substance, mesitylene in this experiment, both present as solutes in 
dilute solution in an inert solvent such as CCly. (The inertness of CClu, 
expected on chemical grounds, is verified by the absence of new absorption 
bands in solutions of I, in CCly.) The initial step involves the measure-~ 
ment of the percentage transmission, over the appropriate wavelength 
range, of three solutions: one containing I, solute only, one containing 
mesitylene solute only, the third containing both I, and mesitylene as 
solutes. An absorption band present only in the spectrum of the third 
solution is attributed to a 1:1 complex, M - Is, existing in equilibrium 
with free mesitylene (M) and I., 


M+L=M-L 


£ 
es (c1 — %){c2 ~ 2) (2) 
where c, = total concentration of mesitylene 
ce = total concentration of I, 
x = concentration of complex at equilibrium 
K = equilibrium constant 
The task remaining is to verify that an equilibrium condition of the form 
of Eq. (1) is actually consistent with the concentration dependence of the 
absorption intensity, and to evaluate K. The new absorption band 
occurs in a wavelength region in which absorption by uncomplexed iodine 
and mesitylene is very slight; the investigation can therefore proceed 
without serious interference from absorption due to uncomplexed solutes. 
Let J and Jo be intensities of light of a specified wavelength transmitted, 
respectively, by solution and by pure solvent. Then the optical absorb- 
ancy A, defined by 


ee | 
A = — log; (2) 


is given by the Beer-Lambert law, for the case in which only one solute 
absorbs at the given wavelength, by 


. A = abe 
where a = molar absorbancy index of absorbing solute 
b-= length of light path in cell 
c = concentration of absorbing solute 
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The molar absorbancy index depends on the wavelength, temperature, 
and solvent. 


If several solutes absorb independently, the absorbances are additive. 
Thus 


A=A,+A2+ A; (3) 
Ai = ayb(ei — z) (4) 
; Ae = a2b(Ce = x) (5) 
Az3 = as3bx (6) 


where a, = molar absorbancy index of mesitylene 

a2 = molar absorbancy index of I. 

a; = molar absorbancy index of complex 
Hence, in the present case, measurement of absorbancy does not lead 
directly to values for the concentration of complex. A; and A», though 
smaller than A; at the wavelength of the peak of the new complex band, 
may not always be negligible; also, a; is initially unknown. However, 
the following indirect procedure yields values for a3 as well as for K. 

A considerable simplification in the work results from restricting the 

investigation to solutions in which mesitylene is present in large excess. 
Thus 


a1>te>2z (7) 
Accordingly, for the calculation of As from A, the approximations 


Ai = abe, 
As=0 


may be used, with a, calculated from the absorbancy measured at the 
given wavelength for a solution containing only mesitylene as solute at a 
known concentration. 

The equilibrium condition (1), with the approximation (7 ), simplifies to 


x 


= ci(te — x) 8) 
Upon replacement of x by A;/asb and rearrangement, this becomes 
As _ tak —4!K | (9) 
CiC2 - a C2 


Absorbancies are measured for a- series of solutions made up with 
various known values of ¢: and cz, and values of As/cice plotted against 
A;/ce. If the data are well represented by a straight line, the slope and 
intercept lead to values for a3 and K. 

The inclusion of a correction for absorption due to uncomplexed I. may 
be warranted if the data are of sufficient accuracy. A procedure for 
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carrying. out this refinement is outlined under Suggestions for Further 
Work. 

A word of caution is in order with regard to the interpretation of the 
results. While it is possible by the procedure outlined here to learn 
whether or not the absorbancies are consistent with the postulated reac- 
tion equilibrium, linearity of the graph does not of itself constitute proof 
that Eq. (1) represents the true state of affairs. It has in fact been 
shown* that a functional relationship among ci, c2, and A; identical with 
that of Eq. (9) will exist for a system described by two stages of complex 
formation, 

Spiele oe _ (MX) 
M+xX = MX Ki = (M (X) 
(MX2) 


MX + X = MX, Ka = (MEX)(X) 


if the ratio of the molar absorbancies of MX and MX, happens to satisfy 
a certain condition. (In this case A3, found experimentally as before, 
stands for the total absorbancy due to complexed M.) The best proce- 
dure, therefore, when it can be used, is to make measurements on more 
than one of the absorption bands due to the complex. The necessary 
condition on the ratio of the absorbancies is likely not to be satisfied at 
each of several widely different wavelengths, so that it will then become 
obvious if the system is not obeying the equilibrium equations corre- 
sponding to Eq. (1). 

Finally, a few comments will be made about the principle and operation 
of the spectrophotometer. The function of a spectrophotometer is to 
produce monochromatic light of a selected wavelength and to measure the 
intensity of light transmitted by a solution relative to that transmitted 
by a sample of the pure solvent. The essential elements of a typical 
spectrophotometer are shown in Fig. 25. The source is a tungsten lamp. 
The wavelength to be used is selected by turning a knob which moves the 
prism until light of the desired wavelength is directed toward the slit. 
The wavelength scale is mechanically coupled to the same shaft. The 
slit, an aperture of adjustable width, serves to admit only light of a narrow 
band of wavelengths; at the same time, it necessarily determines the 
intensity of light passed. As the slit is widened to provide greater inten- 
sity of light for the measurement, a wider range of wavelengths is per- 
mitted to pass through. At wavelengths where the transmission of a 
sample varies rapidly with wavelength, the slit width should be kept as 
narrow as possible, consistent with the need for adequate intensity. 

In the unit shown, any one of four samples may be placed in the light 
path by manually shifting an external shaft. With the shutter closed, 
the so-called dark current of the phototube is balanced out so as to give a 
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meter deflection corresponding to zero per cent transmission. With 
the shutter open, and the pure solvent sample in the light path, the 
sensitivity and slit-width controls are adjusted to give a deflection corre- 
sponding to 100 per cent transmission. Finally, with the solution sample 
in the light path, the deflection indicates directly the per cent transmis- 
sion. The output meter scale is also calibrated directly in absorbancy. 
If the solution transmission is low, better accuracy may be attained by 
increasing the sensitivity control by one or more steps; if this is done, the 


Féry Condensing 
prism mirror. Light source 


Wavelength 


Absorbance-transmittance 
: . CEL 


meter 


Plane mirror 


Y: 
~ Sensitivity 


| Shutter 
control 


Slit 
adjustment 
'- Sample cells 


. Phototube 


Dark current selector 


Fic. 25. Diagram of Beckman Model B spectrophatometer. The wavelength. range 
is 320 to 1000 mz. , ’ 


scale is of course altered: for the Beckman Model B spectrophotometer, 
0.5 must be added to the absorbancy scale reading for each step by which 
the sensitivity control has been advanced above that at which the refer- 
ence setting was made with the pure solvent. 

For accurate work it is necessary to take into account differences among 
spectrophotometer sample cells. The first to be considered is that result- 
ing from imperfections in the cell windows. To determine the correction 
for this effect, the cells are cleaned and filled with nonabsorbing solvent. 
It is convenient to select the cell with the highest transmission as the 
reference cell. The slit width is adjusted to give a deflection correspond- 
ing to 100 per cent transmission with this cell in the light path. The 
other cells are then placed in turn in the light path, and the absorbancies, 
designated A,, noted. The value of A. for a particular cell is called the 
cell correction; A, may vary with wavelength. In subsequent measure- 
merits with solutions, the true sample absorbancy is then found by sub- 
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tracting the value of A. for the cell used from the measured absorbancy of 
the cell filled with the solution sample. 

Secondly, the optical path lengths may be different for two cells of 
nominally the same thickness. The path lengths for two cells can most 
easily be compared by measuring the transmission for both filled with a 
series of absorbing solutions. The manufacturing tolerances on cell 
thickness are sufficiently close so that the path-length correction need not 
be made in most student work. 

If much spectrophotometric work is to be done, it will be worth the 
modest added expense of obtaining a matched set of cells; with such a set, 
the cell corrections will be quite small and the path-length corrections 
negligible. 


Apparatus. Spectrophotometer; set of four cells, preferably matched; special 
mixing cell; reagent grade CCl,; 1 ml of 0.04 M in CCl,; 8 ml mesitylene (1,3,5- 
Gimethylbensene): 25-ml volumetric flask. 


Procedure. Two solutions are prepared: (a) 100 ml of 0.0004 M I; in 
CCl, and (b) 25 ml of 2 M mesitylene in CCl,. The first is prepared by 
dilution of a more concentrated solution, which in turn is made up by 
dissolving a weighed quantity of I, in a measured volume of solution. 
The second is made up by weighing approximately'8 ml of mesitylene in a 
25-ml volumetric flask and filling to the mark with solvent. The con- 
centration of the I. solution may be determined by standard titration 
methods or may be calculated from the measured absorbancy at the peak 
of the band near 500 my; the molar absorbancy index for Iz in CCl, 
solvent at the wavelength of the peak of this band is 900 liters/mole-cm 
(Ref. 5). 

The spectra of three solutions are to be obtained: 


a. 0.0002 M I, in CCl, 
b. 1 M mesitylene in CCl, 
c. 0.0002 M Is, 1 M mesitylene, in CCl, 


Each of these is placed in a spectrophotometer cell, and pure solvent is 
placed in a fourth cell to serve as reference. The percentage transmission 
is measured at convenient intervals from 320 to 700 mp. The manu- 
facturer’s instructions for the operation of the spectrophotometer should 
be consulted, but it is to be noted especially that the slit width must be 
adjusted at each wavelength for a meter deflection of 100 per cent for the 
pure solvent. and that, where recommended, a suitable filter should be 
used. The data may be plotted while the measurements are being made 
in order that sufficiently closely spaced points mney be taken to assure 
adequate delineation of the spectral curves: 
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The three cells used for the solutions may then be filled with solvent, 
and their transmission measured relative to that of the reference cell at 
several wavelengths. A cell correction can be applied to the data pre- 
viously obtained if there is an appreciable difference between any cell 
and the reference cell. 

Absorbancies of a number of solutions are to be measured at a wave- 
length at which the complex absorbs strongly while uncomplexed I, and 
mesitylene do not. For these measure- 
ments, a special spectrophotometer cell} 
(Fig. 26) is employed, together with an or- 
dinary cell containing pure solvent as ref- 
erence. The entire series of measure- 
ments is to be taken without altering the 
wavelength setting. 

First, pure solvent is placed in the 
special cell and the cell correction relative 
to the reference cell determined. Next, a 
sample of the 0.0004 M I, solution is 
Fic. 26. Special mixing cell for Placed in the special cell and its absorb- 
spectrophotometer. The lower ancenoted. For best results in the meas- 
portion is a Pyrex spectro- urements to follow, the absorbancy of the 
photometer cell. iodine solution should not exceed 0.02 with 

the proper cell correction; a larger absorb- 
ancy may indicate the presence of impurities due to aging of the solution 
or to the use of impure solvent in its preparation. 

After careful rinsing and drying of the special cell, a 5-ml sample of the 
2 M mesitylene solution is placed in it and the absorbancy measured. 
To this are added one 1-ml portion and then in succession five 5-ml por- 
tions of the I, solution, the absorbancy being measured after each addi- 
tion. Care must be taken to avoid error due to evaporation of solvent. 
The solutions should be mixed by gently rocking the cell, and not by shak- 
ing it, because loss of solution at the top will cause error. 

Finally, the temperature of the solution is recorded. 

Calculations. Percentage transmission is plotted versus wavelength 
for each of the three solutions and the significance of the curves briefly 
discussed. 

. The absorbancy Phen obtained in the final series of measurements may 
be treated by the graphical procedure outlined in the theory section to 
determine a; and K for the temperature of the run. 

The validity of the approximation c; >> zx should be checked by eal- 
culating c, and x for the least favorable case. 


{ Available commercially from Norman D. Erway, Oregon, Wisconsin. 
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Suggestions for Further Work. Combination of Eq. (8) with (5) gives an 
expression which may be used to calculate values of Az for each solution after the 
first approximation to K has been obtained by the procedure given above. Improved 
values of A; may then be calculated, and a new series of points plotted on the original 
graph. The cycle may be repeated if the new value for K leads to appreciably dif- 
ferent estimates for values of Ao. A value for a2 at the appropriate wavelength may 
be obtained from measurements on the stock Iz solution. 
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17. ACID DISSOCIATION CONSTANT OF METHYL RED 


The spectrophotometric determination of the acid dissociation constant 
of a dye is illustrated. 


co,” co,” 


@ . ® 
(CHy-N-)-na_{ ees (CHR )=n- YY 


Acid form (HMR) red 


ou | H® 
Cor 


(CH,),—N {y-rox{) 


Basic form (MR7) yellow 
Fia. 27. HMR and MR- forms of methyl red. 


Theory. In aqueous solution methyl red is a zwitter ion and has a 
resonance structure somewhere between the two extreme forms shown in 
Fig. 27. This is the red form HMR in which methyl red exists in acid 
solutions. When base is added, a proton is lost and the yellow anion 
MR- of methyl red has the structure shown in Fig. 27. The basic form 
is yellow because it absorbs blue and violet light. The equilibrium con- 
stant for the ionization of methyl red is 

_ (Ht)(MR-) 
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It is convenient to use this equation in the form 


pK = pH ~ Jog cHMR) a (2) 
The ionization: constant may be ‘édlodintad from measurements of the 
ratio (MR-)/(HMR) at known pH values. — 

Since the two forms of methyl red absorb strongly in the visible range, 
the ratio (MR-)/(HMR) may be determined spectrophotometrically. 
The absorption spectra of methyl red in acidic and basic solutions are 
determined, and two wavelengths are selected for analyzing mixtures of 
the two forms. These two wavelengths, \, and 2, are chosen so that at 
one, the acidic form has a very large absorbancy index (page 101) com- 
pared with the basic form, and at the other, the situation is reversed. 
The absorbancy indices of HMR and MR- are determined at both of 
these wavelengths, using several concentrations to determine whether 
Beer’s law is obeyed. 

The composition of a mixture of HMR and MR- may be calculated 
from. the absorbancies A; and Az at wavelengths \; and de using 


Ay = di.nur(HMR) + aixue-(MR-) (3) 
Ao = Q2,nur(HMR) + d2,un-(MR-) (4) 


Apparatus. Spectrophotometer for measuring absorbancies in the visible range; 
pH meter; methyl red; sodium acetate; acetic acid; hydrochloric acid; 95 per cent 
ethanol; volumetric flasks and pipettes for preparing solutions. 


Procedure. The procedure for this experiment has been described 
by Tobey.* The methyl red is conveniently supplied as a stock solution 
made by dissolving 1 g of crystalline methyl red in 300 ml of 95 per cent 
ethanol and diluting to 500 ml with distilled water. The standard solu- 
tion of methyl red for use in this experiment is made by adding 5 ml of the 
stock solution to 50 ml of 95 per « cent ethanol and diluting to 100 ml with 
water. 

The absorption spectrum of methyl] red is determined in hydrochloric 
acid solution as solvent to obtain the spectrum of HMR and in sodium 
acetate solution as solvent to obtain the spectrum of MR-. Distilled 
water is used in the reference cell. The procedure for using the spectro- 
photometer is described in Exp. 16. Since the equilibrium to be studied is 
affected by temperature, it is important that all the spectrophotometric 
and pH measurements be made at the same temperature. If the cell 
compartment of the spectrophotometer is slightly above room tempera- 
ture, the filled cells should be placed in the spectrophotometer just 
before making the measurements. In order to obtain the best results, 
the cell compartment should be thermostated. The acidic solution is 
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conveniently prepared by diluting a mixture of 10 ml of the standard 
methyl red solution and 10 ml of 0.1 M hydrochloric acid to 100 ml. 
The basic solution is conveniently prepared by diluting a mixture of 10 
ml of the standard methyl red solution and 25 ml of 0.04 M sodium acetate 
to 100 ml. 

From the plots of absorbancy versus wavelength, two wavelengths are 
selected for analyzing mixtures of the acidic and basic forms of methyl 
red. Further spectrophotometric measurements over a range of concen- 
tration are made at these two wavelengths with both acidic and basic 
solutions to check whether Beer’s law is obeyed. The solutions are 
diluted with 0.01 N hydrochloric acid or 0.01 N sodium acetate, respec- 
tively, so that the medium is held constant. 

In order to determine the ionization constant of the dye, spectrophoto- 
metric analyses are carried out on solutions containing 0.01 N sodium 
acetate, a constant total concentration of dye, and various concentrations 
of acetic acid.. The pH values of these solutions are measured at the same 
temperature as the spectrophotometric measurements. For methyl] red 
it is convenient to use acetic acid concentrations ranging from 0.001 to 
0.05 N. 

Calculations. Plots are prepared of absorbancy versus wavelength 
and absorbancy versus concentration of dye in acidic and basic solutions 
at \iand A: The values of the various absorbancy indices are calculated. 

The concentrations of the acidic and basic forms of the dye in the 
various buffer solutions are calculated by using Eqs. (3) and (4). 

Equation (2) is used to calculate the pK value for the dye. Asa means 
of testing and averaging the data log [((MR-)/(HMR)] may be plotted 
versus the pH. An average value from the literature’ is 5.05 + 0.05 for 
the 25 to 30° temperature range. 


Practical Applications. This method is useful for studying dyes for use as 
indicators in acid-base titrations, or by an analogous procedure for indicators for 
oxidation-reduction titrations. 

Suggestions for Further Work. The pK values for other common dyes may 
be determined. 
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CHAPTER 6 


Heterogeneous Equilibria 


18. DISTRIBUTION OF A SOLUTE BETWEEN IMMISICIBLE SOLVENTS 


Studies are made of the equilibrium distributions of a solute between 
two immiscible solvents. Such experiments give evidence of association 
or dissociation of the solute in one of the phases. They provide informa- 
tion as to the nature of complex ions and their dissociation constants, 
Distribution-coefficient data are of value in the design and operation of 
solvent-extraction equipment. 

Theory. When two liquid phases are in equilibrium with each other, 
a dissolved substance will distribute itself between the two according to a 
definite equilibrium.’ If we represent the two solvents in contact as 
being the a and 8 phases, and the solute which is present in each layer as 
z, then at equilibrium the chemical potentials of 7 in the two phases will 
be equal; thus uf = nv’. In general, and on the C, or volume-based, 
concentration scale, we then have 


(uf)? + RT In yfCF = (uf)? + RT In yfCF 
where the activity coefficients are represented by y;. Thus 


in ZAC? — (uf)? — (uA)? 


ysCe RT = constant at constant 7’, P (1) 
Hence the distribution coefficient K, defined by 


is a function of solute concentrations only to the extent that the activity 
coefficients are concentration-dependent. _ . 

In this simplest form the behavior of a neutral solute molecule has been 
considered. However, the relationship uf = yu? is a perfectly general one, 
and it is necessary only to use proper descriptions of these chemical poten- 
tials when the solute ionizes or associates in either of the two solvent 
mediums. For a substance which ionizes, the logarithmic relation of 
110 
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chemical potential to concentration applies in the limit of zero concen- 
tration to each ionic species, so that. the chemical potential of a salt is 
obtained by adding the chemical potentials of the ions. If, for example, 
the equilibrium distribution of hydrochloric acid between benzene and 
water were being studied,® one would write for the chemical potential of 
the acid in the aqueous phase, a, 


Bact = (4n+)° + (woi-)° + 2RT In Cuan + 2RT In yat 


Equating this to the chemical potential of the acid in the benzene phase, 
8, written in a similar form yields 


(ey? = K | (3a) 


If, on the other hand, the solute is associated to form an n-mer in the 
organic, or 8, phase according to the reaction 


nA =A, 


it can be shown in the same way that 
at = K (3b) 


If the association is not complete, the value of n computed from Eq. (30) 
will not be an integer and it may vary with concentration. 

The carboxylic acids are suitable for a study of an association because 
they generally form double molecules in nonpolar solvents or in the gas 
phase but exist as single molecules in polar solvents such as water. 
Some carboxylic acids, e.g., acetic acid, are so weak that their ionization 
in water can be practically neglected, but others, e.g., trichloroacetic acid, 
are almost entirely ionized. 

It follows directly from the distribution law that extraction with several 
portions of solvent is more efficient than with a single portion of the same 
total volume. In the case of phase distributions which satisfy Eq. (2), 
it is possible to derive a generalized formula which will show the amount 
remaining unextracted after a given number of operations. If V milli- 
liters of solution initially containing zo grams (or equivalents) of a sub- 
stance is repeatedly extracted with v milliliters of an immiscible solvent, 


} When a salt (or strong acid or base) is dissolved in water, a system of three 
chemically different species is formed. The logarithmic relation of chemical potential 
to concentration applies to each species, so that in this instance the chemical potentials 
of hydrogen and chloride ions are to be added to give the chemical potential of the 
acid. Perhaps it should be noted that this is a system of two components rather than 
of three, because the concentration of one of the ions is known from that of the other, 
for the system as a whole is electrically neutral. 
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we may calculate the number of grams x, remaining unextracted after n 
extractions as follows. After one extraction, the concentration in the 
original solution will be 2:/V and in the Pxaacaae phase (a — %1)/v- 
Therefore the distribution coefficient | is 


(xo — %1)/0 a @) 
and V1 = Lo mi) (5) 


After a second extraction, 72 grams (or. equivalents) remains in the origi- 
nal solvent. Thus 


=f Ve = 2 eV, 2 ; (6) 
PE ONEV Fo} eee aie 2 A 


The last term is obtained by substituting for x1 its equivalent as given 
by Eq. (5). 
After n extractions, the quantity remaining in the original solvent is 


KV \ 
Bn = Xo (aps) (7) 


Craig and others!* have designed various pieces of apparatus for carrying 
out multiple extractions conveniently. A countercurrent-distribution 
apparatus is analogous to a distillation column in that separation is 
achieved by many two-phase ~ ‘distributions: Such countercurrent- 
distribution experiments may be used not only for the purpose of fraction- 
ation, but also for the characterization of unknown organic compounds. 
Since the distribution coefficients for organic acids and bases between 
aqueous solutions and immiscible organic solvents depend markedly on 
the pH of the aqueous phase, multiple extractions with various buffer 
solutions may be used to separate various organic acids, such as the 
penicillins. 

In still another application, distribution experiments may be used to 
investigate the nature of a complex ion and to make estimates of its 
dissociation constant, We consider the triiodide ion. With pure water 
and carbon tetrachloride as the immiscible solvents, the distribution 
coefficient K for. iodine, Iz, between them is determined. Then, if 
instead of pure water, solutions of potassium iodide are used as one of the 
phases, there will be an apparent increase in the solubility of the scale 
which may be attributed to the rapidly reversible reaction _ 


P+h=hy, 
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for which the apparent equilibrium constant is 


7 Ci- ° Ci, (8) 


The amount of free iodine in aqueous iodide solution cannot be deter- 
mined by direct titration with standard thiosulfate solution, because as 
soon as the iodine is removed, the complex triiodide ion which is present 
dissociates to give more iodine. However, the concentration of uncom- 
bined iodine in this aqueous phase can be obtained by titrating the 
carbon tetrachloride layer and making use of the known distribution 
coefficient for iodine between the two pure liquids, 

The total iodine present, I, and I;, may be obtained by the thiosulfate 
titration, so it becomes possible to compute by difference the triiodide-ion 
concentration. The total iodide-ion concentration is known from the 
manner in which the experiment is designed: 


PART A 


Apparatus. Three 100-ml separatory funnels; three 100-ml Erlenmeyer flasks; 
100-m1 volumetric flask; 25-ml pipette; 10-ml pipette; 1.0 N acetic acid or trichloro- 
acetic acid or other acid; glacial acetic acid; carbon tetrachloride; ether; 0.5 N sodium 
hydroxide; 0.01 N sodium hydroxide. 


Procedure. One hundred milliliters each of approximately 0.50 N, 
1 N, and 2 N solutions of acetic acid in water is prepared. Twenty-five 
milliliters of each of the three solutions is pipetted into closed 100-ml 
separatory funnels, and to each is added 25 ml of diethyl ether. Closed 
rubber tubes are put over the outlets to keep out the water of the thermo- 
stat, and the separatory funnels are set in a thermostat at 25° for 20 min 
or more, with frequent shaking. 

After the solutions have come to equilibrium, the separatory funnels 
are removed from the thermostat and the lower layers run out into 
beakers, care being taken to let none of the upper layer go through. 
Ten-milliliter samples of each of the lower layers are taken rapidly and 
drained into Erlenmeyer flasks for titration with sodium hydroxide, using 
phenolphthalein as an indicator. Samples of the upper layers are 
removed from the separatory funnels with 10-ml pipettes, care being 
taken to avoid taking up any of the lower layer. The aqueous and ether 
solutions are titrated with 0.5 N NaOH. Check titrations should be 
made in each case. 

A second set of experiments is carried out in the same way, using 25-ml 
aliquots of carbon tetrachloride instead of ether. Ten-milliliter aliquots 
of the CCl, phases are measured rapidly in order to prevent loss due to 
evaporation. The CCl, phases are titrated with 0.01 N sodium hydroxide. 
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In titrating the acid dissolved in carbon tetrachloride or ether, an equal 
volume of water is added initially, and it is necessary to shake vigorously 
to accelerate the passage of dissolved acid across the surface and into the 
water layer and thus reduce the time required for elimination of the fading 
(phenolphthalein) end point. 

Caleulations. The concentrations of acid in the two layers in the 
distribution experiments are calculated in moles per liter, and the dis- 
tribution coefficients are calculated with Eq. (2). Plots of log C4 versus 
log C4 are also constructed, and n of Eq. (3b) calculated. If the value 
of n is not equal to unity, a hypothesis is suggested to explain the results. 

As an illustration of the application of the distribution coefficient, the 
concentration of acetic acid remaining in the ether phase is calculated for 
the following cases: — . 

a. 50 ml of 1.0 N acetic acid in ether is extracted with 50 ml of water. 

b. 50 ml of 1.0 N acetic acid in ether is extracted with five 10-ml 
portions of water. 


PART B 


Apparatus. Glass-stoppered bottles of 250 ml capacity; beakers, burettes, and 
pipettes; starch indicator; 0.02 and 0.1 N thiosulfate solutions; 0.1 N potassium iodide; 
carbon tetrachloride saturated with iodine. 


Procedure. In this section we investigate the triiodide equilibrium. 
To do so, the distribution of iodine between carbon tetrachloride and three 
different aqueous phases is studied. These aqueous phases are (a) pure 
water, (6) 0.01 N potassium iodide solution, and (c) 0.1 N potassium 
iodide solution. To each of six of the glass-stoppered bottles is added 
35 ml of the carbon tetrachloride saturated with iodine. The bottles are 
then segregated in pairs to provide duplicate experiments. To each of the 
first pair is added 100 ml pure water; to each of the second pair, 75 ml of 
0.01 N potassium iodide solution; and to each of the third pair, 35 ml of 
0.1 N potassium iodide solution. The bottles are thoroughly shaken from 
time to time and at frequent intervals for half an hour; otherwise they are 
to remain immersed to the neck in a 25°C thermostat. 

After the several systems have come to equilibrium, time is permitted 
for complete phase separation. Then samples may be removed by pipet- 
ting directly from the bottles in the thermostat. In pipetting out 
samples of the carbon tetrachloride phase, the inside of the pipette may 
be kept dry as it passes through the aqueous phase by placing a finger 
tightly over the upper end of the pipette. The concentration of iodine in 
each of the solutions is determined by titration with one of the thiosulfate 
solutions, using the starch indicator. 

In order to achieve the necessary accuracy, it is suggested that the 
dilute thiosulfate solution be used for the fitration of measured volumes of 
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the aqueous phases, 75 ml, 50 ml, and 25 ml being used in order of increas- 
ing potassium iodide concentration, including the water phase. For the 
carbon tetrachloride layers, 25 ml is a suitable volume and the more con- 
centrated thiosulfate solution is used as the analytical reagent. 

The titration of the carbon tetrachloride layer presents some problems. 
In the first place, it is slow, because the iodine must be extracted into the 
aqueous solution which is being added. The starch-indicator solution 
is used in small volume only as the end point is approached, as judged by 
the near disappearance of the iodine color from the carbon tetrachloride 
phase. It is difficult to avoid overtitration. The addition of a small 
volume of 10 per cent KI solution is of aid in the titration. 

Calculations. The concentrations of iodine in the two pure-solvent 
layers, water and carbon tetrachloride, are calculated in moles per liter, 
and the distribution coefficient is computed with the aid of Eq. (2). 
Now, with the use of this coefficient, the concentration of molecular 
iodine, C:,, in the two potassium iodide solutions is calculated, it being 
assumed that 

ee: = constant 
These values, when subtracted from the total iodine concentration of the 
solution, provide data for the computation of the concentrations of the 
I; in the two aqueous potassium iodide systems. The iodide-ion con- 
centrations, C:-, are obtained by subtracting the values for C1; from the 
original potassium iodide concentrations. 

With these data, values for the equilibrium constant for the reaction 
I-+ 1, = I;, as defined by Eq. (8), are computed for the two dif- 
ferent potassium iodide systems. They are compared with data in the 
literature.® 


Practical Applications. Extraction of a solute by shaking a solution with an 
immiscible solvent is an operation that is used extensively in organic chemistry. 
The efficiency of any such operation may be calculated when the distribution coefficient 
is known. 

The chemical potential of a solute determines its distribution into a second solvent; 
thus the activity of the solute may be calculated from distribution data. 

In some cases, the degree of hydrolysis of a salt may be determined by measuring 
the distribution ratio of the acid or base when shaken with an immiscible solvent. 

The extraction of uranium from its ores and the separation of uranium from its 
fission products in atomic-energy operations often make use of solvent extraction 
with an organic solvent which is immiscible with water. 

The coloring of polyethylene terephthalate fibers by nonionic dyes is another 
example of the practical use of a distribution coefficient.” 

Suggestions for Further Work. Other distribution systems may be studied, 
such as the following: 

Hydrochloric acid between water and benzene.*® 
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Salicylic acid or picric acid between water and benzene, and between water and 
chloroform as a function of the pH of the aqueous phase. 

Urany] nitrate between water and ether or between water and tributyl phosphate. 
The extraction of uranyl nitrate into the organic phase is improved by the addition 
of nitric acid. 

As an example of the distribution of an inorganic salt between immiscible solvents, 
the distribution of ferric chloride between ether and water may be studied. The 
salting-out effect is illustrated by the addition of excess sodium chloride or calcium 
chloride to the aqueous phase. 
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19, PHASE DIAGRAM OF A BINARY SOLID-LIQUID SYSTEM 


This experiment illustrates the use of cooling curves to establish the 
phase diagram for a binary system. It illustrates also the use of the 
thermocouple. 

Theory.! The purpose of the experiment is to obtain data by thermal 
analysis for constructing a phase diagram which indicates the solid and 
liquid phases that are present at each temperature and composition. 
The temperatures at which solid phases appear upon cooling various solu- 
tions of the two components are detected by observation of the changes in 
slope of the plot of temperature versus time. A slower rate of cooling is 
obtained while a solid phase is separating out because the heat evolved by 
solidification partly offsets the heat lost by radiation and conduction to 
the colder surroundings. 


A. AN ALLOY SYSTEM 


Apparatus. Six Pyrex test tubes fitted with thermocouple wells and spacers; 
tin, lead, and their binary mixtures; benzoic acid; bismuth; chromel-alumel thermo- 
couple and potentiometer; electric furnace or Méker burner; large test tube, spacer, 
and rack; aluminum foil; watch or electric clock; vacuum bottle. (Recording 
potentiometer is recommended.) 


Procedure. A suggested sample tube and cooling jacket are shown 
in Fig. 28. A brass spacer centers the thermocouple well in the sample 
tube, and a second spacer centers the sample tube in the outer Pyrex tube. 
Bright aluminum foil is rolled into a cylinder and placed between the 
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sample tube and the cooling jacket to reduce radiation losses and extend 
the time of cooling. The metal to be melted is placed in a steel cup made 
by drilling out a short piece of steel rod. It is set in the Pyrex tube on a 
wad of glass wool. If the metals are melted and frozen directly in the 
glass sample tube, the tube is apt to break because of the differences in 
thermal expansion. The tube containing a particular sample is heated f 
until the material has just melted 

completely. If the tube is markedly 

overheated, oxidation may be more 

serious, and furthermore a large 

number of readings of no practical Shoulder formed 
value will be required at the begin- Bute tie 
ning of the measurements. The 

Pyrex tube containing the metal cup 
is then transferred to the outer cool- 
ing jacket, and the time-temperature 
curve determined. 

One junction of the thermocouple 
is placed in the thermocouple well of 
the sample tube; the other is placed 
in a tube in an ice bath contained in 
a vacuum bottle. Thethermocouple 
leads are connected to a potentiom- 
eter designed for thermocouple use; 
for the present application the com- 
monly available 0-to-16-millivolt 
range is appropriate. The potenti- 
ometer is adjusted as required to 
balance the changing electromotive 
force of the thermocouple as the 
sample cools. Time and voltage 
(temperature) readings are recorded p,, 29. Sample tube and cooling 
approximately every quarter minute, jacket. 
until the results indicate that the 
freezing point (or, for a mixture, the eutectic temperature) has been 
reached as illustrated in Fig. 29. 

The chromel-alumel thermocouple is calibrated by taking cooling 
curves with solids of known melting points: benzoic acid (121.7°), tin 
(232°), bismuth (271°), and lead (327°). 


Brass 
spacers 


test tube 


{ The Fieldner volatile-matter furnace, obtainable at supply houses, is recom- 
mended for this experiment. The furnace temperature may be controlled conveniently 
by use of a Variac or other variable autotransformer. A bunsen burner may be used. 
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Cooling curves are then determined for the following mixtures: 


Lead, 90 per cent; tin, 10 per cent 
Lead, 80 per cent; tin, 20 per cent 
Lead, 60 per cent; tin, 40 per cent 
Lead, 40 per cent; tin, 60 per cent 
Lead, 20 per cent; tin, 80 per cent 


ee 


It is convenient to have each of the samples in a separate sample holder 
with thermocouple well. This collection of samples is kept in a metal 


Freezing point, 
(pe substance 


Freezing point, 
mixture 


Eutectic 


point Eutectic 


oy 


Temperature —> 


Time —» 
(a) Pure substance (b) Mixture (c) Eutectic mixture 


Fia. 29. Typical cooling curves (dashed portions illustrate supercooling effects). 


test-tube rack, and the thermocouple is transferred to a new, heated well 
when one cooling curve is completed. A thin layer of graphite is placed 
over the samples to minimize air oxidation. When a sample becomes 
extensively oxidized, it is replaced with fresh material. Cooling curves 
obtained with impure or oxidized samples will often fail to exhibit the 
distinct breaks which are sought. 

The experiment is greatly facilitated by a recording potentiometer, 
which automatically graphs the voltage of the thermocouple against time. 
The range of the recorder is set to obtain full deflection at the highest 
temperature. 


a 
B. AN ORGANIC COMPOUND SYSTEM 


Apparatus. Ten Pyrex tubes with varying compositions of phenol and p-toluidine; 
larger tube for slow cooling; recording potentiometer, or 0 to 50° thermometer with 
0.1 or 0.2° divisions. 
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Procedure. Phase relationships can be illustrated by use of mixtures 
of organic compounds as well as metal-alloy systems. For example, 
compound formation between the components is shown by the system 
phenol-p-toluidine. These compounds must be handled with great care to 
avoid contact with the skin. 

For the system assigned, a set of about 10 freezing-point tubes should 
be prepared to cover the composition range from one pure component to 
the other. The compounds are weighed out carefully into 4- by 6-in. 
test tubes; about 6 g total mixture weight is sufficient. One of the tubes 
is heated with hot water or a bunsen burner until the mixture is barely, 
but completely, melted. It is then inserted in a larger test tube, with the 
help of a cork ring, to reduce the rate of cooling. A small glass tube, 
closed at the bottom, is fitted into a cork and set so that it reaches near 
the bottom of the melted material. The thermocouple junction fits into 
this well, and a little oil is added to improve the thermal conductance. 
The alumel-chromel thermocouple and recorder used in Part A may be 
used here, or at these lower temperatures a more sensitive couple of cop- 
per-constantan may be used. The thermocouple is calibrated with ice 
and boiling water, making correction for barometer, and with one or two 
other materials with sharp melting points at intermediate temperatures. 

If a recording potentiometer is not available, a 0 to 50° thermometer 
graduated to 0.1° may be used in place of the thermocouple and well. 

A ring stirrer is used to keep the cooling mixture at a uniform tempera- 
ture. The stirrer may be made from thin glass rod or nichrome wire or 
other chemically inert wire. It was unnecessary to stir the metals and 
alloys in the procedure of Part A because their thermal conductance is 
so high. ; 

A time-temperature graph is obtained as described under the procedure 
of Part A, and the readings are continued until the sample has completely 
solidified. . 

The mixture may be melted again, and a check determination made. 
The thermocouple well is then removed carefully and thoroughly cleaned 
before inserting in the next sample. The procedure is repeated with each 
of the mixtures. It is important to use pure materials for preparing the 
mixtures. 

Yor mixtures with low freezing points the test tube and its outer jacket 
may be immersed in an ice bath or an ice-salt mixture. If the compounds 
are subject to air oxidation or tend to absorb moisture or carbon dioxide 
from the air, they may be sealed off ih an all-glass tube. The thermom- 
eter well is sealed into the top of the tube and extends nearly to the bot- 
tom of the tube. The sample is introduced through a side tube, which 
is then sealed off. It is more difficult to avoid supercooling in this 
apparatus in which shaking is the means of stirring. 
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A major experimental problem in all this work is supercooling, i.e., 
failure of crystallization to take place at the proper temperature. Actu- 
ally, a small extent of supercooling is useful, since then, when crystalliza- 
tion does start, the crystals formed are dispersed widely through the 
liquid, and equilibrium between the solid and liquid phases is more easily 
maintained. If supercooling seems too great, the experiment is repeated, 
with more vigorous stirring at the appropriate stages. Supercooling may 
usually be avoided by dropping in a “seed crystal” of the solid material. 

Calculations. In the interpretation of actual time-temperature 
graphs, care must be taken that spurious irregularities, due to instru- 
mental and other experimental errors, are avoided. 

The various experimental cooling curves are drawn as plots of poten- 
tiometer readings versus times of observation. The voltages correspond- 
ing to the freezing points of the substances used as calibration standards 
are determined (Fig. 29a). A thermocouple calibration curve is con- 
structed from the voltage-temperature points thus obtained, and voltages 
are then converted into temperatures by interpolation on this curve. 
For each mixture studied, the temperatures at the characteristic trans- 
formation points (initial crystallization of solid, crystallization of eutectic 
mixture, etc.) can then be obtained from its cooling curve (Fig. 29). 

A third graph is then prepared by plotting these transformation tem- 
peratures against the compositions of the mixtures. Lines are drawn 
through the points to complete a phase diagram. Each area, line, and 
invariant point on the diagram is discussed briefly in terms of the phase 
rule. 


Practical Applications. The method of thermal analysis illustrated in this 
experiment is a basic procedure in the study of phase relationships. A maximum 
in the freezing-point-composition curve indicates the existence of an intermediate 
compound, and the composition of the compound is given by the highest point on the 
composition-temperature curve, for this represents the melting point of the pure 
compound. 

Temperature-composition curves and other phase diagrams are of great value in 
the technical study of alloys and ceramics and in the recovery of a salt by crystalliza- 
tion from a mixture of salts. 

Suggestions for Further Work. The following pairs of organic compounds are 
suitable for study: urea-phenol, naphthalene-nitrophenol, acetamide-s-naphthol, 
8-naphthol-p-toluidine, phenol-a-naphthylamine, diphenylamine-naphthalene. A 
number of phase diagrams in organic systems are discussed by Kofler? and by Skau 
and Wakeham.‘ Interesting inorganic systems may be selected by reference to the 
diagrams given in the International Critical: Tables. ? 

Fractional crystallization is an effective method of purification. 

The constancy of the freezing point through the whole solidification from start to 
finish is one of the best criteria for purity. If the substance is impure, the impurities 
become concentrated in the mother liquor as the liquid freezes out, and the serene 
point is lowered more and more by the impurities. 
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20. THREE-COMPONENT SYSTEMS 


Solubility and tie-line data for a three-component system are plotted 
in a triangular graph. 

Theory. According to the phase rule of Gibbs, the variance v (number 
of degrees of freedom) of a system at equilibrium is equal to the num- 
ber of components ¢ minus the number of phases p plus 2, provided 
that the equilibrium is influenced only by temperature, pressure, and 
concentration. 

v=e—p+2 (1) 


The variance v is the smallest number of independent variables required 
to completely describe the state of the system. 

This experiment is carried out at constant temperature and pressure 
so that these are not variables. Thus Eq. (1) becomes 


v=c—p (2) 


so that for a three-component system »v = 3 — p. Thus the variance is 
2 if a single phase is present and 1 if two phases are present. 

It is convenient to represent a three-component system on a triangular 
diagram such as that illustrated in Fig. 30. 

In an equilateral triangle, the sum of the perpendiculars from a given 
point to the three sides is a constant. The perpendicular distance from 
each apex, representing a pure compound, to the opposite side is divided 
into 100 equal parts, corresponding to per cent, and labeled along the side 
at the right of the perpendicular. A point situated on one of the sides 
of the triangle indicates that there are two components with the percent- 
age composition indicated. The composition corresponding to any point 
within the triangle is obtained by measuring on these coordinates the 
distance toward apex A, the distance toward B, and the distance toward 
C. These three distances representing percentages always add up to 100. 
For example, point M represents the composition 30 per cent A, 60 per 
cent B, and 10 per cent C. 
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Several different types of ternary systems are possible, depending upon 
whether one, two, or three pairs of the liquids are partially miscible in 
each other. In the system illustrated in Fig. 30, A and C are partially 
miscible while pair A and B and pair B and C are completely miscible. 
Mixtures having compositions lying below the curve will separate into 
two phases, while all other mixtures form homogeneous solutions. For 
example, mixture O will separate into two phases K and L, and the line 


Fra. 30. Phase diagram for a three-component system. 


connecting these conjugate ternary solutions in equilibrium with each 
other is called a tie line. It is an important characteristic of a ternary 
diagram that the relative amounts of phases K and L are proportional 
to the lengths OL and OK, respectively. These tie lines slope upward 
to the right, indicating that component B is relatively more soluble in 
the phase rich in C than it is in the phase rich in A. ie 
As the amount of component B is increased, the compositions of the 
conjugate solutions approach each other. At point P the two conjugate 
solutions have the same composition, so that the two layers have become 
one: this is called the plait point. ps 


Apparatus. Thermostat (25°); three burettes (25 ml); six glass-stoppered bottles 
(50 ml); one 5-ml pipette; small separatory funnel; Westphal density balance; chloro- 
form; glacial acetic acid; 0.5 N sodium hydroxide. 


' Procedure. The solubility relations of the three-component system 
chloroform—acetic acid-water are studied in this experiment. The tie 
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lines may be determined conveniently by titrating the acetic acid in the 
two separate liquid phases, which are separated after they have come into 
equilibrium with each other. 

Three burettes are set up containing water, chloroform, and acetic acid. 
Nonaqf grease should be used for the burette containing chloroform. 
The density of each liquid is determined with the Westphal balance, and 
solutions of accurately known concentration are prepared containing 
approximately 10, 25, 40, and 60 per cent by weight acetic acid in water. 
About 20 g of each is sufficient. These four solutions are placed in 50-ml 
glass-stoppered bottles and set in a thermostat at 25°. After coming to 
temperature, they are removed as necessary and titrated with chloroform. 
During the titration, the bottle is shaken vigorously after each addition of 
chloroform, and the end point is taken as the first perceptible cloudiness. 

Samples of approximately 10, 25, 40, and 60 per cent acetic acid in 

chloroform are then prepared and titrated to cloudiness with water at 
the thermostat temperature. The percentage by weight of each com- 
ponent present at the appearance of the second phase is calculated, and 
the compositions are plotted on the ternary diagram. 
' The tie lines are determined by preparing about 40 ml each of mixtures 
of accurately known concentrations containing approximately 10, 20, 30, 
or 40 per cent acetic acid with 45 per cent chloroform in each case, the 
remainder being water. These two-phase mixtures are prepared in the 
glass bottles and are allowed to equilibrate in the 25° thermostat. After 
equilibrium has been reached and the phases have been separated by 
means of a separatory funnel, the density of each phase is determined with 
the Westphal balance, and 5-ml aliquots are titrated with 0.2 N sodium 
hydroxide, using phenolphthalein as indicator. 

Calculations. The percentage by weight of chloroform, acetic acid, 
and water for each of the mixtures that showed the first indication of 
turbidity is plotted on triangular graph paper. 

The determination of the acetic acid concentrations allows the com- 
positions of the conjugate phases to be located on the two-phase curve. 
It may be assumed that the more dense phase is the one rich in chloro- 
form. The gross compositions of the two-phase mixtures are also plotted 
on the triangular graph, and the tie lines should pass through these points. 

The phases present at each area and line are recorded, and the effect 
of adding more of the components at significant points is described. 

Practical Applications. The increase in mutual solubility of two liquids due to 
the addition of a third is of practical as well as theoretical importance. Calculations 
in two-phase extraction processes may be carried out, using triangular diagrams. 

Suggestions for Further Work. The solubility and tie-line determinations may 
be repeated at a different temperature. As the temperature is raised, the area under 


{ Eimer and Amend, New York. 


124 LABORATORY EXPERIMENTS [exp. 21 


the curve corresponding to the region of two liquid phases becomes smaller, because 
the liquids become more soluble in each other. Several isothermal lines may be 
drawn on the same diagram, or a space model may be constructed with temperature 
as the vertical axis and the triangular diagrams lying in horizontal planes. A tri- 
angular-prism space model may be made for the liquid-solid phases in the system 
dipheny]l-diphenylamine-benzophenone.’ 

The systems benzene-water-alecohol and cyclohexane-water-alcohol studied by 
Washburn and his associates illustrate the effect of increasing the hydrocarbon-chain 
length in the alcohol-homologous series.® 

The system water-ether—succinic nitrile furnishes an example of a three-component 
system containing three pairs of partially miscible liquids. The system water-methyl 
acetate (or ethyl acetate)—n-butyl! alcohol is an example of a system in which two of 
the pairs of liquids are partially miscible while the third pair is completely miscible. 

A three-component system involving two solids and a liquid which is suitable for a 
laboratory experiment? is provided by lead nitrate-sodium nitrate-water. Data are 
obtained by evaporating the water from saturated solutions of known weight. 
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21. SOLUBILITY AS A FUNCTION OF TEMPERATURE 


The determination of solubility and the calculation of the differential 
heat of solution at saturation are illustrated in this experiment. 

Theory. One of the simplest cases of equilibrium is that of a saturated 
solution in contact with excess solute; molecules leave the solid and pass 
into solution at the same rate at which molecules from the solution are 
deposited on the solid. The term solubility refers to a measure, on some 
arbitrarily selected scale, of the concentration of the solute in the satu- 
rated solution. Here the molal concentration scale will be used, and the 
solubility then becomes equal to the molality m, of the solute in the 
saturated solution. Aa 

An equilibrium-constant relation may be written for the equilibrium 
considered : 
ae 
at 


K= (1) 


Here az represents the activity of the solute in the saturated solution, 
and az, the activity of the pure solid solute. The conventional choice 
of standard state for the latter is the pure solute itself at the temperature 
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and pressure involved, making a} identically equal to unity. The activ- 
ity a is related to the molality m of the solute by means of the activity 
coefficient y, a function of T, P, and coripesinion which approaches 
unity as m approaches zero. Then 


K = as(m) = ym (2) 


where the subscript s indicates that the relation applies to the saturated 
solution. The symbol a2(m,) denotes the value of the activity a, for 
the saturated solution. 

The change in K with temperature at constant pressure reflects a 
change in m,, and also the change in y., which is affected by both the 
variations in temperature and concentration of the solution. The van’t 
Hoff equation requires that 


Olnk AH? . tA 
aC or p RT? (3) 


where AH°® = standard enthalpy change for sildeion process. This 
quantity should not be confused with any actual experimentally measure- 
able heat of solution; it can be determined indirectly, however. 

Taking into account. the effects of temperature and concentration on 
vs (Ref. 7), there results for constant pressure 


alny\ aig Ms _ AHps.(m.) . | 
E + € In 2) a. aT = RT? (4) 
Here AHps.(m,) is the differential heat of solution at saturation at the 
given temperature and pressure (cf. Exp. 4). For cases in which the 
activity coefficient y for the solute changes only slightly with concentra- 


tion in the immediate neighborhood of saturation, the bracketed term in 
Eq. (4) becomes equal to unity, and 


dinm, — AHps.{m.) 


aT ~~ RT? ”) 
a4 dlogm,__ —AHp.s(m,) 
= a/T) ~~ 3303 - 


In this approximation, then, the differential heat of solution at saturation 
may be calculated at a given temperature 7 by multiplying by —2.303R 
the slope corresponding to this temperature of the plot of log m, versus 
1/T. 

If it is assumed in addition that AHp.s.(m.) is independent of T, an 
assumption which in general is better for nonelectrolytic solutes than for 
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electrolytic types, then integration of Eq. (5) leads to 


—m(T2)  AHps(T2 — T1) 
log (T;) ~ 2.303R TT, @) 


The heat of solution with which we are concerned here is the heat 
absorbed when 1 mole of the solid is dissolved in a solution that is already 
practically saturated. It differs from the heat of solution at infinite 
dilution, which is the heat of solution often given in tables, by an amount 
equivalent to the heat of dilution from saturation to infinite dilution. 


Apparatus. Ice bath at 0°; large test tube; 0.5 N sodium hydroxide; oxalic acid; 
0.1° thermometer; 10-ml pipette; 10-ml weighing bottle. 


Procedure. The solubility of oxalic acid is determined at 25, 20, 15, 
and 0°, or at other convenient temperatures below room temperature; 
the temperature is read to 0.1° with a thermometer immersed in the solu- 
tion. The 15° temperature is achieved by adding small amounts of ice 
or ice water as necessary to the thermostat. 

For the solubility determinations a test tube fitted with a thermometer 
and stirrer is used. The stirrer is made from a small rod of glass or 
polystyrene, bent into a ring of such size that it cannot hit the thermom- 
eter bulb. It is moved up and down vigorously by hand. The air 
jacket between the test tubes is provided to reduce the rate of cooling 
or heating. A simple thermostat improvised from a large beaker and a 
small motor-driven stirrer may be used. A 10-ml sample is removed 
with a pipette, drained into a weighing bottle, and weighed to 0.01 g. 

Distilled water in large test tubes is saturated with oxalic acid by dis- 
solving crystals at a higher temperature and then cooling to the required 
temperature so that some of the dissolved material is crystallized out. 
When the equilibrium is approached in this way, from the side of super- 
saturation rather than from the crystal side, the equilibrium is attained 
rapidly. For this reason, if the thermostat temperature is not constant, 
a falling temperature may not be serious, but a rising temperature may 
introduce a considerable error. 

To prevent drawing small crystals into the pipette along with the solu- 
tion, a filter such as shown in Fig. 31 may be used. Alternatively, a 
small piece of filter paper may be wrapped around the tip of the pipette 
and fastened with thread or a small rubber band. The filter is removed 
before draining the pipette. The solution is then titrated with 0.5 N 
sodium hydroxide, using phenolphthalein as an indicator. 

Duplicate determinations are made at each temperature. 


“EXP, 21] HETEROGENEOUS EQUILIBRIA 127 


Calculations. The solubility in moles per 1000 g of solvent is calcu- 
lated at each of the four temperatures and compared with the accepted 
values. It is interesting to compare these values with the solubilities 
calculated in moles per liter. 

The logarithm of the solubility in moles per 1000 g of solvent is plotted 
against the reciprocal of the absolute temperature, and a smooth curve 
is drawn through the four points. If the heat of solution were constant, 
the line would be straight. Tangents are drawn at 25 and 0°, and the 
heat of solution is determined at the two temperatures with the help 
of Eq. (6). 


Constriction 
in Pyrex tube 


S BE rubber tubing 


Glass wool 
Fig. 31. Filter for use in solubility determinations. 


Practical Applications. The solubility of a substance may be calculated at other 
temperatures when it has been determined at two different temperatures. The results 
are more accurate when the heat of solution is not affected by temperature or when 
the temperature range is small. Solubility may be used as a criterion of purity and 
as a means of studying intermolecular forces.® 

Suggestions for Further Work. The solubility of other materials may be deter- 
mined in a similar way, benzoic acid or succinic acid, for example, or other solids 
having low solubility and easy methods of analysis. Nonaqueous solvents may be 
used also. 

Boric acid may be used instead of oxalic acid for this experiment. It is titrated 
by using phenolphthalein as an indicator and adding 10 to 20 ml of neutral glycerin 
to give a sharp end point. 

The solubility-product rule and the effect of other salts on solubility may be illus- 
trated by determinations of the solubility of a slightly soluble salt such as silver 
bromate in the presence of common ions, ammonium hydroxide, and other salts. 

The influence of salts in reducing the solubility of benzoic acid may be determined.! 
The salting-out constant thus obtained can be used for calculating activity coefficients. 

In Eq. (2) it is assumed that the heat of solution is independent of temperature, 
but this assumption is not often justified. The equation may be made exact by 
introducing terms for the heat capacity of the solute and solvent and for the solution. 
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CHAPTER 7 


Chemical Kinetics 


22. HYDROLYSIS OF METHYL ACETATE 


From experimental data on the rate of a chemical reaction the reaction- 
rate constant is calculated for two different temperatures, and from 
these the energy of activation is determined. ~ 

Theory.’ In chemical kinetics the term rate of reaction refers to the 
time rate of change, dce/dt, of the concentration of one of the reactants 
or products. The reaction-rate constant k is a proportionality factor which 
relates the rate of reaction to the concentrations of the reactants. 

- A first-order reaction is one whose rate is found by experiment to be 
proportional to the concentration of the reacting substance: 


é 
ir a ke (1) 

Integration of this equation gives the equivalent expressions 
— 2.303 log c = kt + constant (2) 
k= es log = (4) 


where c = concentration of reactant at time ¢ 

Co, C1, C2 = concentrations at times t = 0, é:, and tz, respectively 
For the first-order reaction, k is numerically equal to the fraction of the 
substance which reacts per unit time, usually expressed in reciprocal 
seconds (or minutes). It should be noted that for a first-order reaction 
the reaction rate can be determined without information on the initial 
reactant concentration or even as to the absolute concentrations at vari- 
ous times, provided that a quantity directly proportional to the concen- 
tration can be determined. 

The kinetics of a second-order reaction is described by the equation 


ac dca 


a eh (5) 
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where c, is the concentration of the reactant A, or 
— ->- = keacs (6) 


where c, and cg represent the concentrations of two reactants A and B. 
The numerical value of the rate constant & for a second-order reaction 
depends on the units in which the concentrations are expressed. In a 
second-order reaction, if one reactant is present in sufficiently large 
excess, its concentration will remain essentially constant while that of 
the other constituent undergoes a marked change, and the reaction 
will then appear to be first-order. 

From the kinetic viewpoint, most chemical reactions are complex, 
the reaction mechanism consisting of several successive steps, each of 
which will normally be either first- or second-order. Another typical 
complication arises with reactions which proceed to an equilibrium state 
appreciably short of completion; in these cases the reverse reaction 
becomes important as equilibrium is approached. The concentration 
of a catalyst may also be an important variable. 

The hydrolysis of methyl acetate presents a number of interesting 
kinetic aspects. The reaction, which is extremely slow in pure water, 
is catalyzed by hydrogen ion: 

ky 


CH;COOCH; + H.0 + H+ = CH;COOH + CH;0H + Ht 
ko 


The reaction is reversible, so the net rate of hydrolysis at any time is 
the difference between the rates of the forward and reverse reactions, 
each of which follows the simple rate law given by Eq. (6). Thus 


décu,coocu , 
see ar ae = k\Cx,0Ccx,coocn: oa k2€cu,coonCcH,0H (7) 


where k; is the rate constant for the forward reaction and kz for the 
reverse reaction. For dilute solutions, water is present in such large 
excess that its concentration undergoes a negligible proportional change 
while that of the methyl acetate is changed considerably. For this case 
Eq. (7) may be written 


decu,coocx 
= ea = kicca,coocn, ae ketcu,coonCcH,0H (8) 


In the early stages of the hydrolysis, the concentrations. of acetic acid 
and methanol remain small enough so that the term involving them is 
negligible, and the reaction appears to be of first order: 


= decu,coocn, 


dt = kicen,coocs; (9) 
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The value of k, can then be determined by one of the methods conven- 
tional for first-order reactions. 

Evaluation of k, at the different temperatures permits the calculation 
of the Arrhenius heat of activation, AH., for the forward reaction: 


dink: AHs 
dt ~ RTS (10) 
kur, _ AHMa (T2- 7T% 
og FT, ~ 2.303R Gare) 1) 


In obtaining the integrated form, it is assumed that AH 2 iS & constant. 
The heat of activation is usually expressed in calories per mole and is 
interpreted as the amount of energy the molecules must have in order 
to be able to react. 

A more accurate calculation of the influence of temperature may be 
made on the basis of the Eyring equation, 


a (7) eASt/Ro~AHT/RT (12) 


where AS? and AH? are the standard entropy and enthalpy changes for 
formation of the activated complex from the reactants 


CH:COOCH; + H.0 + H+ = [activated complex] 


and x is a constant, of the order of 4, defined as the probability that an 
activated complex will decompose to form product species (rather than 
regenerating reactant species). Thus AH* may be determined from 
measurements of k at two or more temperatures, on the assumption that 
AS*, AH*, and « are independent of temperature. 


kin, T2,  [  AH#/1 1 
he 7? |~ “(ne — 7)| as 
RTT, (ki,7,)T1 
2 es eR Se ; pula iat Lala, 4 
AHS = 7p, 2-308 log Gtr, (14) 


Although AS cannot be determined from these data, for want of a knowl- 
edge of the value of «, it is sometimes possible to gain some information 
about the magnitude of AS* by making a guess as to the value of x. In 
ordinary cases, a value of } to 1 is considered a reasonable estimate, but 
under certain circumstances « may be very small. The value of AH? can 
be used, of course, to calculate the value of k, at any temperature (over 
the range in which AH* and AS* remain constant) from a knowledge of 
k, at one temperature. 

An explicit solution to the kinetic equation may also be written for 
the case where the reverse reaction cannot be ignored. If the concen- 
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tration of methyl acetate is a moles per liter initially, and (a — x) moles 
per liter at time ¢, then Eq. (8) can be written as 


since for each mole z of methyl acetate hydrolyzed, one mole x of acetic 
acid and one mole of methanol are produced. Integration of this rela- 


tion gives 
‘ aa + 2[ (408 + 1) -1 
= ] (16) 


re a re 
ky (= + 1) Qa — 2x | (Aa oa 1) a | 


Making use of the relation that the equilibrium constant K, for the 
hydrolysis reaction is given by the expression 


Ry Ccu,COQRCCH,OH es ky a ky 
‘ Ccu,cooca,Cx,0 ke keto 
one obtains 
46 
2a + 2% [es + 1). - 1] 
t= 1 l euaeee AE eee saree (17) 


yy {nl ia 
nt (as € i) a «| (x4 CH20 = 1)" os 


Here c§,o represents the concentration of water present, which is treated 
as a constant in accordance with the assumption made in obtaining 
Eq. (8) from Eq. (7). 


Apparatus. Thermostats at 25 and 35°; three 250-ml, two 125-ml Erlenmeyer 
flasks; 5-ml pipette; 100-ml pipette; stop watch or electric timer; methyl acetate; 
2 liters 0.2 N sodium hydroxide; phenolphthalein indicator; 500 ml of standardized 
1 N hydrochloric acid; distilled water; ice. 


Procedure. The concentration of methyl acetate at a given time is 
determined through titration of samples with a standard sodium hydrox- 
ide solution; the experimental accuracy depends chiefly on the care used 
in pipetting and titrating. The sodium hydroxide solution used should 
be prepared by dilution of a saturated stock solution to minimize the 
amount of carbonate present, and hence to reduce the fading of the 
phenolphthalein end point. It is not necessary, however, to use CO2-free 
distilled water, because the amount of carbonate introduced in air- 
saturated water is negligible when titrating with 0.2 N sodium hydroxide. 

A test tube containing about 12 ml methyl acetate is set into a thermo- 
stat at 25°C. Approximately 250 ml of standardized 1 N hydrochloric 
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acid is placed in a flask clamped in the thermostat. -After thermal 
equilibrium has been reached (10 or 15 min should suffice), two or three 
5-ml aliquots of the acid are titrated with the standard sodium hydroxide 
solution to determine the exact normality of the sodium hydroxide in 
terms of the standardized hydrochloric acid. Then 100 ml of acid is 
transferred to each of two 250-ml flasks clamped in the thermostat and 
5 min allowed for the reestablishment of thermal equilibrium. Precisely 
5 ml of methy! acetate is next transferred to one of the flasks with a clean, 
dry pipette; the timing watch is started when the pipette is half emptied. 
The reaction mixture is shaken to provide thorough mixing. 

A 5-ml aliquot is withdrawn from the flask as soon as possible and run 
into 50 ml of distilled water. This dilution slows down the reaction con- 
siderably, but the solution should be titrated at once; the error can be 
further reduced by chilling the water in an ice bath. The time at which 
the pipette has been half emptied into the water in the titration flask is 
recorded, together with the titrant volume. Additional samples are 
taken at 10-min intervals for an hour; then at 20-min intervals for the 
next hour and a half. A second determination is started about a quarter 
hour after the first one to provide a check experiment. 

In similar fashion, two runs are made at a temperature of 35°. Because 
of the higher rate of reaction, three samples are first taken at 5-min 
intervals, then several at 10-min intervals, and a few at 20-min intervals. 
It is convenient to start the check determination about a half hour after 
the first experiment is begun. 

Calculations. The titrant volume at time ¢, V., measures the num- 
ber of equivalents of hydrochloric acid and acetic acid then present in the 
5-ml reaction-mixture aliquot. Let Vr represent what the titrant volume 
per 5-ml aliquot would be if the hydrolysis were complete. Then 
Vr — V; measures the number of equivalents of methy! acetate remaining 
per 5-ml aliquot at time ¢, because one molecule of acetic acid is produced 
for each molecule of methyl acetate hydrolyzed. The corresponding 
concentration of methyl acetate in moles per liter is N(Vr — V,)/5, 
where N is the normality of the sodium hydroxide solution. 

If the reaction actually proceeded to completion, Vz could be measured 
directly by titration of an aliquot from the equilibrium mixture. An 
appreciable amount of unhydrolyzed methyl acetate is present at equilib- 
rium, however, so V7 must be calculated. 

The volume of the solution initially formed on mixing the 100 ml of 
1 N hydrochloric acid with 5 ml of methyl acetate is designated by Vy. 
At 25°C, V. is 104.6 ml rather than 105 ml because the solution is not ideal. 
Let the number of milliliters of sodium hydroxide solution required to 
neutralize a 5-ml aliquot of the original 1 N hydrochloric acid be V;. 
The number of milliliters required to neutralize the hydrochloric acid in 
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5 ml of the reaction mixture at any time is Vz (100/V.), on the assumption 
that the total volume of the reaction mixture remains constant as the 
hydrolysis proceeds. 

The weight of the 5 ml of methy] acetate is 52, where p2 is the density 
of methyl acetate (0.9273 g ml-! at 25° and 0.9141 at 35°), and the 
number of moles in this 5-ml sample is 5p2/M2, where M2 is the molecular 
weight, 74.08. The number of moles of methyl acetate initially present 
in any 5-ml aliquot of the reaction mixture is (5p2/M:2)(5/V.). 

Since 1000/N ml of sodium hydroxide of normality N is required to 
titrate the acetic acid produced by the hydrolysis of one mole of methyl 
acetate, (1000/N)(25p2/M2V,) ml will be required for the titration of the 
acetic acid produced by the complete hydrolysis of the methyl acetate 
originally contained in any 5-ml sample of the reaction mixture. The 
total number of milliliters of sodium hydroxide solution Vr required to 
titrate both the hydrochloric acid and the acetic acid produced by the 
complete hydrolysis of the methyl acetate in a 5-ml sample of the reaction 
mixture is 

100 , 1000 25p2 


Vr = Vey + “WN MV, 


(18) 


The value of V7 is calculated for each experiment by means of Eq. 
(18). For each run a tabulation is made of the times of observation and 
the corresponding values of V; and Vr — V:. 

Two graphs are then prepared. For each temperature a plot is made of 
log (Vr — V;) versus #; the points obtained in the two runs can be 
identified by use of circles and squares. The straight line which is con- 
sidered to best represent the experimental results is drawn for each set of 
points, and the rate constants for the two temperatures are calculated 
from the slopes of the two lines, in accordance with Eq. (2). It is not nec- 
essary to calculate the actual concentrations of methyl acetate, since a 
plot of log (Vr—V;) versus ¢ has the same slope as a plot of 
log [((Vr — V1)(N/5)}. 

Comparison values of k, are calculated at each temperature from 
several sets of points by use of Eq. (3), to illustrate the dependence of the 
calculated rate constant on the particular pair of points chosen, and hence 
emphasize the advantages of the averaging achieved in the graphical 
method. It should be noted that it is not significant to substitute an 
explicit averaging of the values of k obtained from the successive observa- 
tions by means of Kq. (3).’ 

From the rate constants found for the two temperatures, the heat of 
activation is calculated by use of Eq. (11). 


Practical Applications. The rate of a chemical reaction is important in deter- 
mining the efficiency of many industrial reactions. In organic reactions particularly, 
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where there is the possibility of several reactions going on simultaneously, the kinetic 
considerations will often be no less important than the equilibrium relationships. 

Suggestions for Further Work. The integration of Eq. (15) to give Eqs. (16) 
and (17) may be checked to illustrate a typical transformation in chemical kinetics. 
The integral involved is given in mathematical tables. 

Instead of estimating by eye the “best” straight-line representation of the plot of 
log (Vr — V.) versus time, the method of least squares may be used (Chap. 18). 

Different acid concentrations or other acids may be used ;5 the influence of neutral 
salts may be studied.2, Nonaqueous solvents may be used,’ and methyl acetate may 
be replaced by other esters,° higher temperatures being used if necessary. 
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“Im on 


23. REACTION OF ETHYL ACETATE WITH HYDROXYL ION 


This experiment illustrates the determination of order and the calcula- 
tion of the rate constant for a reaction of second order. 
Theory. The reaction studied in this experiment is 


CH;COOC.H; + OH- — CH;COO- + C.H;OH (1) 


Since the actual reaction mechanism may involve several steps, the equa- 
tion for the over-all reaction does not necessarily suggest the correct form 
for the rate law. However, it has been found that reaction (1) does 
follow the second-order equation (page 130), 
dx _ 
a = 


where ¢ = time elapsed from initiation of reaction 

x = number of moles per liter reacted at time ¢ 

a = initial molar concentration of CH;COOC.Hs 

b = initial molar concentration of OH- 

k, = rate constant for reaction (1) 
provided the reaction mixture is not so close to its equilibrium state as 
to require inclusion in Eq. (2) of a term for the reverse reaction. 

Integration of Eq. (2) for the case a ¥ b leads to the result 
b(a — x) 


no =o) = kila aa b)t (3) 


ki(a — x)(b — 2) (2) 
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For the case a = b one obtains 


x 


Lae = kiat (4) 


The temperature dependence of k; can be related to AS* and AH? for 
the formation of the activated complex from reactants (page 131). 
From measurement of k, at two or more temperatures, AH* can be found 
with the use of Eq. (14) of the preceding experiment. 

The experimental problem is to determine x as a function of ¢ for a 
solution in which reaction proceeds at a constant temperature. The 
reaction mixture undergoes a marked decrease in conductance with time 
as hydroxy] ion is replaced by acetate ion. The progress of the reaction 
can therefore be followed by measurement of conductance. 


Apparatus. Two 250-ml glass-stoppered volumetric flasks; modified 250-ml 
Erlenmeyer flask; conductance bridge; conductance cell; glass-stoppered weighing 
bottle; ethyl acetate; standardized NaOH; 25-ml burette; 1-ml] graduated pipette; 
25-ml pipette; 50-ml pipette; thermostats at 25 and 35°; stop watch or timer. 


Procedure. Chapter 22 may be consulted for information on the 
theory and practice of conductance measurements. The bridge selected 
for the present experiment should be of a type which can be balanced and 
read rapidly; for this reason, a bridge having a continuously adjustable 
dial of rather wide range is to be preferred to the decade step-switch type, 
even at some sacrifice in accuracy. The Freas type of conductance cell 
shown in Fig. 38 (page 163) is suitable. 

As some of the experiments are to be based on Eq. (4), solutions of 
NaOH and of ethyl acetate of equal normality, nominally 0.02 N, are 
prepared; 250 ml of each is required. 

The ethyl acetate solution must be prepared on the day on which it is 
to be used, because a slow reaction occurs even in the absence of OH-. 
A technique which reduces error from volatilization of the ethyl acetate 
is to weigh the latter in a weighing bottle containing some water (the 
bottle and water having previously been weighed) and then transfer the 
sample quantitatively to the volumetric flask for preparation of the final 
solution. The solution of NaOH of the same normality is prepared by 
quantitative dilution of standardized stock solution. 

Three runs are to be made at 25°C: 


a = 2b 2a = b a=b 
and one at 35°C: 
a=b 


Each is to be preceded by a measurement of resistance of the cell contain- 
ing NaOH solution diluted with water in such proportion that the concen- 
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tration of NaOH is equal to that initially present in the reaction mixture 
for that run. The bridge setting so obtained will be very close to that 
corresponding to zero time in the subsequent run. A prior knowledge of 
this setting will facilitate finding the balance point after the reaction has 
started, and provides also a valuable check on the extrapolation to zero 
time required for calculation of the rate constant. 

It is essential that the reactants be mixed rapidly and the timer started 
simultaneously. The use of a special mixing flaskt (Fig. 32) will facilitate 
carrying out this operation. Initially, 25 ml 
of one reactant is placed in the central com- 
partment, and 25 or 50 ml of the other reactant, 
as the case may be, is placed in the outer com- 
partment. When the flask, solutions, and 
empty cell have reached thermal equilibrium 
with the thermostat, the timer is started and 
the flask is inverted several times to ensure 
thorough mixing. A small portion of the reac- 
tion mixture is poured into the conductance 
cell, shaken, and discarded. Then the cell is 
filed to the mark with the reaction mixture 
and is returned to the thermostat. The cell 
resistance R; is measured at intervals of several 
minutes over a period of about an hour. 

For runs 1 and 2 it is necessary to determine 
&., the resistance which the cell would have if Fia. 32. Special mixing flask. 
the reaction were to reach completion. While 
R. can be found by actual measurement with solutions of NaOH and 
CH;COONa made up to the appropriate concentrations, it is more easily 
obtained by calculation as described below. 

Calculations. For the calculation of x from the conductance data, 
it is assumed that the conductance of the solution, G:, at time t, obeys the 
equation 


1 
8 = io90K Do 


WOK [(6 — x)lon- + tlon,coo- + Blya*] (5) 


where |; = equivalent ionic conductance of species 7 
¢; = concentration of species j in equivalents/liter 
K = cell constant (page 158) 
The solutions employed are sufficiently dilute to justify the further 


} Available commercially from Norman D. Erway, Oregon, Wisconsin. 
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assumption that lox- and Icz,coo- are constant even though the concen- 
trations change during the run. 

The value of x ranges from z = 0 to z = c, where cisa or b, whichever 
is the smaller. Hence Eq. (5) leads, in either case, to 


xv (lou- ms lcu,coo-) 


_ c(lox- — low,coo-) 
Go 5 Ge _ ~~ 000K (7) 


Thus z is given by 
Go — Ge _ (1/Ro) — (1/Re) 8) 
€ Go- Ge  (1/Ro) — (1/Re) 


By substituting Eq. (8) into (3) and rearranging, one obtains the working 
equations for the runs with unequal concentrations. 


For b > a, 
“gag tie f= eG oe 
. =1 
where f= E +(1 az 2) Z| 
For a > b, 
sa aL + log “e log ee (9b) 


ey ; /a R. a|l- 
where g= Bo Ros 


A plot of resistance versus time is prepared and extrapolated to zero 
time to obtain the value of Ro. As a check, the value available from the 
preliminary measurement on the NaOH solution may be placed on the 
same graph. The value of R,, if not measured directly, is obtained from 
Ro and the ratio R./Ro = Go/Ge, the latter being calculated from Eq. 
(5), with published values for the ionic conductances at infinite dilution 
used as approximations to Ina+, lou-, and Icu,coo-. _ 

Plots of log [(fR. — Ri)/(R. — R:)] or log [(gR. + R.)/(Re — R1)] 
versus ¢ are prepared. If the data are consistent with Eq. (9), values for 
the rate constant k, may be derived from these graphs. 

For the two runs with equal concentration, Eq. (4) is applicable. 
Introduction of Eq. (8) into (4) leads to 


a3 = kat (10) 
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Rearrangement of Eq. (10) then yields’. 
St = Se + py (Go — Gi) (11) 


The rate constant hk is calculated from a plot of G versus (Go — &)/t. 

The enthalpy of activation, AH?, is calculated’ from the values of k; 
at 25 and 35°C. Two values for ASt may be calculated by assuming 
x = ¢ and x = 1, to see the effect on AS? of a given uncertainty in x. 


Suggestions for Further Work. As an alternative to the conductimetric method, 
a procedure which may be used to follow the progress of the reaction is to withdraw 
samples from the reaction mixture at definite intervals, discharge them into excess 
standard HC] to arrest the reaction; and back-titrate with NaOH. For best results, 
CO:-free water should be used to prepare the NaOH solutions. In other respects, 
the procedure followed may be similar to that described above. A suitable equation 
for graphical] analysis of the data for the case a = b is obtained by expressing (a — 2) 
and (b — x) as functions of the titration volumes and substituting into Eq. (3); the 
result of this is . 


bh =), apy 


[Va(N’/N) + v(a — 6)/N] ~ Vi) 
me VaAN'/N) — Vi | + hog g = 3308 


where V; = volume of NaOH solution required to titrate sample in which reaction 
was stopped at time ¢ .? 

V_ = volume of HCl into which samples were discharged 

N = normality of NaOH solution used for titrations 

N’ = normality of HCl solution : 

v = volume of each sample taken _ a). 

It should be noted that, for a given run, the only time-dependent quantity in the 
first term on the left side of Eq. (12) is V;. 
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24, INVERSION OF SUCROSE 


This experiment illustrates the use of the polarimeter and the calcula- 
tion of reaction-rate constants. The catalysis of a hydrolytic reaction by 
hydrochloric acid and monochloroacetie acid is studied. 
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Theory. The kinetic equations are discussed in Exp. 22. 

The inversion of cane sugar can be followed without disturbing the sys- 
tem. The angle of rotation of polarized light passing through the solu- 
tion is measured with a polarimeter, The reaction is 


CioH 2011 at H.0 + H*+— CoHi20e + CeHi20s + Ht (1) 


sucrose glucose fructose 


Sucrose is dextrorotatory, but the resulting mixture of glucose and 
fructose is slightly levorotatory because the levorotatory fructose has a 
greater molar rotation than the dextrorotatory glucose. As the sucrose 
is used up and the glucose-fructose mixture is formed, the angle of rotation 
to the right (as the observer looks into the polarimeter tube) becomes less 
and less, and finally the light is rotated to the left. The rotation is deter- 
mined at the beginning (ao) and at the end of the reaction (a.), and the 
algebraic difference between these two readings is a measure of the origi- 
nal concentration of the sucrose. It is assumed that the reaction goes to 
completion so that practically no sucrose remains at “infinite” time. At 
any time ¢, a number proportional to the concentration c of sucrose is 
obtained from the difference between the final reading (which has a nega- 
tive value in this case) and the reading of a at the time t. 

The reaction proceeds too slowly to be measured in pure water, but it is 
catalyzed by hydrogen ions. The water is in such large excess that the 
reaction follows the equation for a first-order reaction, although two kinds 
of molecules are involved in the reaction. Thus the reaction-rate con- 
stant may be calculated from the equation 


p= 8 10 gone 


= (2) 
Ot Qe 

Guggenheim‘ has described a method for calculating the rate constant 
of a first-order reaction without an infinite time value. This method is 
useful if the reaction does not go to completion in one laboratory period 
and has the added advantage that each plotted point does not depend 
upon a single observation of the reading at time infinity. 

The Guggenheim method may be applied directly if data are taken at 
equal time intervals. However, the reaction rate changes so rapidly that 
the procedure calls for shorter time intervals at the beginning. Accord- 
ingly, the values of a are plotted as a function of time. The data are 
then interpolated from the smoothed curves at constant time intervals. 

The data are arranged in two sets. For each observation c, at time ¢ 
in the first set, another observation c, is taken at time ¢ + At, where At 
is a fixed time interval. If a plot of log (c:1 — cz) versus ¢ is prepared, the 
points will fall on a straight line of slope —k/2.303. The constant time 
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interval At may be taken as approximately one-half the duration of the 

experiment. If At is too small, there will be a large error ine; —~— c.. 
The equation for this method may be derived as follows. From the 

integrated form of the first-order-reaction differential equation, 


Cc = coe *t (3) 


The concentrations c; and c2 at two times differing by At are 


C1 = coe (4) 
Co = Coe htt At) (5) 
Subtracting, 
-  €1 ~ C2 = coe*(1 — erat) (6) 
Taking logarithms, 
log (ec: — c2) = sae + log [eo(1 — e*At)] (7) 


Thus the slope of a plot of log (c: — C2) versus t is —k/2.303. 

If instead of measuring concentration directly, some linear function X 
of the concentration, say, optical rotation, is measured, an equation of the 
same form as Eq. (7) applies. For example, if 


X=ac+b (8) 
== A= % (9) 
and log (X, — X2) = ae + log [aeo(1 — e-*4#)] (10) 


The slope is the same as it would be if actual concentration differences 
had been plotted. ; 3 ae 


Apparatus. Polarimeter (described on page 238); mercury-vapor lamp with 
filters (Chap. 25) or sodium-vapor lamp; thermostat and circulating pump; two water- 
jacketed polarimeter tubes; pure sucrose ; 100 ml of 4 N hydrochloric acid; 100 ml of 
4 N monochloroacetic acid; three 25-ml pipettes. 


Procedure. Twenty grams of pure cane sugar (sucrose) is dissolved 
in water (filtered, if necessary, to give a clear solution) and diluted to 
100 ml. The sucrose solution, the 4 N hydrochloric acid solution, and 
the 4 N monochloroacetic acid are placed in the 25° thermostat and 
allowed to stand a few minutes to come to temperature. 

Two jacketed polarimeter tubes, filled with water, are connected in 
series with the circulating water from a thermostat at 25°. A zero 
reading is taken with a mercury-vapor lamp and Corning glass filters 
arranged to transmit only the green light (Chap. 25). A sodium-vapor 
lamp is equally satisfactory. 
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Twenty-five milliliters of the sucrose solution is thoroughly mixed with 
25 ml of the 4 N monochloroacetic acid solution, and small portions of the 
solution are used to rinse out one polarimeter tube. The tube is then 
filled and stoppered. The second polarimeter tube is filled in a similar 
manner after rinsing, using 25 ml of the sugar solution and 25 ml of the 
4 N hydrochloric acid solution. The tubes are filled rapidly, and readings 
are taken as soon as possible after mixing. The first reading is taken on 
the hydrochloric acid solution and recorded, and subsequent measure- 
ments are recorded about every 10 min for the first hour or so. As the 
reaction slows down, the observations may be taken less frequently. The 
observations should extend over a period of 3 hr or more. The reaction 
goes much more slowly with the monochloroacetic acid, and the readings 
are taken less frequently. They are taken at convenient intervals of 
time when the polarimeter is not being used for readings on the solution 
containing hydrochloric acid. 

The final readings (a.) are taken after the solutions have stood in a 
tightly stoppered flask long enough for the reaction to be completed, at 
least 2 days for the hydrochloric acid and a week for the monochloroacetic 
acid. A second reading is taken at a later time to be sure that the reac- 
tion has been completed. If it is not convenient to obtain the final 
reading for the monochloroacetic acid, it may be assumed that a. will 
be the same as for the hydrochloric acid. 

Calculations. The concentrations of sucrose in terms of a; — a. are 
plotted against time in minutes. Then the values of log (a: — ao) are 
plotted against time. The best straight lines are drawn through the 
points for each reaction. The reaction-rate constants k are calculated 
from the slopes of the lines. 

In calculating the results of this experiment, at least one set of data 
is treated by the Guggenheim method for comparison with the usual 
method. If the reading at infinite time cannot be obtained conven- 
iently, this method may be used exclusively. 


Practical Applications. These are discussed under Exp. 22. 

Suggestions for Further Work. Some suggestions for further work are discussed 
under Exp. 22. 

Trichloroacetic acid and sulfuric acid, and other acids, each 4 N, may be used as 
catalysts. Trichloroacetic acid is about as strongly dissociated as hydrochloric acid. 
(Caution: It is corrosive.) The relative acid strengths of monochloroacetic acid and 
trichloroacetic acid are to be explained on the basis of molecular structure. 

The activation energies may be obtained by running a second set of determinations, 
using water pumped from a thermostat at 35° or at 15°, and comparing them with 
those at 25°. 

The effect of ionic strength on the rate of this reaction? may be investigated. The 
effect of changing the dielectric constant may be investigated by adding ethanol or 
dioxane.! 
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Volume changes as measured continuously in a dilatometer may be used to follow 
the course of a reaction. The hydrolysis of acetal*+ is a good example. At 25°, 
0.005 M HCl is mixed quickly with enough acetal from a graduated pipette to make 
the solution 0.15 M with respect to acetal. The solution is transferred immediately 
to a dilatometer through a tightly fitting stopcock, and the rise of the liquid in the 
capillary is recorded at frequent intervals. The logarithm (of the final reading minus 
the reading at time @) is plotted against time, and the rate constant is calculated. 
A second experiment may be carried out with 0.05 M acetic acid instead of the hydro- 
chloric acid. 

The method of least squares (Chap. 18) may be used for calculating the best 
straight line which represents log (a: — a) plotted versus time. 


References 


. Amis and Holmes, /. Am. Chem. Soc., 63, 2231 (1941). 

- Amis and Jaffe, J. Chem. Phys., 10, 598 (1942). 

. Brénsted and Wynne-Jones, Trans. Faraday Soc., 25, 59 (1929). 

- Ciapetta and Kilpatrick, J. Am. Chem. Soc., 70, 639 (1948). 

. Frost and Pearson, ‘‘Kinetics and Mechanism,” John Wiley & Sons, Inc., New 
York (1961). 

- Guggenheim, Phil. Mag. (7), 2, 538 (1926). 

- Pennycuick, J. Am. Chem. Soc., 48, 6 (1926). 

. Scatchard, J. Am. Chem. Soe., 48, 2259 (1926). 


Gm Oh 


MIA 


25. BROMINATION OF ACETONE 


The form of the rate law for the bromination of acetone using an acid 
catalyst is determined. This experiment illustrates the fact that the rate 
law does not necessarily bear any simple relationship to the stoichiometric 
equation for the reaction. 

Theory. The rate law for a reaction cannot be predicted from the 
balanced equation for the reaction. The rate law can only be deter- 
mined experimentally. From the form of the rate law certain conclusions 
can be reached about the mechanism of the reaction. 

The stoichiometric equation for the bromination of acetone is 


| J 
CH;CCH; + Bre = CH;CCH.Br + Br- + H+ 


The reaction rate increases with the concentration of H+ in acidic 
solution or with the concentration of OH- in basic solution. The 
balanced equation for the reaction occurring in acidic solution involves 
hydrogen ion as a product, and one would anticipate, therefore, an 
increasing reaction rate in the course of an experiment carried out in 
unbuffered solutions. 

The rate of halogenation of acetone is independent of the concentration 
of halogen, except at very high acidities.1° The rates of reaction with 
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the different halogens (chlorine, bromine, and iodine) are identical, 
and the same as the rate of racemization (for the case of optically active 
ketones), within a few per cent.2:.°> These facts can be accounted for in 
terms of the mechanism 


H + 
) 
| K | 
CH,;—C—CH, + H+ = LCH;—C—CH; (1) 
A I 
H + 
re) OH 
| k1/(H20) | 
CH;—C—CH; + H:0 = ae CH;—C=CH, + H;0+ (2) 
T ; E 
ic z 
CH;—C=CH, + Br, “s CH;—C—CH.Br + H+ + Br- (3) 
E P 


Since ketones are very weak bases, the equilibrium in the first reaction is 
unfavorable for the formation of the ion I. Under these circumstances 
(I) = K(A)(H*), where K is the equilibrium constant for reaction 1. 

The rate equations for enol E and product P are, according to the 
mechanism, the following: 


— = ki(I) — (ki(H*) + ke(Bre)](E) (4) 
= ke(Bre)(E) (5) 

These rate equations may be solved for d(P)/dt under steady-state 
conditions by letting d(E)/dt = 0 and substituting (I) = K(A)(H*). 


In this way we obtain 


d(P) = kikeK (A) (H+) (Bre) (6) 
dt k_4(H+) + ke(Bre) 


This equation takes on a simpler form if the enol which is formed in the 
first two steps reacts more rapidly with halogen than with hydrogen ions; 
that is, k2(Br2) >> k_.1(H+). 
d(P 
oO) ki K(A)(E*) @) 
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This is in accord with the observation that the over-all reaction is first- 
order in ketone and acid but independent of the concentration of halogen. 
It can be seen that in general the apparent second-order rate constant is 
made up of a combination of k; and the equilibrium constant K for the 
formation of ion I. : 

A great deal of research has been carried out on this particular reac- 
tion, and the above mechanism can be extended to include racemization, 
deuterium exchange,* and catalysis by bases.1 The over-all reaction 
does not stop with the monobromo-acetone, but it is not necessary to 
consider the subsequent reactions if only initial reaction rates are studied. 


Apparatus. Bromine, water, acetone, standard hydrochloric acid (1 M or 2 M); 
spectrophotometer ; pipettes; volumetric flasks. 


Procedure. Since bromine absorbs strongly at the blue end of the 
visible spectrum, this reaction may be studied conveniently with a 
spectrophotometer such as that described in Exp. 16. The absorbancy 
indices of Br2 dissolved in distilled water are 160 M-' cm! at 400 my, 
100 M-! cm= at 450 mu, 30 M-! cm™ at 500 my, and 8 M-! em7! 
at 550 my. The solubility of Bre in water is about 0.2 M at 25°. 
and it is more convenient to use water saturated with Br, in preparing 
solutions than to use pure liquid bromine. The concentration of the 
stock bromine solution is determined, using the absorbancy indices given 
above. In accurate work it is necessary to determine cell corrections by 
intercomparing the various cells filled with solvent. In order to obtain 
the greatest percentage accuracy in the determination of concentration, 
the absorbancy should be in the range of about 0.2 to 0.7 (per cent trans- 
mission of about 60 to 20). The spectrophotometer cells and all bromine 
solutions should be kept covered. 

Hydrochloric acid is a convenient catalyst, and a suitable concentra- 
tion range is 0.05 to 0.5 M. It is desired to determine the initial rate law, 
i.e., the order of the reaction with respect to acetone, hydrogen ion, and 
bromine, and the rate constant. In order to avoid complications, only 
initial velocities are used. A series of experiments is designed to deter- 
mine the concentration effects. The acetone concentration may be 
varied in the range 0.1 to 2 M. The bromine concentration may be 
varied in the range 0.001 to 0.01 M. Some of the higher concentrations 
should be run first because the initial velocities can be determined in a 
shorter time. Using a cell holder for four cells, three kinetic experiments 
can be run simultaneously. In order to obtain accurate results, the 
spectrophotometer should be equipped with a thermostating arrangement 
so that the reacting solutions can be held at the desired constant tempera- 
ture. In the absence of this equipment, the temperatures of the solutions 
should be measured at the beginning and end of the experiment. 
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This reaction can also be studied titrimetrically.. The reaction is 
stopped by pipetting aliquots into sodium acetate solution to raise the 
pH. Potassium iodide is added, and the I, formed is titrated with 
sodium thiosulfate. 

Calculations. The reaction rates in moles per liter of Bre reacting 
per second are calculated for each reaction mixture, and the approximate 
uncertainty is estimated. It is the initial velocity which is desired in 
each case. Plots of initial velocity versus (acetone), (H+), and (Bre) are 
prepared to determine the order with respect to each of these substances. 
After the form of the rate law has been determined, the best value of the 
rate constant is calculated. 


Suggestions for Further Work. The reaction of acetone with iodine may be 
studied. Because of the low solubility of iodine in water, a 0.1 M KI solution may be 
used as solvent. 

The catalysis of the reaction by acetate—acetic acid buffers may be studied.3§ 
Since the acetate ion is also a catalyst, there will be terms in the rate law for both 
acetate ion and acetic acid. There is also a term proportional to the product of these 
concentrations. The reaction is subject to general acid-base catalysis.* 

The catalysis of the reaction by bases such as pyridine or hydroxy] ion may also 
be studied.! 
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CHAPTER 8 


Irreversible Processes in Solution 


26. VISCOSITY OF LIQUIDS 


Liquid viscosities are measured in this experiment by the capillary-flow 
method and by the falling-ball method. 

Theory. The flow of a fluid is said to be laminar if points fixed in the 
fluid move smoothly in layers, one layer (lamina) sliding relative to 
another. The elementary process involved in laminar flow is pictured 
in Fig. 33, which represents a small region of the fluid. The x axis is 


v,+dv, 


Fig. 33. Diagram illustrating the quantities involved in Eq. (1), defining the coeffi- 
cient of viscosity. Acting on the plane of area dxdy is the shearing force f,dzdy, which 
maintains the velocity gradient dv,/de. The shearing force per unit area, f,, is 
proportional to dv,/dz. 


chosen to lie in the local direction of flow, the z axis perpendicular to the 
laminae; v, represents the velocity of fluid in the z direction. Viscous 
effects come into play if an element of the fluid is caused to change its 
shape as it moves. The coefficient of viscosity, n, is defined by the 


equation 
_ (dvz 
f= ($2) (1) 


where f, is the shearing force per unit area exerted in the direction of fow 
on the element of fluid between two planes at the plane of larger z (an 
equal and opposite shearing force acts on the opposite face), and (dv2/d2) 
is the velocity gradient in the z direction. Equation (1) simply expresses 
the proportionality between the velocity gradient and the shearing force 
which produces it. The coefficient 7 depends on temperature, pressure, 
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and composition. A fiuid is said to be a Newtonian fluid if, in laminar 
flow, 7 is a constant independent of the velocity gradient; common 
liquids under ordinary circumstances behave in this way. The cgs unit 
for viscosity (g cm—! sec~') is called the poise. 

A very satisfactory method for determining 7 consists of measuring the 
volume rate of flow of the fluid through a long cylindrical tube of circular 
cross section. The required equation is obtained by application of Eq. 
(1). To make the problem tractable, certain simplifying assumptions are 
introduced: 

1. The fluid is assumed to be a Newtonian, incompressible fluid. 

2. It is assumed that the flow is laminar, with flow lines parallel to the 
walls. Hence the laminae consist of concentric cylinders coaxial with the 
tube. 

3. The layer next to the wall is assumed to stick to the wall, so that its 
velocity is zero. 

4. The flow is assumed to be steady, in the sense that the velocity of the 
fluid at any fixed point in the tube is constant in time. 

Let AP be the pressure increment (in the direction of flow) between 
the ends of the tube of length / when the fluid flows at a certain constant 
rate, and let AP») be the pressure increment which would exist between 
the same two points if the fluid were not moving. Then the driving 
pressure @ is defined by 

C= AP 07 AP (2) 


and may be thought of as the additional pressure drop (beyond the 
hydrostatic value) which exists while the fluid is flowing. In the case of 
steady-state flow through a long cylindrical tube, the fluid is not accel- 
erated and the added pressure drop @ is attributable entirely to the shear- 
ing work which must be done on the viscous fluid to maintain a steady 
rate of flow. The shearing force acting on a layer of fluid between two 
concentric cylinders of radii s and s + ds, respectively, is 7s?@- The 
force in the direction of flow acts on the surface of smaller radius s. 
From Eq. (1), with dz = —ds, 


r3’?P ov 

onsl (3) (3) 
where »v is the velocity of the fluid in the layer of radius s. The velocity 
is considered to be positive in the direction of flow. Separating varia- 


bles s and v and integrating from the wall (s = r, v = 0) to an arbitrary 
radius, one gets 


v (64 & 
fo--% _ ods (4) 
nae eee 
ee Fr s?) (5) 
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giving v at radius s. Thus the velocity profile is parabolic. The volume 
of fluid which flows past any cross section per second (dV /dt) is found by 
integration over the cross section: 


dV _ 
dt 


r arPrt 
5 2nrsv ds = Sal (6) 


Provided @ is constant in time, the total volume V which flows past any 
cross section in time ¢ is 


Pritt 
= ® 


This is known as the Hagen-Poiseuille equation. 

In the Ostwald viscometer (Fig. 34), the liquid flows through a vertical 
capillary tube from a reservoir of well-defined, fixed volume at the top 
into a second reservoir at the lower 
end. The driving pressure @, defined 
by Eq. (2) with increments taken 
between the reservoir surfaces, is pgh, 
where fh is the difference in height of 
the surfaces of the two reservoirs, p is 
the density of the fluid, and g is the 
acceleration of gravity; this is se be- 
cause AP = 0, both reservoirs being 
under atmospheric pressure, while 
APo = pgh, the latter being the pres- 
sure difference which would have to 
be applied to maintain hydrostatic 
equilibrium. Thus Eq. (7) solved for 
7 becomes 


_ argh 
"= BVT pt (8) 


To avoid the complications implicit in 
direct and accurate measurement of Fia. 34. Ostwald viscometer. 
the various apparatus dimensions ap- 

pearing in Eq. (8), and the further problem of a small variation in h 
during each run, it is common to assume that the equation 


n = Apt (9) 


holds where A is a constant for a given viscometer. Since J is the 
capillary length, Eq. (8) neglects the driving pressure drops in the 
reservoirs. 
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The assumption that the flow is laminar can be checked by calculating 
the Reynolds number &, which in general is defined by 


a = 728 (10) 


where v = velocity of fluid 
a = characteristic dimension of flow system 

For the capillary-flow case, v may be taken as the mean fluid velocity 

{v) in the tube, 


1 [7 Or? V 


and a as the tube diameter. The flow may safely be assumed to be 
laminar for ® < 2000; the onset of turbulence usually occurs somewhere 
within the range 2000 to 10,000. 

Provided the flow is laminar, the various assumptions used in obtaining 
Kq. (8) hold quite well in the interior of the capillary tube, but not at the 
ends. The most important end effect is that which arises from the fact 
that work must be done on the fluid to accelerate it as it approaches and 
enters the capillary tube from the entrance reservoir. The driving 
pressure @ properly includes not only the Hagen-Poiseuille pressure drop 


O = 8VIn 


ort 


(12) 


but in addition a term from the work done in accelerating the fluid. If 
viscous effects are neglected in calculating the latter term, one may use the 
Bernoulli equation’ 


P + pgh + $pv? = constant along a streamline (13) 


which expresses the principle that the work done on an element of volume 
of an incompressible fluid moving along a streamline equals the total 
increase in potential and kinetic energy. (The internal energy is assumed 
to be constant.) Associated with this increase in fluid velocity is a pres- 
sure drop 

AP = —Aszp(v?)m (14) 


where (v?),, is the mass-averaged value of v? (over a cross section), which is 
zero initially and has the value 


We = avr | (v°)2msvp ds = 3 (Fs * pt 2(5) (15) 


within the capillary beyond the point at which the velocity profile of 
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Eq. (5) has become established. The increment A3p(v?)m must be added 
to the Hagen-Poiseuille pressure drop to give the total driving pressure. 


ee lh 


art 


+ 500" n (16) 


It may be asked whether a similar application of the Bernoulli theorem 
should not be made at the exit reservoir; if it were, the deceleration of the 
fluid would require a pressure increase exactly canceling the decrease of 
Eq. (14). The answer is that the Bernoulli pressure rise at the exit is 
neglected, it being assumed that the kinetic energy of the fluid issuing 
into the exit reservoir is dissipated entirely through viscous effects in 
the reservoir and passes by heat flow into the surroundings, instead of 
producing a pressure rise and thereby being transferred to the environ- 
ment through performance of work. The assumption that the Bernoulli 
pressure change is the dominant effect at the entrance to the capillary 
but negligible at the exit is not unreasonable, because the flow scheme is 
quite different in the two reservoirs, as one may easily verify by adding a 
dye to the fluid in one reservoir and then observing the flow. While 
there is no rigorous basis for this assumption, the essential correctness 
of the kinetic-energy term, as the last term in Eq. (16) is called, is well 
established experimentally for the usual conditions of measurement.>:!!—8 

The equation for 7 with the kinetic-energy correction included, 


rort pV 


1 = BVT — Ball (17) 


is obtained by solving Eq. (16) for » and using Eq. (15) to eliminate 
(v?)n. Applied to the Ostwald viscometer, for which ® equals pgh, Eq. (17) 


becomes 
n = Apt — B(p/t) (18) 
_ argh Jinik 

where A = BVT B= Srl (19) 


The apparatus constant B can be estimated reasonably well from the 
viscometer dimensions, or it can be determined empirically, along with A, 
from measured flow times and densities for two or more liquids of accu- 
rately known viscosity.{ 


} Additional end effects for which corrections are sometimes made arise from the 
viscous pressure drop in the reservoirs and from the fact that the viscous pressure 
drop in the capillary tube near the entrance, where the velocity profile is not yet 
parabolic, is slightly larger than the Hagen-Poiseuille value. Corrections for these 
effects are made by replacing I in both Eqs. (19) by l’ 1 + 0.5r and inserting a 
numerical factor m & 1.1 in the numerator of the expression for B. These corrections 
are not accurate, but will serve as a useful means for gauging the general magnitude 
of these effects. The numerical constants are often found empirically.}2-!? 
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The capillary-flow method has been found useful, with appropriate 
choice of capillary dimensions, for fluids of viscosity up to 100 poises. 
For viscosities in a higher range, say, 10 to 10,000 poises, the falling-ball 
method is generally suitable. 

If a spherical body is caused to move at a sufficiently low velocity v 
through a fluid, laminar flow takes place. For the case of an incom- 
pressible, unbounded Newtonian fluid with viscosity coefficient 7, the 
retarding force f exerted on the body at low velocities is given by Stokes’ 
equation, 

f = Garqv (20) 


where r is the radius of the sphere. If the body falls freely through the 
fluid, the velocity asymptotically approaches that velocity (the terminal 
velocity) at which the sphere suffers no further acceleration because the 
retarding force exerted by the fluid exactly cancels the gravitational force. 
With allowance for buoyancy, the equation for this balance of forces is 


amr *(p — po)g = Barqv (21) 


where p = density of falling body 
po = density of fluid 
g = acceleration of gravity 

The falling-ball viscometer (Fig. 35, page 155) consists of a cylindrical 
tube filled with the fluid of unknown viscosity. A ball of suitable density 
and radius is allowed to fall along the axis of the tube. The times at 
which the ball passes regularly spaced horizontal calibration marks are 
recorded. In the present experiment, the apparatus is constructed from 
a graduated cylinder, and steel bearing balls are used. 

The hydrodynamic equation for this system is complicated by the 
presence of the walls and by the fact that the velocity may be large 
enough for Stokes’ equation to fail even though the flow remains laminar. 
A satisfactory solution, in the form of a power series expansion, has been 
derived theoretically by Faxen and tested experimentally by Bacon.? 
The equation for 7, with only the leading terms included explicitly here, is 


_ 29r?(p — po) fy _ r EN Rg Ge 
aoe ore 2) 2.104 (F) + 2.09 (5) rs | (22) 


where R is the radius of the cylinder. The reason for the existence of the 
wall effect is that the boundary conditions are different for the cylinder 
from those for an unbounded medium. A layer of fluid adjacent to the 
surface of the ball moves with the ball, and fluid farther from the surface 
moves in such a fashion as to transport fluid upward, from the region 
ahead of the ball, to its wake. In an unbounded medium, this flow occurs 
to an appreciable extent throughout a region extending outward from the 
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ball a distance of many times the ball diameter. The presence of the 
cylinder walls modifies the flow, because the fluid at the walls is at rest. 

The most important terms in the Faxen equation after those given in 
Eq. (22) involve the Reynolds number. For Eq. (22) to be accurate, 
with these terms neglected, the condition 


r 
2 = 
RKB (23) 
must be met, where now 


The molecular theory of viscosity of liquids has not been developed to 
the point where accurate predictions can be made for liquids of polyatomic 
molecules. However, the Eyring theory of absolute reaction rates® 
provides a useful basis for correlation of viscosity data and certainly 
represents a valuable first step toward understanding the molecular 
processes involved. Applied to the case of viscous flow, the Eyring 
equation is 


ie A) eset er (25) 


where h = Planck’s constant 
No = Avogadro’s number 
V = molar volume = M/p 
M = molecular weight 
AG* = standard free energy of activation for viscous flow 
The exponential dependence on T is typical for processes which require 
activation. The activation process to which AG? refers cannot be pre- 
cisely described, but in general terms it corresponds to the passage of the 
system into some relatively unfavorable configuration, from which it can 
then easily go on to the final state of the molecular-flow process. For 
example, in normal liquids, the activation step may be the creation 
within the body of the liquid of a vacancy or hole into which an adjacent 
molecule can move; for associated liquids, it might be the breaking of 
enough intermolecular bonds to permit a molecule to move into an 
available vacancy.?° 
The temperature dependence of 7 implied by Eq. (25) is found by 
making use of the rigorously exact equation 


; | 
eae ak == ak (26) 


where AH?, the enthalpy change for the activation process, is related to 
AG* through 
AG? = AH? — TAS? (27) 


154 LABORATORY EXPERIMENTS (exp. 26 


AS* being the entropy of activation for viscous flow. The result is 


d In (n/p) | _ AH 
| a(1/T) |, a a 8) 


where the temperature dependence of V has been acknowledged by 
replacing V by (M/p) and transferring p to the left side before dif- 
ferentiating. Thus, from values of 7 and p at several temperatures, one 
may calculate AG?, AH?, and AS*. 

Equation (25) has been generalized for solutions. Of particular 
interest are those cases in which mixtures of a pair of liquids show a 
maximum or minimum in viscosity as a function of mole fraction. Vapor- 
pressure data for such pairs often show very marked departures from 
Raoult’s law. An equation which ties together these two types of 
anomalous behavior has been given by Kincaid, Eyring, and Stearn.®® 


Apparatus. Ostwald viscometer; stop watch or timer; thermostat with glass 
window; 10-ml graduated pipette; density balance or other means for determining 
densities ; acetone, chloroform, or other liquids. 

Falling-ball viscometer filled with fluidt of known density; precision chrome-steel 
bearing balls of several diameters (e.g., zg in., 2 in., 3 in.); two timers; switching 
circuit; micrometer; scale for measurement of fluid height and calibration spacing; 
forceps; magnet for recovery of balls; hypodermic syringe. 


Procedure. The Ostwald viscometer is shown in Fig. 34. Since the 
glassware itself is very easily broken, the method of clamping shown is 
highly recommended. 

The value of the constant B is to be calculated from Eq. (19). A 
value for V sufficiently accurate for the calculation of B may be obtained 
with the aid of a hypodermic syringe. The length / may be measured 
directly with a steel scale. Then the constant A is to be determined 
from measurement of the time of flow with water. 

After the viscometer has been thoroughly cleaned with hot sulfuric 
acid—potassium dichromate solution, it is thoroughly rinsed by drawing 
water through it, followed by acetone, and finally is dried by aspirating 
clean air through it. Compressed air is not used because foreign particles 
or traces of oil may cause serious errors. The viscometer is clamped 
vertically in the thermostat, and a specified quantity of sample is added 
from a pipette. The volume of sample used should be such that the 
liquid surface in the lower reservoir is in the widest part in order that the 
change in A during a run will be minimized. The same volume of sample 
is used for all samples. A dust-free rubber tube is attached to the smaller 
tube, and by means of a rubber suction bulb the liquid is drawn up into 
the enlarged bulb and above the upper mark. 


t Fluid materials having viscosities in the appropriate range are available from 
Dow Chemical Company, Midland, Michigan. 
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The liquid is then allowed to flow down through the capillary. The 
timer is started when the meniscus passes the upper mark and is stopped 
when it passes the lower mark. If several check determinations on the 
time of flow do not agree closely, the tube should be cleaned again. 

The viscosities of acetone, chloroform, and of about four binary mix- 
tures of acetone and chloroform (about equally spaced on a mole-fraction 
basis) are measured. The solutions may conveniently be made up by 
volumetric techniques, since density data for the pure liquids may later 
be used to calculate the mole fractions. 

For Eq. (9) or (18) to be used, the density and the time of flow must be 
measured at the same temperature. The density measurements are 
most easily made with a density balance, although 
a pycnometer method (page 90) may be used. 

Next, the viscosity of a pure liquid such as n-butyl 
alcohol is determined at a number of temperatures 
over the range 0 to 45°C in order to find the activa- 
tion energy for viscous flow. The required density 
data may be taken from published tables. For the 
time of flow measurements, it is important to have 
a thermostat which maintains the temperature 
reasonably steady over a sufficiently long period for 
the sample to reach thermal equilibrium and for 
several flow determinations to be made. Measure- 
ments at 0°C may be made with a large unsilvered Fie. 35. Falling-ball 
Dewar flask containing an ice-water bath. The Viscometer. 

Dewar should be surrounded with a sheet of heavy 

celluloid or other suitably strong and transparent material to provide 
protection against the danger of flying glass from an implosion. It is 
imperative that glasses or safety goggles, preferably of a type having side 
shields, be worn while this work is being done. 

Finally, the viscosity of a polymer liquid is measured by means of the 
falling-ball viscometer, shown in Fig. 35. The outermost cylinder is a 
section of 60-mm Pyrex tubing which is placed around the viscometer to 
protect it from air drafts. The inner cylinder, which holds the sample, is 
a standard 100-ml graduated cylinder, having a diameter of roughly 30 
mm. The graduated cylinder is mounted perpendicular to the base 
plate, and a small bubble level fastened to the latter is used to facilitate 
getting the cylinder vertical. A thermometer (not shown) is taped to 
the outside wall of the inner cylinder. 

The cylinder must be filled well in advance and allowed to stand for 
hours (or days!) until the bubbles have all escaped. A satisfactory 


} The glass parts for a viscometer of this type are available from Norman D. 
Erway, Oregon, Wisconsin. 
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procedure for. determining the density of the fluid is to calibrate the 
cylinder before filling, weigh the cylinder before and after filling, and note 
the level of the fluid after it has become clear of bubbles and has reached 

the temperature at which the viscosity is to be measured. 
The apparatus must be vertical, so that the balls travel along the axis 
of the tube. Adequate time should be allowed for the fluid to come to a 
uniform temperature if the ambient 


oi temperature is different from that at 
S: 
zs | : which the unit was stored. 
1 Three steel balls of each size to be 
110v a used are rinsed in benzene, dried on a 
| A 5 towel, and not subsequently handled 
: De " with the fingers. The average 


Fic. 36. Switching circuit for falling-ball weight per ball is found by weighi ng 
viscometer. The two electric timers ® set of several of the same size. 
are plugged into the outlets A and B. The diameters of the balls may be 

taken from the manufacturer’s speci- 
fication or measured carefully with a micrometer, and the densities cal- 
culated later from the measured weights. After a practice run, data are 
obtained for at least two balls of each size. 

Since the 10-ml calibration lines of the graduated cylinder run the full 
circumference, parallax error may be avoided in determining the times 
at which the ball passes these lines. With the timer switches in the 
positions shown in Fig. 36, and both timers set to zero, a ball is dropped 
through the aligning tube at the top. As it crosses the first line, one 
timer is started by closing switch S:. As the ball crosses each sub- 
sequent line, switch S, is thrown to stop one timer and start the other. 
After each such change, the reading of the stopped timer is recorded, and 
this timer is then reset to zero. At the end of the run, switch 8, is 
opened. The temperature of the fluid is noted. The average distance 
between calibration lines is measured. The mean cylinder radius may be 
calculated from the spacing of calibration lines on the assumption that 
the column has a uniform circular cross section. 

After a number of balls have been accumulated, they may be drawn up 
along the wall by the action of a small magnet. 

Calculations. The viscosities of the solutions are calculated and 
plotted against mole fraction. Viscosity and density data for water are 
available in a number of standard references. 

Values of AG*, AH*, and AS? are calculated from the data for n-butanol 
with the aid of a plot of log (n/p) versus 1/T. 

The falling-ball data should be examined carefully to determine the 
average velocity of fall in that region of the tube in which the velocity 
is sensibly uniform. The viscosity may be calculated from this average. 
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Comparison of results for different ball diameters provides a valuable 
check on the accuracy of the wall correction. 


Practical Applications. Studies of the viscosities of high polymers and of solu- 
tions of macromolecules have provided interesting information as to the structure 
and motions of these molecules. Non-Newtonian behavior is not uncommon among 
these systems. : 

Suggestions for Further Work. The equation of Kincaid, Eyring, and Stearn®® 
for nonideal mixtures is not difficult to use. In addition to the viscosity and density 
data for the two pure liquids and their mixtures, the only additional quantities 
required are the excess free energies of mixing (i.e., above the ideal values). These 
are easily calculated from vapor-pressure data* for the mixtures, provided it is assumed 
that nonideality in the vapor can be neglected. 

Several liquids of widely different viscosity may be used to verify that Eq. (18) 
fits the data satisfactorily and to determine the constants A and B empirically. 
Obviously, the data must be of good accuracy, and reasonable care must be taken to 
obtain samples of good purity. A graphical procedure should be used for analyzing 
these data. 

References 


. Bacon, J. Franklin Inst., 221, 251 (1936). 
2. Bird, Stewart, and Lightfoot, ‘Transport Phenomena,” John Wiley & Sons, Inc., 
New York (1960). 
3. Chu, Wang, Levy, and Paul, “Vapor-Liquid Equilibrium Data,” J. W. Edwards, 
Publisher, Inc., Ann Arbor, Mich. (1956). 
4. Dorsey, Phys. Rev., 28, 833 (1926). 
5. Erk, “Zahigkeitsmessungen,” in “Handbuch der Experimentalphysik,’’ Vol. 4, 
Pt. 4, pp. 465-468, Akademie-Verlags. G.m.b.H., Berlin (1932). 
6. Glasstone, Laidler, and Eyring, “The Theory of Rate Processes,” pp. 480-516, 
McGraw-Hill Book Company, Inc., New York (1941). 
7. Halliday and Resnick, ‘Physics,’ Combined Ed., pp. 376-378, John Wiley & 
Sons, Inc., New York (1960). 
8. International Critical Tables, McGraw-Hill Book Company, Inc., New York 
(1928). 
9. Kincaid, Eyring, and Stearn, Chem. Revs., 28, 301 (1941). 
10. Powell, Roseveare, and Eyring, Ind. Eng. Chem., 33, 430 (1941). 
11. Schiller, “Stromung in Rohren,” in “Handbuch der Experimentalphysik,” Vol. 4, 
Pt. 4, pp. 39-57, Akademie-Verlags. G.m.b.H., Berlin (1932). 
12. Swindells in Weissberger (ed.): “Technique of Organic Chemistry,” 3d ed., 
Vol. I, Pt. I, Chap. 12, Interscience Publishers, Inc., New York (1959). 
13. Swindells, Coe, and Godfrey, J. Research, Natl. Bur. Standards (U.S.), 48, 1 
(1952). 


ray 


27. CONDUCTANCE BEHAVIOR OF WEAK 
AND STRONG ELECTROLYTES 


In this experiment practice is obtained in the measurement of the 
electrical conductance of solutions. The influence of concentration on 
the conductance of weak and strong electrolytes is studied, and the 
apparent dissociation constant of a weak acid is determined. 
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Theory.**” The specific resistance of an electrolytic solution is 
defined as the resistance in ohms of a column of the solution 1 cm long 
and 1 cm? in cross section. The specific conductance « is the reciprocal 
of the specific resistance and could be evaluated from a resistance meas- 
urement with a cell having a volume of 1 cm? and constructed with plane- 
parallel electrodes 1 cm? in area and 1 cm apart. The usual conductance 
cell does not satisfy these requirements, but it is possible to determine 
the value of a constant and characteristic factor k called the cell constant, 
such that 
k=«R (1) 


where F is the resistance of the actual cell containing an electrolytic 
solution of specific conductance x. The numerical value of k for a par- 
ticular cell is determined experimentally by use of a standard solution 
of known specific conductance. For this purpose a solution of potassium 
chloride of accurately known specific conductance’ is used; for 0.02 N 
KCl, for example, the specific conductance x is 0.002768 ohm~! cm~! 
at 25°C. The observed resistance R for the potassium chloride solution 
is multiplied by the known specific conductance to obtain the cell con- 
stant. The specific conductance of any solution may be then calculated 
by using the same equation and substituting the known value of the cell 
constant and the observed resistance. 

The equivalent conductance A, which is the conductance in reciprocal 
ohms of a solution containing 1 g-equiv of solute when placed between 
plane-parallel electrodes of suitable area 1 cm apart, is calculated from 
the relation . 


A=kV (2) 


where V is the volume of solution in cubic centimeters which contains 
1 g-equiv weight of solute. 

In general, pure solvents are poor conductors of electricity, but when 
acids, bases, or salts are dissolved in them, the conductance is greatly 
increased. 

The conductance of these solutions is the result of the movement of 
ions through the solution to the electrodes. When two electrodes of an 
electrical circuit are placed in a solution, the cations (+) are attracted 
to the negative pole (cathode), and the anions (—) are attracted to the 
positive pole (anode). Changes in the equivalent conductance of an 
electrolytic solution due to variations in concentration may result from 
changes both in the number and in the mobility of the ions present. 

The difference in behavior between a weak and a strong electrolyte 
becomes evident when the equivalent conductances of their solutions are 
plotted as a function of the concentration, especially in the dilute region. 
The equivalent conductance for the strong electrolyte approaches a 
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definite value at infinite dilution, but that of the weak electrolyte cannot 
be extrapolated to a definite value because the slope of the curve is still 
changing appreciably at the lowest concentrations at which accurate 
experimental measurements can be made. When the electrolyte is weak, 
the increase observed in the equivalent conductance on dilution is due 
mainly to an increase in the number of ions present, corresponding to a 
higher degree of dissociation as the solution is diluted. This is the basis 
of the theory of Arrhenius, proposed in 1887, which has been so successful 
in describing quantitatively the behavior of solutions of weak electrolytes. 

The increase of the equivalent conductance of solutions of strong 
electrolytes with dilution in the low-concentration range is not due to 
an increase in dissociation, because the dissociation is already complete, 
but to an increased mobility of the ions. In a concentrated solution 
of a highly ionized strong electrolyte, the ions are close enough to one 
another so that any one of them in moving is influenced not only by the 
electrical field impressed across the electrodes, but also by the field of 
the surrounding ions. The ionic velocities are, then, dependent upon 
both forces. Arrhenius attempted to treat the electrolytic-conductance 
behavior of the strong electrolytes in the way in which he had success- 
fully treated the weak electrolytes; such a treatment is, however, incon- 
sistent with the experimental fact discovered by Kohlrausch that a plot 
of the equivalent conductance of a strong electrolyte against the square 
root of the concentration is very nearly linear. More recently Debye 
and Hiickel and Onsager have been able to calculate the effect of the sur- 
rounding ions on the mobility of any given ion and, for dilute solutions, 
have obtained results entirely consistent with the experimental facts. 
Complete dissociation is here assumed. 

The apparent dissociation constant for a typical weak electrolyte such 
as acetic acid may be calculated as 

oC C Ht ° Ca- 


ek Sa eer (3) 


where a = degree of dissociation 

C = concentration of solute, moles/liter 
According to the Arrhenius theory, the value of a at any concentration 
is given by the relation . 


a= (4) 


where A = equivalent conductance at concentration C 

Ao = equivalent conductance at infinite dilution 
In the case of a weak electrolyte the value of Ay cannot be obtained by 
the extrapolation to infinite dilution of results obtained at finite concen- 
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trations, but must be calculated from results obtained with strong elec- 
trolytes by means of the law of Kohlrausch concerning the additivity of 
ionic conductances at infinite dilution. Thus, for a weak acid HR, the 
value of Ao may readily be determined from a knowledge of the values 
of Ao for HCl, NaCl, and the sodium salt, NaR, of the weak acid: 


Aour = Aone + Aowan — Aonact 


Alternatively, the relation 
Aour = lout 2G lor- 


may be used directly. The value of Jou+, the limiting conductance of 
the hydrogen ion, is obtained as the product of Ay for HCl and the limit- 
ing value of the transference number at infinite dilution of the hydrogen 
ion in HCl solutions. For the evaluation of lp.x- similar measurements 
on solutions of the sodium salt of the weak acid are used. The Ao values 
for the strong electrolytes are obtained by extrapolating to infinite dilu- 
tion values of the equivalent conductance versus square root of the 
concentration. 

The relation expressed by Eq. (3) is derived by assuming that the ions 
and undissociated molecules behave as ideal solutes. The calculation of 
the degree of dissociation by means of Eq. (4) would be accurate if the 
ionic mobilities were independent of the concentration. Where really 
high accuracy is attainable, a more elaborate method*’? of calculation 
is employed and additional useful data are provided. For example, we 
are aware that electrically charged solutes deviate widely from the ideal 
behavior even in dilute solution. Precise conductance measurements 
provide an approach to measure this nonideality as an activity coefficient 
in solutions of weak electrolytes. The thermodynamic ionization con- 
stant, as contrasted with the apparent one as defined by Eq. (3), may be 
written as 

= Cutyat y Cx-ya- 
em Cra‘ Yua 5) 


where y is an activity coefficient on the volume concentration scale 
(page 110). 


From Eqs. (3) and (5) we now have 


log Ka = log K — log YOU" (6) 
YURA 
and lim K, = K (6a) 
c-0 


So from a series of conductance measurements at different solute con- 
centrations, C, we may estimate the value of this limit. Having deter- 
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mined a value for K, the experimental value of Ka at any concentration 
allows one to compute the factor ys+-ya-/yna. To a good approxima- 
tion yaa can be considered as unity. The square root of Yutya- 18, by 
definition, the mean ionic activity coefficient for the weak electrolyte. 
MacInnes and Shedlovsky® give K = 1.752 X 10-5 for acetic acid in 
aqueous solution at 25°C. 


Apparatus. Wheatstone-bridge assembly; conductance cell; oscillator with a 
frequency of about 1000 cycles/sec; earphones; conductance water; platinizing solu- 
tion; 0.02000 N potassium chloride solution; 0.05 N solution of acetic acid; 
0.02 N solution of hydrochloric acid; thermostat at 25°C; 50- and 100-ml volumetric 
flasks. 


Procedure. The conductance assembly for this experiment consists 
of a vacuum-tube oscillator to provide an input voltage at 1000 cycles/sec 


Fig. 37. Bridge circuit for conductance measurements. 


for the bridge, a Wheatstone bridge, an amplifier connected to the output 
terminals of the bridge, and a Wagner grounding circuit, all shown dia- 
grammatically in Fig. 37. : 

When the bridge has been balanced by adjustment of the resistance 
Rs and the ratio R2/Ri, as indicated by a minimum output, the cell 
resistance R, is given as R4 = (Ro/R1)R3. The ratio R2/R, is adjustable 
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in decimal steps and appears directly on the dial marked with the word 
“multiply.” The resistance R; is read in ohms from the four dials. 

There is usually some uncertainty in the balance point because of the 
presence of a background tone, which results from the flow of alternating 
currents through stray capacitances not shown in Fig. 37. This effect 
is considerably reduced, and the sharpness of balance correspondingly 
improved, by the proper adjustment of the Wagner grounding circuit, 
controlled by a switch. 

The amplitude of the input voltage may be varied by means of the gain 
control on the oscillator. 

The conductance cell is filled with the solution whose conductance 
is to be measured. After the elimination of any bubbles in the cell, the 
latter is placed in the thermostat. While the solution is coming to the 
desired temperature, a test measurement on a resistor may be made for 
practice. The resistance to be measured is to be connected to the termi- 
nals marked X on the Wheatstone-bridge box. _ 

The following directions may be of use in finding the balance point of 
the bridge; they assume the use of a typical “‘student-type’” Wheatstone 
bridge with a Wagner ground auxiliary circuit. 

1. The amplifier gain is set to give a tone well below the maximum 
obtainable. 

2. With the X1000 dial not at zero, that position of the ‘multiply’ 
switch is selected which gives the minimum intensity, and the X1000 
dial is then adjusted for a minimum. If a minimum is not obtained, it 
may be necessary to try an adjacent position of the “multiply” switch. 

3. The push-button “ground” switch is depressed, and the best ““Wag- 
ner ground” switch position is selected. The push-button switch is then 
released. 

4, Adjustment of the bridge is continued for minimum intensity, 
taking the four decade resistors in decreasing order. It is essential that 
at each step the setting is verified by approach from both the high- and 
low-resistance sides; proper execution of this step may require thought 
when the balance point appears to correspond to a dial setting of 0 or 9. 

5. An estimate of uncertainty is recorded for each measurement. 
This should not exceed 0.3 per cent, except for pure water. 

The Freas-type conductance cell shown in Fig. 38 is particularly suit- 
able for the conductance measurements. The four corners of the thin 
platinum squares are anchored to a glass frame. The cell is readily filled 
and emptied, and the volume of solution required is small. For all 
conductance measurements the cell is immersed in a thermostat, prefer- 
ably at 25°C regulated to 0.02°. 

The electrodes of the conductance cell must have an adherent coating 
of platinum black and should be immersed in distilled water whenever 
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the cell is not in use. If the electrodes are allowed to dry out, it is difficult 
to rinse out electrolytes from them, and it is advisable to dissolve off 
the coating with aqua regia (under the hood) and plate out a fresh deposit. 
The electrodes and cell are rinsed out thoroughly, first with distilled water 
and then with conductance water, which is especially pure water prepared 
by multiple distillations. The conductance cells 
must be handled with great care; the electrodes 
must not be touched, and they must not be moved 
with respect to each other during the course of an 
experiment. 

The cell is filled with conductance water, inspected 
to make sure there are no air bubbles at the elec- 
trodes, and its resistance is measured; it is then 
rinsed and refilled, and the resistance is measured 
again. This process is repeated until the resistance 
has become essentially constant, showing that con- 
taminating electrolytes in the cell have been rinsed 
out. The cell resistance will not become absolutely 
constant because the conductance water is very 
pure and traces of electrolytes insignificant in the 
later measurements will produce noticeable fluctu- 
ations. The specific conductance of the water 
used should be about 5 X 10-* ohm—! cm~! or less, 
corresponding to a resistance of 200,000 ohms or fy. 38. The Freas- 
more in a cell of unit cell constant. At these high type conductance cell. 
resistances an accuracy of more than two significant 
figures is difficult to obtain without special precautions. For the other 
solutions studied, a precision of the order of a few tenths of a per cent 
should be obtained in the resistance measurements. 

When the cell is clean, as shown by a reasonably constant high resist- 
ance with conductance water, it is rinsed two or three times with 0.02 N 
potassium chloride solution, and the resistance is then determined with 
this solution filling the cell. Additional measurements are made on fresh 
samples of the solution until successive determinations agree closely. 
The purpose of these measurements is to secure data for the calculation of 
the cell constant. 

The cell is emptied and rinsed with the next solution for which the con- 
ductanceis to be measured. It is advisable to make check determina- 
tions on each solution to make sure that the cell was thoroughly rinsed. 

One hundred milliliters of 0.05 N acetic acid is prepared by quantitative 
dilution of 1 N stock solution with conductance water, and its concentra- 
tion is verified by titration with standard sodium hydroxide. After the 
conductance of this solution has been determined, a 0.025 N solution is 
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prepared by quantitative dilution of the 0.05 N acetic acid for a second 
conductance measurement. In this fashion, conductance measurements 
are made on 0.05, 0.025, 0.0125, 0.00625, 0.00312, and 0.00156 N acetic 
acid solutions. The successive dilutions must be made with great care; 
otherwise the propagation of error will become excessive. They may be 
made by using a 100-ml calibrated flask and a 50-ml calibrated pipette. 

Conductance measurements are then made on solutions of hydrochloric 
acid, at concentrations of 0.02, 0.01, 0.005, 0.0025, and 0.00125 N. The 
solutions are prepared as above by quantitative dilution of a stock solu- 
tion with conductance water. These measurements provide data illus- 
trating the conductance behavior of solutions of strong electrolytes and 
data for the calculation of the equivalent conductance at infinite dilution 
for acetic acid. 

Calculations. The cell constant for the conductance cell is deter- 
mined by means of Eq. (1) and the known specific conductance of the 
potassium chloride solution. The specific conductances of the conduct- 
ance water and of the various solutions are then calculated. The specific 
conductance of the solute in each case is evaluated as the difference 
between the specific conductance of the particular solution and that of the 
solvent used. The equivalent conductance of the solute is then cal- 
culated for each solution. 

For each of the solutes a plot is made of equivalent conductance versus 
the square root of the concentration; for the hydrochloric acid an extrap- 
olationt of the experimental data to zero concentration is made for the 
evaluation of the equivalent conductance at infinite dilution. The value 
so obtained is combined with values of Ao for sodium chloride and sodium 
acetate taken from the literature to give the equivalent conductance at 
infinite dilution for the acetic acid. A second calculation of this quantity 
is made by use of the values of Ao for the sodium acetate and hydrochloric 
acid solutions and the values 0.449 and 0.821, respectively, for the trans- 
ference numbers at infinite dilution of the acetate ion of sodium acetate 
and the hydrogen ion of hydrochloric acid at 25°. 

The apparent dissociation constant Ka for the acetic acid is then cal- 
culated at each concentration by use of Eqs. (3) and (4), with the value of 
Ao for acetic acid obtained as described above. No such calculations 
should be carried out for strong electrolytes, since these equations are 
without significance for them. 

The data and the results of this experiment may be conveniently 
tabulated under the following column headings: concentration, milliliters 
containing 1 g-equiv of solute, resistance in ohms, specific conductance, 


t The reliability of the various experimental points should be considered in making 
this extrapolation. 
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equivalent conductance, degree of dissociation, and dissociation constant. 
Wherever possible the results are compared with accepted values,**? 
and any discrepancies arising are discussed in the light of the sources of 
experimental error. 


Practical Applications. Some examples of the use of conductance measurements 
in the solution of chemical problems are indicated in the following paragraph. To 
illustrate their application to engineering chemistry, it may be mentioned that 
observations of this sort have been used to measure the flow of water in streams, to 
determine the total solids in water, and to test for pollution of water. 

Suggestions for Further Work. The influence of substitution and structure on 
the apparent dissociation constants of organic acids may be studied. For example, 
the dissociation constants of mono- and dichloroacetic acids and propionic acid may 
be determined and compared with the dissociation constant of acetic acid. In the 
same way the influence of substituting amino or nitro groups into benzoic acid may 
be studied. 

The end point of a neutralization reaction involving a strong acid and a strong base 
may be determined by observations of electrical conductance. When the base is 
added gradually to the acid solution, the hydrogen ions of very high mobility are 
replaced by the cations of the base, which have normal mobilities, so a change in con- 
ductance arises from the difference in the mobilities of the ions. The conductance 
decreases until the hydrogen ions have disappeared; it then increases as excess base 
is added, since now hydroxy] ions of higher mobility are accumulating. 

The conductometric test for an end point is not limited to neutralization reactions. 
It can be used with reactions which involve the precipitation of an insoluble salt or 
the formation of complex ions. 
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28. TRANSFERENCE NUMBER OF THE HYDROGEN ION 
BY THE MOVING-BOUNDARY METHOD 


The moving-boundary method offers the most accurate method for the 
determination of transference numbers of both cations and anions, and 
such a determination, together with a measurement of specific conduc- 
tivity, may be used to calculate ionic mobilities. 
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Theory. In the moving-boundary method, an initially sharp bound- 
ary between two electrolyte solutions having either the same anion or the 
same cation is subjected to an electric field. If the two solutions have 
different cations, a boundary will move toward the cathode with the 
velocity of the cation in the solution into which the boundary moves. 
In order to obtain a sharp moving boundary, it is necessary that the 
boundary be made to move into the solution containing the cation with 


Insulated lead 


Ag-AgCl electrode 


Lucite disk 


2-in. Pyrex tube 


1-ml Pyrex pipette (sealed 
at top and bottom to brass 
with Apiezon wax) 


Shallow aluminum dish with 
glass tubes and electrode 
cemented with Apiezon wax 


Brass legs 
(sealed with Apiezon wax) 


Fig. 39. Apparatus for the moving-boundary method for the determination of trans- 
ference numbers. 


the higher mobility. The latter solution is called the leading solution, 
and the other solution, the indicator solution. 

In this experiment electrolysis is used to form the indicator solution. 
The anode in the moving-boundary apparatus is made of metallic cad- 
mium, so that CdCl, is formed by the passage of current. A boundary 
between the solutions of cadmium chloride and hydrochloric acid will 
leave the face of the electrode and move up the tube as illustrated in Fig. 
39. Since the cadmium ion has a much lower mobility than the hydrogen 
ion, this moving boundary is very sharp. As the boundary moves 
upward, the chloride ion moves downward across the boundary and even- 
tually accumulates around the anode. Electrical neutrality is preserved 
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in the solution near the electrode because only a fraction of the cadmium 
ions which are formed by the electrolysis of the anode is necessary for the 
maintenance of the growing column of indicator solution. This con- 
centrated solution of cadmium chloride which accumulates at the anode 
may be seen at the conclusion of the experiment by tipping the tube so 
that the heavy solution falls down the tube. 

When one faraday F of electricity passes through a tube containing such 
a boundary, there will be a movement of one equivalent of electrolyte 
through a hypothetical plane in the solution. The transference number 
T. of the cation is, by definition, the fraction of the current carried by the 
cation. Thus 7, equivalents of the cation will move through a plane 
toward the cathode per faraday of electricity passing through this plane. 

The charge carried past a plane by current J in time dé is Idt. The 
charge carried past a plane in the HCl solution by cations, if the boundary 
sweeps out a volume dV in the time interval dt, is 


C 
1000 ay 
where C is the concentration in equivalents per liter. 
The ratio of the charge carried through a plane by cations to the 
total charge transported through the plane is 7’. 


CF (dV 
eS roour (Sr) | (1) 


One faraday F is equivalent to 96,490 coulombs (or amp-sec). The same 
equation may be used to calculate anion transference numbers if the 
solutes forming the boundary have the same cation but different anions. 

The ionic mobility u, which is the ratio of the ion velocity to the 
electric field strength, may be calculated from the data of a moving- 
boundary experiment as follows. The electric field strength dE/dz is 
given in volts per centimeter by 


& 
by 


(2) 


eee: 
dx Ax 
where A = cross-sectional area of tube, cm? 
« = specific conductivity of leading solution, ohm~! em~! 
The mobility u (in cm? sec— volt~!) of an ion is calculated by means of 
the equation 
— Ax/At _ Andy _ «AV © 3). 
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In our experiment, the CdCl, solution below the boundary has a specific 
conductivity «, which is lower than that of the hydrochloric acid solution, 
because it is more dilute, and the Cd*++ ion has a lower mobility than the 
H* ion. By reference to Eq. (2) it is seen that the electric field strength 
is greater in the CdCl, solution below the moving boundary than in the 
HCl solution above the boundary. Therefore, if H+ ions diffuse into 
the CdCl, solution below the boundary, they will encounter a high field 
strength and will be rapidly sent up to the boundary. On the other hand, 
if Cd*t+ ions diffuse ahead of the boundary, they will have a lower 
velocity than the hydrogen ions because of their lower mobility and will 
soon be overtaken by the boundary. This so-called “adjusting effect” 
keeps the boundary sharp. 


Apparatus. Glass assembly shown in Fig. 39 fitted with cadmium and silver- 
silver chloride electrodes; d-c power supply; 0.1 N HCl solution; methyl violet 
indicator. 


Procedure. The adaptation of this method for use as a laboratory 
experiment is described by Longsworth.' The glass capillary tube is 
made of a 1-m! Pyrex pipette graduated every 0.1 ml and having an inside 
diameter of about 2 mm. The capillary is rinsed several times with 
0.1 N hydrochloric acid containing methy] violet indicator. Only enough 
methyl violet to give a distinguishable color in the capillary tube is 
required. The indicator should be added to the acid just before the start 
of the experiment, because the color will fade. The rinsing of the capil- 
lary may be aided by the use of a wood or glass rod which just fits in the 
capillary and is used as a plunger. It is important to dislodge any 
bubbles at the lower end of the tube. Next the electrode chamber is 
filled with hydrochloric acid, and the silver-silver chloride electrode is 
inserted. 

It is necessary to immerse the tube in which the boundary moves in a 
water bath, in order to dissipate the heat which is developed in the tube 
by the passage of the electric current. 

The electrodes are connected to a source of direct current capable of 
delivering 2 to 4 milliamp. It is most convenient if the current through 
the capillary is kept constant during the experiment. If the applied 
voltage is constant, the current through the capillary will decrease during 
the experiment, because as the boundary ascends the tube, the length of 
the column of indicator electrolyte increases correspondingly, and this 
solution is a poorer conductor than the one it replaces. The potential 
applied to the cell must therefore be continually increased in order to 
maintain a constant current. This may be done by one of two methods: 
(a) part of the current supply may be shunted across a rheostat which 
has a sliding contact, and by manual adjustment of this contact a con- 
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stant current through the cell may be maintained; (b) a power supply 
designed to produce a constant current with minimum adjustment, such 
as that of Bender and Lewis,! may be used. This method has the advan- 
tage that attention may be focused on the determination of the boundary 
velocity. The current may be measured by means of a low-range 
milliammeter, or if greater accuracy is required, by measuring the 
potential drop across an accurately known series resistance with a 
potentiometer. 

The time, to the nearest second, at which the boundary crosses suc- 
cessive graduations is obtained with the aid of a stop watch. 

A second experiment is performed at a different current. 

Calculations. Values of the transference number of the hydrogen 
ion are calculated by the use of Eq. (1) and a plot of V versus t. In the 
regions of the tube near the cadmium electrode, the movement of the 
hydrogen ion may be retarded because of the diffusion of the CdCl, 
solution. 

The specific conductivity of 0.1 N hydrochloric acid is 0.03913 ohm-! 
em! at 25°. The specific conductivity of a solution slightly different 
from 0.1 N may be caleulated by assuming that the specific conductivity 
is directly proportional to concentration. The hydrogen-ion mobility is 
calculated from the experimental data by using Eq. (3). The chloride- 
ion transference number and mobility are calculated by using the relation 
Ta+ + To- = 1. 


Practical Applications. The moving-boundary method for the determination 
of ionic mobilities has been particularly useful in the study of proteins.? Electro- 
migration methods have been used for the separation of isotopes.* 

Suggestions for Further Work, If the current is regulated very closely and 
the moving-boundary tube is calibrated, the variation of the transference number 
and mobility of hydrogen ion may be determined, using 0.01 and 0.05 N hydrochloric 
acid. The apparatus may also be used to determine the transference number of 
cations which yield colored solutions. 

The transference number of potassium ion in 0.1 N potassium chloride may be 
determined with the same apparatus. In this case, the boundary is visible only 
because of the difference in the refractive indices of the two solutions. Longsworth® 
has described a simple optical arrangement for the location of the boundary. 
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29. TRANSFERENCE NUMBER OF THE SILVER ION 
BY THE HITTORF METHOD 


The transference number of the silver ion may be determined by 
chemical analysis of solutions before and after electrolysis. High accu- 
racy is required in the analytical procedure. 

Theory. When an electric current is passed through an electrolyte 
solution, the current is carried by ions, and an oxidation reaction occurs 
at the anode while reduction occurs at the cathode. If the electrolysis 
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Fig. 40. Hittorf apparatus for the determination of transference numbers. 


of silver nitrate solution is carried out by using silver electrodes, the 
number of equivalents of silver ion formed at the anode (-+) is equal to 
the number of gram atoms of metallic silver formed at the cathode (—). 
However, the concentration of silver ions in the regions surrounding the 
two electrodes depends not only upon the duration of electrolysis and 
upon the current used, but also upon the mobilities of the silver and 
nitrate ions. Hittorf (1853) was the first to make use of this fact to 
determine transference numbers. 

The construction of the electrolysis cell used in this experiment is 
illustrated in Fig. 40. At the anode an equivalent of silver ion goes into 
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solution per faraday of current passed and less than one equivalent of 
silver ions is transported out of the arm by ion migration. Therefore the 
solution around the anode becomes more dense during electrolysis, and 
so the anode is placed at the bottom of the chamber and the connecting 
arm is placed at the top. On the other hand, silver is plated out on the 
cathode faster than it migrates into the cathode chamber, so that the solu- 
tion in the surrounding region becomes lighter than the initial solution 
and tends to rise to the top. Therefore the cathode is placed at the top 
of its chamber and the connecting arm is placed at the bottom. When 
the apparatus is constructed in this way, the concentration changes are 
restricted to as small as possible volumes in the anode and cathode 
chambers, and the concentration of the solution in the connecting arm 
is unchanged if the duration of the electrolysis is not too long. 

The transference number of an ion may be defined as the fraction of 
the total current through the solution carried by that ion. If x faradays 
of charge are passed between the electrodes, then x equivalents of silver 
ion would disappear from the cathode chamber if there were no migration 
of silverion. However, if only y equivalents of silver disappear from the 
cathode chamber, y being less than x because of migration of silver ions 
toward the negative electrode, x — y is the number of equivalents of 
silver ion which have migrated into the cathode chamber during the 
passage of x faradays of charge. Thus the fraction of the current carried 
by silver ions is 


t—Yy 

T, = - (1) 

The transference number of the silver ion, T,, may also be calculated 

from the change in concentration in the anode chamber. Here zx equiv- 

alents of silver ion are formed by the electrode reaction, but the increase 

in the number of equivalents of silver ion in this compartment is only z 

because of the migration of silver ions away from the positive electrode. 

The number of equivalents of silver ion which have migrated out of the 

anode chamber is x — z, so that the fraction of the current carried by the 
silver ions is 


toa (2) 


If analyses were simultaneously carried out for nitrate ion, it would be 
found that the nitrate concentration would have increased in the anode 
chamber and decreased in the cathode chamber. The transference 
number of the anion may also be calculated from 


T%+T_=1 (3) 


since the sum of the transference number of anion and cation must be 
unity. 
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In order to calculate the ionic mobilities, it is also necessary to have 
information concerning the specific conductance of the solution as dis- 
cussed in Exp. 27. 


Apparatus. Transference-number cell with silver electrodes; source of 90 to 110 
volts direct current; milliammeter; 0.05 molal silver nitrate; 0.02 N potassium thio- 
cyanate; silver coulometer; ferric sulfate. 


Procedure. The transference number of silver ion in 0.05 -molal 
silver nitrate solution is to be determined in this experiment, and the 
transference number of the nitrate ion calculated, using Eq. (3). The 
apparatus which is illustrated in Fig. 40 is filled with a 0.05 molal solution 
of silver nitrate, and the silver electrodes are put in place. 

The silver coulometer is filled with a solution containing 15 per cent by 
weight of silver nitrate in water. The silver anode is wrapped in filter 
paper to prevent particles from falling from the anode onto the cathode. 
The platinum crucible is cleaned with dilute nitric acid, rinsed thor- 
oughly, heated at 110°, cooled in a desiccator, and weighed. The silver 
crystals deposited on the cathode will not adhere unless the surface is 
clean, 

The electrical connections are made as illustrated in the figure, and a 
current of 0.01 amp is passed through the solution for a period of time of 
120 min or more, accurately measured by means of an electric clock. 
Currents of greater magnitude should not be used on account of the heat- 
ing effect of the current, which causes convection currents. It is con- 
venient to use a current-regulated power supply, since then the total 
quantity of electricity involved is accurately given by the product of cur- 
rent and time. 

While the electrolysis is in progress, 10-ml aliquots of the 0.05 molal 
silver nitrate solution are titrated, using a standard solution of KCNS 
(about 0.02 N). This solution may be standardized against a weighed 
quantity of AgNO;. A few milliliters of ferric sulfate solution made 
slightly acid with nitric acid is used as an indicator. 

For the computations it is the change in total amount of the solute 
in each compartment which is required. The concentration analyses 
serve to demonstrate that data representative of the whole compartment 
have been obtained. 

The necessary data are obtained in the following manner. After the 
current has been turned off, slightly more than 50 ml of solution is with- 
drawn from the anode chamber by means of the stopcock at its bottom. 
Of this volume exactly 50 ml is measured into a flask, which is then 
stoppered for later titration. Then some five successive 10-ml portions 
are removed. All these samples are now titrated in order, stopping 
when the titer of a 10-ml portion reaches that of the original silver nitrate 
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solution. Since the concentration changes in the electrode compart- 
ments are small, it is necessary that these analyses be performed with 
utmost care. 

Solutions from the cathode chamber are removed for titration by means 
of pipettes. A 50-ml pipette is inserted under the surface of the solution 
just far enough to remove 50 ml of solution. This is then emptied into 
a beaker for titration. A 10-ml pipette is then inserted into the cathode 
solution just far enough to remove 10 ml of solution. The pipette is 
drained, and the solution titrated. This procedure is repeated until the 
titer of two of these 10-ml aliquots agrees within the experimental error 
with that of the initial solution. If the titrations cannot be completed 
in one laboratory period, the solutions should be withdrawn from the 
Hittorf apparatus as described and placed in separate closed flasks for 
titration during the next period. 

The silver nitrate solution from the coulometer is then poured into the 
silver residue bottle, and the crucible is washed carefully with distilled 
water. Then it is heated in an oven at 110°, cooled in a desiccator, and 
weighed. 

If possible, the electrolysis experiment should be repeated. 

Calculations. The transference number of the silver ion is calculated 
from the analyses of the solutions in both the anode and cathode com- 
partments. The quantity of electricity in faradays (zx) is obtained from 
the weight of silver deposited in the coulometer and from the product of 
current and time. One faraday (96,490 coulombs) corresponds to 
107.88 g of silver. 

The decrease (y) in the number of equivalents of silver ion in the 
cathode compartment is calculated. The total number of equivalents of 
silver in the aliquots titrated is computed, and subtracted from the 
number of equivalents of silver ion in the same volume of the initial solu- 
tion. This calculation involves an approximation since it is assumed that 
equal volumes of the various solutions contain equal weights of water. 
The transference number of silver ion is computed by use of Eq. (1). 

The increase (z) in the number of equivalents of silver ion in the anode 
compartment is calculated. The total number of equivalents of silver in 
the aliquots titrated is computed, and from this number is subtracted the 
number of equivalents of silver ion in the same volume of the initial solu- 
tion. The transference number of silver ion is calculated by use of 
Kq. (2). 

The nitrate-ion transference number is calculated by using Eq. (3). 


Practical Applications. Transference numbers have an important application to 
the so-called “electromotive-force cells with transference.’’ In this type of cell, 
there is a potential difference, which cannot be directly measured, established at the 
surface of contact of the two solutions of different concentration. This potential 
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difference is due to a migration of the ions from the concentrated to the dilute solu- 
tion, and it becomes zero only when the anion and cation have the same velocity. 
It is, however, possible to approximate the magnitude of this potential by certain 
formulas which have been proposed and which always involve a knowledge of the 
magnitude of the transference numbers. For further details, Reference 5 may be 
consulted. 

A less general application is the use of transference data to obtain information 
concerning the composition of complexions. For example, if a solution of KAg(CN): 
is electrolyzed, it is found that the concentration of the silver actually increases in 
the anode compartment, showing that the silver is contained in a complex negative 
ion. 

Suggestions for Further Work. The transference number of cupric ion may be 
determined by the Hittorf method, using the same apparatus, by substituting copper 
electrodes and filling the apparatus with 0.05 M cupric sulfate solution. After the 
experiment, the anode and cathode solutions are analyzed for copper. One convenient 
method is to add ammonium hydroxide drop by drop until the precipitate just clears 
and then add 5 ml of glacial acetic acid and 3 g of potassium iodide. The iodine 
liberated is titrated with thiosulfate, using soluble starch as an indicator. Each 
mole of iodine (Iz) formed corresponds to 2 moles of copper. 

This experiment is sometimes performed in a single vertical tube with stopcock 
at the bottom and with copper anode and cathode placed at its lower and upper ends, 
respectively. The connections to the coulometer are again in series. At the com- 
pletion of the experiment, anode, middle, and cathode solutions are successively 
removed through the stopcock for analysis. 

In certain cases transference numbers may be determined by electromotive-force 
measurements. . Mason and Mellon‘ have shown that this method may be used as a 
convenient laboratory experiment to determine the cation transference number in 
HCl solutions. The cells used are: 


I. He (1 atm);HCl(a1);HCl(a2);He (1 atm) 
II. He (1 atm);HCl(a1);AgCl, Ag—Ag, AgCl;HCl(a2);H» (1 atm) 


Jell I involves transference, whereas cell II does not. The electromotive forces of 
these cells are: 


RT 
F 

_ RT), a 
Ii. B= 2-7 In 5 


I. BE, = 27, ->In@ 
a1 


The transference number of the cation is obtained by division. 


7, =2 
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30. THE DROPPING-MERCURY ELECTRODE 


This experiment illustrates the use of the current-voltage curves 
obtained with the dropping-mercury electrode in the qualitative and 
quantitative analysis of reducible and oxidizable solutes. Both the 
diffusion current and the decomposition potentials are involved. 

Theory.*-* In electrolysis a potential difference is impressed between 
two electrodes immersed in a solution. The decomposition potential is 
defined as the potential difference required to cause continuous elec- 
trolysis to take place. This potential depends not only on the standard 
electrode potentials involved, but also on the composition of the solution 
and on surface effects. In ordinary electrolysis the current which flows 
increases continuously as the voltage is increased beyond the decomposi- 
tion potential, but as originally shown by Heyrovsky, if one electrode 
is a microelectrode, i.e., of very small dimensions, such as the dropping- 
mercury electrode, current-voltage curves can be obtained whose unusual 
characteristics lead to important practical applications. 

In the dropping-mercury electrode, mercury flows through a section 
of fine-bore capillary tubing in a succession of small drops which grow 
to a maximum diameter of about 0.5 mm before breaking away. 

Now, as a continuously increasing potential difference is applied to the 
cell, the current through it will be very small until the voltage drop at the 
mercury-drop cathode is large enough to cause reduction of the constit- 
uent with the lowest reduction potential. The current then rises 
rapidly, but it is again limited by concentration polarization at the small 
cathode. When there is present a large amount of supporting electrolyte 
which is not involved in the cathode reaction, the rate of diffusion of the 
reducible reactant to the electrode and its concentration determine the - 
limiting current. 

For the cathode a small mercury drop is suspended from a capillary 
tube, in turn connected to a reservoir of mercury. Fresh drops are being 
continually formed, and conditions vary during the formation and 
detachment cycle of the drop; however, on the average, they are constant 
over longer periods of time. The diffusion current has been shown to be 
proportional to the maximum surface of the drop and to the square root 
of the rate of drop formation. A theoretical equation describing the 
average diffusion current was derived by Ilkovic:? | a 


Ip = knD*m*t4C 
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where Ip = diffusion current, vamp 

n = number of electrons transferred in electrode reaction 

k = constant = 607 when Ip is mean diffusion current 

D = diffusion coefficient of reducible species, cm?/sec 

m = rate of flow of mercury from tip, mg/sec 

t = drop time, sec 

C = concentration of reactant, millimoles/liter 
Thus the current Ip varies according to the product m*t”. The propor- 
tionality between Ip and C is a direct consequence of the concentration 
polarization of the dropping-mercury electrode. 

The half-wave potential Ey, for the current-voltage “wave” for a 
particular constituent is the value of the applied voltage for which the 
current (corrected for the residual-current contribution) is equal to one- 
half the limiting diffusion current. When the electrode reaction is 
reversible, a study of the effect on the half-wave potential of variation 
in the composition of the solution has been made to yield information of 
thermodynamic interest on complex ions, etc.,** through consideration 
of the system as a special type of electromotive-force cell. For simple 
ions, such as Tl+, Znt+, etc., which are reduced rapidly and reversibly 
at the dropping-mercury electrode with the formation of an amalgam at 
the drop surface, the half-wave potential is constant and independent of 
the concentration of the reducible ion when the temperature and sup- 
porting electrolyte concentration are constant. In principle, the half- 
wave potential in such cases thus provides a means of identifying the 
material responsible for a wave, but in practice this is of little value unless 
auxiliary information is available to limit the possibilities. 

Practice. The experimental arrangement used in the determination 
of current-voltage curves with the dropping-mercury electrode is shown 
in Fig. 41. Variation of the resistance F& in series with the battery B 
permits adjustment of the potential drop, measured by the voltmeter V, 
across the precision voltage divider D. Any desired fraction of this 
potential drop then can be applied across the electrolysis cell by adjust- 
ment of the setting of D. The resulting current is measured by the 
galvanometer G; the shunt S is used to bypass current around the gal- 
vanometer when reduced current sensitivity is required. For a given 
applied voltage, the current increases to a maximum value as the drop 
grows in size. The average current during the life of the drop is the 
important quantity measured; a long-period galvanometer is used to 
facilitate the determination of this average current. 

Following the terminology introduced by Heyrovsky, the current- 
voltage curve obtained with the dropping-mercury electrode is commonly 
called a polarogram, and the instrument used in its determination a 
polarograph. The latter term applies in particular to the automatic 
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instruments in which the applied potential is gradually changed by use 
of a motor-driven potential divider, and the corresponding galvanometer 
deflections are recorded on photographic paper mounted on a drum whose 
rotation is coupled mechanically to that of the potential divider. Alter- 
natively, the galvanometer is replaced by a strip-chart recorder. The 
various commercial instruments and their characteristics are described 
in several places.*-5 


Fia. 41. Schematic diagram of a cell to obtain current-voltage curves with the drop- 
ping-mercury electrode, 


A typical average current-voltage curve obtained with a solution 
0.001 M in ZnSO, and 0.1 N in KCl is shown in Fig. 42. For low applied 
voltages only a very small current results, called the residual current. 
This current includes contributions from the condenser current, the current 
required to charge the individual drop to the applied potential, and the 
electrolysis, or faradaic, current, resulting from the reduction of impurities 
such as traces of dissolved oxygen, mercury ions, etc. It should be noted 
that the applied voltage is the potential relative to the anode. A 
mercury-pool electrode in a 0.1 N KCl solution assumes a potential 
essentially equal to that of the decinormal calomel electrode. As may 
be seen from a table of standard electrode potentials, an electrode 
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potential of —1.0 volt relative to the decinormal calomel electrode corre- 
sponds at 25°C to —0.665 volt relative to the standard hydrogen elec- 
trode, or —0.910 volt versus the saturated calomel electrode (s.c.e.). 
The latter is commonly used in accurate work as the reference electrode 
in reporting the potential of the dropping-mercury electrode. 

After the decomposition potential is passed, the current first increases 
rapidly with increasing voltage, then levels off at an essentially constant 
value because a state of extreme concentration polarization is reached at 
the dropping-mercury electrode. We have noted that the two processes 
which can bring zinc ions to the electrode are migration and diffusion. 


10 


Current, microamperes 
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Fig. 42. Current-voltage curve for reduction at the dropping-mercury cathode. 


The large excess of the supporting electrolyte, potassium chloride, reduces 
the transference number of the zinc ion to such a low value that transport 
of zinc ion by migration is made negligible. The zinc ions thus move 
to the electrode by diffusion, for which the number arriving per unit time 
is determined by the concentration gradient from the body of the solution 
to the mercury-drop surface and by the diffusion coefficient D. As the 
applied electromotive force is increased, the electrolysis current increases, 
and correspondingly the concentration of the reducible ion at the electrode 
surface is decreased below the value for the body of the solution. The 
concentration difference so produced increases with increased applied 
voltage until the concentration of reducible ions at the electrode surface 
becomes negligible. The cathode is then said to be “concentration- 
polarized.” At this point the average rate of diffusion of reducible ions 
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to the electrode becomes constant, because the driving force for diffusion, 
the concentration difference between the body of the solution and at the 
electrode surface, has become constant. The average electrolysis current 
therefore remains constant as the applied voltage is further increased, 
except for a slight increase due to a change in the residual current, until 
the voltage becomes large enough to produce another chemical reaction at 
the cathode. 

It is the diffusion-limited contribution to the electrolysis current which 
is called the diffusion current for the ion. It may be best determined by 
subtracting from the total current at a voltage on the flat part of the 
curve the corresponding residual current evaluated in a control experi- 
ment with a solution identical with the first except for the omission of the 
reducible ion in question. Alternatively, the residual-current contribu- 
tion may be found by extrapolation to the appropriate voltage of the 
residual-current line determined at lower applied voltages. 

Since oxygen is readily reduced at the dropping-mercury electrode and 
thus interferes with the current-voltage curves of other substances, it 
must ordinarily be removed from the solution to be electrolyzed. This 
may be accomplished by bubbling an inert gas such as nitrogen through 
the solution before (but not during) the electrolysis. Oxygen interference 
may also be eliminated by addition of sodium sulfite to neutral or alkaline 
solutions, to the extent of about 1 g per 100 ml of solution. 

Another complication encountered is the appearance of a maximum in 
the current-voltage wave. The maximum is caused by a streaming of 
the solution past the drop surface; this stirring effect destroys the concen- 
tration polarization of the electrode, and consequently the current can 
increase beyond the diffusion-limited value. These maxima may 
usually be eliminated by the addition to the solution of small amounts of 
adsorbable materials such as gelatin, dyes, etc., which are not reduced 
at the given potential. Such maximum suppressors may produce 
undesirable effects as well, however, so that their characteristics should be 
carefully checked in each pertinent case. 

In analytical work the optimum concentration range extends from 
about 10-?to 10-5 M. The dropping-mercury electrode may be used 
at potentials from approximately +-0.2 to — 2.0 volts versus the saturated 
calomel electrode. On the positive side the limit is set by the anodic 
dissolution of mercury; the extended negative range is made possible by 
the high overvoltage of hydrogen on mercury. An additional advantage 
results from the amalgamation of most metals by mercury, which permits 
their reduction at the dropping-mercury electrode at less negative 
potentials than otherwise would be required. 

Initial work in polarography was centered on the obvious analytical 
applications. The continuing development of the field, however, has 
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included significant contributions’ to problems of physical-chemical 
interest, and it forms an important aspect of modern electrochemistry. 
An excellent introduction to the theory and practice of polarography has 
been given by Meites,‘ while the monograph and review article of 
Kolthoff and Lingane’ provide another comprehensive survey of the field. 
Applications to organic chemistry in particular are treated by Miiller,® 
and Delahay! has given a definitive treatment of the newer instrumental 
methods i in electrochemistry. 


Apparatus. Dropping-mercury electrode and circuit elements; gelatin or Triton 
X-100 solution ; KCI; ZnCl.; CdCle; MnCl; nitrogen tank or sodium sulfite; unknown. 


Procedure. Directions will be provided by the instructor for the 
operation of the polarograph to be used. The recommended cell assembly 
is shown in Fig. 41. The capillary tip is about 5 or 10 cm long. The 
appropriate tubing is available from supply houses, or an adequate substi- 
tute may be obtained by drawing out a section of ordinary capillary 
tubing and cutting it off in the constricted section. The mercury used 
must be of high purity (Chap. 24), and a connecting tube of polyethylene 
is recommended. If rubber tubing is substituted; pure gum tubing 
should be used. It should be boiled with concentrated sodium hydroxide 
solution, to remove sulfur compounds, and carefully rinsed before use. 

The mercury flow should be started, by increasing the height of the 
mercury column, before the electrode is immersed in any solution. It is 
best to allow the mercury to flow continuously through the whole labora- 
tory period rather than to stop it and clean the tip between determina- 
tions. The electrode is then immersed in the first solution to be studied, 
and the mercury height adjusted to give a drop time between 3 and 6 sec. 
The electrodes are then connected to the polarograph, and a series of 
current-voltage readings made for the applied potential range 0 to —2 
volts. The current will rise sharply in the neighborhood of —2 volts 
because the decomposition potential for potassium ion has been reached. 
For each voltage setting the average galvanometer deflection i is recorded. 
The galvanometer shunt is adjusted as required to give an accurately 
measurable ‘deflection for the current involved. The actual electrolysis 
current is obtained as follows: _ 
ng _ I = asg® 
where [ = current, pamp - 

_ @ = galvanometer deflection, mm © me 
g° = basic galvanometer deflection sensitivity, yamp mm! 
s = shunt reduction factor 
The value of ‘g° is characteristic of the galvanometer used; if i it 1s not 
specified for the instrument employed, it can be calculated by determining 
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the deflection obtained for a known voltage with a known resistance of 
about 100,000 ohms substituted for the electrolysis cell. ee 

Solutions of CdCl. ZnCl:, and MnCl, are first studied, with potassium 
chloride as the supporting electrolyte. The solutions are. made 0.1 N in 
KC! and 0.001 N in the-reducible ion. To suppress maxima, 0.1 ml of a 
0.2 per cent stock solution of Triton X-100+ is added for each 10 ml of 
solution being analyzed. Gelatin may also be used as a maximum sup- 
pressor; it should be used in amounts not exceeding 0.01 per cent by addi- 
tion of the necessary quantity of a fresh 0.5 per cent stock solution pre- 
pared from high-quality gelatin. 

A sample of the first solution is placed in the working cell containing a 
large mercury-pool electrode, and nitrogen is bubbled through the ‘solu- 
tion to remove dissolved air. The dropping-mercury electrode is then 
inserted to complete the cell assembly, and the current-voltage curve 
determined. The other two solutions are then treated similarly. 

Measurements are next made on a series of solutions of CdCl, to test 
the relation between the concentration and the diffusion current. Con- 
centrations of 10-?, 5 X 10-3, 10-8, 5 X 10-4, and 10-4 equiv of CdCl, 
per liter are used, with 0.1 N KCl as supporting electrolyte. A maxi- 
mum suppressor is not required in this case. An appropriate voltage is 
selected on the basis of the previous work, and the corresponding residual 
current is determined by a measurement on the supporting electrolyte 
solution itself. The diffusion current is also determined for an unknown 
solution of CdCl, in 0.1 N KCl. . . 

Finally, a polarogram is obtained for a solution prepared by mixing 
equal volumes of the 0.001 N CdCl, and ZnCl, solutions prepared earlier, 
to. illustrate the successive discharge of two different reducible ions. A 
maximum suppressor is required here. . 

The cell is then removed, and a beaker placed below the electrode to 
catch the flowing mercury. The electrode is rinsed with distilled water, 
then dried carefully with filter paper, care being taken to remove water 
from the end of the capillary. The mercury flow is permitted to continue 
for several minutes, and the reservoir is then lowered to stop the flow. 

Calculations. The several complete current-voltage curves are 
plotted; the half-wave potentials are determined for the various ions, and 
the results compared with accepted values.® 

A graph of diffusion current versus concentration is prepared for the 
CdCl: solutions, and the concentration of CdCl, in the unknown solution 
is obtained by its use. 

Practical Applications. A knowledge of the decomposition potential is impor- 


tant in the calculation of the energy requirements in an electrolytic process such as 
electroplating. 


} Manufactured by the Rohm and Haas Co., Philadelphia. 
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The dropping-mercury electrode has been applied in analysis for a large variety 
of substances, both inorganic and organic. The analyses can be made quickly, and 
often with very smali quantities of material. Each analysis, however, must be 
regarded as empirical and reliable only when checked against known concentrations 
of the same material. 

The polarographic determination of dissolved oxygen has proved useful in respira- 
tion studies and various biological investigations. ® 

Suggestions for Further Work. The reduction of oxygen at the dropping- 
mercury electrode may be investigated, and the efficiency of the methods previously 
recommended for the removal of oxygen from the solutions studied may be checked. 
Oxygen is reduced irreversibly at the dropping-mercury electrode in two steps; the 
first wave is associated with the reduction of oxygen to hydrogen peroxide, and the 
second corresponds to the reduction of hydrogen peroxide. The marked maximum 
otherwise associated with the first wave is readily suppressed in the conventional 
fashion. 

The influence of complex ion formation may be illustrated by comparison of the 
polarograms obtained for lead ion in 1 N NaOH and 0.1 N KCl as supporting elec- 
trolyte. The following reference reduction potentials are pertinent: Hg,Hg2Clo; 
KCI (0.1 N), 0.355 volt, and Hg,HgO;NaOH (1 N), 0.140 volt. The values given 
are for 25°C and are referred to the standard hydrogen electrode. 

Directions for a number of other interesting experiments have been given by 
Meites.! 
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CHAPTER 9 


Electromotive Force 


31. SINGLE-ELECTRODE POTENTIALS 


In this experiment determinations are made of the electrode potentials 
of several metals. Experience is gained in the use of the potentiometer 
and electrochemical conventions. 

Theory. An electrochemical cell is a device whereby the decrease in 
free energy of a system in a spontaneous process may be made a source of 
electrical work. The process involved may be an ordinary chemical 
reaction, the transfer of a constituent from one concentration level to 
another, etc.; the essential requirement is that it must be possible to 
accomplish it as the resultant of an oxidation step and a reduction step, 
each of which takes place separately at an appropriate electrode. The 
electromotive force of the cell depends upon the change of state of the 
cell system, and also upon the closeness of approach to reversibility 
permitted by the intrinsic characteristics of the electrode processes them- 
selves and by the degree of irreversibility introduced by the manner in 
which the cell is used. In the present case we shall be concerned with 
cells which are considered capable of reversible performance and shall 
assume that the electromotive-force measurements are made by the 
potentiometric method, which permits the current drawn from the cell in 
the voltage measurement to be reduced to a level for which an adequate 
approach to reversible cell performance is obtained. It also permits a 
true test of reversibility, since the direction of the cell reaction and current 
flow can be changed at will. 

In order to correlate a cell voltage with a cell reaction as written on 
paper, it is necessary to follow certain conventions. For a given cell 
reaction, the corresponding cell is designated by specifying, at the left, 
the electrode at which oxidation takes place and, at the right, the elec- 
trode at which reduction takes place when the reaction takes place in the 
direction specified. (For a given cell expression, the conventional cell 
reaction can be written down directly in terms of these same require- 
ments.) If the spontaneous cell reaction actually takes place in the 
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direction specified, the right-hand electrode will necessarily be the positive 
electrode. Correspondingly, in this case, a positive sign is required for 
the voltage of the cell, since the electrical work, which is proportional to 
the cell voltage, is done at the expense of the free energy of the cell 
system. Conversely, if the right-hand electrode is found to be negative, 
the cell electromotive force should be given a negative sign, and the cell 
reaction postulated does not take place spontaneously. 

The voltage of the cell may be considered to be the resultant of two 
single-electrode potentials. By convention, the voltage is then calculated 
as the single-electrode potential for the electrode written at the right 
minus the single-electrode potential for the electrode written at the left in 
the cell expression. These conventional electrode potentials are then 
reduction potentials. The absolute values of such electrode potentials 
cannot be determined, so the hydrogen electrode with hydrogen gas at 
unit fugacity and hydrogen ion at unit activity is taken as the reference 
electrode with a defined potential of zero. A comprehensive summary of 
theoretical and experimental information on this and other reference 
electrodes has been provided by Ives and Janz.® 

For unit activity of all species taking part in the cell reaction, the 
electromotive force is designated as E° and is called the standard elec- 
tromotive force. This standard electromotive force then can be expressed 
in terms of two standard electrode potentials. The determination of 
the standard electrode potential for a given electrode then requires a 
knowledge of the value of E° for a cell containing this electrode and a 
second electrode for which the standard potential is known. Thus, for 
the cell 

Pt, H:; HCl, molality m; AgCl, Ag > (1) 


the standard electromotive force E° is equal to the standard electrode 
potential of the silver-silver chloride electrode, since the standard elec- 
trode potential of the hydrogen electrode is zero. Extensive tabulations 
of standard electrode potentials are available.*? 

The calomel electrode, often used as a reference electrode, does not 
conform completely to the conventional standard-state specifications. 
The mercury and mercurous chloride are present as the pure liquid and 
solid, respectively, and thus are at unit activity relative to the ordinary 
standard-state choice. The activity of the chloride ion is not unity, 
however, but varies with the concentration of potassium chloride used. 
This variation is then accounted for in the different reference electrode 
potentials given for the calomel electrode for different. ee chloride 
concentrations. 

The electrode potential changes with the. sawing of the ions. ‘The 
fundamental equation governing the effect of activity of ions on the 
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voltage is 


Bs ~ ig ary (2) 


where R = gas constant, 8.314 joules deg-! mole—! 
_F = faraday, 96,490 coulombs equiv~? 
_® = number of faradays for reaction as written 
Q = activity quotient 
. _ agak . 
Q a’, a», . (8) 
for the generalized reaction aA + bB = gG + hH. 
The type of cell used in the laboratory may be written as follows for a 
monovalent metal ion: _ 


M; M+(a)||KCl (sat); HgsCl., Hg (4) 


The electromotive force of this cell is given by 
Ags eB eos. : | 
iE = — Eye — F In du+ + Excicsat) sHe,0ly.He “Hy (5) 


where E+. is the standard electrode potential for the metal electrode; 
(eee ae He is the electrode potential for the saturated calomel elec- 
trode; and E; is the liquid-junction potential which is made small by the 
action of the KC! salt bridge which couples the calomel electrode to the 
solution in which it is immersed. 

For the cells involving divalent metal ions, 


~M; M*+(a)||KCI (sat); HgeCh., Hg (6) 


the electromotive force is given by 
é | tt 
BE = — Byte — opr In dyes + Erxcceat);tte,Cly. He + E; (7) 


Irrespective of the accuracy of the electromotive-force measurements, 
ap exact value for a single-electrode potential cannot be calculated from 
measurements on a cell of type (4), because the salt bridge does not 
completely eliminate the liquid-junction potential. 

In Eqs. (5) and (7), the activities may be expanded in terms of activity 
coefficients and molalities by use of the relations 


= yumi | (8) 


where a; = activity of species 7 
vi = activity coefficient of species 7 
m; = molality of species 7 
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For a typical strong electrolyte A,,B,_ which dissociates into v, posi- 
tive ions A and p_ negative ions B, the mean ionic activity coefficient +, 
is defined by 


Ye = (vive)? (9) 


where vy = v, + v.. This mean ionic activity coefficient is measurable; 
individual ionic activity coefficients y, and ysz cannot be separately 
determined from thermodynamic experiments. In Eqs. (5) and (7) it 
is usual to substitute y4. for y+; this is actually only an approximation. 


Apparatus. Potentiometer; electrodes of cadmium, copper, lead, silver, zinc; 
electrode vessels; calomel electrode (saturated potassium chloride); standard cell; 
dry cells; key; 0.100 M solutions of cadmium chloride, copper sulfate, lead nitrate, 
silver nitrate, zinc sulfate; 2 N ammonium nitrate solution; 100-ml volumetric flask; 
one 10-ml pipette. 


Procedure. In this experiment, the single-electrode potentials of 
cadmium, copper, lead, silver, and zine are to be determined using 0.1 and 
0.01 M solutions. The 0.1 M solutions are prepared carefully by weigh- 
ing out the salts with due allowance for water of crystallization, or better, 
by determining the concentration by analytical methods. The 0.01 M 
solutions may be prepared by pipetting exactly 10 ml of the 0.1 M solu- 
tion into a 100-ml volumetric flask and diluting with distilled water. 

The electrodes of zinc and lead are prepared by pouring the molten 
metal from a small porcelain crucible into a glass tube and setting a copper 
wire into the upper end for a terminal. When cold, the glass tube is 
broken and removed. For the copper electrode a wire of large diameter 
isused. The electrodes may be amalgamated, to give a steady potential, 
less affected by mechanical strains. It should be remarked, however, 
that the potential of an amalgamated electrode is not necessarily exactly 
that of the pure metal. The electrode is placed in a beaker of dilute acid 
with a drop of mercury, and a small brush or cloth is used to spread the 
mercury over the surface of the electrode. 

The silver electrode may be prepared by electroplating spongy silver 
on a platinum-wire cathode in a silver cyanide (caution) solution, using a 
silver or platinum anode. A single dry cell gives sufficient voltage. Pure 
silver wire or strip may also be used for the cathode. The silver electrode 
is not amalgamated. 

For best results the aqueous solutions should be bubbled out with a 
stream of hydrogen or purified nitrogen, to remove dissolved oxygen. 

The experimental assembly is shown in Fig. 43. 

The electrodes are mounted in rubber stoppers and set tightly into 
vessels having sidearms to provide liquid contact with a reference elec- 
trode. The snugly fitting stopper prevents the solution from siphoning 
out of the electrode vessel. 
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Fic. 43. Measurement of electrode potentials with the potentiometer. 


A saturated calomel electrode is used for the reference electrode. In 
the commercially available type shown later in Fig. 47, a thread of glass 
fibers wet with KCl solution performs the function of a salt bridge 


to minimize the liquid-junction potential. In the case of the silver elec- 
trode, it is necessary to connect the silver and calomel electrodes through 


a beaker of 2 N ammonium nitrate 
which is set between the silver elec- 
trode and the calomel cell to act as an 
auxiliary salt bridge which prevents 
precipitation of silver chloride. 

The electromotive force of this 
cell, with the metal electrode and 
calomel cell, is determined by means 
of the potentiometer. The principle 
of the potentiometer is shown in Fig. 
44, in which the electromotive forces, 


or potentials, of two cells A and B may be balanced. A wire RS, 
of uniform and high resistance, is stretched along a linear scale. The 
current is supplied by cell B, whose electromotive force is larger than that 
of cell A. Since the wire is of uniform resistance and the same current 
passes through each section of it, there will be a uniform fall of potential 


Fria. 44. Simple potentiometer circuit. 
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per unit length in the direetion R to S. To measure an unknown electro- 
motive force (cell A), a second circuit containing a key, galvanometer, and 
sliding contact is necessary. The positive terminal of cell A is connected 
opposite the positive terminal of cell B, at R. The sliding contact T is 
moved along the wire, until there is no deflection of the galvanometer G 
when the key K is pressed. If the sliding contact is moved too far to the 
right, the galvanometer will deflect in one direction; if too far to the left, 
the galvanometer will deflect in the other direction. If the potential drop 
per unit length of the slide wire is known from the potential difference 
between FR and S and the distance between RF and S, the electromotive 
force of cell A may be determined directly from the length RT. Then, 
when the setting at 7 gives no galvanometer deflection, the ratio RT/RS 
gives the ratio of the voltage of cell A to the potential difference between 
R and S. 

Potentiometers are designed so that the fall of potential per unit length 
of wire is adjusted to some decimal fraction of a volt, and the unknown 
voltage is then read directly from the scale. This reading is accomplished 
by means of the rheostat C, using a Weston cell (page 468) in place of cell 
A. The Weston standard cell has a voltage of 1.0186 volts at 20°. The 
point 7 is moved to a position such that there are 1018.6 divisions of the 
wire between R and:S. The.current from the cell B through the wire is 
then changed by the adjustable resistance C until the galvanometer 
shows no deflection, signifying that the fall of potential along RT is 
1.0186 volts and the difference of potential per unit length is 1 millivolt. 
Having once adjusted the potentiometer with the rheostat C against the 
standard cell, the readings thereafter are given directly in voltages. 

It is important to record which is the positive electrode, i.e., the elec- 
trode connected to the positive terminal of the potentiometer when the 
circuit is balanced. If there is any doubt.as to which is positive, the 
circuit may be compared with one in which an ordinary dry cell is used. 
In this cell the zinc is negative and the carbon electrode is positive. The 
negative terminal is the one that gives a. blue color when the wires are 
both touched to a piece of moist litmus paper. If the galvanometer 
always deflects in the same direction no.matter how the potentiometer 
is set, the terminals of the unknown cell must be. reversed to obtain a 
point of balance. 

Calculations. For a particular call: a _ cell veanton and the corre- 
sponding cell expression as in Eq. (1) are written. The appropriate 
electromotive-force expression is written in accordance with Eqs. (5) 
and (7). The electromotive force measured for the cell is given the 
proper sign, determined as the sign of the right-hand electrode in the 
cell expression used. The necessary mean-ionic-coefficient data are given 
in Table 1. The standard electrode potential of the metal electrode is 
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then computed on the basis of the value 0.2444 volt (Ref. 8) for the refer- 
ence potential for the saturated calomel ‘electrode, and the value obtained. 
compared ¥ with the accchtog value as given in reference tables. 


TABLE 1. Mean ACTIVITY Corrricients ¢ OF » ELRCTROLYT=S AT 25°C. 


. Concentration 
Electrolyte = 
Be - 0.001 M | 0.01. M. 0.1 M 
_ Cadmium chloride.....,.... | 0.819 | 0.524 0.228 
' Copper sulfate.............. 0.69 0.40 0.16 
Lead nitrate........ reer ee 0.89 0.69 0.37 
- Silver nitrate.......... aeeas 0.95 0.90 0.731 
Zine sulfate............... +! 0.700 0.387 0.150 
Sodium chloride... .. ee a a 0.9032 0.7784 
Hydrochloric acid........... 0.9656 | 0.9048 0.7964 


Practical Applications. A knowledge of the value of E° is essential in the calcu- 
lation of mean ionic activity coefficients and other thermodynamic properties for 
solutions of electrolytes from electromotive-forée measurements on suitable cells. 

Suggestions for Further Work. _ It.is of interest to study the effect of continued 
dilution of the metallic ions surrounding an electrode upon its potential. It has been 
suggested in the experiment that 0.01 M and 0.1 M salt concentrations be used. By 
making further careful dilutions of: these solutions, it is possible in principle to extrap- 
olate to zero concentration where the activity coefficients approach unity. How- 
ever, the experimental errors become very large at these high dilutions. For evalu- 
ating ys and E°, it is necessary to use some function of the molality which will give a 
straight line when plotted against the molality and thus permit accurate extrapolations 
to infinite dilution from data at moderate concentrations where the accuracy is good. 

The values of E° and +, for hydrochloric acid are determined in Exp. 32. 

The effect on the single-electrode potential of bending or straining the electrode is 
sufficient to be measured by means of the student potentiometer, “except in the case 
of the softest of the metals. . 
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32. THE HYDROGEN ELECTRODE 


This experiment illustrates the use of the hydrogen electrode, which is 
the basic reference electrode for electromotive-force studies. A. cell 
consisting of a hydrogen electrode and a 
silver-silver chloride electrode is used to 
determine the standard potential of the 
silver-silver chloride electrode and the 
activities of hydrochloric acid solutions. 


To potentiometer. 
A. HYDROGEN ELECTRODE 

Theory. A cell involving a hydrogen 
electrode is illustrated in Fig. 45. A 
hydrogen electrode is formed by bub- 
bling pure hydrogen gas over a wire or 
small foil with a specially prepared sur- 
face which is able to catalyze the reaction 


2H2(g) = Ht +e 


thus establishing equilibrium between 
hydrogen molecules and the hydrogen 
ions in the solution in which the elec- 
trode is immersed. The hydrogen elec- 
trode is designed so that a platinized 
platinum wire is partly covered by the 
solution. As hydrogen is passed into the 
sidearm and bubbles out into the solu- 
tion, the level of the solution at the wire 
rises and falls so that the wire is alter- 
nately bathed in hydrogen and in the 
solution. The hydrogen electrode cannot be used in the presence of 
certain substances like H.S, cyanides, and arsenic compounds which 
inhibit the catalysis of the electrode process. 

Because hydrogen gas at pressures near one atmosphere shows only 
a slight deviation from ideality, its activity can be set equal to the mag- 
nitude of its partial pressure in standard atmospheres. Since the stand- 
ard potential of the hydrogen electrode is conventionally assigned the 


Fie. 45. Hydrogen electrode and 
calomel electrode. 
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value zero at all temperatures, the potential of a hydrogen electrode 
half-cell is given by 


E= — —Iln 1 
pi (1) 


When used in conjunction with a saturated calomel electrode as 
illustrated in Fig. 45, the cell may be represented by 


Pt, Hp, Ht(a); KCI (sat) ; Hg.Ch, Hg 


where there is a liquid junction between the saturated KCl solution 
and the acid solution. This cell operates spontaneously, with oxidation 
occurring at the left electrode. Thus this electrode is connected to the 
negative terminal of the potentiometer, and the electrode at the right 
is connected to the positive terminal. The electromotive force of this 
cell is given by 


RT Qut+ 
E= Excuses) a,Olp He ae F- In ai + #; (2) 
a, 


where Excreap:taci,ne 18 the standard electrode potential of the saturated 
calomel electrode, and #;, the potential caused by the liquid junction, 
is assumed to be independent of the concentration of the acid solution. 
Equation (2) may be rearranged to 

i= Exoueat)1He,Cly-He meat 


a + i = eee SO Oe 
log au+ + % log pu, 2.303RT/F 8) 


The activity of hydrogen ions may be expressed in terms of the pH, which 
is — log da+. Thus 


E- EXcrceat) ste ,0l,.tte ~ E; 1 (4) 


pH ~ —__2.808RT/F _ — 2108 Px 


where the partial pressure of hydrogen above the solution, pz,, is given in 
atmospheres. For the saturated calomel electrode, Exousy:ue,ciue + Ei 
is taken to have the value 0.2444 volt at 25°. A value of 0.2802 volt 
would be used for the calomel electrode containing 1 N KCl at 25°. 
Values for other temperatures and other reference electrodes are given by 
Bates. 

Since it is not possible to measure individual ion activities, the pH scale 
is a conventional one.! Although glass electrodes are widely used for the 
determination of pH, the hydrogen electrode is the standard in this field. 


Apparatus. Potentiometer and accessories; hydrogen electrode; calomel elec- 
trode; 0.5 N hydrochloric acid (with normality accurately known); 0.5 N CePBIOR: 
mate) sodium hydroxide. 
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. Procedure. . A known volume of 0.5 N hydrochloric acid (say, 25 ml) 
is placed in a beaker, and the hydrogen electrode and saturated calomel 
electrode are immersed as illustrated in Fig 45. Hydrogen from a tank 
is allowed to bubble slowly through the glass hood of the hydrogen elec- 
trode. For research purposes it is necessary to remove any oxygen and 
carbon dioxide in the hydrogen. Unless found to be free from sulfur, all 
the rubber tubing used should be boiled in concentrated sodium hydroxide 
solution and thoroughly rinsed. 

The student should be familiar with the principle and operation of the 
potentiometer before starting the experiment (see Exp. 31 and Chap. 22). 
Since the cell operates spontaneously with oxidation occurring at the 
hydrogen electrode, the hydrogen electrode is connected to the negative 
terminal of the potentiometer and the calomel electrode to the positive 
terminal. The circuit is closed only momentarily with the tapping key to 
find the point of balance because any appreciable passage of current will 
polarize the electrodes. 

_ ‘The initial voltage: should be approximately 0.26 volt; otherwise the 
electrode is not functioning properly. Replatinizing the electrode will 
usually correct faulty behavior of a hydrogen electrode. When the 
electrode is properly platinized, a steady voltage should be reached in half 
aminute orso. After adding a drop of phenolphthalein solution, approxi- 
mately 0.5 N sodium. hydroxide is added slowly from a burette, and the 
solution is stirred after each addition: At first about 5 ml is added at a 
time, but as the neutral point is approached, readings are taken more fre- 
quently, and after passing the end point, larger amounts can again be 
added. The exact end point should be found by accurate drop-by-drop 
titrations, so that the pH at which the phenolphthalein changes color 
can be calculated. The addition of alkali is continued until the voltage 
has become practically constant... .-. 

The barometric pressure is read so that the partial pressure of hydrogen 
above the solution may be calculated. | 

To prepare the hydrogen electrode, it is wiped as clean as possible and 
dipped for a few seconds into warm aqua regia, under the hood. The 
electrode is then. platinized, i.e., coated with a deposit of platinum black, 
by electrolyzing the electrode as the negative pole in a1 per cent solution 
of platinic chloride. Another platinum wire serves.as the anode, and 
the potential is supplied by two dry cells connected in series. The 
electrolysis is allowed to continue for several. minutes. The electrodes 
are then placed in a small beaker.of distilled water to which a drop of 
concentrated sulfuric acid has. been added, and the electrolysis is allowed 
to proceed as before. This treatment produces hydrogen and removes 
any impurities. The electrode.should. be kept in distilled water until 
used; it should never be allowed to dry out. Electrodes must be replati- 
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nized from time to time, ag the coating of platinum black becomes ‘‘poi- 
soned”’ with use. A : 5 ; 
- Calculations.. Graphs are drawn in which the numbers of milliliters 
of sodium hydroxide solution added are plotted as abscissas with 
voltages. as ordinates. The steepest part of the curve corresponds to 
the end point. The corresponding volume is used for calculating the 
normality of the sodium hydroxide from the known normality of the 
original hydrochloric ‘acid solution. The hydrogen-ion activity of a 
given solution is calculated by means of Eq. (4) from the observed volt- 
age E of the cell. The partial pressure of hydrogen above the solution 
is calculated by subtracting the vapor pressure of water from the cor- 
rected barometric pressure. The hydrogen-ion activity and pH value 
corresponding to the voltage at which phenolphthalein changes color 
may now be calculated. 


B. ELECTROMOTIVE-FORCE CELL WITHOUT TRANSFERENCE 


The liquid junction in the cell used in the first part of this experiment 
contributes a potential difference which cannot be determined with exact- 
ness. Such cells are therefore not suitable for accurate thermodynamic 
measurements. The problem of the liquid-junction potential is avoided 
in cells such as a 
Pt, H.; HCl(a); AgCl, Ag 


which contain a single electrolyte solution. . The cell reaction is 
3H, + AgCl = Ag + H+ + Ch 
and the electromotive force of the cell is given by - - 


— ] An+Aci-Oag 
ba 
F Gago, : 


(5) 


where #° is the standard reduction potential for the silver-silver chloride 
electrode. The activities of Ag and AgCl are unity because of the pres- 
ence of the solid phases, and ay+aci- may be written as yim", where ys 
is the mean ionic activity coefficient and m is the molality. 
pepe Fl em 
| toe ar ee ae 
At atmospheric pressures it is satisfactory-to assume that the activity of 
hydrogen gas-is given by its pressure in standard atmospheres. ; 
’ The value of the staadard potential for the silver-silver ‘chloride elec- 
trode-has been determined?:* in very careful research in which the Debye- 
Hitekel theory is used- to guide the extrapolation of experimental: values 
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to m = 0, where 7 is taken to be unity. The values of the reduction 
potential at 20, 25, and 30° are 0.22557, 0.22234, and 0.21904 volt, respec- 
tively. Thus a measurement of the electromotive force of a cell at a 
particular hydrogen pressure and molality of hydrochloric acid makes it 
possible to calculate the mean ionic activity coefficient of hydrochloric 
acid by use of Eq. (6). 


Apparatus. Potentiometer and accessories; hydrogen electrode and tank of 
hydrogen; silver-silver chloride electrode; approximately 2 N HCl of accurately 
known molality. 


Procedure. The construction of the cell is illustrated in Fig. 46. If 
silver-silver chloride electrodes are not available, they may be prepared 


Ag; AgCl 


HCI solution 


Fic. 46. Cell without transference for the determination of the activity of the hydro- 
chloric acid in solution. 


from a piece of platinum wire (No. 26) about 7 mm in length coiled into a 
helix and sealed into a glass tube as illustrated in Fig. 46. The electrode 
is cleaned in warm 6 N nitric acid, and silver is electrodeposited from a 
silver nitrate solution. The surface of the deposit is then converted to 
silver chloride by electrolysis as the anode in 1 N HCl solution. Too 
thick a coat of silver chloride will make the electrode response sluggish. 
The electrodes are immersed in distilled water for storage. 

These electrodes are subject to an aging effect during the first 20 to 30 
hr after preparation and are sensitive to traces of bromide in the solutions. 
In the presence of air the potential is slightly more positive than for an 
air-free solution, probably because of a slight decrease in the concentra- 
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tion of chloride ion within the interstices of the electrode by the reaction 
2Ag + 2HCl + $02 = 2AgCl + H.O 


These effects all have to be taken into account in work of the highest 
precision. 

The electromotive forces of the cell containing 2 N, 1 N, 0.5 N, 0.25 N, 
and 0.125 N hydrochloric acid are measured at a constant temperature, 
preferably 25°. The barometric pressure is recorded. 

Calculations. The molalities of the hydrochloric acid solutions are 
calculated from the known normalities by use of density data which may 
be obtained from a handbook. Since several solutions are involved, it 
will be convenient to prepare a plot of molality against normality. 

The partial pressure of hydrogen above the solution is taken to be 
equal to the difference between the barometric pressure and the vapor 
pressure of water. In more accurate work the vapor pressure of the 
solution would have to be known. The pressure in Eq. (6) must be 
expressed in standard atmospheres. 

The mean ionic activity coefficients of the various hydrochloric acid 
solutions are calculated by use of Eq. (6). A plot of activity coefficient 
versus molality is prepared, and a comparison with the literature values 
is made. 

Suggestions for Further Work. Measurements may be made in the concen- 
tration range 0.005 to 0.05 molal, and the data extrapolated by use of the Debye- 
Hickel theory to obtain a value of E°. Other cells suitable for study are 

Hg, Hg2Cle, HCl(m), Ho, Pt 
Ag, AgBr, HBr(m), H2, Pt 
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33. THE GLASS ELECTRODE 


The use of the glass electrode for the determination of pH is illustrated 
by the titrations of phosphoric acid and glycine. The preparation 
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of buffers of given pH and the determination of buffer capacity are 
introduced. ; . aor 

Theory. The theory of pH measurements is discussed in Exp. 32. 

The glass electrode has several advantages over the hydrogen electrode 
for the measurement of pH. The glass electrode functions in both oxidiz- 
ing and reducing media and-in the presence of proteins and sulfur com- 

pounds, all of which interfere with-the use of platinized platinum. 

The glass electrode consists of a thin membrane of soft glass Sagi a 
dilute solution of potassium chloride and acetic acid in which is immersed 
a platinum wire coated with Ag-AgCl. The variation of the potential of 
a glass electrode with varying hydrogen-ion concentration is the same as 
that of a hydrogen electrode.t A number of theories for the action of a 
glass.electrode have been proposed.! A saturated calomel electrode is 
used in conjunction with the glass electrode, so that the cell may be 
represented diagrammatically as follows: 


glass membrane ene salt bridge | 


Ag, AgCl; KCl, CH;CO2H: unknown colution| CL (sat); Hg.Cl, Hg 


The construction of commercially available electrodes is illustrated in 
Fig. 47. The electromotive force of this cell cannot. be. measured with a 
potentiometer because of the high resistance of the glass membrane. For 
this reason an electronic voltmeter is used. The glass-electrode poten- 
tial changes 0.0591 volt/pH unit at 25°C, and pH meters are graduated 
directly in terms of pH. According to the simplified theory, two solutions 
of the same hydrogen-ion activity, with the glass membrane interposed, 
should show no potential difference. However, glass electrodes usually 
do show a small potential (asymmetry potential under these conditions, 
and for this reason it is necessary. to set the pH meter periodically by 
using a buffer of known pH. Some useful buffers for this purpose studied 
by MacInnes' are given in Table 1. 


TABLE 1. pH VaLurEs oF STANDARD BUFFERS 


Buffer Cae a 12°C. |... 25°C 38°C 


CH;:CO:H(0.1.N), CHsCO2Na(0.1 N)............. |. 4,650 4.640 4.635 


Potassium acid phthalate (0.05 M)............... 4.000 4.000 | 4.015 


_— 


' The pH of a mixture of a weak acid or base and its salt may be calcu- 

lated with a reasonable degree of precision from the ordinary mass-action 

equilibrium formulation 

[H*I[A7] , ao 
“(HAD (1) 
+ At pH’s above 10 it is necessary to correct for response to Na* ions unless special 

glasses are used. 


= 
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in which HA represents a weak acid.. Taking the cucu of this 
equation and rearranging, we obtain 


pH = pK + log Ate (2) 


where pK is equal to ~ log K. Note that if the concentrations of the 
acidic and basic forms of the buffer are equal, [A-] = [HAJ, and 


pH = pK = ~ log K 


This fact may be used to determine ionization constants of rather weak 
acids and bases. The pH of the buffer depends upon the ratio of the 


Hg,Cl.-Hg 


KCl solution 


" AgCl, KCl 
CH;COOH 


Platinum wire 


coated with q weal} 
Ag-AgCl 3 epee —ig Fiber through glass 


Glass membrane 


Fic. 47. Glass-electrode-calomel-electrode assembly. 


concentrations of these two forms, and not on the total amounts. How- 
ever, the capacity of a buffer to resist changes of pH produced by the 
addition of acid or alkali depends upon the concentrations of the two 
forms present. The slope of a plot of equivalents of acid or base added 
per liter of buffer versus pH is sometimes called the buffer capacity. The 


198 LABORATORY EXPERIMENTS [pxe. 33 


buffer capacity may be calculated from the concentrations of the salt 
and undissociated acid, using Eq. (3) (see Ref. 7): 


dB _ 2.3[A-][HA] (3) 
d(pH) ~ [A~] + [HA] 


where B represents the number of equivalents of acid or base added per 
liter of buffer. The buffer capacity is a maximum at pH = pK. At 
1 pH unit away from the pK, a buffer is about 33 per cent as effective. 

The pK value of a weak acid determined with Eq. (2) depends upon 
the salt concentration, since the equilibrium expression (1) has been 
written in terms of concentrations rather than activities. The value 
of the ionization constant of a weak acid or base determined by titration 
is referred to as the apparent ionization constant, to distinguish it 
from the thermodynamic ionization constant obtained by extrapolation 
to infinite dilution. 

The titration of a polybasic acid such as phosphoric acid, using a pH 
meter, may be used to evaluate the ionization constants. The successive 
ionizations of phosphoric acid may be represented as follows: 


H;PO,= H,PO; + Ht 


K.= ee =7.52X10-? pK; = 2.124 (4) 
H,PO; = HPO;- + Ht 

Ky = On =622X10-* pK,=7.206 —(5) 
HPO;- = POz-- + Ht 

es TEPOe =4.79X10-* pK,=1232 6) 


The third dissociation takes place at such a high pH that it cannot be 
studied in dilute aqueous solutions. The first two end points can be 
recognized by the large change in pH for a small addition of base. 

At the pH at which the second acid group is half neutralized, the 
hydrogen-ion activity is equal to the equilibrium constant K». 

The pK values for ionizations (4), (5), and (6) are the thermodynamic 
values. At 0.1 ionic strength the value of pKe is 6.80. The ionic 
strength is half the sum of the concentrations of the ions, each multiplied 
by their valence squared. 

In aqueous solution pure glycine exists as a dipolar ion (zwitter ion), as 
evidenced by the high dielectric constant which is measured for such a 
solution. When glycine is titrated with acid, the hydrogen ions react 
with the carboxyl group as illustrated by the reverse of Eq. (7). When 
half the carboxyl groups have reacted, the hydrogen-ion activity is 
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equal to the equilibrium constant Ki. The equivalent pH is — log Ky 
= 2.35. When neutral glycine is titrated with sodium hydroxide, 
the hydrogen on the amino group is titrated as indicated by Eq. (8). The 
equilibrium expressions for these reactions are written as follows: 


*H;:NCH,CO.H = +H;NCH.CO; + H+ (7) 
form present in dipolar ion 
acid solution: 
_ [*H,:NCH,CO;|[H+] _ as _ 
*H;:NCH:CO; = H.NCH.CO; + H+ (8) 
dipolar ion form present in 
alkaline solution 
_ [H2NCH2CO7][H+] _ Si = 


The three dissociable hydrogens of phosphoric acid are equivalent in 
H3POk,, and so the question as to which H+ dissociates first does not arise. 
In the case of glycine, there are two possibilities, and various types of 
evidence, including the high dielectric constant of neutral solutions of 
glycine, indicate that the carboxyl group is the stronger acid group. 


Apparatus. pH meter with glass electrode and calomel electrode; bottle of 
standard buffer; 0.1 N acetic acid; 0.1 N sodium acetate; 0.1 M phosphoric acid; 
glycine. 


A. TITRATION OF PHOSPHORIC ACID 


Procedure and Calculations. The Beckman Model H pH meter is 
a convenient one for the experiment. The two electrodes, glass and 
calomel, are fragile and must be handled with great care. The electrodes 
are mounted on the meter, and the leads to them are inserted at the rear 
of the instrument. There is a push-button switch above the electrode 
terminals which is to be locked in the “in” position, except when the pH 
is being actually read, otherwise the glass electrode will become polarized. 

The instrument is connected to the 110-volt a-c line with the main 
switch at the “start” position and the push-button switch at “in.” After 
some minutes to warm up, the instrument is ready for use. The elec- 
trodes are then inserted in a beaker which contains a standard buffer 
solution. The main switch is turned to pH 0-7. The push-button 
switch is let out, and the standardization control is used to bring the 
meter needle to the pH of the standard buffer. 

The push-button switch is now locked at the “in” position, and the 
pointer is set to mark the position of the meter needle. If the meter 
reads off scale, one switches to the other scale before setting the pointer. 

The meter is now ready for use. The electrodes are rinsed with dis- 
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tilled water and then immersed in the solution of unknown pH. The 
push-button switch is let ‘‘out,” and the pH is read on the. Proper scale. 
When not in use the electiades are immersed in distilled water. 

Twenty-five. milliliters of 0.1 M H;PO, is titrated with 0.1 N NaOH. 
The pH is measured after each addition of about 5 ml of base, except 
near the end points, where more readings are taken. In order to deter- 
mine the pH range for the color change of a typical indicator, a few drops 
of phenolphthalein solution are added before the titration. The color 
change of the indicator is noted during the titration. The pH of the 
solution is plotted versus volume of sodium hydroxide added, and the 
ionization constant K, is calculated. : 


B. BUFFERS 


Procedure and Calculations. The following buffer solutions are 
carefully prepared, using volumetric equipment: 


Solution | ml 0.10. N HAc | ml 0.10 N NaAc 


2 _ 95 5 
2 50 50 
3 5 95 


The pH of each solution is determined with the pH meter and com- 
pared with the values calculated from Eq. (2). Since acetic acid is a 
weak acid, it does not contribute appreciably to the acetate concentration 
of these buffers, so that the acetate-ion concentration is determined only 
by the amount of sodium acetate added. Four milliliters of 0.1 N 
sodium hydroxide is added to each of the above buffers, and the pH again 
measured. Four milliliters of 0.1 N sodium hydroxide is added to 100 ml 
of distilled water, and. the pH change noted. The ratios AB/A(pH) of 
the numbers of equivalents of base added per liter of buffer to the changes 
in pH are calculated and compared with the buffer capacities calculated 
by using Eq. (8). 


C. TITRATION OF GLYCINE 


Procedure and Calculations. Two approximately 250-mg portions 
of glycine are weighed and dissolved in 30 ml of distilled water. One 
portion is titrated with 0.1 N NaOH, and the other with 0.1 N HCl, the 
pH being recorded at six to eight intervals. No definite end points are 
obtained, however, since they occur in such strongly acidic or basic solu- 
tions that a large amount of the added acid or base is required to change 
the pH. 


EXP. 33] ELECTROMOTIVE FORCE 201 


The titration curves are plotted by graphing the volume of acid added 
to the left of the origin on the horizontal axis and the volume of base 
added to the right with the pH plotted as ordinate. Ina second figure 
the pH is plotted versus the number of equivalents of acid or base which 
have reacted per mole of glycine. The number of equivalents of hydrogen 
ion or hydoxyl ion which have reacted with glycine is the difference 
between the number of equivalents of acid or base added and the number 
of equivalents remaining free in solution (calculated from the pH and the 
volume of solution being titrated). The calculations are most con- 
veniently arranged in tabular form. The corrected titration curve is 
plotted, and the pK values of glycine calculated from it. 


Practical Applications. The rates of many reactions depend markedly upon the 
pH, and therefore solutions in which such reactions are carried out must be buffered. 
Industrially, pH is frequently controlled by automatic devices which add acid or base, 
depending upon the potential of a glass electrode. The pH meter is particularly 
important in biological research. 

Suggestions for Further Work. The glass electrode may be used for the meas- 
urement of the pH of a wide variety of miscellaneous substances, e.g., milk, sour milk, 
blood, orange juice, lemon juice, water extract of soil, tap water, tap water from which 
carbon dioxide has been expelled. If a mixture of acids which have pK’s differing 
by about 2 (e.g., hydrochloric acid, acetic acid, and lactic acid) is titrated with the 
pH meter, it is possible to determine the amount of each acid present. 

Measurements of pH may be used to determine the degree of hydrolysis of salts, 
provided the salts have been carefully purified and pure water is used. While 
aqueous solutions of salts of strong acids and strong bases are neutral, solutions of 
salts of strong acids and weak bases are acidic, and solutions of salts of weak acids 
and strong bases are basic. To illustrate this, the pH values of solutions of sodium 
chloride, sodium acetate, ammonium acetate, and aniline hydrochloride may be 
measured. The degree of hydrolysis z is calculated from x = (OH-)/corz = (H*)/c, 
depending upon whether the solution is basic or acidic. The concentration of the 
salt in equivalents per liter is represented by.c. The experimentally determined 
degrees of hydrolysis are compared with the values calculated from the ionization 
constants in the literature. 
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34. FREE ENERGY AND THE EQUILIBRIUM CONSTANT 


This experiment illustrates the important relation between free energy 
and the equilibrium constant and interrelates chemical and electrical 
measurements through thermodynamics. 

Theory. One of the most important equations of physical chemistry 
is that which interrelates the standard-free-energy change AG° and the 
thermodynamic equilibrium constant K for a chemical reaction: 


AG? = —RTInK (1) 


This equation is exact only if the equilibrium constant K is expressed 
in terms of activities; it is often useful as an approximation when activi- 
ties are replaced by concentrations or partial pressures. 

The standard state for a gas is the pure gas in the hypothetical ideal-gas 
state at one atmosphere pressure at the given temperature; for a pure 
liquid or solid, it is usually the pure condensed phase at the given tem- 
perature and a pressure of one atmosphere. For a solution constituent 
considered to act as a solvent, the standard state is taken as the pure 
liquid at the temperature and pressure of the solution; for a constituent 
treated as a solute, it is so selected that the activity coefficient, defined 
as the ratio of activity a2 to the concentration x2 on the scale chosen, will 
approach unity as x22 approaches zero. 

The standard-free-energy change for a reaction may be calculated 
indirectly by addition of the standard-free-energy changes for any 
sequence of reactions which together are equivalent to the total reaction. 
This procedure may be facilitated by the tabulation of the standard free 
energy of formation, which for a particular compound is the free-energy 
change for the given temperature and for standard-state conditions for 
all species involved, for the reaction in which one mole of the compound 
in question is formed from its elements. It is rather more common, 
however, to calculate the standard-free-energy change for a given tem- 
perature from the relation 


AG® = AH® — TAS° (2) 


The standard heat of reaction AH° is calculated from tabulated standard 
heats of formation, and the standard entropy change AS° from standard 
entropies obtained by use of the third law of thermodynamics. An 
important modern application of such indirect calculations of equilibrium 
constants is in the prediction of the performance to be expected from 
proposed rocket propellants, in which the calculation of the equilibrium 
composition for complex reaction systems plays an important part.” It 
should be understood, however, that kinetic as well as thermodynamic 


EXP. 34| ELECTROMOTIVE FORCE 203 


considerations may be important in determining the composition of a 
system. 

The free-energy change for a chemical reaction may be determined 
most directly, and frequently with high accuracy, if the reaction may 
be made to take place reversibly in an electrochemical cell for which the 
electromotive force can be measured. For a reversible process at con- 
stant temperature and pressure, the decrease in free energy of the system, 
—AG, is equal to wa, the work other than PV work done on the sur- 
roundings. For the cell, wy. is the electrical work and is equal to nFE, 
when E is the electromotive force of the cell, F is the faraday, and n is the 
number of faradays of electricity which flow through the cell circuit for 
completion of the cell reaction as written. Letting a;, »; represent the 
activity and number of moles of typical product j, with a;, »; playing 
parallel roles for typical reactant 7, for the cell reaction 


Ia? 


AG = AG° + RT in 2— (3) 


a. 


% 


+ 


The symbol II denotes a product of factors. Since AG = —nFE, and 
defining AG° = —nFE°, 
a;i 
RT Ila 


= Fo _ st j 
E=E oF (4) 


The calculation of the standard electromotive force E°, which corresponds 
to standard-state conditions for all species involved, requires a knowledge 
of the thermodynamic activities of all species taking part in the reaction 
as well as the actual electromotive force E. 

The electromotive force of a cell may be resolved into the algebraic 
difference of two electrode potentials, each of which is set equal to a 
standard electrode potential (evaluated on a scale established by setting 
the standard potential of the hydrogen electrode equal to zero) plus the 
appropriate term involving the activities of the species taking part in the 
pertinent electrode reaction. If one of the electrodes is the calomel 
electrode, the activity of the chloride ion does not appear in the expression 
for the electromotive force; while it is not unity, it is accounted for in the 
numerical value of the electromotive force recorded as “standard” for 
this electrode. 

Cells with liquid junctions between the different electrolytes cannot be 
given exact thermodynamic treatment, but they can give a useful result 
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if the liquid junctions have been practically eliminated by a salt bridge. 
Such cells are used widely in pH measurements; they are to serve in 
another way in this experiment. 

_ The reaction aa a 3 Z 


is. particularly suitable for testing Eq. (1), because the equilibrium is 
quickly reached, the equilibrium constant is easily obtained by volu- 
metric analysis, and the free-energy change may be calculated from the 
voltage of the cell : . 
Pt; Fett, Fet*+*||Agt; Ag — (6) 


Apparatus. Two 150-ml glass-stoppered bottles; platinum electrode; silver elec- 
trode; two half-cells (Fig. 48); crystallizing dish ; calomel cell ; potentiometer assembly ; 
0.1 M ferric nitrate in 0.5 M nitric acid; 0.1 M silver nitrate; 0.1 M potassium thio- 
cyanate, ferrous sulfate, barium nitrate; purified nitrogen or carbon dioxide. 


A. TITRATION METHOD 


Procedure. Precipitated silver is prepared by dissolving about 7 g of 
silver nitrate in water and adding an excess of copper wire. The precipi- 
tate of silver is filtered and rinsed with distilled water until the rinsings 
give no test for copper ion with ammonia solution. The yield is split 
between the two glass-stoppered bottles, to each of which is added 100 ml 
of a solution which is 0.100 M in ferric nitrate and 0.05 M in nitric acid. 
The nitric acid reduces hydrolysis of the ferric salt. Purified nitrogen 
(page 470) or carbon dioxide is bubbled slowly through the solution for a 
few minutes to sweep out dissolved oxygen; the glass joint is greased, 
and the bottle tightly stoppered. Oxidation of ferrous ions by dissolved 
air constitutes one of the greatest difficulties in this experiment. 

The two bottles are heated to about 50°; they are removed and shaken 
at frequent intervals and then set aside to stand for at least 24 hr. 
Procedure B may be performed while equilibrium is being attained. 

When equilibrium has been reached, the solutions are analyzed for 
silver ions. A 25-ml sample of the solution is titrated with 0.1 M 
potassium thiocyanate, the ferric nitrate already in solution serving as an 
indicator. The potassium thiocyanate solution is standardized with the 
0.1 M silver nitrate solution, an equal volume of the ferric nitrate solution 
being added as indicator. 

The titrations should be made as soon as the stoppers are removed in 
order to avoid air oxidation of ferrous ion. 


B. POTENTIOMETRIC METHOD 


Procedure.’ Twenty milliliters of 0.1 M ferric nitrate in 0: 05 M nitric 
acid ig mixed with 20 ml of freshly prepared ferrous. nitrate solution. 
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The latter is prepared by mixing equal portions of 0.2 M ferrous sulfate 
and 0,2 M barium nitrate. The barium sulfate is allowed to settle for a 
few minutes in a stoppered vessel; the resulting solution is decanted into 
one of the half-cells, and the rubber stopper which holds the platinum 
electrode is sealed tightly in place. It is just as important to prevent air 
oxidation here as in the procedure for method A, and to this end the use 
of purified nitrogen or carbon dioxide over the solutions may be advisable. 


; : To 
ame — Potentiometer 
a, SF 
Ss Fe** Fe**t 
wu solution Cu 


he » bets 
peer ‘ Calomel 
| Ag” solution @ electrode 

L 


Saturated NH,NOs solution 


Fic. 48. Measurement of electrode potentials for calculating the 3¢ free-energy change i in 
chemical reactions. 


The presence of a small amount of suspended barium sulfate in the solu- 
tion should not affect the results. 

Into the other half-cell are placed 0.1 M ‘silver nitrate and the silver 
electrode, with the rubber stopper seating tightly. The sidearms i in both 
half-cells must be completely filled. 

The two half-cells and the calomel cell are now set up as shown in Fig. 
48. The crystallizing dish’ contains saturated ammonium itrate solu- 
tion, which acts as a salt bridge. © wars 

The principle of the potentiometer should be fully. understood (Exp. 
31 and Chap. 22). 

Three potentials are determined between the following pairs of elise: 
trodes: silver against calomel, ferrous-ferric against calomel, and silver 
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against ferrous-ferric. In each case, time should be allowed for a steady 
potential to be reached. The sign of the cell voltage should be recorded 
as the sign of the right-hand electrode for the cell as written (page 183). 

The silver residues from both procedures are to be placed in a special 
recovery bottle. 

Calculations. The concentration of silver ion in the equilibrium 
solution is calculated from the potassium thiocyanate titration. The 
concentration of the ferrous ion is the same as that of the silver ion, and 
the concentration of ferric ion is calculated by subtracting the concentra- 
tion of ferrous ion from the concentration of ferric ion originally present. 


The apparent equilibrium constant Kj, is then calculated as follows: 


K in = Cyrot ++ 
Cyret+ * Cagt 
The term “apparent equilibrium constant” is used because concentrations 
rather than activities are used except for the metallic silver, whose 
activity does not appear explicitly since it is unity for this pure solid 
phase. 

The electrochemical reactions at the two electrodes corresponding to 
the cell given by Eq. (6) are 


Fett = Fet++ + e 
and Agt + e= Ag 


The reduction potential E},+++,.++.», may be calculated from the elec- 
tromotive force Hy of the cell 


Hg, HgeCl.; KCl (sat) || Fet++(ay.+++), Fet+(ar.++); Pt (1) 


Assuming that the junction potential is negligible, 
Ky, = — Excreat)sHe,Cl,He + Hees het oy 0.0591 log ant 
Fet + + 
Where Fxciua;ng,clpe 18 the reduction potential for the saturated calomel 
electrode. . 
If ap.++ is set equal to dre+++ When Cre++ == Crot++, 


—_ fo] : : 
Eyet*+ ret tip =E,+ Exot teat):He,Cly-He 


The value of EH ,+++,.,++», found is compared with that given in tables. 
The reduction potential H%,+,,, may be calculated from the electro- 
motive force Ey; of the cell 


Hg, HgsCle; KCl (sat)||Agt(a,,+); Ag (II) 
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Assuming that the junction potential is negligible, 


S 1 
Ey =o — Exccr (ent) HaCly He -++ Ei gtihe a 0.0591 log 
Dagt 
Thus Evxetise = En + Exerc :tecy.te + 0.0591 log = 
Agt 
Then for the cell 
Pt; Fet+(ape++), Fet++(age+++)|JAgt(Ga,+); Ag (III) 
Ee = — Epe+++ Fett ahs En etise 
= 0.0591 log K 


The value of K is calculated from this equation and compared with the 
value of K obtained by direct analysis. The agreement can be only 
approximate, because analytically determined concentrations, rather 
than activities, are used for calculating K from the equilibrium mixture 
and for determining E,+++,.++., but since the solutions are fairly 
dilute, the error is not great. The contact potential between the unlike 
solutions is another source of considerable error. 


Practical Applications. An equilibrium constant for a chemical reaction can 
be calculated when the free-energy change is known. In accumulating tables of 
free energies for this purpose, the direct electromotive-force measurement of reversible 
cells constitutes one of the most valuable methods. The equilibrium constants for 
various reactions may be calculated from the oxidation-reduction potentials. 

Suggestions for Further Work. The results may be made considerably more 
accurate by carrying out the measurements with a series of more dilute solutions 
and evaluating log K and E° by extrapolation to infinite dilution, where the concen- 
trations and activities become identical. More accurate determination of ferric iron 
is advisable, using reduction with zinc and titration with potassium permanganate. 

The oxidation of hydroquinone by silver ion is an excellent reaction? to study 
because the equilibrium constant can be determined accurately by iodiometric 
titration, and because dissolved oxygen from the air does not affect the results. The 
reaction is 


and the cell by which the equilibrium constant can be calculated is 
Pt, quinhydrone; H+||Agt; Ag 


The dissociation pressure of copper oxide or mercuric oxide may be calculated 
from electromotive-force measurements of suitable cells. 
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35. THERMODYNAMICS OF ELECTROCHEMICAL CELLS" 


The electromotive force of a cell is measured at different temperatures, 
and the heat of the reaction is calculated by means of the Gibbs-Helm- 
holtz equation. 

Theory. The following feapiont is studied: 


Zn(Hg) + PbSO,(s) = ZnSO,(0.02 molal) + Pb(Hg) (1) 


The enthalpy change for this reaction may be measured by combining the 
reactants in a calorimeter under conditions where only work of expansion 
is performed, or it may be calculated indirectly from electrical measure- 
ments. Since the measurement of electrical quantities is very precise, 
the latter method is often more accurate than the direct calorimetric 
method. 

Instead of placing zinc amalgam directly in contact with lead sulfate 
and carrying out the reaction irreversibly, the reaction may be brought 
about reversibly in the electrochemical cell 


Zn(Hg); ZnSO, (0.02 molal); PbSO,(s), Pb(Hg) (2) 


The cell represented by (2) is particularly suited for experimental study. 
It is a cell without transference; i.e., it has no liquid junction and therefore 
no uncertain junction potential, provided the effect of the slight solubility 
of lead sulfate is considered negligible. 

Electrical work is equal to the product of the potential and the charge 
carried through the circuit. When the cell operates reversibly, the elec- 
trical work done is determined by the Gibbs free-energy change accom- 
panying the cell reaction: 


AG = —nFE (3) 


where FE = cell electromotive force for reversible operation 
n = number of faradays transferred in cell reaction as written 
F = faraday, 96,490 coulombs equiv~! 
nF = charge flow, coulombs, accompanying cell reaction as written 


f The symbol (s) refers to the solid state. Zn(Hg) and Pb(Hg) are two-phase 
systems consisting of a solid intermetallic compound, for example, Pb:Hg, in equilib- 
rium with 2 saturated liquid amalgam. 
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Thus, for the above reaction, AG is the Gibbs free-energy change attend- 
ing the reaction of 1 mole of zinc in accordance with Eq. (1). It can be 
determined by measuring the cell potential for reversible operation, such 
as is adequately approached in voltage measurements with a potentiom- 
eter. The use of the potentiometer is described under Exp. 31. 

At constant temperature and pressure, the heat effect accompanying 
the direct irreversible reaction, in which only PV work is done, is equal 
to AH, the change in enthalpy for the process; while for the reversible 
execution of the reaction it is equal to TAS, where AS is the corresponding 
change in entropy. The difference in these two quantities determines 
the electrical work done in the reversible process, since for the specified 
conditions of constant temperature and pressure AG = AH — TAS. 
If AS > 0, the electrical work done is greater than that equivalent to 
AH; the energy balance is achieved through heat absorbed by the cell 
from its surroundings in constant-temperature operation. If AS < 0, 
heat is given up to the surroundings in the reversible operation of the cell 
at constant temperature and the electrical work becomes less than that 
equivalent to AH. 

Values of AG, AS, and AH for the cell reaction are calculated from 
Kas. (3), (4), and (5) 


_  (aaG\ _ _ (ak 
as=—(r),- ™ (5n), . 
AH = AG + TAS = —nFE + nFT (Sr) (5) 
P 


from measured values of E and (dE /dT)p. 


Apparatus. H-type cell, preferably with sintered-glass disk in connecting arm; 
mercury; granular zinc; granular lead; zinc sulfate; lead sulfate; mortar and pestle; 
thermostats at several temperatures from 0 to 40°, or topldly adjustable thermostat 
in this range; potentiometer assembly. 


Procedure. The H-type cell is shown in Fig. 49. For preparing 
these cells, sintered-glass disks sealed into straight tubes are available 
from supply houses. The coarse grade of sintered glass is preferred. 
Alternatively, an open tube plugged with clean glass wool may be used. 
The purpose of this disk, or plug, is to prevent solid lead sulfate from 
contaminating the zinc half-cell. Contact with the amalgam electrode is 
obtained by platinum wires sealed into the end of a glass tube. Mercury 
is placed in this tube, and the leads from the potentiometer dip into the 
mercury. 

About 500 ml of 0.02 molal ZnSO, is prepared. To 100 ml of this 
solution is added about 2 g of lead sulfate, and the mixture is shaken 
vigorously. 

In all precise work with electrochemical cells, oxygen must be carefully 
excluded from the cell. If a nitrogen tank and purification train (page 
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470) are available, the solutions of ZnSO, and of ZnSO, saturated with 
PbSO, are swept out with nitrogen while the amalgams are being prepared. 

The amalgams are prepared by grinding the granular metal with 
mercury under a little dilute (0.6 N) H.SO,ina mortar. The amalgams 
should contain about 6 per cent of Zn or Pb by weight. The sulfuric 
acid prevents an oxide scum from forming on the surface and hastens the 
amalgamation. Some grinding of the 
zine with mercury should be done 
before adding the acid; otherwise the 
granules will tend to float on the acid. 
The amalgams are carefully rinsed 
with distilled water and with three or 
four portions of ZnSO, solution; they 
are then transferred to their respective 
arms of the cell. If the zinc amalgam 
has thickened to form a sludge, moder- 
ate warming will render it mobile. 

The ZnSO, solution is placed over 
the zinc amalgam, and the ZnSO, solu- 
tion saturated with PbSO, is placed 
over the lead amalgam, care being 
taken not to allow excessive mixing of 
the two solutions. The platinum 
leads are then introduced, with the 
platinum completely immersed in the 
amalgam. . 

The potential is to be determined at 
several temperatures in the range 0 to 
ba uie 9 les 40°. Temperature intervals of 10 or 

amalgam 15° are convenient. For careful work 
the cell should be placed in a thermo- 
stat. The cell may take so long to 
reach equilibrium that a manually 
controlled bath cannot be recommended. A well-stirred ice bath in an 
insulated jacket is used for the 0° measurement. 

Readings of the potential at each temperature are taken at intervals 
until a value constant within a few tenths of a millivolt is obtained; this 
value is taken to be the cell potential for reversible operation at the 
particular temperature. If erratic operation or continual drift of the 
cell voltage occurs, a new cell should be set up. 

The first set of readings may be:recorded starting at 0° and increasing 
the temperature. A check run is then made with descending tempera- 
ture, starting at the highest point in the previous set. 


Fig. 49. Electrochemical cell for deter- 
mination of thermodynamic functions. 
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Calculations. The potential is plotted against the absolute temper- 
ature, and (0E/dT)>p is obtained by drawing a tangent to the curve. The 
estimated reliability of the voltage measurements should be considered 
in drawing the curve. 

Values of AG, AS, and AH are calculated for 25°C by use of Eqs. (3) 
to (5), for both joules and calories as the energy unit. The heat for the 
direct irreversible reaction is compared with that for the reversible case. 

The value obtained for AH is compared with that obtained from the 
heats of formation.* The heats of formation of the saturated zine and 
lead amalgams and the heat of dilution of 0.02 M ZnSO, may be neg- 
lected!*:8 in this calculation. 


Practical Applications. The relation between AG and AH discussed in this 
experiment was studied down to low temperatures by Richards and led to the first 
expression of what is now known as the third law of thermodynamics. 

Suggestions for Further Work. Various other cells may be studied, including 
a copper-zine cell, in which AH and AG are nearly equal, a copper-lead cell, where AH 
is less than AG, and a silver-zinc cell, where AH is greater than AG. 

Cadmium and cadmium sulfate may be used in place of zinc and zinc sulfate in the 
apparatus of this experiment.§ 

By extending these measurements to several different concentrations, it is possible 
to obtain the E° of the cell, the activity coefficients, heats of transfer, and the partial 
and integral heats of dilution of ZnSO, (Refs. 2, 4) or of CdSO, (Ref. 6). 

In the case of the cadmium-lead system, thermodynamic data may be obtained for 
reactions involving the pure metals, using measurements of the electromotive force 
of the Cd-Cd amalgam couple by LaMer and Parks’ and of the Pb-Pb amalgam 
couple by Gerke.’ The latter reference contains a wealth of practical information on 
the techniques of precise potential measurements. 
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CHAPTER 10 


Dielectric and Optical Properties 
of Matter 


36. DIPOLE MOMENT FROM DIELECTRIC-CONSTANT 
MEASUREMENTS ON SOLUTIONS; HETERODYNE-BEAT METHOD 


The heterodyne-beat method is one of the most commonly used by 
chemists for dipole-moment studies. The reason for this is that it is the 
most accurate method for determining the dielectric constants of fluids 
having very low conductance and is therefore particularly well suited to 
the measurements on gases or on dilute solutions in nonpolar solvents 
required for the determination of dipole moment with the Debye equa- 
tions. In this experiment the solution procedure is used. 

Theory. It was pointed out by Debye that molecules of the so-called 
polar substances, though electrically neutral, possess a nonvanishing 
electric dipole moment even in the absence of applied fields and that 
the magnitude of the molecular dipole moment could be found from dielec- 
tric-constant data. The measurement and study of molecular dipole 
moments continues to be an important step in characterizing the prop- 
erties of molecules. 

Let us begin by defining the term dipole moment. To do so, we con- 
sider a cluster of charges for which the net charge is zero. The dipole 
moment p of such a group of charges is a vector quantity, * the compo- 
nents of which are defined by 


Dz = > Qiks Dy = py QiYi Pz = by Q:2i 


where 2, yi, 2; are the coordinates of charge q;._ It is easily shown that 
p is independent of the location of the origin of the coordinate system if 
the net charge 2; q; is zero. 

It is usual to recognize two distinct processes which may occur when a 
substance is subjected to the influence of an electric field: (a) conduction 
and (6) polarization. Conduction is the transport of charged particles 


* The notation used for vectors is illustrated in the Appendix. 
212 
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over relatively large distances (i.e., large compared with molecular 
dimensions). The term polarization refers to the displacement over 
relatively short distances (of the order of a molecular diameter or less) 
of charges which are bound within some more or less permanent, though 
not rigid, aggregate of charged particles such as a neutral molecule. 
The charge displacements involved in the polarization process never 
carry a charge very far from the position it would have in the absence of 
the field. 

The state of polarization of a substance is characterized by a vector 
quantity P, called the polarization. The vector P can be defined as the 
average resultant dipole moment per unit volume due to bound charge, 
this average being taken over an element of volume which, though 
small by ordinary standards, nevertheless contains a relatively large 
number of molecules. The value of P in a given small region of the 
substance depends on the electric field E in the same region. 

The concept of the field E within matter requires clarification. The 
field E at any point in a vacuum is defined by the statement that Edg 
is the force which would be exerted on a “test”’ charge dq of infinitesimal 
magnitude placed at the given point. The field defined in exactly this 
same way within matter fluctuates wildly over atomic-scale dimensions. 
The macroscopic field E at a point within matter is therefore defined as 
the average of this atomic-scale field over a small region in the neighbor- 
hood of the given point, this region being chosen small by ordinary 
standards, yet large enough to contain many molecules. . 

For isotropic substances, P lies in the same direction as E, and for this 
case the susceptibility x is defined by . 


P=xE (1) 


where P and E are the magnitudes of P and E, respectively. The 


dielectric constant ¢ ist 
e = 1 + 4rx (2) 


Subsequent discussion will be limited to the isotropic case. 
+ Maxwell’s displacement field vector D at any point is related to E and P by 
D =E + 44P (8a) 


For isotropic substances, D, E, and P all have the same direction at any point and 
Eq. (3a) may be replaced by an equation relating the magnitudes, 


D=E+4nP (3b) 


The dielectric constant ¢ is usually defined for the isotropic case by D = eH, which 
then leads directly to Eq. (2). These equations are in the cgs-esu system of units. 
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Two equations for P are fundamental for the interpretation of dielec- 
tric constants: 
P = N(px) (4) 
e— 1 
az FE (5) 


where P = polarization (in the direction of the field FZ) 
N = number of molecules per unit volume . 
pe = component of the total dipole moment of a molecule in the © 
direction of # 
The angle brackets mean that the quantity enclosed is to be averaged 
over the thermal motions of the molecules, and also over the different 
species of molecules present in the case of a mixture. Equation (4), it 
should be noted, relates P to molecular properties, while Eq. (5), which 
follows from Eqs. (1) and (2), relates P to the directly measurable macro- 
scopic quantity e. 

When the field EZ is applied suddenly, a certain amount of time is 
required before the equilibrium degree of polarization becomes estab- 
lished. The static dielectric constant ¢, is the value of « measured in 
either a constant field E or in a field changing slowly enough that the 
substance is essentially at equilibrium at every instant.t We shall con- 
sider this case first. 

Three contributions to (pz) are to be considered. ‘The first arises if 
the molecule has a dipole moment even in the absence of an applied 
field. This moment is called the permanent dipole moment, and its 
magnitude is represented by the symbol ». Let this dipole moment lie in 
a direction which makes an angle 3 with the field direction. Then the 
contribution of the permanent dipole term to (pz) is 


u(cos 0) (6) 


Because of thermal agitation, a single molecule will in a period of time 
assume all possible orientations with reference to a fixed direction. In 
the absence of an applied field, these orientations have equal probabilities 
and (cos 3) vanishes. In the presence of a field, however, orientations 
in which the dipole is close to alignment with the field will be favored over 
those in which the dipole is opposed to the field. The average value of 
cos @ in a field E; is 
uli; 
aRT (7) 
} For most liquids or gases at ordinary temperatures, this criterion still permits 
e, to be measured at rather high frequencies. In the present experiment, for example, 


measurement of e at roughly 1 Me/see (megacyele/sec) yields «, to all intents and 
purposes. 


{cos 3) = 
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where k = Boltzmann constant 

T = absolute temperature 
Here the average field acting on the given molecule has been designated 
E;. It is related to, but is not equal to, the field E defined above. The 
field EL, called the internal, or local, field, may be visualized as the average 
field at the location of a molecule, produced by all charges except those 
of the given molecule. 

For typical values of the quantities in Eq. (7), this average is of the 
order of 1 X 10-5. It is clear, therefore, that the alignment is far from 
being complete; rather there is only a very slight degree of preference 
shown for orientation with the field. Nevertheless, for polar molecules, 
this mechanism gives the dominant contribution to (pg), of magnitude 


pe? 
aK7 E; (8) 
In addition to this term, associated with orientation of the permanent 
molecular dipole moments, additional polarization results from distortion 
of the molecule produced by the externally applied field. Specifically, 
this distortion includes (a) deformation of the same sort as that involved 
in vibrational motions, namely, changes in bond lengths and angles, and 
(b) displacement of the average positions of the electrons relative to the 
nuclear framework. The field-dependent part of the molecular dipole 
moment produced in this way is called the induced moment. When 
averaged over all orientations of the molecule, it lies in the same direction 
as, and is closely proportional to, E;. These terms in (pz) are therefore 
written as 


(a + ae) E; (9) 
where a, = mean molecular vibrational or atomic polarizability 
a. = mean molecular electronic polarizability 
The complete expression for (pz) is therefore 


(pr) = (ir t+ ay + a.) E; (10) 


Before Eq. (10) can be used, it is necessary to have a relation between 
E; and FE. Debye used an expression, derived earlier by Lorentz, 


BE, = <= + 2 (11) 
which is satisfactory only if the concentration of polar molecules is very 
low. Therefore the following equations are accurate for gases and are 
reasonably satisfactory for very dilute solutions of polar molecules in 
nonpolar solvents, but are not useful for polar liquids. Substitution of 
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(11) in (10) and of the resulting expression for (pz) into (4) yields | 
7 cae 
P= N (sip ta +a) 24? 2 


Then equating the right sides of (12) and of (5), eliminating N through 
the substitution 


(12) 


NV=N 0 = Avogadro’s number 


where V = M/p = molar volume 
p = density 
M = molecular weight 
and collecting the measurable quantities on the left side leads to 


é, — 1 4rNo 
open ae (sep +o + a) (13) 


A quantity called the molar polarizability, @, is defined as 


Gets yy Cz (14) 


The left side of Eq. (13) is the static value of @. 

Equation (13) has been found to be quite accurate for most gases. 
Thus measurements of dielectric constant and density of a polar gas as a 
function of temperature may be combined to permit a determination of 
both the permanent dipole moment » and the mean total polarizability 
(a, + a). From Egs. (13) and (14), a graph of @, versus 1/7 will give a 
straight line with slope 44N ou?/9k and intercept (44N 0/3) (a, + az). 

Since gas-phase measurements are not always practicable for the sub- 
stance of interest, Debye extended Eq. (13) to cover the case of a solute 
in dilute solution in a nonpolar solvent. If reasoning similar to that 
leading to Eq. (13) is repeated, there is obtained for the solution case the 
equation 


Ce = X10; + XP (15) 
P _@—1 _ & ~1/XiMi + XM 
with C= ¢ +2 y= , + 3 (24% ) (16) 
01 = AM (ag, + a) (17) 
_ 4rN La 
aes: (i ed a.) ) 


where Xj, X2 = mole fractions 
M,, Mz = molecular weights 
Subscript 1 refers to the solvent, and 2 to the solute, while «,, V, and p 
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are the static dielectric constant, average molar volume, and density of 
the solution, respectively. The quantity @ is expressed in Eq. (16) in 
terms of directly measurable quantities, and for dilute solutions, @ is 
approximated by the molar polarization of the pure solvent, 

[ee 1 M 1 


maiz e+ 2 pi (19) 


so that @z may be calculated from the expression 


_ 0 — Xi0f 


Pe X> 


(20) 
However, as 2 result mainly of interactions among polar solute molecules, 
2 calculated from Eq. (20) is found to vary with concentration. Since 
the magnitude of this interaction depends on the distance between the 
polar solute molecules, extrapolation of @2 to zero solute mole fraction 
yields a value @$ which is free from the effect of such interactions. (This 
procedure is comparable to the use of the method of limiting densities for 


the accurate determination of the molecular weight of a real gas.) For- 
mally, @? may be written as 


03 = lim SA (21) 
X20 2 
Then Eq. (18) is replaced by 
2 
03 = ea + a + a) (22) 


= Oxy + Pr + Pr 


where yu, a,, and a, pertain to the solute molecule at infinite dilution in the 
given solvent. 

Before » can be calculated from 3, it is necessary to separate the 
dipole term in Eq. (22) from the others. In the solution case, the tem- 
perature method of determining yz is found to be unreliable, presumably 
because of temperature-dependent interactions between solute and sol- 
vent. Another method is therefore used, which depends on the behavior 
of e as a function of frequency. 

Figure 50 shows qualitatively how ¢ varies with frequency fora typical 
polar substance. The frequency dependence of @ is similar. Equation 
(13) holds in region A. Beyond the upper end of this region, the field is 
alternating so rapidly that there is not time in the period of a cycle for the 
molecular-orientation polarization to develop. In the relatively flat 
region B, where the value of ¢ is usually denoted by «¢,., there is no appre- 
ciable contribution to (pz) from dipolar orientation and Eq. (13) is 
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replaced by 


a1 4nN 
Bg V = a e+ oe) = Or + 6 (23) 


In region C, only the electronic contribution remains. 
In the infrared and visible regions, « can be measured by optical 
methods through application of the equation 


e= 7? (24) 


where 7 is the index of refraction, and ¢ and n are to be measured at one 
and the same frequency. To find ©, + ©, it would therefore be appro- 
priate to measure ¢. or n* at far-infrared frequencies, but this is at present 


Radio-frequency Microwave Infrared Visible Ultraviolet 


Frequency ——» 
Fic. 50. Frequency dependence of « for a typical polar molecule. The frequency 
scale is only qualitative. 


a rather difficult type of measurement. On the other hand, n is easily 
measured at the frequency of the sodium D line to obtain 


nz at: = 4rNo = 
(a = 5) = No, — @; (25) 


where np is the index of refraction measured with light of the sodium D 
line. 

The quantity on the left-hand side of Eq. (25) is called the molar 
refractivity; though it is best to measure it, this quantity can be estimated 
from tables of atomic refractivities. For the solution quantity @%,, it is 
satisfactory to use the value of ©, calculated from mp for the pure liquid, 
so long as @. is reasonably small compared with the dipole term, though 
in principle one should determine refractive indices for the solutions and 
use an equation similar to Eq. (21). 

As ©, is at present so difficult to measure and is often quite small, the 
common practice is to neglect it. For small rigid molecules this pro- 
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cedure probably does not introduce much error. However, for large or 
rather flexible molecules, or those having relatively small y, the neglect of 
@, is not justifiable. 
In summary, then, the Debye equation for the solution case, as usually 
applied, is 
4nNo we? 


Bho 3kT >= CF a Co ad 2e = ou (26) 
or nw = 0.0127 X 10-8§ oS T 


where 2 is evaluated from Eq. (21), ®2, from (25), and ©%, is neglected. 
With the quantities of Eq. (26) expressed in cgs units, the value of 
is obtained in esu units. The Debye unit often used for yu is equivalent 
to 10—}8 esu. 

Finally, we look into the question as to how e is to be measured. The 
basic equation used ise = Cz/C, where C, is the capacitance of a capacitor 
filled with the substance and Cy that of the same capacitor evacuated. 
This relation follows from the definition of «, given after Eq. (3), upon 
straightforward application of principles of electrostatics. It is assumed 
that the sample is isotropic, homogeneous, and linear (« independent of EZ) 
and that it completely fills the region in which the condenser field exists. 

To minimize the error due to stray capacitance, it is best to use a cell 
consisting of a variable capacitor, designed to give a convenient difference 
in capacitance between maximum and minimum settings. The cell 
described in Exp. 37 (page 229) is satisfactory for this purpose. Two 
sturdy pins in the top plate serve as positive stops to guarantee that the 
maximum and minimum settings will be completely reproducible. To 
eliminate disturbances from stray fields and from variations in stray 
capacitance, the cell is enclosed within a heavy metal shield, and coaxial 
cable is used for the connection to the oscillator. The entire assembly 
should be well constructed mechanically to avoid any undesired relative 
motion of parts of the cell. 

The dielectric constant is calculated as the ratio of two capacitance 
increments, 


= Coriq fa Catia 
a Cs ase ae Cadc 2) 


where Co,iq ~ Cajig is the difference in cell capacitance for the two settings 
with the sample present, and Coir — Ca,sir is the corresponding difference 
with air as dielectric. The dielectric constant of air is here being con- 
sidered to be unity, as it virtually is in comparison with values for liquids, 

For the accurate measurement of capacitance required for determina- 
tion of dipole moments, the heterodyne-beat method is probably the best 
available. The samples encountered in using the Debye method will usu- 
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ally meet the requirement of having very low conductance.t However, 
the resonance apparatus of Exp. 37 is capable of giving satisfactory 
results, at least for substances with reasonably large dipole moments, and 
is usable with samples having a somewhat larger specific conductance. 

The principle on which the heterodyne-beat method is based is sche- 
matically represented in Fig. 51. A radiofrequency signal of constant 
frequency fo, generated by a fixed-frequency oscillator, and a second 
signal of frequency f, generated by a variable-frequency oscillator, are fed 
into @ mixer (page 557), whose function is to produce in its output voltage 
a component of frequency |f — fo. This difference frequency, or beat 


Fixed 
frequency 
oscillator 


Variable 
frequency 
oscillator 


Variable frequency oscillator 
tuning circuit 


Fie. 51. Principle of the heterodyne-beat method. C., dielectric-constant cell; 
C>, precision capacitor; C,, rough-tuning capacitor. 


frequency, will be in the audio range when f and fy are nearly equal and 
can then be detected by earphones or other suitable means. 
The frequency of the variable oscillator will be given very closely by 
the relation 
1 
f=-~—— 
Qe VLC 
where L and C represent the inductance and total capacitance, 
C — Ce + Cp + C, 


of the variable-frequency-oscillator tank circuit (Fig. 51). Since Z is 
fixed, the frequency is determined by C. For an arbitrary setting of C,, 
the beat frequency |f — fo| will usually be above the audio range. As 
C, is then varied, a beat note will first be heard as a high-pitched tone 
when the difference |f — fo| enters the audio range. As C, is further 
changed, the beat frequency continuously decreases through the audio 
range until it becomes too low to be heard, passes through zero, and then 


t At 1 Me/sec, the precision is impaired if the specific conductance exceeds about 
10-8 ohm! em=1, 
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again increases on the other side. For precise location of the setting of 
C, corresponding to zero beat, it is necessary also to have a meter, tuning 
eye, or other device capable of indicating the beats when the beat fre- 
quency is too low to be audible. 

Provided fo and Z are constant and other factorst having incidental 
effects on f are sufficiently stable, the condition for zero beat is equivalent 
to 

Co. + C, + C, = constant 


Thus changes in C, are accurately measured by finding the change in C, 
required to restore a condition of zero beat. The capacitor C, is adjusted 
as may be necessary to bring the zero-beat settings within the calibrated 
range of C,, but C, must obviously not be changed when an increment in 
C. is being measured. 

The potential accuracy of the heterodyne-beat method is very high. 
Differentiation of the frequency-determining relation gives, for constant 
L, 

AC 


BF 21 PAC 
a re, 


If fo is 1 Mc/sec and a beat frequency of 1 cycle/sec can be distinguished 
from zero beat, the detectable change of capacitance in the circuit is 1 part 
in 500,000. 


Apparatus. The heterodyne-beat circuit of Chien® has been found very satis- 
factory for dipole-moment studies. A number of suitable circuits are described in 
the LeFevre’? and Smyth* monographs. Additional requirements are an analytical 
balance, a refractometer, a sample of the substance (such as nitrobenzene or aceto- 
nitrile) whose dipole moment is to be determined, and about 500 ml of a suitable 
nonpolar solvent (such as benzene). 


Procedure. Dielectric-constant measurements are made on benzene 
and on dilute solutions of acetonitrile in benzene. Concentrations sug- 
gested for the work are 1, 2, 3, and 4 mole per cent of solute. 

Each solution is made up by weighing the solute in a 100-ml volumetric 
flask, adding solvent to the calibration mark, and then weighing the solu- 
tion. The weight of the flask filled with pure solvent should also be 
obtained. These weighings should be made with an analytical balance. 
Both mole fractions and densities are to be found from these data. It is 
best to perform the weighings for all samples in the same volumetric 
flask, since in this way the normal calibration error in the flask will cause 


{ The factors most likely to lead to frequency instability are variation in the plate 
or filament supply voltages and changes in the temperature of critical circuit com- 
ponents. In addition, poor mechanical construction or inadequate shielding may 
lead to erratic behavior of the oscillator. 
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a practically constant error in the density which will not appreciably 
affect the final results with the method of calculation outlined below. 

‘The sample temperature should be controlled to within a few tenths of a 
degree, as it is important that all measurements of ¢, and of p be made at 
the same temperature. 

Finally, the refractive index of the pure solute liquid is measured, and 
its density is either measured (with a pycnometer or density balance) or 
obtained from the literature. 

Calculations. For the computation of the molecular dipole moment, 
it is necessary first to evaluate the molar polarization of the solute at 
infinite dilution, ®$. One could in principle calculate @. by Eqs. (16), 
(19), and (20), plot these values against X>2, and extrapolate to X_ = 0. 
This procedure is not satisfactory, however, because the curvature of the 
graphs, together with the increasing effect of experimental error on the 
points as X2 becomes small, makes the extrapolation unreliable. 

The evaluation of 2 may be accomplished analytically with good accu- 
racy by a procedure due to Hedestrand.4 Assume that, for the dilute 
solutions involved, e, and p can be accurately expressed as linear functions 
of Xe 


és = €, + aXe (28) 
p = pit 6X2 (29) 


where ¢, and p; are the static dielectric constant and the density of the 
actual solvent sample used, at the temperature at which the measure- 
ments have been made. The values of the coefficients a and b may be 
obtained from plots of «, and p against Xo. 

Expressions (28) and (29) may be substituted into the equation 


C2 = 


1 (: — 1XiMi + X2M2 | xX ot 5) (30) 


Xile +2 p “et2 pi 


which is an explicit form of Eq. (20). In this way there is obtained an 
equation for ®. as a function of X2 which is valid in the dilute-solution 
range. The limiting value of @2, that is, ©$, may then be evaluated by 
setting X2 equal to zero; the result is 


@, = A(M, — Bb) + Ca (31) 
2 €y. 1 1 
where A= ar a 
_ 
P1 
3M, 


an (e: + 2)?p1 
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A discussion of this and of several other analytical extrapolation pro- 
cedures is given by Béttcher.! 

The orientation polarization ©, is then calculated, and from it the 
value of the dipole moment of the molecule is obtained from Eq. (26). 


Practical Applications. The introduction of the heterodyne-beat method for 
the determination of the dielectric constant made possible for the first time really accu- 
rate determinations of the electric moments of gaseous molecules.?! With the in- 
creased accuracy obtainable in the case of liquids, it is possible to study the effect of a 
change of nonpolar solvent on the magnitude of the measured electric moment of a 
given solute molecule.® 

Suggestions for Further Work. The dipole moment of a less polar molecule 
such as chloroform may be determined. Careful attention to detail is required for 
accurate results in such work. Different extrapolation procedures may be tried 
with one set of data.?:3.6.9 
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37. DIELECTRIC CONSTANTS OF POLAR LIQUIDS; 
RESONANCE METHOD 


The dielectric constants and refractive indices of a number of pure 
liquids are measured. The results are interpreted with the Onsager 
equation. The resonance method is used for the dielectric-constant 
measurements. 

Theory.{ The Debye theory relating the dielectric properties of a 
substance to the molecular dipole moment is outlined in the preceding 
experiment. A major limitation of the Debye theory is that it is appli- 
cable only when the concentration of polar molecules is low—thus, 


“+t The present discussion necessarily assumes that the reader is familiar with the 
basic principles outlined in Exp. 36, especially pages 212-219. 
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only to polar gases and to dilute solutions of polar solutes in nonpolar 
solvents. 

A significant advance in dielectric theory was made by Onsager, who 
obtained an equation which is found to be remarkably good even for pure 
polar liquids, with the exception of associated liquids such as alcohols or 
water. 

It is useful for purposes of comparison to write several equations which 
would follow from Debye’s theory if it were to be applied to the case of a 
pure polar liquid: 


é—1,,  4tNof 
ey 3 (sip + + «.) 
_ 4tNo wv? €é. — 1 
= ge ae eee (2) 
4nNo wo ee? ee ae 
ae 3 sep = (S35 oo5)y (3) 


where Ny = Avogadro’s number 
# = molecular permanent dipole moment 
a, = molecular vibrational polarizability 
a = molecular electronic polarizability 
e, = static (equilibrium) dielectric constant 
é = “high-frequency” dielectric constant (page 218) 
V = molar volume = M/p 
M = molecular weight 
p = density 
k = Boltzmann constant 
The chief limitation of the Debye equation arises from the use of the 
Lorentz equation for the internal field (page 215). It is assumed in 
Debye’s derivation that a given polar molecule is acted on by a constant 
field which is the time average of the field at a molecule due to all charges 
outside this molecule. 

Onsager improved the calculation of the field acting on a molecule by 
taking into account the fact that the local field at a given polar molecule 
is a function of the orientation angle 3 (page 214) of the given molecule. 
The reason for this is that the given molecule influences the polarization 
of its neighbors, which in turn make important contributions to the field 
at the given molecule. To see this more clearly, one may visualize 
calculating the local field at a given polar molecule by holding this mole- 
cule at a particular value of 3 and averaging over the thermal motions of 
all the other molecules, and then repeating this process for various dif- 
ferent values of ¢; if account is taken of the effect of the given molecule 
on its neighbors, the resulting local field will be found to depend on #. 
Thus the Onsager theory leads to a different expression for (cos 3) from 
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that of Debye. Also, explicit allowance is made in Onsager’s derivation 
for the fact that the apparent permanent dipole moment of a molecule 
immersed in the liquid is slightly different from that of an isolated mole- 
cule. Onsager’s equation replacing Eq. (8) may be written as 


4nNo vw? _ (Qe, + €,)(& + 2) (: —-1 “@E|- 5) Vv 


3 3kT ~~ 3e(e. + 2) é+2 e,+2 
ee (es = Ex) (2e, 53 €w) 
ieee as V (4) 


where yu is the dipole moment of the isolated molecule. Since in most 
cases €. can be replaced by n2, (page 218) without serious error, the quan- 
tities on the right side are all readily measurable. Equation (4) has been 
tested by calculating values of » from it for a large number of polar 
liquids and comparing these with values found by the gas or the solution 
method of Debye, or by spectroscopic methods; very good agreement has 
regularly been found for “normal” liquids, but not for those liquids which 
from other properties had already been identified as “associated” liquids. 

Thus for normal liquids, Eq. (4) offers an attractive means of finding 
H, Since it requires only a single measurement of ¢, of moderate accuracy, 
whereas either the gas or the solution method of Debye calls for a series of 
measurements of high accuracy. The resulting values of u, while not as 
reliable as those found by measurements on the gas, are probably not 
significantly inferior to solution values provided the given substance is 
not associated. 

The chief importance, however, of Onsager’s equation is not so much in 
providing a short cut to finding molecular dipole moments as in offering 
an insight into the nature of molecular interactions in liquids. Whereas 
the Debye equation neglects the correlation between the orientation of a 
molecule and that of its neighbors, Onsager’s equation takes account of 
this correlation to the extent that it is due to dipole-dipole interactions. 
The wide success of Onsager’s equation for normal liquids is evidence that 
in such liquids the dipole-dipole interaction is the dominant one producing 
correlation in orientation of neighboring molecules. If for a given liquid 
Onsager’s equation does not give the correct value for m, one has strong 
evidence that there exists in this liquid some specific type of interaction, 
such as hydrogen bonding or complex formation, which has an important 
influence on the relative orientation of neighboring molecules. 


Apparatus. Resonance-type apparatus for measurement of dielectric constant; 
pycnometer or density balance; refractometer; series of pure-polar-liquid samples, 
about 100 ml of each. 


Procedure. The dielectric constants, refractive indices, and densities 
are to be found for a number of pure liquids at 25°C. A suitable list is 
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chloroform, methyl ethyl ketone, ethanol, acetone, acetonitrile, 
trichloroethylene, n-propyl] alcohol, toluene. 

The refractive indices may be measured with an Abbe refractometer 
(page 55). The densities may be found from the literature or measured 
by means of a pycnometer or density balance. 

The dielectric-constant measurements are based on the equation 
e= C/Co (page 219). In order to circumvent difficulties due to stray 
capacitance, it is convenient to use a dielectric cell which is arranged so 
that measurements are made of capacitance differences between two fixed 
positions (a and 6) of the rotor plates of a variable capacitor. The 
dielectric constant of the liquid sample is then obtained from the equation 


liq = Co,tiq ai Casa 


€ref Corct — Ca ret (5) 
where Ciiq — Conia = Capacitance increment between positions a and b 
measured with plates immersed in liquid sample 
corresponding increment measured with plates 
immersed in a reference substance of known dielec- 
tric constant 
The reference measurements are usually made either with air, for which 
the value of « at 0°C, 760 mm, is 1.00058, which may be considered unity 
for the present purpose, or with benzene, for which the value of ¢ at 
temperature (°C is « = 2.274 + 0.0020(25 — #) (Ref. 8). The sample of 
benzene must be of high purity if a really accurate measurement is 
involved. The advantage of using benzene rather than air is that the 
former gives a much larger difference (Co.rr — Carer), Which is therefore 
measurable with greater fractional accuracy. 

In this experiment, the capacitance increments are to be measured by a 
resonance method.{ Its chief advantage lies in the fact that the appa- 
ratus is relatively simple and can easily be used over a wide frequency 
range. On the other hand, it is less accurate than the heterodyne-beat 
method and, at a given frequency, cannot be used with solutions having 
as high a conductance as can the bridge method. 

The standard apparatus assembly for the resonance method is sche- 
matically represented in Fig. 52. The dielectric-constant cell forms a 
part of a resonant circuit comprising a coil Z and a parallel combination 
of capacitors: the dielectric-constant cell C., a calibrated precision con- 
denser C',, and a coarse-tuning range condenser C,. This circuit is 
coupled inductively (page 553) to the coil Lo of an oscillator which gen- 


Coxrot = Catt 


t The heterodyne-beat method of Exp. 36 is also very satisfactory for the present ex~- 
periment; in general, the sample cell should have a somewhat lower capacitance incre- 
ment (Chair — Co,air) than that used for Exp. 36 because much larger values of « are 
encountered. 
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erates an a-c voltage at a frequency f. (The frequency is commonly in 
the radiofrequency region, say 1 Mc/sec, though a wide range of fre- 
quencies can be used.) The voltage e, induced in the secondary coil L 
depends on the current 7) through the oscillator coil LZ» and on the coeffi- 
cient of mutual inductance M (page 553). The equation in terms of a 
complex ¢, and io isés; = —iMwio, where w = 2xf. For loose coupling, the 
oscillator frequency f and current 7) remain constant when the capacitors 
in the secondary circuit are tuned. Furthermore, M depends only on the 


Lo L 


Electronic 
voltmeter 


K ‘: 
eo 


Fig. 52. Schematic representation of standard resonance apparatus. The electronic 
voltmeter must be of a type which has a high input impedance at the frequency of 
the oscillator in order that it not load the circuit. 


Fic. 53. Equivalent of the resonance circuit, for the case of loose coupling, with 
induced voltage e, and measured voltage e indicated. 


geometry of the coils. Therefore e, is practically unaffected by tuning of 
the capacitors. 

The equivalent of the secondary circuit is shown in Fig. 53 for the case 
of loose coupling. We now examine the behavior of this circuit as the 
capacitors are tuned. The following relations involving the secondary 
circuit current 7, and series impedance Z (page 547) hold: 


=F (6) 
: : 1 
Z2=twLhL+R+ ioO (7) 
where C = parallel combination = C, + C, + C, 


w = 2nf 
R = effective series resistance, mainly that in the coil 


Hence de 


€s 
~ R + ill — 1) ®) 
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The voltage across the capacitor is 
e= ts loC (9) 

_ e./twC 
> EGGL —17a0) ”) 


A vacuum-tube voltmeter placed across the capacitors measures le|, the 
magnitude of e, given by 


teuere( 4) ealap ek yl (11) 
ae ; wT wl 


where e* is the complex conjugate of e. Hence 


e./wC 
l= (REF GL ~ Tet ~ 
As C is varied, |e| goes through a maximum when the condition wl = 1/wC 
is met, provided R is small (R « wL). 

So long as e,, w, and L are held constant, the resonance condition then 
corresponds to a constant value forC = C.+C,+C,. If the systemis 
initially at resonance, and then C, is changed, the change in C, can be 
measured by finding the change in C, required to restore the condition of 
resonance. 

An alternative circuit is shown in Fig. 54. The 6E5 tuning-eye tube 
acts both as an oscillator tube and as a resonance indicator. The piezo- 
electric quartz crystal in the grid circuit acts like a very sharply resonant 
circuit. 

As the capacitance in the plate tuning circuit is increased from below 
the resonance value, oscillations begin when the natural frequency of the 
plate circuit approaches that of the quartz crystal. The d-c plate current 
then decreases, the d-c plate voltage rises, and the tuning eye of the tube 
begins to close. As the capacitance is further increased, a point is reached 
at which oscillation ceases abruptly, with a corresponding sudden increase 
in the shadow angle. The critical capacitance setting at which the 
shadow angle abruptly widens is quite reproducible and is taken as the 
reference point for capacitance measurements. As the crystal resonance 
frequency is very stable and L is practically constant, this critical condi- 
tion of resonance again corresponds to C = C. + C, + C, = constant. 

Instead of the tuning-eye tube, a milliammeter which indicates the 
plate current of the oscillator tube may be used to find the critical capaci- 
tance setting corresponding to resonance. As the resonance condition 
is approached with a gradually increasing value of capacitance, the tube 
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current gradually decreases to a minimum value, and then very suddenly 
jumps to a large value as the oscillation stops. 

Whichever method is used to indicate the resonance condition, the 
measuring procedure is essentially the same. The rotor of the dielectric 
cell containing the reference substance is set in position a@ (minimum 
capacitance). The precision condenser is set near the upper limit of 
its range, and the range condenser is tuned to bring the circuit close to 
resonance, as shown by the response of the electronic voltmeter, tuning 
eye, or plate current meter, as the case may be. The precision condenser 


R, 


250v 


Fie, 54. (a) Resonance circuit for measurement of dielectric constants: KR, = 
150,000 ohms; Rz = 40,000 ohms; L, = 2.5-millihenry radiofrequency choke; 
X = one-megacycle quartz crystal; C, = 150-ypf variable air capacitor, cali- 
brated, precision type; L: = oscillator tank inductance: 60 turns No. 25 enameled 
wire, close wound on 1}4-in.-diameter coil form; C; = 0.001-uf 450 W.V.D.C. 
(working voltage d-c); C2. = 0.01-uf 450 W.V.D.C; C. = dielectric-constant cell; 
C, = 150-yyf variable air capacitor. (b) Face of 6E5 tuning-eye tube. The 
shadow angle (blackened area) widens as the d-c plate potential increases. As an 
alternative to the magic-eye indicator, a milliammeter may be inserted in the plate 
circuit. 


is then adjusted carefully to locate the critical capacitance setting. The 
dielectric-cell rotor is then set to position b (maximum capacitance), and 
the condition of resonance is reestablished by setting the precision con- 
denser, the range condenser remaining unaltered. The capacitance incre- 
ment of the cell, AC, = Cyst — Carer, is equal to the decrease in the capaci- 
tance of the precision condenser required to compensate for it. These 
same operations are carried out with the liquid sample as dielectric, and 
the dielectric constant calculated by means of Eq. (5). For accurate 
work the precision capacitor must be carefully calibrated. . 

A suitable dielectric-constant cell may be made from a small variable 
condenser, the number of rotor and stator plates of which is chosen to 
give a convenient capacitance increment. The guiding consideration here 
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is that the capacitance increment with a sample having the highest dielec- 
tric constant to be measured must not exceed the range of the precision 
condenser. The condenser, which should have two rotor bearings, is 
mounted below the metal plate which forms the top of the cell; the stator 
plates are insulated, and the rotor plates are grounded. An insulated 
arm is fastened to the rotor shaft, and two brass pins are driven into the 
supporting plate to provide reproducible minimum and maximum capaci- 
tance settings. To minimize pickup of stray voltages and to guard 
against disturbing effects of variations in stray capacitance between 
the capacitor and exterior objects, the cell should be surrounded by a 
grounded metal shield, fastened to the top plate for support, and the 
connection to the oscillator should be made with coaxial cable. The 
liquid sample is contained in a lipless beaker or a truncated polyethylene 
bottle which fits closely inside the shield can. 

Calculations. Molecular dipole moments are calculated from Eq. (4) 
and, for comparison, from Eq. (8). The Onsager values are compared 
with reported’*-!° values of u, based on measurements by the Debye gas or 
solution methods or by spectroscopic methods, and any discrepancies are 
discussed with due regard for the estimated experimental uncertainty. 


Practical Applications. The principle of the resonance method is employed in 
a number of common electronic instruments such as the grid-dip meter and the Q 
meter. These can be used for rapid measurement of dielectric properties over a wide 
range of frequencies when high accuracy is not required. 

Suggestions for Further Work. Onsager® gives an equation for a solution of a 
polar solute in a nonpolar solvent. This equation may be tested by making appro- 
priate measurements on solutions. It may be applied to the case of a solute which is 
associated as a pure liquid to determine the degree to which such association is 
important in the solutions. 

For accurate measurements, the precision capacitor must be calibrated. It is an 
instructive exercise to perform this calibration after devising a suitable procedure. 
The method used will depend on the equipment available. If a precision capacitor 
and a sensitive bridge are available, the calibration may be made at audio frequencies 
with satisfactory results. Smyth?’ describes a procedure for use with the heterodyne- 
beat method which may be adapted for. use with resonance equipment. 
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38. DIELECTRIC CONSTANT OF A SOLID 
AS A FUNCTION OF TEMPERATURE 


Theory. The dielectric constant of a substance may be defined as 
«=> (1) 


where C = capacitance between a pair of conductors immersed in 
the substance 
Co = capacitance for same arrangement of conductors in vacuo 

The change in capacitance from Cy to C is due to the polarization of the 
substance under the influence of the field present when the capacitor 
plates are charged. Polarization is brought about by shifts, over dis- 
tances of the order of molecular dimensions, in the average positions of 
the charged particles of which the substance is constituted. Thuse — 1 
is a measure of the extent of such polarization per unit field. 

For polar liquids, the dominant contribution to the polarization is 
generally that due to a slight alignment in the field direction, on the 
average, of molecules possessing permanent dipole moments. Smaller 
contributions arise from field-induced distortion of bond lengths and 
bond angles and from shifts in the electron charge distribution relative 
to the nuclear framework. These three contributions, it may be noted, 
are associated, respectively, with rotational, vibrational, and electronic 
coordinates of the molecule. 

As the temperature is lowered, most polar liquids show a gradual 
increase in dielectric constant, due partly to an increased degree of 
alignment in the field and partly to an increase in density. Upon freez- 
ing, there is observed in most cases an abrupt decrease in dielectric con- 
stant because freedom of the molecules to rotate in the field is lost. The 
small remaining dielectric effect is due to vibrational and electronic 
terms, which are often not much changed by a change in state, and to 
lattice polarizability. | 

It is not uncommon, however, for a polar liquid to exhibit only a small 
change in dielectric constant upon freezing, and then to show a marked 
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drop at some lower temperature. This phenomenon is attributed to 
the retention in the solid state of sufficient rotational freedom to allow 
reorientation of molecular dipoles in a field. This freedom is lost only 
at a lower temperature at which a crystalline phase transition takes place. 
To affect the dielectric constant appreciably, the rotation, whether it 
involves all or only a part of the molecule, must be such as to cause a 
change in the orientation or magnitude of the molecular dipole moment. 
The general correctness of this interpretation has been verified by the 
study of other properties of the same solids.‘ For example, an increase 
in rotational freedom is often accompanied by a marked increase in 
entropy and in heat capacity, an increase in symmetry of the crystal 


Impedance 
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Fig. 55. Apparatus for measurement of dielectric constant as a function of tempera- 
ture. The thermocouple junctions are shown as solid black circles. 


structure, and a decrease in the width of lines in the nuclear-magnetic- 
resonance spectrum of the solid. 

Such rotational effects are observed most often for substances the 
molecules of which are approximately spherical or cylindrical in shape. 
Thus, if there are attached, to a single carbon atom, four atoms or groups 
not all the same but of approximately the same size, the molecule will 
be polar and yet may exhibit rotation in the solid phase. For example, 
as a substituent in an organic molecule, a methyl group has about the 
same effective size as a chlorine or bromine atom. Thus rotation is 
observed in solid phases of C(CH;)3Cl and C(CHs) Br. 

In the present experiment, the dielectric constant of a polar substance 
is measured over a range of temperatures above and below the freezing 
point. The experimental arrangement is shown in Fig. 55. At a series 
of temperatures, established by a bath of dry ice in trichloroethylene, the 
capacitance C of the cell and connecting leads is measured by means of 
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an impedance bridge. Then « is calculated from 
C=(,4+ C2 (2) 


where C'; = capacitance of connecting leads 
C2 = capacitance of empty cell alone 
The quantities C, and C, are determined by two measurements of C,, one 
with the cell empty and one with it filled with a liquid of known dielectric 
constant. The temperature is measured by 
means of a thermocouple immersed in the sample. 
The sample under investigation, particularly 
while in the liquid state, may have an appreciable 
conductance. The cell will be equivalent electri- 
cally to a network (Fig. 56) consisting of a resistor 
in parallel with a capacitor. The equivalent re- 
sistance R and capacitance C depend only on prop- 
erties of the medium (specific conductance and 
dielectric constant) and the geometry of the cell. The resistance is given 
by Eq. (1) of Exp. 27, 


Cc R 


Fia. 56. Network equiv- 
alent to cell filled with 
sample. 


k 


=~ (3) 


where k = cell constant 

k = specific conductance of medium 
while the capacitance, including that of the connecting leads, is given 
by Eq. (2). The cell impedance Z for a given frequency f is determined 
by & and C through the relation (page 550) 


77 Bt iw (4) 
where w = 2nf. 

The measurement of R and C may be accomplished by means of an 
impedance bridge, which is a generalized Wheatstone bridge having 
impedances (page 547) rather than resistances as branch elements. A 
typical bridge for measurement of resistance and capacitance is shown 
in Fig. 57. The device whose impedance is to be measured constitutes 
branch 4; the unknown impedance is Z,. The input to the bridge is a 
sinusoidal (sine-wave) voltage, typically at a frequency of 1000 cycles/sec 

The operation of balancing the bridge consists of adjusting R:, Ro, and 
Rs for zero output voltage (or, practically, for minimum output) as 
indicated by the detector. The condition for null output is 


a = (5) 


where Z;, Z2, Zs, Zs are the branch impedances. For the type of bridge 
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shown, the known impedances are 


1 
Zi = Ry Ze oe Re Z3 = R3 + iwCs 

It is convenient to write Z, formally as 
Gece Rigs 6 
aerate 7 6 (6) 

1 : 

mer or (ht) (7) 
where D = oR, (8) 


One may visualize R, and C, as the parameters of a fictitious resistor 
and capacitor which, connected in series, would give the total impedance 


Audio. 
oscillator 


Fic. 57. Schematic diagram of impedance bridge used for dielectric constant measure- 
ments. The cell is branch 4. 


Z,. The dissipation factor, as D is called, is seen to be the ratio of R, 
to 1/wC,, the latter being the magnitude of the reactance of capacitor 
C, at the frequency of measurement. 

In principle, from the values of Ri, Re, R3, and C3 at balance, one could 
calculate Ry and C,, or alternatively, C, and D. The bridge dials are 
usually calibrated in terms of the latter pair of variables. The equations 
required for calculation of R and C from the measured quantities C4 
and D may be obtained from the equation 


Z=Zi 


where Z is given by Eq. (4) and Zs by Eq. (7). The result is 


D? “Tp: (9) 


The value of FR is often not of interest because it is sensitive to the presence 
of impurities in the sample. 
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Apparatus.} Dielectric-constant cell; impedance bridge; thermocouple; potenti- 
ometer; samples (e.g., 1,1 ,1-trichloroethanc); Dewar flask: trichloroethylene; dry ice; 
Variac-controlled Clete heater (200-watt radiant immersion type recommended). 


Procedure. The dielectric constant of 1,1,1-trichloroethane, CCLCHs, 
is to be measured over the temperature range —70 to 0°C. It i is recom- 
mended that a graph of electromotive force versus temperature for the 
thermocouple be prepared in advance from handbook data. 

The apparatus shown in Fig. 55 is assembled with the trichloroethyl- 
ene} bath initially at room temperature. The ground terminal of the 
bridge should be connected to the outer electrode if the cell electrodes 
have a coaxial cylindrical arrangement. For the determination of C, 
and C2, the capacitance C is measured with the cell empty and with the 
cell filled with benzene at room temperature. The temperature of the 
bath is noted. 

The bath is removed, and finely powdered dry ice is added, a few grams 
at a time, with stirring, until there is an excess. (Rather violent ebulli- 
tion of bath liquid is apt to occur.) 

The sample is placed in the cell, and the cold bath slowly raised into 
place. The object is to freeze the sample from the bottom upward in 
_ such a way as to avoid the formation of air bubbles, cracks, or voids within 
the solid sample. For highest accuracy, the cell should be fitted with a 
stopcock and standard taper connection so that it may be attached to a 
vacuum manifold, and the sample distilled into it with air completely 
excluded. This refinement can be omitted in student work. 

The heater is turned on to produce a slow rate of rise of temperature. 
The capacitance C is measured at approximately 5° intervals. For each 
measurement, the electric heating is stopped and the temperature moni- 
tored until both temperature and capacitance are reasonably steady. 
Near phase changes, additional points should be recorded; to hold the 
temperature steady for this purpose it may be necessary to add a few 
grams of dry ice. It is desirable to obtain values of C intermediate 
between the values for the pure phases on either side of the transition. 


} The design of the cell must be such as to prevent entrance of moist air from the 
room. A suitable cell available commercially is Type 2TN50 conductance cell manu- 
factured by J. C. Balsbaugh, Marshfield Hills, Mass. This cell requires about 40 ml 
of sample and has an air capacity of 50 ywpf. It may be modified by a 
glass blower to permit insertion of the thermocouple leads through the top. The 
thermocouple may be soldered to the ground electrode of the cell for mechanical sup- 
port and improved thermal contact. 

Coaxial thermocouple wire, well suited to this application, is manufactured by the 
Precision Tube Co., North Wales, Pa. 

The impedance bridge available in kit form from the Heath Company, Benton 
Harbor, Mich.., is satisfactory for this experiment. 

f Trichloroethylene i is mildly toxie; inhalation of appreciable amounts of the vapor 
is to be avoided. 
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For best results, the final experiment should be preceded by a pre- 
liminary trial, the object of which is to acquire facility with the apparatus 
and to locate approximately the temperatures at which phase changes occur. 

If the conductance of the sample exceeds a certain level, it becomes 
difficult or even impossible to balance the bridge precisely.t The best 
procedure in such cases is to employ a higher frequency, say 20 ke/sec. 
This can be done by using an external oscillator as generator for the 
bridge. As a rule, the conductance of the sample decreases rapidly as 
the temperature is lowered. 

After the conclusion of the work, the cell should be rinsed with a 
solvent and dried with a current of air. 

Calculations. The dielectric-constant data are tabulated, and e¢ 
plotted as a function of temperature. The results are interpreted quali- 
tatively and correlated with other available data, such as heat capaci- 
ties,’ crystal-structure data,® or nuclear-magnetic-resonance-line widths,? 
which have a bearing on the question of rotation in the solid state. 


Practical Applications. The study of dielectric properties has contributed much 
to our understanding of the structure and behavior of solids. 

Suggestions for Further Work. Data may be taken with a slowly falling tem- 
perature. Since supercooling is common, it is often possible to obtain dielectric data 
for the supercooled liquid for a considerable range below the melting point. 

It is instructive to calculate the concentration of an ionized impurity whieh would 
be needed to give a value of 0.1 for D for the case of the liquid phase of the sample 
studied. The correct order of magnitude will be obtained if the equivalent conduct- 
ance of the impurity is taken as 50 em? ohm=! equiv7}, 

The relationship 47kCy = 1 (esu units) or kCy = ep = 8.854 X 1072 farads/meter 
(mks-coulomb units), easily derived for the parallel plate case but actually valid for 
any cell geometry, is useful for estimating effects of sample conductance. 
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39. OPTICAL ROTATORY DISPERSION 


The rotation of plane-polarized light may be determined by the use 
of a polarimeter. The variation of rotation with wavelength is called 
+ The null becomes broad unless D <1. For small D, Eq. (9) leads to D & 1/wRC. 


Thus, for example, to obtain a sharp null with C = 100 pyf and f = 1 ke/sec requires 
R > 1.6 megohms. 
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optical rotatory dispersion, and the study of this effect may be used to 
obtain information on molecular structure. 

Theory.” Electromagnetic radiation consists of sinusoidally varying 
electric and magnetic fields, the directions of which lie in mutually per- 
pendicular planes. The oscillations are transverse; those in the electric 
and magnetic fields are perpendicular to the direction of propagation. 
If the electric component, for example, is restricted to a single plane 
(as illustrated in Fig. 58a), the light is said to be plane-polarized. In 
ordinary light the electric component has all possible orientations, and 
none is preferred. This is because the individual atoms and molecules 
which are radiating act independently. Such unpolarized light may also 


(a) () () 


Fig. 58. (a) Electric vector of plane-polarized light moving in a direction perpendicu- 
lar to the page; (b) circularly polarized light in which the electric vector rotates 
around the direction of propagation; (c) plane-polarized light considered to be the 
resultant of two vectors representing circularly polarized light with opposite senses of 
rotation; (d) rotation of the plane of polarization of plane-polarized light due to the 
fact that one type of circularly polarized light is propagated through the medium at 
a higher velocity than the other. 


be considered to consist of two plane-polarized waves which are at right 
angles to each other and have a completely random phase relationship; 
that is, at any instant the phase difference between the two waves is 
equally likely to have any value between 0 and 2r. 

In optically isotropic crystals the index of refraction is independent 
of the direction of propagation of the light through the crystal. In 
anisotropic crystals, such as calcite (CaCOs;), an incident beam of unpo- 
larized light is split into two beams in the crystal. It is found that these 
two beams are plane-polarized, their planes of vibration being at right 
angles. The velocities of propagation of these two components through 
the crystalline medium are different because of the difference in the index 
of refraction of the medium for the two differently polarized rays. This 
makes possible the elimination of one component, so that plane-polarized 
light is obtained. A Nicol prism is constructed by cutting a calcite 
prism in half along a suitable diagonal plane and cementing the sections 
together with Canada balsam. At the calcite~Canada balsam interface, 
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one component is totally reflected to the side, where it is absorbed by a 
black coating applied to the prism. The other component, for which 
the refractive index of the balsam and the calcite are almost equal, is 
freely transmitted. 

In order to get a better understanding of the rotation of the plane of 
polarization of light by certain solutions and crystals, it is useful to con- 
sider circularly polarized light. If plane-polarized light is allowed to 
pass into a suitably cut slab of calcite, the light will be separated into two 
waves which are plane-polarized at right angles to each other and have 
equal amplitudes, but are propagated in the same direction through the 
crystal. The waves travel through the crystal at different speeds, and 
so there will be a phase difference between them when they emerge from 
the crystal. If the thickness of the crystal is chosen so that this angle 
is 90°, the emerging light is circularly polarized and the ground crystal 
is referred to as a quarter-wave plate. Such a combination of two plane- 
polarized waves can be represented by a vector rotating about the direc- 
tion of propagation as shown in Fig. 58b. Plane-polarized light may be 
considered to be made up of two oppositely rotating circularly polarized 
beams which are in phase. As shown in Fig. 58c, the resultant of the 
addition of these two vectors remains in a single plane. 

The optical rotation by a gas, liquid, or solid may be considered to 
arise from a difference in the velocity of clockwise and counterclockwise 
circularly polarized light. As shown in Fig. 58d, the resultant of the 
addition of the two vectors representing circularly polarized light is 
rotated through an angle @ if one component travels more rapidly than 
the other. 

Molecules which can be distinguished from their mirror images are 
able to rotate the plane of polarized light when it passes through them. 
The presence in the molecule of an asymmetric carbon atom (one for 
which all four attached groups are different) leads to such a structure 
and is the most common, but not the only, cause of optical activity. 
Optical activity is found, for example, in inorganic compounds; 
[Rh { (HN)SO2}2(H2O)2]-, an inorganic ion, has been resolved into its 
two optically isomeric forms. 

The magnitude of the optical rotation is measured with a source of 
monochromatic light and a polarimeter which consists primarily of two 
Nicol prisms, between which the optically active substance is placed. 
When the second Nicol, known as the analyzer, is placed at right angles 
to the first, no light can pass through if the cell contains an optically 
inactive substance. When a substance that is capable of rotating the 
plane of polarized light is inserted between the Nicols, light can again 
be seen through the analyzer. The angle through which the analyzer 
must be turned to darken the field again is represented by a. If the 
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analyzer is turned clockwise (as seen by the observer) to restore dark- 
ness, the substance is said to be dextrorotatory. If darkness is restored 
when the analyzer is turned counterclockwise, it is levorotatory. 

Because of the error inherent in locating the point of minimum intens- 
ity, it is better to employ a scheme in which the eye is required only to 
compare one field with another field of nearly the same intensity, as is 
done in half-shadow and triple-shadow polarimeters. 


Fria. 59. Polarimeter. 


The principle of the Landolt-Lippich triple-shadow polarimeter is 
illustrated in Fig. 59. Behind the large polarizing Nicol prism P are 
placed two auxiliary Nicols, P’ and P’’, whose planes of polarization 
have been adjusted to make an angle 6 with that of the principal polariz- 
ing prism P. The angle 6 may be adjusted to optimum conditions, 
which will depend on the intensity of the light and the transparency of 
the liquid. When the analyzer A, whose orientation is indicated by 
the instrument scale, is turned so that it is at right angles with the main 
polarizing Nicol, the central strip of the field, as viewed through the 
magnifying eyepiece, is dark and the sides are lighter, as shown at I. 
When the analyzer is turned through the small angle 6 to cross with the 
smaller Nicols, the sides are dark and the central strip is lighter, as shown 
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at IJ. When the analyzing Nicol is turned back through half of this 
small angle, it gives a uniform field as shown at III. This proper setting 
is readily found, and the corresponding reading of the scale is recorded. 
The double-field polarimeter (Laurent type) employs only one auxiliary 
Nicol prism, which covers half the field of the polarizing prism. The 
field of view is thus divided into two parts, and the reference analyzer 
setting is again that which gives a uniformly illuminated field. The 
scale is usually graduated directly into quarters of degrees, and with the 
aid of verniers and a magnifying lens, the angles may be read to 0.01°. 

The magnitude of the optical rotation is affected by the concentration 
of the solution, the length of the path of the light in the solution, the 
wavelength of the light, the temperature, and the nature of the solvent. 
The specific rotation [a}} for a given wavelength \ at a given temperature 
t is defined by the relation 


where a = observed angle of rotation 
L = length of light path, decimeters 
e = concentration of solute, g solute/ml solution 
p = concentration of solute, g solute/g solution 
p = density of solution, g/ml] 

The specific rotation depends upon the wavelength of the light, and 
this dependence is called optical rotatory dispersion. The dispersion of 
optical rotation is closely related to light absorption; in the vicinity of 
absorption bands, the optical rotation usually increases rapidly and then 
decreases through zero to give an opposite rotation as the wave- 
length is changed. This is referred to as the Cotton effect. These 
changes are more sensitive than most properties to changes in molecular 
conformation. This tool has recently been developed into a very 
powerful one for studying molecular structures of complicated organic 
molecules.? 


Apparatus. Polarimeter; sodium-vapor lamp and mercury-vapor lamp or other 
‘sources of monochromatic light; sugar solutions; filters. 


Procedure. Solutions containing approximately 5, 10, and 15 g of 
sugar per 100 ml are prepared using volumetric flasks. The crystallized 
sucrose should be heated to 105°, cooled in a desiccator, and weighed 
out accurately. 

Monochromatic light sources must be used with the polarimeter 
because of optical rotatory dispersion. To demonstrate this phenome- 
non for sucrose, the sodium-vapor lamp is supplemented as a light source 
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by a mercury-vapor lamp, such as Type H-4, with which filterst are 
used to isolate the strong lines in the visible region at 5780 A (yellow), 
5460 A (green), and 4358 A (blue). For this purpose it would be advan- 
tageous to use a monochromator by which the wavelength could be varied 
continuously. The light source should be placed at the proper focal 
distance from the end of the polarimeter (about 20 cm) and should not 
be close enough to heat the instrument. It must be carefully positioned 
on the optical axis of the instrument to ensure uniform illumination of 
the polarizer. | 

The polarimeter tube is rinsed and filled with distilled water, as full 
as possible, and the cap is screwed on, not tightly enough to cause strain, 
as this would produce an additional optical rotation. Any small air 
bubble remaining is driven up into an enlargement, above the line of 
vision. The glass plates at the ends must be clean, and the exposed 
surface must be dry. The analyzer is rotated until the field is uniformly 
illuminated, and several readings are taken. The average gives the zero 
point. The setting of the analyzer should always be approached from 
the same direction in order to avoid backlash. The zero reading is sub- 
tracted from the readings on the optically active material. It should be 
taken at the beginning and end of each set of determinations. 

The tube is next rinsed two or three times with a sugar solution and 
filled as before; three or more readings are taken. For each solution 
the rotation is measured for each wavelength of light available. 

Calculations. The specific rotation of sucrose is calculated from 
the observed optical rotations for each of the wavelengths employed. 
The results are compared with the values given in tables. The change 
with temperature of the specific rotation of sucrose in water solution is 
approximately —0.02 per cent/°C in the neighborhood of room tem- 
perature and is essentially independent of wavelength. 

Plots are made of optical rotation versus concentration for each wave- 
length and of specific rotation versus wavelength. 


Practical Applications. Optical rotation is used in identifying materials and in 
determining the structure of organic compounds.?* It finds important applications 
in quantitative analysis, as, for example, in the determination of the concentration 
of sugar in solutions.'_ Certain chemical changes may be followed without disturbing 
the system, as, for example, in the rate of inversion of cane sugar by catalysts 
(described in Exp. 24). The helix-coil transformation in polypeptides may be studied 
by measurements of optical rotation.’ 


t Wratten filters may be obtained from the Eastman Kodak Co., for the yellow 
line No. 22, for the green line No. 77, for the blue line No. 40. The glass-filter combi- 
nations supplied by the Corning Glass Works may also be used, as described in Chap. 
25. An excellent liquid filter solution for the 4358 A line is described in Exp. 41. 
Some polarimeters are equipped with a removable glass filter, for use with the sodium 
D line source, which must be removed when other wavelengths are employed. 
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Suggestions for Further Work. Other substances which are optically active, 


such as tartaric acid, may be studied in the same manner as sugar. Nonaqueous solu- 
tions may be used, e.g., camphor in benzene, carbon tetrachloride, and acetone. 
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CHAPTER 11 


Spectroscopy 


40. SPECTROMETRY AND SPECTROGRAPHY 


The calibration and use of a spectrometer or spectrograph are illus- 
trated in this experiment. The study of typical emission spectra is used 
to emphasize theoretical and practical applications. 

Theory.'?* The passage of polychromatic light through a prism or 
its reflection from a ruled grating results in the dispersion of the light into 
its various wavelengths. The visible range of the spectrum so produced 
extends from the violet at about 4000 A to the deep red at about 7500 A. 
The angstrom unit, named after the Swedish physicist, was originally 
defined as 10-* cm. It is now defined as 1/6438.4696 of the wavelength 
of the cadmium red line, under carefully specified conditions, which thus 
becomes the primary standard of wavelength, and is designated as A. 
Wavelengths of other lines used as secondary standards have been meas- 
ured relative to the primary standard with a precision as high as 0.0001 A, 
and the primary standard is known in terms of the standard meter bar to 
about 1 part in 10,000,000. For all but the most accurate work, 1 A can 
still be taken to be 10-8 cm. 

For many purposes it is convenient to characterize spectral lines in 
terms of wave number, 7, which is the reciprocal of the wavelength in 
centimeters. For example, the wave number of the green line in the 
mercury arc spectrum is 1/(5460.73 X 10-8 cm), or 18,312.6 cm—. 

A sketch of a simple spectrograph is shown in Fig. 60. The collimator 
renders the rays of light parallel; the prism refracts them to an extent 
depending on their wavelength; and the spectrum is observed at the focal 
plane of the camera lens. The collimator is essentially a tube provided 
with a convex lens at one end and a narrow adjustable slit at the other, 
the slit being at the principal focus of the lens, so that the light enters the 
prism as a parallel beam. The prism illustrated is of the constant-devia- 
tion type and can be regarded as built up of two 30-60° prisms, which 
perform the separation of the rays, and a 90° totally reflecting prism. 
The prism is rotated by means of the screw A, which moves a lever arm 
fastened to the prism table. A scale, also driven by the screw, indicates 
the wavelength centered in the field. 
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Specially sensitized photographic plates, made by the Eastman Kodak 
Co., are available for overlapping wavelength ranges from the far ultra- 
violet to the near infrared; for the visible spectrum panchromatic film 
is also useful. Glass prisms and lenses restrict observations to wave- 
lengths from about 3600 to 10,000 A. For the ultraviolet region quartz 
or fluorite optics are used, while infrared prism spectrometers employ 
NaCl, KBr, and CsBr prisms with special detectors. Reflection gratings 
avoid the problem of light absorption by prisms and can provide high 
dispersion and resolution of the spectrum. 


Fre. 60. Constant-deviation spectrograph: A, wavelength control; K, focusing adjust- 
ment; L, shutter; M, plate adjustment; P, prism; S, slit. 


The instrument shown in Fig. 60 can be used as a spectrometer for 
visual work by replacement of the camera by an eyepiece assembly con- 
taining a cross hair. The wavelength of a spectral line brought to the 
cross hair is read directly on the wavelength scale. In another common 
type of spectrometer the spectrum lines are seen superimposed on an 
illuminated scale, relative to which the various line positions are read. 
The scale must be calibrated. by use of lines of known wavelength. 

The conditions required for the production of emission spectra (high- 
temperature—low-voltage. arc, or high-voltage discharge) are such that 
only for atoms and very simple molecules can the emission spectrum be 
studied; for complex molecules the methods of absorption spectroscopy 
must be used. . For atoms the emission lines originate in a change in the 
electronic energy of the atom. According to the quantum theory, the 
electronic energy of a particular kind of atom can have only certain dis- 
crete and characteristic values. For a gas such as helium, under ordinary 
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conditions all but a negligible fraction of the atoms will be in the lowest 
electronic-energy state. In the high-voltage gas discharge tube, how- 
ever, atoms are raised to various high energy states. When such an 
excited atom drops back to a lower energy level, the energy balance is 
maintained by the emission of radiation, which is observed as one of the 
characteristic emission lines of the atom. The frequency of the emitted 
radiation is given by the quantum condition 


hy = hev = Ey — Ey | | (1) 


where h = Planck’s constant 
vy = frequency 
E, = energy of higher energy state 
E, = energy of lower energy state 
e = velocity of light 
y = wave number 
The emission spectrum of a diatomic molecule, as obtained from a dis- 
charge tube, is 4 superposition of the spectra of ‘the molecule and of the 
atoms produced by its dissociation. Because changes in quantized ener- 
gies of vibration and rotation are possible for molecules as well as changes 
in electronic energy, the emission spectrum of a diatomic molecule is 
quite complex. It consists of a series of bands of lines, each band cor- 
responding to a particular change in electronic energy combined with 
various smaller changes in rotational and vibrational energies. 
The theoretical calculation of the electronic energy levels of complex 
atoms is quite difficult, but for atomic hydrogen, the simplest atom, the 
following result has been obtained for the wave numbers # of the emission 


lines: 
= fk A 
= R(t) i 
where R = Rydberg constant, 109,677.76 cm 
M1, Nz = integral quantum numbers characterizing initial and final 


energy states 

For a given value of n;, successive higher values of m2 produce a series 
of lines. For ni = 2, this series of lines lies in the visible region of the 
spectrum. The Lyman series, for which m; = 1, is found in the ultra- 
violet range, and other series corresponding to m1 = 3, 4, etc., lie in the 
infrared region. It is interesting to note that the relation expressed by 
Eq. (2) was found empirically by Balmer to represent the visible emission 
lines of atomic hydrogen long before the first theoretical derivation of the 
formula was achieved by Bohr. 


Apparatus. Spectrograph; panchromatic film; plateholder; mercury-vapor lamp; 
argon, helium, hydrogen, nitrogen, and mercury-argon discharge tubes; discharge-tube 
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transformer; photographic developer and fixer solutions; sample undeveloped film; 
microscope comparator. 

Procedure. The spectrograph focusing is checked by examination of 
the spectrum from a mercury-vapor lampf placed in front of the slit. 
The slit width should be set to give a narrow line (about 0.1 mm) but 
should not be so small as to require inconveniently long exposures; a slit 
height of about 8 mm is recommended. The lines should be in good 
focus in all parts of the spectrum; if this is not the case, further adjust- 
ment of the instrument should be made in accordance with the instruc- 
tions furnished by the manufacturer, or with expert assistance. 

The panchromatic film, which is employed because of its sensitivity to 
the entire visible range of the spectrum, must be handled in complete 
darkness. The film is placed in the holder with the emulsion side out; 
this operation is facilitated by preliminary examination of a sample 
undeveloped film. Some holders are designed for use with cut film only, 
but others accommodate film or plates. In the latter case the film is 
placed in a metal film sheath for support before being put into the 
plateholder. 

The spectrograph shutter is closed, the holder is attached to the 
camera, and the black slide covering the film is withdrawn. By means of 
the rack-and-pinion control provided, the plateholder position is adjusted 
so that the top edge of the film is in position for the first exposure. The 
shutter is then opened, and the spectrum of the mercury-vapor lamp is 
recorded. The proper exposure times for this and the other spectra 
studied depend on the characteristics of the particular spectrograph and 
light sources used. Approximate exposure times for the various spectra 
should be specified by the instructor as reference data for this experi- 
ment. For a new source, a set of trial exposures varying between wide 
limits may first be taken, and the optimum exposure time selected on the 
basis of these results. 

The plateholder is moved up 1 cm, as indicated on the adjacent scale, 
and the next spectrum recorded. Exposures are thus taken of the argon, 
helium, hydrogen, and nitrogen discharge-tube spectra. The discharge 
tubes should be placed in position immediately in front of the slit. Cau- 
tion: The operating voltage for these tubes is several thousand volts. A 
switch in the transformer primary circuit is used to control the discharge 
tube; the intensity can be varied by a resistance connected in the primary 
circuit. Alternatively, an autotransformer may be used to supply the 
primary voltage. 

A second mercury spectrum is recorded as the last exposure on the film. 
The order in which the spectra are taken is recorded. 


t The General Electric H-2 or H-4 mercury-vapor lamp is recommended. Fither 
lamp requires a special transformer for its operation. 
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The plateholder is taken to the darkroom. Three trays containing, 
respectively, D-19 developer solution, distilled water, and F-5 acid fixing 
solution are placed in a sequential order, and their positions memorized. 
In total darkness, the film is developed, with sensitized side facing 
upward, for 5 min, carefully rinsed in the distilled water tray, and then 
fixed for 15 min with frequent agitation. Care should be taken to avoid 
scratching the sensitized side. The film is then washed in running water 
for 30 min and air-dried. Further details of the practice and theory of the 
photographic process are given on page 514. 

A straight line is marked on the film with a needle, connecting a sharp 
line in the upper mercury spectrum with the corresponding line in the 
lower. The distance of each of the mercury lines from this reference line 
is obtained using a comparator; the film is mounted between two pieces of 
plate glass, to keep it flat, with the emulsion side up. A preliminary dis- 
persion curve is drawn through a plot of wavelength versus displacement 
in millimeters from the reference line; the wavelengths of the mercury 
lines are obtained from Fig. 133 (page 503). With this curve, lines in the 
helium spectrum listed in handbooks are identified; their positions relative 
to the reference line provide additional points to define the dispersion 
curve more accurately. 

The displacements of several lines in the argon spectrum from the 
reference line are determined, together with those of the several lines of 
the Balmer series identified in the hydrogen spectrum. The comparator 
settings should all be approached from the same direction to eliminate 
difficulties from backlash and looseness in adjustment. 

If a comparator is not available, an enlargement of the film may be 
made and the line positions measured with an accurate steel rule. 

Calculations. The wavelengths found for the argon lines by means of 
the dispersion curve are compared with literature values. The wave- 
lengths for the Balmer lines are calculated by use of the theoretical 
formula of Eq. (2) and compared with those found experimentally. No 
measurements on the nitrogen spectrum are made, but the features of the 
spectrum are carefully noted. 


Practical Applications. The spectrograph has been one of the most useful tools 
in the advancement of science, particularly in the fields of chemistry, physics, and 
astronomy. With it, most of the elements and many compounds may be identified 
and a quantitative analysis obtained, even with minute quantities. It has aided in 
establishing the structure of organic compounds. It has been responsible for the 
discovery of many of our elements. It has made possible a determination of the 
composition and temperature of the sun and stars. Even the velocities of some of the 
stars have been calculated with its help. Intelligent advances in photochemistry 
demand a complete knowledge of absorption spectra, and a spectrometer furnishes the 
best source of monochromatic illumination for controlled experiments in that branch 
of physical chemistry. 
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The nature of the absorption spectrum, whether continuous or discontinuous, is of 
value in interpreting the mechanism of the molecular absorption and the nature of 
certain photochemical reactions. 

Suggestions for Further Work. The absorption spectrum of potassium per- 
manganate or of a dye solution may be obtained by placing an absorption cell in front 
of the slit and illuminating it with a small frosted electric-light bulb. Potassium 
permanganate and especially salts of neodymium and praseodymium give fairly 
sharp bands in sufficiently dilute solutions. 

Several suitable experiments on band spectra of diatomic molecules have been 
suggested by Davies.? 
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41. RAMAN SPECTRUM 


The Raman spectra of chloroform and benzene are obtained, using 
the 4358 A mercury line for excitation. The Raman frequency shifts are 
measured and compared with the infrared absorption frequencies of the 
compounds. : 

Theory.*:*1> When a transparent and homogeneous medium is tray- 
ersed by a beam of light, laterally diffused radiation may be observed. 
This phenomenon, termed the scattering of light by the medium, is a 
universal property of matter and had been under experimental and theo- 
retical investigation for a number of years when in 1928 Raman dis- 
covered, in the scattered light, weak radiation of discrete frequencies not 
present in the monochromatic incident light and characteristic of the 
material under investigation. The term Raman effect refers to the pro- 
duction of these altered frequencies, whose complement constitutes the 
Raman spectrum. 

The Raman effect arises from an exchange of energy between the 
scattering molecule and a photon of the incident radiation, which results 
in a transition of the molecule from one of its discrete energy states to 
another and a compensating change in the energy, and hence in the fre- 
quency, of the photon. The fundamental equation is 

. hv+ BE, = he’ + BE, (1) 
where h = Planck’s constant ; - 
v = frequency of incident photon 
v’ = frequency of scattered photon 
£,, EZ: = initial and final energies of molecule 


ll 
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The Raman line of frequency 1’ is called a Stokes line, if » > »’, and an 
anti-Stokes line, if »’ > ». The Stokes lines correspond to transitions in 
which the molecule is raised from a lower to a higher energy state at the 
expense of the photon, the anti-Stokes lines to transitions in which the 
molecule drops from an excited state to a lower energy level and gives up 
energy to the photon. Hence any permitted transition can give rise to 
both a Stokes and an anti-Stokes line, of which the former will be stronger 
because of the relatively small number of molecules in the higher energy 
states. Theory and experiment are in good agreement on the ratio of 
the intensities of the Stokes and anti-Stokes lines corresponding to a given 
transition.? 

The difference in frequency between the Raman line and the exciting 
line is independent of the frequency of the incident light and is a measure 
of the separation of two energy states of the molecule. It is called the 
Raman frequency shift, or Raman frequency, and is ordinarily expressed 
in wave numbers 7, or em—! (page 243). Thus 

poy E, — Ey 


ie c cae? (2) 


where c is the velocity of light. For polyatomic molecules, only changes 
in the vibrational contributions to the energy are ordinarily observed in 
the Raman effect. The total vibrational contribution is the sum of the 
contributions of all the vibrational degrees of freedom of the molecule; for 
a particular vibrational degree of freedom, this contribution can have only 
values given by 


E; = (n + 4)he3; n=0,1,2,3,... (3) 


where #; = corresponding fundamental vibrational frequency, cm 

n = vibrational quantum number 
It follows from Eqs. (2) and (3) that in the Raman spectrum of a poly- 
atomic molecule there will be found: 

1. Frequency shifts equal to fundamental vibrational frequencies of 
the molecule, corresponding to transitions between adjacent energy 
levels associated with a single vibrational frequency. These lines are 
ordinarily the strongest Raman lines. 

2. Frequency shifts equal to linear combinations (sums and differences) 
of several fundamental frequencies, due to simultaneous changes in the 
energy associated with the several modes of vibration concerned. 

3. Frequency shifts equal to integral multiples of the fundamental 
vibrational frequencies, due to the less common transitions between non- 
adjacent levels associated with a single frequency. These lines are usu- 
ally very weak. | 
_ Corresponding to each fundamental vibrational frequency there is a 
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“normal mode of vibration,” the complete description of which involves 
the specification of the motion undergone by each atom in the molecule. 
Any vibrational motion of the molecule can be represented as a super- 
position of the different normal modes with appropriate amplitudes. In 
general, all the atoms in the molecule are involved in each normal mode 
of vibration, but it has been found experimentally and explained theo- 
retically that the presence of various groups in the molecule can give rise 
to characteristic vibrational frequencies irrespective of the nature of the 
rest of the molecule. Thus all aliphatic nitriles have a characteristic 
frequency of approximately 2100 cm™=} which is associated with the 
stretching of the carbon-nitrogen triple bond. These group frequencies 
are often useful in the identification of structural features through the 
Raman spectrum. 

Significant results can be obtained from a study of the Raman lines 
obtained with appropriate excitation conditions. Let the incident light 
be nonpolarized and confined to a beam traveling in the XY plane and 
perpendicular to the axis of the Raman tube, which is considered to 
coincide with the X axis. Let the scattered light be resolved into com- 
ponents J, polarized perpendicular to the XZ plane and J, polarized 
parallel to the XZ plane. Then the depolarization factor p for the Raman 
line is the ratio 7,/Z,. Considering lines associated with the fundamen- 
tal transition from the ground state to the first excited vibrational level 
for a single mode of vibration, the depolarization factor will be less than 
$ if the symmetry of the equilibrium configuration of the molecule is 
preserved throughout the whole cycle of the vibrational motion involved ; 
otherwise p will be equal to $ (Ref. 8). For the totally symmetric modes 
of molecules such as carbon tetrachloride and sulfur hexafluoride which 
belong to cubic point groups, the depolarization factor is zero; for the 
totally symmetric modes of other molecules, it will be greater than zero 
but less than $. The determination of the polarization states of Raman 
lines is thus of great help in the assignment of frequencies to particular 
modes of vibration.® 

Details of the single-exposure method, in which the two components of 
the scattered light are recorded simultaneously, have been given by 
Cleveland.? A two-exposure method in which polarized incident radia- 
tion is employed has been described by Crawford and Horowitz. The 
recent improvements in photoelectric detection systems make it possible 
to avoid the problems of quantitative photographic photometry. 

Intramolecular vibrations also give rise to absorption bands in the 
infrared region of the spectrum at frequencies equal to fundamental vibra- 
tional frequencies and their harmonics and combinations. The quantum 
theory permits a prediction from the structure of a molecule of the number 
of fundamental vibrational frequencies, etc., that will be observed in the 
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Raman spectrum and in the infrared absorption spectrum. Different 
rules are found to apply to the two different types of spectra, which thus 
yield complementary information in the study of molecular vibrations. 
A given vibrational frequency may be detected only in the Raman effect, 
only in the infrared spectrum, orin both. Conversely, from a comparison 
of the infrared and Raman spectra of a compound, important information 
concerning the structure of the molecule may be obtained. 


To autotransformer 


Fig. 61. Apparatus for Raman spectra. 


Most studies of Raman spectra have been made on materials in the 
liquid state. The introduction of special techniques for the Raman 
spectroscopy of gases!4!7 has been an important recent development in 
this field. 


Apparatus. Spectrograph; photographic plate or film; AH-2 mercury-vapor 
lamps and transformers; Raman tube; glass water jacket; chloroform and benzene; 
filter jacket; filter solution; argon-mercury tube, helium tube; transformer. 


Procedure. A typical apparatus assembly is shown in Fig. 61. A 
spectrograph of fairly large aperture is preferable, but the common wave- 
length spectrometer of aperture about f/16 gives satisfactory results with 
a slit width of 0.1 to 0.2 mm. Eastman Type 108a-J spectrographic 
plates are recommended, although the slower panchromatic film can also 
be used. 

The intense source of light necessary is conveniently provided by a 
bank of AH-2 mercury-vapor lamps, A, which yield sharp lines and com- 
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paratively little continuous background in the visible region. A separate 
transformer is required for each lamp, and a 15-min warm-up period is 
required to bring the lamps to maximum brilliance. 

In research apparatus d-c mercury-arc lamps with water-cooled 
electrodes'* are used to give sharp lines of high intensity with favorable 
line to continuous background intensity ratio. Microwave excitation of 
alkali metal vapors has been recommended® where wavelengths other than 
those of the mercury spectrum are useful. The maser promises to become 
of increasing importance as a Raman excitation source. 

The liquid to be examined is contained in the Raman tube C, of diam- 
eter approximately 16 mm and with a plain glass window sealed on the 
front end.| Except for the window and the section directly opposite the 
lamps, the tube is painted black to minimize the amount of light reflected 
rather than scattered into the spectrograph. The Raman tube is pro- 
tected from the heat generated by the lamps by the glass water jacket B, 
through which tap water is circulated. The entire excitation unit is 
enclosed in a light-tight box D, to keep stray light from entering the 
spectrograph. 

The Raman tube is filled with the desired liquid and placed in the 
jacket, which should be so adjusted that the axis of the tube coincides 
with the optic axis of the spectrograph collimator. Improper alignment 
of the Raman tube is the greatest source of trouble in this experiment. 
The exposure times required may be minimized by use of a suitable con- 
densing lens selected in accordance with the reeommendationsof Nielsen." 
After the two Raman exposures have been made, several reference 
spectrum exposures are made by means of a mercury-argon discharge 
tube, placed immediately in front of the spectrograph slit, for use in the 
construction of a dispersion curve for the spectrograph. Greater accu- 
racy in the latter task is facilitated by superposition of a helium spectrum 
on the mercury-argon spectrum. The exposure times required for the 
several spectra depend upon the apparatus used, for which specific 
recommendations must be provided. 

An unfiltered mercury-lamp source will yield spectra clearly showing 
the excitation of Raman lines by both the 4047 and 4358 A mercury lines. 
An effectively monochromatic 4358 A light source may be obtained by use 
of a filter solution{ in a filter jacket surrounding the Raman tube but 
inside the water jacket. Alternatively, a filter jacket may be ring-sealed 
to the Raman tube, or an BPpFORTay coating may be applied to the 
Raman tube itself.5 


t Such tubes are readily available on special order from manufacturers of scientific 
glassware. 

} A solution containing 0.01 per cent crystal violet and 4 per cent p-nitrotoluene i in 
ethyl alcohol is recommended, (Caution: Fire hazard.) 


ExP. 41] SPECTROSCOPY 253 


Caleulations. The Raman lines, which do not appear on the simple 
spectrum of the mercury lamp, may be seen at the sides of the 4358 A 
exciting line. Their wavelengths are determined, as described on page 
247, by means of a dispersion curve based on the standard values for the 
wavelengths of the mercury, argon, and helium lines; the photographic 
enlargement method mentioned can facilitate measurements on the 
weaker Raman lines, which often are difficult to see under the magnifica- 
tion given by a comparator. The frequencies, expressed in wave num- 
bers, of the Raman lines and of the exciting line are calculated. The 
Raman frequency shifts for the compounds are then determined and 
compared with the principal infrared absorption frequencies given in 
Table 1. 

For chloroform, agreement is obtained between the Raman shifts and 
the infrared absorption frequencies listed. For benzene, no such coinci- 
dences actually occur; this is an example of the so-called “mutual-exclu- 
sion rule” for molecules which, like benzene, possess a center of symmetry. 
In such a case, the Raman-active fundamentals are not infrared-active, 
and vice versa. It is readily seen that the application of this rule can 
be complicated by ae eapouments uncertainties in the Raman and 
infrared data. 


Tapie 1. Princrpa, INFRARED ABSORPTION FREQUENCIES OF CHLOROFORM 
AND BENZENE® 
(Bvacuum) em) 


CHCl; CoH 
260 671 
364 1,087: 
667 1,485 
760 1,807 

1,205 — 1,964 

3,083 3,045 

3,099 


* Herzberg, “Infra-red and Raman Spectra of Polyatomic Molecules,” D. Van 
Nostrand Company, Inc., Princeton, N.J. (1945). 


Practical Applications. Many uses have been discovered for the Raman spectra, 
and these are described in the voluminous literature published since the effect was 
discovered in 1928. A knowledge of the fundamental vibrational frequencies of the 
molecules is required for the theoretical calculation of the thermodynamic properties 
of gases by statistical methods, and the structures of molecules can be deduced 
through a study of the Raman and infrared spectra. Raman spectra have also 
found application in the qualitative? and quantitative!’ analysis of multicomponent 
systems and in the determination of the degree of dissociation of strong electrolytes in 
aqueous solution.!? 

Suggestions for Further Work. The Raman spectra of other liquids may be 
determined. A comparison of the Raman spectra of the two geometric isomers cis- 
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and trans-dichloroethylene provides an interesting study. Infrared data are available 
for these compounds.® 

The marked difference between the depolarization factor of the Ai = 459 em= line 
of carbon tetrachloride (oe ~ 0) and those of the other Raman lines (p = #) may be 
shown.#:4 
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42. SPECTROSCOPIC METHODS FOR THE STUDY 
OF MOLECULAR STRUCTURE 


The use of physical methods for the determination of molecular struc- 
ture continues to grow in importance as improvements in apparatus 
facilitate more accurate and detailed observations. The following three 
procedures provide experience in the use of results obtained with modern 
research instruments. 


A. THE NEAR-INFRARED ABSORPTION SPECTRUM OF A HETERONUCLEAR 
DIATOMIC MOLECULE 


Theory.*** The determination of the characteristic energy levels for 
a diatomic molecule such as hydrogen chloride requires consideration of a 
complex dynamical system of electrically interacting particles consisting 
of two nuclei and a large number of electrons. The quantum-mechanical 
problem is simplified by the acceptance of the principle known as the 
Born-Oppenheimer approximation. Because of the marked difference : 
in mass between the electron and even the smallest nucleus, the electrons 
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in a molecule complete many cycles of their motion in any time interval 
long enough to permit the more slowly moving nuclei to achieve a finite 
change in their positions. It is thus possible to consider the electron 
motion as establishing a potential function which determines the motion 
of the nuclei. This electronic potential function, U(r), may be con- 
structed by solving the Schrédinger wave equation for the electron 
motion for each of a continuous succession of fixed configurations of the 
nuclei, corresponding in turn to different values of r, the internuclear 
distance. A typical potential-energy 
curve for the ground electronic-energy 
state of a stable diatomic molecule is 
shown in Fig. 62. For this curve the 
value U(r) corresponding to a particu- t 
lar internuclear distance r isfoundas U7) 
the lowest energy value for the system 
consistent with the Schrédinger wave 
equation for the motion of the elec- 
trons for fixed distance r between the 
nuclei. In principle, then, the poten- 
tial-energy curve U(r) can be calcu- 
lated theoretically for a molecule, but 
in practice its form must be established 
experimentally except for the simplest 
cases, such as He. It should be noted, 
however, that the function U(r) will 
be precisely the same for different iso- 
topic species of the same compound, 
such as HC1® and HCl?. 

The determination of the permitted energy levels ultimately reduces to 
finding the values of W for which the radial equation 


1d [ into) 4 Sr [iw _ I + DR 


re 


Fig. 62. Potential-energy curve for 
ground electronic state of a stable 
diatomic molecule. 


= u(r) | R(ir) =0 (1) 


r? dr dr h? Sr2ur? 4 


admits of solutions for R(r), the radial factor in the wave function for the 
system, which are single-valued, continuous, quadratically integrable, 
etc., as required for the interpretation of wave functions as probability 
distribution functions. In this equation yp, the reduced mass of the 
two-particle system, is calculated from the masses M,, M2 of the two 
atoms as 

1. 2h 1 

uw Mi" Me 
The quantity h2J(J + 1)/8?yr?, in which J is a quantum number which 
takes on the values 0, 1, 2, 3, ete., may be regarded as a centrifugal- 


(2) 
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energy term arising from the rotational motion of the system; the product 
ur? is the moment of inertia of the system for internuclear distance r. 
Since the precise form of the function U(r) is not known, it is convenient 
to introduce a Taylor’s series expansion about the equilibrium inter- 
nuclear distance r = r., corresponding to the minimum in U(r), for both 
it and the centrifugal-energy term. For a function f(x) the expansion 
about the point + = zo is given by 


(0) = flea) + flea) (a — m0) + yf" eo)( — 2) 


+ ail (wo) a ~ x)? + ae (wo) a —~ %)4+ +++ -(3) 
It follows that for ¢ — 7.) = &, | 
Us =U) + FDS = u(r) + IED et) 
bora tae poe MEAD «WIT AD gy s+ (4) 


where the frequency »y, is defined by the relation 


1] @U(r) 
De END ok 
Qr MY, 9 ; dr? I. 


and the coefficients a, b by 


_ 1f auc) , — Lfatuwr)). 
ae 3 eae et re 


{Since the minimum in U(r) occurs at r = 1,, ee | = 0 


dr 
In terms of the variable &, and the substitution rR(r) = S(£), Eqs. 
(1) and (4) lead to 
@S(E) , Satu 
de 2 


(W — Us)S(E) = 0 (5) 


If the series expansion (4) for Us is limited to the first three terms, the 
wave equation (5) can be solved exactly to give for the energy levels the 
expression 

hed (J + 1) 


892 ur? 


W, ergs = U(r.) + + hv-(v + 4) (6) 
The first term simply fixes a reference point for measurement of energy 
for the molecule. The second is the quantum-mechanical expression 
appropriate for the rotational energy levels of a rigid two-particle system 
for fixed internuclear distance r.. The third term, in which the vibra- 
tional quantum number » can have the values 0, 1,2,3, . . . , represents 
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the energy levels of a one-dimensional harmonic oscillator. Correspond- 
ing to this energy-level formula, the functions S(£) are identical in form 
with those for the one-dimensional harmonic oscillator. 

The relation (6) provides a first approximation to the desired result, 
but to obtain an expression which can accurately characterize the energy- 
level system for a real molecule, the effect of the other terms in series (4) 
must be determined. On the assumption that these terms are reasonably 
small, so that the energy levels for the system will lie close to those given 
by the rigid-rotator harmonic-oscillator approximation, standard methods 
of Sere theory may be employed to give the following result: 


W,,3, em-} = he ~ Wy, y ergs = E(r.) +3.(v +4) + BJU + 1) 
— Fev + 3)? — av + a)JV +1) — DI*T + 1)? (7) 


where a e = velocity of light 
i, = ve/e 
E(.) = U(r.) 3bh 7a*h 
. he 128x*47c%52 = 1024 r® 8874 
° Sricur? * 12898 y8rec%5?2 ~ 5? 


Le = 


3 oh G a 


2 16rtp2c? \9 4r2uckhe? 


ds 3h? (Ss a 1) 
© B2artyrscrie \ 42 uc? 
The term in 2, reflects the anharmonicity of the vibrational motion; 
that in a, is a vibration-rotation interaction term which may be asso- 
ciated with the change in the effective value of the moment of inertia 
of the molecule as the vibrational energy is increased. The quantity D, 
is called the centrifugal-distortion coefficient, since it appears because of 
the tendency of the internuclear distance for the nonrigid molecule to 
increase as the rotational energy increases. 

The expression (7) for the energy levels is not exact. In a higher 
approximation there would appear terms proportional to (v + })3, etc., 
and further vibration-rotation interaction effects such as a, dependency 
of the centrifugal-distortion coefficient on the vibrational quantum num- 
ber. Such refinements are rarely justified by the accuracy of the spec- 
troscopic data available. 

Defining the rotational coefficient B, corresponding to value v for the 
vibrational quantum number as 


_B, aR. RP CS . _ (8) 
W.,7, em=7! = on au » ~ eee ie a as Bald + ~ 1) — DPJ +1). 
; ‘ (9) 


whens Wes - W, “5 _ Er) 
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Consider the difference in energy of the states characterized by v = v”, 
J=J" andy =0', J = J’ respectively 


W! = ! + 2)be — aebe(v’ + 4)? + Bud’ (J +1) — DJ'S’ + 1)? 
W" = (0 + 2)i. — tebe(v” +4)? + Bod (I +1) — DoT" 2I" + 1)? 
AW = W' ~ W" = (o' — "lie — rede (v’ — v'")(v’ + vo” + 1) 
+ Byd' (I! +1) — Bund" + 1) 
— DLJ?! + 1)? — J?" + 197] (10) 


A transition between these two states may be accomplished by absorption 
of a photon of wave number # such that 7 = AW, provided that: 

1. The molecule is heteronuclear, so that vibrational or rotational 
motion of the molecule creates an oscillating electric moment. 

2. The rotational quantum number J changes so that J’ = J” + 1. 
There is no restriction on the change in the vibrational quantum number 
vy. The principal near-infrared rotation-vibration absorption band occurs 
for the so-called fundamental transition, for which v’’ = 0 (ground vibra- 
tional state) and v’ = 1 (first excited vibrational state). The first over- 
tone band (vy = 0, v’ = 2) and the second overtone band (v” = 0, 
v’ = 3), etc., are found to be progressively weaker. 

For a given change in vibrational quantum number, the set of absorp- 
tion frequencies corresponding to transitions in which the rotational 
quantum number J changes by +1 constitutes the R branch of the 
rotation-vibration absorption band; the set for which AJ = —1 con- 
stitutes the P branch. The absorption frequencies for the two branches 
may be summarized as follows: 


R branch: Jé= J" +1 J = 0,1, 2,3,... 
ip = (vo — vw" lie — Le¥[(v' — vv’ +0” +1) + (By + Be)” + 1) 
+ (By — By)\J" +1)? — 4D.(J" + 1)% (11) 


P branch: Jéi=J"”—1 Os AD Bie rs 
ip = (v' — v")i, — xed {(v’ — vo’ + vo” +13) — J (By + Bo) 
+ 3'°(By — Bu) +4DJ'* (12) 


Because the rotational quantum number must change for an allowed 
transition, there is a discontinuity in the line spacing at the center of the 
band. For the harmonic-oscillator, rigid-rotator model, this so-called 
“zero gap” would be exactly twice the common line spacing in the P 
and R branches, which in turn is twice the common value (in this approxi- 
mation) of the rotational coefficient B for the two vibrational states 
involved. 
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Apparatus. Spectrometer records with calibration data;* precision rule. 


Procedure. Specialized research spectrometers*® permit the deter- 
mination of the wavelengths of emission or absorption lines in atomic 
and molecular spectra with an accuracy measured in parts per million 
or better, at wavelengths from the ultraviolet to the infrared region of 
the spectrum. At the present time, however, even standard commercial 
instruments can provide results whose interpretation can be accomplished 
quantitatively only in terms of the energy-level scheme defined by Eq. (7). 


TaBLe 1. Rerractive INpEx or STanpaRD AIR? 
(0.03 per cent CO2, 15°C, 1 standard atm) 


epee, 


(n° — 1) & 108 
Air, A Edi 
en 

Observed? forinuly 
Hg 5,460.74 277.9438 277.901 
Ne 7,032.41 275.804 275.758 
Hg 10,139.79 274.141 274.104 
He 11,287.41 273.848 273 .812 
A 12, 487.66 273 .640 273.589 
He 20,581.29 273 .014 273 .962 


For each band for which a record is provided, the distances of the 
various lines from a selected reference mark are determined. The wave- 
lengths of the lines are then computed by use of a calibration curve con- 
structed by measurement of the distances from the same origin to the 
calibration marks provided on the chart. Separate tabulations are made 
for the P and R branches of line wavelength versus J”, the value of 
the rotational quantum number for the state in which the transition 
originates. 

Calculations. The line wavelengths are corrected to wavelengths 
in vacuum by use of the relation 


vac = Nair (13) 


where 7 is the refractive index of air for the wavelength involved and 
the pertinent temperature and pressure; typical values of n are given in 
Table 1. The Edlen? dispersion formula for standard air (0.03 per cent 


* If spectrometer records of sufficient accuracy are not available a copy of a typical 
spectrum may be obtained at a nominal cost by writing to Professor Paul Bender, 
Department of Chemistry, University of Wisconsin, Madison 6, Wis. 
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CO:, 1 standard atm pressure) has been shown to hold quite accurately 
through the near-infrared region of the spectrum. 


2 
(w= 1) x 10" = 049.8 + FED + gre 


146 pia) 


Any necessary. correction to laboratory conditions of temperature and 

pressure may readily be made since the molar refraction of the medium 

is adequately constant for the range of conditions involved, and (n — 1) 

is quite small. Thus, to the required degree of approximation, 
n°? — 1] 760 T Z(P,T) 


(n = lpr P 288.16 Zz 


(13b) 


where Z(P,T) is the compressibility factor for air at the indicated pressure 
and temperature, and Z° its value for the specified reference state. If 
the accuracy required in the value of (n — 1) is 0.1 per cent or less, the 
compressibility-factor ratio in Eq. (13b) can be set equal to unity; where 
higher accuracy is needed, the ratio may be calculated from the formula 
given by Schleuter and Peck.1° Except for the most accurate work, 
the value of the refractive index may be considered to be constant over 
the wavelength region covered by one absorption band. For each line 
the vacuum wave number 7 is then ealenlaved: as the reciprocal of the 
vacuum wavelength. 

Now let R(J), P(J) represent, Rucci. the wave numbers of the 
lines in the R and P branches which originate in ‘the state characterized 
by J” = J. Then from Kgs. (11) and (12) it follows that 


HRY) + oe 7 1)] = @' — o”)6.{1 — xe(v’ + v” + 1)] 
+ (By — By)\J+1)? J=0,1,2,... (14) 


RV) — PU) = 4By J +4) — 4D{J + 1)? + J4 | 
J = 1,2,8, 3. (15) 

RU = 1) ~ PU +1) = ABold +4) = ADA + + I 
J = 1,2,3,... (16) 


Note that the difference [R(J) — P(J)] in Eq. (15) is selected because 
both lines then originate in transitions from identically the same lower 
state (i.e., same values for v’’, J’’), and hence the properties of the upper 
state can ‘be determined without a knowledge of the coefficients for the 
lower. state. Conversely, the transitions associated with the lines 
RJ — 1), P(J +1) lead to the same upper state. For a given band 
the values for the band origin, (v’ — v'’)#.{1.— 2-(v’ + v + 1)], and 
By — Bw may be determined as the intercept and elgpe Erenecuvely 
of a plot of 31RW/) + PU + 1)] against (7 + 1)?. 
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. A graphical method based on Eqs. (15) and (16) may then be used for 
evaluation of By, By, and D.. A plot of 


R(J) — PV) 


2 
Fat versus J?7+)/+1 


leads to values for By and D., and a similar plot based on Eq. (16) yields 
values for By and D.. The two values thus obtained for D, should agree, 
and the difference (B, — B,”) should be consistent with the result given 
by use of Eq. (14). _— z 

Analysis in this fashion of at least two bands for a molecule permits 
calculation, from the band origins, of the zero-order vibration frequency 
%- and the anharmonicity factor 2%... The values of B, and Xe are 
obtained from a plot of the rotational coefficient B, against v + 4. 

For the calculation of the equilibrium internuclear distance r, the 
necessary atomic mass data may be taken from the tabulation provided 
by Moeller® Accurate values must be used for the various physical 
constants required. 

In cases where the isotope structure of the band is resolved, as for 
HCl®*, HCl*’, it is possible to verify that the value of r, is the same for 
the different isotopic species (within limits of experimental uncertainty) 
and that the zero-order vibrational frequencies satisfy the relation 


Ve acis? iz (ean) — (17) 


Ve, C135 Macs? 


Equation (17) is a necessary consequence of the fact that the electronic 
potential function U(r), and hence [d?U (r)/dr?|,-,,, is the same for the 
two isotopic species. 


Practical Applications. An accurate knowledge of the energy-level system for a 
molecule is essential in the calculation of thermodynamic properties by the methods 
of statistical thermodynamics.‘? The velocity of light may be calculated® from By 
values as given in terms of frequency by microwave spectroscopy and in cm=! by 
infrared studies. 

Suggestions for Further Work. A comparison may be made of the results 
obtained here with those given by the microwave spectrum. The energy-level 
expression (7) may be shown to be consistent with that derived by direct substitution 
of the Morse potential function® in the Schrédinger wave equation. 
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B. NUCLEAR-MAGNETIC-RESONANCE SPECTROSCOPY 


Theory.®*'°8 The torque about the origin exerted on a particle, 
of mass m; and position vector r;, due to the resultant F; of the external 
forces acting on it, is given by the relation 


a =%13XF; (1) 


Since in vector form Newton’s law of motion—force equals mass times 
acceleration—becomes 


ry, a 7 
mi de = F; (2) 
then e=rX F; = marx x oe (3) 


Because the vector product A x A of a vector with itself is identically 
equal to zero, 


dr; ad?r; a ye ai af Cdr; 
miri X de = mi (re x x + dt xT) = mSi(« x =) (4) 


Since dr,/dé is equal to the linear velocity v; of the particle, 


d d 
{= di (rm; x Mv:) = i (r; x Pi) (5) 


where p, is the linear momentum of the particle. For a system of 


particles, 
v= Den Gide xp] (6) 


The quantity r; x p; is termed the angular momentum of particle i; for a 
system of particles the angular momenta of the individual particles add 
vectorially to give the resultant angular momentum L of the system. 
The external torque + thus determines the time rate of change of the 
angular momentum L. If a system is put into motion in such a way 
as to give it a particular angular momentum, as long as no external 
torques act on it, the angular momentum must remain constant. The 
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angular momentum, then, is one of the “‘constants of the motion’’ of the 
system in classical dynamics. 

In classical electromagnetic theory, the magnetic moment of a molecule 
as a system of charged particles is given by the expression 


1 
us 55 D, eR X Vi (7) 


where e; represents the charge of particle 7, and ¢ the velocity of light. 
The equivalent form 


v= Donghx p= Du (8) 


shows that the contribution per particle to the magnetic moment, 4,, 
is proportional to the angular momentum of the particle. If a magnetic 
dipole of magnetic moment wu is placed in a magnetic field described 
by the field vector H, the energy of the dipole in the field is given classi- 
cally by 

W=-u-H (9) 


The angular momentum of a single particle about a particular origin 
can be resolved into components relative to a cartesian coordinate 
system centered on this origin. Letting i, j, k be unit vectors in the 
L, y, z directions, respectively, 


ij k 
mxp=a|e y 2/)/=LA+Lj+Lk (10) 
Pe Py Pz 
where Lz = Ypz — 2py 
Ly = 2Pz — Upz (11) 
Lz = £Ppy — YPz 
The square of the magnitude of the angular momentum L is given by 
D2? =L-L=Li+L4+L? (12) 


In quantum theory, operators corresponding to these dynamical vari- 
ables are formulated by replacing p. by (h/2z1)(0/dz), etc., to give 


2 h s] fe) 
Des =[,= a (vd — :2) 
h te) re) 
Diep = = (2 — 2) (13) 


L, 
h ) re) 
Lavon = he = mile = 1) 
Li, = [ = (L.)(L.) + @,)(h,) +(£.)(L.) (14) 
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Such an operator f may be used for the prediction of the average value 
F,, of the results of measurements of the dynamical variable F for the 
particular stationary energy state of the system described by the wave 
function yp: 


B= [vt @yadr, (15) 


The integration extends over the configuration space of the system. If 
the same value F,, is obtained every time the variable F is measured on 
the system when it is in the state ¥,, then F, = F,,; the state is then said 
to be an eigenstate of the variable F, and F, is an eigenvalue of the 
corresponding operator F such that 


Py, = Fi, (16) 


If two dynamical variables F,G are to have such well-defined values for 
a given state, it is necessary that the corresponding operators commute: 


P)@ = @)(P) (17) 


From the definitions given in Eqs. (13), it may be shown that L? com- 
mutes with any of L,, L,, £,, but the latter three do not commute with 
each other: 

th 


ain 
LA; — LL, = ae 


Da (18) 
Lb. — LL, = 2, 
Lie — Eh; = 0 


N 


1=2,Y,2 


It is thus possible to determine experimentally for a particle the simul- 
taneous values of the magnitude of the square of the total angular 
momentum and of its component along a particular direction in space, 
conventionally taken as the z direction. 

In terms of ordinary spherical polar coordinates, with h = (h/2r), 


L, 
[2 


~ih(3/de) 
1 9 p 1 #@ 
— fp2 es es ee 
f E 3 dd (sin . 5) + nto | my) 


These expressions may be used together with the wave functions for 
the hydrogen atom obtained as solutions of the Schrédinger wave equa- 
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tion to give for the orbital angular momentum of the electron TUnnLVE 
to the nucleus the results 


TI? = ll + 1)h? l=0,1,...,m—1) (20) 
L, = mh nes 1 Sh Ty coe gh la (21) 


Here n represents as usual the principal quantum number which deter- 
mines the energy associated with the relative motion of the electron and 
nucleus. The discrete set of values for L, for a given value of L? denotes 
a spatial quantization of the orbital angular momentum which becomes 
manifest when a special direction in space is created, as by application 
of a magnetic field. 

Studies of the spectra of atoms and molecules show, however, that 
there also exists for electrons and nuclei a kind of quantized angular 
momentum which is different from orbital angular momentum. Postula- 
tion of this “spin angular momentum” is necessary to explain the doublet 
splitting in alkali-metal-atom spectra, the anomalous Zeeman effect in 
complex-atom spectra, the line-intensity variations observed in the pure 
rotational Raman spectra of homonuclear diatomic molecules and in the 
rotational fine structure of the infrared absorption bands of molecules 
such as H,0, the existence of ortho- and para-hydrogen, etc. ' While the 
commutation relations given in Eqs. (18) arise from the classical con- 
cept of orbital angular momentum, it is possible to consider them as 
divorced from this origin and to postulate that they characterize the 
properties of angular momentum as a generalized concept. It may then 
be shown that the corresponding eigenvalues of the square of such angu- 
lar momentum are given by’ 


P=jGtD)M 750418... (22) 
while J, = mh m= —j,-j+1,...,j-1,j (23) 


For orbital angular momentum, integral j values apply. For the elec- 
tron, the spin angular momentum corresponds to 7 = 3. For an atomic 
nucleus, the nuclear spin angular momentum depends on the energy 
state of the nucleus. In ordinary chemistry, however, the nucleus 
remains in its ground nuclear-energy state, so it is customary to refer 
to the corresponding value as the nuclear spin quantum saad for a 
particular nucleus. Values found include 0 for Cc”, oO”; + for H!, F¥; 
1 for H2(D), N*; 3 for B", K*!; etc. ; 

The stoportionality between angular momentum and magnetic moment 
previously specified for the case of orbital angular. momentum also 
extends to spin angular momentum. A nucleus which has a nonzero spin 
quantum number then possesses a magnetic moment which may be 
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written as the product of the spin angular momentum I and the gyro- 
magnetic ratio y, a characteristic property of the nucleus concerned: 


u= I (24) 


When the isolated nucleus is subjected to a magnetic field H, the energy 
of the magnetic dipole in the field is given by 


sc = —y-H = —7I-H (25) 


If the direction of the magnetic field is taken to be the z direction, 
H = H°k, k a unit vector in the +2 direction, and 


Kr = —yH°l, 50 = —yH°?, (26) 


The energies W, of the permitted Jevels for the system are then sought 
as the eigenvalues of the Hamiltonian operator s. The eigenvalues of 
I, are given by Eq. (238) as 


I, = mh m= —I,-I+1,...,7-i,1 (27) 


where J represents the spin quantum number for the nucleus. This 
spatial quantization of the nuclear spin angular momentum creates a 
discrete set of energy levels for the nuclear magnet in the field, of energies 
given by 

Wn = —mhyH° (28) 


Further calculations show that a transition from a given level to the one 
just above it (Am = —1) may be achieved by absorption of energy from 
an electromagnetic field which is circularly polarized in a plane perpen- 
dicular to the direction of the magnetic field. The frequency of the 
radiation absorbed is determined by the relation 


AW = Wn-1 — Wm = hv = yhH°? 
or y= 5 H° (29) 


Studies of such energy absorption constitute the field of nuclear-mag- 
netic-resonance (NMR) spectroscopy. 

For experimentally realizable magnetic field strengths, the absorption 
frequency v lies in the radiofrequency range. The gyromagnetic ratio 
for the proton,! for example, is equal to 2.675 X 104 sec~! gauss™'; this 
corresponds to an absorption frequency of 60 megacycles (60 X 10° sec™!) 
for a 14,100-gauss field, the highest field strength routinely available 
with adequate homogeneity for high-resolution NMR work. 

In ordinary optical-absorption spectroscopy, the energy levels are fixed 
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and the frequency of the radiation field must be adjusted to fit the 
energy per quantum to the energy-level spacing. The nuclear-magnetic- 
resonance spectrum may be scanned in this conventional way for a 
particular constant value of the magnetic field strength. In the NMR 
case, however, it is also possible to apply a radiofrequency field of fixed 
frequency and progressively change the magnetic field strength until the 
energy-level spacing has been matched to the energy per quantum of the 
radiofrequency field. 

The important chemical applications arise from effects encountered 
when the nuclei studied are present in molecules. Electron circulation in 
the neighborhood of nucleus A in a molecule modifies the field that other- 
wise would be sensed by the nucleus. This effect is commonly a diamag- 
netic shielding effect and is quantitatively described by the “shielding 
constant” o for the nucleus 


HA, = H(i — ga) (30) 


where H, = field acting at nucleus A. 

The value of the shielding constant is sensitive to the average electron 
density in the neighborhood of the nucleus. For protons the greatest 
difference in shielding constant is about 1 X 107, so that all informa- 
tion of chemical interest in high-resolution proton NMR spectra is com- 
pressed into a frequency range of 1 part in 100,000 of the nominal absorp- 
tion frequency for constant H° (or of the nominal H° for constant 
frequency). It is thus necessary to achieve a stability of the order of 
parts per billion in the control of the magnetic field strength and radiation 
field frequency to obtain the results now available in high-resolution 
NMR work. 

Nuclei which have the same shielding constant are called chemically 
equivalent. Chemical equivalence necessarily characterizes nuclei in a 
symmetrically equivalent set, ie., a set which is permuted by the sym- 
metry operations for the molecule. It can also be produced by the 
averaging effect of sufficiently rapid intramolecular motion, as, for 
example, the equivalence of the protons in a methyl group due to the 
internal rotation about the carbon-carbon bond. In addition, sufficiently 
rapid exchange of a nucleus between two nonequivalent sites can result 
in a single resonance peak at an intermediate position, instead of the two 
separate peaks which would be obtained if the residence time were long 
enough in each of the two environments. In this connection, “long” 
means large compared with the reciprocal of the chemical shift (in cycles 
per second) between the two environments. 

The chemical shift is a measure of the difference of line positions in a 
spectrum due to a difference in shielding constants for nuclei in different 
environments. For fixed frequency of the radiation field, the relative 
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§ = wre xX 10 | - | (31) 


where H = resonance field for signal specified © 
H, = resonance field for reference signal 

For proton spectra, the reference signal commonly used is the single 
sharp peak from tetramethylsilane, the protons of which are very highly 
shielded. The definition given above then makes the chemical shift 
positive for protons in almost any other environment and of progressively 
greater magnitude as the shielding constant becomes smaller. The 
chemical shift may also be given in field units as , 


H, — H = H,8 X 10-8 | (32) 


For practical purposes the nominal field strength H° can be substituted 
for H, on the right-hand side, since 6 X 10-6 is so small. 

The spacing of lines in an NMR spectrum is actually measured in 
frequency units by the so-called “side-band method.” The magnetic 
field to which the sample is subjected is varied at an audiofrequency by 
passing an audiofrequency current through auxiliary coils whose axis 
coincides with the Z axis. As the amplitude of the small modulation 
field is increased, two new signals appear for every line otherwise present 
in the spectrum. These “side bands” are separated from their corre- 
sponding parent signal (from which the side-band energy is extracted) by 
the equivalent of the modulation frequency. Thus, if H is the field 
strength producing a given line for constant radiofrequency vo, the 
upper side band will appear when the field has been increased to the 
value H, > H, for which 


H, (33) 


yix 


Vo + Van = 


where »,, is the modulation frequency. Alternatively, it is possible to 
obtain equivalent results by modulating the radiofrequency field instead 
of the magnetic field. The modulation must be restricted to a low level 
to avoid complications from higher side bands which correspond to the 
various integral multiples of the modulation frequency. 

The actual determination of line spacings in a spectrum is made by 
adjusting the modulation frequency so as to superimpose on one line the 
side band from another, or by using the side-band technique to place 
calibration marks at intervals along the spectrum, the line spacings being 
determined by interpolation. The relative chemical shift’ can then be 
calculated as (Av/vo) 10°. Typical chemical-shift results* for protons are 
summarized in Fig. 63. The ranges indicated are necessarily approxi- 
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NH, (2°-alkylamine) 


a Number given is number of 
CH;C— compounds used to establish 
specified chemical shift range 


NH, (alkylamine) 
CH, (cyclic) 
CH,C= 
eh? 
CH;C= 

SH (Mercaptan) 
CH;NZ 

CH= 

SH (Thiophenol) 
NH (2°-arylamine) 
C—CH,-—-X 
CH;0— 

NH; (arylamine) 
OH (alcohol) 
C=CH—C 
CH,= 

oD ne 

OH (phenol) 
NH, (amide) 
X—CHO 
C—CHO 

COOH 

S0;H 


0) 1 2 3 4 5 6 7 8 9 10 ii 12. «(13 
b= 10°(H, —H)/H,; Reference compound = Tetramethy! silane 


Fia. 63. Proton relative chemical-shift values for various structural environments. 
Results given are based on data of Meyer, Gutowsky, and Saika (Ref. 8) from measure- 
ments made primarily on pure-liquid samples. 
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mate; for best results the general results available in literature?®*.18 
must be supplemented by studies on compounds of known structure 
similar to those of interest. 

The difference in shielding constants for nuclei in different electronic 
environments divides the high-resolution NMR spectrum into a sequence 
of groups of lines. It is advantageous to work at as high a magnetic field 
and corresponding radiofrequency as possible to minimize in so far as 
possible the overlapping of different groups in order to simplify the 
interpretation of the spectrum. The fine structure in a particular group 
arises from a phenomenon termed spin-spin coupling; the energy of a 
system of nuclei in a magnetic field depends not only on the magnetic 
field strength, but also on the relative orientations of the individual 
nuclear magnets. It has been found possible to account for the latter 
effect by the inclusion in the Hamiltonian function, representing the 
total energy of the system of nuclei in the field, of a remarkably simple 
field-independent term to obtain 


= — {ye Hi + > Eg ui ust (34) 


i<j 


The first sum accounts for the interactions of the individual nuclear 
magnets with the field; the second, whose special form ensures that the 
interaction of each pair of nuclei is counted only once, accounts for the 
interactions between the nuclei. The constant factor &; measures the 
strength of the interaction of nucleus 7 with nucleus j. Explicitly recog- 
nizing the existence of the chemical-shift effect and the proportionality 
between nuclear magnetic moment and nuclear spin angular momentum, 
expressing J, and I; in units of f, and 3¢ in units of cycles per second, Eq. 
(34) is converted to 


eae ye) (= H(z) + YD Sole: | (35) 


a i<j 


The quantity J., is termed the spin-coupling constant for nuclei 7 and j. 
For protons, it ranges in magnitude from zero to about 30 cycles/sec. 
These spin interactions do not take place directly between the nuclei, but 
rather constitute an electron-coupled effect which is transmitted through 
the chemical-bond chain from one nucleus to the other. It is found that 
spin couplings are rarely transmitted effectively through more than a few 
chemical bonds. The magnitude of the coupling constant characterizing 
the interaction of two nuclei depends of course on the gyromagnetic ratios 
of the nuclei, and also on structural considerations such as the H—C—-H 
angle for two protons bonded to the same carbon atom, or the dihedral 
angle between the two H—C—C planes for the interaction of protons 
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bonded to adjacent carbon atoms. The magnitudes of spin-coupling 
constants have been predicted with some success by quantum-mechanical 
methods,*’ supplementing the information obtained empirically through 
studies of molecules of known structure. In Table 1 are summarized 


TaBLE 1. Courting Constants ror PRroron-PRoTON INTERACTION®:12:13 


SS se 


Structural grouping Configuration J, cycles/sec 
Ethyl CH;CH.LR 6-8 
H 
ye 
Olefinic re. gem 1-2 
H 
a we 
C=C cis 8-12 
H 
C= trans 17-18 
H 
H 
Beye H 
Benzene derivatives OC ortho 5-8 
H 
meta 1-3 
H 
H 
CO para 1 
H 
Cyclohexane derivatives axial-axial 5-8 
equatorial- 
CHR equatorial 2-3 
CHR’ aes . 


axial-equatorial 


typical values*}?.18 of coupling constants for proton interactions in 
organic molecules. The complication of the spectrum resulting from 
the spin interactions will commonly be helpful in the elucidation of the 
spectrum of a molecule from the observed NMR spectrum. 

For two chemically nonequivalent nuclei A,B of a given kind, Eq. (35) 
becomes 


=~ |(2 H°) (1 = on)(Ua + (1 = 95) (Eebol + Tanke: i} 6) 
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Since there are two orientations relative to. the field possible for each 
nucleus, there are four discrete energy levels for the two-proton system. 
The energies of these levels are again sought as the eigenvalues of the 
quantum-mechanical operator corresponding to the specified Hamiltonian 
function. Because all three components of the spin angular momentum 
for each nucleus are involved in this Hamiltonian, the problem is more 
difficult than that earlier considered [Eq. (26)]. Standard quantum- 
mechanical procedures lead, however, to the following results for the 
case of spin 3: 


Wi ae —$(va + V3 + $d as) 
We = —3{[(va — vn)? + Jan?]* — oF an} 
Ws; A{[(va — vp)? + Jan?]* + 378} 
Ws = 3(va + va AJ az) 


(37) 


i 


Here va = (y/2mr)(1 — oa)H°; it represents the resonance frequency 
which would be found for nucleus A if there were no spin coupling to 
nucleus B. It is found that there are four allowed transitions between 
these levels: 


AWis3 = Wa — Wi = F{va + vs + [Cvs — va)? + Jin) + Jas} 
AWos = Wa — We = F{vat vn + [(va — vp)? + Janl* — Jas} 
AW 32 =. We Tr Wi = {va + VB [(vs — vp)? Se J?) + J as} 
AW344 =W,-W3= {va + vp [(va = vp)? a J35 |” a Jas} 


(38) 


The relative intensities of the corresponding absorption lines are given by 


a=. 2 
Tyas = Isa = Cre 
2 
Th2 = Teg = a+ (39) 
R a Jap 
va — Va + [Ga — ¥5)® + Jin] 


Since the energies above are expressed in cycles per second, the energy 
differences give directly the corresponding absorption frequencies for the 
system for the constant applied field H°. It can be seen that for very 
weak coupling, the first two transitions can be associated with nucleus A, 
the other two with nucleus B, but for finite Jas, all four characterize the 
two-nucleus system as a whole. The appearance of the spectrum 
depends only on the absolute value of the ratio Jan/(va — vz), and it is not 
possible from the spectrum to determine either the sign of the coupling 
constant or which nucleus is more shielded, although chemical intuition 
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can often answer the latter question. Typical results for the two-spin 
system are shown in Fig. 64. 

When the coupling is small compared with the chemical shift, the 
spectrum reduces to two doublets of individual spacing Jas, with centers 
separated by the chemical shift (vs — vs): This result corresponds to 
the use of first-order perturbation theory in the calculation of the energy 
levels, for which the interaction energy effectively reduces to J an(J,)(/.)s. 


oe 
{(oy—og)?-+ F242 
1.0 


ye —_ 


v 
{v4-up)* +7" 


Fra. 64. Calculated spectra for two nonequivalent nuclei of spin . The zero of the 
horizontal scale is located at the frequency » = (v4 + vz). 


To this degree of approximation, the coupling of nucleus B to nucleus A is 
equivalent to adding to the z component of the magnetic field acting on 
nucleus A the quantity msJas, where ms is the quantum. number describ- 
ing the orientation of nucleus B relative to the field. For spin $ there 
are two orientations possible, and because they differ in energy by so 
small an amount, their populations are practically equal. In the experi- 
menta] spectrum which constitutes a study of a very large number of the 
two-spin systems considered, in half the cases nucleus A sees one orienta- 
tion for B,-in the remainder the other orientation for B, accounting for 
the splitting of the resonance of A into two lines of equal intensity and 
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separation equal to the coupling constant. The extension of this first- 
order prediction to more complex systems is considered below. 

In the other extreme, where the chemical shift becomes small compared 
with the spin-coupling constant, the spectrum gives no indication of the 
existence of the coupling. In general, there will be no evidence in the 
spectrum of spin couplings between nuclei in a chemically equivalent set 
provided that the coupling to any nucleus outside the set is exactly the 
same for all nuclei in the set. If this special condition is satisfied, the 
set of nuclei is said to be magnetically equivalent as well as chemically 
equivalent. Such magnetic equivalence may be inherent in the sym- 
metry of the molecule containing the nuclei, but can also result from the 
averaging effect of intramolecular motion. Thus the rotation of a 
methyl group about the carbon-carbon bond makes the three methyl 
protons magnetically as well as chemically equivalent. 

The effect of the coupling of a nucleus B to a nucleus A can be observed 
only if nucleus B maintains a particular orientation relative to the field 
for a sufficiently long time. Exchange of nuclei between molecules or 
reorientation due to electric field gradients of a nucleus having an electric 
quadrupole moment can reduce the mean lifetime of a spin state to the 
point where an otherwise effective spin coupling disappears. For an 
appropriate intermediate range in lifetime, a marked broadening of the 
spin multiplet will occur, as is often observed in the spectra of molecules 
having spin coupling of protons to deuterium or nitrogen. 

The foregoing principles provide a basis for the explanation of the 
structure of the spectrum of ethanol as shown in Fig. 65a. The sample 
studied contained a slight amount of acid to catalyze exchange of hydroxyl 
protons between molecules. The integrated intensities of the three 
groups of lines stand in the ratio of 1:2:3, confirming their assignment to 
the hydroxyl, methylene, and methyl protons, respectively. The 
appearance of the hydroxyl peak at the lowest applied field can be pre- 
dicted on the basis of the relatively high electronegativity of oxygen, 
which produces a reduction of electron density in the neighborhood of the 
hydroxyl proton, and hence reduces its screening constant. The single 
hydroxyl peak results from the elimination of spin-coupling effects by the 
rapid exchange of hydroxyl protons between molecules. 

The methylene and methyl line groups have approximately the quartet 
and triplet structures, respectively, that the first-order-perturbation 
prediction would suggest. The basic line spacing is seen to be essentially 
constant through the two multiplet groups, which are well separated in 
this spectrum, obtained with a spectrometer frequency of 60 Mc/sec. 
The two proton sets considered individually are chemically and mag- 
netically equivalent because of the internal rotation about the carbon- 
carbon bonds in the molecule. ‘The multiplet structure then results only 
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from interactions between the two sets. The first-order effect of the 
methylene protons on the methy! protons, as noted above, depends on the 
z component of the resultant spin angular momentum of the two methyl- 
ene protons, each of which can have, with equal probability, m = +43 
or m = —+}. The resultant value of J, (in units of h/2zx, of course) can 
then be +1, 0, or —1. The value 0 is twice as probable as either of 
the other two, since the resultant +1 can arise only from (m, = +3, 


(0) 


Fic. 65. (a) High-resolution NMR spectrum of ethanol at 60 megacycles; (6) methyl- 
ene-group spectrum of ethanol, 12-megacycle spectrometer frequency. (Courtesy 
Varian Associates, Instrument Division.) 


me = +4), —1 from (m, = —4, m2 = —}3), while 0 can result from 
either (my = +4, m2 = —4) or (mi = —4, m2 = +4), where subscripts 
1, 2 label the two methylene protons. It would then be expected that the 
single resonance line which would result from the chemically equivalent 
methyl protons in the absence of spin coupling would split into three 
lines, with the central component twice as intense as either of the other 
two. Asimilar line of reasoning will predict for the methylene resonance 
a splitting into four lines in a 1:3:3:1 intensity ratio. 
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These first-order arguments succeed reasonably well in this case 
because the spin-coupling constant is fairly small (J = 7.15 cycles/sec) 
compared with the chemical shift of Av = 147.4 cycles/sec. The second- 
order corrections to the energies of the levels concerned are proportional 
to J?/Av and are not negligible even in the present case, as is obvious 
from the spectrum. If the spectrometer operating frequency is reduced 
to 12 megacycles, the methylene group spectrum as shown in Fig. 65b in 
no way resembles the first-order prediction. The second-order effects 
obviously constitute a complication which it is desirable to minimize, 
and this is a further reason for use of as high an operating frequency (and 
field) as possible, to increase the chemical shift between the interacting 
groups. Since the coupling constants are independent of the field, the 
result is a reduction of the second-order splittings. 

In the high-resolution proton NMR spectrum, then, the positions of the 
line groups relative to the selected reference permit the identification of 
the various types of structural environments of the protons present. 
Determination of the integrated line intensities leads to a calculation of 
the relative numbers of protons in the several environments. Further 
structural information can be obtained from analysis of the fine structure 
due to spin-spin interaction, since a particular postulated structure will 
necessarily imply particular spin-coupling effects in the spectrum. 

In order to obtain results characteristic of a given molecule, the experi- 
mental conditions must provide for the elimination of the effects of 
interactions between different molecules. For this reason high-resolution 
studies are made on liquids or solutions, where the reorientation of 
molecules due to random Brownian motion proceeds rapidly enough to 
average out the effects of all such interaction. A molecule in a liquid 
phase is present essentially in a cavity in a medium having magnetic 
properties which must be considered in a comparison of chemical shifts as 
measured, for example, on different pure liquids or on solutions in differ- 
ent solvents. Such comparisons are best made in terms of data obtained 
with solutions in a common solvent and for dilutions high enough so that 
solute-solute interactions are negligible. Solvents commonly used 
include CCl,, CDCls;, and a variety of other deuterated species. 


Apparatus. High-resolution NMR spectrum records} with calibration marks; 
precision scale. 


Procedure. High-resolution NMR spectra are usually obtained by 
the crossed-coil nuclear induction method of Bloch described on page 523. 
The sample, as a dilute solution in a suitable solvent containing about 

t If such records are not available, they may be obtained at a nominal cost by 


writing to Professor Paul Bender, Chemistry Department, University of Wisconsin, 
Madison 6, Wis. 
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1 per cent of tetramethyl silane or other reference substance as an internal 
standard, is sealed off in a 5-mm Pyrex tube. Care must be taken to 
eliminate oxygen from the solution because such paramagnetic material 
can cause undesirable line broadening. The spectrum is scanned by 
varying the magnetic field at a fixed radiofrequency. Reference marks 
for the determination of line spacings are produced by the side-band 
method described above. The amplitude of the radiofrequency field 
must be kept suitably low to avoid saturation effects; because the energy- 
level spacing here is very small, it is relatively easy to wipe out the differ- 
ence in level population, and with it the possibility of observing an 
absorption spectrum, by pouring in too much energy at the appropriate 
frequency (p. 521). 

To illustrate the features of NMR spectroscopy which are of primary 
interest in chemistry, a set of spectra is provided for study and interpre- 
tation. Each spectrum is marked with the empirical formula for the 
subject compound, the spectrometer operating frequency, and the iden- 
tity of the nucleus studied. Several spectra for which the structure of 
the compound is completely specified are provided for preliminary 
practice. 

Data and Calculations. From the side-band information provided, 
the chemical shifts are determined for the various line groups in a particu- 
lar spectrum, and the number of protons associated with each group is 
estimated from the line areas and the empirical formula for the compound. 
From the chemical-shift results summarized in Fig. 63, each of the groups 
is identified. A structure is then postulated which is consistent with the 
spectrum and the empirical formula given. To any extent possible, 
spin-spin interaction effects should be accounted for. It should be noted 
that an arbitrary spectrum may be much more difficult to interpret than 
those supplied for introductory work. 

It is instructive also to calculate the energy per quantum of a radiation 
field of frequency 60 megacycles and the ratio of the numbers of protons 
in the two spin states for a 14,000-gauss magnetic field. 


Practical Applications. High-resolution NMR spectroscopy is the most impor- 
tant new tool for the qualitative study of molecular structure which has been intro- 
duced in the last several decades. Studies are not restricted to protron spectra, but 
may include fluorine, boron, phosphorus, sulfur, and carbon 13 as well. Other 
applications of NMR spectroscopy in general include studies of crystal structure’ 
(notably the locations of protons, which may be difficult to establish by X-ray 
methods), rate processes,® etc. 

Suggestions for Further Work. The results illustrated in Fig. 64 may be checked 
by calculations based on Eqs. (38) and (39). By reference to the literature,*** a 
summary may be prepared describing applications of NMR spectroscopy other than 
high-resolution structure work, or the use of high-resolution spectra in the solution of 
difficult structural problems. 
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C. STARK EFFECT IN THE ROTATIONAL SPECFRUM OF A MOLECULE 


Theory.{ The energy-level diagram for a polyatomic molecule is 
represented rather schematically in Fig. 66. We shall be concerned here 
with pure rotational transitions, i.e., transitions between different rota- 
tional levels of the same vibrational and electronic state. The applica- 
tion of an electrostatic field causes each rotational level of a molecule to 
split up into sublevels, each with slightly different energy (Fig. 67). As 
a result, a rotational absorption line is split into a group of closely spaced 
lines. This phenomenon is known as the molecular Stark effect. From 
an analysis of Stark-effect splittings, the permanent dipole moment 
(page 212) of a molecule can be found. 

Although a molecule is a complex system of electrons and nuclei, we 
shall represent it by a simple model: a set of point masses, corresponding 
to the nuclei, held in a rigid arrangement by bonds of negligible mass. 
The fact that the actual molecule vibrates is taken into account only to 
the extent of recognizing that quantities which are functions of inter- 
nuclear distances are, in effect, mean values for the given vibrational state 
and will therefore vary slightly from one vibrational state to another.t 

t A brief commentary on references suggested for various aspects of the theory 
outlined here appears at the end of this section, following the list of references. 

} The justification for this procedure and a discussion of higher-order terms which 
must be considered in a more detailed analysis of vibration-rotation spectra have 
been given by Wilson; the results are summarized in Reference 10. 
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Fig. 66. A portion of the schematic energy-level diagram for the ground electronic 
state of a polyatomic molecule. A similar but not identical pattern of levels exists 
for the various stable excited electronic states. 


Furthermore, the translation of the center of mass can be neglected in 
considering the rotational motion. 

It is convenient to classify molecules into four categories, each of which 
exhibits certain characteristic rotational properties. Molecules in which 
all atoms lie on a single straight line are called linear. Nonlinear mole- 
cules are further classified according to the number n of axes of threefold 
or higher symmetry, as shown in 
Table 1. (The last column is given 
for later reference.) For asymmetric 
top, the unique axis of threefold or 
higher symmetry is called the figure 
axis. 

Let the cartesian coordinate system 
x, y, 2 be fixed to the molecule with 
origin at the center of mass, consid- 
ered to be at rest. The kinetic energy 
of rotation 7, of the molecule is 


Energy —> 


Zero field Field applied 


= ne Fic. 67. Energy-level scheme for two 
Le D> TG (1) rotational levels showing Stark split- 
. : : tings (exaggerated) produced by ap- 
where v; is the magnitude of the in- _ plication of an electrostatic field. 
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stantaneous velocity of the ith nucleus and m; is its mass. The vector 
representing the velocity of the 7th nucleus is vi = ( X r;), where @ is the 
angular velocity of rotation of the molecule, the same for all nuclei, and r; 
is the vector from the origin to the7th nucleus. Through the substitution 


VF Vit Vi = (aye = w2Yi)? + (204 - Waki)? ar (w2Yi = Wy Xi)” (2) 


the kinetic energy of rotation may be expressed in terms of the com- 
ponents of w along the axes z, y, and z: 


2 2 2 
T, = $la2w, + $l yoy + glivoy — Dayouey — Tytoyor — [10:02 (3) 


where 
Lie = » mily; + 27) Lay = > Mays 
Ty = > m(x? + 22) Fe = > MNiY es (4) 
[2 - > mix; + y?) | = > MN Zils 


The coefficients Iz2, Iyy, Izz, called moments of inertia, and Izy, Iyz, Tez 
called products of inertia, depend on the structure of the molecule and on 


TaBLe 1. Cuassirication or Motecunes AccoRDING To THE NuMBER (7) OF 
AXxEs OF THREEFOLD oR HIGHER SYMMETRY 


Relations among 


Type i Examples moments of inertia 
Asymmetric top... None H.20, CH2Cl2, NOCI (bent) I, #1, #1: 
Symmetric top.... One CH;Cl, PF:, BrF:, BF: I,=I,#1; 
Spherical top...... More than one | CH, I,=1,= 1. 


the choice of coordinate system 2, y, z. It is always possible to choose 
the orientation of the coordinate axes relative to the molecule in such a 
way that the products of inertia all vanish. Axes chosen in this way are 
called principal ares, and the moments about these axes are referred to 
as principal moments of inertia. It is customary to use only a single 
subscript to denote a principal moment; thus the moment about z is 
written J, if x is a principal axis. For a symmetric top, the identification 
of the principal-axis system is trivial because the figure axis and any axis 
perpendicular to it are principal axes. ; 

The relations given in the last column of Table 1, though not immedi- 
ately obvious, are necessary consequences of the symmetry properties 
specified in the second column. 

The equations which govern the rotational motion take on their 
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simplest form when expressed in terms of angular-momentum variables.‘ 
The angular momentum P of a rigid body is defined by 


P = dr x pi = ma x vi (5) 


where p; = mv; is the linear momentum of the ith nucleus. In terms of 
components in the z, y, z system, 


P, = y mil Ye a 2Vyi) (6) 


etc. With the use in Eq. (6) of expansions such as 
vn = (o x Ti), = Wels — Wyle (7) 


it may be seen that in the principal-axis system the components of P are 
simply related to the angular-velocity components: 


Py = LW 
Py, = Loy, (8) 
Py = 1 26; 


The kinetic energy, expressed in terms of the angular-momentum com- 
ponents in this system, becomes 


ee ae 
Es OF. OF, + oF. (9) 


Consider now the case of a symmetric top with z the figure axis. 
Since J, = I,, 


— 1 1 2 
Pe = 57 (Pi + Pi) + op is 
euity 1/1 _1\p, 
i ais AG iz) P S10) 
where Pp? = P24 p24 pr (11) 


A symmetric top is called prolate if I, < I, = I; oblate if I, > Ip = I,. 
The sign of the second term in 7, differs for these two cases. 

The classical motion, that is, the motion prescribed by Newton’s laws, 
ean be rather easily visualized for a symmetric top subject to no externally 
applied torques. The molecule rotates with a constant angular velocity 
w: (and hence with a constant angular momentum P.) about the figure 
axis; at the same time, the figure axis precesses (i.e., describes a circular 
cone) with uniform angular velocity about the direction of the total 
angular-momentum vector P, which is fixed in direction as well as mag- 
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nitude® This motion is depicted in Fig. 68, where X, Y, Z is a space- 
fixed coordinate system. In this motion, the quantities 


P, P., Px, Py, Pz (12) 


remain constant. From Eq. (10), 7,alsoisconstant. The values of these 
constants for any given case may be thought of as being determined by 
the initial conditions. 

Since the spectroscopic transitions to be considered later consist of 
changes in energy of the molecule produced by the action of an electro- 
magnetic field, it is instructive to examine briefly the classical theory of 
this effect. If an oscillating electric field £z(t), polarized along the space- 
fixed Z axis, acts on the molecule, 
the latter is subjected to a torque‘ +, 


<=ux E(t) (13) 


where yw is the permanent dipole 
moment of the molecule (page 212). 
For a symmetric top molecule, yu 
must lie in the direction of the z 
axis. Newton’s equation of mo- 
tion for the case of rotational mo- 


x tion of a rigid body is* 
Fie. 68. Classical motion of a symmetric dP — (14) 
top. The figure axis z precesses about P, dt 


which is constant in magnitude and in where ¢ is the torque due to exter- 
Crection: nal forces acting on the body. The 
torque therefore causes 7’, and several of the quantities of (12) to change. 
It is to be noted, however, that as « has no component in either the z or 
the Z direction, the components P, and Pz are not altered even with the 
field applied. The changes in 7, will be important only if the frequency 
of alternation of the field is close to that of some component of the 
rotational motion (classical resonance effect). 

The quantum-mechanical treatment of the top begins with a recogni- 
tion of the fact that the variables 


P?, P., Pz (15) 


can simultaneously have precisely specified values. As a manifestation 
of the uncertainty principle, the components P., P,, Px, and Py cannot 
also at the same time have precisely specified values. The eigenvalues 
of P?, P,, and Pz are, respectively,?:*” 
P?: JU + 1h? where J = 0,1, 2,3,... (16) 
Py: Kh where K = 0, +1, +2,...,4/ (17) 
Pz: Mh - where M-= 0, +1, +2,..-., 4/4. (18) 
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where h = h/2x 
h = Planck’s constant 
States with precisely specified values of P?, P., and Pz are therefore 
labeled by J, K, and M and written symbolically as Wxw. 
The stationary states of the symmetric top are states which satisfy the 
eigenvalue equation 
RY = WY (19) 


where 3¢ is the Hamiltonian operator, which is derived from the classical 
expression for the energy [Eq. (10)] by replacing each quantity with the 
corresponding quantum-mechanical operator. The values of W satisfy- 
ing (19) are the energy levels. It is clear that the states Wx are cigen- 
states of 3¢, and hence these are the stationary states for a symmetric top. 
The energy eigenvalues are immediately obtained from Eqs. (10), (16), 
(17), and (19) as 


1 Lf A 1 
= 5p JU + i + (7 - r) K*h? (20) 


It should be noted that W does not depend on M or on the sign of K. 
The rotational energy is often written in the form 


W =hBJ(J +1) + h(A - B)K? 
sy lhe ee (21) 
A= 8r2I, la 8r71, 


where A and B are called rotational constants, or, loosely, reciprocal 
moments. As defined in Eq. (21), they have dimensions of frequency. 

If nonrigidity of the molecule is taken into account, the rotational- 
energy expression (9) must be augmented by the addition of terms involv- 
ing higher powers of the angular momentum. The quantum-mechanical 
result for a symmetric top is**° 


W =hABJ(V +1) + h(A — B)K? — hDxK* — hDaxJ VJ + 1K? 
— AD J?(J + 1)? = (22) 


where the coefficients Dx, Drx, and D; are called centrifugal-distortion 
constants. The effects of these terms are roughly equivalent to a 
dependence of the effective rotational constants on J and K. It is not 
necessary to consider centrifugal distortion further in the present experi- 
ment, but Eq. (22) has been introduced here because it is often encoun- 
tered in the literature. 

If the molecule is subjected to an electromagnetic field of frequency », 
transitions from one stationary state to another can occur with the 
absorption or emission of energy. The probability of occurrence of sucha 
transition per unit time is a maximum if the frequency satisfies the Bohr 
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condition, 
hy = W’ —- WwW" (23) 


where W’ = energy of upper state 
W” = energy of lower state 
The probability of transition is proportional to u2._ Transitions which can 
be produced by an oscillating electric field along the Z direction acting on 
the dipole moment along the z direction are summarized by the selection 
rules 
1 (24) 
AK = K’— K"” =0 (25) 
0 (26) 


Use of Eqs. (21) and (23) to (25) then leads to 
v= BU’U’ +1) — J" (J" +:1)) = 2Bd’ (27) 


Typical values of B are in the range 10? to 105 Mc/sec, so the frequencies 
are in the microwave and far-infrared regions. 

If a constant electrostatic field in the space-fixed Z direction is applied, 
the classical energy equation becomes 


1 
W tase = oT, 


where @ is the angle between the z and Z axes. The energy levels in the 
field are the eigenvalues of the quantum-mechanical Hamiltonian opera- 
tor corresponding to Eq. (28); these eigenvalues may in principle be 
found as the roots of a determinant called the secular determinant for the 
given system. As the roots of the determinant derived from Eq. (28) 
cannot be found in closed form, advantage is taken of the fact that the last 
term is ordinarily sufficiently small so that an approximation method 
(perturbation theory) can be used with excellent results. The energy 
levels in the field are obtained in this way as a power series in the variable 
uEz/hB; since typical values for this ratio are much less than unity, the 
convergence is extremely good, and in fact it is rarely necessary to go 
beyond the second-order term. The result for the energy levels in the 
field, to the second order, is *-° 


ifi 1 
2 iy (enn ey ) es 
Pp? + 5( 7 rz) P? — uEz cos 6 (28) 


W = hBJ(J +1) +h(A — BK? — mar yE;+W (29) 
with 
_ _ WE; _ 
W® = BhB for J =0 
_ WER (18K? — J + DIBMt— JU 4D) eK? 
— RB | S20 +12 -Da+3) ~FUFD 


for J >0 
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The third and fourth terms on the right side of Eq. (29) are, respectively, 
the linear and quadratic Stark-effect terms. The superscript on W®) 
denotes that this term is of second order in Ez. 

Some discussion of this result may be helpful. To the extent that the 
second-order term W® can be neglected, it is accurate to say that the 
stationary states are the same as in the absence of the field and that 
u cos 6 in Eq. (28) can be replaced by its average value calculated for the 
unperturbed (zero-field) states Vyxy. Classically, the time average of 
the precessing vector yw is equal to its projection along P; the projection 
of this component in turn along Z then gives the time average of uz = pcos é 
as 


Ay (aan Se eee Se Pec. 
woo Oar | eal oea| es om 


since the cosines of the two angles of projection are P,/P and Pz/P> 
respectively. This result offers some insight into the first-order term in 
Eq. (29). The second-order term is to be understood as follows. Appli- 
cation of the field results in a slight change in the stationary states, such 
that the average value of » cos @ is changed by a small increment pro- 
portional to £z; there results from this a change in energy proportional 
to E%. 

So long as the field is weak, the intensities of transitions produced by an 
oscillating field are the same as in the absence of the electrostatic field. 
With the electrostatic and oscillating fields both in the Z direction, the 
selection rules (24) to (26) still apply and the transition frequencies 
become 


_ —_ K'M’ 7 K’'M" pEz eet 
Bae Exe rel FU +p at ey) 
K’M' 2pk 
= 2BJ’ + rar | ~— i (32) 


where only the first-order Stark-effect term has been given explicitly. In 
Eq. (32), w and Ez are in esu units, and » is in cycles per second. If, 
instead, » is expressed in Debye units and Hz in practical volts per centi- 
meter, Eq. (32) is replaced by 
_ ; K'M’ 

with » still in cycles per second. The relative intensities of the different 
M components for given values of J and K are proportional to 
[(J’)? — M"*}. 

It may be mentioned that for linear molecules, Eq. (29) may be used 
with K set equal to zero. For linear molecules, and for the K = 0 states 
of symmetric tops, the Stark effect is therefore of second order in the field. 


(1.0070 XK 10°)wEz+ --: (33) 
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(a) 


(0) 


-50.0v 40.0v 29.0v 
20698.4.° 20706.1 20716.1 
21.1v 20.5v 
20722.5 20757.7 

20740.3 
_ 30.0v 38.0v 50.0v 
20765.6 20772.5 20782.7 


Fie. 69. (a2) Microwave spectrum of CH,CF; near 20,700 Mc/sec, as displayed by a 
Stark-modulation type spectrograph (p. 530), at a modulation amplitude of 23 volts. 
Zero-field absorption lines produce upward deflections; Stark components produce 
downward deflections. The J = 0— 1 transition for the ground vibrational state is 
near 20,740 Mc/sec, and the corresponding line from molecules in an excited torsional- 
vibrational state appears near 20,710 Mc/sec. Frequency marks (sharp spikes) are at 
2.50 Me/sec above and below the frequency values shown. (b) Expanded patterns 
of main line and its two Stark components at several voltages. The frequency values 
shown refer to the marks designated by dots. The interval between adjacent fre- 
quency marks is 0.50 Mc/sec for the Stark components and 0.20 Me/sec for the main 
line. Frequency increases to the right (as in part a) in all cases. The frequency cali- 
bration marks are accurate to 0.02 Mc/sec. The average spacing between the elec- 
trode and the parallel walls of the waveguide (Fig. 147) is 0.464 + 0.005 em. The 
voltages are accurate to +0.1 volt. (The sample and waveguide calibration data 
were kindly supplied by K. R. Lindfors.) 
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Calculations. The spectrum of a line of the symmetric-top molecule 
CH;CF; at several values of applied electrostatic field appears in Fig. 69. 
The value of J is confirmed from the qualitative appearance of the Stark 
pattern. The frequencies are measured and used for the determination 
of p. Values of rotational constant and moment of inertia are calculated 
from the frequency of the zero-field line. 


Suggestions for Further Work. If the oscillating electric field is in the X direc- 
tion, and hence perpendicular to the electrostatic field Zz, the selection rule on M@ 
becomes?? 

AM = M' — M" = +1 (34) 


The student may calculate and plot the Stark pattern for the 20,740 Mc/sec line 
of CH;CF:; for this case. The relative intensities for this case are proportional. to*® 


(J’ + M'-1)0’ + M’) (35) 
where the upper signs are for AM = +1 and the lower for AM = —1. 
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Note: Certain of the concepts of classical physics employed above are introduced by 
Halliday and Resnick! at an elementary level and with vector notation. Symon® 
gives an excellent classical treatment of the rotating top. The properties of angular 
momentum in quantum mechanics are developed by Eyring, Walter, and Kimball,” 
Landau and Lifschitz,* and, from a somewhat different viewpoint, by Pauling and 
Wilson.” Spectroscopic applications are discussed at an elementary level by Brand 
and Speakman! and at a more advanced level by Herzberg,’ Gordy, Smith, and 
Trambarulo,? and Townes and Schawlow.® An excellent general reference on the 
separation of translational, rotational, and vibrational motions is Wilson, Decius, 
and Cross.!° 


CHAPTER 12 


Diff: raction 


43. X-RAY DIFFRACTION OF CRYSTALS 


This experiment illustrates the determination of the lattice type for 
cubie crystals and the calculation of the size and mass of the unit cell. 

Theory. In the interpretation of the X-ray diffraction patterns of 
crystals, ideas of symmetry are of basic importance. A symmetry opera- 
tion is a geometrical operation (such as a rotation about an axis or a 
reflection in a plane) such that an object assumes an aspect indistin- 
guishable from its appearance before the operation. The individual 
symmetry operations are summarized in the following table. In the 


Operation Element Symbols 
Rotation.......... 0.0.0... ee eee eee eee Axis 1, 2, 3, 4, 6 
Reflection.............. 02.00 cee eee eee Mirror plane m 
IN VEPSION 55 25685 bond he leh eae Center of symmetry 1 bite, oe 
Rotation followed by imversion........... Axis of rotatory inversion | 1, 2, 3, 4, 6 


operation of inversion every point in the crystal is displaced in a straight 
line through a point, called the center of inversion, to a position an equal 
distance on the other side of the point. A twofold rotation-inversion 
about a given axis is equivalent to a reflection. 

An element of symmetry is the line, point, or plane about which the 
operation is performed. For example, among the elements of symmetry 
of a cube are fourfold axes (which are perpendicular to the centers of 
faces), threefold axes (which pass through diagonally opposite corners), 
reflection planes, and a center of symmetry. For any object the sym- 
metry elements must pass through a common point. Thus the sym- 
metry operations leave one point unchanged. 

A set comprising symmetry operations of an object constitutes 
a point group. Only axes of orders 1, 2, 3, 4, and 6 can occur in 
crystals; considering all compatible combinations of symmetry elements 
that pass through a common point, it then follows that there are only 
288 
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32 for crystals point groups. A crystal can be classified according 
to symmetry by stating to which of these 32 point groups it belongs. 

A space lattice is an array of points repeated indefinitely through space 
so that the environment of each point is identical. In 1848 Bravais 
showed that there are only 14 different ways of arranging points in a 
space lattice. Three of these are cubic space lattices: primitive, body- 
centered, and face-centered. If in any space lattice the distance from 
one point to another is measured, another point will be found at twice this 
distance in the same direction, a third at three times the distance, etc. 
A unit cell is defined by three of these unit displacements in three definite 
directions, all originating from the same point. There is an infinite 
number of ways in which a unit cell might be chosen, but it is advan- 
tageous to select a unit cell so that it has the smallest possible volume and 
the maximum symmetry of the lattice. In the primitive cubic unit cell 
there is a lattice point at each corner of the cube, in the body-centered 
unit cell there is an additional lattice point in the center of the unit cell, 
and in the face-centered unit cell there are six additional lattice points, 
one in the center of each face. 

A crystal structure based on a lattice can be compared to a wallpaper 
pattern; the design of the wallpaper consists of a pattern or motif placed 
at each point of the two-dimensional lattice. In an analogous fashion 
the structure of a crystal consists of an atom or group of atoms as a motif 
situated about each lattice point. The lattice points themselves may be 
occupied by atoms as found in the crystal structures of many common 
metals, or they may serve as imaginary points about which a group of 
atoms is clustered. When the various symmetry operations are com- 
bined with the various space lattices, it is found that there are only 230 
different possible combinations. These combinations are referred to as 
space groups, and each consists of a collection of symmetry elements, 
each with its own location in the unit cell defined. It is most helpful to 
know the space-group symmetry since the atoms, molecules, or ions in 
the unit cell must conform to give the configuration of the space group. 
As a result of symmetry, one needs only to specify the positions of a 
certain number of atoms in the cell; the positions of the other atoms are 
generated by the symmetry operations of the crystal. In this experi- 
ment we shall be concerned only with the space lattices of the cubic 
system. 

Scattering Theory. X rays are scattered by the electrons of the 
atoms, and the superposition of waves scattered by the individual atoms 
results in diffraction, the intensity in any direction depending on whether 
the individual scattered waves are in phase. Hence the intensities of 
diffracted beams are determined by the distribution of atoms within the 
unit cell. One can think of X rays as being reflected from a given 
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family of planes as specified by Bragg’s law: the angles of reflection of 
X rays are determined by the geometry of the lattice, that is, the size and 
shape ‘of the unit cell. 

In cubic crystals the interplanar spacing dy): of a family of planes with 
Miller indices Akl is given, from strictly geometrical considerations, by 


a 


Bee 4 1 
Vi? +e +P 2 


Annet = 


where a is the lattice constant, the length of the edge of the unit cell. 
The Miller indices of a given type of plane may be obtained by counting 
the number of planes crossed in moving one lattice spacing along the 
three axes of the crystal. 

The angles @ which the incident and diffracted beams make with the 
planes having Miller indices hkl depend upon the wavelength of the 
X rays and dy: according to Bragg’s law, 


A= 2dnet sin 6 (2) 
Equations (1) and (2) may be combined to obtain 


quips pa (2 + ke +B) 


r2 
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where N = h? + k? + 12, The characteristic values of N possible for the 
various types of cubic crystals are summarized in Table 1. For primitive 
cubic crystals there is a repeating unit (ion, atom, molecule, or group of 
atoms) at each corner of the cubic unit cell. All lattice planes that can 
be drawn through the corners of the unit cells can lead to the reflection 
of X rays. As can be seen from Table 1, N = 7, 15, 23 and certain larger 
.values are missing; this is the distinguishing characteristic of the primi- 
tive cubic lattice. These values of N cannot be obtained as the sum of 
the squares of three integers. 

For face-centered cubic crystals there is a repeating unit (ion, atom, 
molecule, or group of atoms) in the center of each face of the cubie unit 
cell, as well as at each corner. Consideration of the various types of 
reflecting planes shows that these extra lattice points lie on the planes for 
which the Miller indices are either all even or all odd: 111 , 200, 220, 311, 
etc. Reflections are obtained from these planes, but reflections are not 
obtained from the planes for which the Miller indices are not all even or 
all odd, because for these cases there are lattice points between these 
planes which destroy the reflections by interference. Such systematic 
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Taste 1. Miuiter Inpvices or Cusic CRYSTALS 


N Primitive Face-centered | Body-centered 
1 100 
2 110 110 
3 111 lil 
4 200 200 200 
5 210 
6 211 211 
7 
8 220 220 220 
9 300, 221 
10 310 310 
11 311 311 
12 222 222 222 
13 320 
14 321 321 
15 
16 400 400 400 
17 | 410, 322 
1g | 411, 330 411, 330 
19 331 331 
20 420 420 420 
21 421 
22 332 332 
23 
24 422 422 422 
25 500, 430 
26 510, 431 510, 431 
27 | 333, 511 333, 511 
28 
29 | 520, 432 
30 521 521 
31 
32 440 440 440 
33 441, 522 
34 530, 433 530, 433 
35 531 531 
36 600, 442 600, 442 600, 442 
37 610 
38 611 611 
39 


40 620 620 620 


oT 
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Taste 1. Minter INpvices or Cusic Crystaus (Continued) 


N Primitive Face-centered | Body-centered 


4] 621, 540, 443 


42 | 541 541 

43 | 533 533 

44 | 622 622 622 

45 | 630, 542 

46 | 631 631 

47 

48 | 444 444 444 

49 | 700, 632 

50 | 710, 543 710, 543 
51 | 711, 511 71, 511 

52 | 640 640 640 

53 | 720, 641 

54 | 721, 633, 552 721, 633, 552 
55 

56 | 642 642 642 

57 | 722, 544 

58 | 730 730 

59 | 731, 553 731, 553 

60 


61 | 650, 643 
62 | 732, 651 732, 651 


absences make it possible to determine the nature of the crystal lattice 
from X-ray diffraction. 

For body-centered cubic crystals there is a repeating unit (ion, atom, 
molecule, or group of atoms) at the center of each unit cell, as well as at 
each corner. Inspection of the various types of reflecting planes shows 
that these extra lattice points lie on the planes for which the sum of the 
Miller indices (h + k + 1) is even: 110, 200, 211, 220, etc. The reflec- 
tions from planes with h + k + 1 odd are destroyed by interference. 

As a result of certain arrangements of atoms within the unit cell, 
certain reflections may be very weak. However, the correct structure 
can be obtained even when there are accidental absences of this sort. 

The density p of a crystal is equal to the mass of a unit cell divided 
by the unit-cell volume. For a cubic crystal, 


n{(M/No) 
a? 


(4) 
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where n is the number of units of molecular weight M in the unit cell. 
If a single atom or molecule is associated with each lattice point, n = 1 
for primitive cubic, n = 2 for body-centered cubic, and n = 4 for face- 
centered cubic. 

In the powder method, originated by Hull and by Debye and Scherrer, 
a monochromatic X-ray beam is passed through a large number of fine 
crystals oriented in random directions. The arrangement of the film 
is shown in Fig. 70. Since crystals are oriented in all directions with 
respect to the incoming X-ray beam, all possible reflections are obtained. 
The rays reflected at a given angle form a cone. 


a 


- 
X-ray beam 


Fie. 70. X-ray powder camera. 


There are a number of other experimental arrangements for studying 
X-ray diffraction. In the Laue method a single oriented crystal is 
irradiated with a collimated beam of polychromatic X rays. In other 
methods the crystal is rotated or rocked in a particular way during the 
exposure, and the film may also be moved. The interpretation of such 
experiments is more complicated than for powder patterns, but much 
more detailed information about the crystal structure may be obtained. 


Apparatus. X-ray apparatus equipped with a powder camera; fine powders of 
cubic crystals, for example, KC], NaCl, NaBr; X-ray film and supplies for developing 
it; accurate millimeter scale or microcomparator. 


Procedure. It is important that the crystalline sample be pure, 
since small amounts of impurities will give rise to additional lines that 
may make the interpretation of the X-ray pattern difficult. If the 
crystals are not sufficiently fine, the sample is ground further with a 
mortar and pestle, so that the diffraction pattern will not contain large 
spots due to single crystals. The sample is either mounted in a thin- 
walled capillary or is attached to the outside of a thin glass rod, using 
a cement, as prescribed by the instructor. 

The sample is mounted in the powder camera so that it is precisely 
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lined up with the collimator for the X-ray beam. The alignment of the 
sample is checked with the motor rotating the sample, as it will during 
the exposure. The specific instructions for using the particular X-ray 
powder camera employed should be followed in detail. 

After the exposure the photographic film is developed, washed, and 
dried. Information about photography is to be found on page 503. 

Calculations. The first step is to find the 6 values (definition page 
290) for the observed reflections. The diffraction angles in degrees will 
be calculated from 

xX 


where X = distance of a line from center of exit hole 
R = distance from center of entrance hole to center of exit hole 

The distances X and R are lengths of arc measured along the film. The 
best procedure is to first tabulate the positions of the lines relative to 
an arbitrary reference point. This may be done by means of a steel 
scale which is laid along a line between the points where the X-ray beam 
would have passed through the film in entering the camera to the position 
where it would have passed through the film in leaving the camera. Note 
that the lines occur in pairs placed symmetrically about the exit hole. 
The positions of the holes are found by averaging the positions of several 
pairs of corresponding lines. 

Next, the lattice type is to be identified by finding which column of NV 
values (Table 1) is consistent with the values of @ found. To do this, 
first tabulate values of sin? 9, since these should be proportional to N 
values. (Tables of sin? 6 are available in certain handbooks.) The 
largest common factor of the values of sin? 6 is found by subtracting 
each value from the next higher and examining the differences. The 
values of sin? @ are divided by this common factor to obtain the apparent 
N values, which are then compared with Table 1. These values should 
be sufficiently close to integers so that the corresponding integer can be 
recognized, provided that N is not. too large. Impurities in the crystal- 
line sample will produce extra lines which cannot be accounted for in 
this way. 

In order to obtain the lattice parameter a for the crystal, \7N/4 sin? 6 
is computed for a number of lines and a is calculated using Eq. (3). 

The average wavelength of copper Ka radiation is 1.542 A. Actually, 
this radiation consists of two lines, Ka: and Kaz. For low values of @ 
these two lines are not resolved, but at large values of @ they may be 
visible. When they are, the average position is taken. 

Using the value of a obtained, the density of the crystal is calculated 
from Eq. (4). This value is compared with the literature value. 
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Suggestions for Further Work. Unknown powder samples may be identified 
by determining the d spacings of the three most intense lines and looking these dis- 
tances up in the ASTM X-ray Diffraction Pattern Card Index. If there are several 
crystals which have nearly the same strong lines, these crystals may be distinguished 
from each other on the basis of further lines in the pattern. 

The next level of complexity in powder patterns is encountered with tetragonal 
crystals. The procedure for analyzing such patterns is discussed in textbooks of 
X-ray diffraction. 

Other types of X-ray diffraction experiments may be used. For example, Laue 
patterns may be taken of a single crystal which is oriented so that a beam of ‘“‘white’’ 
X rays passes down various axes of the crystal. 
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CHAPTER 13 


Macromolecular Chemistry 


44, VISCOSITY OF HIGH-POLYMER SOLUTIONS 


Viscosity determinations are very important in the ‘study of high 
polymers. Using simple viscosity measurements, an average molecular 
weight of the polymer may be determined and certain qualitative con- 
clusions may be made as to the general form of the macromolecules in 
solution. 

Theory. Einstein? showed that the coefficient of viscosity » of a dilute 
suspension of small unsolvated rigid spheres is given by 

n=m(l+i¢) or “Wot _ me? (1) 
where yo = coefficient of viscosity of solvent 
n/no = viscosity ratio 
¢@ = total volume of spheres divided by that of the suspension 
The quantity (n/m) — 1 = mp», which occurs frequently in the theory 
of the viscosity of solutions, is called the specific viscosity. The ratio 
Nep/c is called the viscosity number. 

In the case of polymer solutions it is not possible to calculate the 
volume occupied by polymer in an unambiguous way, and so concen- 
trations are generally expressed in terms of weight of polymer per unit 
volume (usually 100 ml). It is necessary to extrapolate 7,,/c to zero 
concentration since this ratio depends upon concentration. Plots of 
Nep/C Versus c are generally linear in the low-concentration range, and the 
extrapolated value [] is named the limiting viscosity number or intrinsic 
viscosity .® 


ees ee ee 
ee ram ar @) 


where c is the number of grams of polymer in 100 ml of solution. In 


t Sometimes the concentration is expressed in grams solute per milliliter of solution. 
On this basis the new [ny] is larger by a factor of 100 as compared with the customary 
one. Its unit is called the Staudinger. 
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order to show that 7,,/c and (1/c) In (n/no) extrapolate to the same limit 
at zero concentration, the logarithmic function may be expanded as an 
infinite series. 


0 Ne 
In =- = In (1 + tp) = tp — Gt (3) 
No : : 


Since the second- and higher-order terms in 7;, become negligible com- 
pared with the first as concentration approaches zero, the functions given 
in Eq. (2) extrapolate to the same limit. 

The following equation, often known by the names Mark-Houwink, 
expresses the relation between limiting viscosity number (or intrinsic 
viscosity) and molecular weight of the high polymer. 


[n] = KM (4) 


The exponent a is a function of the geometry of the molecule in solution 
and varies from 0.5 for curled polymer molecules with a relatively small 
amount of permeation of solvent, the so-called random coils, to about 
1.7 for rigidly extended molecules. The constants a and K depend upon 
the type of polymer, the solvent, and the temperature of the viscosity 
determinations; they are determined experimentally by measuring the 
intrinsic viscosities of polymers for which the molecular weight has been 
determined by an independent method, such as osmotic pressure, light 
scattering, or sedimentation equilibrium. The values of K and a listed 
in Table 1 have been determined for fractionated polymers. 


TaBLE 1. PARAMETERS FOR EquatTIon (3)¢ 


Polymer Solvent | Temperature, °C 
Cellulose acetate........ Acetone 
Polyisoprene............} Toluene 
Polystyrene............ Toluene 
GR-S copolymer........} Toluene 
Methyl] methacrylate....| Benzene 


Polyisobutylene......... Toluene 


@ Goldberg, Hohenstein, and Mark, J. Polymer Sci., 2, 502 (1947). 


In addition to yielding molecular weights, viscosity measurements 
give us some insight into the general form of polymer molecules in solu- 
tion.4.7.310 A long-chain molecule in solution takes on a somewhat 
kinked or curled shape, intermediate between a tightly rolled up mass 
and a rigid linear configuration. Presumably, all possible degrees of 
curling are represented, owing to the internal Brownian movement of 
the flexible chains. In a “good” solvent, i.e., one which shows a zero 
or negative heat of mixing with the polymer, the polymer molecule 
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is rather loosely extended, as represented in Fig. 71a, and the intrinsic 
viscosity is high. In a “poor” solvent, i.e., one in which the polymer 
dissolves with absorption of heat (positive heat of mixing), the segments 
of the polymer molecule attract each other in solution more strongly 
than they attract solvent molecules, and the result is that the molecule 
assumes a more compact shape as illustrated in Fig. 71b. Consequently, 


(@) () 


Fig. 71. Long-chain polymers in (a) a “good” solvent; (b) a “poor” solvent. 


in a “poor” solvent the intrinsic viscosity will be lower than in a “good” ~ 
solvent. 


Apparatus. Ostwald viscometer; stop watch; pipettes; 25-ml volumetric flasks; 
polymer sample;t toluene; methanol. 


Procedure. Solutions of the polystyrene sample of unknown molec- 
ular weight are prepared in a good solvent (toluene) and a poor solvent 
(a mixture of toluene and methanol). Since the polymer may dissolve 
rather slowly, warming in a water bath may be used to accelerate solu- 
tion. When this is done, the solution should be cooled to 25° before 
adding solvent to bring the meniscus up to the mark on the volumetric 
flask. The following solutions are needed: 

1. Five hundred milligrams of polystyrene is dissolved in toluene and 
diluted to exactly 25 ml in a volumetric flask. 

2. One hundred milliliters of a solution containing 15 per cent meth- 
anol and 85 per cent toluene by volume is prepared. Again 500 mg 
of polystyrene is dissolved in this solvent and diluted to exactly 25 
ml. The remaining solvent is required for dilutions and a flow-time 
determination. 

After the viscometer has been thoroughly cleaned with cleaning solu- 
tion, it is rinsed and dried by aspirating through it clean air from the 


1 Dow polystyrenes. 
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laboratory. It is important for the viscometer to be perfectly dry inside 
before organic solvents are added. 

The flow time of the viscometer is determined for toluene and for the 
methanol-toluene solvent as described in Exp. 26. The flow time for 
the solution of polystyrene in toluene is determined. The sample is 
then diluted by a factor of 2, and the flow time determined. The accu- 
racy of the dilutions may be improved by use of two calibrated pipettes, 
one calibrated for withdrawal of solution and the other for delivery of 
solvent. This dilution is repeated until the viscosity ratio of the 
polymer solution becomes so close to 1 that there is a Jarge error in the 
specific viscosity. Since the densities of the dilute polymer solutions 
are not significantly different from that of the solvent, it is unnecessary 
for our present purpose to determine the densities. 

The same procedure is now repeated with the solution of polystyrene 
in methanol-toluene, in this case diluting with the mixed solvent. 

Since methanol is a nonsolvent for polystyrene, the addition of further 
quantities will cause precipitation of the polymer. The per cent metha- 
nol by volume required to cause the first turbidity is determined by 
titrating a few milliliters of the solution of polystyrene in toluene. 

Notice: Before the viscometer is allowed to dry inside, it should be 
rinsed thoroughly with toluene so that a film of polymer will not be left 
in the capillary. 

Calculations. The limiting viscosity number is obtained by plotting 
Nep/c and (1/c) ln (n/no) versus c (in grams polymer per 100 ml of solution) 
for the solution of polystyrene in toluene. The limiting viscosity number 
in methanol-toluene is determined by a similar graph. The advantage 
of the double extrapolation is that the intercept may be determined more 
precisely than by using only one straight line. Furthermore, there is a 
simple relationship between the slopes of the two lines which may be 
verified. For the dependence of viscosity number with concentration, 
Huggins has written 


nep = [nle + kaln|?e? (5) 
Similarly, 


Ine = [nle — keln]?e? (6) 


To a good approximation it can be shown by application of Eq. (3) that 
ki + ky = 0.5. 

Using the values of K and a given in Table 1, the molecular weight 
of the sample of polystyrene is calculated from its limiting viscosity 
number in toluene. It should be realized that this is an average molecu- 
lar weight, some of the molecules being larger and some smaller; even 
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the more homogeneous of the so-called living polymers show some 
heterogeneity. °® 

An estimate as to the size of the average polystyrene molecule in the 
sample is obtained by calculating the volume of one molecule from the 
molecular weight, using 0.903 g/ml for the density of polystyrene. The 
radius of the molecule is calculated, assuming the molecule to be spheri- 
cal. The length of the extended polymer molecule 


—| 2.54 be- 


HHHHH4H 
—C—C—C—C—C—C— 


is calculated, assuming the length per monomer unit is2.5 A. The actual 
shape of the polystyrene molecule in solution is intermediate between the 


spherical and stretched-out forms and depends upon the solvent and 
temperature. 


Practical Applications. Determination of the molecular weight of the soluble 
organic high polymers such as polyisobutylene, polymethyl methacrylate, and poly- 
vinyl chloride is important because the physical properties of these materials depend 
markedly on molecular weight. 

Suggestions for Further Work. The general subject of the viscosity of polymer 
solutions has been well reviewed in the literature, where suggestions for further 
work may be found. 

Viscosity determinations at higher concentrations are used to show that the linear 
relation between m/e and c does not hold at higher concentrations. Ordinary 
polystyrene may be separated into several fractions by precipitating part of it with 
methyl alcohol. The average molecular weight of each fraction is estimated by 
means of viscosity determinations. 

For a given polymer, [7] may be determined for various concentrations of non- 
solvent and plotted against per cent nonsolvent.? 
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45. DETERMINATION OF THE OSMOTIC PRESSURE 
OF A SOLUTION OF HIGH POLYMER 


. The number-average molecular weight of a sample of polystyrene is 
calculated from the osmotic pressure of a solution of the polymer in 
methyl ethyl ketone. 

Theory. Of the four colligative properties of solutions, boiling-point 
elevation, freezing-point lowering, vapor-pressure lowering, and osmotic 
pressure, only the last is useful in determining the molecular weights of 
solutes in the colloid size range—synthetic high polymers, proteins, and 
polysaccharides. For example, an aqueous solution containing 10 g 
liter~! of a solute of molecular weight 100,000 would have a boiling-point 
elevation of 5 X 107° deg, a freezing-point lowering of 2 X 10~4 deg, a 
vapor-pressure lowering of 5 X 10 mm Hg, but an osmotic pressure of 
25 mm of water. 

When a solution and the pure solvent are separated by a semipermeable 
membrane (that is, one which permits the passage of molecules of solvent 
from one side to another, but not molecules of solute), solvent molecules 
will pass through the membrane into the solution or in the opposite direc- 
tion, depending upon the pressure difference across the membrane. The 
osmotic pressure is the excess pressure which must be applied to the solu- 
tion to establish equilibrium. Since at equilibrium the fugacity of the 
solvent is the same in the solution phase as in the pure solvent phase, 
the relation of osmotic pressure to molecular weight may be derived 
thermodynamically.2 The basic thermodynamic equation is 


‘poe t= fy (1) 


where + = osmotic pressure 

R = gas constant 

T = absolute temperature 

V = partial molal volume of solvent 

f? = fugacity of pure solvent at 1 atm pressure 

fi = fugacity of solvent in solution at 1 atm pressure 
If it is assumed that (a) fugacities may be replaced by vapor pressures, 
(b) Raoult’s law applies to the solvent in dilute solutions of the polymer, 
and (c) the solutions are sufficiently dilute so that V1 may be replaced 
in dilute solutions by the molar volume of the solvent, Eq. (1) leads to 


oe: RE 
See 2 
a c M (2) 
where ¢ = concentration (weight of polymer per unit volume of solution) 
M = molecular weight of polymer 
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The limiting value of w/c is obtained 
by plotting /e versus cand extrap- 
olating linearly to c = 0. 

The molecules in a sample of a 
synthetic high polymer do not all 
have the same weight. The molec- 
ular-weight distribution may be 

Mo represented by a plot such as that 

i Bas shown in Fig. 72. The fraction of 

Fie. 72. Distribution of molecular 1) olecules having molecular weights in 
weight for a. high polymer. The : : 

values of M, and My for this molec- the interval M to M + dM is repre- 

ular-weight distribution are shown. sented by fdM. The dM appears 

here because the fraction of molecules 

in a given range of width dM is proportional to the magnitude of dM. 

In the figure, f is plotted versus M. 

When there is a distribution of molecular weights, several types of 
average molecular weights may be defined. The number-average molecu- 
lar weight is defined by 
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where n; is the number of molecules of weight M7;. The weight-average 
molecular weight is defined by 


| > niM? 
My = ) mas (4) 


Different experimental methods yield different types of average molecu- 
lar weight. Since the osmotic pressure depends on the number of 
molecules per unit volume without regard to their size, Eq. (2) yields 
the number-average molecular weight. The viscosity method (Exp. 44) 
yields a molecular weight which is closely, but not exactly, related to 
M.. The weight-average molecular weight must obviously be greater 
than the number-average molecular weight for a heterogeneous polymer. 
For a homogeneous polymer, M, = My. 

A general review of osmotic-pressure measurements has been written 
by Wagner and Moore. 

The osmometer to be used is of the Schultz-Wagner® type, which is 
illustrated in Fig. 73. It consists of a graduated capillary (0.75 to 
1.0 mm inside diameter) attached to a short section of larger tubing 
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(12 mm inside diameter) which has a ground lower surface against which 
the membrane is held by a brass clamp. The purpose of the lower plate 
is to hold the membrane tightly against the glass tubing and to support 
the membrane so that it will not bulge out and stretch during the experi- 
ment. The osmometer is filled with polymer solution by use of a syringe 
with a long stainless-steel needle. This method of filling the osmometer 
has the advantage that ground-glass joints 
and valves are avoided so that possibilities 
for leaks are reduced to a minimum. 

Since the permeability of a membrane 
to various types of solvents may be very 
different, osmotic-pressure measurements 
may be made more rapidly with one sol- 
vent than with others. In the case of 
cellophane membranes, Browning and 
Ferry! showed that equilibrium is reached 
more rapidly with methyl ethyl ketone 
than with benzene or toluene. 


Apparatus. Two Schultz-Wagner osmom- 
eters; polystyrene; methyl ethyl ketone; 5-m] 
syringe with long stainless-steel needle; volu- 
metric flasks; cellophane membranes. 


Procedure. Du Pont Cellophane 600 
is soaked overnight in 30 per cent sodium 
hydroxide and washed a few minutes in 
progressively more dilute solutions of Fra. 73. Simple osmometer. 
sodium hydroxide and then water. This 
treatment is necessary to increase the porosity of the membrane. The 
progressive dilutions of alkali are essential to avoid wrinkling of the 
membrane. The membranes are then washed in progressively more 
concentrated solutions of methyl ethyl ketone in water and may be 
stored in methyl ethyl ketone; hence it is unnecessary for each student 
to carry out the sodium hydroxide treatment. 

A weighed sample of polystyrene is dissolved in methyl ethyl ketone, 
and the solution is diluted to the desired volume in a volumetric flask. 
A suggestion as to the concentration to use may be obtained from an 
instructor. Since 2 to 4 days is required for equilibration, two osmom- 
eters should be set up at one time. The osmotic pressures for at least 
two concentrations of the same polymer are measured. 

In assembling the osmometer, it is important to keep the membrane 
moistened with methyl ethyl ketone, since the value of the sodium 
hydroxide treatment will be lost if the membrane is allowed to dry out. 
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' Two disks of a smooth hard filter paper are moistened with methyl 
ethyl ketone and placed on the bottom brass plate. The filter paper 
serves as a support for the membrane so that it cannot sag into the holes 
and facilitates a good seal between the membrane and the ground-glass 
surface of the osmometer bulb. The membrane is placed on the filter 
paper, and the glass osmometer tube is attached. The knurled nuts are 
tightened with the fingers. The polystyrene solution is placed in the 
osmometer by use of a syringe with a long stainless-steel needle, taking 
care to avoid trapping bubbles at any point. Precaution: The syringe 
and needle should be rinsed out with methyl ethyl ketone after being 
used to transfer the polymer solution so that no polystyrene residue will 
be left in them. Since methyl ethy] ketone is a solvent for many of the 
plastics used in fountain pens and pencils, carelessness may result in 
damage to them. 

Enough methyl! ethyl ketone is placed-in the outer — tube so that 
the meniscus comes to the lower part of the paduased capulny when the 
osmometer is hung in the tube.. — 

The height of the liquid column in the capillary is set at a value several 
centimeters above, or below, that expected at equilibrium. If it is 
possible to use two osmometers for each solution, the height is set higher 
than the expected pressure in one and lower in the other. The osmometer 
is then suspended in methyl ethyl ketone so that the membrane is com- 
pletely immersed. ~ 

The osmometers are placed in a well-regulated thermostat. After 

allowing some time-for temperature equilibration, an initial reading is 
taken. Readings are then taken at intervals over a Period of 2 or more 
days. 
An unfractionated polymer sates contains. sielewales of-a wide range 
of molecular weights, and some of the-lowest-molecular-weight material 
may diffuse through the membrane. If there.is appreciable leakage of 
low-molecular-weight material, a constant osmotic pressure will not be 
obtained. It is necessary to correct the observed meniscus height for the 
capillary rise of the solution. It is satisfactory to determine the capillary 
rise of the solvent and to assume, for the purpose of this experiment, that 
the capillary rise for the polymer solution will be the same as that deter- 
mined for the solvent. 

Data required for making another correction should also be Shtaiied 
with the osmometer used. The need for this further correction arises 
since the equilibrium height in the capillary is, in general, different from 
the initial height. If the equilibrium height of the meniscus is greater 
than the initial height, solvent has passed into the polymer solution, and 
so the equilibrium polymer solution is more dilute than the original solu- 
tion. In order to compute the equilibrium concentration it is necessary 
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to know the volume of the osmometer bulb and the radius of the capillary. 
The volume of the bulb may be determined with sufficient accuracy by 
measuring the volume of water required to fill it, and the radius of the 
capillary may be calculated from the capillary rise of methyl ethyl ketone 
(ef. Exp. 49). The surface tension of pure methyl ethyl ketone is 23.9 
dynes cm™! at 25°, and its density at 25° is 0.803 g cm~*. 

Calculations. Plots of height h versus time are useful in determining 
the osmotic pressure. The osmotic pressure z in atmospheres may be 
calculated from the equilibrium height h from the equation 


r= (h a he) ps (5) 


capillary-rise correction 

density of high-polymer solution (assumed to be the same as 
for solvent) 

If hk is in cm, p, in g cm-’, and g in cm sec~?, x will be in dynes cm~?. 
In order to obtain the pressure in atmospheres, this value is divided by 
1.013 & 10° dyne em~? atm=}. 

The concentrations c in g liter! are calculated by correcting the initial 
concentrations as described above for the flow of solvent in or out. A 
plot of x/e versus c is extrapolated to zero concentration. Such plots 
are expected to be linear in the concentration range suggested. If the 
range of values of w/c is within the range of experimental error, the best 
horizontal line is drawn through the points. The number-average 
molecular weight is calculated from the extrapolated value of r/c by use 
of Eq. (2). 


Practical Applications. Since the properties of a solid plastic or synthetic 
rubber will depend upon the molecular weight of the polymer, the measurement of 
osmotic pressure is widely used in industry. The viscosity method which is also used 
is illustrated in Exp. 44. 

Suggestions for Further Work. The molecular weight of a sample of poly- 
styrene may be determined in another solvent. Although the number-average 
molecular weight obtained from the intercept of a plot of 7/c versus ¢ should be the 
same, the slope may be quite different.2, On the other hand, the slopes for a series of 
polystyrene samples of different molecular weight in a given solvent will be very 
nearly the same. 

If the polymer sample contains low-molecular-weight material which leaks through 
the membrane, this material may be eliminated by precipitating about 75 per cent 
of the polymer by the addition of methyl alcohol to a solution in benzene. The 
lowest molecular-weight fraction will remain in the supernatant liquid. The precipi- 
tate may be dissolved in benzene and dried by vacuum sublimation of the benzene 
to obtain a porous preparation of polystyrene which can be readily redissolved. 

The polymer sample may be fractionated into samples of different number-average 
molecular weight by dissolving it in a good solvent and partially precipitating it by 
the addition of a poor solvent, for example, methyl alcohol. The molecular weights 
of the polymer in the precipitate and in the solution phase may be shown to be different 
by osmotic-pressure measurements. 


where h, 
Ps 


306 LABORATORY EXPERIMENTS [exp. 46 


The osmotic pressure of gelatin or serum albumin in aqueous solution may be 
determined, and the number-average molecular weights calculated. To reduce the 
Donnan effect, 0.2 M sodium chloride is used as solvent and the pH is adjusted to the 
isoelectric point of the protein. The Donnan effect is the contribution to the osmotic 
pressure due to the unequal distribution of the electrolyte ions across the membrane 
at equilibrium. 
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46. ION-EXCHANGE CHROMATOGRAPHY 


The separation of cations by means of elution from a cation-exchange 
resin with a complexing reagent is illustrated. The relation of an ideal- 
ized chromatographic experiment to the adsorption isotherm is discussed. 

Theory. An ion-exchange resin is made up of insoluble macro- 
molecules with ionizable groups attached. A cation-exchange resin has 
sulfonic, phenolic, or carboxylic groups, which provide negatively charged 
binding sites for cations. An anion-exchange resin has basic binding 
sites. If a cation-exchange resin is treated with acid, it is said to be in 
the hydrogen form because the negatively charged groups are neutralized 
by protons. If metal ions are added to the solutions, protons are dis- 
placed. For example, if Nit+ and Co++ ions are present, the following 
equilibria are established: 


Nit+ + HeR = NiR + 2H+ (1) 
Cot+ + H.R = CoR + 2H+ (2) 


where R represents the part of the insoluble macromolecular ion that 
binds one divalent metal ion. Since these equilibria are reversible, the 
metal ions may be displaced by raising the acid concentration. 

The affinity of the resin for a metal ion is affected by two factors, the 
radius of the hydrated ion and the valence of the ion. Thus two different 
metal ions will be held by the resin to different extents. A separation of 
the two ions might then be achieved by taking advantage of this differ- 
ence in the affinity of the two ions for the resin. 

If a bed of resin is arranged in column form and metal ions are adsorbed 
in the top layer, they may be washed through the column by a flow of 
solvent, the rate of transport of the ions being dependent upon their 
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equilibrium concentration in the solution. As the equilibrium solution is 
washed down the column, the adsorbed ions at the upper edge of the band 
dissociate into solution and a certain portion of the ions carried to the 
layer of fresh resin becomes adsorbed by the resin. 

The separation of different metal ions obtainable in this way may be 
enhanced by use of a complexing agent (such as citrate buffer or tartrate 
buffer) which complexes with metal ions and competes with the resin for 
the cations. The speed with which a given ion moves down the resin 

column is then dependent upon the affinity of the resin for the ion and the 
extent to which the ion is complexed by the complexing agent. 

When a solution of ammonium citrate (of a pH at which nickel citrate 
complex ions are formed) is passed through a resin column on which 
nickel ion has been adsorbed at the top, the following reversible reaction is 
set up: 

2NH} + NiR = (NH,):R + Nit* (3) 


At the same time, the citrate anion of average charge —m (represented 
by A>”) reacts with the Nit++ ion as indicated by the reversible reaction 


Nit+ + vA-™ = NiAy*” (4) 


where x is the number of anions which complex with each nickel ion. 
The fraction of the total nickel found in each form, i.e., as Nit*+, NiR, 
and NiA2-*™", is determined by the equilibrium constants for reactions (3) 
and (4). Asimilar set of two reactions occurs for the Cot+ ion. Now, if 
these two equilibrium constants for the nickel reactions are sufficiently 
different from those for the cobalt reactions, a separation may be achieved. 
By using a complexing agent, there are two equilibrium constants instead 
of one with which to work. 

When ammonium citrate buffer is passed into the column, the Nit+ ion 
is complexed, thereby shifting the equilibrium of reaction (3) to the right. 
The nickel in solution moves down the column to a region of “fresh” 
resin (NH,)sR, where the Ni++ ion is readsorbed. Thus, as the solution 
passes down the column, the Nit+ is successively adsorbed and desorbed 
in a process similar to fractional distillation in which a substance is suc- 
cessively vaporized and condensed. The same process is going on with 
the Cot+ ions. Thus the small differences in equilibrium constants are 
made use of many times, with the result that a better separation is 
achieved by column operation than in a batch experiment. When citrate 
buffers of higher pH are used, reaction (4) is displaced to the right and the 
metal ions are eluted more rapidly from the column. 

For the case in which the adsorption isotherm is linear, as in the low- 
concentration range, the slope of the isotherm may be calculated from the 
velocity of the zone of adsorbed substance down the chromatographic 
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column. The slope of the adsorption isotherm K (distribution coefficient) 
is the ratio of the weight of solute adsorbed by 1 g of adsorbent to the 
equilibrium concentration in grams per milliliter of solution. Although 
the theory** of chromatographic separation is complicated, the relation 
between the position of the zone and the distribution coefficient is quite 
simple provided that the adsorbed solute is in equilibrium with dissolved 
solute at every step in the process. 


sb as 
~~ Fm 
where V = volume of elutant which has flowed into column, ml 
m = mass of adsorbent in column, grams 


F = fraction of length of column swept through by center of zone 


Apparatus. Jon-exchange column filled with Dowex-50; citrate buffer (50 g citric 
acid monohydrate and 1 g phenol per liter of water adjusted to pH 3.30 to 3.40 with 
concentrated aqueous ammonia); NiCle; CoCle; two 25-ml graduates; spectrophoto- 
meter; spectrophotometer cells; lens tissue; long tube with bulb. 


Procedure. The experimental arrangement for this experiment is 
illustrated in Fig. 74. If it is not certain that the resin has been com- 
pletely freed of nickel and cobalt and washed with distilled water, the 
column is washed with about 300 ml of 2 N HCl, followed by about 300 
ml of distilled water. Washing may be stopped when the effluent is basic 
to methyl orange (about pH 4.5). 

Quantities of nickel and cobalt chlorides containing 200 mg of the 
metal are weighed out, mixed, and dissolved in a small quantity of dis- 
tilled water (not over 20 ml). In order to save time, it is advisable to 
suck out the water above the resin bed by using a long glass tube and 
rubber bulb before pouring on the solution of the metals. The solution 
containing metal ions is poured on the top of the resin bed and allowed to 
flow into the column. If distilled water is then poured carefully into 
the tube above the resin bed, it will form a layer above the salt solution 
and there will be an adequate head to force the solution through the 
column. A siphon is connected to the column, and about 150 ml of dis- 
tilled water is allowed to flow through it. If the washings are colorless, 
they are discarded. 

The distilled water above the column is then withdrawn with the long 
glass tube and bulb, and citrate buffer is poured on the column. A large 
container of citrate buffer is connected by means of a siphon. The rate 
of elution is controlled by means of a pinch clamp so that the flow rate is 
2.5 to 3.0 ml min-!. Twenty-five-milliliter samples of the effluent are 
collected until the first nickel appears, and from that point on, 10-ml 
samples are collected. For each fraction the volume and time are 


EXP. 46] MACROMOLECULAR CHEMISTRY 309 


recorded (the flow rate may be checked from these data), and a test tube 
full of the solution is corked for analysis. 

Since the cobalt tends to tail out through a large volume, the last bit 
may be removed by washing the column with 2 N HC] and then with dis- 
tilled water (at least 300 ml). 

The solutions are analyzed directly with a spectrophotometer. It has 
been found convenient to analyze for cobalt at a wavelength of 510 mu 
and nickel at 650 mp. A small amount of nickel does not interfere with 


Fig. 74. Ion-exchange column. 


the analysis for cobalt, and vice versa. The concentrations are read 
directly from plots of absorbancy [log (Jo/I)] (Exp. 16) versus concentra- 
tion of nickel or cobalt; these are provided in the laboratory or deter- 
mined separately. 

Calculations. The concentrations of nickel and cobalt in the various 
fractions are plotted versus volume of effluent. The quantities of nickel 
and cobalt recovered from the column are calculated from the concentra- 
tions and volumes of the fractions. The per cent recovery is computed. 


Practical Applications. Chromatographie adsorption is finding many applica- 
tions. It is widely used for qualitative analysis of organic compounds and for the 
separation of different compounds in a mixture of biological materials. It has been 
used even for the separation of isotopes.® 

Suggestions for Further Work. The influence of pH, rate of elution, or ratio of 
weight of metal to weight of resin may be investigated. 
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A vertical tube packed with powdered sugar under the proper conditions may be 
used for separating by chromatographic adsorption the various plant pigments 
obtained by crushing leaves and treating them with petroleum ether. 
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47. SEDIMENTATION RATE AND PARTICLE SIZE DISTRIBUTION 


The measurement of the velocity of sedimentation of particles in the 
earth’s gravitational field or a centrifugal field gives valuable information 
concerning their size. When the dispersed particles are so large that they 
exceed the limit of colloidal dimensions, and when the density of the 
particle relative to that of the suspension medium is sufficiently great, 
they settle out under the force of gravitation. By measuring rates of 
sedimentation, particle size and size-distribution determinations can be 
made with finely divided solids for which other sizing methods would be 
impractical or impossible. 

Theory. The constant velocity with which a spherical particle falls 
in a liquid may be expressed with a relatively simple law. The force of 
friction resisting the fall of the particle is 6yr(dx/dt), and the force of 
gravity acting on the particle is mg, or $m7r°(p, — p)g. In these expres- 
sions 7 is the coefficient of viscosity of the liquid, r is the radius of the 
particle, dx/dt is the velocity of fall of the particle, p, and p are the 
densities of the particle and of the suspension medium, m is the effective 
mass of a particle, and g is the acceleration due to the earth’s gravitational 
field. The force of gravity and the force of friction are exactly opposed 
and equal when the system reaches a “‘steady state”; i.e., the particle falls 
with constant velocity, and 


Ganr = = gar*(on — pg 
dx/dt 
" Vr (ep — p)g (1) 


This equation is known in the literature as Stokes’ law. 
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Thus, if the sedimentation rate of spherical particles is measured and 
the coefficient of viscosity of the liquid, the difference in density between 
the particle and the liquid, and the constant of the sedimentation field are 
known, the particle size can be calculated. For nonspherical particles an 
apparent radius can be calculated. This statement is true for sedimenta- 
tion in the ultracentrifuge as well as for ordinary sedimentations, and a 
very large number of determinations of the size of particles has been made 
by using the formula of Stokes. If the particles are asymmetric in shape, 
the exact particle size cannot be obtained in this way, but there may be 
evaluated an “equivalent radius,” or the radius of an imaginary spherical 
particle of the same substance with the same observed velocity of sedi- 
mentation. The particle must possess some appreciable degree of 
asymmetry before this factor makes a marked difference in sedimentation 
rates. 

In actual particulate systems, heterogeneity of size is the rule rather 
than the exception. They have usually been prepared by grinding, 
milling, precipitation from solution, etc. Such systems may be charac- 
terized in two ways, either by an average size or weight or by a size 
frequency distribution or tabulation. If the sample contains a broad 
range of sizes, the values found for the average size by various methods 
may be greatly different. The methods which give number averages are 
strongly influenced by the particles of the smaller sizes which make less 
important contributions to the weight of the sample; in turn, these 
particles have relatively little effect on the weight-average values.*5 
The size frequency distributions give more complete information. They 
may be integral or differential distributions. 

Sedimentation methods are useful! for the determination of the size 
distribution of particles with diameters below 50 ». These methods 
which use gravitational force are applicable to particles as small as 1 py, 
provided their density is sufficiently different compared with that of the 
suspension medium. ‘There are accumulation methods and incremental 
methods. The one illustrated in this experiment is a cumulative mano- 
metric method which makes use of a graphical analysis of tangential 
intercepts to correct for the continually separating particles, thus to 
produce an integral distribution curve. 

The differential distribution curves for materials which have been 
prepared by the methods indicated are generally skewed toward the 
larger sizes; thus the distribution is not described by the simple Gaussian 
function. Sometimes a logarithmic-number distribution function can be 
used, but in general the functions are quite involved and beyond the scope 
of this experiment. 


Apparatus. Sedimentation-tube assembly; finely divided solid, such as precipi- 
tated lead sulfate or glass beads of diameter 1 to 20 »; gum arabic; stop watch. 
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Procedure. The apparatus (Fig. 75) consists of an inclined capillary, 
side tube C,, containing the suspension medium, in this case water, con- 
nected to the main vessel A, at the sampling level. At equilibrium, the 
water column will have a height greater than that of the suspension in 
the large tube, since the suspension of the dense powder has a higher 
density than the pure suspension medium. As the suspended solid 
settles out below the sampling level, the density of the suspension becomes 
less and the levels in the two tubes approach the same value. It is the 


- Spirit level 


capillary 
tubing 


Leveling 
screw 


Fic. 75. Sedimentation-tube assembly. 


measurement of the excess height in the inclined capillary tube as a func- 
tion of time that provides a curve showing the variation of the mean 
density of the suspension between its surface and the sampling level. 

The capillary sidearm is bent to a small angle to provide means to make 
a more accurate estimate of the difference in the levels in the two tubes. 
The apparatus is adjusted with the aid of the spirit level and the leveling 
screw to ensure accuracy of the sidearm angle. 

Enough lead sulfate or glass beads are weighed out to make about 150 
ml of a 3 per cent suspension. If lead sulfate is used, the powder is mixed 
with 2 or 3 ml of 5 per cent gum arabic solution and about 1 ml of 5 per 
cent lead nitrate solution. This mixture is rubbed well on a glass plate 
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with a spatula, the purpose being to break up the agglomerates of small 
particles. The paste is now transferred to the mixing flask and diluted 
with distilled water. The glass beads may be suspended directly in 
distilled water. 

The sedimentation tube and its sidearm are cleaned thoroughly with 
hot cleaning solution and rinsed with distilled water. This preliminary 
treatment is of the utmost importance, since the slightest trace of foreign 
matter will cause sticking of the meniscus. With the stopcock open, the 
apparatus is filled with distilled water to such a height that the meniscus 
in the side tube rests near the lower end of the inclined part of the capil- 
lary. The top height in the large tube, A, is marked, and the distance 
between this mark and the sampling level is measured to give the height 
h. The water is then drawn up to a point on the scale near the further 
end of the inclined capillary tube. The stopcock is closed, and the large 
tube emptied. The suspension is now poured in to the top-height mark, 
and the suspension is stirred. After opening the stopcock, the level in 
the capillary is read at suitable intervals of time. ‘At least 5 hr of settling 
should be allowed if lead sulfate is used, but the experiment can be com- 
pleted in 3 hr with the glass-bead suspensions, and they are recommended. 
For other materials longer or shorter periods may be required, depending 
upon the system studied. 

Distilled water placed in the reservoirs of B and below S serves to 
minimize errors due to evaporation in the sedimentation tube. 

It is also necessary to measure the inside diameter of the tube for use in 
the calculations. The tangent of the angle @ of inclination of the side 
tube is read from the graph-paper backing as ordinate divided by abscissa. 

Calculations. The relationship between the weight of material M;, 
which settles out in time ¢, and the horizontal displacement of the menis- 
cus z is found in the following way: | 


a=2h—h= stand (2) 
where a = difference in height of menisci in two tubes 
D = mean density of suspension 


density of suspension medium, in this case, water 
h = distance from sampling level to meniscus in large tube 
z = length of base as determined from positions of meniscus 
6 = angle capillary tube makes with horizontal 
The weight of the material which settles past the sampling level is 
obtained from densities and volumes. Thus 


> 
Hl 


_ Ve-Vp+M 


- V 
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where V = volume of suspension corresponding to height h 

V, = volume of medium displaced, i.e., volume of solid 

M = weight of solid phase in suspension above sampling level 
Now, if p, is the density of the solid, 


Ds p.Vp a4 Mp Si Mops 
Vos 


Substitution of this expression in Eq. (2) leads to the desired relationship, 
namely, 


Vp.p - x: tan 0 
ee k 3 
h(ps — p) . 8) 


The weight of material, J/;, which has settled below the sampling level in 
time ¢ is simply the difference between the weight initially, My = kzxo, and 
that at time ¢, kz. 


M = 


M, = k(ao — 2) (4) 


where xo = initial horizontal position of meniscus (¢ = 0) 
x = horizontal position of meniscus at time ¢ 
k = proportionality constant, computed from Eq. (3), using data 
found in standard handbooks and certain apparatus constants 

From Eq. (4) the weight M, settled below the sidearm entrance may 
be calculated after any time. A sedimentation curve may then be con- 
structed by plotting the weight settled against time. The time scale is 
then converted to particle size by the use of Stokes’ law. Tangents are 
drawn on this plot at times corresponding to equal particle-size intervals. 
The difference between the intercepts of any two tangents on the ordinate 
corresponds to the percentage of material in the size interval at whose 
limits the tangents were drawn. 

This can perhaps best be seen from the construction of a synthetic 
curve similar to the experimental one, except that only a few sizes of 
particles are allowed, thus giving rise to a plot of connected straight seg- 
ments. If all particles in a sample were of exactly the same size, the 
sedimentation ‘‘curve” would look like one of the curves labeled from 1 to 
5 in the lower part of Fig. 76. For example, in curve 3 the sediment col- 
lects at a uniform rate until time t; is reached, when all the material M3 
will have settled out and no further change in M with time occurs; ts will 
thus be the time required for this particular size of particle to fall the dis- 
tance A in the sedimentation tube. The equation for the curve is 
M = mst for t < ts, where m; is the slope, and M = M3 fort > ¢s. 

If five sizes of particles are present together, the sedimentation curve 
will assume the form of the upper curve in the figure. Any point on this 
curve for a given time is obtained by summing corresponding points on all 
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the individual curves. It can be verified by inspection that the equation 
of straight-line segment A, for example, is 


M = (m3 + m+ m)i+ Mi+ M2 to << t < fds 


Now this particular segment is tangent to the sedimentation curve 
between é2 and #3, and according to this equation the intercept on the 
weight axis is simply the total weight of material having sizes which have 
completely settled out at time t2. The intercept of segment B is then 
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Fie. 76. Hypothetical mass-time curve. 


M,+ M:2+ Ms;, and the difference between the two intercepts is just 
M3, which is the weight of material in size class 3 (i.e., between 2 and 4). 
In practice, an infinite variety of sizes is present and a smooth curve is 
obtained. The above analysis can be readily extended to this case. 
A plot of intercept differences for equal size intervals versus average 
radius is the particle size distribution curve which is desired. 


Practical Applications. Knowledge of particle size and size distribution is 
finding important use in the cement, ceramic, ore-flotation, photographic-emulsion, 
and paint-pigment technologies. The rate of settling of precipitates is often impor- 
tant in analytical chemistry. Relationships between the size and the behavior of soils, 
the stability of pastes, etc., have been recognized for a long time. 

Suggestions for Further Work. Sedimentation studies with typical soils, paint 
pigments, or cements may be carried out, and more complete mathematical analyses 
of the distribution curves may be attempted. 
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The weight of particles settling from a suspension may be determined directly by 
suspending a pan from one arm of a balance in the medium. When carefully done, 
this method is capable of considerable precision.® 

At least in principle, the use of floats of known density might eliminate many of the 
practical difficulties of the sedimentation-tube method used in this experiment.! 
Presumably, problems encountered in the construction of suitable floats could be 
solved to provide a more accurate measure of the small density differences which are 
involved. 
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48. THERMODYNAMIC ANALYSIS OF RUBBERLIKE ELASTICITY 


From the temperature dependence of the force required to maintain 
stretched soft vulcanized rubber at a fixed elongation, the force can be 
separated into two contributions associated, respectively, with entropy 
and energy changes. From the shape of the force-elongation curve, the 
average molecular weight between cross-links in the vulcanization net- 
work is calculated. 

Theory. When an elastic body is deformed at constant temperature 
by an external force, its free energy is increased by an amount equal to the 
work of deformation. Since AG = AH — TAS, the work of isothermal 
deformation is in general due partly to a change in enthalpy and partly 
to a change in entropy. The two contributions can be separated by 
measuring the change in force required to maintain the body in a constant 
state of deformation when the temperature is varied. Soft rubberlike 
substances are of particular interest because for them the change in 
enthalpy is nearly zero. 

For a pure substance the state of the body is determined as usual by 
temperature JT and pressure P but now by tension f as well. By tension 
is meant the force tending to stretch the sample. The work done by the 
body as a result of a reversible change of length, dl, is —fdl, and 


dG = VdP — SdT + fadl (1) 


Thus, at constant temperature and pressure, 


_(9G\ _(@H\ _ ,,fa8 
i (ra 7 (5 PT 7(3)., (2) 
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From Eq. (1), since the second-order cross-derivatives are equal, 


ey ae 
ar 7 (#)., 


Therefore 


pee (De. = (3), oe, 8) 


The two terms on the right side of Eq. (3) may be regarded as the enthalpy 
and entropy contributions, respectively, to the force of stretching. The 
latter is obtained by measuring the change in force with temperature at 
constant stretched length, and the former is then obtained by difference, 
since f is also measured. 

The molecular structure of soft vulcanized rubber is a network of 
flexible threadlike molecular strands which are in constant agitation 
because of their thermal energy. On stretching, these strands assume 
a partial alignment in the direction of stretch. Equation (3) shows that 
as the temperature of the rubber is increased, an increasing tension is 
required to maintain a given length, i.e., a given extent of molecular- 
strand alignment. As the temperature is increased, the thermal motion 
tending to produce randomness of arrangement becomes intensified. 

The alignment represents diminished randomness and thus a decreased 
entropy. From statistical mechanics, the change in entropy with length 


is calculated to be 
(7), eas (; y @) 


where p = density of rubber 
R = molar gas constant 
Ao = unstretched cross-section area of sample 
M, = average molecular weight of a network strand 
l = stretched sample length 
lo = unstretched length 
By combining Eqs. (3) and (4) with the approximation that (0H/dl)r is 
nearly zero, the value of 1/7. can be obtained, thus determining the degree 
of cross-linking in the network. A small correction associated with the 
thermal expansion of the rubber is here neglected. 

It is to be noted that a certain amount of cross-linking is required for 
this kind of behavior. With either no cross-linking as in amorphous 
materials or an excessive amount as in hard rubber, this type of elasticity 
is nonexistent. There are a number of elastic polymers in which the 
energy is essentially independent of length, so any work done as a result 
of a change in length must be attributed to entropy change. A knowl- 
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edge of such behavior is helpful in the study of the physiology of muscle 
behavior. 
Apparatus. Assembly with low-friction pulley for measuring the extension of a 


rubber sample under selected loads; thermostat for approximate control of tempera- 
ture from near 0 to 50°C; pure-gum rubber band about 3 mm in thickness. 


Procedure. The complete apparatus is shown in Fig. 77. A suitable 
length, about 15 cm, of pure-gum rubber band is blackened with India 
ink in such a way that narrow marks will appear at positions of about 3 
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Fic. 77, Apparatus for the study of rubberlike elasticity. 


and 6 cm from the upper end of the band when it is inserted in the appara- 
tus. These marks are conveniently made by stretching the band and 
touching to it lightly a razor blade which has been dipped in the ink. 
This upper end is attached to the counterweight portion of the balance, 
the band is passed over a pulley in the brass block at the bottom, and the 
other end is fixed to a nylon cord, which in turn is attached to the shaft 
mounted above the balance. This shaft, which can be rotated, provides 
the means to extend the rubber band. The glass jacket is then filled 
with water and the circulation of temperature-controlled water begun. 
The thermostat is maintained at the lowest possible temperature which 
the cold water will provide. The nylon cord is tightened, and weights 
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are placed on the balance pan in such a manner.as to bring the rubber 
band to the “just-taut” condition and to bring the balance pointer to 
zero. A period of about } hr is required for the achievement of thermal 
equilibrium. During this period the band may “relax” somewhat and 
imbibe a small amount of water. Records are made of the pan weight 
required to keep the band in this just-taut condition and the distance lo 
between the reference marks on the band. This distance may be meas- 
ured by means of a precision scale as shown in the figure or, better, with a 
cathetometer. 

Without changing the temperature of the bath, the load is now increased 
to stretch the length to exactly double its initial value (//lo = 2) by 
adding more weights and again tightening the nylon cord. After the 
relaxation period both weight and distance are recorded when the balance 
pointer reads zero. Several readings are taken at slightly different values 
of 1 so that the weight corresponding precisely to J/l) = 2 can be obtained 
by interpolation. 

The temperature of the thermostat is now raised, and the net load 
corresponding to 1/lp = 2 is determined at approximately 10° intervals up 
to 50°C. The length ly is assumed to be independent of temperature. 

Finally, near room temperature, an isothermal load-elongation curve is 
determined by measuring the net loads corresponding to various elonga- 
tions at approximately 10 per cent intervals up to 100 per cent. The 
unstretched cross-sectional area of the rubber band, required for sub- 
sequent computations, is obtained by weighing a dry piece of known 
length, assuming its density to be 0.92 g/cm*. 

Calculations. The force at 100 per cent elongation is plotted against 
temperature, and, from the slope, values of 7'(af/dT); and (0H/dl)r are 
calculated at various temperatures by Eq. (8). These quantities should 
be expressed in dynes. 

From the isothermal load-elongation data, f is plotted against I/lp — 
12/12. From the slope of this plot, together with Eqs. (3) and (4), the 
value of M, is calculated. The gas constant must be expressed in erg 
deg-! mole— if f is in dynes. From M., the number of network strands 
per cubic centimeter may be obtained. 


Practical Applications. Most of the uses to which natural and synthetic rubbers 
are put depend on the remarkable mechanical properties which have been here illus- 
trated. The modulus of elasticity or stiffness depends on the degree of cross-linking 
as measured by the number of network strands per unit volume. The molecular 
structure of the rubber will determine the relative magnitudes of the entropy and 
enthalpy contributions to the retractive force, and hence the degree to which the 
force depends on temperature. In many applications, such as in automobile tires, 
the operating temperature may be considerably different from that of the surroundings. 

Suggestions for Further Work. The measurements may be repeated for a dif- 
ferent type of rubber, such as silicones, GR-S, or a heavily loaded stock such as is used 
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in tire casings. In the latter, the presence of a large proportion of finely divided 
carbon alters the mechanical properties. Data for force-temperature plots may be 
obtained at higher and lower elongations than 100 per cent. The thermodynamic 
analogies between stretching a “perfect”? rubber [for which (dH/dl)r = 0] and com- 
pressing a perfect gas [for which (@H/dV)r = 0! may be explored by comparing equa- 
tions in which f corresponds to pressure and I corresponds to volume. 
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CHAPTER 14 


Surface Chemistry 


49, SURFACE TENSION 


Three different methods are used for determining surface tensions of 
liquids. The effect of temperature on surface tension is investigated. 

Theory.'!? The molecules at the surface of a liquid are subject to 
the strong attractive forces of the interior molecules. A resultant force, 
whose direction is in a plane tangent to the surface at a particular point, 
acts to make the liquid surface as small as possible. The magnitude of 
this force acting perpendicular to a unit length of a line in the surface is 
called the surface tension y. The surface, or interface, where the tension 
exists is between the liquid and its saturated vapor in air, usually at 
atmospheric pressure. A tension may also exist at the interface between 
immiscible liquids; this is commonly called the interfacial tension. The 
dimensions of surface tension are force per unit length and are commonly 
expressed in the cgs system as dynes per centimeter. 

In order to illustrate the above definition of surface tension, we shall 
consider the principles involved in the three methods of measurement 
discussed in this experiment and shown in Fig. 78. Surface tension is a 
property of an interface. Usually it is measured by balancing it along a 
certain boundary line against an equal force which can be measured. 

In the capillary-rise method, the liquid rises, because of its surface 
tension, in a capillary tube of small internal diameter immersed in it 
(provided that the liquid wets the tube). The circular boundary line is 
located at some point above the meniscus and has a length 2ar, where r 
is the inside tube radius. The force which causes the liquid to rise in the 
tube is 2rry cos 0, where @ is the contact angle shown in Fig. 78a. At 
equilibrium the downward force mg due to gravity prevents the liquid 
from rising higher in the capillary. Here m is the mass of liquid in the 
capillary and g is the acceleration of gravity. For a liquid of density 
p rising to a height h in the capillary, this downward force is wr?hpg. At 
equilibrium this force is just balanced by the vertical force due to the 
surface tension, 2mry cos @. For water and most organic liquids this 


contact angle is practically zero; this means that the surface of the liquid 
321 
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at the boundary is parallel with the wall of the capillary. Setting the two 
forces equal, we have, for zero contact angle, 


Qarry = mr°hpg 
y = ghrog (1) 


In this derivation it has been assumed that the vapor does not have an 
appreciable density as compared with that of the liquid. 

In the ring method, a platinum-iridium ring in the surface of the liquid 
is supported by a stirrup attached to the beam of a torsion balance. The 
ring is pulled upward from the liquid by turning the torsion wire, thus 
applying a force which is known from calibration of the instrument. 
For an idealized system, the force just necessary to break the liquid film 
is equal to 4rRy, where FR is the mean radius of the ring. Doubling of 


f 
f 


2R 
(a) Capillary rise (b) Ring (c) Drop weight 


Fig. 78. Principles of three surface-tension methods. 


the perimeter 27R arises from the fact that there are two boundary lines 
between liquid and wire, one on the outside and one on the inside of the 
ring. This treatment holds for liquids with zero contact angle, a condi- 
tion usually met, and for an ideal situation where the ring holds up a thin 
cylindrica] shell of liquid before the break occurs, a condition which is not 
met. Actually, the shape of the liquid held up influences the force 
necessary for breaking away. The shape is a function of R?/V and R/r, 
where V is the volume of liquid held up and r is the radius of the wire. 
This volume V is computed from the force equation, f = mg = pVg. 
The surface tension is thus given by the equation 


Y= ppks (2) 


where f = maximum force registered on torsion-balance scale 
F, = correction factor due to shape of liquid held up and ring 
dimensions (values in Table 1) 
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TABLE 1. CoRRECTION Factors ror THE Ring METHOD 


(R/r = 40) 
R3/V F, R3/V F, 
0.30 1.038 0.80 0.923 
0.40 0.996 0.90 0.913 
0.50 0.969 1.00 0.905 
0.60 0.950 1.10 0.897 
0.70 0.935 1.20 0.890 


These factors have been determined experimentally by Harkins and 
Jordan.* Over extreme variations of R*/V and R/r, F, varies between 
about 0.75 and 1.02. In ordinary cases it is close to 1. 

In the drop-weight method, a drop forms at the end of a tube, and the 
boundary line is the outside perimeter of the tube, 2rr. When the drop 
just detaches itself, the downward force on the drop, mg, is equal to the 
force acting upward, 2rry. Actually, only a portion of a drop falls, and 
Harkins and Brown? propose the equation 


mg = Qarry (3) 


where m; is the mass of an “ideal” drop. An equation which is equivalent 
to Eq. (8) and more convenient to use is y = (mg/r) Fa, where Fq is an 
empirically determined function of V/r? and V is the actual volume of the 
drop. 

Correction factors for the drop-weight calculations are given in Table 2. 
Values of V/r? between 1 and 3 give the best results. For values of Fa 
outside the limits of Table 2, the tables of Harkins and Brown? are 
to be consulted. 


TaBLe 2. EXPERIMENTAL VALUES OF Drop-wEIGHT CORRECTIONS 


V/r Fa 

2.995 0.261 
2.637 0.262 
2.341 0.264 
2.093 0.265 
1.706 0.266 
1.424 0.265 
1.211 0.264 
1.124 0.263 
1.048 0.262 


Surface tension decreases as the temperature rises and is practically 
unaffected by changes in total area, pressure, or volume. The surface 
tension becomes zero at the critical point. The temperature coefficient 
of surface tension, dy/dT7'’, is of importance in the thermodynamic treat- 
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ment of surfaces. The total surface energy per unit area Uy, of a film is 
given by the equation? 


ay 
where + = work done on increasing surface by 1 cm? 


= free surface energy 
—T(dy/dT) = heat absorbed during the process 
The negative of the temperature coefficient of surface tension, — (dy/dT), 
is the surface entropy S, per unit area. Equation 
Zi =» (4) is the two-dimensional analogue of the Gibbs- 
led 1 Helmholtz equation. 


—- Apparatus. Assembly for surface-tension measurements 
; ee by capillary-rise, ring, and drop-weight methods; organic 
Hf liquid such as acetone or absolute ethyl] alcohol. 


Procedure. The three methods for measuring 
surface tension described above are to be compared 
by careful measurements on a single organic liquid. 
Acetone or absolute ethyl alcohol is suggested. 
Distilled water is used for calibration purposes. 

The capillary-rise apparatus is shown in Fig. 79. 
The capillary tube of radius about 0.02 em is pro- 
vided with engraved millimeter graduations.{ It is 
cleaned with hot cleaning solution and rinsed with 
distilled water and then with the liquid to be used. 
In case the liquid involved is immiscible with water, 
an intermediate rinsing with acetone is necessary. 
Fie. 79. Capillary- Air from pressure lines should not be blown through 
mei eee ae the capillary, since it is contaminated with oily sub- 
enon: stances. The test tube must be cleaned in the same 

manner. 

The assembled apparatus is placed in a 25° thermostat, and pure liquid 
is poured into the test tube to a depth of several centimeters. The 
stopper is replaced; a clean dust-free rubber tube is fitted with a loose wad 
of cotton to keep out dirt and spray and is attached to the projecting 
tube as shown. After coming to the temperature of the thermostat, the 
liquid in the capillary is raised slightly by gently blowing into the rub- 
ber tube and allowed to fall back to its equilibrium level. Then it is 


} Another convenient form of apparatus makes use of a U tube, with one arm a 
capillary of this radius and the other a tube of radius sufficiently large to give a flat 
meniscus. This rise in the capillary would then be measured with a cathetometer to 
give data of higher precision. 
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depressed by slight suction and again allowed to come to equilibrium. 
If the capillary is clean, the reading on the scale after equilibrium is 
attained should be the same after raising the level as after depressing it. 

The difference in the level of the liquid in the capillary tube and in the 
test tube is read on the scale, the bottom of the meniscus being read in 
each case. A wide test tube gives a more nearly flat meniscus. Four or 
five measurements are made on the liquid, and the results are averaged. 

The radius of the tube is obtained by observing the capillary rise with 
pure water, the surface tension of which is known to be 71.8 dynes/cm at 
25°C. At least five observations are made. The average value of h is 


Fie. 80. DuNouy ring-pull apparatus for measuring surface tension. 


obtained from the scale readings, and r is obtained by solving a (1), 
using the known value of y. 

The surface tension of acetone is measured at 0°C by using an ice bath 
and at three other temperatures, 25, 35, and 50°, using thermostats if 
they are available. A hand-regulated bath may be used for less accurate 
work, with a thermometer immersed directly in the liquid. 

The DuNouy tensiometer is illustrated in Fig. 80. It is a widely used 
example of the ring method. 

The ring of platinum-iridium wire is cleaned with hot cleaning solution, 
thoroughly rinsed with warm distilled water, and dried by carefully 
touching with a clean filter paper or cloth and allowing to stand in the air. 
Occasionally, the ring may be heated momentarily in a bunsen flame if 
further cleaning is necessary. It must not be touched with the fingers, 
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and care should be used not to bend it. The apparatus is adjusted by 
hanging the ring in the hook and turning the knob at the right until the 
pointer is at zero. The setscrew at the back is then turned until the 
lever nearly touches the arm at the left. It must not actually touch, but 
the gap must be very small. The platform holding the small beaker 
(30 ml) with the liquid is now raised until the liquid just touches the 
ring. The knob at the right is then turned slowly and steadily until the 
ring is suddenly torn from the surface of the liquid. The guard above 
the lever is adjusted so that the ring cannot be thrown off the edge of the 
small beaker. 

As the pointer is turned, the ring pulls away slightly from the small 
beaker before it breaks the film, and the beam is raised above the original 
horizontal position. To compensate for this effect, the platform is 
lowered gradually while the pointer is turned, so that the beam is at its 
horizontal position when the ring is pulled off. If this adjustment is not 
made, the readings will be too high. 

Several readings are taken on the liquid, and the average is computed. 
The temperature is determined by immersing a thermometer in the liquid. 
Unfortunately, close temperature control is not convenient with this 
instrument. 

After the determinations have been made, the instrument is calibrated 
over the range of scale readings involved. The ring is dried, a weighed 
square of paper is inserted, and a fractional gram weight is added. The 
pointer is turned until the lever just barely clears its support and lies in 
its standard horizontal position. The weight of paper and fractional 
gram weight. divided by the scale reading and multiplied by 981 gives 
the value in dynes of one scale division. The procedure is repeated 
once or twice, using more weights. 

A useful form of drop-weight apparatus is shown in Fig. 81. The end 
of the capillary is ground flat and polished. It must be free from chips in 
order to obtain reproducible results, and to this end a permanent guard 
tube surrounds it. 

Before the performance of the experiment the bulb and capillary should 
be scrupulously cleaned with hot cleaning solution, followed by rinsings 
with distilled water and the liquid to be studied. After the apparatus 
has been conditioned and assembled, a dried weighing bottle is weighed 
and placed in the. protecting bottle, which is then screwed into the cap. 
A very thin layer of stopcock grease applied to the ground joint of the 
weighing bottle will prevent loss by evaporation in subsequent weighings. 
A small air vent is provided in the cap to keep pressure from building up 
inside. The assembly is now introduced into the thermostat. 

The liquid whose surface tension is to be measured is added through the 
side tube and capillary, and the liquid levels are adjusted until the time 
of formation of a drop is of the order of 5 min. The difference in liquid 
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liquid differs much from 25°, a correction to this temperature may be 
estimated from the temperature coefficient of surface tension. 

The surface tensions determined by the three methods are compared 
with the literature values, and the percentage deviations are computed. 

The surface tensions of acetone at the several temperatures are plotted 
as ordinates against temperature as abscissa. The slope of the line is 
determined, and the total surface energy computed [Eq. (4)] in ergs per 
square centimeter at some representative temperature. 


Practical Applications. Surface tension is an important phenomenon in the 
study of macromolecular chemistry. It is an important factor in the concentration 
of ores by the flotation process. Surface-tension measurements find valuable applica- 
tions in the biological sciences, particularly in bacteriology; the movement of the 
moisture of the soil and the passage of sap in plants are only two of the many agri- 
cultural phenomena that involve surface tension. 

Suggestions for Further Work. Measurements are made so rapidly with the 
DuNouy apparatus that the surface tension of a large number of liquids and solutions 
may be determined. If a solute lowers the surface tension, it concentrates in the outer 
layers of the solution, but if it increases the surface tension of the solution, it is driven 
away from the surface. Surface tension, then, is never increased very much by the 
addition of a solute, but it may be decreased by a considerable amount. This theory 
may be checked by a number of determinations. 

Another convenient apparatus to measure the change in surface tension when 
solute is added to a solvent or solution is the Wilhelmy balance.* It consists of a 
wetted plate, conveniently a microscope cover glass, which dips into the solution 
while hanging from the arm of a balance. The force on the plate corresponds to the 
surface tension of the liquid. Some of the data obtained with the DuNouy ring may 
be verified in this way.*7 
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50. ADSORPTION FROM SOLUTION 


Quantitative measurements of adsorption by an ion-exchange resin are 
made. The isothermal data are expressed by means of an equation, 
and the regeneration of the adsorbent is illustrated. 
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level to meet this requirement is ordinarily less than 1 cm. The appa- 
ratus may be tipped at first to get the liquid started in the capillary. 
The first drop is allowed to form over this relatively long period of time 
in order to saturate the space within the container. After the detach- 
ment of this first drop, additional liquid is added to the side tube, or 
slight pressure is carefully applied to increase the drop rate. Care must 
be taken that each drop falls only under the influence of gravity. After 
the first drop, 30 sec should suffice for the formation of each of the others. 


AT 


—— I> 


Fia. 81. Drop-weight apparatus for measuring surface tension. 


A total of 20 to 25 drops should be adequate for the determination. The 
bottle is then weighed again. 

_ If the radius of the capillary is not known, it may be measured with a 
comparator microscope. 

Calculations. The surface tension of the liquid as determined by 
the different methods is computed, using Eqs. (1) to (3). The density of 
the liquid may be found in tables. 

The value of R/r for the ring of 4-cm perimeter usually supplied with 
the commercial-type student ring-method instrument may be taken as 
40 unless a different value is specifically given. The volume of liquid 
held up, V, is calculated from the density and the reading on the dial 
scale, which can be converted to mass of liquid. Correction factors to be 
applied in Eq. (2) are given in Table 1 for R/r = 40 and for different 
values of R?/V. For other values of these parameters the work of 
Harkins and Jordan‘ must be consulted. If the temperature of the 
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Theory. Solids have the property of holding molecules at their sur- 
faces, and this property is quite marked in the case of porous and finely 
divided material. Various forces are involved, ranging from those 
which are definitely physical in nature to those which are referred to as 
chemical. Adsorption is frequently quite specific, so that one solute 
may be adsorbed selectively from a mixture. Such differences in adsorba- 
bility are required for the success of the several chromatographic processes. 

Inthe case of so-called ‘‘exchange adsorbents,” the adsorption is 
actually a chemical reaction in which an ion is liberated from the adsorb- 
ent as another is “adsorbed.” The softening of water, using naturally 
occurring or synthetic zeolites, is an example of this phenomenon. An 
important advance in the field of exchange adsorbents was made by 
Adams and Holmes! in 1935 when they discovered that phenol-formalde- 
hyde resins exhibited ion-exchange properties. The advantage of 
synthetic resins is that the exchange-adsorption properties may be varied 
at will by the selection of the reactants for the polymerization reac- 
tion.**-§ For example, the condensation of polyhydric phenols with 
formaldehyde yields resins which adsorb calcium ions, liberating hydrogen 
ions or sodium ions. 


2NaR + Ca++ = CaRz + 2Nat 
2HR -+ Cat+ = CaRe + 2H+ 


where NaR represents the sodium salt of the cation-exchange resin, and 
HR represents the acid form. By treating the exhausted resin with an 
excess of Nat or Ht, the reactions may be reversed, regenerating the 
resin. 

Synthetic resins prepared by condensing aromatic amines with form- 
aldehyde exhibit anion-exchange, or acid-adsorbent, properties as illus- 
trated by the following equation: 


RX + HCl = RX-HCl 


where RX represents the anion-exchange resin. The capacity of a resin 
ranges from about 4 to 9 milliequiv of acid per gram of dry resin. In this 
case the regeneration is accomplished by treating the exhausted resin with 
a solution of sodium carbonate. 


RX-HCl + Na:CO;— NaCl + NaHCO; + RX 


By passing water successively through columns of base-exchange (hydro- 
gen form) and acid-binding resins, deionized water comparable in quality 
with distilled water may be obtained. 

The amount of solute adsorbed by a given quantity of adsorbent 
increases with the concentration of the solution. In some cases the layer 
of adsorbed molecules is only one molecule deep, and further adsorption 
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ceases when the surface of the crystal lattice is covered. The equilibrium 
between the dissolved solute and the material adsorbed also depends upon 
the nature of the solvent and the temperature, the amount adsorbed 
increasing at lower temperatures. In many cases the equilibrium may 
be rapidly established; in any event one must ascertain that the system 
is at equilibrium for a satisfactory representation of the data. 

The relation between the amount adsorbed and concentration in a 
limited concentration range may be represented by the adsorption iso- 
therm of Freundlich, 

wc 


a ken (1) 


where x = weight of material, in grams, adsorbed by m grams of adsorbing 
material 

c = concentration in solution, g/liter 

n = constant ranging from 0.1 to 0.5 

k = another constant 
Although k varies considerably with the temperature and nature of the 
adsorbent, the ratio of & values for two different adsorbents is constant 
for different solutions. By taking the logarithm of Eq. (1) we obtain 


log = = nloge + logk (2) 


According to this equation a plot of log x/m versus log ¢ is a straight line, 
and the constants may be evaluated from the slope n and the intercept 
log k. 

The adsorption equation of Langmuir is based upon a theoretical 
consideration of the process of adsorption. This equation may be 
written 

x ac c 
m i+pe ™ 7m 


ee ae (3) 
a a 


where a and fare constants. For cases in which this equation represents 
the data, c/(x/m) may be plotted as a linear function of ¢, and the con- 
stants evaluated from the slope B/a and intercept 1/a. The Langmuir 
equation differs from the Freundlich equation in that the adsorption 
approaches a finite limit as the concentration is increased. 

The Langmuir equation is actually one description of the law of mass 
action, which may be seen in the following argument. Suppose we use 
the symbol R for the part of the resin which combines with a hydrogen 
ion according to the reaction 


R+ Ht = RH*t 


The constant for the association is K = cru+/cucr, OF Cra+ = Kener. 
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The total active resin concentration is cr: = Crit + cr, so that 


Cro+ >= Keu+(ers = Cru+) 
Crat Kew 

Thus = 
Crit 14+ Key 


The ratio cru+/cr,, represents the number of moles of bound hydrogen 
per mole of resin combining sites, and the expression for it formally 
resembles the Langmuir function. 


Apparatus. Twelve 250-ml Erlenmeyer flasks; two burettes; 1 N acetic acid; 
0.1 N sodium hydroxide; anion-exchange resinj or, as an alternative, highly activated 
adsorbent charcoal; 100-ml volumetric flask; weighing bottle. 


Procedure. The exchange resin consists of particles (approximately 
20 to 50 mesh) which are kept in a regenerating solution of 8 per cent 
sodium carbonate when not in use. The carbonate solution is decanted, 
and the resin rinsed with three portions of distilled water, allowing the 
resin to settle before each decantation. The loss of finer particles during 
decantation is not serious. 

The resin is now collected on a filter and pressed to remove excess mois- 
ture. Twelve samples of damp resin of approximately 2 g in weight are 
weighed to +10 mg. Two additional samples of the resin weighed at the 
same time are placed in the oven and dried at 110°C to constant weight. 
In the calculations, the adsorption x/m is calculated on the basis of the 
dry resin. 

Acetic acid solutions of different concentrations are made by running 
out I N acetic acid from a burette and diluting to 100 ml with water; 50, 
25, 10, 5, 2.5, and 1 ml are diluted with distilled water to 100 ml. Each 
solution is transferred to a 250-ml Erlenmeyer flask, and 2 g of wet 
exchange resin (or 1 g of adsorbent charcoal) is then added to each flask. 
The solutions are set up in duplicate. The solutions are agitated and 
allowed to stand overnight or longer. A thermostat is unnecessary if the 
room temperature is fairly constant. 

After equilibrium has been reached and the resin has settled, a suitable 
volume (5 or 25 ml, depending on the concentration) is pipetted from the 
clear supernatant solution in each flask and titrated with 0.1 N sodium 
hydroxide. Whenever the titration volume falls below 25 ml, the base 
may be diluted by a known ratio, such as 1:1. Blank determinations 
should be made on all distilled water used for this purpose. 

The experiment may be repeated with oxalic acid instead of acetic acid. 

After the experiment has been completed, the resin is regenerated by 
the addition of 10 ml of 8 per cent by weight Na:COs; per gram of resin 
and returned to the stockroom. 


t Amberlite IR-4B is satisfactory and is obtainable from chemical supply houses. 
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Calculations. The total weight of acetic acid in each solution is 
calculated from the data of the original solutions, and titration gives the 
weight remaining in 100 ml of the solution in equilibrium with adsorbent. 
The difference gives directly the weight of acetic acid adsorbed by the 
m grams of adsorbent. 

The concentration of the solution in equilibrium with the adsorbed 
acetic acid is calculated from the sodium hydroxide titrations, and the 
values of x/m are plotted against these equilibrium concentrations. 

The data are examined graphically with the object of learning which 
of Eqs. (1) and (8) better represents the behavior of the system studied. 


Practical Applications. The adsorption isotherm or equivalent form is impor- 
tant in the quantitative expression of the adsorption process, and as such it finds use 
in some dyeing and in various purification operations. It is useful also to character- 
ize the adsorption of gases. In the theories descriptive of chromatography, the 
Langmuir equation has been very useful in accounting for the shape of the band pass- 
ing through the column, the explanation of ‘“‘tailing,’’ ete.'! 

Jon-exchange resins are important in softening water, recovering ions from solu- 
tions of low concentration, and separating the rare earths.!° 

Suggestions for Further Work. If the system is in equilibrium, the same 
results should be obtained whether approached from concentrated or from more dilute 
solutions. Equilibrium may be tested by repeating the adsorption experiments and 
then diluting the solution with water after it has stood with the adsorbent. Acetic 
acid should be released by the adsorbent, and the final values of z/m and ¢ should 
still fall on the same curve. 

Various other materials may be adsorbed—weak acids, or bases. Ammonium 
hydroxide is suitable if a cation-exchange resin is used. 

The adsorption isotherm may be tested nicely with dyes adsorbed from solutions 
(not necessarily in water) on charcoal, silicic acid, certain fibers,® ete. The initial 
and final concentrations of dye in solution may be obtained with either colorimeter 
or spectrophotometer. 

The adsorption experiments may be carried out at 0°C and at elevated temperatures. 

The values of the constants k and n in Eq. (1) are compared for the different 
materials and temperatures. 
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51. ADSORPTION OF GASES 


In this experiment the amounts of gas adsorbed at various pressures on 
activated charcoal or silica gel are determined by a volumetric method. 

Theory. Adsorption is a process whereby gases or solutes are attracted 
and held to the surface of a solid. The material adsorbed is called the 
adsorbate, and the material on which it is adsorbed is called the adsorb- 
ent. Often the force of attraction is physical in nature, involving an 
interaction between dipoles or induced dipoles, but sometimes the force of 
attraction involves chemical bonds, as when oxygen is adsorbed on char- 
coal. In many cases the layer of adsorbed molecules is only one molecule 
deep, an atom of adsorbent at the surface being unable to extend its 
attractive force beyond the first molecule of adsorbate. Since the 
amount of gas which is adsorbed is proportional to the amount of surface 
exposed, the good adsorbents are those which have enormous surface 
areas, such as activated charcoal or silica gel, but adsorption of gases at 
low temperatures has been measured on clean glass surfaces, mercury 
surfaces, and metallic wires. Sometimes the large surface is produced by 
a cellular structure originally present in the plant, as in the case of 
charcoal. 

If the adsorbent is porous on a submicroscopic scale, so-called capillary 
condensation may take place below the normal saturation pressure. This 
type of adsorption can be distinguished from the unimolecular-layer type 
of adsorption by heats of adsorption and by other criteria. 

The experimental data for adsorption are plotted as “adsorption iso- 
therms,” in which the quantity of gas adsorbed (expressed as milliliters 
at 0° and 760 mm) per gram of adsorbing material is plotted against the 
equilibrium pressure. 

In many cases of adsorption it is possible to relate the amount of 
adsorbed material to the equilibrium pressure, using the empirical equa- 
tion of Freundlich, 


V = kp* (1) 


where V = number of milliliters of gas, corrected to 0° and 760 mm, 
adsorbed per gram of adsorbing material 
P = pressure 
The constants k and n may be evaluated from the slope and intercept of 
the line obtained when log V is plotted against log P. 
One of the most successful theoretical interpretations of gas adsorption 
is that of Langmuir,‘ who considered adsorption to distribute mole- 


334 LABORATORY EXPERIMENTS [pxp. 51 


cules over the surface of the adsorbent in the form of a unimolecular 
layer. Consideration of the dynamic equilibrium between adsorbed and 
free molecules leads to the following relation: 


) a 1 
i ames 1 a KV, (2) 
where P = gas pressure 
V = volume of gas (0°C, atm) adsorbed per gram of adsorbent 
V,, = volume of gas (0°C, atm) adsorbed per gram of adsorbent 
when unimolecular layer is complete 
k = constant characteristic of adsorbent-adsorbate pair 
Thus, if P/V is plotted against P, a straight line will be obtained if the 
Langmuir equation (2) applies. The slope of the line is equal to 1/V.; 
when the line is extrapolated to low pressures, as P — 0, P/V approaches 
the finite limit 1/kV,. The values of the constants in the Langmuir equa- 
tion may also be obtained by plotting 1/V versus 1/P. 

By postulating the building up of multimolecular adsorption layers on 
a surface, Brunauer, Emmett, and Teller’~* have extended the Langmuir 
derivation for unimolecular-layer adsorption to obtain an isotherm equa- 
tion for the more complicated case. The extension is not without some 
empiricism, yet it is often useful. Thus, knowing the volume of gas 
required to form a complete unimolecular layer over the surface of the 
adsorbent, it is possible to compute the surface area of the adsorbent, if it 
is assumed that each molecule of the adsorbate occupies the volume that 
it would occupy if the density of the unimolecular film is the same as that 
of the liquid adsorbate at the same temperature. 

A graph of adsorption data giving the pressure as a function of tem- 
perature for a specific volume of gas adsorbed is referred to as an isostere. 
Such graphs bear a close resemblance to graphs in which the vapor pres- 
sure is plotted against the temperature, and the heat of adsorption, 
Qiscatericey May be calculated in a manner similar to that used for calculating 
the heat of vaporization of a liquid using the following modification of 
the Clausius-Clapeyron equation: 


Ps, _ isosteric( 12 eo T1) 
Py R1T™T>2 (3) 


where P; = equilibrium pressure for a given amount of gas adsorbed at 71 
P, = equilibrium pressure of same amount of gas adsorbed at 72 
By calculating gisosteric for different volumes of gas adsorbed, the variation 
of heat of adsorption with volume adsorbed may be found. A variation 
of heat. of adsorption with the volume adsorbed indicates changes in the 
magnitude of the forces between the adsorbent and the adsorbate. 
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Apparatus. Apparatus as shown in Fig. 82, consisting of a mercury manometer, 
a mercury-filled gas burette, six stopcocks, and a ground-glass joint; vacuum pumps; 
tanks containing methyl chloride or other suitable gas; adsorbent charcoal or silica gel. 


Procedure. The flexible Tygon connecting tube from the gas tank 
attached to E is flushed out by removing the ground-glass tube J and 
opening the stopcocks HZ, D, C, and B. Stopcock E is closed; the tube J 
is replaced; the leveling bulb of mercury is lowered as far as possible and 
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Fig. 82. Gas-adsorption apparatus. 


the whole system is evacuated with a vacuum pump through stopcock A. 
Stopcock D is closed, and methy] chloride is admitted through E until the 
burette H is filled at atmospheric pressure. Stopcock E is then closed, 
and the leveling bulb G is adjusted carefully until the gas in the burette is 
at precisely atmospheric pressure. The volume of gas in the burette is 
then recorded. 

The amount of gas which is adsorbed by the adsorbent is to be deter- 
mined by measuring the volume of gas which must be admitted from the 
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burette in order to give a specified pressure. Part of the gas from the 
burette is adsorbed, but an additional part, known as the ‘‘dead volume,” 
is needed for filling the apparatus up to the given pressure at which the 
adsorption measurement is made. The dead volume of the apparatus 
between the manometer K and the stopcock D is determined by finding 
the volume of gas admitted from the burette which is necessary to pro- 
duce a given pressure in the absence of any adsorbing material in J. 

The apparatus is first tested for leakage by observing the manometer. 
There should be no detectable change in the levels of the manometer K 
over a period of at least 5 min when the apparatus is evacuated. Then 
gas from the burette is admitted into the system through stopcocks C 
and D until the pressure in the apparatus is about 50 mm, and the exact 
manometer reading, burette readings, and temperature of the room are 
recorded. These data are used for calculating the dead volume of the 
gas under standard conditions. The dead volume is determined in a 
similar manner at pressure increments of about 100 mm. The burette 
is refilled when necessary by closing stopcock D, opening stopcock FE, and 
lowering the leveling bulb G. 

The volume of methyl chloride adsorbed by activated charcoal at a 
given pressure is determined by placing 0.080 to 0.100 g of the charcoal 
in the ground-glass tube J, inserting it at B, and placing a beaker of water 
at room temperature around it. Stopcocks C and D are closed, and the 
charcoal is outgassed for 5 min by evacuating through A. Methyl 
chloride is then admitted from the burette until the pressure is about 
50 mm. The pressure will decrease as the gas becomes adsorbed on the 
charcoal, but after 5 min or so there is no tendency toward further change 
if the pressure is kept constant. The two stopcocks C and D with the 
intervening space of about 0.05 ml volume provide a convenient means 
for introducing gas into the system in small amounts so as to maintain the 
pressure constant. (A much longer time is required to reach equilibrium 
if a given quantity of gas is introduced and allowed to decrease in pressure 
until reaching an equilibrium.) When equilibrium has been reached and 
no more additions of gas are necessary to maintain the pressure, the 
volume of gas introduced from the burette is recorded. 

This operation is repeated by using pressure increments of 30 to 50 mm 
up to about 250 mm and then using increments of about. 100 mm up 
nearly to atmospheric pressure. 

The adsorption measurements on charcoal are then repeated at 0° by 
using an ice bath in the beaker which surrounds the adsorbent. 

Calculations. Part of the gas introduced from the burette is adsorbed 
on the charcoal, and part remains in the manometer and connecting 
tubes. The volume of gas adsorbed at a given equilibrium pressure is 
obtained by subtracting the dead-space volume in the apparatus from the 
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total volume of gas introduced from the burette. The dead volume in 
milliliters at a given pressure is obtained by interpolation on a line 
obtained by plotting the corrected dead volume against the pressure 
measured in the absence of any adsorbent. All these observed volumes 
are reduced by calculations to the volumes of gas at 0° and 760 mm. 
When several additions of gas have been made to the adsorbent, giving a 
specified equilibrium pressure, they are all added together to obtain the 
total volume. The volume V adsorbed per gram of charcoal is then deter- 
mined by dividing the corrected volume by the weight of the adsorbent. 

Three graphs are drawn to interpret the adsorption. In the first 
graph, the corrected volume of gas, V, adsorbed per gram of adsorbent is 
plotted vertically, and the equilibrium pressures are plotted horizontally. 

In the second graph, log V is plotted against log P in accordance with 
the Freundlich equation (1), and the constants k and n are calculated for 
the equation V = kP* as discussed on page 333. 

In the third graph, the values of P/V are plotted against P to evaluate 
the constants k and V. of the Langmuir equations (5) and (6), and the 
constant V, is used for calculating the surface area of the adsorbent. 

The volume of one molecule in the layer of adsorbate is calculated on 
the assumption that the molecule has the same volume as a molecule in 
the liquid state. .The number of molecules in the unimolecular layer is 
calculated by dividing the volume V,, of adsorbate in the unimolecular 
layer by the volume of a mole of the gas, 22,400, and multiplying by the 
Avogadro number 6.02 X 107%. Then the volume of a molecule of 
adsorbate is calculated by dividing the volume of a mole of the material in 
the liquid state (obtained from tables of liquid densities) by the Avogadro 
number. The surface area covered by a single molecule is equal to the 
two-thirds power of the volume of the molecule. The surface area of a 
gram of adsorbent is equal, then, to the number of molecules in the 
saturated unimolecular layer multiplied by the cross-sectional area of a 
molecule. 

The isosteric heat of adsorption is computed by Eq. (3) for several 
different volumes of gas adsorbed, and these values are plotted against 
the volume adsorbed. This plot is then used to interpret qualitatively 
the forces which exist between the adsorbent material and the gas being 
adsorbed. 


Practical Applications. The adsorption of gases is used for purification and 
recovery of vapors. Solvent vapors are adsorbed from a stream of gas by adsorption 
in activated charcoal or silica gel and then recovered in concentrated form by heating 
the adsorbent to drive out the adsorbed vapors. 

The drying of air is carried out on a large scale by adsorbing the water vapor with 
silica gel. When the silica gel becomes saturated, it is reactivated by heating to about 
150° to expel the water and prepare the adsorbent for another cycle of adsorption. 
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High vacuum is conveniently produced in a vessel by connecting to a tube contain- 
ing an adsorbent at liquid-air temperatures. 

The effective surface of powders and catalysts is determined by measuring the 
amount of gas adsorbed. The adsorption of nitrogen on material at the tempera- 
ture of liquid air has been used in such determinations. 

Measurements of the Brunauer, Emmett, and Teller? (BET) constants are carried 
out on a routine basis in some catalyst testing programs. 

Suggestions for Further Work. The experiments and calculations may be 
repeated, using 0.5 g of silica gel instead of 0.1 g of activated charcoal. The silica 
gel should be activated by evacuating the system while gently heating the sample at 
J to about 150° with a bunsen flame. 

Other gases and vapors may be used instead of the methyl chloride, e.g., ammonia, 
sulfur dioxide, or Freon, with suitable weights of adsorbents. 

In general, the higher the boiling point of a liquid, the higher is the temperature at 
which the adsorption experiments should be carried out. 

Different grades of silica gel and activated charcoal may be used for adsorption 
experiments. 

The rate of adsorption may be studied by maintaining the pressure as nearly con- 
stant as possible and measuring the volume adsorbed at different times. The rate 
of adsorption at different temperatures may be studied. 
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CHAPTER 15 


Photochemistry 


52. PHOTOHYDROLYSIS OF MONOCHLOROACETIC ACID 


This experiment illustrates the use of an actinometer and the calcula- 
tion of the quantum yield. 
Theory. Monochloroacetic acid hydrolyzes according to the reaction 


CH.CICOOH + H:0 = CH.OHCOOH + HCl 


At room temperature the reaction rate is relatively small, but under 
irradiation by ultraviolet light, the reaction proceeds much more 
rapidly. Not every molecule that absorbs a photon undergoes reaction, 
since some molecules lose their excess energy before they react. The 
quantum yield for a photochemical reaction is defined as the number of 
molecules reacted per photon absorbed. 

For determination of the number of photons absorbed, an actinometer 
is used. This consists of a solution of uranyl nitrate and oxalic acid. 
Oxalic acid alone in solution is nearly transparent to the radiation 
employed. With the addition of uranyl ions, the solution absorbance 
increases to a large value, and the reaction 


UOtt + H.C.0, + light ~ UOS+ + H.0 + CO + CO2 


takes place. It is to be noted that the uranyl] ion, though essential to 
the process, is finally left unchanged. The amount of oxalic acid decom- 
posed is readily found by titration. From the known quantum yield for 
this reaction and the amount reacted, the number of photons absorbed 
by the actinometer solution can be calculated. 

The actinometer samples are so placed as to receive the same incident 
intensity as the monochloroacetic acid samples. In order to calculate 
the number of quanta absorbed by the monochloroacetic acid solution, 
it is necessary to know the relative absorbancies of the two solutions. 
With the concentrations and thicknesses used, the actinometer solution 
absorbs practically all the incident light for \ < 4360 A. The mono- 
chloroacetic acid solution absorbs completely the light at 2537 A, but 
not that of the longer wavelengths present in the radiation. The high- 
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voltage ‘‘cold” mercury lamp used emits radiation of which approximately 
85 per cent has a wavelength of 2537 A. It may therefore be assumed 
for the present experiment that the monochloroacetic acid solution 
absorbs 85 per cent of the incident light from these lamps, practically all 
of which is in the ultraviolet. 


Apparatus. Germicidal mercury-vapor lamp available at electric-fixture stores; 
four small rectangular plastic dishes or small crystallizing dishes; 50-ml pipette; two 
burettes; 200 ml 0.2 M uranyl nitrate; 200 ml 0.02 M oxalic acid; 500 ml 0.025 N 
potassium permanganate; 200 mi 0.1 M monochloroacetic acid, freshly prepared; 
100 ml 0.01 M mercuric nitrate and 10 per cent sodium nitroprusside or 200 ml 
0.005 M silver nitrate; potentiometer; silver electrodes. 


Procedure. The oxalic acid is weighed out accurately so that this 
solution may be used to standardize the potassium permanganate solu- 
tion. An equal volume of the uranyl nitrate solution is mixed with the 


TE oe 


MUNCIE IT TE ET 


Fig. 83. Apparatus for photohydrolysis of monochloroacetic acid. 


oxalic acid solution. The monochloroacetic acid need not be made up 
accurately because the determination of the chloride ion, produced by 
the ultraviolet light, is the only analytical measurement to be made. 

The apparatus is shown in Fig. 83. Four rectangular polyethylene 
dishes, commercially available for household uses, are filled with 50 ml 
of solution and placed in line under two or more 8-watt germicidal ultra- 
violet lamps. These are mounted parallel in the top of a wooden box 
provided with a hanging hinged door in front to protect the eyes from 
the ultraviolet light. To prevent overheating, air at about 15 ft? min-! 
is drawn through the box past the lamps by an exhaust fan. The radi- 
ation should not be viewed directly. 
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Since the light intensity varies with position, the actinometer solution 
is placed in the first and third positions and the monochloroacetic acid 
solution in the second and fourth. The time of exposure is recorded. 
It should be long enough (over 2 hr) to give a satisfactory titration. 

The uranyl oxalate is titrated with 0.02 N potassium permanganate 
after adding an excess of sulfuric acid (15 ml of 5 N H2SOx is sufficient 
for 50 ml of oxalate solution) and heating to about 60°C. 

The two monochloroacetic acid solutions are titrated with 0.01 M mer- 
curic nitrate. The titration follows the reaction Hgt*+ + 2Cl- = HgCl:; 
the HgCl, produced is soluble but undissociated. About 0.2 ml of 
10 per cent sodium nitroprusside is added as indicator. The end point 
is recognized by the appearance of a faint, permanent turbidity due to 
the formation of a precipitate of mercuric nitroprusside. The amount 
of reaction is small, and the solutions are dilute, so that sharp end points 
cannot be expected. For this titration, it is helpful to use a darkened 
room and to arrange side lighting of the sample flask. 

In a control experiment, the extent of any dark reaction, i.e., reaction 
taking place by a mechanism not involving absorption of light, is obtained 
by titration of unirradiated samples of the monochloroacetic acid 
solution. 

The mercuric nitrate solution is standardized against a solution of 
HCl or NaCl of a known concentration similar to that of the Cl- in the 
samples. A blank experiment is performed with nitroprusside in water 
alone. 

Alternatively, the chloride ion may be titrated with 0.005 M AgNO; 
and the titration followed potentiometrically. Two silver wire electrodes 
are used, one being placed in a 0.01 M AgNO; solution; the latter is con- 
nected through a salt bridge of ammonium nitrate to a beaker containing 
the monochloroacetic acid solution, in which is immersed the second silver 
electrode. The voltage is plotted as a function of the volume of AgNO; 
added. The voltage remains nearly constant until the chloride ion is 
nearly gone. ‘Thereafter, it changes rapidly with further addition of 
silver nitrate. The end point may be taken as the point of greatest 
slope in the titration curve. 

In a check experiment, the uranyl oxalate solution may be placed in 
the first and second positions, and the monochloroacetic acid, in the 
third and fourth. 

Calculations. The number of photons absorbed by the actinometer 
is calculated from the permanganate titration data and the known 
quantum yield, 0.57 molecule per photon, for the actinometer reaction.” 
The number of photons absorbed by the two monochloroacetic acid 
samples is assumed to be 15 per cent less than the number absorbed by 
the actinometer solutions. The quantum yield for the monochloroacetic 


342 LABORATORY EXPERIMENTS [mxp. 52 


acid samples is calculated on the basis of the amount reacted by a photo- 
chemical mechanism, and the result compared with literature values. 


Practical Applications. The determination of quantum yield is an essential 
first step in seeking to understand the mechanism for the reaction. A great deal of 
effort has been devoted to the study of photochemical processes in nature such as 
photosynthesis. The quantum yield is an important factor in determining the 
potential efficiency of various proposed methods for conversion of solar energy into a 
form in which it can be stored for later utilization. 

Suggestions for Further Work. A better method? for measuring the energy 
absorption consists in making a determination with a flat quartz dish containing a 
concentrated solution of monochloroacetic acid (which absorbs light of wavelength 
2537 A) placed over the uranyl oxalate dish. In a second experiment the upper 
quartz dish contains water. The titration a obtained for uranyl oxalate with the 
monochloroacetic acid filter gives a measure of the number of quanta of wavelength 
longer than 2537 A, and the titration b with the water gives a measure of all the radi- 
ation absorbed by uranyl oxalate, together with a correction for losses of light from 
the filter due to reflection—amounting to about 4 per cent each at the air-quartz 
interface and at the air-solution interface. If the titration obtained in the absence 
of an upper filter solution is denoted by c, the corrected titration for light of 2537 A 
alone is c — (c/b)a. 

The bleaching of dyes such as methylene blue or malachite green may be followed 
colorimetrically, using as standards various concentrations of the unbleached dyes. 

The photodecomposition of hydrogen peroxide may be followed by titration with 
potassium permanganate. This is a chain reaction subject to catalytic influences. 
Chain reactions give large quantum yields and do not require micro methods for 
chemical analysis. 

The photobromination of cinnamic acid in carbon tetrachloride provides a good 
experiment.1 The quantum yield shows that the reaction is a chain reaction. It 
increases when dissolved oxygen is removed by boiling under reduced pressure pro- 
duced by a water aspirator. Equal portions of 0.005 M bromine in carbon tetra- 
chloride and 0.01 M cinnamic acid in carbon tetrachloride are mixed and placed in 
the light. The bromine adds to the double bond when exposed to light, and the 
decrease in free bromine is determined by adding potassium iodide solution and 
titrating with standard sodium thiosulfate. The bromine removal may be deter- 
mined also spectrophotometrically. 
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CHAPTER 16 


Radioactive Isotopes and Tracers 


53. DETERMINATION OF RANGE AND ENERGY 


This experiment provides experience in the use of the Geiger-Miller 
counter and scaling circuit for the characterization of radioactive mate- 
rials. The range of 8 particles is determined. 

Theory.?+? The 8~ particles (electrons) which are emitted by radio- 
active nuclei originate in a nuclear transformation in which a neutron 
is changed into a proton and a 8 
particle is released. The electrons 
emitted do not all have the same 
energy; there is a continuous distri- 
bution of energy among them, as 
is shown by Fig. 84. The maxi- 
mum energy Emax is characteristic 
of the nuclear transformation con- 
cerned. The complete distribution 
curve of Fig. 84 may be established 
experimentally by means of the elec- 
tromagnetic 6-ray spectrograph, 
but the value of Hux may be estimated by simpler measurements. 

When high-velocity electrons enter a material medium, they undergo 
collisions with the electrons of the molecules or atoms they encounter; 
_ in these collisions they lose energy and are slowed down and eventually 
stopped. The distance that the electron can travel in the medium 
depends upon its initial energy and upon the electron density in the 
material and is called the range of the electron in the absorbing sub- 
stance. The range will vary for different substances if expressed in 
terms of centimeters, but if it is expressed in terms of mass per square 
centimeter, it is almost independent of the identity of the absorbing 
material. This result follows from the fact that the number of electrons 
per unit mass is nearly the same for all atoms, so that there will be approx- 
imately the same number of electrons in equal masses of two different 
materials. 
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The range of a 8 particle in an absorber will then depend on the initial 
energy of the particle, and the maximum range will be determined by the 
value of Einax- From an experimentally determined value of the maxi- 
mum range, the corresponding value of Emax may be obtained by interpo- 
lation on a standard curve established by measurements with 8 particles 
for which the values of Emax have been found by means of the magnetic 
spectrograph. The range determination is made by finding the thickness 
of a suitable absorbing material, such as aluminum, which is required to 
prevent the passage of any @ particles from the source. The range is 
most easily determined by measuring the counts per minute obtained 
with various absorber thicknesses and estimating from a plot (of the 
logarithm of the number of counts per minute against absorber thickness) 
the absorber thickness through which 8 particles can no longer be detected 
above the background. This visual method is capable of high accuracy 
in cases where y rays are not present or are present in such low intensity 
that their contribution to the counting rate is negligible. 

A more generally applicable method has been suggested by Feather;? 
the absorption curve for a selected 8 emitter, for which the range is 
known, is used as a standard for the determination of the range for 8 
radiation from another source. The primary reference standard for such 
work has been radium E (5d Bi?!°), but UX. (1.18 m Pa?#4) has also been 
recommended. For the 8 particles of UX2, the range has been found to 
be 1105 mg cm7?. 

The detection and counting of the transmitted @ particles is accom- 
plished by means of the Geiger-Miiller tube and a scaling circuit. The 
statistical considerations concerning the accuracy of counting-rate deter- 
minations are outlined in Chap. 18. Because of the random nature of 
the disintegration process, the number of 8 particles emitted per minute 
is not constant, but may be expressed in terms of a distribution curve 
giving the probability of a given number of counts versus the number of 
counts. The breadth of the distribution may be expressed by the stand- 
ard deviation (page 395). A useful relation to remember is that the 
standard deviation in a total of m counts is approximately equal to the 
square root of n. 

Apparatus. Geiger-Miller tube and mount; sealing circuit; impulse register; 


electric timer or stop watch; aluminum absorbers; radioactive substances such as 
phosphorus 32, UX: (Pa*#) in equilibrium with uranium, etc.t 


Procedure. The Geiger-Miiller tube, shown in Fig. 85, the impulse 
register, and the electric timer are connected to the scaling unit. With 
all switches in the “off” position and the high-voltage control in the 
“low” position, the unit is connected to the 110-volt a-c line. The main 


t Radioactive reference sources of many types may be purchased. 
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power switch is then turned on, and a warm-up period of 2 min allowed. 
The high-voltage switch can then be turned on, and when the applied 
potential has registered on the voltmeter, the counting switch is thrown 
on and a radioactive sample is placed under the tube on the top shelf. 
The first part of the experiment con- 
sists in the determination of the 
plateau (page 487) of the Geiger- 
Miller tube. The high-voltage con- 
trol is now turned up slowly, until the 
starting potential for the particular 
tube in use is reached when counts 
will be recorded by the scaling unit 
as shown by the response of the neon 
interpolation bulbs. 

The number of counts in a period 
of 2 minf is determined at this volt- 
age; duplicate determinations are 
made. The counting switch is turned 
off, and the reset switch momentarily 
depressed to extinguish the inter- 
polation lights and clear the scaling 
circuit. The reading of the impulse 
register is then recorded, the timer 
reset to zero, and the counting switch 
turned on for an accurately meas- 
ured period of 2 min. At the end of 
the counting period the counting 
switch is turned off, and the counting 
time is recorded, together with the 
new reading of the impulse register 
and the number of counts recorded 
on the interpolation tubes. Fig. 85. Geiger-Miiller tube and _ 

The voltage applied to the Geiger- sample holder. 

Miller tube is raised in successive 

steps of 25 volts, and the number of counts in a 2-min period is determined 
at each voltage until three successive counting rates agree within + 10 per 
cent, showing that the plateau for the tube has been reached (Chap. 23). 
The operating voltage so found is employed in all subsequent counting 
work. Under no circumstances should the posted maximum voltage for the 
counter tube be exceeded, since higher voltages will cause severe damage to 
this sensitive and expensive instrument. 

+ If the activity of the sample is low, sufficient counting time should be allowed to 
give approximately 2000 counts. 
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The number of counts in a 10-min period is next determined with no 
sample in the holder or near the Geiger-Miiller tube. The counts regis- 
tered, which are due to cosmic rays and stray radiation in the laboratory 
caused by natural radioactivity and contamination with radioactive 
materials, constitute the ‘‘background” of the counter, which contributes 
to the observed counting rate in any measurement. Radioactive mate- 
rials, including radium-activated luminous watch dials, should be kept 
remote from the counter tube. (When maximum accuracy is required, 
as with weakly radioactive samples, heavy lead shields may be placed 
around the counting tube to reduce the background.) 

A sample containing phosphorus 32 (or some other single 6 emitter) 
in sufficient quantity to give an initial counting rate of 5000 to 10,000 
counts per minute is then placed on the second shelf of the mount, and 
the number of counts in a 2-min period is measured. The counting rate 
is then determined with a series of aluminum absorbers placed on the first 
(top) shelf; thicknesses of approximately 50, 100, 200, 400, 800, and 
1200 mg cm~? are used singly and in combinations until an essentially 
constant counting rate is obtained, showing that all the 8 particles from 
the source are being absorbed. Longer counting periods will be necessary 
as the counting rate grows smaller; a minimum of 300 counts should be 
recorded in any period. 

When this procedure is carried out for the 6 radiation from »,Pa?** 
as obtained from a standard sample of uranyl nitrate or, preferably, of 
U;08, the sample must be covered by a thin aluminum foil of known 
thickness (about 30 mg cm=?) to cut out completely the soft 8 radiation 
and a particles from the 997Th?*4 with which the 9:Pa?** is in equilibrium. 

To illustrate some of the complications which may be encountered in 
practical work, an absorption curve is then determined for a material 
which produces either a strong y-ray contribution to the counting rate 
in addition to a 8 particle (as 5.3y Co®) or two 8 particles of different 
energies (as Sr-Yt). Additional absorbers in the thin range may be 
required here. 

Data are then taken to illustrate the random nature of the radioactive 
disintegration process. A sample of low activity is placed in the Geiger- 
Miller tube mount in the position where a counting rate of approxi- 
mately 100 counts per minute is obtained. The number of counts in 
each of a series of 20 or more accurately measured 1-min counting periods 
is then recorded. 

A proportional counter (page 489) or a scintillation counter (page 490) 
may be used rather than a Geiger counter. These two types of counters 
are useful for the determination of the energies of ionizing particles by 
measuring the size of the pulse produced. By use of a pulse-height 
analyzer, the number of particles in various energy ranges may be deter- 
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mined. Scintillation counters, which have solid or liquid absorbing mate- 
rials, are especially useful for studying y rays since the probability of the 
absorption of a y-ray photon by the gas in the small volume of Geiger 
or proportional counter is quite small, 

Instead of a scaling circuit and a mechanical counter to determine the 
number of particles absorbed in a given period of time, a rate meter may 
be used. In a rate meter a special circuit supplies constant increments 
of charge per pulse into the metering circuit at a pulse spacing depending 
on the input counting rate. Thus the counting rate is read directly on a 
meter. A rate meter may, for example, cover the range 10? to 10° counts 
per minute in several ranges. 

Calculations. The number of counts per minute for each of the 
steps of the absorption-curve determinations is calculated. A plot is 
made of the logarithm of the number of counts per minute, background 
included, against the total absorber 
thickness in mg cm? for each of the 
materials studied. The total absorber 
thickness is the sum of contributions 
from all the materials between the 
sample and the sensitive volume of the 
Geiger-Miiller tube. The thicknesses 
of the aluminum absorbers are known; 
the contribution of the air may be 
taken as 1 mg cm~ per centimeter of 
path in air, and that of the window in 
the Geiger-Miiller tube will be specified 
by the manufacturer. For a mica- 
window tube it will be approximately 
3.5 mg cm~*. Any covering placed over the sample, as in the case of 
91Pa?*4, must be taken into account. Some absorption takes place in 
the sample itself, but this effect is important only for low-energy 
particles. 

The maximum range of the @ particles is estimated visually from the 
plot for ,s;P#? or 9:Pa?%4, as indicated in Fig. 86, and the value of Ems 
is obtained by use of Fig. 87. For 1P%* the magnetic-spectrograph 
value of Emax is 1.69 million electron volts (Mev). The form of the ab- 
sorption curve for the other material studied is interpreted qualitatively. 

The numbers of counts observed in the series of approximately 1-min 
counting periods are corrected to the common basis of an exact 1-min 
counting time; for this calculation, a uniform counting rate in each period 
is assumed. The average number of counts is determined. The devia- 
tions of the individual numbers of counts per minute from the average 
value are then found and are plotted as in Fig. 103 on page 403. 
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Fig. 86. Determination of the range 
of 6 particles. 
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Practical Applications. The absorption method is a very common and simple 
procedure for the determination of the energies of the radiations emitted by radio- 
active materials. Such information is useful in the identification of unknown radio- 
isotopes as isolated, for example, from fission products. 

Suggestions for Further Work. The effect of the supporting material on the 
counting rate obtained for a §-emitting sample may be investigated. A 6-ray source, 
on a very thin plastic or mica sheet, is supported under the counter tube on an alumi- 
num plate with a clearance hole cut through it under the sample, and the counting 
tate measured. Various metal sheets of differing thicknesses are then placed under 
the source, and their effects on the counting rate due to backscattering determined. 
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Fie. 87. Range-energy relation for 8 particles: {After Glendenin, Nucleonics, 2, 12 
(1948).] 


A range of thicknesses can conveniently be obtained in copper; comparison of results 
obtained with a particular thickness of metals of different atomic number is also 
pertinent. The effect of the energy of the beta radiation may also be checked, by use 
of a different emitter. 

The counting rate obtained with a sample of fixed activity depends on the area over 
which the sample is distributed as well as the distance from the counting tube. These 
geometrical factors affecting counting efficiency may be studied. 

A correction for the absorption of 8 particles within the sample itself is necessary 
when the sample is not negligibly thin. A self-absorption curve may be constructed 
by measuring the apparent beta activity observed with weighed samples of different 
thickness of the same material. U3Os, prepared by thermal decomposition of uranyl 
nitrate, is a readily prepared source for such work. The various samples should be 
of the same superficial area and at the same distance from the counter tube. An 
absorber of about 30 mg cm~? should be placed above the emitter to block out radia- 
tion from the 9oTh?* present. The sample thicknesses are best characterized in terms 
of mg cm™?, Self-absorption is a particular problem with 8 emitters such as C'4 and 
8*, for which the maximum 6-ray energy is low. 
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An interesting experiment on the statistics of radioactive measurement is described 
by Cook and Duncan.? 

It is instructive to determine the half-life of an isotope with a half-life of the order 
of several minutes to an hour since the decay process can be followed through several 
half-lives during a single laboratory period. The purchase of isotopes with such short 
half-lives is obviously impractical. However, such a short-lived daughter may be 
separated from a long-lived parent. For example, 1.18-min Pa’* may be separated 
from uranium and its half-life determined.'* Hayes and Butler’ have described 
the details of a procedure for separating Ba'*’™(ty, = 2.63 min) from Cs'*" (ty, = 30 
years) using an ion-exchange column. 

The half-life of a short-lived isotope, such as phosphorus 32 or silver 111, may be 
determined. Phosphorus 32 decays with the emission of an electron with 1.69 Mev 
of energy to form a stable sulfur isotope. 


15P3? _ 199°? + 8 ty = 14.3 days 
Silver 111 decays with the emission of a 1-Mev 8 particle. 
aAgll ad agCd!!1 + B ty = 7.5 days 


A sample of suitable size is prepared by evaporating a solution on a small watch 
glass, using an infrared heat lamp mounted a few inches above the sample. If too 
rapid heating is used, the sample will boil and spatter. The sample is mounted in 
a piece of cardboard and covered with cellophane fastened down with Scotch tape. 
The student’s name and laboratory period are written on the card, which is filed 
near the counter. The activity of the covered sample is measured several times 
over a period of 2 weeks or more. The half-life is calculated from a plot of the log of 
the activity (corrected for background) versus time. If more than one isotope is 
present, the log plot will be a curve which may be resolved into two or more straight 
lines. Such a curve is analyzed by extrapolating the final linear section back to shorter 
times, subtracting the activity of this isotope from the earlier counting rates, and 
making a new plot of the data corrected in this way. 
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54. THE SZILARD-CHALMERS PROCESS AND 
THE HALF-LIFE OF RADIOIODINE 


In this experiment a radioisotope is prepared by the neutron bombard- 
ment process, and its half-life is determined. The concentration of 
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radioactive elements by the Szilard-Chalmers technique is illustrated. 
Experiments illustrate the rate of exchange between iodine molecules and 
iodide ions and the slow rate of exchange between iodine molecules and 
organic iodides. 

Theory.':11_ When a slow neutron is captured by a target nucleus, 
the resulting nucleus, which is one unit larger in mass, is produced 
initially in an excited energy state and often becomes stabilized through 
the emission of one or more y-ray photons. This process is called the 
(n,y) reaction, or radiative neutron capture. Sometimes an a particle 
is emitted, giving an (n,a) reaction. Because the law of conservation of 
momentum must be satisfied, the recoiling nucleus in the emission process 
has an abnormally large kinetic energy which is ordinarily very much 
greater than chemical-bond energies. The result is not only the rupture 
of the bond originally holding the atom involved in the molecule, but also 
the breaking of numerous other bonds in other molecules as the recoiling 
atom expends its excess energy. The atoms and molecular fragments so 
produced recombine in various ways, and the incorporation of radioactive 
atoms in appropriate chemical species sometimes permits their chemical 
concentration. This process of concentration, made possible by the 
chemical consequences of the nuclear transformation, is commonly called 
the Szilard-Chalmers process.® 

When an alkyl iodide, such as ethyl iodide, is irradiated with slow 
neutrons, the (n,7) reaction on I}27 produces the radioactive isotope I}28, 
A large fraction of the radioiodine formed ends up in inorganic form, i.e., 
as molecular iodine, I}?7[}?8 or HI}28, which may be separated from the 
organic medium by extraction with aqueous sodium hydroxide solution. 
The “organic yield,” the fraction of radioiodine remaining in organic 
combination, has been found to depend on the structure and phase of 
the alkyl iodide irradiated and to be influenced also by the presence of 
added iodine. 

Radioactive I'?8 decays to stable Xe!* either directly with the emission 
of a 8 particle of 2.02-Mev maximum energy, or indirectly with the 
emission of a 8 particle of 1.59-Mev maximum energy, to form an Xe!28 
atom in an excited nuclear-energy state. The Xe}?8 immediately 
becomes stabilized by emission of a y-ray photon of energy 0.43 Mev. 
(Note that 1.59 + 0.43 = 2.02.) 

The rate of disintegration of a radioisotope (—dN/dé) is proportional 
to the number N of radioactive atoms present: 


= ey (1) 


Integrating from ¢ = 0, when the number of atoms present is No, to 
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time t, when the number of atoms present is N, 


N 
W,7- ~™ (2) 


or N = Noe™ (3) 


2.303 log 


In characterizing a radioisotope, the half-life t,, is more commonly used 
than the rate constant \. The half-life is the time required for the num- 
ber of radioactive atoms to decrease to one-half the number originally 
present; by setting N,/No equal to } in Eq. (2), 


_ 2.303 log 2 _ 0.693 


If a neutron flux of ¢@ neutrons per second per square centimeter is 
incident upon a thin layer of material containing 7 nuclei per square 
centimeter, the number of neutron captures occurring per second per 
square centimeter is n¢c, where the proportionality factor o is called the 
cross section for neutron capture. The cross section is commonly reported 
in terms of barns (1 barn = 10-*4 cm?), and its value depends on the 
energy of the incident neutron as well as the identity of the nucleus 
involved. For I??? the cross section o is 6.85 barns for slow, thermal 
neutrons. 

With a small neutron source centered in a flask containing an organic 
iodide the neutron flux is not constant throughout the medium. The 
number of radioiodine atoms produced per unit time, however, is con- 
stant at a value P determined by the neutron-capture cross section and 

- the radial depth and iodine atom concentration of the medium. The net 
rate of increase of radioactive atoms is this rate of production minus the 
rate of disintegration, \N, as given by Eq. (1): 


dN 
GE ee, (5) 


Integration from t = 0, N = 0, to a later time t, when the number of 
radioactive atoms is N, gives 


=fa-e) 6) 


The number of disintegrations per second of the sample is equal to \N: 

AN = P(1 — e™) (7) 
‘It is seen that P also represents the limiting activity and that the fraction 
of this limiting activity attained in time ¢ is 


AN =e) 


=e) =1- exp ( a (8) 
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For laboratory use an adequate neutron flux can be obtained from a 
small radium-beryllium source: 


sskka??é —> s6Rn?? + He (a particle) 
2oHe?4 + ,Be® > eC? + gn} 


Approximately 10’ neutrons per second are produced per gram of radium; 
a typical laboratory source containing 10 mg radium thus provides 
10° neutrons per second. The neutrons produced may have kinetic 
energies up to 13 Mev and must be slowed down to thermal energies. 
This is effected by elastic collisions with nuclei. Hydrogen-containing 
substances make good moderators since the transfer of energy from a 
neutron to a proton in an elastic collision is very efficient because of the 
similarity in mass. Thermal neutrons are neutrons which have been 
slowed down to energies of the magnitude of that of thermal agitation, 
about RT per mole. Such neutrons are not monoenergetic, but are 
characterized by a Maxwellian distribution of velocities; their average 
energy depends on the temperature of the medium in which they were 
slowed down. 


Apparatus. Neutron sourcef and lead storage shield; remote-handling device; 
irradiation-flask assembly; irradiation-flask shield; 1-liter separatory funnel; 50-ml 
pipette; two 150-ml beakers; two 125-m] Erlenmeyer flasks; 25-ml graduate; special 
sintered-glass filter crucible or small Biichner funnel and filter paper; filter-flask 
assembly; bunsen burner and ring stand; counting tube, scaler, and timer; ethyl 
iodide; 0.5 N sodium hydroxide; nitric acid; 0.01 N silver nitrate solution; carbon 
tetrachloride; iodine. 


Procedure.® About 850 ml of ethyl iodide is placed in a 1-liter Pyrex 
flask. Approximately 10 mg of iodine is weighed out and dissolved in the 
ethyl iodide to act both as a scavenger and as a carrier for the iodine 
released by the neutrons from chemical combination in the organic 
molecule, ethyl iodide. The neutron source is then removed from its lead 
protective housing by the instructor, using a remote-handling device, { and 
transferred to the irradiation flask of ethyl iodide as shown in Fig. 88. 
The irradiation is allowed to proceed for 1 hr. 

The test-tube holder for the neutron source is of soft glass because 
Pyrex glass contains boron, which has a high capture cross section for 
neutrons and interferes with the absorption of neutrons by the iodine of 
the ethyl iodide. 


t Such sources may be obtained from Atomic Energy of Canada, Limited, Com- 
mercial Products Division, P.O. Box 379, Ottawa, Canada, or the Oak Ridge National 
Laboratory, Oak Ridge, Tenn. 

{ Obtainable from suppliers of nuclear apparatus. 


Exp. 54] RADIOACTIVE ISOTOPES AND TRACERS 353 


Caution: The source must always be kept at a safe distance from all 
personnel.t| The radium-beryllium neutron source represents a radiation 
hazard; y rays as well as neutrons are emitted. It should be stored in a 
lead housing and must be handled by means of a remote-control device. 
Lead shielding is also provided for the irradiation flask during the irradia- 
tion period. The I'?* is not produced in hazardous amounts, so that the 
special precautions are required only with 
the operations involving the neutron 
source itself. 

Because of the relatively short half-life 
of I!8 rapid processing of the irradiated 
material is essential. During the irradi- Ethyl 
ation period preparations should be care-__ iodide 
fully made for the subsequent operations. 
By means of a pipette, 50 ml of 0.5 N 
sodium hydroxide is placed in a 1-liter 
separatory funnel supported on a ring 
stand. A 1 N nitric acid solution is 
prepared by dilution of concentrated 
acid. A quantity of this acid slightly in 
excess of that required to neutralize the 
50 ml of the sodium hydroxide solution is 
placed in a 250-ml beaker. It is found by titration, using methyl orange 
indicator. In separate flasks are placed 15 ml of carbon tetrachloride 
and 25 ml of a 0.01 N solution of silver nitrate. The auxiliary equip- 
ment (filter flask, burner, etc.) is set up, and the counting equipment 
(Exp. 53) prepared for use at this time. 

At the end of the 1-hr irradiation period the neutron source is removed 
by the instructor and returned to storage. The few atoms of newly 
produced radioactive I'?8 present as inorganic iodine or iodides are easily 
dissolved in a suitable immiscible aqueous solvent and removed from the 
large quantity of unchanged ethyl iodide, making use of the Szilard- 
Chalmers process. They undergo a chemical change as well as a nuclear 
change, which permits their chemical concentration. There is such a 
small amount of radioactive iodine that it could become lost in any 
chemical or physical operations. Accordingly, the carrier of ordinary 
iodine is added in sufficient quantity for handling, and the radioactive 
iodine mixes with all the inorganic iodine, and thus the loss of radioactive 
iodine in the subsequent operations is relatively small. 


Soft-glass 
test tube 


Neutron 
source 


Lead 
ballast 


Fig. 88. Irradiation-flask 
assembly. 


t Permissible radiation exposures are outlined in Handbook 59 of the National 
Bureau of Standards, available for 30 cents from the Superintendent of Documents, 
Washington 25, D.C. A survey meter should be used to check radiation levels. 
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The ethyl iodide with dissolved iodine is transferred to the separatory 
funnel containing the sodium hydroxide solution, and the mixture 
shaken vigorously. The rapid disappearance of the iodine color from the 
organic layer indicates the extraction of the iodine into the aqueous phase. 
The two phases are allowed to separate, and the heavier ethyl iodide 
layer is collected in the irradiation flask and saved. When the experi- 
ment has been completed, the ethyl iodide should be returned to the 
instructor since it can be used again. 

The aqueous phase is then extracted in a separatory funnel with the 
carbon tetrachloride to remove any residual ethyl iodide. The carbon 
tetrachloride extract is withdrawn and discarded. The aqueous layer is 
then drained into the dilute nitric acid; the stirred solution is tested with 
methyl orange indicator to make sure it is slightly acid. The silver 
nitrate solution is added, and the mixture heated rapidly to boiling to 
coagulate the silver iodide formed. The precipitate is collected by use 
of a glass-filter crucible, the body of which has been cut off close to the 
sintered-glass disk to permit the precipitate to be mounted close to the 
window of the radiation counter tube. Alternatively, filter paper and a 
small Biichner funnel may be used. The precipitate is washed with 
distilled water, then with acetone, and air is drawn through to dry it. 
The crucible (or filter paper) is mounted on an aluminum or cardboard 
plate for counting. The number of counts obtained in 1-min counting 
periods is determined at 2-min intervals for a period of at least 50 min. 
The laboratory background count is also recorded. (The use of the 
counting equipment is described under Exp. 53.) 

The preceding experiment could not be carried out if the molecular 
iodine containing the radioactive iodine exchanged iodine rapidly with 
the ethyl iodide. This exchange is very slow. The exchange between 
molecular iodine and iodide ion, however, is very rapid, as shown by the 
following experiment. 

Ethyl iodide is irradiated as before, but no carrier iodine is added. 
The irradiation product mixture is extracted with a solution of 25 mg of 
potassium iodide in 50 ml of water. The ethyl iodide is returned to the 
instructor. The aqueous phase is extracted with carbon tetrachloride to 
remove any residual organic iodide. The resulting aqueous phase, which 
contains radioiodine as iodide ion, is shaken in the separatory funnel with 
25 ml of carbon tetrachloride containing 10 mg of iodine. The carbon 
tetrachloride layer is separated, and the iodine removed from it by 
extraction with dilute sodium hydroxide. The basic solution obtained is 
acidified with dilute nitric acid, and silver nitrate solution added. The 
silver iodide precipitate is collected as before and tested for activity. 
The presence of radioiodine in this material is evidence of a rapid exchange 
of iodine between iodide ion and molecular iodine. 
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Calculations. A plot is made of the logarithm of the number of 
counts per minute from the radioiodine samples against the time of 
observation. The counting rate which is measured is proportional to 
the number of radioactive atoms which are present. Limits of uncer- 
tainty are calculated at the different points and indicated by marking a 
spread on the graph. An appreciable error for low activity results from 
the background. At high counting rates the “‘dead time” due to lag in 
recovery by the Geiger-Miiller counter may cause an error. The rate 
constant for the disintegration of I}28 is determined from the slope of the 
straight line considered to give the best representation of the experi- 
mental results. The half-life of the radioiodine is calculated and com- 
pared with the accepted value. 

The fraction of the limiting activity obtained in the irradiation period 
used is calculated. It is shown that Eq. (8) is equivalent to the relation 


AN 1 

yy ae ae (9) 
where n is the length of the irradiation period in half-lives of the radio- 
isotope formed. 


Practical Applications. Neutron bombardment, particularly in the high neutron 
fluxes furnished by nuclear reactors, is the most important method for the production 
of radioisotopes. 

Suggestions for Further Work.'? The (n,y) reaction on bromine may also be 
studied. The modes of production of the three radioactive species formed and their 
individual decay schemes may be represented as follows: 


Sec gsBr™ (t1j= 4,4 hr) 
0.049 mey 
ggbr” es 
| 0.037 mey 
oa barns seBe™ Sane me agKr® + B-(2mev) + " 
Br" geri asBr? facsehr, goKr? + @-(0.5 mev) + ¥ 


The Br® and Br®™ constitute a pair of nuclear isomers; the latter is a relatively long 
lived metastable excited nuclear state of the former. The decay of Br®™ to Br® ig 
termed an isomeric transition. The 0.049-Mev transition occurs almost exclusively by 
the process of internal conversion, in which a direct transfer of energy from the nucleus 
to an adjacent orbital electron takes place, with the resultant ejection of a conversion 
electron. The 0.037-Mev transition occurs by conversion electron emission in about 
half of the events and by y-Tay emission in the other half. 

Ethylene dibromide is irradiated for at least 4 hr, and preferably overnight, with 
the neutron source. The irradiated mixture ig extracted with a solution of about 
25 mg of potassium bromide in 50 ml of distilled water. (A small amount of a redue- 
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ing agent such as sodium sulfite may be helpful also.) The aqueous layer is separated 
and acidified to methyl orange indicator with nitric acid, and silver bromide precipi- 
tated by addition of silver nitrate solution. The precipitate is collected as described 
previously for silver iodide, and the number of counts per minute from the radio- 
bromine sample determined at 2-min intervals for the first half hour and at longer 
intervals thereafter. An absorber of thickness about 100 mg cm~ is placed between 
the sample and the counting tube to absorb the relatively weak 8 emission from the 
Br®? present. A total counting period of 4 hr or more is recommended. The count- 
ing rate initially decreases rapidly as the Br® present disintegrates. Ultimately the 
rate of decay of Br®° becomes equal to its rate of production from Br®™”; the activity 
thereafter decays with a half-life of 4.4 hr. It should be noted that the counts 
registered here are due to the 8-ray emission from the daughter Br®° in equilibrium 
with the Br®, since the counting efficiency for the accompanying + rays is negligible 
relative to that for the 8 particles. The + rays are so penetrating that only a few are 
counted. 

A plot is made of the logarithm of the number of counts per minute from the radio- 
bromine sample versus the time of observation. A straight line is drawn through the 
points corresponding to the later observations, and the half-life of Br®” is calculated 
from its slope. Data for a corresponding plot for the 18-min activity can be obtained 
by subtracting from the total numbers of counts per minute at the early times of 
observation the contributions of the 4.4-hr activity evaluated from the extrapolation 
of the straight line referred to above. 

After the irradiated ethylene dibromide has stood for about 2 hr following the first 
extraction, a second extraction may be made. The activity thus isolated will decay 
with a half-life of 18 min. It arises from Br® released from organic combination by 
bond rupture accompanying the isomeric transition from Br®°™ by the internal con- 
version process. 

Radiomanganese, Mn®*, whose half-life is 2.6 hr, may be isolated by the Szilard- 
Chalmers process by irradiation of concentrated aqueous potassium permanganate 
solution.'5 The efficiency of the separation depends on the pH of the solution and 
becomes low when the pH is high.5 

The nonequivalence of the two sulfur atoms in the thiosulfate ion may be demon- 
strated® by the use of radiosulfur obtained from the U.S. Atomic Energy Commission. 
The maximum §-ray energy for S* is low, 0.165 Mev, so that a counting tube with a 
very thin mica window must be used. 
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55. EXCHANGE REACTIONS WITH DEUTERIUM OXIDE 


By the use of concentrated deuterium oxide it is possible to determine 
the number of hydrogen atoms in a hydrogen-containing compound 
which may be exchanged with hydrogen atoms of water. A dry sample 
of the compound is dissolved in heavy water, and then the heavy water is 
sublimed out of the sample by use of a vacuum pump and dry-ice trap. 
The increase in weight of the compound is due to the substitution of 
deuterium for hydrogen. Some hydrogen atoms exchange so rapidly 
that it has not been possible to determine rates, while hydrogen atoms 
in other positions may exchange very slowly. 

Theory. Although the chemical reactions of isotopes are nearly 
identical, there are very minor differences which show up most prom- 
inently in the elements of low atomic weight, and especially in hydrogen. 
If a mixture of water containing equal parts of the light isotope H and 
the heavy isotope D is electrolyzed, it is found that H is liberated by 
electrolysis about five times as fast as D. Other methods, such as 
exchange reactions and highly efficient fractional distillation on a large 
scale, are used also to produce an enrichment in deuterium oxide. 


Apparatus. Water containing a known percentage of D,O;} analytical balance; 
15-m] weighing bottle; vacuum pump (0.3 u); drying trap (Fig. 89); Dewar flask; 
dry ice; hot plate; ammonium sulfate; trichloroethylene. 


Procedure. Ammonium sulfate is satisfactory for this experiment 
because it is nonvolatile and 6 per cent of its mass is due to hydrogen. 
A convenient amount of ammonium sulfate to use is 0.7 g. The ammo- 
nium sulfate is dried by placing it in a weighing bottle in an apparatus 
such as that illustrated in Fig. 89. The apparatus is evacuated by use of 
a mechanical vacuum pump. A trap surrounded by dry ice in trichloro- 
ethylene is placed between the drying chamber and the pump so that 
moisture does not get into the oil of the vacuum pump or oil vapor into 
the sample. The Dewar flask is about one-third filled with liquid, and 
then crushed dry ice is added (slowly at first). The ammonium sulfate 
may be dried more quickly if the drying chamber is immersed in a beaker 
of boiling water. 

After the ammonium sulfate has been dried, it is weighed, about 1 g of 
heavy water is placed on the sample, and the weighing bottle and con- 
tents reweighed. The supply of heavy water should be kept stoppered 
so that D.O will not exchange with H,O in the air. The sample must be 
completely dissolved in the heavy water (by heating if necessary) so that 
the entire sample has an opportunity to exchange. It is necessary to 


} Heavy water containing 99.8 per cent D.O or higher may be purchased from the 
Stuart Oxygen Company of San Francisco. 
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evaporate the D.O out of contact with room air so that exchange with 
ordinary H.O will not occur. To avoid bubbling, the water is sublimed 
from the frozen solution. To avoid losses, a small wad of glass wool is 
weighed and is placed in the top of the weighing bottle before the solution 
is frozen in the dry ice-trichloroethylene freezing mixture. 

The weighing bottle containing frozen solution is placed in the drying 
apparatus and evacuated. The evaporation of D.O molecules may not 
be sufficiently rapid to keep the solution frozen. It is essential that the 


Glass wool 


Vacuum 
Weighing bottle pump 
a <> b= an 
Sample ‘s Mixture of dry ice 


and trichloroethylene 


Fia. 89. Apparatus for evaporating water. 


sample not be allowed to become so warm that bumping occurs, as some 
of the sample will be lost in this way. However, if the chamber con- 
taining the weighing bottle is kept immersed in ice water, the sample will 
generally remain sufficiently cold. When the liquid content has been 
reduced to the point that there is no longer danger of bubbling, the ice 
bath is replaced by a beaker of room-temperature water, and finally by a 
beaker of boiling water. By raising the temperature in this way, the 
drying time is considerably reduced. 

The dried salt is weighed and then placed in the drying apparatus for 
another hour at 100° and reweighed to be sure constant weight has been 
reached. 
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If a vacuum pump is not available, the experiment may be carried out 
by passing air dried with Ascarite or other desiccant over the sample. 
If air is drawn through the sample chamber by use of a water aspirator, 
a second drying tube should be used to prevent diffusion of ordinary 
water vapor into the sample chamber. 

Calculations. It is desired to determine how many of the hydrogens 
in the ammonium sulfate molecule can exchange with deuterium in the 
solvent water. Only certain types of hydrogen atoms in organic com- 
pounds do exchange with the hydrogen atoms in water. If the ammo- 
nium sulfate were in equilibrium with pure deuterium oxide, all the 
readily dissociable hydrogens would be replaced by deuterium. How- 
ever, the deuterium oxide becomes diluted with ordinary water by the 
exchange with hydrogen from the ammonium sulfate. Since the ammo- 
nium sulfate and heavy water are in equilibrium, the mole fraction of 
replaceable hydrogens which are replaced by deuterium will be equal to 
the mole fraction of the deuterium oxide in the water which is in equilib- 
rium with ammonium sulfate. 

The mole fraction of D.O in the water at equilibrium is calculated from 
the original weight w of heavy water taken, the weight fraction f of 
D.O in the original deuterium oxide, and the gain in weight of the ammo- 
nium sulfate, go — gi. The total number of moles of water is 


fo 
20 


(= fw 
sear al » 


This is the number of moles of water added originally, and it is also the 
total number after exchange, because there is no change in the total 
number of molecules of D2O and H,O, merely a change in the relative 
proportions of each. The decrease in the number of moles of D.O as a 
result of exchange with the ammonium sulfate, leaving deuterium in the 
ammonium sulfate instead of hydrogen and forming H,0, is (gz — g1)/2, 
where the factor 2 enters because there are 2 atoms of hydrogen per 
molecule of water and a difference in atomic weights of D and H of 1. 
Thus the mole fraction of D2O at equilibrium is 


_ (fw/20) — (go — g)/2 
Xoo = (hu/20) + (= fyw/i8 a 


The gain in weight per mole of ammonium sulfate would be AXp,0, 
where A is the number of gram atoms of hydrogen involved in the 
exchange equilibrium per gram molecule of ammonium sulfate. 

The gram-molecular weight of ammonium sulfate is designated by M. 
If g, is the initial dry weight of the ammonium sulfate and g» is the weight 
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after exchange, the gain in weight for g1/M moles of ammonium sulfate is 


gz—- Hu = AXpoF (3) 
Solving for A, 
_ (g2- 91)M 
ai giXp,0 (4) 


Practical Applications. The interest in isotopic hydrogen lies chiefly in the fact 
that hydrogen atoms can be labeled by their greater weight and followed through 
various chemical reactions and physical processes. From the final distribution of the 
heavy and light atoms, much information can be obtained concerning the nature of 
the process. The applications in biology have been particularly important. 

Suggestions for Further Work. Other exchange reactions may be studied, such 
as acetone with water,’ carbohydrates with water,’ or urea with water. 

The concentration of deuterium in D2O-H.O mixtures can be determined by surface 
tension or by the thermal conductivity® of He and Ds. 

The main application of this method is to nonvolatile substances of high solubility 
in water which have a reasonably large percentage change in mass when D is sub- 
stituted for H. Several organic compounds of interest for this type of work are 
malonic acid, succinic acid, and malic acid. The hydrogens of —COOH and —OH 
are expected to exchange very rapidly with the solvent. According to the literature, 
the a-hydrogens of malonic acid are 100 per cent exchanged in 760 hr at 50°. The 
a-hydrogens in sodium malate are 100 per cent exchanged in 5 hr at 100°. There is 
no exchange of a-hydrogens of succinic acid in 160 hr at 100°. 
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CHAPTER 17 


General Experimental Techniques 


56. GLASSBLOWING 


This experiment offers the opportunity for learning simple techniques 
used in constructing glass apparatus. Practice is obtained in performing 
some basic operations in glassblowing. 

Theory. Pyrex glass is almost universally used for bench-blown glass- 
ware and will be used in this experiment. The disadvantage of the 
higher softening point of Pyrex is more than compensated for by its 
lower coefficient of thermal expansion and high strength. The follow- 
ing characteristics of Pyrex and soft glass are of importance to the 
glassblower: 


Characteristic 


Pyrex (No. 774) Soft glass 


Softening point.................. 820°C 626°C 
Strain point............00..0.... 510°C 389°C 
Annealing point.................. 560°C 425°C 
Linear coefficient of expansion..... 32 X 1077 90 X 1077 


Pyrex glass requires an oxygen-air-gas or oxygen-gas flame. When 
Pyrex is heated above the strain point, harmful strains may be introduced 
unless the piece is reheated and then cooled slowly and uniformly. 
Annealing is best done in a furnace which may be heated to 580 to 585°C, 
but in the laboratory a small piece of glass apparatus may be annealed in 
a flame. The glass is heated in a soft bushy flame until it is uniformly 
softened. The working temperature is slowly decreased by manipu- 
lating the glass in the cooler parts of the flame and by lowering the flame 
temperature until a layer of soot has been ‘deposited from the smoky 
flame which is finally used. 

A more detailed description of glassblowing than can be given here is 
to be found in several excellent books listed at the end of the experiment. 
' Apparatus. Burner; hand torch; oxygen tank; Pyrex glass tubing 10 to 12 mm 


outside diameter; file or glass knife; 4-mm Pyrex cane (rod); corks; forceps; rubber 
tubing; didymium eyeglasses. 
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Procedure. Practice is obtained in drawing “points” and making 
bends, straight seals, and T seals. It is essential that all tubing used for 
glassblowing be clean and dry. 

Small tubes and rods are easily cut by making a single file scratch with 
a sharp file, placing the two thumbs toward each other on either side of 
the scratch but on the other side of the tubing, and breaking with a com- 
bined bending and pulling force. It will be found helpful to moisten the 
scratch before the break is attempted. 

In the case of large tubes, a small point of heated glass is touched 
against one end of the file scratch, and a crack is produced under the file 
scratch which extends for a short distance beyond. The crack may be 
extended if necessary by touching the heated glass point to the tube just 
beyond the end of the crack. 


Fia. 90. Glassblowing: rotating the tube. 


The tube may be cracked more neatly and more quickly by wrapping 
nichrome or other heating wire around the tube over the file scratch. 
The wire is heated red hot with an electric current, using a suitable 
resistance in series. 

The proper procedure for lighting a burner is to ignite the gas first, 
then turn on the air, and lastly turn on the oxygen. The optimum tem- 
perature for the flame depends upon the size of the piece being worked 
and the ability of the operator. A more skillful operator may use a 
higher temperature, which makes possible faster working. The hottest 
part of a flame is at the tip of the inner cone. Didymium glasses should 
be worn to protect the eyes from the sodium light produced by the 
vaporization of sodium from the glass. 

The first operation to be learned is uniform rotation of the glass (Fig. 
90). A suitable length of tubing 10 to 12 mm outside diameter is selected 
as a convenient size for practice in this and subsequent operations. The 
tubing is held by the last three fingers of the left hand, which act as a 
bearing; the thumb and forefinger are used to rotate the glass. The 
right hand supports the other end of the tubing. (Left-handed persons 
may reverse the order given.) Here again, the thumb and forefinger are 
used to rotate the tube while the other fingers are used mainly for support. 
The palm of the left hand is downward, while that of the right hand is 
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upward. These positions permit the glassblower to blow into the right- 
hand end of the tubing, which should be the shorter end. Rotation is in 
such a direction that the top of the tubing moves away from the glass- 
blower. The right- and left-hand movements are synchronized to pre- 
vent twisting of the tubing. The tube is held in a straight line, and 
bending, pushing, or pulling the glass is avoided except when required for 
a specific purpose. The student will find that a considerable amount of 
practice will be required. 

The importance of mastering this rotation technique cannot be too 
strongly emphasized; it is essential for obtaining uniform wall thickness 


Fia. 91. Glassblowing: pulling a point. 


and symmetrical shapes. The student should practice this operation 
until he gets the “feel” before any glassblowing is tried. 

The next operation is pulling a “point” (Fig. 91). This is an elonga- 
tion on the end of a tube formed by pulling the tube to a small diameter. 
Points form convenient handles for holding shott pieces of tubing and 
provide a means for closing the tube and for cutting the glass with the 
flame. To pull a point, the tube is rotated in the flame so as to heat a 
length of about $ in. When the glass is pliable, it is removed from the 
flame, and while still rotating, it is pulled slowly to a length of 8 or 9 in. 
The drawn-out portion is melted apart at the center, thus closing both 
points. If the points do not have the same axis as the tube, it will be 
necessary to heat at the shoulders, where they join the tube to straighten 
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them. The position of the point with respect to the tube is a test of the 
student’s mastery of the rotation technique. 

The straight seal is tried next (Fig. 92). One ‘end of the tube:to be 
held in the left hand is stoppered, the tube in the right hand being left 
open for blowing. The ends of the tubes which are to be sealed together 
are heated in the flame, with rotation, until softened. The two ends are 
then pushed together carefully on the same axis, and as soon as the con- 
tact is effected, the joint is pulled slightly. The joint is now rotated in 


Blow 
and 
draw 
slightly 


Fic. 92. Glassblowing: the straight seal. 


the flame until the diameter of the tubing is somewhat decreased and the 
wall thickness is increased at the point of juncture. While it is still being 
rotated, the tube is removed from the flame and the joint is blown to a 
somewhat greater size than the original tubes. The tubing should not 
be pulled at this point, since this will decrease the wall thickness at the 
seal. The tubing is now reheated at the enlarged portion until its diam- 
eter is decreased; it is then removed from the flame and blown to a slight 
bulge. Before the tube has cooled appreciably, the joint is pulled suffi- 
ciently to reduce the diameter to that of the tube. Note that the tubing 
is continuously rotated in all these operations. If the rotation technique 
has been mastered, seals which are all but indistinguishable from the 
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remainder of the tubing can be made. very quickly. If two pieces of 
tubing of different diameter are to be joined, the larger is first drawn down 
and cut off to give an‘end of the same diameter and wall thickness as the 
smaller tube. 

The T seal (Fig. 93) presents a different problem, since the tubing can- 
not be rotated easily except by using a special glassblower’s clamp. One 
end of a tube is closed by a cork; and with a sharp flame a spot on the side 


Heat and blow 
to remove 
irregularities 


Press together, 
bfow and draw 
slightly 


Fic. 93. Glassblowing: the T seal. 


of the tube is heated. The heated spot is blown to form a bulge, which is 
then reheated and blown to a small bulb having thin walls. This bulb is 
broken, and the excess glass chips removed by scraping with wire gauze. 
The size of the hole thus formed should be about the same size as or 
slightly smaller than the tube which is to be attached. The other end of 
the tube with the side hole is now sealed with another cork. The side 
opening and the end of the tube to be sealed are heated until soft, removed 
from the flame, and brought quickly together and given a slight pull as 
soon as contact has been made. The joint is blown slightly to expand 
it and to remove any irregularities. If the glass was sufficiently softened 
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when joined, this procedure results in a good seal; however, should it 
not appear uniform, small parts can be heated with a sharp flame and 
then blown to proper size. The entire seal is reheated to remove stresses 
and to adjust the angle between the tubes. 

A bend may be made after the tubing has been heated until it is pliable 
and it has been removed from the fire. In order to obtain a smooth 
uniform bend, one end of the tube is closed with a cork, and as soon as 
the bend is completed, the open end of the tube is blown into with suffi- 
cient pressure to eliminate any irregularities in the bend. In order to 
prevent sagging of a bend, the ends of the tube are bent upward with the 
heated portion downward. 

Practice shou'd be continued on each of the techniques described above 
until at least one satisfactory specimen of each of the following types has 
been produced: 


. Straight seal, 10 mm tubing 

. Straight seal, 7 mm tubing 

. T, 10 mm tubing, two ends sealed off, open end polished 

T, 7 mm tubing, two ends sealed off, open end polished 

Straight seal, 10 to 7 mm tubing, large end sealed, open end polished 
135° bend, 10 mm tubing 

90° bend, 7 mm tubing. 


Se Se 


Items 4 and 5 are tested for pinholes. The test is made by attaching the 
unit to a vacuum system, which is then pumped down to a vacuum of the 
order of 0.1 mm Hg, and exploring the tip with a Tesla coil (page 380) 
held } to din. from the surface. 

The completed items should be assembled together for inspection and 
approval by the instructor. 


Suggestions for Further Work. As soon as the student has acquired reasonable 
proficiency in the above operations, he may proceed to more difficult operations such as 
joining capillary tubing or small-diameter tubing and making ring seals and closed 
circuits of tubing. Further directions will be found in the reference books. Flaring 
the end of the tubing and blowing small bulbs are also good exercises. 

Metal-to-glass seals are required in certain types of work. Platinum wire can be 
sealed into soft glass and also in Pyrex if the diameter is small; these seals, however, 
are not recommended for vacuum work. Tungsten in small diameters can be sealed 
directly into Pyrex, and larger diameters can be sealed if an intermediate grading glass 
is used. Special alloys have been tailored to order for sealing to low-expansion glasses 
like Pyrex. One or more grading glasses are usually required for the Pyrex-to-metal 
seal. Kovart and Fernico{ are examples and can be obtained in the form of tubing, 
wire, and various fabricated shapes, either alone or already sealed to glass. The 
latter is the preferred way to obtain these materials, since the sealing operation is an 


{ Manufactured by Stupakoff Ceramic and Manufacturing Co., Latrobe, Pa. 
t Manufactured by General Electric Co., Schenectady, N.Y. 
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art which requires considerable practice. Copper can be sealed into either soft 
glass or Pyrex by the Housekeeper‘ method, which requires that the copper be very 
thin where it is sealed to the glass. 
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57. HIGH VACUUM 


This experiment illustrates some of the elements of importance in the 
production and measurement of low pressure. 

Theory. In vacuum technology, pressures are usually expressed in 
microns of mercury. The cgs unit of pressure, 1 dyne cm~?, is called 
the microbar. The relations between these units can be summarized as 
follows: 


1 micron = 1 » = 10-? mm Hg = 10-* m Hg = 1.3332 wbar 


The volume unit used commonly is the liter. Quantity of gas, at a par- 
ticular temperature, is conveniently expressed as liter-microns, or the 
equivalent in other pressure and volume units. 
The speed S of a pumping system which is removing gas from a vessel 
of fixed volume V may be defined} by the relation 
dv V dP 


Sa Pa () 


ll 


volume of gas, measured at temperature and pressure P of 
vessel, removed in time dt 
dP = corresponding change in pressure 

The pumping speed can be regarded as a conductance, since it has the 
dimensions of volume of gas removed per unit time, and is customarily 
expressed in liters per second. 

The speed of the pumping system determines the time required to 
reduce the pressure in the volume V from one specified level to another. 


where dy 


+ A more realistic definition takes into account the finite low-pressure limit the 
pumping system can reach, P., and gives S(P — P;) = —VdP/dt. If it is assumed 
that P, is negligibly small compared with P, Eq. (1) follows directly. - 


368 LABORATORY EXPERIMENTS [pxp. 57 


This problem is considered in detail by Dushman,? but for the case where 
S is constant over the range from the initial pressure P, to the final pres- 
sure Pp», integration of Eq. (1) gives for the 
required pumping time 


te -h= ing (2) 


VACUUM PUMPS 


In Jaboratory practice two types of vacuum 
pumps are commonly employed, mechanical and 
diffusion pumps. The principle of operation 
Fig. 94. Principle of oper- of a typical rotary oil pump is indicated in Fig. 
ation of typical rotary oil 94 ‘The vane V is kept in close contact with the 
oe eccentric cylinder C by the spring-loaded rocker 
arm A. As the cylinder rotates in the oil-filled chamber, air is drawn 
in at the inlet tube J and driven around to the outlet at O. The vane V 
and the close fit of the eccentric rotor with the stator produce an efficient 
pumping action. The entire pump unit is oil-immersed; the ball check 
shown at O prevents backflow of oil when the rotor is stopped. Ordi- 
narily, two such units, with rotors on a common shaft, are connected in 
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Fig. 95. Performance curves for typical rotary oil pumps. 


series to form a single compound pump. The pumping speed of such a 
rotary oil pump depends on its size, but in any case drops off rapidly as 
the micron range is approached. Performance curves for typical labora- 
tory pumps are shown in Fig. 95. 

For efficient pumping at low pressures the diffusion pump is employed. 
A typical mercury-vapor pump is illustrated in Fig. 96. The pressure 
in the pump and system is first reduced by means of a rotary oil pump, the 
forepump, connected to the outlet O. A high-velocity stream of mercury 
vapor generated in the boiler by electrical heating is then driven through 
the nozzle N. Air molecules diffuse through the inlet tube J into the 
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vapor stream and are driven downward by collisions with mercury atoms. 
The latter, because of their relatively high mass, are only slightly deflected 
and proceed to the water-cooled wall, where they are condensed and 
returned to the boiler. The gas mole- A 
cules are driven down to the outlet, 
where they are removed by the forepump. 
Very high pumping speeds and low ulti- 
mate pressures can be obtained by this I 
pump. The pressure maintained by the N 
forepump must be below a critical value, 
determined by the diffusion-pump design 
and the power input to the boiler, if the 
diffusion pump is to work. This neces- 
sary forepressure may be increased by the 
use of multistage diffusion pumps. 
Mercury as the working fluid has the 
disadvantage that its vapor pressure at 
room temperature is relatively high, about 
1 wu, so that an efficient cold trap must be 
used between a mercury-vapor pump and 
a system in which mercury cannot be tol- 
erated. High-molecular-weight organic 
pumping fluids, such as butyl sebacate, 
are commonly used instead of mercury, 
since they have vapor pressures at room 
temperature which are negligible for 
practically all purposes. They are, however, subject to cracking if over- 
heated and must be heated only under vacuum because of susceptibility 
to air oxidation. The use of silicone pumping fluids offers a solution to 
these particular problems. 


ne 1 liter sec~! 
ae ee eee forepump 
= 
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Fig. 96. Typical mercury-vapor 
diffusion pump. 
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Fig. 97. Performance curve for a small three-stage diffusion pump, Type MCF 60, 
Consolidated Vacuum. Corp. 


Modern oil diffusion pumps can produce pressures below 10-° mm Hg 
at room temperature without cold traps, and pumping speeds as high 
as 20,000 liters sec—! at 10-* mm Hg are available with large-scale com- 
mercial units. In Fig. 97 is given a performance curve for the small 


370 LABORATORY EXPERIMENTS [exp. 57 


three-stage commercial pump illustrated in Fig. 98. On the low-pressure 
side the measured pumping speed drops to zero at a pressure fixed by the 
vapor pressure of the pumping fluid; the actual pumping speed for air 
remains high at this same pressure, as 
may be shown by the use of a pressure 
gauge with a liquid-air trap. 

A diffusion pump can remove vapors 
(water, organic liquids) which would 
condense into the oil of the forepump 
and seriously impair its performance. 
Where such a possibility exists, the fore- 
pump should be protected by a suitable 
trap. Drying towers filled with solid 
desiceants, etc., are of limited utility 
when it is desired to conserve the speed 
of the pump. Liquid-cooled traps can 
provide very efficient performance. For 
routine forepump protection, cooling 
with solid carbon dioxide is in general 
adequate; a mixture of solid carbon 
dioxide and trichloroethylene is used. 
Trichloroethylene is now readily avail- 
able commercially, and should always 
be used, instead of the inflammable ace- 

Fig. 98. Three-stage oil diffusion tone which was commonly used in the 

pump, Type MCF, Consolidated past. It should be remembered that the 

Vacuum Corp. vapor pressure of ice at the temperature 
of solid carbon dioxide is about 0.1 p. 

Liquid air is a very effective trap refrigerant but involves an explosion 
hazard if organic materials are brought into contact with it, through 
breakage of a glass trap, for example. The problem is intensified by the 
fractionation that takes place on evaporation of the liquid air, which 
leaves the residual liquid progressively richer in oxygen. Liquid-air 

traps are preferably made of metal, or else a metal jacket should be used 
around a glass trap so that the latter does not come in direct contact 
with the liquid air. 

Liquid nitrogen has marked advantages over liquid air as a refrigerant 
because of its chemical inertness. It may be prepared by fractionation 
of liquid air; if only a moderate quantity is required, it may be produced 
by expansion of tank nitrogen through a throttle valve after precooling 

‘by passage through a copper tubing coil immersed in liquid air. 

-Of increasing importance is the use of gettering and ion pumping to 

attain high vacuum.* No coolant traps or baffles are required, nor are 


ST SS 
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there present any of the organic vapors or other volatile materials com- 
mon to the earlier pumps. The lowest pressure obtainable is about 
10-7 mm Hg. 


CONDUCTANCE OF A PUMPING SYSTEM 


The speed of the pumping system depends not only on the intrinsic 
speed of the pump proper, So, but also on the conductance of the connec- 
tion between the pump and the vessel to be evacuated. For the connect- 
ing tube this conductance F relates the quantity Q of gas transferred per 
unit time to the pressure drop AP across the tube: 


Q = FAP (3) 


In vacuum work the experimental conditions are in general such that 
turbulent flow of gas through the connecting tubes is not encountered. 
At the higher pressures of interest Poiseuille’s law of viscous flow applies: 


n d' P? — P} 


"= 3560 RF © 


where n = number of moles of gas (assumed to obey ideal-gas law) which 
flow per second through a cylindrical tube 
d = diameter of tube, cm 
L = length of tube, cm 
Ps, P; = inlet and outlet pressures, ybars (i.e., dynes cm7*) 
n = coefficient of viscosity of gas, poises, at T°K 
Since nR7 can be set equal to PV, the quantity of gas Q in microbar 
cubic centimeters transferred per second can be written 


wat P. Py, 


Q = see (PI- PD = 
As (P2 + P:)/2 is the average pressure in the tube in microbars, Pras, 
Eq. (3) shows that the conductance F, of the tube in the viscous-flow 
region is given by 


Pyar em? secm! (6) 


At very low pressures a different relation obtains because the mecha- 
nism of flow changes. As the pressure is reduced, the mean free path of 
the molecules increases; for air at 25°C, the mean free path \ in centi- 
meters is given by \ = 5.09/P,, where P, is the pressure in microns. 
When the mean free path becomes larger than the diameter of the tube 
through which the gas is moving, collisions between molecules become of 
negligible importance compared with collisions of the molecules with the 
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tube walls. The gas is then referred to as a ‘“Knudsen gas,” because of 
the contributions made by the physicist Knudsen to the kinetic theory 
of gases for such conditions. Each molecule then moves in essential 
independence of the others. The wall, to an incident molecule, is an 
extremely rough surface. It is hence legitimate to assume that the direc- 
tion in which a molecule will bounce off the wall will be independent of 
the angle of incidence calculated on the assumption of a perfectly smooth 
surface. The resulting transfer of gas down the tube, termed molecular 
flow by Knudsen, can then be treated by statistical methods to give the 
following result for the conductance F,, for a cylindrical tube of diameter 
d centimeters and length / centimeters: 


-lfpii@. sit 
= 3 er (7) 


Here p; is the gas density in grams per cubic centimeter at a pressure of 
1 wbar. It should be noted that in the molecular-flow region the con- 
ductance is independent of pressure. 

At intermediate pressures the flow is partly viscous and partly molecu- 
lar. The general expression given by Knudsen must be used for this 
range: 


Pn 


14 avn P,,.. 
P= FP, + 8,2 =Fe4+ F(T | ent oe? 8 
2.47d V1 = 8) 
LT Pre 


For air at 25°C, with the average pressure expressed in microns, d and 
lin centimeters, and F in liters per second, 


dt = a 
P=01775 Py + 12252 (9) 
_ 1+ 0.246P,d (10) 
1 + 0.304P.d 


The factor Z varies between 0.81 at high pressures and 1 at low pres- 
sures. As pointed out by Hecker,’ if P,d is greater than 1000, the flow is 
over 95 per cent viscous, while for P,d less than 2, it is over 95 per cent 
molecular. An alternative criterion for molecular flow given by Knudsen 
states that the flow is over 95 per cent molecular if d/) is less than 0.4. 
The molecular-flow range is of primary concern in high-vacuum work, but 
conductance calculations for the intermediate pressure range are often 
required in the design of connecting lines between diffusion pumps and 
forepumps (see below). 


EXP. 57] GENERAL EXPERIMENTAL TECHNIQUES 373 


The quantity of gas moved per second through two tubes in series is 
the same for each tube. If the conductances of the tubes are F; and F2, 
F that of the series combination, P; — P2 the pressure drop across the 
first tube and P2. — P; that across the second, 


Q = Fi(P3 — Pe) = Fo(P2 — Pi) = F(Ps — Pi) (11) 
1 1 1 
so that F = Rt F, (12) 


This result may also be obtained by thinking of the conductance as the 
reciprocal of a resistance to flow. The additivity of resistances in series 
again leads to Eq. (12). 

Bends and elbows in a tube of constant diameter and axial length have 
relatively little effect on the conductance at low pressures. As the mean 
free path becomes large compared with the diameter of the tube, however, 
molecules experience a difficulty getting into the tube from an adjacent 
region of relatively larger cross section. This difficulty may be charac- 
terized quantitatively by a conductance for the tube entrance, which for a 
circular aperture of diameter d can be written approximately as 


ee 
ANZ Vp 
For molecular flow the resultant conductance for a tube plus the entrance 


is obtained by combining the relations of Eqs. (7) and (13) in accordance 
with Eq. (12). The result for air at 25°C is 


Fo (13) 


9.17d? 


a 1 + 3i/d 


liters sec™} (14) 


Consider a composite pumping system of speed S consisting of a pump 
of speed Sp in series with a connecting tube of conductance F. The rate 
Q at which this system removes gas from a vessel where the pressure is P 
must be equal to SP, from the definition of pumping speed. Similarly, 
Q = SoPo, where Po is the pressure at the pump entrance proper. Also, 
since the same gas is driven through the conductance F by the pressure 
drop (P — Po), Q = F(P — Po). Hence 


Q = SP = SoPo = F(P — Po) (15) 
1 i,1 


This relation is of basic importance in vacuum technique. It must be 
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utilized in the design of high-vacuum systems to obtain efficient use of 
the pump employed. 


MEASUREMENT OF SPEED OF VACUUM PUMPS 


A number of methods are available for the measurement of the speed of 
vacuum pumps. The procedure suggested by Howard! is convenient for 
pumps of moderate speed. The apparatus used is shown in Fig. 99. 
The capillary tube and the i-mm-bore stopcock C, whose plug is grooved 


Fie. 99. Apparatus for Howard’s method for the measurement of the speed of a pump. 


slightly at the edge of the hole to facilitate adjustment of the leak rate, 
permit a slow leakage of air from the 50-ml gas burette B. Initially the 
stopcock C is closed and the pump set in operation. The mercury level- 
ing tube D is lowered so that stopcock A can be opened to the atmosphere. 
Stopcock C is then opened carefully until the pressure maintained by the 
pump, as measured by a McLeod gauge connected at G, is approximately 
equal to the pressure for which the pumping speed is to be determined. 
The pressure in the system is checked periodically, and when it has 
become constant, the mercury level in the burette is raised slowly past 
the stopcock A, which is then closed. The position of the mercury level 
in the burette, the time, and the barometric pressure are recorded. The 
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leveling bulb is progressively raised as required to keep the pressure in 
the burette constant as gas is removed by the pump. When an 
appropriate volume of air has been pumped out, stopcock C is closed and 
the time and burette reading are recorded. The pumping speed is cal- 
culated by multiplying the volume of air removed per second by the 
ratio of the burette pressure to the pump working pressure. 

In another useful method the gas removed by the pump is delivered by 
a flow tube whose conductance can be calculated; the experimental 
arrangement is shown in Fig. 100. 
The bulbs B, B’ should be of about tTo G, To G,} 
1-liter volume. The appropriate di- 
mensions for the flow tube 7 depend 
on the kind of pump under test,' but 
for the smaller laboratory diffusion 
pumps a tube of 1 cm diameter and 
50 cm length can be used for the low- 
pressure range. Initially the capil- 
lary leak (a sensitive high-vacuum 
needle valve should be used) is closed 
and the pump started. ine ene Fie. 100. Apparatus for flow-tube 
then opened gradually until the pres- insthud’ for pum ping-epecd “determi: 
sure P,; has reached the level for pation. 
which the speed is desired. When 
the pressures P, and P, have become constant (as measured by the 
vacuum gauges G2 and G;), the rate of flow of gas through the tube can 
be evaluated by use of the calculated conductance F of the flow tube. 


To capillary leak § To pump 


Q = F(P2 — P1) (17) 


The pump speed is then given by Q/P:, provided the pump is connected 
directly to B’. Otherwise the conductance of the connecting tube must 
be taken into account [cf. Eq. (16)]. 


VACUUM GAUGES 


The McLeod gauge, one design of which is shown in Fig. 101, is a basic 
instrument for low-pressure measurements. A large volume of gas, V, at 
the unknown pressure p, is compressed to a small volume », and the cor- 
responding pressure P is measured; p is then calculated from the relation 
p = Pv/V, which holds quite accurately for the low pressures involved. 
In use, the high-vacuum stopcock C is gradually opened, and as the 
pressure in the gauge is reduced, the two-way stopcock T is opened care- 
fully to the auxiliary vacuum line to keep the mercury from rising appreci- 
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ably in the connecting tube. To make a pressure measurement the con- 
trol stopcock T is opened slightly to the atmosphere (a capillary leak here 
may be used to prevent an undesirable rush of air into the vessel) to 
produce a slow rise of mercury into the gauge. When the rising mercury 
reaches the cutoff D, the gas in the gauge bulb B is trapped at the pressure 
to be determined. For highest sensi- 
tivity in the pressure measurements, 
this gas is compressed until the mercury 
meniscus in the reference capillary R has 
reached the level of the top of the gauge 
capillary W. The difference of h milli- 
meters in the levels of the mercury in 
the two capillaries represents the final 
pressure of the compressed gas. The 
reference capillary is made of the same 
tubing as the gauge capillary in order 
to eliminate the effect of the capillary 
depression. 

Previous calibration measurements 
give the total volume V of the bulb B, 
and the volume per millimeter length, vo, 
of the capillary W. The gas volume at 
the unknown pressure p is V, while at 
the final pressure h millimeters of mer- 
cury it is voh, so that 


p= oa = 7 ht mm Hg (18) 


aspirator 
The volumes V and vo must be expressed 


in the same units. The various levels h 
corresponding to initial gas pressures 
of 10-6, 10-%, and intermediate values, 
in millimeters of mercury, are calcu- 
lated, and the gauge calibration scale is 
constructed. This scale is termed the quadratic scale, or the logarithmic 
scale. 

A different method of operation can be used to extend the range of the 
gauge to higher pressures than can be measured on the quadratic scale. 
The gas in the bulb B is compressed until the meniscus in the bulb has 
reached the reference mark S in the lower capillary section. The final 
volume of the gas is then always equal to the volume V; of the section 
above S. The final pressure is read as the height h’ millimeters above the 


Fie. 101. McLeod gauge. 
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level S of the mercury meniscus in the reference capillary R. Then 
p= Ae h' mm Hg (19) 


This method thus yields a linear scale. A typical laboratory McLeod 
gauge will have a range of 10-1 to 10-* mm on the quadratic scale and of 
10-! to 2 mm on the linear scale. 

After the pressure reading has been made, the stopcock T is opened to 
the vacuum line and the mercury drawn out of the gauge. When the 
gauge pressure is raised to the atmospheric level, the reservoir pressure 
must be increased at the same rate. The care required in this process is 
one of the main disadvantages of this particular design. In another 
version the gauge bulb is connected to a tube at least 760 mm long, con- 
nected to a mercury well provided with a plunger with a threaded top. 
When the plunger is forced down and the threads engaged, the mercury 
rises in the gauge. The threaded section facilitates the fine adjustment 
of the mercury level. The tube and well can be made of metal to provide 
a very rugged construction. 

Small McLeod gauges are available in which a flexible or rotating con- 
nection to the system permits the whole gauge to be tipped or rotated as 
required to force mercury into the gauge bulb. 

The sensitivity of the McLeod gauge is governed by the ratio 1o/V. It 
is not practical to make V larger than 500 ml, because of the weight of 
such a large volume of mercury. Similarly, the capillary diameter should 
not be less than 0.5 mm because of the tendency of mercury to stick in 
small capillaries. The mercury used must be quite pure, and the gauge 
itself carefully cleaned before filling. An efficient cold trap is required 
when a McLeod gauge is used with a system from which mercury must be 
excluded. This gauge cannot be degassed, nor can it be used to measure 
the pressure of a vapor which condenses to a liquid when compressed into 
the gauge capillary. 

The basic importance of the McLeod gauge is that it is an absolute 
pressure gauge, because the calibration scale can be calculated directly 
from the measured physical characteristics of the instrument. As such 
it can be used as a reference standard} for the calibration of other types 
of gauges commonly employed in vacuum work. 

At low pressures, the thermal conductivity of a gas becomes directly 
proportional to the pressure when the distance between the hot and cold 
surfaces becomes smaller than the mean free path. This property is 
exploited in the thermocouple gauge and the Pirani gauge. In the thermo- 


+ The Knudsen radiometer gauge, discussed in detail by Dushman,? is also an 
absolute gauge, but is much more difficult to construct. and use. 
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couple gauge a constant current is passed through a resistance wire, to the 
center of which a thermocouple is attached. The temperature of the 
wire changes as the pressure changes because of the variation of the 
thermal conductivity of the gas, and this change is indicated by a micro- 
ammeter connected in series with the thermocouple. The thermocouple 
gauge is rugged and relatively inexpensive and has a useful range extend- 
ing from about 1 to 500 uw. In the Pirani gauge the resistance wire is con- 
nected as one arm of a Wheatstone bridge; the extent of the bridge 
unbalance, as registered by a microammeter connected as the bridge 
detector, indicates the pressure in the gauge. A second resistance fila- 
ment, identical with the first but sealed off in a tube under high vacuum, 
is used in the opposite arm of the bridge to compensate for room-tempera- 
ture changes, etc., to obtain better gauge performance. The useful range 
of a typical commercial Pirani gauge extends from 1 to 500 ». The 
Pirani gauge is subject to erratic zero shift, and its calibration must be 
checked regularly. A separate calibration is required for every different 
gas for both of these thermal conductivity gauges. 

For measurements of very low pressures ionization gauges are employed. 
The electrode arrangement in the conventional type is similar to that of 
the triode illustrated in Fig. 164, except that a filamentary cathode and 
more rugged grid construction are used. Electrons emitted from the 
heated cathode are accelerated toward the concentric helical grid, which 
is maintained positive with respect to the cathode by a suitable power 
supply. In collisions between these electrons and gas molecules present, 
ionization of molecules takes place. The positive ions so produced are 
attracted to the cylindrical plate, which is made negative with respect to 
the cathode. The resulting current in the plate-cathode circuit is pro- 
portional to the pressure of the gas in the gauge provided the electron 
current from cathode to grid is held constant. The plate current may 
be measured directly with a microammeter in the less sensitive instru- 
ments, but for low-pressure work the potential drop caused by the flow 
of the current through a series resistance is measured after amplification. 
The gauge sensitivity is only slightly dependent on the plate potential 
provided the latter is at least —10 volts relative to the cathode. 

This particular electrode arrangement, i.e., plate negative and grid 
positive, is utilized to provide increased sensitivity. The grid has a rela- 
tively small area, so most of the electrons accelerated toward it pass 
through the helix and continue on toward the plate. As they approach 
the negative plate they are repelled and move back toward and through 
the grid. This process continues and increases considerably the average 
distance traveled in the gauge by the electrons before they are captured 
by the grid. The lengthened path means an increased number of ion- 
izing collisions with gas molecules, and hence increased gauge sensitivity. 
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The standard ionization gauge can measure gas pressures as low as 
10-? mm Hg. The upper pressure limit is about 5 p; it is not possible to 
operate this gauge at higher pressures without harming it. Commonly, a 
thermocouple or Pirani gauge is used to show when the pressure is low 
enough to permit the operation of the ionization gauge. 

A second type of ionization gauge is the Phillips gauge. In this unit a 
high-voltage (~2000 volts) discharge is created between a cold cathode 
and a ring-shaped anode. The resulting current depends on the gas 
pressure and is measured directly by a microammeter in the grounded side 
of the high-voltage supply. Small permanent magnets are suitably 
arranged in the gauge to cause the electrons to move to the anode in spiral 
paths to obtain increased sensitivity. The Phillips gauge has a range 
from about 10-2 to 25 p. Itisa rugged instrument and remains unharmed 
when subjected to atmospheric pressure. The discharge aids in the 
removal of adsorbed surface gases within the gauge, making it unnec- 
essary to degas this gauge for low-pressure measurements. The response 
of all ionization gauges depends on the nature of the gas present, so 
separate calibrations are required for different gases. It should be 
emphasized also that in the use of any vacuum gauge to determine the 
pressure in a system, particularly if that pressure is not constant, the 
possible effect of the conductance of the connection to the gauge must be 
considered. 

The general ranges of applicability for the several vacuum gauges are 
summarized in Table 1. 


Tasie 1. RANGES or Vacuum GauaEs IN MILLIMETERS or MERCURY 


Mercury manometer........-...-+-- 1-1000 
Butyl phthalate manometer.......... 0.01-10 
Pirani gauge... ......-0. 022 eee eee 10-+-0.5 
Thermocouple gauge. ......-..-5-+-: 10-*-0.5 
Mcleod gauge.............00 020s ees 1078-2 
Phillips gauge...........-.. 000 ee ees 1075-107? 
Knudsen gauge..........-..6-++--55 10-&§-10? 
Tonization gauge.........-..+-++0+5 10-8-10-? 


One of the basic problems in the attainment of very low pressures is the 
“outgassing” of surfaces, particularly of metals, as the pressure is 
reduced, due to the release of adsorbed gases or vapors. The best 
method for elimination of this interference is a “degassing” procedure in 
which the system is heated to drive off these materials. Adsorbed water 
comes off at about 200°C, and other gases, mainly carbon monoxide, at 
higher temperatures. Obviously, the whole system must be degassed at 
once for efficient performance, and no materials containing volatile com- 
ponents, such as vacuum waxes, Glyptal, rubber, brass (zinc volatilizes 
easily), etc., can be present. Without degassing, the best vacuum that 
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can be expected is about 1 X 10-* mm, and protracted pumping may be 
required to do this well. For good results vacuum gauges, such as 
ionization gauges, must be degassed. Ordinarily, provision is made in 
the gauge-control unit for degassing by electrical heating of the gauge 
elements. 

In any vacuum system, connections between the various sections pre- 
sent a problem. In metal systems, flange joints with Neoprene gaskets 
are often used; for a demountable joint in a section which must be 
degassed, copper gaskets can be employed. Great convenience can be 
obtained by use of O-Ring gaskets} with appropriately machined flanges; 
with these units, connections between metal sections, or between metal 
and glass sections, are easily made, as are effective seals on rotating or 
sliding rods or tubes which enter the system. For glass systems and 
moderately high vacua, standard taper joints can be used with vacuum 
wax or a good grade of vacuum grease. Stopcocks used should be of the 
specially processed high-vacuum type and of a ey: large bore for the 
particular application. 


LEAK DETECTION 


The detection and elimination of leaks is an inevitable step in the 
setting up of a vacuum system. All leaks must obviously be located, 
and very small ones may be extremely difficult to find. A complication 
in the latter case is the so-called ‘virtual leaks,” which actually are due 
to the continuous evolution of gas inside the system. If it is possible to 
build up an excess air pressure within the system, leaks may be found by 
painting the outside in the suspected areas with a soap solution. In 
glass sections moderate leaks may be found with a Tesla coil; the high- 
frequency discharge will jump to a pinhole or crack in the glass, illumi- 
nating it brightly. Precautions must be taken to avoid puncturing thin- 
walled areas by use of too violent a discharge. Neither of these first two 
methods is useful for small leaks. 

Because their response depends upon the nature of the gas present as 
well as its pressure, the thermal conductivity and ionization gauges can 
be used in Jeak hunting in appropriate pressure ranges. When the area 
including the leak is sprayed with acetone, for example, the acetone is 
drawn into the system and causes a change in the reading of the gauge. 
The Pirani gauge is considered more sensitive than the thermocouple 
gauge for this work. The ionization gauge can be used when the leaks are 
small enough so that an appropriately low pressure can be maintained in 
the system. 


{ O-Ring gaskets are available from Linear, Inc., Philadelphia. The manufac- 
turer’s recommendations on their use should be followed in detail. 
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Special leak-detecting units are available commercially. The halogen- 
sensitive type utilizes the increase in the emission of positive ions (pre- 
sumably originating from alkali metal impurities) from hot platinum 
which occurs when halogen-containing molecules strike the electrode 
surface; carbon tetrachloride, chloroform, or Freon 1-1 is commonly 
used with this gauge. Extremely high sensitivity is obtained in the 
helium-leak detector by use of the mass spectrometer principle to obtain 
a specific response to helium. Leaks are located by virtue of the response 
when a stream of helium is played over the outside of the system. 

The detailed treatment of problems and procedures in vacuum tech- 
nique given by Dushman? is the basic reference in this field. Other 
general treatments include those of J nanananda,® Reimann,’ Yarwood,"! 
and Hecker.? A series of papers on applications of engineering interest 
and presented at a symposium on high vacuum have been published 
together.!° Modern vacuum pumping systems and equipment are also 
described in a paper by Sullivan.® 


Apparatus. Rotary oil pump(s); mercury diffusion pump; oil diffusion pump; 
Howard pumping-speed apparatus; flow-tube pumping-speed apparatus; McLeod 
gauge(s); Tesla coil; thermocouple gauge, Pirani gauge, ionization gauge, and 
control units; acetone. 


Procedure. Part A. The pumping speed for a rotary oil pump at a 
pressure near atmospheric is determined by the flow-tube technique. In 
this case a flow tube 1 m long and of 3 mm internal diameter is suitable; 
one end is open to the atmosphere, the other is connected to a short sec- 
tion of larger-diameter tubing which leads directly to the pump. A 
differential manometer is used to measure the pressure drop across the 
flow tube. One side of this manometer is connected through a stopcock 
to the low-pressure side of the flow tube; the other is open to the atmos- 
phere. With the stopcock closed, the pump is started. The stopcock is 
then opened slowly, and when the pressure drop indicated by the manom- 
eter has become constant, its value is recorded, together with the baro- 
metric pressure and the dimensions of the flow tube. It is convenient to 
use an oil as the manometer fluid; its density will be specified by the 
instructor. 

Part B. The rotary pump is then connected as the forepump for a 
mercury diffusion pump. The latter is connected to a manifold to which 
a McLeod gauge and a Howard pumping-speed assembly are attached. 
The stopcocks leading to these two units are closed, and the forepump is 
started. After a few minutes the stopcock connecting the McLeod gauge 
is opened, and a pressure measurement is made with the McLeod gauge, 
as described above. ‘The pressure is rechecked until it has dropped below 
100 ». The water line to the diffusion-pump condenser jacket is then 
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turned on, and power applied to the pump heater. As the pump goes 
into operation, the pressure in the system will drop rapidly, and the 
McLeod gauge is used to measure the resulting low pressure, which 
should soon reach 10-2 ». The capillary leak of the Howard apparatus 
is then opened slowly until a pressure of about 1 » is found with the 
McLeod gauge. The pumping speed of the diffusion pump is then deter- 
mined at this pressure as described under Theory. Finally, the mercury 
is drawn down out of the gauge, and the gauge stopcock Cis closed. The 
diffusion-pump heater is turned off, then the forepump, and the system 
slowly opened to the atmosphere by means of a stopcock connected to 
the forepump line. The gauge is then returned to atmospheric pressure 
also. After the diffusion-pump boiler has cooled, the condenser water 
supply is shut off. 

Part C. The calibration of a McLeod gauge is undertaken next. A 
gauge-bulb assembly will be supplied by the instructor, together with a 
piece of the tubing used for the gauge capillary. The clean and dry 
gauge bulb is weighed empty. It is then filled completely with water to 
the cutoff at D (Fig. 101) and reweighed. A hypodermic syringe with a 
long needle will facilitate the filling of the capillary. The temperature 
of the water is recorded. The bulb is emptied with the help of an 
aspirator, placed in a drying oven, and reevacuated, with the aspirator, 
while warm, to assist in drying it. A thread of mercury is drawn into 
the capillary tube supplied, and its length is measured. The mercury is 
emptied into a tared weighing bottle, and its weight determined. 

Part D. Measurements are made with an oil diffusion pump attached 
to a flow-tube apparatus like that shown in Fig. 100. It is convenient to 
use two thermocouple gauges, one to measure the forepressure, and the 
other on the high-vacuum side of the diffusion pump to indicate when it 
is safe to turn on the ionization gauge connected at G:. The gauge G2 
may be a Pirani gauge or a Phillips gauge. 

All stopcocks connected to the system are closed, the forepump is 
turned on, and several minutes allowed for the pressure in the system to 
be reduced below the millimeter level. The thermocouple forepressure 
gauge is turned on, and when the pressure has dropped below 200 u, the 
diffusion-pump heater can be connected. For an air-cooled pump the 
air supply is turned on, or the water in the case of a water-cooled pump; 
the manufacturer’s operating instructions for the particular pump used 
should be carefully followed. 

While the system pressure is being reduced, the Pirani or Phillips gauge 
is put into operation. When the pressure has dropped below 1 yn, the 
ionization gauge may be turned on. A pressure of the order of 10-2 u 
should be reached after the diffusion pump has been in operation for some 
time. The speed of the latter is then determined for a pressure of about 
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0.2 yu, following the procedure described in the Theory section. The 
capillary leak connected to bulb B (Fig. 100) is slowly opened until the 
pressure P; has reached the desired level. The pump is then allowed to 
operate until the pressures P2 and P; become constant; their values are 
recorded, together with the dimensions given for the flow tube. The 
capillary leak must be opened very carefully for the protection of the 
ionization gauge. It is possible to dispense with the leak by connecting 
bulb B to the forepump, but the high-vacuum needle valve provides 
greater versatility. 

Part E. The ionization gauge is turned off, and leak detection is 
illustrated by use of a tube with a pinhole leak in it connected through a 
high-vacuum stopcock to bulb B. This stopcock is now opened slowly, 
and the Tesla coil turned on and the discharge played over the tube 
surface to locate the leak. ‘The readings of the various gauges still in 
operation are noted. The area around the pinhole is then sprayed with 
acetone, and the effect on the gauge response noted. 

The diffusion-pump heater and the vacuum gauges are turned off. 
After the pump fluid has cooled, the forepump is stopped and the system 
pressure raised to 1 atm. This is conveniently done by opening a stop- 
cock connected to the forepump line. 

Calculations. Part A. The pressure drop across the flow tube used 
with the rotary oil pump is converted to millimeters of mercury, and the 
mean pressure in the tube and the pressure at the pump are calculated. 
The tube conductance in liters per second is calculated by use of Eq. (6), 
which for air at 25°C may be written as 


dt = 
F, = 0.177 5 P, (20) 


where P, is the mean pressure in microns, and d and J are in centimeters. 
The quantity of gas Q delivered per second to the pump by the flow tube 
is calculated by use of Eq. (17). Division of Q by the pressure at the 
pump gives the pumping speed. 

Part B. The determination of pumping speed by the Howard method 
has been described in the Theory section. 

Part C. The volume V of the McLeod gauge bulb is calculated from 
the weight of water it holds and the density of the water (page 618). 
The volume per millimeter length, vo, of the gauge capillary is calculated 
from the weight of the mercury thread, its length, and the density of 
the mercury. A calibration scale for the gauge bulb is drawn for pressure 
in decade steps from 10-* to 10-? mm Hg, in accordance with Eq. (18). 

Part D. The conductance of the flow tube used with the oil diffusion 
pump is calculated by use of the molecular-flow formula, Eq. (14). 
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The speed of the pump is then calculated as described for the other flow- 
tube experiment. For this pumping speed there is calculated the diam- 
eter for a 20-cm connecting tube necessary to give a conductance which 
would not reduce the pump speed by more than 10 per cent. 


Practical Applications. High-vacuum techniques, fundamental in many research 
fields in natural science, are finding many practical industrial applications, such as in 
vacuum furnaces in metallurgy, the application of surface coatings by the vacuum 
evaporation process, freeze-drying of various materials, vacuum distillation of high- 
molecular-weight compounds, etc., as well as the more familiar examples of light 
bulbs, electron tubes, and Dewar flasks. 

Suggestions for Further Work. The volume of the McLeod gauge capillary 
above the reference mark S (Fig. 101) may be determined, and a linear calibration 
drawn up. The formula for the conductance of an orifice, Eq. (13), may be derived 
from the relation n, = in ~/8k7T'/mz for the number of molecules striking a surface per 
square centimeter per second; n represents the number of molecules per cubic centi- 
meter of gas, m is the mass per molecule, & the Boltzmann constant, and 7 the absolute 
temperature. The effect on the speed of a diffusion pump of variation in the heater- 
power dissipation or the forepressure may be studied. The conductance formula of 
Eq. (9) may be checked with tubes of various diameters and lengths. The vacuum 
evaporation of aluminum may be attempted; directions are given by Strong.® 
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58. ELECTRONICS 


The properties of several types of electronic circuits are illustrated, 
and experience is provided with the application of the oscilloscope and 
other test instruments. 

Theory. Chapter 27 includes an introduction to the principles of 
operation of the circuits considered here. 
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- Apparatus. Experimental chassis and components for the construction of circuits 
of Figs. 102, 165, and 188; oscilloscope; vacuum-tube voltmeter;} power supply 
(0 to 250 volts d-c, 6.3 volts a-c outputs); f tube manual; soldering iron or gun; needle 
nose pliers; diagonal cutter; hookup wire; screwdriver with insulated handle. 


Procedure. Three of the circuits discussed in Chap. 27 are to be 
wired up and studied quantitatively. For this purpose units will be 
furnished with the heavier components mounted on a metal plate or 
plywood board, which serves as experimental chassis. 

The schematic symbols and color-code conventions for electronic com- 
ponents are given in the Appendix. Tube-socket terminals (pins) are 
numbered clockwise as viewed from below, starting at the key or gap. 
The manufacturer’s tube manual gives the pin numbers for the various 
electrodes. Any unused transformer leads should be doubled back and 
taped carefully, or otherwise insulated, to avoid accidental short circuits. 
All circuit wiring should be carefully rechecked before the power switch 
is turned on. Circuit changes should be made only when the power is off. 
Safety precautions in electronics work are emphasized on page 608. 

The principles of operation of the auxiliary equipment, especially the 
oscilloscope and vacuum-tube voltmeter, should be studied in advance. 
In practice, the ground terminal of the oscilloscope should be connected 
to the ground of the circuit under study and an insulated test prod 
employed to pick up the voltage whose waveform is to be viewed. 

Part A. The d-c power supply of Fig. 188 (page 589) is constructed, 
with: 


L = 15 henrys, rated at 50 ma d-c current 

C = 10 uf, 450 volts d-c (VDC) voltage rating 

R, = 10,000 ohms, 25 watts, fixed power resistor 

T = power transformer, 470 volts center-tapped (VCT) at 40 ma; 
5.0 VCT at 2.0 amp; 6.3 VCT at 2.0 amp 


The experimental chassis is furnished with these units and the tube socket 
already mounted and the various component leads connected to binding 
posts{ or barrier-type terminal strips. Interconnections are conven- 
iently made by means of leadst consisting of lengths of test prod wire with 
insulated banana plugs or spade lugs, as appropriate, attached at the 
ends. Banana plugs and binding posts of the best quality should be used 
to ensure that secure connections are made. The power cord for connec- 
tion to the 115-volt 60-cycle line is fused and is terminated at an outlet 
box which is fastened to the experimental chassis to provide a switch- 


} Constructed easily and at relatively low cost from commercially available kits, 
such as those manufactured by the Heath Company, Benton Harbor, Mich. 

¢ Superior Electric Co. Series DF30 five-way binding posts and Pomona (Peco) 
stack-up test leads, B series, are very satisfactory in this application. 
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controlled power outlet. A good ground connection, at least to the 
power-line conduit, is also provided. 

When the connections have been made and carefully checked, the 
power is switched on and the d-c voltage measured at points A, B, and C 
with a vacuum-tube voltmeter. Next, the a-c voltage waveforms at 
points A, B, and C are observed with the oscilloscope. This a-c ripple 
voltage is shown to be primarily of 120-cycle frequency by comparison of 
its waveform with that of a 60-cycle signal obtained from the 6.3-volt 
filament winding of the power transformer; the center tap of this winding 
should be grounded. 

The effectiveness of the filtering action may be illustrated by comparing 
the a-c ripple voltages at points A, B, and C as measured with a vacuum- 
tube voltmeter. The accuracy of this measurement is limited because 
as a rule a vacuum-tube voltmeter nominally calibrated to indicate 
root-mean-square (rms) voltage indicates this correctly only for a 
sinusoidal waveform. 

When the power has been turned off, the filter condensers should be 
shorted by means of a screwdriver with an insulated handle to ensure their 
complete discharge. 

Part B. Characteristic curves are determined for the 6C4 triode with 
the circuit shown in Fig. 165 (page 562). An experimental chassis 
similar to that used in Part A is provided for this experiment. The grid 
bias is set successively at even voltages from 0 to —20 volts, relative to 
the cathode, as measured by the vacuum-tube voltmeter. For each 
grid bias value the plate voltage is increased from zero until a response is 
noted on the plate milliammeter. The plate current is then determined 
at 20-volt intervals in plate voltage until the plate dissipation (plate 
current times plate voltage) approaches 3.5 watts, the maximum rating 
for this tube. 

Part C. The properties of the basic triode amplifier circuit of Fig. 
171 are to be studied from the point of view of the equivalent circuit, 
Fig. 170. In particular, the gain is to be measured as a function of load 
resistance to illustrate the theoretical relationship (page 566) 


ae Rr (1) 
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gain of triode stage 

€» = a-c component of plate voltage (relative to cathode) 

€, = a-c component of grid voltage (relative to cathode) 
Ry, = load resistance 

YT, = plate resistance of triode, at given operating point 
amplification factor of triode, at given operating point 


4 
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Oscilloscope 


Audio 
oscillator 


Ground 
Power supply 
6.3 Vv ac 0-250 v d-c 
+200 
To 604 Ground 
filaments 
Ra, Ro = Precision potentiometer, 0.1 % linearity accuracy 
Ra = 1000 2 


R: = 100 K, 2 W, 1%, carbon film type 

Rez = Switch-selected precision resistors, 2 W, 1%, carbon film type, in the following resistances: 
100 K, 50 K, 25 K, 12 K, 6 K, 2 K; one position open. 

Cy = & pf, 150 VDC, electrolytic 

Ca = 1 uf, 450 VDC, Mylar-paper 

81 = Two-deck, 2-pole, 7-position, nonshorting steatite wafer switch 

K = Kilohms 

uf = Microfarads 


Fie. 102. Experimental arrangement for study of triode amplifier circuit. The 
numerical voltages given are nominal] d-c values, while e:, ¢2, and e3 represent a-c com- 
ponents. Tables of electronic symbols and abbreviations are given in the Appendix. 


The full definitions of r, and » are given on page 565. Since the cathode 
resistor is bypassed with capacitor Ci, the cathode is held practically at 
a-c ground potential. The load resistance R, = R:R2/(R;i + Rez) is the 
resistance equivalent to that in the actual a-c circuit between triode plate 
and ground. 

The experimental arrangement is shown in Fig. 102. The precision 
potentiometer, tube socket, switch assembly with precision resistors, and 
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a terminal board (solder type) are supplied already mounted on a sturdy 
aluminum plate. The latter is supported in a horizontal position and 
held secure by two wooden blocks, in such a fashion that the tube itself 
is below the plate and all terminals are on top for easy access.{| The 
remaining components of the triode circuit are soldered into place by the 
student. To minimize damage to the tube-socket pins from repeated 
soldering, each pin is connected to a terminal of the terminal board, so 
that all connections to the rest of the circuit can be made at the terminal 
board. 

Individuals who have not had previous experience in the soldering of 
electronic circuits should learn the proper technique from an instructor. 
Failure of circuits constructed by inexperienced persons is often attrib- 
utable to poorly soldered connections. It is a good idea to place a check 
mark near the corresponding symbol in the diagram when a component is 
wired into place, as an aid to avoiding mistakes. 

The precision potentiometer has three terminals, one at each end and 
one connected to a variable tap. The end-to-end resistance is Ra; 
the resistance between the variable tap and ground is R,. The poten- 
tiometer should be connected into the circuit in such a way that the scale 
reading increases as the variable tap moves away from the grounded 
terminal; the scale readings will then be proportional to R,. Com- 
mercially available precision potentiometers usually bear labels showing 
the internal connections. 

Lastly, the leads to the audio generator,{ oscilloscope, and power 
supply are connected to the triode circuit, but these units are not turned 
on until the entire assembly has been checked again to see that the con- 
nections and part sizes are correct and that each junction has been 
properly soldered. 

When the assembly has been completed and checked, the power supply 
is turned on; the filament power is supplied to the triode first, and then, 
after about 30 sec, the plate voltage is applied. The latter should 
initially be set at a low value, and then gradually increased to 200 volts. 

The d-c voltages to be expected at the plate and cathode are indicated 
on the schematic. As a preliminary test, these voltages should be 


7 An alternative type of experimental chassis which is satisfactory for this work 
can be constructed easily from chassis kits or punched insulating boards, both avail- 
able from Vector Electronics, Glendale, Calif. 

t If an audio generator is not available, a suitable input voltage may be derived 
from the 6.3-volt filament supply. A voltage of proper amplitude (about 1 volt rms) 
may be obtained by connecting one side of the 6.3-volt supply (or the center tap) to 
the experimental circuit ground, and inserting a 5.1 K (or 2.7 K) resistor between the 
ungrounded 6.3-volt lead and the top of Ra. In this case, however, Ci should be 
increased to 25 uf, C2 to 2 wf, and the lowest value of Re omitted. 
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checked with a vacuum-tube voltmeter; variations of the order of 10 
per cent from the values shown are to be expected. If an abnormal dis- 
crepancy is found, the tube should be tested or replaced and the wiring 
checked again. If the difficulty persists, the instructor should be con- 
sulted. When proper voltages have been obtained, the measured values 
are recorded and used to calculate the tube current, the d-c plate-to- 
cathode voltage, and the plate dissipation, all of which should be within 
the maximum ratings specified for this tube type in the tube manual. 

The amplifying action of the circuit is studied qualitatively by dis- 
playing the input- and output-voltage waveforms successively on the 
oscilloscope; these are the a-c components labeled on the schematic 
as é2 and es, respectively. While the output voltage is being observed, 
the input-voltage amplitude is increased gradually from a very low value 
to illustrate the result of overdriving the tube. 

Next, the gain of the circuit is measured as a function of Re In the 
procedure to be described, the precision potentiometer serves to provide a 
variable and accurately known attenuation (voltage loss) which is 
adjusted to compensate exactly for the gain of the amplifier, so that e1 
equals e;. The oscilloscope is used only as an indicating device for 
matching the amplitudes of these two voltages. 

The oscilloscope is connected initially to display e,. The audio gen- 
erator is set at a nominal frequency of 1000 cycles/sec and at an ampli- 
tude somewhat below the level at which appreciable distortion in the 
amplifier will occur; a value of about 3 volts peak to peak (p-p) is satis- 
factory. The oscilloscope gain or vertical amplifier control is adjusted 
carefully until the peak-to-peak deflection has an arbitrary, conveniently 
reproducible value. The oscilloscope gain is then left unchanged until 
the measurements have been completed. 

The oscilloscope is next connected to the output to indicate the ampli- 
tude of e;. With the switch for selecting R» set at the open position, the 
precision potentiometer is adjusted to make the amplitude of e; the 
same as that of e:. Actually, the condition achieved is 


63 = 41 (2) 
but the fact that es is inverted relative to e1 will not be observed unless 
the oscilloscope sweep is synchronized directly with the audio generator. 


The gain of the amplifier itself is now 


SSN en (3) 


so that A can be calculated from the known ratio R./Rbo. 
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A series of measurements is made in which Rz is set successively at the 
available values; for each value of Re, the precision potentiometer is 
adjusted to match e; with e; and the values of R; and Rez are recorded. 

When the experimental work has been completed, the components and 
leads which were soldered into place by the student are removed and the 
experimental chassis restored to its original condition. 

Calculations. The observed ripple-reduction factors for the LC filter 
sections used with the full-wave rectifier are compared with the values 
predicted by the equation 


_ alternating voltage at output of section _ 1 (4) 
~ alternating voltage at input of section (Qxf)?LC — 1 


which applies to each of the two LC sections. For the full-wave rectifier 
the frequency f is to be taken as 120 cycles. The higher ripple frequencies 
present (higher multiples of 60 cycles) will be attenuated more than the 
120-cycle component. 

The characteristic curves for the triode are plotted as plate current 
versus plate voltage for the various grid-bias levels. 

The measured values of A are plotted versus Fz to illustrate the general 
character of their relationship. For the purpose of testing the form of 
Eq. (1) more critically and deriving the values of the tube parameters yu 
and r, for the operating point used, a graph of 1/A versus 1/Rz is drawn; 
this procedure is based on a rearranged form of Eq. (1). 


Practical Applications. The circuits studied are so widely used in research 
apparatus that a thorough grasp of the principles involved will prove invaluable in 
almost any sort of physical-chemical experimental work. The concept of the equiva- 
lent circuit for a triode is very useful for design purposes and can be quite helpful as a 
means to understanding the behavior of triodes under a wide variety of circumstances. 

Suggestions for Further Work. With the circuit of Part C, the effect of the 
cathode bypass capacitor on the gain is easily and strikingly demonstrated. With 
R:z set at any convenient value, the peak-to-peak amplitude at the grid is adjusted 
for about 1 volt, as measured on the oscilloscope, and the output amplitude is noted. 
The cathode capacitor C is then removed, and the amplitude at the output is again 
noted. The equivalent circuit of Fig. 172 (page 568) covers this case. 

With the addition of a suitable feedback circuit, the amplifier of Fig. 102 becomes 
an audio oscillator (page 598). 

It is instructive to examine the variation of gain of the triode circuit with frequency. 
The frequencies at which the gain drops off can be estimated theoretically with 
reasonable accuracy with the aid of the equivalent circuit with bypass, coupling, 
stray, and tube electrode capacitances included (page 568). 

Other circuits given in Chap. 27, such as the triode relay circuit of Fig. 191 or 192 
or the constant-current circuit of Fig. 190, may be constructed and tested. 


References 


Pertinent references are given in Chap. 27. 


PART II 


Apparatus and Methods 


CHAPTER 18 


Treatment of Experimental Data’ 


ERRORS OF MEASUREMENT 


Errors in experimental measurements may be divided into two classes: 
(a) systematic errors and (b) random errors. It is possible to correct for 
errors of the first type, and they are therefore frequently designated as 
corrigible, or determinate, errors, to distinguish them from the random 
errors which are encountered in all measurements and are beyond the 
control of the observer. Many systematic errors may be eliminated by 
the application of familiar corrections. For example, in accurate weigh- 
ings calibrated weights are used and a buoyancy correction (Chap. 21) 
is applied if the density of the substance being weighed is appreciably 
different from that of the weights. In the determination of atmospheric 
pressure using a mercury barometer, corrections must be applied to allow 
for the difference between the thermal expansion of mercury and the 
brass scale (page 611). This is required because one atmosphere pres- 
sure as defined is equal to the pressure exerted by a column of mercury 
760 mm in height in an evacuated glass tube at a temperature of 0°C at 
sea level and at a latitude of 45°. In very precise work it is necessary, 
in addition, to correct for the capillary depression of the mercury and 
for the difference between the acceleration of gravity where the barometer 
is being used and the defined acceleration at 45° latitude. In calculating 
the pressure of a gas inside an inverted burette filled with water, it is 
necessary to subtract the pressure due to water vapor (see Appendix). 

In other cases where the theory has not been ag well developed, it is 
necessary to determine corrections experimentally. For example, in the 
drop-weight method for the determination of surface tension (Exp. 49), 
corrections which have been determined by using substances of known 
surface tension are applied. The correction factor to be applied is a 
function only of V/r’, where r is the outer radius of the tube and V is the 


1 Crumpler and Yoe, “Chemical Computations and Errors,’’ John Wiley & Sons, 
Ine., New York (1940); Worthing and Geffner, ‘‘Treatment of Experimental Data,” 
John Wiley & Sons, Inc., New York (1943); Fisher, “Statistical Methods for Research 
Workers,” Oliver & Boyd, Ltd., Edinburgh (1932). 
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volume of the drop, and therefore does not depend upon the nature of the 
liquid studied. Such corrections are referred to as empirical corrections. 

Systematic errors do not manifest themselves by fluctuations in meas- 
urements and cannot be eliminated by merely repeating the measure- 
ments, since the same error is involved in each measurement. These 
errors are therefore especially serious and insidious and can be avoided 
only by careful calibrations and consideration of all possible corrections. 
Sometimes systematic errors are indicated by a drift in consecutively 
measured values or by the change in the measured value resulting from a 
change in experimental technique. 

The second class of errors, random errors, or accidental errors, is indi- 
cated by fluctuations in successive measurements. These random varia~ 
tions are due to small errors beyond the control of the observer. For 
example, if a barometer is read several times in succession, the values 
read from the vernier will be found to fluctuate about a mean value. 
Strictly speaking, we can never measure the true value of any quantity, 
but only an approximation to it. The purpose of the statistical treat- 
ment of experimental data is to determine the most probable value of a 
measured quantity and to estimate its reliability. 

The error of a measurement is the difference between the observed 
value and the true value of the quantity. If the error is small compared 
with the magnitude of the measured quantity, the measurement is said to 
be accurate. The statement of the accuracy of a result, therefore, implies 
that the true value is known. Since the true value is generally unknown, 
the mean of the series of determinations is used, and the differences 
between the observed values and the mean are referred to as residuals. 
If the residuals are small compared with the magnitude of the measured 
quantity, the measurement is said to be precise. A precise measurement 
is not necessarily an accurate measurement, but an accurate measurement 
must be a precise measurement. Small random errors occur more fre- 
quently than large ones, and for many experimental measurements the 
error distribution may be adequately represented by the Gaussian func- 
tion, or “error function,” 


poe h —hPr? 

y(r) a e (1) 
where y(r)dr gives the probability of finding a residual in the range from 
ry tor+dr. If the precision constant h has a large value, the probability 
decreases rapidly from its maximum at r = 0 to very small values, so 
that the probability of making large errors is small. If A is small, the 
probability curve falls off very slowly and larger errors occur more fre- 
quently. It may be shown that if the set of residuals of a series of meas- 
urements of a quantity x follows Eq. (1), the arithmetic mean z,, is the 
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best approximation to the true value of the quantity measured, to which 
the arithmetic mean converges as the number of observations increases 
indefinitely. For a set of n measurements, sufficiently large in number 
and all made with equal care, the precision index for a single measure- 
ment of a quantity x is given in terms of the standard deviation o, or the 


probable error P,,, 
») r? oe) 
o; = (2.") P, = 0.67450, 


n 


To allow for the fact that the residual r; = 2; — 2m is calculated relative 
to the arithmetic mean of a finite set of measurements rather than the 
true value of the quantity, it is customary to replace the above formulas 
by the relations 


») r? % y r? 7 
o, = (2:") P, = 0.6745 (2") (2) 


n— 1 n— tl 


The probable error P, so calculated for a single observation is to be 
interpreted in the following way. Given a value x, and the corre- 
sponding value of P,, if additional measurements of z are made under 
conditions corresponding to those of the first set, then there is a 50 per 
cent probability that an additional measured value will fall in the range 


Im—Pz tO Int+P, 


A random error has less than a 1 per cent chance of being larger than four © 


times the probable error P, of a single observation. 
For the series of measurements as a whole there may be reported the 
standard deviation of the mean oz or the probable error of the mean Ps. 


yay 
o, = | =! _ P; = 0.67450; (3) 


The probable error of the mean defines the range about x, within which 
would fall 50 per cent of further values of this quantity obtained through 
additional sets of measurements equivalent to the first. 

Statistical methods of interpretation of experimental data can be of the 
greatest importance if properly applied with full understanding of their 
implications and the underlying assumptions which determine their 
limitations. When the number of observations is small, the preceding 
formulas must be modified in any case. Further, for the conditions of 
much experimental work, there is no certainty that the normal error 
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distribution defined by Eq. (1) is valid. The various observations in a 
set often are not made under equivalent circumstances, as, for example, 
because of improvement of the operator’s technique through practice. 
Under such conditions it is appropriate to use the arithmetic mean to 
represent the result of the measurement and to characterize its reliability 
in terms of the average of the residuals (the average deviation from the 
mean): 


v= amt 2S is (4) 


Here |r| represents the absolute value of 7:. 

Example. Atmospheric pressure is measured with a Fortin-type 
barometer, with which the lower mercury level is set at a reference ivory 
point and the position of the upper level measured relative to the instru- 
ment scale. In four successive determinations results were obtained as 
follows: 


hj, scale units 


1 737.27 0.03 
2 737.32 0.02 
3 737.36 0.06 
4 737 .25 0.05 
4 4 
ha = bd hs > lrl = 0.16 
qm] qx] 
4 
= 737.30 4S bral = 0.04 


Then h = 737.30 + 0.04 scale units. 

To reduce this result to units of standard millimeters of mercury, 
corrections must be applied as described on page 393. 

Estimation of Experimental Errors. In order to determine the 
precision of a measurement, it is necessary to repeat the measurement a 
number of times in order to find how much the values scatter about the 
mean. In many cases, however—and this is particularly true for experi- 
ments in the physical-chemistry laboratory, where time is limited—it is 
necessary to estimate the precision of a measurement. No fixed values 
can be given for the precisions of various types of measurements because 
the precision depends upon the apparatus, the conditions under which it 
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is used, and the carefulness of the operator. Therefore it is necessary to 
develop an awareness of various sources of error in order to make reliable 
estimates. 

In the measurement of weight in the laboratory, the precision may vary 
over a wide range. An ordinary analytical balance may be used to obtain 
weights to +0.1 mg, but the precision will depend upon the sensitivity of 
the balance and the way in which it is used, as well as the quality of the 
weights. Large objects may be weighed on a trip balance with a pre- 
cision of +0.1 g. 

In the measurement of volume the precision will depend upon whether 
volumetric flasks, pipettes, or burettes are used and on the size of the 
volume to be measured. The National Bureau of Standards tolerances 
for volumetric equipment are given in textbooks on quantitative analysis. 
In brief, a 25-ml volumetric flask (to contain) should be reliable to 0.03 
ml, or 0.12 per cent, and a liter volumetric flask to 0.5 ml, or 0.05 per cent. 
A 10-ml transfer pipette should be reliable to 0.01 ml, or 0.1 per cent, 
and a 2-ml pipette to 0.006 ml, or 0.3 per cent. Of course, the accuracy 
of a volume required to reach an end point in a titration depends upon the 
sharpness of the end point as well as the accuracy of the burette. 

In the measurement of pressure an ordinary laboratory barometer can 
be read to +0.2 mm, and the pressure should be accurate within this 
uncertainty after the necessary corrections have been made (see Appen- 
dix). On the other hand, the pressure obtained with a simple mercury 
manometer without a special reading device will be uncertain by about 
+1 mm. 

The uncertainty in a measurement of temperature will be quite differ- 
ent if the temperature is measured with a good mercury-in-glass ther- 
mometer near room temperature or by use of a thermocouple at a high 
temperature. In calculating the percentage error in the temperature it 
must be remembered that it is the uncertainty of the value which is used 
in the calculation that is significant. Thus an uncertainty of 1° at 25° 
would not cause a 4 per cent error in a calculation of molecular weight 
from the ideal-gas law, but 2 0.3 per cent error. In other types of experi- 
ments it is the change in temperature that is significant, rather than the 
absolute temperature, and so it is important to estimate the precision 
with which this difference can be measured. 

In other cases, a scale can be read to a greater precision than is war- 
ranted by other factors in the experimental arrangement. For example, 
if a low-sensitivity galvanometer is employed for detection of the null 
point in a potentiometric circuit, it may be observed that the potentiom- 
eter slide-wire can be adjusted several divisions before a detectable move- 
ment of the galvanometer occurs. In this case, the precision is deter- 
mined by the galvanometer rather than the graduated slide-wire. 
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Influence of Experimental Errors on the Final Result. A final 
physical-chemical result is usually obtained by combining the results of 
different kinds of measurements. The accuracy of any final result is 
influenced by the accuracy of the measurements of the several quantities 
involved. Ifit happens that one of the quantities involved is subject to a 
much greater error than the others, it will have the preponderant effect in 
determining the accuracy of the final result. For example, in the deter- 
mination of molecular weight from the elevation of the boiling point 
(Exp. 11), the solvent and solute can be weighed more accurately than 
the boiling-point elevation can be determined. If, however, the relative 
errors in the various measured quantities are of the same order of magni- 
tude, the errors introduced by all the measured quantities must be con- 
sidered. In trying to improve the accuracy of a given experimental 
determination it is important to emphasize improvement of the least 
accurate measurement. 

The result u, calculated from a set of experimentally determined quan- 
tities 2, y, z,... , constitutes a function dependent on the values 
assumed for these quantities as independent variables. Corresponding 
to differential changes dz, dy, dz, . . . in the independent variables, the 
differential change in the result u is given by the conventional expression 
for the exact differential of a function of several independent variables. 
Restricting the treatment to a basis of three independent variables (the 
extension to a larger number is obvious), 


du ou Ou 
du = (3) dx + (#) dy + (2) dz (5) 


The partial derivatives are derived from the relation by means of which u 
itself is calculated. Equation (5) provides a simple basis for estimation of 
the possible range of uncertainty which must be assigned to the value 
calculated for u as a consequence of the acknowledged uncertainties in 
the experimental data. In this procedure it is assumed that the accuracy 
of the measurements is reasonably good (of the order of a few per cent or 
better), so that to an adequate degree of approximation Eq. (5) may be 


replaced by 
Au = ou Ax + du Ay + a Az (6) 
~ \ da wiz OY J 2,2 : 02 Jay 


Here Au approximates the finite change u(x + Az, y + Ay, z + Az) — 
u(z,y,z) in the calculated value of u, which results from the changes 
Az, Ay, Az in the independent variables away from the values x, y, z, for 
which w and the partial derivatives are evaluated. 

In the present application, the variations in 2, y, z correspond to the 
uncertainties in the experimental data, which are known with respect to 
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estimated magnitude but not with respect to sign. It is thus possible to 
calculate with confidence only the magnitude of each term appearing on 
the right-hand side of Eq. (6); the sum of these quantities then gives the 
extreme value for the absolute magnitude of the change in the derived 
quantity wu which is consistent with specified uncertainties in x, y, z. 
Thus, for 


Y = Ym + Ay 
2 = Zm + Az 
U = Um + |Aul = ulam,Ymem) + [dul 
Ou ou 
jut = [C35 [42 + (C35). ae 
a = 


* | ($2)... | |Az| (7) 


Z=Z2m 


It must be emphasized that, if the ranges of uncertainty in the experi- 
mentally measured quantities are not properly estimated, the above 
calculation loses its practical significance, and that in any case the possible 
effects of systematic errors are not included. 

Example. The molar refraction for a fluid is defined by the relation 


ne—1M 

R= weeS (8) 
where M = molecular weight 

n = refractive index 

p = density of fluid 
For 25°C, one standard atmosphere pressure, the following results are 
specified for liquid benzene, for which the molecular weight may be 
considered as 78.114 g/mole with negligible error. 


p = 0.8737 + 0.0002 g/ml 
nm = 1.4979 + 0.0003 


Then ® = 26.20 ml/mole. 
From Eq. (8), 


OR\ My] 2n n(n? -— 1))_ M 6n 
én}, pin +2 (m+ 2)? | p | (+2) 


= 6 amjereD| 
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(2 a) aie oy 


6n R 
aes la=nwrry | ae 
(6) (1.4979) 
POS ee 20) a ae Oe) 
26.20 


= 0.013 + 0.006 = 0.019 
R = 26.20 + 0.02 ml/mole 


In an alternative approach which is often convenient, recognizing that 
d inf = df/f, one can write 
dln ® = din (n? — 1) — dln (n? + 2) — dInp 
dR _ dw’ —1)_ din’? +2) _ dp 


R nv— I) n2+ 2 p 
3 2n an _ dp 
= (a4 its) ? 
or, as above, 
_ 6n dp 
a | mares) DG? + = | ea 


Addition and Subtraction. Foru = z + y, 
Au = Ax + Ay 
and |Au| = |Aa| + |Ay| (9) 
Thus the possible absolute uncertainty in a sum or difference is equal to 
the sum of the absolute values of the uncertainties in the measured 


quantities. 
Multiplication or Division. For 


u = ctrytm 
where n, m are positive numbers, 


Inu= +nInzgzimIny 
— = +n— tm— 
u 


— “a y 
2] [lol : 
] 
Then, as the uncertainty in x becomes relatively small, the percentage 
uncertainty in z? approaches twice the percentage uncertainty in x, while 


the percentage uncertainty in ~/z becomes one-half that in x itself. 


Ax 
x 
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Propagation of Probable Errors. If circumstances justify the 
calculation of the probable error for the two independent variables x,y 
from which the function u is calculated, the probable error in u may be 
computed as follows. For the present purpose it is the values of the 
arithmetic means %m, Ym and the associated probable errors Pz, P, that are 
important, not the particular numbers of observations in the sets which 
led to these values. Then it is possible without loss of generality to 
assume that there are equal numbers of observations in the two sets, so 
that the experimental results can be considered to consist of n pairs of 
values (2:,y;) of the variables. 

Now define Au; by the relation 


Aus = ules) — UmsYm) = UCm + Ate, Ym + Ays) ~ U(amjYm) (LL) 


and let 
; ou F ou 
Uz(2,y) re (3), u = (3) 


Then, from Eq. (6), 


Aus = UZ(LmYm) At: + U4 (2m,Ym)AYs 
(Aus)? = [uz (2m;Ym)]?(Aai)? + [1) (tmsYm)]?(Ays)? 
+ 2[us(Lm;Ym)Uy(mYm)lAriAy: (12) 


For the Gaussian error distribution assumed here, an error of given mag- 
nitude has equal probability of being positive or negative, and hence 
if Eq. (12) is summed over all pairs 7, the cross-product terms can be 
expected to cancel out to an extent determined by the common number 
n of observations in the two sets. Such a cancellation leaves, for large n, 


Ms 


(Aus)? = [uz (¢mYm)]2(Avi)? + (10) (2msYm)]2(Ays)? (13) 
~=] 


ql 


Multiplying through by (0.6745)2/[n(n — 1)], and defining the probable 
error in @ by 


y Au? ij 


Pz = 0.6745 ee 


n(n — 1) (14) 
P3 = [wL(tm,Ym)]2P2 + [uf (am, Ym))?P2 (15) 
Pi = {[15(2m,Ym)]?P2 i [w}, (tm, Ym)]?.P2}¥ (16) 


The extension to more than two independent variables is straightforward. 
For the sum or difference of two variables, u = x + Y, 


Py = VP? + P} (17) 
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which is less than the sum of the probable errors of the mean of the two 
variables. Similarly, for the quotient u = x/y, 
Din tee ee 
Random Errors. The determination of the average emission rate of a 
radioactive sample offers an example of random errors which are subject 
to mathematical treatment. The actual rate of emission of ionizing 
radiation is continually fluctuating because of the random nature of the 
disintegration process, so that the number of counts recorded by a Geiger- 


TABLE 1. NuMBER OF CoUNTS OBTAINED IN 120 Src UsiIne a 
GEIGER-MULLER CoUNTER 
(Average count = 537) 


Trial | Count Deviesion Trial | Count pba 
from average from average 
1 552 +15 26 534 - 3 
2 510 —27 27 521 —16 
3 542 + 5 28 539 + 2 
4 559 +22 29 508 —29 
5 547 +10 30 519 | —18 


6 569 +32 31 532 ~~ 5 
7 513 —24 32 528 - 9 
8 524 —13 33 590 +67 
9 
0 


544 > ilak | 34 540 +3 
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Miiller counter during equal time intervals with the same radioactive 
sample will be randomly distributed about an average value. This is 
illustrated in Table 1, which gives the number of counts obtained in suc- 
cessive intervals of 120 sec for a sample of uranyl nitrate. For reasons to 
be mentioned later, the mean value is generally taken as the most prob- 
able value for the quantity being measured. In this case, the average 
number is 537 counts, and the deviations of the individual values from the 
average are given in column 3. These deviations may be referred to as 


Number of counts 


Deviation from average 


Fie. 103. Frequency of errors in the determination of radioactivity, using a Geiger- 
Miller counter. 


residuals or errors. It is seen that 25 of the values are larger than the 
average and 25 are smaller, and it may be noted that values which depart 
widely from the mean occur less frequently than those for which the 
deviation is small. 

The frequency of errors of a given magnitude is given by the graph in 
Fig. 103, in which the number of deviations having values between 0 and 
9, 10 and 19, 20 and 29, etc., is plotted versus the deviation. Such a 
graph is referred to as a frequency-distribution curve. If a much larger 
number of measurements was made, the distribution would approach 
that represented by the dashed curve, which is the result that would 
theoretically be obtained from an infinite number of trials. (The scale 
of the ordinate is arbitrary.) 
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In the case of radioactive counting, the probability of a given count 
may be calculated from Poisson’s equation,! but in many other cases it is 
not possible to predict in advance the exact distribution law followed. 
For the great majority of experimental measurements, however, the error 
distribution may be adequately represented by the Gaussian function, or 
“error function,” which is given by Eq. (1). , 

Equation (1) is referred to as a normalized distribution function, since 
the coefficient is such that the probability of z lying between z = — 
and z = + is unity. For large numbers of counts, the frequency dis- 
tribution may be adequately represented by the Gaussian function, and the 
dashed line in Fig. 103 represents the probability distribution which would 
be obtained for an infinitely great number of trials. The probable per- 
centage error in a given determination of radioactivity depends upon the 
total number of counts and may be predicted? from a consideration of the 
laws of probability. Table 2 gives the probable percentage error and the 


TasLe 2. Toe Error or Counting DETERMINATIONS 


Total counts Probable error, % | Nine-tenths error, % 


100 7.8 16 
1,000 2.2 5.1 
10,000 0.7 1.6 
100, 000 0.23 0.5 


nine-tenths error for various total numbersof counts. The probable error 
is the error which is exceeded 50 times in 100 trials, and the nine-tenths 
error is the error which is exceeded 10 times in 100 trials, on the average. 


SIGNIFICANT FIGURES 


The accuracy of 2 measurement should be indicated by the number of 
significant figures used in recording its magnitude, and care must be 
exercised that too many significant figures are not used. 

In calculations performed by longhand multiplication or a calculating 
machine, more figures are obtained than are significant, and the final 
result must be rounded off in accordance with the experimental uncer- 
tainty. Most of the multiplications and divisions required for work in 
the physical-chemistry laboratory may be made with a slide rule. The 
significant figures of a number include all the certain digits and the first 
(and first only) doubtful digit of that number. If no statement of accu- 

1 Rasetti, “Elements of Nuclear Physics,” pp. 32-35, Prentice-Hall, Inc., Englewood 
Cliffs, N.J. (1936). 

*Strong, “Procedures in Experimental Physics,’ p. 298, Prentice-Hall, Inc., 
Englewood Clifis, N.J. (1939). 
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racy accompanies an experimental result, it is assumed that the last 
digit may be uncertain by 2or 3. Thus, if the experimentally determined 
molecular weight of carbon dioxide is given as 44.0, it would indicate that 
the most probable value for the molecular weight lies between about 43.7 
and 44.3. If the experimental value is given as 44.00, it would indicate 
that the most probable value for the molecular weight lies between 43.97 
and 44.03. The statement of an experimental result is incomplete unless 
the uncertainty in the value is indicated. 

The digit 0 requires special consideration, since zeros to the left of the 
decimal point are not necessarily significant in regard to accuracy. For 
example, a volume of water measured in a 2-liter graduate might be 
recorded as 1800 ml. Since such graduates are graduated every 20 ml, 
the last zero is not significant, and this fact could be indicated by writing 
the result as 1.80 X 10? ml. Zeros preceding the numbers in a decimal 
fraction are not significant. Thus, in the number 0.0000053, there are 
only two significant figures. In the case of very large or very small 
numbers it is convenient to use exponential notation, and so the preceding 
number could be written 5.3 & 107°. 


REPRESENTATION OF DATA 


There are three principal methods by which experimental data may be 
represented: tables, graphs, and equations. 

Tabular Representation. Tables may be divided into three classes: 
qualitative, statistical, and functional tables. A statistical table, as its 
name implies, is one which lists statistical facts. Thus a table in the 
World Almanac which lists countries with a series of columns for popu- 
lation, area, national income, and the like, is a statistical table, as is 
Table 1 of Exp. 12. Such tables are fairly common in scientific work, but 
for the purposes of physical chemistry the functional table is of primary 
importance. 

In the functional table, corresponding values of an independent variable 
z and a dependent variable y are listed side by side. As in all tables, 
every functional table should have a title which is clear and complete, 
yet brief, and each column of the table should have a heading giving the 
name and the unit of the quantity listed. The choice of the independent 
variable is to some extent arbitrary, but it should be a simple one, such 
as time, temperature, distance, etc. One should usually choose rounded 
values of the independent variable in order of increasing values, with 
successive values differing by a constant amount. The dependent vari- 
able is preferably given in terms of smoothed data. Numerical items 
are arranged so that the decimal points are vertically aligned in each 
column. The rules governing significant figures should be observed. 


406 APPARATUS AND METHODS 


There are several ways of obtaining smoothed data, the most common 
one being to plot the primary data, draw a representative smooth curve, 
and read information directly from the curve at desired points. The 
equation of the curve may also be found (page 409), and data may be 
computed from the equation at any desired value of the independent 
variable. 

These principles are illustrated in Table 3. Data represented are from 
a student’s determination of the vapor pressure of acetone as a function 
of the temperature. In column 1 are listed data read directly from the 


TaBLE 3. Tue Vapor Pressure or ACETONE aS A FUNCTION OF TEMPERATURE 
ILLUSTRATING DIFFERENT MEANS OF SMOOTHING Data 


(1) (2) (3) 


P, cm H fy .om Be F ea io ith 
} , em Hg : : rom Eq. wi 
ace From curve, Fig. 104a Be ae line, m = —1.662 x 10°, 
: b = 6.929 
5 8.91 9.02 8.98 
10 11.39 11.6 11.47 
15 14.50 14.1 14.49 
20 18.17 18.2 18.16 
25 22.53 22.8 22.67 
30 28.00 28.0 27.98 
35 34.57 34.3 34.28 
40 42.09 42.0 41.82 
45 50.76 50.9 50.64 
50 61.07 61.5 61.09 
55 72.30 73.8 73.40 


curve of P versus T (Fig. 104a). The graph as originally prepared was of 
large scale and permitted readings to four significant figures. In column 
2 are data obtained from the straight-line graph of Fig. 1046, which is 
plotted from the same experimental data. The scale of this graph did not 
permit reading beyond three significant figures. In column 8 are data 
computed from the equation 


log P =m (=) 5 (19) 


where the constants have been evaluated by the method of least squares 
(page 413). 

Actually, none of these methods yields smoothed data of the highest 
possible quality in this particular case, for the following reasons: 

1. From P versus T Curve. Although the curve drawn for P as a func- 
tion of 7 is the best approximation to the correct functional form, the 
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decision as to how the curve should fit the points will be in slight error if 
the estimation is done purely by eye. 

2. From Eq. (19) with Constants Determined by Least Squares. This 
would be the last word in data smoothing if log P versus 1/7 were actu- 
ally a straight line. The best line through the points does, however, have 
a slight curvature. If the precision of the data was not quite so good, it 
is unlikely that the curvature could be assigned with certainty. 


pcm Mercury) 


10 «=4200—=—(330 40 50 60 


#(°C) $ x10° 
(a) (b) 


Fig. 104. (2) The vapor pressure of acetone as a function of temperature; (b) a plot 
of log P versus 1/T for acetone. 


If a three-constant equation of the form 
log P = m(z) +alogT+56 


or better, log P = [A/(T + C)] + B, were used in place of Eq. (19), the 
least-squares method, or even an approximate method, for evaluating the 
constants would yield smoothed data of very high quality. However, 
the labor of computation would be increased greatly. 

3. Directly from the Straight Line of Fig. 104b. This is the usual pro- 
cedure, yet it involves the errors enountered in both the other methods. 

Other topics concerned with functional tables, including several 
methods of smeothing data by arbitrary numerical procedures, and the 
problems of interpolation and extrapolation are treated fully by Worthing 
and Geffner.! 


1 Op. cit. 
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Representation of Data by Graphs. Graphs have many advan- 
tages which favor their use in representing data. One of the most impor- 
tant of these advantages is that a graph may reveal maxima, minima, 
inflection points, or other significant features in data which might be 
overlooked in a tabular or formula representation. Furthermore, direct 
differentiation may be performed by drawing tangents to a curve, and 
integration may be accomplished by determining the area under a curve; 
in many cases these operations would otherwise be tedious or impractical. 

The steps to be followed in preparing a satisfactory graph have been 
extensively treated and illustrated with numerous examples by Worthing 
and Geffner.1_ We shall summarize here only some of the more important 
points. 

1. Choosing the Graph Paper. Ordinary rectangular coordinate paper 
is satisfactory for a large majority of purposes. Semilogarithmic paper is 
convenient when one of the coordinates is to be the logarithm of an 
observed variable (Exp. 6). If both coordinates are to be logarithms of 
variables, log-log paper may be used (Exp. 50). Where an unknown 
functional relation is involved, these types of paper are sometimes used 
because it is found by trial and error that they yield a closer approxima- 
tion to a straight line than does rectangular coordinate paper. Another 
special-purpose paper which has triangular coordinates is used in Exp. 20. 

It is practically always worth the extra expense to obtain high-quality 
paper made by a reputable manufacturer. Translucent paper is available 
for tracing or blueprinting. If the graph is to be reproduced in print, it is 
well to remember that blue coordinate lines will not show up; main 
coordinate lines may be traced over with India ink for satisfactory 
reproduction. 

2. Choosing the Coordinate Scales. Five rules are listed by Worthing 
and Geffner. They are not altogether inflexible, and in case of doubt 
common sense should prevail. 

Rule 1. The scale for the independent variable should be plotted 
along the X axis (abscissa). 

Rule 2. The scales should be so chosen that the coordinates of any 
point on the plot may be determined quickly and easily. 

Rule 3. The scales should be numbered so that the resultant curve is 
as extensive as the sheet permits, provided that the uncertainties of meas- 
urement are not made thereby to correspond to more than one or two of 
the smallest divisions. 

Rule 4. Other things being equal, the variables should be chosen to 
give a resultant plot which approaches as nearly as practicable to a 
straight line. 


1 Op. cit. 
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Rule 5. Scales should be chosen such that the curve will, to the extent 
possible, have a geometrical slope approximating unity. 

3. Labeling the Coordinate Scales. Main coordinate lines (or alternate 
ones) are labeled with the values they represent. The name of the quan- 
tity represented is given along each axis, together with the units in which 
it is measured. 

4, Plotting the Data. Each point should be surrounded by a suitable 
symbol, such as a circle. If at all practicable, it is customary to have 
the size of the symbol correspond approximately to the precision of the 
determination. 

It frequently happens that several curves are to be plotted on the same 
sheet of graph paper. This is the customary manner in which a third 
variable is treated on a two-dimensional graph. When this is done, a 
different type of symbol should be used for each set of data. 

One should not carry the above considerations to the extreme. It is 
possible to have such a hodgepodge of points and curves that fundamental 
relations are obscured. 

5. Fitting a Curve to the Plotted Poinis. If sufficient points are available 
and the functional relation between the two variables is well defined, a 
smooth curve is drawn through the points. These conditions prevail in 
practically all physical-chemical work. French curves, splines, or other 
devices should be used for maximum smoothness, unless a straight line is 
being graphed. Generally speaking, inflections or discontinuities will be 
absent; however, if such irregularities are greater than the experimental 
error, ohne must not ignore them. An inflection in the cooling curve of 
a molten alloy (Exp. 19) indicates the freezing point. 

The curve should pass as close as reasonably possible to all the plotted 
points, though it need not pass through any single one. There is a 
natural tendency to overestimate the importance of the end points; often 
these are the least accurate points on the graph. 

6. Preparing a Descriptive Caption. This should include a more or less 
complete description of what the graph is intended to show. The caption 
is usually included in an open region directly on the graph paper unless it 
is to be reproduced for printing. If the data have been taken from the 
work of another, the source should be acknowledged. 

Representation of Data by Equations. In order to obtain the 
maximum usefulness from a set of experimental data, it is frequently 
desirable to express the data by a mathematical equation. An advan- 
tage of this method is that data are represented in a compact fashion and 
in a form which is convenient for differentiation, integration, or interpola- 
tion. Frequently the form of the relationship between the dependent 
and independent variable is known, and it is desired to determine the 
values of the coefficients in the equation, since these coefficients corre- 
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spond to physical quantities. Common examples of such equations 
follow. 


Vapor-pressure equation: 


—AH 1 


log P = s303R T 


+ constant (Exp. 6) 
Beer-Lambert law: . 


log + = —acb (Exp. 16) 
0 
First-order reaction-rate equation: 


+ constant (Exp. 22) 


log c — ht 
Bo = 5303 


Langmuir adsorption equation: 


¢ 2148 
erat ae + ae (Exp. 50) 
Radioactive decay law: 
ioe S=°0,3010 = (Exp. 54) 
No ty, 


In many cases the form of the relation between the independent and 
dependent variables is unknown and must be determined. This may be 
done by plotting the data and comparing the shape with that for known 
functions.1 Frequently the functional relationship is such that a straight- 
line graph may be obtained by changing the variables. For example, 
in the case of the Langmuir adsorption equation, a plot of amount 
adsorbed, «/m, versus concentration c is a curved line, while a plot of 
c/(a/m) versus c yields a straight line. When the data or some function 
of the data can be plotted as a straight line, the constants can be deter- 
mined simply from the slope and intercept. In many cases where a 
straight line is not obtained it is best to use a power series of the type 


y=a+ br+cr*+dz?+ - 


with as many empirical constants as necessary to represent the data to 
within the experimental uncertainty. 

Three methods for the evaluation of the constants in a linear equation 
will be discussed. In order of increasing degree of objectivity, these 
methods are (1) graphical method, (2) method of averages, (3) method of 
least squares. 


1 Graphs of a wide variety of functions are given in Worthing and Geffner, op. cit., 
p. 57. 
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1. Graphical Method. 'This method is especially useful for the deter- 
mination of the constants in a linear equation. Ifa given equation is not 
linear with respect to the variable, it may frequently be arranged in a 
linear form by making a simple substitution. For example, in the case of 
the vapor-pressure equation given above, the linear equation 


y= me+b 


is obtained by substituting log P = y, 1/T = x, m = —AH/2.303R, and 
b = constant. Thus, when log P is plotted versus 1/7, a straight line is 
obtained if this equation is correct. A plot of student data for the vapor 
pressure of acetone determined by the Ramsay-Young method is shown 
in Fig. 104b. The best straight line is drawn “through” these points w.th 
a transparent straightedge. The slope m of the line is caleulated from 
the coordinates 2:,y:1 and 22,¥2 of two points on the line: 

m= 2 

L2— Xy 

These points are not selected from the original data and are taken as far 
apart as possible. The constant b is equal to the intercept on the Y axis 
forx = 0. In this case, it is more convenient to calculate b from the slope 
m and the coordinates of one of the points on the line: 


b= Yi ~- Mx, 
The values of m and 6 calculated graphically from Fig. 1046 are 


m = —1.662 K 10% deg 
b = 6.929 


2. Method of Averages. The constants in a linear equation may be 
calculated from only two pairs of values for the variables. In general, 
more than two pairs of values are available, and different values for the 
constants will be obtained when different experimental points are used in 
the calculation. One method for determining the constants by using all 
the experimental data is the method of averages. This method is based 
on the assumption that the correct values of the constants m and b are 
those which make the sum of the residuals equal zero. The residuals »; 
are the differences between the values of y calculated from the empirical 
equation and the experimentally determined values y;. In the case we 
are discussing, the residuals are 


v = ma +b — Yi (20) 


This assumption gives only one condition on the constants, and so it is 
further assumed that if there are r constants, the residuals may be 
divided into r groups and 2v; = O for each group. The groups are chosen 
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to contain nearly the same number of experimental values, but it should 
be noted that different methods of choosing the groups will lead to differ- 
ent values for the constants. If the number of residuals in a group is k, 
the summation of Eq. (20) yields 


k k k 
Yo=m Yat kb — Ly =0 


If the data in Table 4 are divided into two groups, 1 to 7 and 8 to 15, 
the two equations are 


23.715m + 76 — 9.089 = 0 
24.886m + 8b — 14.061 = 0 


The values of, m and b calculated from these simultaneous equations are 


m = —1.6571 X 108 deg 
b = 6.9125 


The values of the residuals calculated from Eq. (20) by using these con- 
stants and the values obtained experimentally are given in Table 4 to 
indicate the precision with which the data are represented. 


TasBLe 4. APPLICATION OF A LINEAR EQuaTION TO EXPERIMENTAL Data 


Residuals (mz; + b — yi) X 10° 


P X 108 

on: Graph- Method | Method 

108 ical of of least 

method | averages | squares 
1| 3.614 ‘ 13.06100 | 3.324880 +5 +4 +2 
21 3.493 ; 12.20105 | 3.915653 +5 +3 +2 
3} 3.4384 : 11.79236 | 4.192914 +3 +1 0 
4) 3.405 : 11.59402 | 4.327755 +1 —1 —2 
5| 3.288 f 10.80944 | 4.810344 +4 +1 0 
6] 3.255 : 10.59502 | 4.954110 —1 —3 —4 
7| 3.226 ; 10.40708 | 5.068046 —1 —4 —4 
8; 3.194] 1. 10.20164 | 5.183862 0 —3 —3 
9; 3.160] 1. 9.98560 | 5.305640 0 —3 —3 
10; 3.140] 1. 9.85960 | 5.372540 +1 —2 -1 
11] 3.117] 1. 9.71569 | 5.451633 +2 —2 —1 
12] 3.095] 1. 9.56902 | 5.518385 +4 +1 +1 
138; 3.076; 1. 9.46178 | 5.579864 +5 +1 +2 
14| 3.060} 1. 9.36360 | 5.624280 +7 +4 +4 
15] 3.044] 1. 9.26594 | 5.674016 +8 +4 +4 


z= | 48.601 : 157 .89433 | 74.303922 
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3. Method of Least Squares. The methods already described give 
different values of the constants, depending upon the judgment of the 
investigator. The method of least squares has the advantage of giving 
a@ unique set of values for the constants, and the values of y calculated by 
using the constants determined by this method are the most probable 
values of the observations, it being assumed that the residuals follow the 
Gaussian law of error. The principle of least squares asserts that the best 
representative curve is that for which the sum of the squares of the 
residuals v; is a minimum. In the case of the equation which we have 
been discussing, this sum is 


n 


S = 5 (zim + b — y:)? 


i=1 
= m? D, 24 + 2bm Sm: — 2m Saas + nb? 2 Ya + Dat 


The necessary conditions for a minimum are 


98 = 0 = 2m Yat + BY a — 2S yor 
m 1 1 1 
—— 0 = 2m Ya: + 20(n) 2) us 


These two equations may be solved simultaneously for m and b to yield 


(n)Zya; — Daidy: 
(n)Z2}? — (zi)? 
raeztyi — LLiDLY; 
(n) Za}? — (22%)? 


m= 
—_ 


where the summations are to be carried out from 1 to n. Thus, in order 
to compute the constants by this method, it is necessary to calculate 
Za, Zy:, Ze}, and Zx.y; as shown in Table 4. The calculations are carried 
out with more figures than the number of significant figures in the experi- 
mental data because the experimental values are assumed to be exact for 
purposes of the calculation. 

The values of m and b obtained are 


m = —1.6601 X 10° deg 
b = 6.9221 


and the values of the residuals are given in the last column of Table 4 for 
comparison with those obtained by the other methods. Calculations by 
the least-squares method are time-consuming and are therefore carried 
out only for reliable data. 


i] 


414 APPARATUS AND METHODS 


The student is referred to books on mathematics for the application of 
this method to equations with three or more variables. 


ERROR PROBLEMS 


1. The molecular weight M of an ideal gas may be calculated from 
the gas law 


where P = pressure, atm 

V = volume, liters 

g = weight, g¢ 

T = absolute temperature 

R = gas constant, 0.08206 liter-atm deg-! mole} 
In an experiment with CH,, a student obtains the following values and 
estimates the indicated maximum errors: 


P= 735 + 1mm 
V = 210+ 2 ml 
g= 137 +2mg 
T = 25+ 1°C 


Calculate the molecular weight and the range of uncertainty correspond- 
ing to these data, assuming CH, follows the ideal-gas law exactly. 

2. The relationship between the intensity J of light transmitted 
through a solution, the incident intensity I, the length 6 in centimeters 
of the absorbing path, and the concentration of the solution c in moles 
per liter is known as the Beer-Lambert law and may be written 


log 4 = acb 
where a is the absorbancy index. 

A solution of a dye containing 5.00 X 10-4 mole liter! transmits 
8 per cent of light of a certain wavelength through a 1-cm cell. The 
uncertainty in the reading is +1 per cent in transmission. The sample 
is diluted accurately by a factor of 2, and the measurement repeated. 
The following data are obtained in this way: 


e X 104 Transmission, % 
5.000 8+1 
2.500 27 +1 
1.250 53 +1 
0.625 7341 


1 Sokolnikoff and Sokoinikoff, ‘‘Higher Mathematics for Engineers and Physicists,”’ 
2d ed., McGraw-Hill Book Company, Inc., New York (1941). 
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Calculate a value of a and its range of uncertainty from the data given 
for each solution. 

3. A student determines the heat capacity of a calorimeter bomb by 
burning benzoic acid, which has a heat of combustion of 6315.0 + 0.5 cal 
g'. The pellet of benzoic acid weighed 0.5478 + 0.0003 g. Also, 
0.020 + 0.001 g of wire with a heat of combustion of 1600 + 1 cal g-! 
is burned. The calorimeter contained 1875 + 2 g of water of specific 
heat 0.9990 + 0.0005 cal g-!. The measured temperature rise was 
1.57 + 0.01°C. Calculate the heat capacity x of the bomb by using 
the following equation: 


z = O3156 + 16007 _ 9 poopy 


where G = grams of benzoic acid 
g = grams of wire 
t = observed temperature rise 
W = grams of water in calorimeter 
What is the range of uncertainty in the heat capacity of the bomb due 
to the errors in the various measurements? 

4. The relative viscosity /n2 of a liquid may be calculated from the 
time t, required for a given volume to flow through the capillary of a 
viscometer using 

ms Pals 
m2 pate 


where t: = flow time for reference liquid (water) 
pi,p2 = densities for liquid and water, respectively 

If at 25°, p2 = 0.99707 + 0.00005 g cm~* and f = 45.1 + 0.4 sec, cal- 
culate /n2 and the range of uncertainty in this value for a liquid for 
which p1 = 0.897 + 0.003 and t, = 36.4 + 0.4 sec. 

5. The molecular weight M of a solute may be calculated from the 
elevation of the boiling point, 6, for a solution containing g grams of 
solute in @ grams of solvent using the equation 


1000Kig 
Ge 


where Ky is a constant characteristic of the solvent. The assumptions 
made in the derivation of this relation (page 73) are sources of system- 
atic error. 

In an experiment in which the molecular weight of naphthalene in 
benzene is to be determined, it is found that the reading of the Beckmann 
thermometer for boiling benzene is 2.975 + 0.005°, and for a solution 
containing 1.054 + 0.001 g of naphthalene in 87.0 + 0.1 g of benzene, 
the reading is 3.210 + 0.005°. This type of thermometer is used only 


M= 
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in determining temperature differences. If the value of Ky is given as 
2.530, calculate M and the range of uncertainty introduced by these 
estimated experimental errors. 

6. The rotational constant Bo (cf. page 257) for the ground vibrational 
state of carbon monoxide has been found to be (57,635.965 + 0.005) x 10° 
cycles/sec by microwave-absorption studies, where the instrument cali- 
bration is made on a basis of frequency. A value of 


Bo = 1.922521 + 0.000035 cm—! 


has been found by analysis of the rotation-vibration absorption band in 
the near-infrared region of the spectrum, where the calibration is made 
in terms of wavelength by interferometric methods. Calculate from 
these results a value for the velocity of light, and specify the range of 
uncertainty imposed by the data given. 

7. The vacuum wavelength for a particular Raman line is measured as 
4529.3 + 0.2 A. The excitation line used was the blue mercury line 
of wavelength 4358.35 A. Calculate the vacuum wave number 7 = 1/Nvao 
for each line, and the ‘Raman shift?’ (i353 — i529), together with the 
pertinent range of uncertainty in this difference. 

8. The apparent molar volume (cf. page 89) for a solute in a binary 
solution system at a given temperature and pressure is defined as 


ee po + mM, _ 1000 


v= 
. m p Pi 


For an aqueous solution of potassium hydroxide (molecular weight 
M. = 56.108), determine the accuracy required in the molality m of the 
solute and the difference in density (p — p,) of the solution and the pure 
solvent if the acknowledged range of uncertainty in the value of ¢y is not 
to exceed 0.01 mi for m = 0.01. 

9. The electromotive force of the cell 


Pt, He; HCl (m); AgCl, Ag 


is given by the relation 


i OL RT (ys.m)? 


where yy = mean ionic activity coefficient for HCl 
m = molality of solute 
Pu, = partial pressure of hydrogen gas at the hydrogen electrode, 
standard atm 
= (barometric pressure P,;,.) — (vapor pressure of electrolyte 
solution) 
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For T = 298.15 + 0.01°K, calculate the value of yz and the range of 
uncertainty corresponding to the following data: 


E = 0.27227 + 0.00003 volt m = 0.5000 + 0.0003 
E®? = 0.22239 + 0.00005 volt Pyar = 740.00 + 0.05 standard mm Hg 
Vapor pressure of solution = 23.34 + 0.03 standard mm Hg 


10. The refractive index n of “standard air’ (0.03 per cent CO», 
15°C, 1 standard atm pressure) is given as 1.00027794 + (3 < 10-8) for 
a wavelength of 5460 A (green light). The molar refraction ® for this 
wavelength, 

n?— 1 


ane 


V (1) 
where V is the molar volume, may be treated as constant for small varia- 
tions in temperature and pressure. 

a. Identify the assumptions made in the derivation of the formula 


(n aa 1) ogs.15°K, 1 atnd atm a T i (2) 
(n os 1) 7K, P stnd atm 288.15 P 


b. Calculate the value of n — 1 fora temperature of 25.00 + 0.03°C and 
pressure of 740.00 + 0.05 standard mm Hg and determine the effect on 
this value of the uncertainties in the data given and of the assumptions 
made in the derivation of Eq. (2). 

For air, the compressibility factor Z (V = ZR7'/P) may be taken as 
0.99958 + 0.00001 at 15°C, 1 standard atm pressure, and as 0.99969 + 
0.00001 at 25°C, 740 standard mm pressure. 


CHAPTER 19 


Opticochemical Measurements 


Many types of analyses may be made by optical methods. These 
methods have the advantage that they are rapid and sensitive and 
leave the sample unchanged. Also, the optical tools are popular as 
instruments of physical chemistry in the determination of the structure, 
size, and shape of both ordinary and large molecules in solution or of 
colloidal particles in suspension. 


REFRACTOMETRY 


Refractometers Measuring Critical Angle. The basic principles 
of operation and the construction of the Abbe and immersion refrac- 
tometers have been described in a number of places... The compensator 
(or Amici prism), which makes possible the use of white light in the Abbe 
and immersion refractometers, consists of two direct-vision prisms in the 
telescope barrel which can be rotated in opposite directions. The direct- 
vision pr'sms are made to give dispersion, with a minimum of deviation, 
by cementing a dense prism of flint glass between two prisms of crown 
glass. If the first direct-vision prism spreads out the light into a spec- 
trum, and if the second prism is set at the same angle, the dispersion is 
doubled. However, if the prism is rotated through 180°, the second 
prism will subject the dispersed beam to an opposite dispersion, thus 
reproducing white light. The refractometer prism and the liquid pro- 
duce dispersion, the amount varying with the refractive index of the 
liquid. The extent to which the prisms of the compensator must be 
rotated in order to offset the dispersion of the refractometer and liquid 
to produce white light must be determined each time by trial. The read- 
ing on the compensator drum is a measure of the dispersion of the liquid. 

The Abbe refractometer is checked by placing against the upper prism 
a plate glass of known refractive index supplied with the instrument. 
The two surfaces are held together with a drop of liquid having a higher 

' Bauer, Fajans, and Lewin in Weissberger (ed.): ‘“‘Physical Methods of Organic 


Chemistry,” 3d ed., Vol. I, Pt. II, Interscience Publishers, Inc., New York (1960). 
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index of refraction, for example, a-bromonaphthalene. If the refrac- 
tometer does not give the proper reading, it is adjusted by means of the 
small screw at the back of the telescope. The immersion refractometer 
is checked with distilled water. If the shadow edge does not fall at 
15.0 for 17.5°C or at 13.25 for 25°C, adjustment is made by means of a 
screw inside the micrometer drum. 

The Pulfrich refractometer is perhaps the oldest and the most accurate 
instrument of this kind. It requires a sodium or mercury lamp or other 
source of monochromatic light because it does not have a compensating 
Amici prism. The honzontal beam of monochromatic light goes through 
a cup of liquid cemented to the top of the prism and is refracted through 
an angle which is measured directly by rotating the eyepiece until it 
picks up the colored line of light, directly coincident with the point of 
intersection of the cross hairs. The angle of refraction is read directly in 
degrees on a circular scale, using a vernier and lens. 

The zero setting of the instrument is obtained by holding a small light 
at arm’s length in front of the small square window near the eyepiece and 
turning the graduated circular scale until the image of the cross hairs 
reflected from the face of the main prism coincides with the cross hairs 
themselves. This window has a right-angled prism which directs a light 
beam on to the prism surface, from which it is reflected back into the 
eyepiece. The zero setting is subtracted from the reading of the angle of 
refraction. 

The refractive index m at each wavelength } is calculated by means of 
the formula 

nm = WN? — sin?i 


where N, = refractive index of glass prism against air for wavelength of 
light used 
sin 7 = sine of angle of emergence 7 measured on circular scale 
The values of Ny are furnished with the Pulfrich instrument, usually for 
the blue (4358 A), green (5460 A), and yellow (5780 A) lines of the 
mercury are. 

The cup of the Pulfrich refractometer is cemented to the prism. For 
organic liquids, fish glue may be used. Still better is a concentrated 
gelatin solution containing potassium dichromate, which is exposed to 
bright sunlight after setting in place. When aqueous solutions are used, 
the glass cup must be attached with Canada balsam or other waterproof 
cement. A smaller metal cup with circulating thermostated water is set 
into the cup of liquid. 

The Pulfrich and the immersion refractometers may be provided with 
interchangeable prisms which extend the range to different refractive 
indices, The immersion refractometer is provided with a small metal 
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cap with a glass bottom which fits over the prism and permits measure- 
ments to be made with small amounts of liquid. 

The refractive index of liquids changes considerably with temperature, 
and temperature control to 0.1 or 0.2° is necessary. The refractive index 
of glass against air changes also, but to a considerably smaller extent. 
For example, in the Pulfrich refractometer, the refractive index of the 
prism is given for 20° and an increase of 3° gives an increase in the 
refractive-index calculations of about 1 in the fifth decimal place. This 
temperature correction for the glass may be neglected in ord.nary work 
at room temperature. 

Differential Instruments. One of the ways in which the concen- 
tration of a solution may be analyzed, or the refractive-index increment 
for the solute determined, is by means of a differential refractometer. 
There are a number of varieties of instrument, but in all of them their 
refracting surfaces represent the equivalent of two adjacent prisms, one 
with solvent and the other with (dilute) solution. With solvent in both 
prisms there is zero deflection of an image, but with solvent of refractive 
index mp in one and solution of refractive index n in the other, the dis- 
placement of the image is nearly proportional to n — mp. There are 
many advantages of the differential method, especially that of very high 
accuracy. Temperature control is maintained by enclosing the cells in a 
jacket through which water can be pumped from a thermostat. 

Differential refractometers are especially important instruments to the 
macromolecular chemist. In connection with the estimation of molecular 
weights from the data on light scattering, a knowledge of the refractive- 
index increment in dilute solutions is required. The construction and 
alignment of differential refractometers have been described by Debye,} 
Brice and Speiser,? and Svensson.?® 

Schlieren Techniques. To observe the changes in boundary posi- 
tion and breadth which take place in electrophoresis, diffusion, velocity 
sedimentation, and chromatography experiments, optical methods are 
indispensable. Some time ago the light-absorption method was devel- 
oped to a high degree of precision by Svedberg and associates‘ to give 
concentration as a function of distance in an optical cell; it is now again a 
useful procedure. 

When there is no convenient absorption band, the refraction methods, 
which give not concentration, but concentration gradient (more strictly 
refractive-index gradient), as a function of distance in the cell, are 


1J. Appl. Phys., 17, 392 (1946). 

2J. Opt. Sct. Am., 36, 364 (1946). 

§ Anal. Chem., 25, 913 (1953). 

4Svedberg and Rinde, J. Am. Chem. Soc., 46, 2677 (1924); Tiselius and Gross, 
Kolloid-Z., 66, 11 (1934). 
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effective. The classical one is the scale method of Lamm, which is quite 
accurate but somewhat tedious in use. There have come into use other 
refractive methods, based upon the schlieren effect, the methods having 
been devised by Wiener, Svensson, Philpot, and Longsworth.! They 
depend upon the formation of shadows on the image of a cell by the inter- 
ference of convergent rays which, in passing through a boundary between 
solvent and solution, have been deviated by the inhomogeneous layers of 
liquid. The cylindrical-lens schlieren optical system is illustrated in 
Fig. 105. This method makes use of the bending light by the refractive- 
index gradient between two solutions of different composition, and hence 
of different refractive index, and of the fact that the angular deflection of 
the light is directly proportional to the magnitude of the gradient. An 


Fie. 105. Schlieren optical system for observing and photographing refractive-index 
gradients. 


image of the horizontal illuminated slit A is focused by means of a large 
lens (schlieren lens) B on a diagonal slit in the focal plane D of the 
schlieren lens. The cylindrical lens F with its axis vertical is focused on 
the inclined slit and on the photographic plate G. The camera lens E 
focuses the cell C on the photographic plate. The presence of the 
cylindrical lens does not alter the vertical coordinates of a point in the 
photograph of the cell, but in conjunction with the diagonal slit will 
displace the ray of light horizontally across the optical axis if it has been 
bent downward by a refractive-index gradient. This lateral displacement 
is directly proportional to the refractive-index gradient in the cell at the 
level at which the light ray passed through, so that the photograph 
obtained is a plot of refractive-index gradient versus vertical height in 
the cell. 

If the liquid in the cell is homogeneous, all the light passing through it 
is concentrated in the normal slit image of Y, and is focused on the photo- 


* Wiener, Ann. Physik, 49, 105 (1893); Svensson, Kolloid-Z., 87, 181 (1939); 
Philpot, Nature, 141, 283 (1938); Longsworth, J. Am. Chem. Soc., 61, 529 (1939); 
Ind, Eng. Chem., Anal. Ed., 18, 219 (1946). 
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graphic plate by the camera lens to form the vertical base line of the 
pattern. With a boundary between two solutions of different refractive 
index in the cell, the light through the layer having the maximum gradient 
is deflected to Y,,. These rays pass through the inclined slit to the right 
of the optical axis (when we look toward the light source) and are there- 
fore passed to the left by the cylindrical lens to form the peak of the 
pattern at H. Other rays through regions in which the refractive-index 
gradients are less intersect the diagonal slit at positions between the 
normal slit image and Y,, and form points in the refractive-index-gradient 
plot in the photographic plate. The plot of refractive index versus 
vertical height in the cell may be obtained by integration of the refractive- 
index-gradient curve. 

Interferometric Methods. Still more accurate optical systems 
for the study of moving and diffusing boundaries depend upon several 
interference phenomena. The rigorous quantitative use of the Gouy 
interference effect! in the study of diffusion was the pioneering effort in 
this direction. Now Rayleigh integral fringe optical systems are being 
developed and used in diffusion and in sedimentation analysis.2 They 
give the refractive index along the linear (vertical) or radial cell dimen- 
sion.? The assembly of Longsworth‘ is very useful. 


LIGHT SCATTERING 


A number of light-scattering phenomena have been studied, for 
example, turbidimetry, nephelometry, Tyndall effects, dissymmetry of 
depolarization, etc. One of the effects in which the physical chemist is 
currently interested is the scattering from dilute solutions of macro- 
molecules, mathematical analyses and expressions for solute molecular 
weight being obtained by treating the scattering as resulting from statisti- 
cal fluctuations in the density of the solvent and in the concentration of 
the solute, which produce momentary variations in dielectric constant 
and therefore in refractive index. 

Some light is scattered even by a pure liquid because it is inhomo- 
geneous on a microscopic scale. The scattering by a solution is cor- 
respondingly greater because of local differences in refractive index due to 


1 Kegeles and Gosting, J. Am. Chem. Soc., 69, 2516 (1947); Coulson, Cox, Ogston, 
and Philpot, Proc. Roy. Soc. (London), A192, 382 (1948); Gosting and Onsager, 
J. Am. Chem. Soc., 74, 6066 (1952); Creeth, J. Am. Chem. Soc., 77, 6428 (1955). 

? Longsworth, Rev. Sci. Instr., 21, 524 (1950); Anal. Chem., 23, 346 (1951); Creeth 
and Gosting, J. Phys. Chem., 62, 58 (1958); Creeth, ibid., 62, 66 (1958); Schachman, 
“Ultracentrifugation in Biochemistry,’’? Academic Press, Inc., New York (1959). 

3 Philpot and Cook, Research (London), 1, 234 (1948); Svensson, Acta Chem. Scand., 
3, 1170 (1949); 4, 399, 1329 (1950); 5, 72, 1801, 1410 (1951). 

4J. Am. Chem. Soc., 74, 4155 (1952). 
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fluctuations in concentration of solute. The study of the intensity of 
light scattered by a solution of a high polymer (or protein) may be used to 
determine the molecular weight and shape of these molecules. In the 
case of molecules having dimensions comparable with the wavelength of 
light or greater, measurements of light scattered at several angles are 
required; thus the apparatus is arranged so that the photomultiplier 


Light source 


Filter 


ot 
oe 


S 
i Photo tube housing 


To galvanometer 
circult 


Fia. 106. Light-scattering apparatus. 


detector may be placed at several angles.? The principle of operation of 
the apparatus is illustrated by Fig. 106. 

To use the equations, two optical measurements are required: a 
quantitative comparison of the two intensities of the scattered and 
incident beams, and the determination of the specific-refractive-index 
increment of the solution. The measurement of the intensity of light 
scattered by a dilute solution is carried out in an apparatus (Fig. 106) 
which consists of a light source, a collimation system for the incident 


1 Debye, J. Phys. Colloid Chem., 51, 18 (1947); Zimm, J. Chem. Phys., 16, 1099 
(1948); Bender, J. Chem. Educ., 29, 15. (1952). 

* Stein and Doty, J. Am. Chem. Soc., 68, 159 (1946); Debye, J. Applied Phys., 
17, 392 (1946). 
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beam, a cell to hold the solution, a collimation system for the scattered 
light, a photomultiplier, and a measuring device for the impulse. The 
photomultiplier is so mounted that it may be moved in an arc around the 
solution cell in order that the quantity called the Rayleigh ratio may be 
determined at several angles. Some form of permanent working standard 
is used to check variations in the performance of the apparatus; molecular 
weights are given in reference to that of some standard substance. 

Specific refractive index increment data are obtained by using a dif- 
ferential refractometer. 

Light scattering as applied to the study of large molecules has been 
reviewed by Stacey? and by Oster.? 


MICROSCOPY 


Light Microscope. The resolving power (R.P.) of the common 
microscope is a measure of its capacity to reproduce minute details of the 
structure of the object in the image. It is directly proportional to a 
quantity called the numerical aperture (N.A.) and inversely proportional 
to the wavelength X of the light employed; thus 


N.A. 
R.P. = ca 


This formula is valid only for central illumination; if sufficiently oblique 
illumination is used, the resolving power may be almost doubled. The 
resolving power also increases with an increase in the refractive index of 
the medium intervening between the front lens of the objective and the 
cover glass over the specimen. Thus, by using water-immersion and 
oil-immersion lenses, the resolving power can be further increased. 

Eyepieces equipped with a measuring scale are known as micrometer 
eyepieces. The scale may be calibrated in absolute units by means of a 
stage micrometer, which is viewed in the same manner as any object 
would be. The scale must be calibrated for each objective used. The 
filar micrometer is almost indispensable for measurements of small 
lengths. 

Binocular microscopes are advantageous from several points of view; 
they give a correct stereoscopic image, they prevent fatigue in prolonged 
studies, and with a properly constructed camera, very satisfactory 
stereophotomicrographs can be made. 


18tacey, “Light Scattering in Physical Chemistry,” Academic Press, Inc., New 
York (1956). 
2 Oster, Chem. Revs., 43, 319 (1948); in Weissberger (ed.), op. cit., Vol. I, Pt. IIT. 
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Phase-contact microscopy began with Zernicke.! It enhances the 
contrast of the image which is observed, making possible an observation 
of sections too thin or too transparent for the conventional techniques. 
It is also valuable in the microscopic determination of refractive index. 

Microscopes for use in the chemical laboratory should be provided with 
polarizing and analyzing Nicol prisms. Very important information is 
often secured by examinations of substances in polarized light. Special 
microscopes known as chemical microscopes are available, having such 
prisms and other useful accessories. 

Electron Microscope. The limiting factor in the resolution of small 
objects by the optical microscope is the wavelength of the light. The 
details of material under examination cannot be seen if they are smaller 
than the wavelength of the light used in the observation. A beam of 
monoenergetic electrons can exhibit interference effects characteristic of a 
wave motion with a wavelength \ of 


300he 
= Ee 


where # = accelerating potential, volts 

é = electron charge, esu 

h = Planck’s constant 

c = velocity of light 
It is readily calculated that a beam of electrons can have a wavelength 
of a fraction of an angstrom unit, as against 4000 to 8000 A for the 
wavelength of visible light. Moreover, the electron beam can be bent 
by an electrostatic or an electromagnetic field so that it can be focused by 
simple adjustment of current and voltage. These principles have been 
applied in the design electron microscopes,? and many excellent pictures 
have been taken with them. Bacteria, fine powders such as carbon black, 
fibers, and many things of biological interest have been examined with 
enormously greater magnification than was previously possible, and new 
details of structure have been revealed. 

The principle of the electron microscope is shown in Fig. 107. Elec- 
trons are emitted from a hot filment, accelerated by fields of 30,000 to 
100,000 volts, and focused with magnetic fields as indicated. The object 
is placed on a thin nitrocellulose film, which is fairly transparent to the 
beam and shows no structure of itsown. The electrons pass through and 
are focused on a fluorescent plate, where the image is viewed by eye. The 


1 In Bouwers: “Achievements in Optics,” Elsevier Press, Inc., New York (1946), 
Cf. also Bennett, Jupnik, Osterberg, and Richards, Trans. Am. Microscop. Soc., 65, 
99 (1946); “Phase Microscopy,” John Wiley & Sons, Inc., New York (1951). 

? Hall, “Introduction to Electron Microscopy,” McGraw-Hill Book Company, 
Inc., New York (1953); Hamm in Weissberger (ed.), op. cit. p. 1561, Vol. I, Pt. II. 
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electrons are scattered by the denser parts of the object, but the trans- 
parent parts of the object show up more brightly. A photographic plate 
is then substituted for the fluorescent screen, and a short exposure gives 
a satisfactory picture. The monograph of Hall and the chapter by 
Hamm are but two sources of much information about the physical 
principles involved in the design of electron microscopes and the ways in 
which they are applied in the construction of the instrument. 

The details in an electron-microscope picture sometimes may be 
brought out more clearly by producing “shadows” of the more prominent 
parts of an object. Vapors of a heavy element such as uranium may be 
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Fig. 107. Principle of the electron microscope. 


directed across the object in an evacuated space, or the object may be 
embedded in a thin layer of an inorganic gel consisting of a compound of a 
heavy element. The less dense or thinner parts of the- object then 
transmit the electron beam more readily, thus producing the shadows 
and revealing finer details of the structure. 


POLARIMETRY 


The development first of carbohydrate chemistry and now protein 
chemistry and steroid chemistry is associated with polarimetry. When 
ordinary, unpolarized light passes through a Nicol prism at the proper 
angle to the optic axis, only the plane-polarized extraordinary ray is 
transmitted. Now, if this emergent ray is caused to fall upon another 
Nicol, the ray will pass through if it has parallel orientation. If the 
second prism is rotated through 90°, the plane-polarized light is extin- 
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guished and the Nicols are said to be “crossed.” Such Nicols with light 
source, sample tube, and eyepiece form the basic elements of the 
polarimeter. 

On passage through optically anisotropic liquids or solutions, a change 
in the direction of vibration of the linearly polarized light may be pro- 
duced. Pasteur’s principle that a compound will be optically active if its 
structure cannot be brought into coincidence with its mirror image is 
quite general; the presence of an asymmetric carbon atom is not required. 
This principle will be met whenever the three-dimensional molecule has 
neither a plane of symmetry nor a center of symmetry. Another case of 
optical activity, now of special interest, is the molecular dissymmetry due 
to the presence of a helical structure, producing an optical activity which 
is superimposed upon that due to the asymmetric carbon atoms in 
polypeptides and proteins. 

The various types of available instruments and underlying principles 
have been described in detail by Heller.! The subject of the dispersion 
of optical rotation has been considered by Djerassi? and by Klyne and 
Parker.? 


1 In Weissberger (ed.), op. cit., Vol. I, Pt. III (1960). 

2 “Optical Rotatory Dispersion,” McGraw-Hill Book Company, Inc., New York 
(1960). 

3 In Weissberger {ed.), op. cit., Vol. I, Pt. III (1960). 


CHAPTER 20 


Thermal Measurements 


THERMOMETRY?! 


The International Temperature Scale. Although the constant- 
volume hydrogen thermometer is the standard on which the centigrade 
and absolute scales are based, such a thermometer is inconvenient to use 
except as an ultimate standard. The international temperature scale is 
defined by several fixed points (Table 1), and means for interpolating 
between the fixed points are provided. 


Tass 1. Fixep Points or THE INTERNATIONAL TEMPERATURE SCALE 
[All at 1 atm pressure (760 mm Hg)] 


Substance Designation | Temperature, °C 
ORY BON sik ei oie es Boiling point — 182.97 
Water (air-saturated)........ Freezing point 0.000 
Water. i civgucieey ie ioween Boiling point 100.000 
PTs ches cae kt etalk y Goat Boiling point 444.60 
Antimony.................. Freezing point 630.50 
BUY Ol sc seek po ict ao eax eons Freezing point 960.5 
Olds ct wetliee Wem canes § Freezing point 1063 


From the ice point to 660° the international centigrade temperature is 
computed from the resistance R, of a standard platinum resistance 
thermometer by means of the equation 


= Ro(1 + At + Be) (1) 


The constants Ro, A, and B are determined by calibration at the ice, 
steam, and sulfur points. From —190° to the ice point a platinum 


? A standard reference book on this subject is “‘Temperature: Its Measurement and 
Control in Science and Industry,” Reinhold Publishing Corporation, New York 
(1941). It includes 125 papers presented at a symposium. See also Griffiths, 
“Methods of Measuring Temperature,” Charles Griffin & Co., Ltd., London (1947); 
Sturtevant in Weissberger (ed.): ‘Technique of Organic Chemistry? 3d ed: Vol. I, 
Pt. I, Chap. 6, Interscience Publishers, Inc., New York (1959). 
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resistance thermometer is also used, with a modified interpolation 
formula: 


Ri = Rofl + At + Be + C(t — 100)2°] (2) 


Ro, A, and B are the same as before, and C is determined by measurement 
at the oxygen point. 

From 660 to 1063° the temperature is computed from the electromotive 
force E of a standard platinum versus platinum-rhodium thermocouple by 
means of the equation 


E=a+bt+ ct? (3) 


where a, b, and ¢ are obtained from measurements at the antimony point, 
silver point, and gold point. 

Above the gold point an optical method, based on the Wien formula for 
blackbody radiation, is used. 

The international temperature scale assures laboratories throughout 
the world of an accurate and readily reproducible basis of temperature 
measurement. It should be pointed out, however, that the relationship 
between absolute centigrade and international scales is subject to such 
changes as are occasioned by production of new materials of higher 
purity or more refined experimental techniques in gas thermometry. 

Mercury Thermometers. The mercury thermometer is the simplest 
and most widely used instrument for measuring temperature. Mercury 
is particularly suitable because it has a very uniform coefficient of expan- 
sion, it does not wet glass, it is easily purified, and the thermometer is 
easily read. At atmospheric pressure it remains liquid from —40 to 
+357°C. 

Thermometers of various grades and ranges are available, including 
(a) 0 to 100, 250, and 360°, graduated in degrees for general purposes; 
(b) sets of thermometers from —40 to +400°, each having a range of 
50° and graduated to 0.1°; (c) 18 to 28°, graduated to 0.01°, or 17 to 31°, 
graduated to 0.02°, for calorimetric work; (d) —5.0 to +0.5°, graduated 
to 0.01° for freezing-point lowering; (e) Beckmann-type thermometers 
with adjustable range, graduated to 0.01°; (f) high-temperature ther- 
mometers, in which special combustion glasses or quartz are used with 
nitrogen or argon under pressure to extend the upper temperature limit 
as high as 750°C. 

The graduations should extend a little beyond the nominal limits, and 
a high-grade thermometer of any range should have an ice point for 
standardization if actual temperatures are to be measured. If only 
differences in temperature are required, the ice point is not necessary. 

Reading. Exposed stem, parallax, and sticking mercury constitute 
three important sources of error in the reading of thermometers. 
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Thermometers are usually calibrated for total immersion of the mer- 
cury, and a correction is necessary when part of the stem is exposed. 
The thermometer will read too low if the air surrounding the stem is 
colder than the bath in which the bulb is immersed, and too high if the air 
is warmer. A second thermometer is placed near the exposed stem, and 
the stem correction S is given by the formula 


S = 0.00016n(t’ — #) 


where n = length of exposed mercury column in terms of scale degrees 
t’ = temperature of bath 
t = average temperature of emergent stem 

The factor 0.00016 is suitable for the glass used in most thermometers. 

It should be emphasized that stem corrections are not accurate, and 
for very high or very low temperatures a considerable error may be intro- 
duced. It is better to avoid the exposed stem by improving the experi- 
mental conditions. — 

Parallax may cause an erroneous reading, depending upon the extent 
to which the eye is below or above the level of the top of the mercury 
thread. It may be eliminated completely by reading the thermometer 
from a distance with a cathetometer (telescope and cross hair), and it 
may be reduced considerably by carefully regulating the position of the 
eye. Special thermometer lenses sliding along the stem are helpful. 

A thermometer should be read whenever possible with a rising thread 
rather than a falling thread, and in either case it is necessary in accurate 
work to tap the thermometer gently before reading, to prevent sticking. 

Standardization. In the simplest method, the thermometer is com- 
pared with a standard thermometer, for which purpose a thermometer 
certified by the National Bureau of Standards is useful. The two 
thermometers are set side by side in a thermostat, vapor bath, or large, 
well-stirred body of liquid. The National Bureau of Standards ther- 
mometer is immersed nearly to the top of the thread, and the other 
thermometer is immersed to the depth at which it isto be used. The true 
temperature as given by the standard thermometer is obtained by adding 
or subtracting the correction indicated on the National Bureau of Stand- 
ards certificate, after correction for a possible change in the ice point. 

The ice point is always taken before a standardization, and it should 
check with the ice point given on the certificate, if the corrections as 
given in the certificate are to apply. In case the ice point does not check, 
a constant adjustment of all the corrections is necessary. 

In taking the ice point of a thermometer, it is necessary to have the ice 
very finely divided and intimately distributed throughout the whole bath. 
A large layer of water is not allowed to accumulate, and the spaces 
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between the pieces of ice must be filled with water, not air. For ordinary 
work, finely shaved, close-packed ice in distilled water makes a satis- 
factory ice bath. For precision work, the recommendations of White! 
should be followed. 

Fixed boiling points, freezing points, or transition temperatures of pure 
materials are also used for standardizing thermometers (Table 1). 
Calibration against a platinum resistance thermom- 
eter certified by the National Bureau of Standards 
is the best method. 

The standardization of a mercury-in-glass ther- 
mometer should be rechecked frequently at one 
point, usually the ice point. Slow permanent changes 
in the glass result in changes in the volume of the 
bulb. Furthermore, temporary changes in the bulb 
volume are likely to result from heating; the bulb 
May not regain its original volume for several days. 

Beckmann Thermometer. A Beckmann thermom- 
eter is shown in Fig. 108. This instrument reads 
directly to 0.01° and can be estimated to 0.001°. 
Its range is only 5 or 6°, but it can be set for any 
temperature by adjusting the mercury in the 
reservoir at the top of the scale. The thermometer 
is warmed until sufficient mercury has been driven 
over into the reservoir, and it is then given a sharp Fie. 108. Beckmann 
tap with the hand to break the thread at the thermometer. 
entrance to the reservoir. 

The thread is broken when the temperature is a little above the desired 
temperature, because a certain amount of cooling is necessary to bring 
the mercury back on the scale. 

Other Liquid Thermometers. If thallium is added to mercury to 
give an 8.5 per cent solution, the amalgam can be cooled to — 60° before 
freezing. Liquid pentane can be used down to liquid-air temperatures, 
and toluene can be used to — 100°, which is below the temperature of 
carbon dioxide “dry ice.” 

Bimetallic Thermometers. In this type of thermometer the tem- 
perature is indicated on a dial by a pointer actuated by the differential 
expansion of a bimetallic strip. These thermometers are usually accurate 
to only about 1 per cent, but they are rugged and useful where high 
accuracy is not important. 

Gas Thermometers. Gas thermometers are inconvenient to use 
for any purpose other than ultimate standardization. For such 


1J. Am. Chem. Soc., 46, 2418 (1924). 
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purposes the experimental arrangement and the calculations are quite 
complex. 

Resistance Thermometers. The electrical resistance of a wire 
increases in a regular manner as the temperature rises, and since the 
resistance of a wire can be measured with great precision, this measure- 
ment offers an accurate method for determining temperatures. 

Platinum wire is commonly used because of its chemical inertness and 
its high resistance. It must be of the highest grade, carefully purified, 
and annealed by heating to redness with an electric current. It is 
annealed again at a lower temperature after winding. 

The wire is wound on mica supports in such a way that the metal is 
subjected to as slight a strain as possible when the thermometer is heated 


!) 4) 


B 


Fie. 109. Circuit diagram illustrating resistance measurements of a four-lead 
thermometer. 


or cooled. Usually the coil is enclosed in a sealed glass or quartz tube; 
when it is desired to minimize the lag of the thermometer, the coil is 
enclosed in a flattened metal case. Platinum resistance thermometers 
are usually manufactured with a resistance of 25.5 or 2.55 ohms at 0°. 
The resistance then changes by about 0.1 or 0.01 ohm deg“, respectively. 

In accurate resistance thermometry, it is essential that the resistance 
from which the temperature is computed be that of the thermometer 
element itself and contain no contribution from the leads. This is accom- 
plished by using a four-lead thermometer and a suitable bridge, in which 
the lead resistance is effectively eliminated by a switching arrangement. 
In Fig. 109, 7: and r2 are equal ratio arms, C, c, 7’, and ¢ are the four leads, 
X is the thermometer resistance, and R, and R, are the resistances 
required to balance the bridge in the two arrangements. It is evident 
thatR, +C=X+T7andR+T7T=X+C. Hence, X = (R. + R,)/2. 


1 For example, the following papers in ‘“Temperature: Its Measurement and Control 
in Science and Industry,’ Reinhold Publishing Corp., New York (1941): Keyes, p. 
45; Roebuck and Murell, p. 60; Cragoe, p. 89. 
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If temperatures are to be determined to a precision of +0. 001°, it is 
necessary to employ a carefully calibrated bridge in which the resistance 
of the contacts between decades has been eliminated.+ 

For computing temperatures from observed resistances, the equation 


_ 100(R: — Ro) t | oo 
ae aie Be +3(s5- 1) 350 2 


is more convenient than Eq. (1). The constants Ro, Rios — Ro (the 
“fundamental interval”), and 6 are determined by ¢alibration at the i ice, 
steam, and sulfur points. This calibration is performed by the National 
Bureau of Standards for a reasonable charge. The value of ¢ is calculated 
from R by successive approximations, a process which is not difficult 
because of the relatively small value of 6. Convenient tables for con- 
verting platinum-resistance values to degrees penuarade have been 
published.? 

A carefully constructed and standardized Sativa resistance ther- 
mometer is preeminent in the field of thermometry for its reliability in 
both accuracy and precision over long periods of time. Other resistance 
thermometers can be made of nickel, copper, 8’ Hytemco,‘ and other metals 
and alloys in cases where extreme accuracy is subordinate to economy and 
ease of construction. 

The resistance of a thermometer may also be determined by comparing 
with a potentiometer the potential drop across the thermometer with that 
across a, standard resistor in series with the resistance thermometer, while 
a small current is flowing. 

Resistance thermometers can also be made of semiconductors in which 
the resistance decreases very sharply as the temperature increases. Such 
thermometers are called “‘thermistors.” They permit the use of a less 
accurate bridge for temperature measurement and are suitable for small 
temperature differences. . 

Thermocouples.’ In a closed circuit of dissimilar metals, a current 
is generated when the junctions are at different temperatures. A simple 


1 For a discussion of this point and other factors in precision resistance thermometry, 
see Mueller in ‘‘Temperature: Its Measurement and Control in Science and Indus- 
try,” Reinhold Publishing Corp., New York (1941), and ‘Resistance Thermometers,” 
Leeds and Northrup Co., Philadelphia. 

? Werner and Frazer, Rev. Set. Insir., 23, 163 (1952). 

5 Maier, J. Phys. Chem., 34, 2860 (1930). 

4 An alloy with an exceptionally high temperature coefficient of resistance, manu- 
factured by the Driver-Harris Co., Harrison, N.J. 

5 For a comprehensive discussion, see Roeser in ‘“‘Temperature: Its Measurement 
and Control in Science and Industry,” p. 180; Roeser and Lonberger, “‘Methods and 
Testing Thermocouples and Thermocouple Material, ” Natl. Bur. Standards ee 8.), 
Circ., 590, (1958). 
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thermocouple is shown in Fig. 110, together with a multiple-junction 
assembly which is called a thermel. The heavy line represents one metal, 
and the lighter line represents the other. 

In Fig. 110 the use of the thermocouple in determining the freezing 
curves of alloys is illustrated. The potentiometer shown is a commercial 
instrument of moderate precision made expressly for use with thermo- 
couples, with a low voltage range, up to 0.1 volt. 

The common types of thermocouples and their important characteris- 
tics are illustrated in Table 2. Extended tables of electromotive force 


To potentiometer 


Cold junction Hot junction 


(a) (2) 


Fig. 110. (@) Use of the thermocouple in alloy-cooling-curve studies; (b) a three- 
junction thermel. 


as a function of temperature for the different types are found in many of 
the standard handbooks and in a circular published by the U.S. National 
Bureau of Standards.! 

Copper and constantan may be soldered together by using rosin or 
other noncorrosive flux, but the other metals are welded together in an 
oxy-gas flame or in an electric arc. The two wires are twisted together 
for a short distance, held in an insulated clamp, and connected to one pole 
of the electric circuit (110 volts). An insulated carbon rod is connected 
through a suitable resistance (15 ohms) to the other electrode. The rod 
is touched to the end of the thermocouple and pulled away slightly, giving 
an electric arc. As soon as the two wires are welded together, the 
electrode is pulled farther away to stop the arc. 

For room temperature, insulation of cloth or enamel is sufficient; for 
high temperatures, wire can be obtained with Fiberglas insulation, or 


1 Corruccini and Shenker, J. Research, Natl. Bur. Standards (U.S. ), 50, 229 (1953); 
Research Paper 2415; Natl. Bur. Standards (U.S.), Circ., 561, (1955). 
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TaBLe 2. Types or THERMOCOUPLES 


Usual Maximum Millivolts per 
Type temperature temperature, °C | degree at room 
range, °C (for short periods) | temperature 


Copper-constantan’........... — 190 to 300 600 0.0428 


Iron-constantan’..............]/ —190 to 760 1000 0.0540 
Chromel-P-alumel’........... —190 to 1100 1350 0.0410 
Platinum to platinum—10 per 

cent rhodium.............. 0 to 1450 1700 0.0064 


* Constantan is a general name given to a group of copper-nickel alloys.. It can 
be obtained under the trade name Advance from the Driver-Harris Co., Harrison, 
N.J., or from pyrometer manufacturers. 

’ Chromel-P and alumel are high-nickel alloys obtainable from the Hoskins Manufac- 
turing Co., Detroit, or from pyrometer manufacturers. 


separate sleeving of the latter can be obtained. Porcelain tubes are also 
widely used. It is essential to protect the wires carefully from corrosion; 
in furnaces, long gas-tight tubes of glass, porcelain, or quartz are used. 
For work with solutions at room temperatures, the thermocouple is 
usually encased in a thin glass tube, frequently filled with oil to give 
better thermal contact. When several junctions are used, the exposed 
junctions come at higher and higher levels in the encasing tube to prevent 
short-circuiting of the uninsulated tips of the thermocouples. 

For precision work, the wire must be carefully selected and tested. 
Full particulars for making and using these thermoelectric thermometers 
are available. They can be made sensitive to 0.00001°. 

A thermoelectric thermometer is used either with a potentiometer or 
with a millivoltmeter or galvanometer. The former is necessary in 
precision work, but the latter is so much more convenient that it is fre- 
quently used in industrial work. In the latter case, the current rather 
than the electromotive force is measured, and an error is introduced 
because the change in current with temperature is due not only to the 
thermocouple electromotive force but also to the change in resistance 
of the wires. To minimize this error, large wires are used, so that the 
changeable resistance of the thermocouple is small in comparison with 
the fixed resistance of the galvanometer. Galvanometer or millivolt- 
meter scales may be calibrated directly in terms of degrees. The 
resistance of the thermocouple should be about equal to the critical- 
damping resistance of the galvanometer. 


1 Adams, J. Am. Chem., Soc., 37, 481 (1915); International Critical Tables, Vol. I, 
p. 57, McGraw-Hill Book Company, Inc., New York (1926). 
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Thermocouples are used extensively in many industrial operations. 
Recording potentiometers are commonly employed where a permanent 
record of temperature at all times is desired. Instruments are available 
which will record as many as 24 temperatures as a function of time on a 
single strip of paper. 

For accurate work the potentiometer is specially designed to avoid 
spurious thermal electromotive forces or leakage. Reversing switches 
are particularly useful in this work. The White potentiometer, Wenner 
potentiometer,! and microvolt potentiometer? are specially designed for 
use with thermocouples. 

The cold junction is usually set into cracked ice in a vacuum-jacketed 
bottle as shown in Fig. 110, but in crude work at high temperatures it is 
sometimes left at room temperature. A fluctuation in the temperature of 
the cold end is, of course, just as effective as a fluctuation in the furnace; 
the meter reading depends on the difference in temperature between the 
two junctions. 

Thermocouples are calibrated with fixed temperatures, of which the 
most common are freezing mercury, —38.87°C; melting ice, 0°; boiling 
water, 100° (with barometer correction); the transition temperature of 
sodium sulfate, 32.38°; boiling sulfur, 444.6°; freezing tin, 231.9°; freezing 
cadmium, 320.9°; freezing lead, 327.3°; freezing. zinc, 419.5°; freezing 
silver, 960.8°; freezing gold, 1063.0°; freezing palladium, 1552°; and 
freezing platinum, 1768°. The National Bureau of Standards calibrates 
thermocouples, determines the thermal electromotive forces of thermo- 
couple materials, and supplies a few metals with certified freezing points. 

Optical Pyrometers.? The operation of optical pyrometers depends 
on the fact that the radiation emitted by a hot body is a function of the 
temperature. They are very easy to use and are popular in. industrial 
control operations. They are about the. only instruments ‘that can be 
used for the measurement of very high temperatures. They are not suit- 
able for temperatures below 500 or 600°, because ‘the radiation i is not 
sufficiently intense. 

Several types are available, but the disappearing-filament type shown 
in Fig. 111 is one of the simplest and most practical. 

The furnace, crucible, or other hot object is viewed through the tele- 
scope. An electric-light bulb with a carbon filament is placed in the 
optical system so that the observer sees the filament across the field. A 
variable resistance changes the current through the lamp. - The wire 
appears bright on a darker field when the wire is hotter than the hot 


1 Leeds and Northrup Company, Philadelphia. 

2 Rubicon Company, Philadelphia. 

3 Optical and Radiation Pyrometry in ‘‘Temperature: Its Measurement and Control 
in Science and Industry,” pp. 1115ff, Reinhold Publishing Corp., New York (1941). 


THERMAL MEASUREMENTS 437 


object, and it appears dark on a light field when it is colder. When the 
two temperatures are exactly the same, the filament seems to disappear 
and the whole field becomes uniform. | A red screen is used, and for very 
high temperatures the brightness of the radiation from the furnace is 
reduced with a thicker screen. The current required to make the filament 
disappear is noted on the milliammeter, and the corresponding tempera- 
ture is obtained by reference to a table supplied by the manufacturers for 
use with the lamp. ar 

The table is prepared by calibrating) the lamp at known temperatures, 
reading the milliammeter when the rheostat is so adjusted as to make the 
filament disappear. A few readings are sufficient, the rest being obtained 


Fig. 111. Radiation pyrometer of the disappearing-filament type. 


by interpolation. The temperature of the furnace may be determined 
with a thermocouple or resistance thermometer. The melting points of 
antimony, silver, and gold may be used for calibration temperatures. 

The furnace should be nearly closed and viewed through a small open- 
ing so as to give true blackbody radiation. If an open strip of metal 
is viewed, the calculated temperature may be considerably too low. 
Empirical corrections for radiation from the surface of exposed platinum 
and various other metals have been worked out. 


CALORIMETRY 


Calorimetric measurements, several examples of which are treated in 
Exps. 3 to 5, form an important part of experimental physical chemistry. 
A comprehensive survey of this field has been given by Sturtevant.! The 
specific details of the equipment and procedures employed in accurate 
work depend upon the particular type of measurement being made. 


1In Weissberger (ed.): “Technique of Organic Chemistry,” 3d ed., Vol. I, Pt. 1, 
Chap. 10, Interscience Publishers, Inc., New York (1959). 
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Representative references on typical calorimeteric problems include the 
following: heats of combustion (general; liquids;? gases*) ; heat capacities 
of solutions;* heats of dilution;' heats of hydrogenation;® heat capacity of 
liquids;’ heats of vaporization ;* heat capacity of gases;° ice calorimeter;!° 
low-temperature heat capacity, heat of fusion, ete.!! 


* Coops et al., Rec. trav. chim., 66, 113-176 (1947) (in English); Dickinson, Natl. Bur. 
Standards (U.S.), Bull. 11, 189 (1915); Jessup and Green, J. Research, Natl. Bur. 
Standards (U.S.), 13, 469 (1934). 

? Prosen and Rossini, J. Research, Natl. Bur. Standards (U.S.), 27, 289 (1941). 

’ Prosen, Maron, and Rossini, J. Research, Natl. Bur. Standards (U.8S.), 42, 269 
(1949). 

* Gucker, Ayres, and Rubin, J. Am. Chem. Soc., 58, 2118 (1936). 

* Gucker, Pickard, and Planck, J. Am. Chem. Soc., 61, 459 (1939) ; Sturtevant, J. 
Phys. Chem., 45, 127 (1941). 

6 Kistiakowsky, Romeyn, Ruhoff, Smith, and Vaughan, J. Am. Chem. Soc., 57, 
65 (1935). 

7 Osborne and Ginnings, J. Research, Natl. Bur. Standards (U.8.), 39, 453 (1947). 

8 Ibid.; Waddington, Todd, and Huffman, J. Am. Chem. Soc., 69, 22 (1947). 

® Masi and Petkof, J. Research, Natl. Bur. Standards (U.S. ), 48, 179 (1952); Wad- 
dington, Todd, and Huffman, loc. cit. 

1° Ginnings and Corruccini, J. Research, Natl. Bur. Standards (U.S. ), 38, 583 (1947). 

11 Aston and Eidenoff, J. Am. Chem. Soc., 61, 1533 (1939) ; Huffman, Chem. Revs., 
40, 1 (1947); Ruehrwein and Huffman, J. Am. Chem. Soc., 65, 1620 (1943); Wadding- 
ton, Todd, and Huffman, loc. cit. 


CHAPTER 21 


Physical Properties of Fluids 


PHYSICAL PROPERTIES OF GASES 


Volume by Displacement. A measured quantity of gas may be 
introduced into a system by displacing it with a measured quantity of 
liquid, in a flask provided with a two-holed rubber stopper. In an 
alternative method, the gas may be drawn over by running out a meas- 
sured volume of liquid. The gas must be insoluble in the liquid. Mer- 


cury is the best liquid for most purposes, 
but it is too heavy for large volumes, 
and water, oil, nitrobenzene, and sul- 
furic acid have been used. Some of 
these liquids have a negligible vapor 
pressure, but a correction is necessary 
in the case of water. The temperature 
of the incoming liquid must be the same 
as that of the vessel. 

Large volumes of gas are measured 
conveniently with commercial gas 
meters, in which cups or vanes rotate jin 
a closed chamber containing a liquid fat 
the bottom. The number of revolutions 
is recorded on one or more circular 
scales. The meters are calibrated with 
known volumes of gas. 

Flowmeters. The rate of flow of a 
gas is conveniently measured with! a 
flowmeter, as illustrated in Fig. 112. 


Fic. 112, Flowmeter. 


The difference in pressure on the two sides of a capillary tube, as indi- 
cated by the manometer, is a measure of the rate of flow of gas through 
the flowmeter. The flowmeter is calibrated at several different rates of 
flow, and a smooth curve is drawn showing the rate of flow as a function 


of the difference in levels (Fig. 113). 


A convenient flowmeter is available which is made entirely of Pyrex 
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glass. A graduated tube is mounted vertically in a larger concentric 
tube, and the displacement of the liquid due to the passage of gas is 
read directly on the tube. The rate of flow 
is nearly a straight-line function of the scale 
reading, and the rate of flow corresponding 
to any reading of the scale may be interpo- 
lated with accuracy. The factors involved 
in the theory and use of the flowmeter have 
been discussed by Benton.' 
In calibrating a flowmeter, air or other 
gas is passed through the flowmeter by 
a displacement method, while the liquid 
Difference in heights of used in the manometer is maintained 
manometer columns . 7 
continuously at a constant setting. The 
Fig. 113. Calibration curve for time taken for a given volume to pass 
PORMERE through is determined accurately with a 
stop watch. s@apillary tubes of. different bores may be used for 
different velocity ranges. 
. Another type of flowmeter is finding use in the measurement of the flow 
of both gases and liquids. A vertical tube provided with a linear scale 
has a larger internal diameter at the top than at the bottom. When 
gas rushes upward through this tube, it carries a small float upward. 
The greater the flow of gas or liquid, the higher the float rises, but at the 
greater rates of flow, the area of the annular ring between the float and 
the containing tube becomes larger. These factors are so balanced that 
the height of the float is a linear function of the rate of flow. The Flow- 
rator,? or Rotameter,* diagramed in Fig. 114, is a convenient meter of this 
type. Laboratory kits with a set of interchangeable metering tubes and 
floats of different sizes are available with capacities from 0.06 to 220 ml of 
liquid water per minute. The meters can be used for fluids other than 
water and air, with the help of standard corrections, depending on the 
density of the fluid and the float and on viscosity and pressure.’ 
Manometers. The mercury manometer is the instrument most 
commonly used for the measurement of pressure in the laboratory. It 
may be used for absolute measurements by evacuation of the space over 
the liquid level in one arm, or for determination of the differential pressure 
between two levels. The range of pressure covered usually extends from 
a few centimeters to several meters of mercury for a single manometer; 
multiple manometers* connected in a cascade arrangement have been 
1 Ind. Eng. Chem., 11, 623 (1919). 
- 2 Fischer and Porter Co., Hatboro, Pa. 


3 Brooks Rotameter Co., Lansdale, Pa. 
“ Roebuck and Ibser, Rev. Sct. Instr., 25, 46 (1954). 


ml per minute 
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used for very accurate absolute-pressure measurements at as high as 
200 atms. 

An initially good 7 vacuum over the| mercury surface in the closed end 
of a mercury manometer can be obtained only by careful outgassing of 
the glass walls before the tube is filled, followed by vacuum distillation of 
mercury into the manometer while |the tube is 
still fairly hot, ie., over 100°C. The vacuum 
inevitably deteriorates with age, however, because 
of motion of gas along the interface between the 
tube wall and the mercury, and further out- 
gassing of the tube wall due to electric-discharge 
effects associated with the motion of the mercury 
due to changes in applied pressure. For best 
results it is desirable to evacuate the “closed end”’ 
continuously by means of a diffusion pump. 

Because of the large surface tension-of mercury, 
relatively large internal diameter tubes (about, 20 
mm) are required to give menisci adequately flat 
to permit accuraté measurements and’ to minitnize 
the uncertainty dué to unéyiial surface-tension ~ ~~ 
effects at the two menisci. It is often assumed ~-” 
that a common tube diameter for the two arms 
will provide a cancellation of such surface-tension 
effects. This is true only as a rough approxima- 
tion, since variations in the conditions at the 
interface can result in a wide’ variation in the ‘-Fie. 114, Rotameter, or 
capillary depression’ for ‘a given tube diameter. Flowrator, for measur- 
When the highest accufacy is réquired, the indi-. ie the rate of flow of 
vidual meniscus heights’ must be measured and 8**°5 °F liquids. 
the appropriate corrections applied; correction tables which facilitate 
this process are available.'? . 

The accuracy of measurement of the difference in height of the two 
mercury levels is determined not only by the intrinsic accuracy of the 
scale used, but also by the method by which the readings are obtained. 
The best procedure is to use a scale, located in the (vertical) plane of the 
manometer, which is read by means of a. cathetometer telescope from a 
distance of several feet. This procedure is preferable to basing measure- 
ments on the cathetometer scale-itself, which introduces the difficulty of 
assuring that the telescope axis is accurately horizontal. 

In either case, the measured height difference h; is-obtained in terms of 

‘ Gould and Vickers, J. Sci. Instr., 29, 85).( 1952). 

2 Mercury Barometers and Manometers, Natl. Bur. Standards (U.S.), Monograph 8 
(1960). 
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scale readings at the ambient temperature ¢. Since the scale can read 
correctly only at its calibration temperature ¢,, the true height difference 
must be calculated from a knowledge of the linear coefficient of expansion, 
s, of the scale material: 


h = h{i + st — ¢)] 


Application of the scale and capillary corrections gives the pressure in 
terms of millimeters of mercury at the manometer temperature. In 
terms of standard millimeters of mercury, 


p=lIL)h 
Ps Je 
Here p and g represent the density of mercury and acceleration of gravity 
for the local manometer conditions, while the standard values of these 
quantities are 
ps = 13.5951 g/cm? 
gs = 980.665 cm/sec? 


Extensive tables have been formulated to facilitate correction for the 
effect of temperature on mercury density and the scale material.1 The 
correction for gravity is normally less important, but is essential in 
accurate work. 

A comprehensive discussion of mercury barometers and manometers 
has been made available by the National Bureau of Standards.! 

Other manometric fluids than mercury can be used, of course. The 
essential properties include a known density, sufficiently low viscosity 
and vapor pressure, inertness toward the gas whose pressure is being 
measured, and an adequately low solvent power for the gas. The 
manometer readings can be expressed in terms of standard millimeters of 
mercury from a knowledge of the densities of the two fluids. 

Bourdon Gauge.” The active element in a Bourdon gauge is a hollow 
tube of elliptical cross section bent into a circular or spiralform. Higher 
pressure inside the tube than outside causes a deflection of the end of the 
tube due to its tendency to straighten out. As shown in Fig. 115a, this 
motion of the tube end is coupled mechanically to the dial pointer of the 
gauge. Modern Bourdon gauges are stable, rugged, and reliable and are 
available in corrosion-resistant metals for use with reactive fluids. 
Accuracy as high as one-tenth of one per cent of full scale and sensitivity 
several times as good as this can be obtained. Ranges as low as 0.1 to 
20 mm Hg and as high as 0 to 50,000 psi are available. 


II 


1 Mercury Barometers and Manometers, Natl. Bur. Standards (U.S.), Monograph 8 
(1960). hs : 
2 Instruments and Control Systems, 34, 1057 (1961). 
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Deadweight Gauge.! The principle of the deadweight is illustrated 
in Fig. 115b. The pressure measurement is made in terms of a balance of 
force at the bottom of the piston A, which has been carefully lapped to a 
close sliding fit in cylinder B, from which it is separated by a very thin 
film of oil. The upward force exerted on the piston is given by the 
pressure acting there times the effective area of the piston. The down- 
ward force, in addition to that due to atmospheric pressure, is calculated 
as mass times acceleration, where the mass includes that of the piston, 


Section A-A 
through tube Cc) Zo 


A Pointer 


(0) 


Fic. 115. (a) Principle of the Bourdon gauge; (b) deadweight gauge assembly: 
A, piston; B, cylinder; C, steel U tube; D, oil injector; N,N’, indicator contact needles. 


the weight pan, and the weights W required to achieve the balance condi- 
tion, and the acceleration is the local acceleration of gravity. 

The effective area of the piston is determined by an effective diameter 
which is very nearly equal to the mean diameter for the piston and 
cylinder. On this basis the deadweight gauge can be used as an absolute 
instrument. More commonly, the effective piston area is determined 
experimentally by a gauge calibration against a known pressure. For 
this purpose the vapor pressure of liquid carbon dioxide at the ice point 
is used, measured very accurately by several workers.’ 

To prevent sticking of the piston in the cylinder, the piston may be 
oscillated? back and forth by a yoke driven by an eccentric. The yoke 
acts on a lever arm fastened to the piston; during part of each cycle the 


1 Keyes, Proc. Am. Acad. Arts Sci., 68,505 (1933); Meyers and Jessup, J. Research, 
Natl. Bur. Standards (U.S.), 6, 1061 (1931). 

2 Bridgman, J. Am. Chem. Soc., 49, 1174 (1927); Roebuck and Cram, Rev. Sci. 
Instr., 8, 215 (1937). ; 

3 Mercury Barometers and Manometers, Natl. Bur. Standards (U.S.), Monograph 8 
(1960). 
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lever arm is not in contact with the yoke and the piston floats freely in the 
cylinder. Alternatively, the piston may be rotated continuously in the 
cylinder.? . 
An unbalance in pressure will result in either a rise or fall of the piston, 
and this change in its position may be used as a balance indicator for 
work of moderate accuracy. Where maxi- 
mum accuracy is required, the detection 
system may be based on the change in the 
volume below the piston resulting from its 
motion. Any such change will cause a dis- 
placement of the mercury in the steel U 
tube C, and thus provide a positive elec- 
trical connection between one of the insu- 
lated detector pins N, N’ and the steel tube, 
which may complete a relay actuating cir- 
cult. The mercury trap also serves to 
isolate the oil in the deadweight gauge from 
the medium whose pressure is to be measured. 
The range of a deadweight gauge is deter- 
mined by the nominal piston diameter, which 
usually is from $ to % in. For accurate 
results the pressure range extends from about 
2 atm to over 500 atm. The accuracy 
attained can be as high as 1 or 2 parts in 
10,000, and the precision several times as 
good as that. Naturally, these figures refer 
to the pressure as measured at the gauge 
piston; for an arbitrary external system, 
all hydrostatic head contributions to the pressure between the system 
and the reference level.at the bottom of the piston. must be properly 
evaluated. ne a : 

Pumps. Several types of vacuum pumps and certain vacuum tech- 
niques are described in Exp. 57. 

The Toepler pump is used: for fransferring gas from one vessel to 
another under reduced pressure. It operates by alternately raising and 
lowering a mercury level as shown in Fig. 116. Each time the mercury 
level is lowered, the gas from A expands into B, and each time it is raised, 
the gas is forced from B into C or out into the room. The height of the 
mercury tube must be greater than the barometer height, or the mercury 
level may be raised by applying compressed air to the top of the mercury 
in the reservoir, thus permitting the reservoir to be just below the pump. 

1 Keyes, Proc. Am. Acad. Arts Sct., 68, 505 (1933); Meyers and Jessup, J. Research, 
Natl. Bur. Standards (U.S.), 6, 1061 (1931). 


Fie. 116. Toepler pump. 
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DETERMINATION OF THE BOILING POINT! 


The boiling point of a liquid is a characteristic property which is often 
useful for purposes of identification and for the determination of purity. 
The boiling point is usually taken as the temperature established on the 
bulb of a thermometer on which a thin layer of the condensed liquid 
coexists with the vapor. Boiling liquids are generally superheated by 
the heating device used, and any boiling liquid is superheated because 
it boils under the pressure at the surface plus the hydrostatic pressure at 
the level in the liquid at which the temperature is measured. Special 
ebulliometers are required for the measurement of the boiling tempera- 
ture of a liquid or of a solution. In the case of a pure liquid, the true 
boiling and condensation temperatures are equal. 

If certain precautions are observed, the boiling point of a pure liquid 
may be determined in an ordinary distilling flask. The thermometer 
should be short, so that.the whole column of mercury is surrounded by the 
vapor, or else a rather unsatisfactory stem correction is necessary (page 
430). ‘The thermometer bulb should be near the outlet tube so that it 
registers the temperature of the exit vapors. The boiling should not be so 
violent as to cause spray to reach the thermometer bulb or so rapid as to 
build up a pressure in the flask appreciably greater than atmospheric 
pressure. To avoid splashing, the flask should not be over half full. 

One of the greatest sources of error comes from overheating the neck 
of the flask and heating the thermometer bulb by radiation. A. large 
gas flame is particularly bad in this respect. A small gas flame. without 
wire gauze or sand bath is better. It is a good plan to heat the distilling 
flask in a beaker of hot water (or oil, at -higher temperatures) to a tem- 
perature only slightly above the boiling point of the liquid, as determined 
with an ordinary thermometer in the water bath. -A thin-walled cylin- 
drical tube placed in the -vapor between the thermometer and the flask is 
sometimes used to minimize radiation. 

Overheating may be minimized by using an electrical heating mantle 
covered with glass cloth or by using a heating coil immersed in the boiling 
liquid. The vapor rises from the electrically heated liquid and passes 
over into a side tube, completely enveloping the thermometer, which is 
suspended on a platinum wire attached to a glass hook on the stopper. 
A trap at the bottom may be used to return the liquid to the boiling 
flask. If the thermometer is completely within the vapor, a proper 
thermometer reading is ensured. Both stoppers may be made of glass if 
corks or rubber stoppers must be avoided. 

1 This subject has been reviewed by Swietoslawski and Anderson in Weissberger 


(ed.): “Technique of Organic Chemistry,” 3d ed., Vol. I, Pt. I, Chsp: 8, Interscience 
Publishers, Inc., New York (1959). 
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This design gives good circulation of the liquid and allows the heating 
to be carried on until only a small volume of liquid remains. The heating 
coil of bare platinum wire is sealed through long glass tubes which pass 
down through the stopper of the flask. Copper wires leading to the 
source of current are welded to the platinum wires before the latter are 
sealed in glass. , 

Superheating. The liquid should boil smoothly and steadily, but in 
some cases there is a tendency for the liquid to become heated above its 
boiling point. Superheating may be greatly reduced by any means of 
trapping small air bubbles in the liquid. Small chips of unglazed porce- 
lain with air enclosed in the pores, or pieces of platinum or platinized 
platinum, are effective. The smoothest boiling is obtained with the 
internal electrical heating coil described above. 

Distilling flasks covered with sintered glass powder are effective in pre- 
venting bumping. Some of the same glass of which the flask is made is 
ground in a mortar and moved around inside while the flask is heated in a 
blast lamp to its softening temperature. Again, the surface may be 
coated with silica by evaporating a dilute solution of sodium silicate, 
heating to dull-red heat, cooling, and treating with dilute hydrochloric 
acid and rinsing.? 

Bumping is particularly apt to be troublesome under reduced pressure, 
and it may be advisable to have a small stream of air bubbling through 
the liquid. A tube is inserted in the stopper, with its lower end drawn out 
into a capillary extending into the liquid. Its upper end is closed by a 
rubber tube and an adjustable pinchcock to control the rate of bubbling. 

If only a small amount of liquid is available, the boiling point may be 
determined by the method of Smith and Menzies.* The liquid is placed 
in an inverted bulb and fastened to the bulb of a thermometer and 
immersed in a bath of water or other transparent liquid which is immisci- 
ble with the liquid being studied. The temperature is raised gradually, 
and when the boiling point is reached, a stream of bubbles issues from the 
bulb. 

Ebulliometers. An ebulliometer is a special apparatus for the 
measurement of the boiling temperature of a liquid or of a solution. With 
a differential ebulliometer, the boiling and condensation temperatures 
may be measured simultaneously. This apparatus may also be used for 
the determination of the degree of purity of liquid substances, of the 
molecular weight of a nonvolatile solute, or of the pressure coefficient of 
the boiling point. 


1 Morton, Ind. Eng. Chem., Anal. Ed., 6, 384 (1934). 
? Swietoslawski, J. Chem. Educ., 5, 469 (1928). 
3 J. Am. Chem. Soc., 32, 879 (1910). 
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Another differential boiling-point apparatus is described by Menzies 
and Wright.1 A narrow graduated tube is closed at one end and bent 
up to give a U tube, with the closed arm about 2 cm long and the other 
about 12 cm long. It is partly filled with water or other liquid, sealed 
off at the ends, and placed vertically in a flask. There is thus an air 
pocket in the short arm and another one at the top of the long arm. A 
vapor pump pours the boiling solution over the pocket in the lower arm, 
whereas the pocket at the top of the long arm is surrounded only by vapor. 
Measured changes in the level of the enclosed liquid enable one to calcu- 
late the differences in vapor pressure of this liquid, and from the differ- 
ences in vapor pressure, the corresponding differences in temperature can 
be calculated. This temperature difference then is equal to the difference 
in temperature between the solution boiling in the flask and its vapor. 
At 35° a difference in level of 1 mm of water corresponds to 0.0313°, and 
at 100° it corresponds to 0.0026°. 


MEASUREMENT OF VAPOR PRESSURE 


The measurement of vapor pressure is closely related to the measure- 
ment of boiling point, so that it is difficult to make a distinction between 
these two types of measurements. If the boiling point is determined at a 
series of pressures, the vapor-pressure-temperature relation is obtained. 
This is the essence of the so-called dynamic method, which is especially 
important. Three other general methods, some of which may be adapted 
as differential methods, will be described briefly. 

Dynamic Method. The construction of apparatus used at the 
National Bureau of Standards is described by Willingham and coworkers.” 
This apparatus consists of an electrically heated boiler, a vapor space with 
a vertical reentrant tube containing a platinum resistance thermometer, 
and a condenser. The pressure is controlled by an automatic device 
actuated by electrical contacts sealed through the barometer tube. 

Special apparatus has been designed for the study of binary solutions.® 

Static Method. In the simplest method the liquid is contained in a 
bulb connected with a mercury manometer and a vacuum pump. The 
greatest source of error lies in the presence of air or other permanent gases 
which have been dissolved by the liquid or trapped by the mercury. 

1J.-Am. Chem. Soc., 43, 2314 (1921). 

2 Willingham, Taylor, Pignocco, and Rossini, J. Research, Natl. Bur. Standards 
(U.S.), 35, 219 (1945).. 

3 Scatchard, Raymond, and Gilman, J. 4m. Chem. Soc., 60, 1275 (1938); Scatchard 
and Raymond, J. Am. Chem. Soc., 60, 1278 (1938); Scatchard, Wood, and Mochel, 
J. Am. Chem. Soc., 61, 2306 (1939); ibid., 62, 712 (1940); Othmer and Josefowitz, 
Anal. Chem., 39, 1175 (1947); Othmer and Morley, Ind. Eng. Chem., 38, 751 (1946); 
Thomson in Weissberger (ed.), op. cit., Vol. I, Pt. I, Chap. 9 (1959). 
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Enough liquid is evaporated with the pump to sweep. out all the gases. 
The evacuation is repeated until further evacuation gives no lowering of 
the vapor pressure. The whole apparatus should be thermostated. The 
method has been used by many investigators. 

The isoteniscope of Menzies! is useful for the determination of vapor 
pressure of a liquid or a solution. 

Differential static methods have been developed by Frazer and Love- 
lace? and by Menzies.* 

Gas-saturation Method (Transpiration Method). In this method 
a measured volume of air or other inert gas is saturated by passing it 
through the liquid at a definite temperature. The quantity of liquid 
vaporized is obtained from the loss in weight of the liquid, or by removal 
of the vapor from the gas stream in weighed absorbing tubes. Assuming 
Dalton’s law of partial pressures and the ideal-gas law, the partial pres- 
sure of the vapor, P, is calculated by the formula 


where R = gas constant 

T = absolute temperature 

V = total volume of gas (including air ona vapor) containing g 

grams of vapor of molecular weight M 

When V is expressed in liters and P in atmospheres, & is expressed in 
liter-atm deg-! mole~!.. In case the vapor pressure is very low, it can be 
neglected in comparison with the atmospheric pressure in calculating the 
volume of the gas. 

If a gas is passed first through pure solvent and then through a solution, 
the vapor pressure of the solution can be calculated from the vapor 
pressure of pure solvent, the total pressure at each saturator, and the 
gain in weight of each absorber, thus eliminating the need of measuring 
the volume of the gas. 

Premature condensation must be avoided if the vapor is to be absorbed 
and weighed, and at higher temperatures the saturator, absorption tubes, 
and connecting tubes are all immersed in the thermostat. It is essential 
to saturate completely the air or other gas with the vapor of the liquid; 
but, on the other hand, there must be no stoppage in the apparatus which 
might build up a changing or an unknown hydrostatic pressure. If the 
air is passed through the saturator so slowly that a still slower rate gives 
no greater vapor pressure, it may be concluded that the air is completely 
saturated. The air-saturation method has been used in precision 

1 Smith and Menzies, J. Am. Chem. Soc., 32, 1412 ¢ 1910). 


.. 2 Frazer, Lovelace, e¢ al., J. Am. Chem. Sons 45, 2930 (1923). . 
3 J. Am. Chem. Soc., 33, 1615 (1911). 
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researches by Washburn! for the determination of vapor pressures of 
aqueous solutions and has been further developed by additional work- 
ers.? When both components of a solution are volatile, it is necessary to 
have a suitable means for analyzing the condensed vapor. A physical 
method such as refractometry or a chemical method such as titration may 
be used. 

Isopiestic Method. This method is ‘ied in studies on solutions 
of nonvolatile solutes. Vessels containing ‘solutions of two different 
solutes are placed side by side in a closed container. A net transfer of 
solvent from the solution of higher vapor pressure to the solution of 
lower vapor pressure proceeds until equilibrium is attained. The 
fugacity of the solvent (and hence the vapor pressure of each solution, 
since the solute is nonvolatile) is then the same for each solution. The 
solutions are analyzed, and if the vapor pressure of one of the solutions is 
known from other absolute meaairements the vapor. presets: of the 
other has been determined. . 

It is important that the vessels be in good thermal sontanke This j is 
ordinarily achieved by using metal cups which fit snugly into holes bored 
in a large copper block. This block fits into a stainless-steel vessel with a 
cover and a lead gasket, so that the whole system can be evacuated and 
rotated in a large thermostat kept constant nearly to 0.001°. After 24 hr, 
the little cups are covered and weighed. They are replaced in the 
vessel, the covers removed, and the determinations repeated again after 
24 hr or until there is no further change in weight.. 

Robinson and Sinclair? compared the activities of water in solutions of 
inorganic halides with those in solutions of potassium chloride at different 
concentrations. Scatchard, Hamer, and Wood‘ determined the activities 
of water in solutions of potassium chloride, sulfuric acid, sucrose, urea, 
and glycerol as compared with solutions of sodium chloride. The results 
are very accurate and permit a check on the several different methods 
that have been used for the determination of the activity of water in 
solution. 


FRACTIONAL DISTILLATION: 


The separation of two liquids by distillation and the determination of 
the number of theoretical plates for laboratory fractionating columns 


1 Washburn and Heuse, J. Am. Chem. Soc., 37,309 (1915). 

2 Pearce and Snow, J. Phys. Chem., 31, 231 (1927); Pearce and Eckstrom, J. Am. 
Chem. Soc., 59, 2689 (1937); Bechtold and Newton, J. Am. Chem. Soc., 62, 1390 (1940). 
- 3 J, Am. Chem. Soc., 56, 1830 (1934). 

4J. Am. Chem. Soc., 60, 3061 (1938). 

5 For further material the following references are recommended: Habidaon and 
Gilliland, ‘‘Elements of Fractional Distillation,” 4th éd., McGraw-Hill Book Com- 
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have been described in Exp. 9. In addition to the number of theoretical 
plates, there are a number of factors, such as feed rate and operating 
holdup, to be considered in selecting or designing fractionating columns. 
The feed rate of the column is defined as the rate of entry of vapor into 
the bottom of the column, and, depending upon the design of the column, 
a certain feed rate may not be exceeded without flooding the packing. 
It is desirable to use as high a feed rate as possible so that a given distilla- 
tion may be accomplished in the shortest possible time. The operating 
holdup of a column is the quantity of vapor and liquid in the column under 
operating conditions. It is desirable that the column have a small holdup 
so that a minimum amount of liquid is held in the column at any time. 
It may be shown! that the sharpness of separation obtainable in a batch 
distillation is approximately a linear function of the ratio of charge to 
holdup. Thus decreasing the holdup relative to the charge enables a 
sharper separation to be obtained with the same number of theoretical 
plates and the same total distillation time. Actually, high feed rate and 
small holdup are not easily obtained in the same column and must be 
balanced against each other. 

A number of different types of fractionating columns have been devised 
in an effort to improve the contact between the liquid and the ascending 
vapor. The ideal packing offers uniformly distributed interstices, a large 
surface for contact, and enough free space for a desirable feed rate. Too 
large packing has a small area for contact and a tendency to channel, 
while too small packing allows insufficient feed rate. If the ratio of 
column diameter to diameter of the individual packing units is greater 
than 8:1 and the ratio of column height to. column diameter is greater 
than 15:1, the tendency to channel will be slight. 

A fractionating column is most efficient when its operation is adiabatic 
throughout its length. An insulating jacket, a vacuum jacket, or an 
electrically heated jacket may be used. If an electrically heated jacket is 
used, it is important to keep the column somewhat hotter at the bottom 
than at the top. 

Two types of still heads may be used to control the reflux ratio: (a) 
liquid-dividing heads and (6) vapor-dividing heads. Vapor-dividing 
heads have the advantage that the reflux ratio may be controlled more 


pany, Inc., New York (1950); Morton, ‘Laboratory Techniques in Organic Chem- 
istry,” Chap. IV, McGraw-Hill Book Company, Inc., New York (1938); Carney, 
“Laboratory Fractional Distillation,’ The Macmillan Company, New York (1949); 
Ward, Review of the Literature on the Construction, Testing, and Operation of 
Laboratory Fractionating Columns, U.S. Bur. Mines, Tech. Paper, 600 (1939); 
Glasebrook and Williams in Weissberger (ed.), op. cit., Vol. IV (1951). 

1 Rose, Welshans, and Long, Ind. Eng. Chem., 32, 673 (1940). 
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precisely. Automatic devices may be used with both types to control 
reflux ratios conveniently. 

High-vacuum Distillation. With the development of efficient 
vacuum pumps (see Exp. 57), high-vacuum distillation of material of low 
volatility has become a common commercial and laboratory operation. 
This method has the advantage that high-molecular-weight organic 
molecules, such as vitamins, sterols, and synthetic polymers, which can- 
not be distilled at their normal boiling points without decomposition, may 
be distilled unharmed. Hickman! and others have developed new tools 
and special techniques for such distillations. When vacuum distillations 
are carried out with the usual flask-condenser—receiver-vacuum-pump 
apparatus, it is found that reducing the pressure in the receiver below 
about 5 mm Hg produces little increase in the rate of distillation or lower- 
ing of the temperature of the distillation. This is because of the resistance 
to the flow of the vapor exerted by the neck and sidearm of the distillation 
flask. In order to avoid this difficulty and to increase the amount of 
vapor which actually reaches the condenser, the condenser must be 
placed quite close to the surface where evaporation is taking place. If 
the distance of transfer is comparable with the mean free path of the 
vapor molecules, the process is known as molecular distillation. 

There are important differences in principle between ordinary distilla- 
tion and molecular distillation. In ordinary distillation, molecules from 
the vapor reenter the surface and tend to produce equilibrium between 
liquid and vapor phase. Under these conditions the quantities of the 
various constituents distilling are proportional to their partial pressures. 
In molecular distillation, on the other hand, molecules do not reenter the 
liquid phase and there is no equilibrium between liquid and vapor. The 
separation achieved depends only upon the differences in rates of evapora- 
tion of the various components. | 

The differences in the ordinary and molecular distillation processes lead 
to important differences in apparatus design. In molecular distillation it 
is clear that there is no generation of vapor bubbles below the surface 
because the vapor would have to exert a pressure of the order of a milli- 
meter of mercury, while at the temperature of the distillation, the vapor 
pressure is actually less than 0.001 mm. It is important, therefore, for 
the liquid film to be thin and the surface constantly changed. This has 
been achieved by the falling-film still, in which a thin film of liquid flows 
down over the heater, and by the centrifugal still, in which a thin film of 
solution is spun out over the surface of a shallow conical evaporator which 
is rotated at a high speed. Another reason for using a very thin film is to 
reduce thermal decomposition by subjecting the sensitive organic com- 
pounds to a high temperature for only a very short time. In a centrif- 

1 Chem. Revs., 34, 51 (1944); Am. Scientist, 33, 205 (1945). 
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ugal still, the liquid is heated for less than a tenth of a second. Thus 
thermal decomposition is greatly reduced by carrying out the distillation 
at a low pressure and by allowing only short exposure to the elevated 
temperature. 

‘The measurement of the feniperature of the vapor is not practical in 
short-path distillation, but information can be gained by distilling a 
number of known substances at different temperatures and plotting a 
curve of material condensed against temperature. In this way the rela- 
tive temperature at which an unknown material comes over can be deter- 
mined by reference to some known materal.! These separations may be 
made very conveniently with a series of pilot dyes? of different volatilities 
which condense to give a colored deposit. 


DENSITY?® 


Densities of liquids are most frequently expressed in grams per 
milliliter. Since the milliliter is defined as one one-thousandth of the 
volume of 1 kg of pure, ordinary water at its temperature of maximum 
density (3.98°C), the density in grams per milliliter is numerically equal 
to the ratio of the absolute density of the liquid at (°C to the absolute 
density of water at. 3.98° and is frequently represented by p4. 

The densities of liquids may be determined by measurement of the 
weight of liquid occupying a known volume (pycnometric methods) and 
by buoyancy methods based on Archimedes’ principle. 

Pycnometers. Pycnometers are vessels with capillary necks in which 
a definite volume of liquid is weighed. The volume is determined by 
weighing the vessel filled with water at a definite temperature. A table 
giving the density of water as a function of temperature is given in the 
Appendix. Two types of pycnometers are illustrated by Fig. 23. 

In order to obtain fifth-place accuracy in density determinations, a 
number of precautions must be observed. The weights should be 
checked against each other to obtain their relative values. It is not 
necessary to compare the set with a certified standard mass. One of the 
largest errors is often due to the adsorption of an uncertain amount of 
moisture by the glass, and it is necessary to wipe the pycnometer with a 
damp cloth.and allow it to stand in the balance case for several minutes 


. 3 Embree, Ind. Eng. Chem., 29, 975 (1937). 

: *? Hickman, Ind. Eng. Chem., 29, 968, 1107 (1937). 
‘-8:Disecussions of experimental methods for the determination of density are to be 
found in Bauer and Levin in Weissberger (ed.), op. cit., 3d ed., Vol. I, Pt..I, Chap. 4 
(1959); Reilly and Rae, ‘“Physico-chemical Methods,’’ 5th ed., Vol. 1, pp. 577-608, 
609-628, D. Van Nostrand Company, Inc., Princeton, N.J. ( 1953). 
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before weighing. A similar pycnometer of approximately the same 
volume may be used to advantage as a counterpoise. 

In order to obtain the true weight of the liquid in the pycnometer, it is 
necessary to correct for the buoyancy of theair. The volume occupied by 
the glass of the pycnometer can be left out of the calculation if the tare 
has very nearly the same weight and density. The true (vacuum-cor- 
rected) weight W, is calculated from the equation 

= Pair Pair \ 
wre=w (4s ~ Be) 
where W = apparent weight given by brass weights 
por = Gensity of air 
= density of substance being weighed 
In the present case, p, is the density of the liquid in the pyenometer. For 
fifth-place accuracy the density of the weights may be: assumed to be 
8.5 g/ml even when the small-denomination weights are made of material 
of different density. The density of the air may usually be taken to be 
0.0012 g/ml, but for accurate work the variation of the density of air due 
to changes in room temperature, barometric pressure, and relative 
humidity must be considered. If the temperature (é°C), barometric 
pressure (P millimeters of mercury), and the relative humidity (H, in per 
cent) are measured at the time of the weighing, the density of air may be 
calculated from the equation 
9.001293 P—k 
| Pair T+ 0.00367¢ 760 
where k = 0.0038HP',,, ° 
Pi,0 = Vapor pressure of water, mm Hg at °C 

For determining the density of a solid, a pycnometer with a wide mouth 
that will admit the solid is necessary. The ordinary type is a small bottle 
with a ground-glass stopper through which is bored a fine capillary. 

The bottle is filled with water, and the stopper is inserted firmly, after 
which it is placed i in a thermostat. The-excess liquid is ‘wiped off, and 
the pycnometer i is dried and weighed. The pycnometer is weighed empty 
and again with the solid. After filling with water (plus the solid) it is 
weighed again, and all the data are then available for calculating the 
weight and volume of the solid and its density. In case the solid is'soluble 
in water, some other inert liquid i is used, and the density of the liquid is 
determined also. 

The greatest source of error in determining the density ofa solid is the 
adsorption of air by the solid. For this reason, the pycnometer contain- 
ing the solid and some liquid is set in’a larger bottle, which is connected to 
a vacuum pump, and evacuated until‘all air bubbles have ceased rising 
from the solid; then the pycnometer is filled completely. 
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_ Buoyancy Methods. The Westphal balance is more accurate than 
the floating graduated hydrometer. It depends on the principle of 
Archimedes, according to which the buoyant effect is directly propor- 
tional to the weight of the liquid displaced. The sinker is suspended in 
pure water, with the unit weight in position, and a threaded counterpoise 
is turned until the pointer reads zero on the scale. The sinker is then 
dried and suspended in the liquid whose density is to be measured. The 
smaller weights are set at the proper places on the scale so as to restore the 
point of balance. Some balances are constructed with three riders, 


Fig. 117. Chainomatic balance for determining the density of liquids. 


corresponding to 0.1, 0.01, and 0.001, and the scale is divided into 10 equal 
parts. The position on the scale gives the numerical value for each rider; 
e.g., if the 0.1 rider is at 9, the 0.01 at 8, and the 0.001 at 7, the specific 
gravity is 0.987. . - : 

The temperature is read directly on a thermometer which is enclosed in 
the sinker. A very fine platinum wire is used for suspending the sinker; 
the surface-tension effect on this wire is negligible for ordinary work, but 
for accurate work it may prove to be a source of error. The wire should 
be immersed to the same depth for each measurement. _ 

The same principle of weighing a sinker which is suspended in a liquid 
is used in the chainomatic balance, shown in Fig. 117. With this more 
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elaborate instrument, densities may be determined quickly with an 
accuracy of 1 partin 10,000. The value of the instrument is increased by 
the introduction of an electrical heating coil and switch, to maintain the 
liquid at a definite temperature. 

Floating Equilibrium. The objection to the wire projecting through 
the surface of the liquid in the case of the Westphal balance can be 
eliminated by having the plummet so carefully adjusted that it neither 
sinks nor rises in the liquid. 

Lamb and Lee! obtained accurate results by placing a piece of iron 
in the float and measuring the strength of the electromagnetic field 
necessary to keep the bulb in floating equilibrium. A more recent 
design for such apparatus has been described by MacInnes et al.* 

Gilfillan? adjusted the hydrostatic pressure on the liquid with a mercury 
column until equilibrium of the bulb was obtained. He calibrated the 
apparatus with dilute potassium chloride solutions of known densities. 

The density of solids can be determined in a somewhat similar way by 
mixing two liquids of different density until the solid neither rises nor 
sinks. The system must be evacuated to remove air from the solid. A 
heavy liquid like methylene iodide is mixed with a light liquid like 
benzene, and the density of the final mixture is determined with a pyc- 
nometer. The density of the liquid is the same as the density of the 

solid with which it is in floating equilibrium. 

This method has been used by Hutchinson and Johnston‘ for the 
accurate determination of the density of lithium fluoride. The necessary 
precautions have been described, and the determinations were suffi- 
ciently accurate to follow the concentration of lithium iostopes® by 
electrolysis. 

Falling Drop. The falling-drop method of Barbour and Hamilton® is 
especially useful when only small quantities of solution are available. 
This method is sufficiently sensitive to be useful for determining the 
concentration of deuterium oxide in water. The method consists in 
measuring the velocity of fall of a drop of water through a nonmiscible 
liquid of known density, usually o-fluorotoluene.? The density of a water 
drop may be calculated to 1 to 2 parts per million by using Stokes’ law. 


1J. Am. Chem. Soc., 35, 1666 (1913); cf. also Jones and Hall, ibid., 59, 258 (1937). 

2 MacInnes, Dayhoff, and Ray, Rev. Sci. Instr., 22, 642 (1951); cf. also MacInnes 
and Dayhoff, J. Am. Chem. Soc., 75, 5219 (1953). 

3 J. Am. Chem. Soc., 56, 406 (1934). 

4 J. Am. Chem. Soc., 62, 3165 (1940). 

5 Johnson and Hutchinson, J. Chem. Phys., 8, 869 (1940). 

6 Am. J. Physiol., 69, 654 (1924); J. Biol. Chem., 69, 625-(1926). 

7 Keston, Rittenberg, and Sehoenhetmer, Je ‘Biol. Chem., 122, 227 (1937). 
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VISCOMETRY! 


» The Ostwald viscometer (Exp. 26). has-been improved -by Bingham.? 
The liquid is forced through a capillary with compressed air maintained at 
constant pressure. There are marks at the top and bottom of the bulb, 
andthe time required for the liquid to flow first-up and then down is 
recorded. Kaaschow? gives a detailed discussion of the design and testing 
of Ostwald-type viscometers. 

The use of automatic timing for the transit of the meniscus of the liquid 
in the capillary tube, by means of a-photoelectric cell, has been developed 
to a high degree of-perfection by Jones and Talley and by Riley and 
Seymour.’ Details of the necessary assembly have been given by these 
investigators in articles in which they also analyze sources of error in the 
use of viscometers. 

- The rotation-cylinder, or @austiatene viscometer, in whieh is meas- 
ured the torque that is required to-rotate a cylinder at a given rate of 
speed in the solution, has certain advantages.over the capillary-tube type. 
A source: of error in a capillary-tube type of viscometer arises from the 
fact that the-shearing stress exerted oni the liquid is not uniform but varies 
with the distance-from the center of the capillary. This effect is not 
important if the viscosity- of the liquid is independent of the shearing 
stress (Newtonian liquid), but in the case of non-Newtonian liquids, the 
viscosity obtained is an average value which depends on the dimensions 
of the instrument and the relation-between viscosity and shearing stress. 
In the rotating-cylinder viscometer, this difficulty may be avoided. 

. One of the simplest methods for determining viscosity depends upon 
the determination of the velocity of a sphere falling through the liquid 
when it has reached a--uniform. velecity... This is based on Stokes’ law 
relating the viscosity of the liquid to the frictional force which acts on a 
moving sphere. It is necessary to-apply corrections for the influence 
on the velocity of-the wall of the tube to avoid end effects. For a 
small sphere of radius r falling axially through a viscous liquid in a 
cylindrical tube, the complete expreagion is given on page 152. In meas- 


1 The general subject of viscometry is discussed by Hatchek, “The Viscosity of 
Liquids,” George Bell & Sons, Ltd., London (1928); Barr, ‘“Viscometry,’’ Oxford 
University Press, New York : (1931); Philippoff, “Viscositat der Kolloide,” Stein- 
kopff, Dresden-and Leipzig (1942); Blair, “A Survey of General and Applied Rhe- 
ology,” Pitman Publishing Corporation, New York (1944); Swindells, Ullman, and 
Mark in Weissberger (ed.), op. cit., 3d ed., Vol I, Pt. I, Chap. 12 (1959). 

2 “Rluidity and pean Pp. 76, MeGraw-Hill Book Company, Inc., New York 
(1922). 

* Ind. Eng. Chem., Anal Ed., 10, 35 (1938). 

4 Physics, 4, 215 (1933); J. Ah, Chem. Soc., 55, 624 (1933). 

® Ind. Eng. Chem., Anal. Ed., 18, 387 (1946). 
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urements with spheres of equal radius in tubes of the same dimensions 
= K(p — pot 


The tube constant K may be evaluated experimentally by measuring the 
time of fall through a liquid whose density and viscosity are known or 
may be calculated from Eq. (22) on page 152. In determining relative 
viscosities, the tube constant cancels: 


n _ (p— pot 


ns  (p — ps) ts 

The subscript s refers to the standard liquid. The sphere is discharged 
slowly into the tube, a few centimeters below the surface, through a glass 
tube slightly larger than the sphere; 1.5 mm is a suitable diameter for the 
sphere, and 20 cm is a satisfactory height for fall. The vessel should have 
a diameter at least ten times that of the sphere. A steel ball such as 
those used in ball bearings makes an excellent bali for the experiment. 

The determination of absolute viscosities is rather difficult. It requires 
careful measurements of the apparatus, including the length and radius 
of the capillary, and some rather uncertain corrections. Further details 
concerning absolute measurements are given by Thorpe and Rodger! and 
by Bingham, Schlesinger, and Coleman.’ 

Viscosity has been studied at very high pressures.’ 


SURFACE TENSION‘ 


When the surface tension of a liquid is to be determined (Exp. 49), one 
should choose the particular method which will give the best results with 
the least effort. The realms of utility for three methods are outlined as 
follows: 


1. Single liquids 
a. Capillary rise: For highest accuracy, but not rapid. 
b. Ring method: Very fast and reasonably accurate if suitable apparatus is avail- 
able. Can be used for interfacial tension. 
c. Drop weight: Best general method for both sarbide and interfacial tensions 
if both accuracy and speed are considered. Can be used with very small 
quantities of liquid. 


1 Phil. Trans., A185, 397 (1894). 

2 J, Am. Chem. Soe., 38, 27 (1916); Hyde, Proc. Roy. Soc. (London), A97, 240 (1920). 

3 Bridgman, ‘The Physics of High Pressures,’’ George Bell & Sons, Ltd., London 
(1931). 

4 The measurement of surface tension has been reviewed by Harkins and Alexander 
in Weissberger (ed.), op. cit., 3d ed., Vol. I, Pt. I Chap. 14 (1959); Adam, “Physics and 
Chemistry of Surfaces,” Oxford University Press, New York See Reilly and Rae, 
op. cit., pp. 629-659. 
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2. Solutions 
a. Drop weight: Best method for surface and interfacial tension if long time 
effects are not involved. 
b. Ring method: Excellent for surface tension, even if time effects are involved. 
c. Drop shape: Excellent for the study of time effects. 


DIFFUSION 


An important transport process is that of molecular diffusion in solu- 
tion, with any difference in concentration being reduced by a spontaneous 
transfer of matter. It is caused by the Brownian motion of the dis- 
solved molecules. 

The flow of matter is defined as the amount of material which in unit 
time passes through a unit area of plane perpendicular to the direction of 
flow. It is the product of a concentration and a velocity. Thus, if the 
concentration is expressed in moles per cubic centimeter and the distance 
of displacement is given in centimeters, then the flow J is measured in 
moles cm-? sec™}. 

The diffusion coefficient D is defined by two laws of Fick.! They are, 
for a two-component system, 


J=-DS (1) 


Oc re) 0c 

a ~ a (p x) @) 
The coefficient which is defined by these equations is often referred to as a 
constant. This is only approximately true, and the study of the varia- 
tion of D with concentration gives useful information. Equation (2) 
may be derived from Eq. (1) by introduction of a statement of the con- 
servation of mass. 

The diffusion of molecules in liquid media has been the subject of a 
number of reviews. There are several types of experiment. 

Free Diffusion. In this method, which is based on the second law 
of Fick, an initially sharp boundary is formed between the solution and 
the solvent with the more dense phase in the bottom of the diffusion cell. 
The cell should be tall enough so that the composition at the bottom and 
at the top of the column remains unchanged during the period of observa- 
tion. The gradual blurring of the boundary may be followed by a 
number of methods. In early work, samples of solution were taken from 
various levels in the cell and their concentrations used to calculate the 


1 Pogg. Ann., 945 59 (1855). 

2 Williams and Cady, Chem. Revs., 14, 171 (1934); Neurath, Chem. Revs., 30, 257 
(1942); Harned, Chem. Revs., 40, 462 (1947); Geddes in Weissberger (ed.), op. cit., 
Vol. I, Pt. I, pp. 551-619; Gosting, Adv. Protein Chem., 11, 429 (1956). 
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diffusion coefficient. In some cases, it is possible to determine the con- 
centration at every level in the diffusion cell by means of quantitative 
light-absorption measurements. The most generally applicable and 
accurate methods for the determination of the diffusion coefficient are 
optical methods which depend upon the fact that light is deflected upon 
passing through a refractive-index gradient such as that established in a 
diffusion column. Inthe Lamm! scale method, the displacements of lines 
in the photograph of a linear scale placed behind the diffusion cell are 
measured with a microcomparator. The schlieren method, in which a 
plot of refractive-index gradient versus position in the cell is obtained 
directly, is described in Chap. 19. The diffusion coefficient may be calcu- 
lated from the shape of the curve by several methods. 

Interference methods developed by Kegeles and Gosting,? Longsworth,® 
and Coulson et al.4 yield more accurate diffusion coefficients than any of 
the above methods. 

A number of cells have been designed for the purpose of forming a 
sharp initial boundary between solution and solvent.® 

Restricted Diffusion. Harned® has used a conductivity method for 
the determination of concentration changes of salts in a diffusion cell. 
In this method, the difference in the conductances of the solution as meas- 
ured between pairs of electrodes at the bottom and at the top of the cell is 
utilized in the calculation of the diffusion coefficient. This method is 
limited to the study of electrolytes, and an experimental precision of 
0.1 per cent may be obtained at concentrations less than 0.01 N. 

Steady-state Diffusion. In this method the first law of Fick 
serves as the means for the computation of the result. Diffusion takes 
place through a region in which the concentration gradient is independent 
of time. An example of this method is the porous-plate. method of 
Northrop and Anson.? One form of the diffusion cell consists of a bell- 
shaped glass vessel, closed at the narrow top end by a stopcock and at the 
wide-bottom end by a sealed-in sintered-glass disk. The cell is filled with 
a solution and is immersed in a beaker of water just touching its surface. 
Various sizes have been used, from 10 to 200 ml capacity. Diffusion is 
allowed to proceed until the concentrations in the pores of the sintered- 
glass disk are those for a “‘steady state,” which generally requires several 

1 Arkiv Kemi., Mineral. Geol., 17B, No. 13 (1948). 

2 J, Am. Chem. Soc., 69, 2516 (1947); Gosting, Hanson, Kegeles, and Morris, Rev. 
Sci. Instr., 20, 209 (1949). 

3 J. Am. Chem. Soc., 74, 4155 (1952); 75, 5705 (1953). 

4 Coulson, Cox, Ogston, and Philpot, Proc. Roy. Soc. (London), A192, 382 (1948). 

5 Loughborough and Stamm, J. Phys. Chem., 40, 1113 (1936); Claesson, Nature, 
158, 834 (1946). 


6 Loe. cit. 
7 J. Gen. Physiol., 1%, 343 (1929); Clack, Proc. Phys. Soc. (London), 36, 313 (1924). 
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hours. When steady-state concentrations have been attained, the cell is 
placed in contact with a fresh sample of solvent, and diffusion is allowed 
to proceed for.a suitable length of time. From concentrations deter- 
mined after various times in aliquots of solution and solvent, the diffusion 
coefficient may be calculated. It is necessary to calibrate the cell by an 
experiment with a substance of known diffusion coefficient. The advan- 
tage of this method is that it is useful for determining the diffusion 
coefficients of radioisotopes or biologically active substances in dilutions 
so low that optical methods cannot be used. In such experiments very 
careful control of temperature is required to prevent thermal convection. 

Micro methods for use with colored materials have been developed by 
Firth? and Nistler.® 


OSMOTIC PRESSURE* 


Osmotic-pressure determinations may: be divided into two classes 
according to the molecular weight of the solute. If the membrane is 
permeable only to solvent molecules, the so-called “total osmotic pres- 
sure” is obtained. In the case of solutions which contain solutes of both 
low and very high molecular weight, the total osmotic pressure would be 
due to both classes of solute molecules. However, if the osmotic-pressure 
determination is carried out with a membrane permeable to both solvent 
molecules and low-molecular-weight solute molecules, the osmotic pres- 
sure measured is due only to the large molecules and is referred to as 

“colloid osmotic pressure.” 

In the case of solutes of molecular weight less than 10,000, the great 
difficulties encountered in the preparation of membranes impermeable to 
solute molecules preclude the general use of the osmometric method. In 
the apparatus of Frazer:and Myrick,® a porous clay cup contains an 
electrolytically deposited membrane of copper ferrocyanide which allows 
the passage of solvent but not of the low-molecular-weight solute. This 
clay cup, containing the solvent, is surrounded by a strong bronze cylinder 
containing the solution and the connection to the manometer. To meas- 
ure the pressure, an electrical-resistance gauge or a water interferometer 
may be used in place of the customary mercury manometer. With this 
apparatus Frazer and his coworkers have measured osmotic pressures up 
to 273 atm. / 

* Mouquin and Cathcart, J, Am. Chem. Soc., 57, 1791 (1938). 

2 Kolloid-Z., 41, 300 (1927). ; 

8 Kolloidchem. Beth., 28, 296 (1929). 

«A general review of this subject is given by Wagner and Moore in Weissberger 
(ed.), op. cit., 3d ed., Vol. I, Pt. I, Chap. 15 (1959). 

5 J. Am. Chem. Roos 38, 1907 (1916); Frazer and Lotz, J. Am. Chem. Soc., 43, 2501 
(1921). 
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Osmotic pressure may be successfully used to determine the molecular 
weights of macromolecules, such as high polymers,. proteins, and poly- 
saccharides. A simple calculation will show that an osmotic pressure of 
1 mm of water corresponds to a freezing-point depression of roughly 
0.0001°C. Such a freezing-point depression might be caused by a minute 
trace of salt in a protein solution, while the salt would not significantly 
affect the osmotic pressure of the isoelectric protein measured with a 
membrane permeable to small ions and water molecules. 

Osmotic-pressure measurements may be carried out by dynamic or 
static methods. In the dynamic method,! the rate.of movement of the 
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Fira. 118. Static osmometer. 


meniscus in the capillary tube is measured at a number of heights and 
used to obtain the equilibrium height, whereas in the static method, the 
equilibrium height is determined directly. The construction of a stand- 
ard type of static osmometer for high-polymer work is illustrated in 
Fig. 118.2. The cell consists of two stainless-steel plates clamped together, 
with the membrane between the plates. The faces of the two plates are 
machined with a set of concentric cuts 2 mm wide and 2mm deep. The 
solution is placed in one half-cell, and the solvent in the other, and the 
membrane simultaneously acts as a gasket. With valves 1 and 2 closed 
and valve stem 3 removed, solution is poured into the left-hand tube, 
while solvent is simultaneously poured into the nght one, so that the 


1 Montanna and Jilk, J. Phys. Chem., 45, 1374 (1941). 
2 Fuoss and Mead, J. Phys. Chem., 47, 59 (1943); Flory, J. Am. Chem. Soc., 65, 
374 (1943). 
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liquid level rises at about the same rate on both sides of the membrane. 
Valve 3 is then inserted and closed, and valve 1 is opened to drop the 
meniscus in the solution standpipe to its desired position. The left 
meniscus is maintained at constant height, while the rate of approach of 
the right meniscus to its equilibrium position is determined from both 
the high-pressure and low-pressure sides. Smaller glass osmometers! are 
also widely used. 

Semipermeable membranes for use with polymer solutions are generally 
prepared by treating cellophane with 3 per cent sodium hydroxide or by 
denitrating collodion (cellulose nitrate), using ammonium polysulfide. 

Because of the nonideality of polymer solutions, it is necessary to 
extrapolate osmotic-pressure measurements at several concentrations to 
infinite dilution in order to calculate the molecular weight. A plot of x/c, 
where w is the osmotic pressure, versus c is quite linear in the low-concen- 
tration range and is used for the extrapolation. 

A number of osmometers have been designed especially for protein 
work.? In these osmometers the protein solution is contained in a bag of 
collodion or regenerated cellulose (such as Visking sausage casing) and the 
pressure measured by means of a toluene manometer. 


1 Zimm and Myerson, J. Am. Chem. Soc., 68, 911 (1946); Schulz, Z. physik. Chem., 
Al%6, 317 (1936); ibid., B52, 1 (1942). 

2 Bull, J. Am. Chem. Soc., 68, 742 (1946); Scatchard, Batchelder, and Brown, J. Am. 
Chem. Soc., 68, 2320 (1946). 


CHAPTER 22 


Electrical Measurements 


A wide variety of electrical measurements are met with in physical 
chemistry. These include observations of the electromotive forces of 
electrochemical cells, uses of thermocouples and thermopiles, measure- 
ments of resistance in the determination of electrolytic conductance and 
of temperature, measurement of quantity of electricity in the determina- 
tion of transference numbers and ionic mobilities and of electrical energy 
in calorimetry, and determinations of dielectric constant. 

The absolute electrical units are based upon the fundamental mechani- 
cal units of mass, length, and time by the use of accepted principles of 
electromagnetism. These units are maintained, as were the inter- 
national units used before 1948, by groups of standard resistors and of 
standard cells. The international ohm and volt are slightly larger than 
the corresponding absolute units. The conversion factors for adjusting 
values of standards in this country are as follows:! 


1 int ohm = 1.000495 abs ohms 

1 int volt = 1.00033 abs volts 

1 int amp = 0.999835 abs amp 

1 int coulomb = 0.999835 abs coulomb 

1 int henry = 1.000495 abs henrys 
1 int farad = 0.999505 abs farad 

1 int watt = 1.000165 abs watts 

1 int joule = 1.000165 abs joules 


i 


GALVANOMETERS 


In these days of automatic recording instruments for voltage (potenti- 
ometers), resistance, capacitance, and frequency, the electronic circuits 
have made galvanometers less common items of the physical-chemistry 
laboratory as compared with a decade ago. However, galvonometers are 
still useful in many assemblies for electrical measurements; furthermore, 


1 Nail. Bur. Standards (U.S.), Cire., C459 (1947). 
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ammeters and voltmeters are essentially portable galvanometers of low 
sensitivity, so they warrant some description. 

The D’Arsonval galvanometer consists of a rectangular coil of wire 
suspended from a fine wire in the field of a permanent magnet. The 
bottom part of the coil is made steady by a loosely coiled metallic spring, 
which also serves asa lead. The current in the moving coil flows perpen- 
dicular to the lines of magnetic force, producing a torque on the coil. 
The coil turns until the restoring moment due to the twist in the spring is 
just equal to the torque due to the current. The motion of the coil is 
observed and magnified by means of a beam of light reflected from a small 
mirror mounted on the coil. A wide variety of galvanometers is available 
to provide the sensitivity, period, and ruggedness desired. The current 
sensitivity of a galvanometer is defined as the current in microamperes 
required in the galvanometer coil to produce a standard deflection, usually 
1 mm on a scale placed perpendicular to the reflected light beam at a 
distance of 1 m. Sometimes the sensitivity is expressed in microvolts, 
which is the electromotive force which produces the standard deflection 
when it is introduced into the series circuit consisting of the galvanometer 
and its external critical-damping resistance. The microvolt sensitivity 
is therefore the product of the microampere sensitivity and the sum of the 
galvanometer resistance and its external critical-damping. resistance. 
The sensitivity of a galvanometer is less frequently given in terms of the 
ballistic sensitivity, which is the quantity of electricity which must be 
discharged through a galvanometer in a time which is short compared 
with its free period to produce the standard deflection. 

The period of a galvanometer is the time in seconds required for one 
complete undamped oscillation of the galvanometer. In most gal- 
vanometer applications, a period’ as short as possible, consistent with 
other necessary requirements, is desired. Short periodicity conserves 
the time of the observer and makes possible precision of measurement of 
fluctuating phenomena that would otherwise be unobtainable. For other 
measurements, such as ballistic measurements, long periods are desirable 
to facilitate reading. 

For most applications it is desirable to damp a galvanometer so that 
the final reading is obtained without oscillation. A critically damped 
galvanometer reaches its final reading without oscillation and in the 
shortest possible time. It is customary to take the period of a critically 
damped galvanometer as equal to its undamped period, for although the 
critically damped period is-theoretically infinite, practically, a critically 
damped deflection is within about 1.5 per cent of its final position in the 
undamped periodic time. If the resistance of the external circuit is too 
small, the galvanometer will be overdamped; that is, the coil will rotate 
too slowly. In this case, more resistance is added in series. If the 
resistance of the external circuit is too great, the galvanometer will be 
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underdamped, and critical damping is achieved by reducing the resist- 
ance in parallel. . 

For the most satisfactory operation of a galvanometer, one should select 
an instrument whose external critical-damping resistance is slightly lower 
than the resistance presented to the galvanometer by the circuit with 
which it is to be employed. An ordinary laboratory has use for low- 
resistance galvanometers (20 to 100 ohms) for thermopile work and 
calorimetry and for high-resistance galvanometers (over 1000 ohms) for 
measurements of electromotive force. Inana-c galvanometer, sensitivity 


Fig. 119. Portable galvanometer using multiple reflections. 


and period are important, but critical-damping resistance as such is of 
less significance because proper damping also depends on capacitance and 
inductance. 

Portable box-type galvanometers are taut-suspension moving-coil 
instruments with built-in lamps and scales, as illustrated in Fig. 119. 
The light beam traverses the case five times after reflection from the 
moving mirror, thus considerably increasing the sensitivity. Such 
galvanometers are commonly available with sensitivities down to 2.5 
pvolts mm and 0.005 amp mm. 

For greater sensitivity, galvanometers with more delicate suspensions 
must be used. These galvanometers must be carefully leveled and 
mounted on vibrationless supports.! The beam of light from a small 
lamp is focused on a scale at 1 m distance, by means of a focusing mirror 
or a long-focus lens attached to the glass window of the galvanometer. 

1 The design of vibrationless supports has been discussed by Strong, ‘Procedures 


in Experimental Physics,” pp. 328, 590, Prentice-Hall, Inc., Englewood Cliffs, N.J. 
(1939). 
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High-sensitivity galvanometers are commonly available with sensitivities 
down to 0.1 zvolt mm! or 0.0001 namp mm-". 

If a sensitivity much greater than 10-8 amp or 10-7 volt mm— is 
required with a low critical-damping resistance, it is necessary to use a 
special type of galvanometer or some type of amplification. Very small 
direct currents, as from thermopiles, may be amplified by vacuum-tube 
circuits if the current is subjected to mechanical interruption. Such 
methods are especially useful in infrared spectroscopy and have been 
reviewed by Williams.} 

Another type of amplified galvanometer is the photoelectric gal- 
vanometer, which consists of a taut-suspension galvanometer and a 
double-cathode photocell in a balanced-bridge circuit. In the null posi- 
tion, the galvanometer light beam illuminates both photocell cathodes 
equally, under which condition the photocell constitutes a balanced 
bridge with zero potential difference across the photocell cathodes. Dis- 
placement of the light beam produces a signal in the photocell circuit 
whose magnitude and polarity are determined by the magnitude and 
polarity of the electromotive force applied to the galvanometer terminals. 
This method has been useful in amplifying thermopile currents.? 

Ammeters for registering current are of very low resistance and are 
connected in series in the circuit. Voltmeters, for measuring the poten- 
tial between two points in a circuit, on the other hand, are connected in 
parallel with the circuit, and their resistance must be so high that only a 
small fraction of the current flows through them. For example, if a 
meter with which the full-scale deflection is obtained with 1 milliamp is 
to be used as a 10-volt voltmeter, a series resistance S must be added. 
If the resistance of the meter is R, R + S = 10/0.001, and the resistance 
to be placed in series so that the meter will show a full-scale deflection 
for 10 volts is (10/0.001) — R. Similarly, the series resistance required to 
use the milliammeter as a 100-volt voltmeter is (100/0.001) — R. High- 
grade commercial ammeters and voltmeters are guaranteed to be cor- 
rectly graduated to as close as } per cent of the full-scale reading, but 
cheaper instruments are generally accurate only to about 2 per cent of the 
full-scale reading, irrespective of the actual reading. 


MEASUREMENT OF ELECTROMOTIVE FORCE? 


Potentiometers. The principle of the potentiometer has been dis- 
cussed in Exp. 31. Since the galvanometer acts only as a null-point 


1 Rev. Sci. Instr., 19, 135 (1948). 

* Gershinowitz and Wilson, J. Chem. Phys., 6, 197 (1938); Mortimer, Blodgett, 
and Daniels, J. Am. Chem. Soc., 69, 822 (1947). 

’Tanford and Wawzonek in Weissberger (ed.): “Physical Methods in Organic 
Chemistry,” 3d ed., Vol. 1, Pt. IV, Interscience Publishers, Inc., New York (1960). 
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indicator, the accuracy of measurement depends only on the accuracy of 
the standard-cell voltage and the accuracy of the resistance coils, provided 
that the galvanometer is sufficiently sensitive and the resistance of the 
circuit is not too great. The resistance coils can be manufactured with 
exceedingly high precision, so the accuracy of the method depends prin- 
cipally on the constancy of the standard-cell voltage. Potentiometers for 
research purposes are designed in such a way that it is possible to check 
the potentiometer against the standard cell without disturbing the setting 
of the resistances in the measuring circuit. This is illustrated in Fig. 120. 
Fixed connections for the standard cell span a definite portion of the 


R ih }= 


Standard cell D 


Sih hi} 
EMF 
Galvanometer 


Fig, 120. Potentiometer circuit. 


circuit OB, across which the fall in potential is adjusted to be equal to the 
voltage of the standard cell by varying R. By means of a double-pole 
double-throw switch, either the standard cell or the unknown electromo- 
tive force can be put in the circuit through the galvanometer. In mak- 
ing the first trial balance, the galvanometer keys 1 and 2 are used to 
include a high resistance in the galvanometer circuit and prevent a large 
current from flowing through the standard cell. When the potential 
drop of the potentiometer and the electromotive force of the unknown cell 
or standard are nearly balanced, key 3 is pressed to obtain maximum 
galvanometer sensitivity. When the total resistance of the unknown 
cell is comparatively small, such as 100 ohms, a potential difference of, 
say, 0.0001 volt between the potential drop in the slide-wire and the 
electromotive force of the unknown cell can cause sufficient current to 
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flow through the galvanometer to produce a deflection. However, if 
the resistance of the unknown cell is, say, 5 megohms, the current through 
the circuit due to 0.0001 volt is only 0.0001/(5 X 10°), or 2 X 10-1! amp, 
which is too small to turn the coil of an ordinary galvanometer. In such 
a case, it is necessary to use an electrometer or vacuum-tube voltmeter, 

Special potentiometers have been designed for thermocouple work. 
These include the Wenner potentiometer! and the White potentiometer. 
Double potentiometers of the White type are particularly useful in 
calorimetry where it is desired to measure, practically simultaneously, 
two temperatures which are appreciably different, without resetting dials. 

Recording Potentiometers. There are now available recording 
potentiometers which perform the operations of balancing against an 
applied potential automatically and of standardizing themselves by 
balancing against the standard cell or Zener diode at regular intervals. 
The automatic balancing mechanism replaces the galvanometer in the 
usual potentiometer circuit. This electronic device consists of an 
amplifier which drives a motor whose direction and speed depend upon the 
polarity and voltage of the unbalance. The motor moves the contact on 
the potentiometer slide-wire, and the attached pen makes a trace on the 
moving chart. The basic circuitry for such instruments has been 
described by Witherspoon.’ 

Here again “damping” is required in the potentiometer recorder, it 
being generally achieved by a resistance-capacitance damping circuit 
in the input to the amplifier in the instrument. The theory of damping 
in such systems is described in several places.? 

The precision of recording potentiometers at any point on the chart is 
about 0.3 per cent of the full-scale voltage. Since so many measurements 
may be reduced to a measurement of voltage, recording potentiometers 
can be used in a wide variety of applications. They can be fitted with 
mercury switches or microswitches which can operate heaters or motors 
at certain potentials. 

More specific information as to the potential required for a full-scale 
displacement, the time required for the pen to move across the full scale 
to a new balance point, the rate at which the paper moves under the pen 
of the instrument, etc., may be obtained from the manufacturers. 

Standard Cells. The electromotive force of the Weston cell in the 
new absolute system is 1.0186 volts at 20°. This cell is set up in an air- 
tight H-shaped vessel, with platinum wires sealed through the bottoms 
for connection with the electrodes, as shown in Fig. 121. The positive 


1 Behr, Rev. Sci. Instr., 3, 109 (1932). 

® Instruments, 25, 900 (1952). 

* Tustin (ed.): “Automatic and Manual Control,” pp. 249ff., Butterworth & Co. 
(Publishers) Ltd., London (1952). 
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electrode consists of pure mercury, which is covered by a thick paste of 
mercurous sulfate and a small quantity of cadmium sulfate. The nega- 
tive electrode is a cadmium amalgam containing 12.5 per cent of cadmium. 
On the top of the solidified amalgam and the mercurous sulfate paste are 
placed some rather large and clear cadmium sulfate crystals; then the cell 
is filled with a saturated solution of cadmium sulfate. The ends of the 
tubes are closed, allowing sufficient 

air space for thermal expansion. The Cork oe with 

materials must be thoroughly purified. aad) see 

The temperature coefficient of the cell 
is small, so that the electromotive force 
may be given with accuracy sufficient 


=e Saturated 
solution 


for most purposes by the expression [-—--—~——- CaSO, 
E, = Exo — 0.0000406(¢ — 20) co “3 H.0) 
In actual laboratory measurements 
the unsaturated cadmium cell is more Clay 


commonly used than the Weston cell. 
This cell contains a solution of cadmium 
sulfate saturated at 4° and has the Fic. 121. Weston normal cell. 
advantage that the temperature coeffi- 

cient (0.00001 volt deg!) is less than for the saturated cell. The 
voltage of the unsaturated cadmium cell varies between 1.01856 and 
1.01910 int volts. 

The following precautions should be taken in using standard cells. 
(a) The cell should not be exposed to temperatures below 4°C nor above 
40°C. (b) Abrupt changes of temperature should be avoided because 
they may produce temporary variations of several hundredths of 1 per 
cent in the electromotive force. (c) All parts of the cell should be at 
the same temperature. (d) Current in excess of 0.0001 amp should 
never pass through the cell. (e) The electromotive force of the cell 
should be redetermined at intervals of a year or two. 

Reference Electrodes. The cells whose electromotive forces are to 
be determined may be considered to be made up of two electrodes, one 
an indicator and the other a reference electrode. The calomel electrodes 
and the silver-silver chloride electrode are the most commonly used 
reference electrodes. . 

There are three types of calomel electrodes in common use, depending 
upon the concentration of the potassium chloride solution used: 0.1 N, N, 
or saturated. The electromotive forces at 25° of the three calomel 
electrodes are as follows:! 


1 Hamer, Trans. Electrochem. Soc., 72, 45 (1937). 
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Hg, HgeCls(s); KCl (0.1 N) E = 0.3356 
Hg, Hg2Cle(s); KCl (1.0 N) E = 0.2802 
Hg, HgeCl.(s); KCl (sat) E = 0.2444 


Commercially available saturated calomel cells such as that illustrated 
in Fig. 47 are especially convenient for work in the physical-chemistry 
laboratory. 

For the silver—silver chloride electrode the electromotive force at 25°C 
is given by the statement 


Ag(s), AgCl(s); KC] (0.1N) E = 0.2880 


The calomel electrode may be prepared as follows. The electrode 
consists of a test tube with a sidearm bent down at right angles and fitted 
with a ground-glass plug which serves as a salt bridge, the current being 
carried by the thin liquid film between the wall of the tube and the plug. 
It is preferable to have the tube made of Pyrex and the plug of soft glass. 
If the plug is cooled before insertion into the tube, it will become firmly 
fixed upon subsequent warming to room temperature. This type of 
junction has a high resistance and requires the use of a high-resistance 
galvanometer (approximately 1000 ohms) in the potentiometer circuit. 
A junction of this type should be kept immersed in potassium chloride 
solution when not in use so that the liquid film will not dry out. An 
alternative method of reducing diffusion at the junction involves con- 
stricting the end of the bridge arm to a tip which contains solidified agar. 
This connecting bridge has a much lower resistance than the type with a 
ground-glass joint. Better still is a simple connecting salt bridge with 
sintered glass at the ends.! 

The glass vessels are cleaned and rinsed thoroughly, using distilled 
water for the latter operation. The calomel paste is made by grinding 
calomel in a mortar with purified mercury and potassium chloride solution 
of the concentrations indicated above (depending on the type of electrode 
to be used). A few milliliters of redistilled mercury is placed in the tube 
and is covered with calomel paste to a depth of approximately 1 cm. 
The tube and the bridge are then filled with potassium chloride solution 
of the desired concentration, and an electrode consisting of a platinum 
wire fused to a copper wire, which is sealed in a glass tube mounted in a 
stopper, is placed in the pool of mercury. 

In all precise electromotive-force work, oxygen must be carefully 
excluded from the cell. This may be done by bubbling purified nitrogen 
through the solutions in the cell for a period of time. Tank nitrogen 
is readily freed from small amounts of oxygen by passing over heated 
copper turnings. The effluent nitrogen is bubbled first through a sample 


? Laitinen, Ind. Eng. Chem., Anal. Ed., 13, 393 (1941). 
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of the solution in a presaturator and then into the solutions in order to 
avoid excessive evaporation from the latter. Another type of purifica- 
tion system is described by van Brunt.' 


MEASUREMENT OF ELECTROLYTIC CONDUCTANCE? 


Alternating-current Wheatstone Bridge. The measurement of 
electrolytic conductance using the Wheatstone bridge has been described 
in Exp. 27. Alternating current must be used to prevent electrical 
polarization of the electrodes, and this introduces a number of problems 
not present in d-c bridge measurements. A simple Wheatstone bridge for 
measurements of resistance with direct current is illustrated in Fig. 37 
(page 161). Resistance R; is adjusted to bring points A and B to the 
same potential, as indicated by the absence of a galvanometer deflection 
when the tap switch is closed. If a d-c source is used, only pure resist- 
ances are involved, and when A and B are at the same potential, 


If an alternating source of current is used, it is necessary to balance the 
reactances in the circuit as well as the resistances. In the a-c bridge 
circuit illustrated in Fig. 122 the conductance cell presents an admittance 
which includes a capacitative term as well as a conductance term, because 
there is an accumulation of charge on each plate as well as a flow of 
charge through the cell when a potential difference exists between the 
terminals. The cell is therefore electrically equivalent to a resistance R2 
in parallel with a capacitance C2, The balance condition for alternating 
current can be satisfied only by introducing at least one other reactive 
element. Capacitor C, is added for this purpose. For a null output, 
the resistors and C, must be adjusted to make the a-c potential at points 
B and D equal in respect to both phase and amplitude. These dual 
conditions are met when the equations 


are satisfied. 

In practice, adjusting Ri, Rs, R4, and C2 leads to a minimum in bridge 
output but not to a perfect null. The reason is, if D and B are not at 
ground potential, current flows through the detector or earphones to 


1 van Brunt, J. Am. Chem. Soc., 36, 1448 (1914). 
2 Robinson and Stokes, “Electrolyte Solutions,” 2d ed., p. 87, Academic Press, 
Inc., New York (1959); Shedlovsky in Weissberger (ed.), loc. cit. 
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the ground via distributed capacity. In precise measurements, it is 
necessary to provide means for adjusting points D and B to ground 
potential. The most common circuit for this purpose is referred to as a 
Wagner earthing device. As illustrated in Fig. 122, this device consists 
of adjustable resistances (Rs and Re) and capacitances (C; and C4) 
between A and ground and between C and ground. After adjusting the 
bridge to the minimum signal of the detector or earphones, the switch S, 
is closed to the grounded position, and the resistances and capacitances 
of the Wagner earthing device are adjusted to the minimum signal of the 
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Fie. 122, Alternating-current bridge circuit. 


detector. In this way, point B is brought to ground potential. It should 
be noted that since alternating current is used, the potentials of C and A 
vary sinusoidally with time, one being above ground potential while the 
other is below ground potential. Finally, the main-bridge balance is 
readjusted, with the detector in the original position. 

The source of power is usually a vacuum-tube oscillator such as that 
described on page 601. Such an oscillator may be designed to give a 
pure-sine-wave current so that the current in one direction exactly offsets 
that in the other. At audiofrequencies a telephone headset may be used 
as a detector, but to attain the best results, an amplifier must be used, 
since the bridge current should be maintained at a low value in order to 
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avoid heating effects in the conductivity cell. This is achieved by 
limiting the voltage input from the oscillator. 

Edelson and Fuoss' have given the specifications for the construction 
of a portable audiofrequency conductance bridge. They discuss the use 
of an oscilloscope for obtaining the balance points.!:?) This method is 
more sensitive and indicates the resistance and capacitance balance 
separately. 

The theory and design of a-c bridges for measuring the conductance of 
electrolytic solutions have been discussed by Jones and Josephs? and 
by Shedlovsky.* 

The construction of bridges for high-precision work (accuracy of 0.02 
per cent or better) has been discussed by Dike® and Luder.® 

The resistance coils of the Wheatstone bridge must be wound non- 
inductively; i.e., the wire is doubled back in the middle, and the two 
parts of the wire with current going in opposite directions are side by side. 
Coils can be constructed in this way so that the difference between d-c 
and 20,000-cycle a-c resistances is less than 0.01 per cent. 

Electrolytic conductance may also be measured with direct current 
using nonpolarizable electrodes.? This method is capable of quite 
precise results, but it is applicable only to those electrolytes for which 
nonpolarizable electrodes are available. 

Conductivity Cells. A number of forms of conductivity cells are 
shown in Fig. 123. The cells are usually constructed of highly insoluble 
glass, such as Jena 16I1II or Pyrex, or of quartz. The platinum electrodes 
should be heavy and well anchored, so that the cell constant will not 
change when the cell is used frequently. The conductivity cell for a given 
measurement should be chosen with an appropriate cell constant, so that 
the resistance will not fall far below 1000 ohms, where excessive polariza- 
tion difficulties are encountered with the usual apparatus, or above 10,000 
to 30,000 ohms, where errors due to insulation leakage are encountered. 
For solutions of low conductance, the electrodes should be large and close 
together. For solutions of high conductance, the electrodes should be 
smaller and farther apart. Jones and Bollinger* have shown that in many 
cells which have been commonly used, the filling tubes are relatively close 
to the electrode leads, so that disturbing parasitic currents can flow 

1 J. Chem. Educ., 27, 610 (1950). a 

2 Jones, Mysels, and Juda, J. Am. Chem. Soc., 62, 2919 (1940). 

3 J. Am. Chem. Soc., 50, 1049 (1928). 

4 J. Am. Chem. Soc., 52, 1793 (1930). 

5 Rev. Sci. Instr., 2, 379 (1931). 

8 J. Am. Chem.-Soc., 62, 89-(1940). . 

.? Andrews and Macias J. Am. Chem. Soe. is - 60, 871 (1938); Schiff and Gordon, 


J. Chem. Phys., 16, 336 (1948). 
8 J. Am. Chem. Soc., 53, 411 (1931). 
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through capacitance-resistance paths, and these can produce variations 
in cell constant with resistance. The cell designed by Jones and Bollinger 
is shown in Fig. 123a. The Roseveare cell (Fig. 1230), with the corners 
of the thin platinum plates welded in the glass, is easy to make. In 
measuring the conductivity of solutions which show any tendency to 
foam, it is desirable to use a cell with conical electrodes (Fig. 123c), 
through which the electrolyte is flowed into the cell. The flask-type cell 


(a) Jones and Bollinger 


= (e) Dipping cell 
(d) Flask type 

(Shedlovsky) 
Fic. 123. Conductivity cells. 


shown in Fig. 123d is useful for preparing and measuring the conductivi- 
ties of very dilute solutions without risk of contamination from atmos- 
pheric or other impurities.!_ The dipping-type cell (Fig. 123¢) is not suita- 
ble for precise measurements, but is often convenient for practical 
measurements. A Freas-type conductivity cell is illustrated in Fig. 38. 

Polarization may be practically eliminated by using a pure-sine-wave 
alternating current of moderate frequency and by coating the electrodes 
with platinum black. The electrodes can be platinized by immersing 
them in a solution containing 3 g of platinic chloride and 0.02 g of lead 
acetate in 100 ml of water and connecting them to two dry cells connected 
in series. The current is regulated by means of a rheostat, so that only a 
small amount of gas is evolved. After the electrodes are coated with 


1 Shedlovsky, J. Am. Chem. Soc., 54, 1411 (1932).. 
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platinum black, they are removed from the solution and thoroughly 
washed with distilled water. Any traces of chlorine adsorbed from the 
plating solution may be removed by continuing the electrolysis, with 
the same connections, in a dilute solution of sulfuric acid. In precise 
measurements of electrical conductance, it is especially important to test 
for the possibility of polarization.! Polarization has the effect of increas- 
ing the measured resistance and, in general, is less important at higher 
frequencies. 

A cell with platinized electrodes should always be filled with distilled 
water when stored. 

For work in very dilute solutions the platinized surface must be dis- 
pensed with because it is so difficult to rinse out the last traces of elec- 
trolyte from it. Bright platinum electrodes are used, but since some 
polarization results, it is necessary to make measurements at several 
frequencies and to extrapolate the values to infinite frequency. 

Conductance of Potassium Chloride Solutions. Ina very careful 
and exacting research, Jones and Bradshaw? have redetermined the 
electrical conductance of standard potassium chloride solutions for use 
in the calibration of conductance cells. The results of the work are 
summarized in Table 1. The values given in this table do not include the 
conductance due to water, which must be added and should be less than 
ks,0 = 10-§ ohm cm-! in work with dilute solutions. The potassium 
chloride should be fused in an atmosphere of nitrogen to drive out water, 
and in the case of salts which are deliquescent, it is necessary to use & 
Richards bottling apparatus* to avoid exposure to air. 


TABLE 1. Speciric ConpuUCcTANCE oF STANDARD POTASSIUM CHLORIDE SOLUTIONS 


Grams of potassium Specific conductance, ohms! cm~! 
chloride per 1000 g 
of solution in vacuum 0°C 18°C 25°C 
71.1352 0.065176 0.09783, 0.111342 
7.41913 0.007137, 0.011166; 0.0128565 
0.745263 0.0007736, 0.0012205. 0.0014087, 


@ The lowering of the last figure indicates that this figure is uncertain. 


Conductance Water. In all conductance measurements made in 
aqueous solution it is necessary to have very pure water. Distillation 
in a seasoned glass vessel and condenser with ground-glass joints or with 
a block-tin condenser can give water with a specific conductance of about 


1 Jones and Bollinger, J. Am. Chem. Soc., 57, 280 (1935). 


2 J. Am. Chem. Soc., 55, 1780 (1933). 
’ Richards and Parker, Proc. Am. Acad. Arts. Sci., 32, 59 (1896). 
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1 X 10-* ohm™! cm“? if a little potassium permanganate is added to the 
flask. If such a distillation is carried out in air, the water is saturated 
with the carbon dioxide of the air (0.04 per cent). Some of the dissolved 
carbon dioxide can be removed to give a higher resistance by bubbling 
carbon dioxide—free air through the water. 

It is interesting to note that Kohlrausch and Heydweiller! reported 
the preparation of purified water with a specific conductance at 18° of 
only 0.048 & 10-§ ohm—! cm—!” 

Conductance water for laboratory use may be prepared on a large scale 
by redistilling distilled water and condensing in a block-tin condenser. 
By condensing the water at relatively high temperatures, the absorption 
of carbon dioxide is reduced. 


MEASUREMENT OF CURRENT AND QUANTITY OF ELECTRICITY 


The most direct method for the measurement of quantity of electricity 

involves the use of a coulometer, as, for example, a silver coulometer, in 
which silver is plated on a platinum crucible from a silver nitrate solution. 
Other coulometers have been used in which iodine is liberated from a 
potassium iodide solution and titrated with standard sodium thiosulfate 
solution, copper is deposited from an acidified copper sulfate solution, or 
water is decomposed and the volume of gas evolved is measured. 
- The most accurate and convenient method for the determination of a 
steady current is to measure the potential drop across a standard resist- 
ance through which the current flows, as illustrated earlier on page 26. 
The current is calculated by Ohm’s law. When accurate resistors are 
required in the laboratory, calibrated resistors of the National Bureau of 
Standards type? should be used, These resistors are constructed of 
selected manganin wire and are immersed in oil. The limit of error is 
0.01 per cent for wattage dissipation up to 0.1 watt and 0.04 per cent up 
to 1.0 watt. Since the limit of error on a good standard resistance is 
0.01 per cent and the potential may be determined versus a standard 
cell for which the electromotive force is known to 0.01 per cent, the 
current may be calculated with considerable accuracy. For accurate 
measurements of current in transference or electrical-heating experiments, 
it is desirable to have rather constant current. This may be accomplished 
by means of a mechanical? or an electronic‘ current regulator. 


' Kohlrausch and Holborn, “Leitvermégen der Elektrolyte,” 2d ed., Teubner 
Verlagsgesellschaft, Leipzig (1916). 

* Rosa, J. Research, Natl. Bur. Standards (U.S.), 4, 121 (1912). 

* Longsworth and MacInnes, J. Opt. Soc. Am., 19, 50 (1929). 

* Le Roy and Gordon, J. Chem. Phys., 6, 398 (1938); Bender and Lewis, J. Chem. 
Educ., 24, 454 (1947). 
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MEASUREMENT OF ELECTRICAL ENERGY IN CALORIMETRY! 


Calorimetric data are generally given in units of electrical energy. 
The unit is the absolute joule, the product of absolute volts, absolute 
amperes, and time in seconds. The 15°-calorie is 4.1840 abs joules.* 
With the voltage EZ in absolute units, the resistance & in absolute ohms, 
and the time in seconds, the energy dissipated is E°t/R absolute joules, 
or E*t/4.1840R defined calories. The resistance of the heater may be 
measured with a Wheatstone bridge, or it may be computed from the 


wy 


Fra. 124. Measurement of electrical energy in calorimetry. 


voltage drop across the heater, and the current determined by measuring 
the voltage drop across a standard resistor connected in series with the 
resistor. Current and voltage drop are maintained at a constant value 
during the performance of an experiment. A basic wiring diagram is 
shown in Fig. 124. 

The heating coil H is of manganin or other wire having a low tem- 
perature coefficient of resistance. It may be wound on mica, insulated 
between two mica sheets, and encased in a silver or copper sheath or 
made by winding resistance wire on a threaded tube of anodized 


aluminum. 


t Sturtevant in Weissberger (ed.), op. cit., Vol. I, Pt. I. 
2 Stimson, Am. J. Phys., 23, 614 (1955). 
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The current is supplied by steady storage batteries B in good condition 
or preferably by an electronically regulated supply. The standard 
resistance R consists of uncovered manganin or constantan wire or other 
alloy having a negligible temperature coefficient of resistance. It is 
immersed in oil to keep the temperature nearly constant, and it should 
be proved that the current used in the experiment does not raise the 
temperature of the wire sufficiently to change its resistance. Any 
excessive heating effect may be reduced by using wire of larger diameter 
and greater length. The resistance of R should be chosen so that 
the potential drop across it may be conveniently measured with the 
potentiometer. 

The potentiometer is used to measure the potential drop across the 
heater or across the standard resistance. It is not permissible to use a 
voltmeter, because the voltmeter itself carries some current and acts as a 
shunt around the resistance which is being measured. A voltmeter may 
be used, however, in a compensation method, if it is used with a 
galvanometer. 

The upper double-pole double-throw switch connects the potenti- 
ometer either to the heating coil or to the standard resistance. It must 
be of good quality, with good contacts and no electrical leakage across 
the base. . 

The current is kept constant by continuous adjustment of the rheostats. 
It is important to have the contacts of the rheostat in good condition. 
They should be rubbed with emery paper frequently and coated with 
a thin film of petroleum jelly. Two rheostats are convenient, one for 
coarse adjustments and one for fine adjustments. 

If plenty of batteries are available, it is well to use a large number and 
bring the current down with a high resistance. In this way, any slight 
change in the resistance of the circuit has a slight effect on the current. 
The circuit is closed by throwing the upper double-pole double-throw 
switch to the left. Before starting a determination, the lower switch is 
thrown to the right for several minutes so that the current will flow 
through a resistance J which is approximately equal to the resistance of 
the heating coil. In this way the battery reaches a steady condition before 
the experiment is started. If the switch is thrown immediately to the left 
from the position of open circuit, the battery voltage drops rather rapidly 
at first and renders difficult the control of the current at a constant 
amperage. The calculation is simplified and the accuracy is increased if 
the current is kept constant throughout the experiment. 

The time of passage of the current is determined with a stop watch or 
an electric clock or timer. If the time, as measured with a stop watch, is 
the least accurate factor, a chronometer may be used, or the time may be 
increased by decreasing the rate of heating. Stop watches used for such 
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work should be checked frequently, since they are likely to get out of 
order. 

For precision work an equipotential shield is provided to eliminate 
stray currents. All the instruments are set on a piece of sheet metal, 


which is grounded, and under every insulator is placed a grounded metal 
shield. 


MEASUREMENT OF TRANSFERENCE NUMBERS 
AND IONIC MOBILITIES! 


_ The moving-boundary method? for the determination of transference 
numbers and ionic mobilities has largely replaced the earlier Hittorf 
method. This has happened because 
the velocity of a moving boundary 
may be measured considerably more 
accurately (to +0.02 per cent) than 
the change in concentration of an 
ion in an electrode chamber of the 
Hittorf apparatus. The moving- 
4 AN FF boundary method also has the advan- 
Ll ) tage that it may be applied to mix- 


i ih Geli tures of ions, particularly proteins. 
aia In the moving-boundary apparatus 
Au il | used in Exp. 28, the anode was made 


of metallic cadmium, so that the solu- 
tion following the moving boundary 
— f , was cadmium chloride. In general, 
r ea it is desirable to be able to use other 
3 salts as following electrolyte, and so 

there is the problem of forming an 
Fig. 125. Moving-boundary apparatus. initially sharp boundary between the 
leading electrolyte and the following 

electrolyte. This is best achieved by the shearing mechanism invented 
by MacInnes and Brighton.* The construction of the modern apparatus 
is shown in Fig. 125. Heavy glass plates C1, C2, C's, and C.are ground so 
that C, and Co, and C; and C4, fit well together and rotate on each other. 
The moving-boundary tube A is mounted in C2.and C3. The silver-silver 
chloride electrodes E’ and E are attached to C, and Cy. Electrode 
chambers are required to prevent products of the electrode reaction from 


1 Robinson and Stokes, op. cit., pp. 43, 102; Spiro in Weissberger (ed.), op. cit., 
Vol. I, Pt. IV. 

2 MacInnes and Longsworth, Chem. Revs., 11, 171 (1932). 

3 J. Am. Chem. Soc., 47, 994 (1925).. 
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reaching the moving-boundary cell. If the boundary is to be a rising 
boundary, it is formed at C;-C, as follows. Electrode vessel E and the 
tube connecting it to Cs are filled with the indicator electrolyte; the glass 
plates C, and C, are clamped firmly together, and C; is rotated with 
respect to C’, so that initially the tube A does not connect to electrode E. 
Tube A and EH’ are then filled with the leading electrolyte. Electrode E’ 
is shut to the atmosphere, and A is rotated into juxtaposition with the 
hole in C4, connecting EH. Upon application of the current, the sharp 
boundary formed by this method moves up tube A. The time required 
for the boundary to move between graduations on A is determined. 
Since it is not practical to use coulometers for the measurement of current, 
it is desirable to hold the current constant by one of the devices mentioned 
on page 592 and to use a potentiometer and an accurately known resist- 
ance to measure the current. 

It is necessary to apply a correction for the volume change due to the 
electrode reaction and to the migration of ions into and out of the region 
between the moving boundary and the closed electrode. 

If neither the indicator nor the leading electrolyte contains colored ions, 
it is necessary to locate the boundary by the difference in refractive index 
of the two solutions. In the case of sharp boundaries, this may be done 
by focusing a lens on the boundary while placing an illuminated slit 
behind and somewhat below the boundary. If the refractive-index 
gradients are not sharp, as in the case of moving protein boundaries, more 
complicated optical methods must be used for the determination of 
boundary velocity.. One such method is the schlieren optical system, 
which is described in ma 19. - 


MEASUREMENT OF DIELECTRIC CONSTANT 


Some methods for the measurement of dielectric constant are more 
suitable for use in dipole-moment determinations, while others are pre- 
ferred where dielectric loss is involved. Restricting the description to 
the former, we may classify them as heterodyne-beat methods, resonance 
methods, and bridge methods. The first two have been discussed to a 
certain extent in connection with Exps. 36 and 37. An interesting modi- 
fication of resonance method has been described by Wyman? for use 
when the solutions under ST esuEsHOR have an appreciable electrical 
conductance. 

The bridges for measurement of the dielectric constants of solutions 
are normally made up of two resistance arms and two capacity arms. 

1 Longsworth, J. Am. Chem. Soc., 65, 1755 (1943); Longsworth and MacInnes, 


J. Am. Chem. Soc., 62, 705 (1940). - 
2 Phys. Fev., 35, 623 (1930). 
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By a symmetrical construction of the bridge elements, the inductance is 
kept toa minimum amount. One of the advantages of the bridge is that 
if the solution or material being studied has some slight conductance, 
allowances for it can be made in balancing the bridge and a loss factor 
determined. 

The steady current flowing in a d-c circuit depends upon the magnitude 
of the applied potential and the resistance of the circuit. In the case of 
alternating current, the equilibrium current is limited by the circuit 
impedance Z, which depends not only on the circuit resistance R, but also 
on the reactance X, which arises from the capacitance and inductance in 
the circuit. The reactance, and hence the impedance, is a function of the 
frequency of the current. The phase relationships between the currents 
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Fia. 126. (a) Generalized representation of impedance bridge; (6) Wien impedance 
bridge; (c) Schering impedance bridge. 


and voltages in the various branches of an a-c circuit depend also upon 
the reactances of the components involved. 

The impedance bridge is a four-terminal network of the type shown in 
Fig. 126a in which the arms are impedances, which will, in general, 
consist of some combination of resistance, capacitance, and inductance. 
The familiar Wheatstone bridge is a particular type of impedance bridge 
where all four arms are pure resistances; in a-c bridge operation this 
represents a limiting condition only, as indicated below. Two common 
forms of impedance bridge are shown in Figs. 126) and c, together with a 
statement of the conditions which are satisfied at bridge balance, ie., 
zero voltage across the detector. ‘These conditions are obtained from the 
requirements that the voltages appearing at the two points across which 
the detector is connected (measured relative to some common reference 
point) must be equal both in magnitude and in phase when the bridge is 
balanced. The frequency of the applied voltage may or may not enter 
explicitly into the balance equations. 
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Capacitance measurements with the impedance bridge are usually made 
by the substitution method. In the parallel-substitution method, a 
standard capacitor is connected in the bridge circuit in parallel with the 
unknown capacitor, and the bridge is balanced. The unknown capacitor 
is then removed, and the bridge again balanced by resetting the standard 
capacitor. The change in capacitance of the standard required to 
reestablish balance is then equal to the capacitance of the unknown plus 
any changes in lead capacitances or other stray-capacitance effects which 
may have been involved. The series-substitution method may also be 
employed. Because of these lead capacities, etc., it is desirable where 
possible to use a variable-capacitance cell for the measurement of dielec- 
tric constants, as described under Exps. 36 and 37, since high accuracy is 
thereby achieved. 


Pure capacitance Pure inductance Pure resistance 
+ Cc 3: R 
Working condenser Working inductor Working resistor 


Fig. 127. Schematic representation of working circuit elements. 


It is customary to think of resistances, capacitances, and inductances 
as separately realizable entities. In actual practice, however, it is 
impossible to construct a pure resistance, capacitance, or inductance. 
Any circuit element is an impedance in which one contribution may pre- 
dominate but in which all three appear. As the operating frequency 
increases, this fact becomes more and more important. In Fig. 127 are 
given the schematic representations of capacitance, inductance, and 
resistance, showing to a first approximation how each of these circuit ele- 
ments behaves in an a-c circuit. 

Careful attention to proper shielding and grounding of the bridge is 
required in order to prevent the environment, including the operator, 
from influencing the performance of the bridge. Successful work, 
particularly at high frequencies, requires a sound understanding of the 
theory of a-c bridge circuits, which is treated comprehensively by Hague! 


1 “Alternating Current Bridge Methods,” 5th ed., Sir Isaac Pitman & Sons, Ltd., 
London (1945). 
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and by Hartshorn,’ and a good background of practical experience in the 
field. 

The power source for the bridge must have adequate frequency stability 
and power output. At audiofrequencies the resistance-capacitance~ 
coupled oscillator mentioned above is a versatile and reliable unit. At 
radiofrequencies, crystal-controlled oscillators or stable variable-fre- 
quency oscillators of several types are available. Suitable power sources 
in practically any frequency range are available from commercial 
manufacturers. 

Measurements at Very High Frequencies. At frequencies in 
excess of 10® cycles the difficulties encountered in working with the 
traditional circuits become very great. There is the frequency range 108 
to 3 X 10° cycles/sec, in which the measuring techniques are still rather 
unsatisfactory, and there is the microwave region, 3 X 10° to 6 X 101° 
cycles/sec, that portion of the frequency spectrum in which the free- 
space wavelength corresponding to the frequency of oscillation is com- 
parable in magnitude with that of the laboratory equipment. A large 
variety of satisfactory equipment has now been developed for use at the 
microwave frequencies, and the precautions which are required in order 
to obtain accurate measurements have been set down. These methods of 
measurement of dielectric constant are classed as being resonator methods 
or transmission methods; both depend on the transmission properties of a 
dielectric-filled waveguide or coaxial line. (A resonator can be con- 
sidered as a length of waveguide short-circuited at both ends.) The 
technique and equipment employed in such work have been described in 
a number of places, including text and reference works.” 


1 “Radio-frequency Measurements by Bridge and Resonance Methods,” John 
Wiley & Sons, Inc., New York (1941). 

2 Roberts and von Hipple, J. Appl. Phys., 17, 610 (1946); Collie, Hasted, and 
Ritson, Proc. Phys. Soc. (London), 60, 71 (1948); Barlow and Cullen, “Microwave 
Measurements,’”’ Constable & Co., Ltd., London (1950); Montgomery (ed.), ‘“Tech- 
nique of Microwave Measurements,’ Radiation Laboratory Series, Vol. 11, McGraw- 
Hill Book Company, Inc., New York (1948). 


CHAPTER 23 


Nuclear and Radiation Chemistry’ 


AVAILABILITY OF ISOTOPES 


For the 102 elements which are now known, over 600 isotopes are 
known.? Isotopes of an element have different mass numbers (i.e., total 
number of neutrons and protons in the nucleus) but the same atomic 
number (i.e., number of protons in the nucleus). The nuclei of most of 
these isotopes are unstable and decay with the emission of a particles, 
8 particles, y rays, or positrons, which can be detected with instruments 
discussed in this chapter. The relative concentrations of stable isotopes 
may be determined by mass spectrometry, spectroscopy, nuclear mag- 
netic resonance, and other methods to be mentioned. 

Research involving isotopes has been greatly accelerated by the 
increased availability of radioisotopes and stable isotopes from the 
U.S. Atomic Energy Commission, the Atomic Energy Commission of 
Canada, and similar agencies of other nations. A number of radio- 
isotopes which do not occur naturally have been made available in large 
quantities by the operation of uranium nuclear reactors which produce 
neutrons in high concentrations. A great variety is available at nominal 
prices in quantities of fractions of a millicurie to several curies:; (A curie 


? General references include the following: Calvin, Heidelberger, Reid, Tolbert, and 
Yankwich, “Isotopic Carbon,” John Wiley & Sons, Inc., New York (1959) ; Glasstone, 
“Sourcebook on Atomic Energy,’”’ D. Van Nostrand Co., Inc., Princeton, N.J. (1950); 
Friedlander and Kennedy, “Nuclear and Radiochemistry,” John Wiley & Sons, Inc., 
New York (1955); Hollaender (ed.), ‘Radiation Biology,” Vol. 1, McGraw-Hill 
Book Company, Inc., New York (1954); Wahl and Bonner, “Radioactivity Applied 
to Chemistry,” John Wiley & Sons, Inc., New York (1951); Overman and Clark, 
“Radioisotope Techniques,” McGraw-Hill Book Company, Inc., New York (1960); 
Price, “Nuclear Radiation Detection,” McGraw-Hill Book Company, Inc., New York 
(1958); Washtell, “Radiation Counters and Detectors,’’ Philosophical Library, Inc., 
New York (1960). 

* Tabulated information on various nuclei is available in Nuclear Data, Nat. Bur. 
Standards (U.S.), Circ., 499 (1950). Various Supplements have been issued, and 
now nuclear-data sheets may be obtained on subscription from the National Academy 
of Science-National Research Council, Washington, D.C. In these sheets new data 
from the literature are ‘cumulated’ with old data. 
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is the quantity of a radioisotope that supplies 3.7 X 10° disintegrations 
per second.) Catalogues, price lists, and application blanks can be 
obtained from the U.S. Atomic Energy Commission, Isotopes Division, 
Oak Ridge, Tenn. A prospective purchaser of isotopes must state that 
he is equipped to handle them, that his monitoring instruments are 
properly calibrated, that he will take adequate precautions in the handling 
of waste materials, and that he will accept legal responsibility for any 
damage from radioactivity. 

Many organic and inorganic compounds which have been synthesized 
with radioactive elements for use in tracer experiments are commercially 
available. 

Radioisotopes may be formed by (n,a), (n,p), and (n,yv) reactions in 
uranium nuclear reactors in which neutrons are absorbed and e@ particles, 
protons, or y rays are emitted. Production of these isotopes involves the 
insertion of an element, often in the form of a chemical compound, con- 
tained in a small aluminum container, into the nuclear reactor for a few 
days or months. Important examples of isotopes made in this way are 
C4, [131 ps2, Br8?, and Fee, 

Isotopes may be obtained also by separation from other fission products 
produced in a nuclear reactor. | 

Stable isotopes including H?, B'*, O18, Hg, C¥, N15, and a number of 
metals in concentrated form are available. 

Deuterium oxide is produced on a large scale by use of exchange reac- 
tions carried out with solid catalysts in a column operation for the first 
stages of separation. In the later stages of purification fractional 
distillation and electrolysis are used. Nitrogen 15 is concentrated by the 
passage of ammonia gas upward through a packed tower, down which a 
stream of ammonium chloride solution is passing.! 

The isotopes of a number of metals have been separated electro- 
magnetically (that is, by use of large mass spectrometers designed for the 
purpose) and are available from the U.S. Atomic Energy Commission on 
a loan basis. 


ANALYSIS FOR STABLE ISOTOPES 


Mass Spectrometry.” In a mass spectrometer ions in the gas phase 
are accelerated by an electric field and passed through a magnetic field 
to separate the ions according to their mass-to-charge ratio. A gas to be 
studied is ionized by bombarding it with electrons which have been 
accelerated by a potential difference of 50 to 100 volts. Solids may be 

1Thode and Urey, J. Chem. Phys., 7, 34 (1939); Hutchison, Stewart, and Urey, 


J. Chem. Phys., 8, 532 (1940). 
2 Robertson, ‘Mass Spectrometry,” John Wiley & Sons, Inc., New York (1954). 
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used if they are first vaporized with a hot filament. The type of mass 
spectrometer designed by Nier'! is illustrated in Fig. 128. The glass tube, 
containing an ion source at one end and an ion collector at the other, is 
evacuated with a diffusion pump. It must be heated before it is used in 
order to drive out traces of adsorbed water and gases. The ions to be 
studied are accelerated by a potential of from 800 to 1000 volts, and the 
ion paths are bent by the field of an electromagnet (about 3500 gauss). 
The ion current at the collector is amplified and recorded automatically. 


lon source To pump 


Glass 


I 
Collector 


Fic, 128. Nier mass spectrometer. 


Mass spectrometers are finding extensive use for the analysis of organic 
mixtures as well as isotope ratios. 


ANALYSIS FOR RADIOACTIVE ISOTOPES 


Ionization Chambers. In an ionization chamber a low voltage is 
applied across two electrodes, usually a wire at a positive potential and a 
coaxial cylinder at a negative potential. If a source of radiation is 
brought into the vicinity of the ionization chamber, ions are produced in 
the gas in the chamber, and these ions are attracted to the electrodes. 
As the potential difference between the wire and the cylinder is increased, 
the current increases because more gaseous ions are drawn to the elec- 
trodes before they have a chance to recombine. Eventually a saturation 


1 Rev. Sct. Instr., 11, 212 (1940). 
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current is reached because all the electrons and gas ions produced by the 
radiation are drawn to the electrodes. This plateau, or “saturation,” 
region is shown by BC and B’C’ in Fig. 129. The saturation current 
produced by a particles is greater than that produced by the same number 
of 8 particles of approximately the same energy. Because of their greater 
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Fie. 129. Curves of pulse height versus applied voltage to illustrate ionization, pro- 
portional, and Geiger-Miiller regions of operation. Adapted from Montgomery 
and Montgomery [J. Franklin Inst., 281, 447 (1941)] by Overman and Clark, in 
“Radioisotope Techniques,” p. 27, McGraw-Hill Book Co., Inc., New York (1960). 


range, 8 particles may not expend all their energy within the chamber, but 
may pass on through, while the a particles all come to rest in the chamber. 

The current produced in an ionization chamber is typically of the 
order of 10-!7 amp. Such small currents may be measured using elec-: 
trometer tubes or a vibrating-reed electrometer. In this latter device a 
metallic reed is driven at a fixed frequency, such as 400 cycles/sec, and 
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an alternating current is obtained from the ionization current. This 
signal is amplified by an a-c amplifier. 

Jonization chambers are especially useful for a particles which produce 
a large specific ionization. Since the range of a@ particles is low, the 
sample is usually placed inside the chamber. 

The Lauritsen quartz-fiber electroscope shown in Fig. 130 is an example 
of an integrating type of ionization chamber. The sensitive element is a 
metallized quartz fiber (about 3 X 10~‘ cm in diameter) mounted parallel 
to a metal repelling post. At the free end of the quartz fiber a short 
quartz segment is attached at right angles, and it is this segment which 
is observed with the microscope, as illustrated in Fig. 130. ‘The quartz 
fiber and repelling post are charged to a potential of several hundred volts 


Quartz fiber 
(gold plated) 


(6) 


Fia. 130. (a) Lauritsen electroscope; (b) quartz fiber in electroscope. 


with a small rectifier or friction charger. The ionization current is 
determined as the rate of loss of charge from the electroscope measured by 
the rate of movement of the quartz fiber over ascale. It is characteristic 
of this type of electroscope that the rate of movement of the fiber is not 
the same in all parts of the scale. For this reason the rate of movement 
of the fiber is determined at different positions on the scale, using a 
sample of constant radioactivity. A plot of the rate of movement of the 
fiber versus position on the scale will be nearly horizontal in one region, 
and quantitative measurements of radioactivity are limited to this 
plateau. A thin aluminum window having a weight of about 5 mg em-? 
allows a large fraction of the 8 particles to enter the electroscope chamber. 
A thin plastic window is required for work with low-energy 6 and high- 
energy a rays. It has been found that reproducibility is increased by 
keeping the inside of the electroscope dry by inclusion of a small. bag of 
Drierite and by discharging the electroscope two or three times,. by 
means of a fairly strong sample, before use. 
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The sensitivity of a Lauritsen electroscope is such that 1 millicurie of 
radium at a distance of 1 m produces a movement of 2 to 5 scale divisions 
per minute. The background due to cosmic rays and low levels of 
natural radioactivity in the laboratory is approximately 3 scale divisions 
per hour. The electroscope is in general about one-tenth as sensitive as 
a Geiger-Miiller counter, but when weak 8 emitters are counted inside 
the electroscope, the sensitivity is about the same as that of a Geiger- 
Miiller counter. 

Proportional Counters. As the voltage between a positive wire and 
the negative coaxial cylinder is increased above that required to collect 
all the ions produced by radiation, the current again increases, as shown 
in Fig. 129. The primary ions are accelerated sufficiently in the field of 
the center electrode so that they produce secondary ionization by their 
interaction with gas molecules. The electrons must be accelerated 
sufficiently between collisions so that their kinetic energy becomes greater 
than the ionization potential of the gas. The increase in current is 
approximately proportional to the applied voltage, and so the region 
CD or C’D’ is called the proportional region. As seen from the figure, 
the amplification achieved in a proportional counter is of the order of 102 
or 10%. In this region the number of ions collected for an a particle and a 
8 particle remains different, as in the ionization-chamber region. In a 
proportional counter the discharge due to a single ionizing particle is 
localized to a small portion of the tube. The discharge stops when all 
the electrons produced are swept to the collector. Very high counting 
rates may be used compared with Geiger-Miiller counters. Windowless 
proportional counters in which methane or other counting gas flows 
continuously through the tube are widely used for determining alpha and 
weak beta activities. 

The voltage required for a proportional counter ranges from several 
hundred to several thousand volts, depending upon the pressure and 
ionization potential of the gas used and the geometry of the counter. A 
very stable high-voltage supply is required for a proportional counter 
since the number of ions collected per ionizing particle depends markedly 
upon the voltage. As the voltage is raised above the proportional region, 
the strict proportionality between voltage and amount of charge collected 
is lost as shown by Fig. 129. 

Geiger-Miiller Counters. In the Geiger-Miiller region EF, the elec- 
tric field strength in the vicinity of the positively charged wire in the 
center of the coaxial conducting tube becomes so high that the ionization 
becomes a chain reaction, and an “‘avalanche” of ions is produced by each 
particle of radiation. In this region an a particle and a 8 particle give 
rise to the same number of ions collected at the electrode. Therefore 
Geiger-Miller counters cannot be used to distinguish between radiations 
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of different energies. In contrast to the proportional region, the dis- 
charge covers the entire length of the central wire. There is a danger 
that multiple pulses may arise from the radiation emitted by the ions as 
they collect electrons from the wall in becoming neutral atoms again. 
This is prevented by adding an organic 
quenching gas which dissociates in absorb- 
ing the de-excitation radiation. This typeof 
Geiger-Miller tube eventually wears out be- 
cause the quenching gasis used up. As seen 
in Fig. 129, the gas amplification factor is of 
ar the order of 10° to 10°. 

One of the problems with Geiger-Miller 
counters is that, although the collection time 
for electrons is of the order of a microsecond, 
the collection time for positive ions is of the 
order of several hundred microseconds. 
During this time the tube is inoperative, and 
an ionizing particle coming in this dead time 
Photoelectron Will not be counted. A correction for such 
multiplier tube coincidence losses may be made! if the re- 
solving time of the tube and electronic circuit 
is known. Much faster disintegration rates 
may be measured with proportional counters 
because their resolving times are in the range 
0.01 to 0.01 psec. 

Since Geiger-Miller counters must have 
windows, it is difficult to count very weak 
B rays. Gamma rays cannot be counted 
very successfully because their probability 
of being absorbed in the counter gas, often 
argon, is low. 

Scintillation Counters.? When ioniz- 
ing radiation is absorbed by matter, elec- 
Fig. 131. Schematic diagram trons are ejected from atoms and molecules, 
of probe type of scintillation nd light may be emitted as electrons return 
Geteeor: to the vacated energy levels. This radia~ 
tion may be detected with a photomultiplier tube as illustrated in Fig. 
131. In the absorption of a y ray, a quantum of energy is transferred to 
an electron as kinetic energy. This energetic electron loses its excess 
energy in a series of interactions with atoms and molecules. Thus a 
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1 Overman and Clarke, op. cit., p. 55. 
2 Birks, ‘Scintillation Counters,” McGraw-Hill Book Company, Inc., New York 
(1953). 
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single y-ray photon gives rise to many photons, and the amount of light 
produced is proportional to the energy of the radiation. Scintillation 
counters are widely used for y rays because they have a high sensitivity. 
Gas-filled counters have a low sensitivity for y rays since the probability 
that a y ray will be absorbed in a small volume of gasislow. The use of 
pulse-height analyzers with scintillation detectors makes possible the 
separate determination of y rays of different energy in the same sample. 

Certain organic or inorganic solids or organic liquids emit light when 
irradiated and may therefore be used in scintillation counters. Sodium 
iodide with a trace of thallium as an excitant is widely used for high- 
efficiency y-ray detection because of its high density, high light output, 
and high transparency. Since Nal is hygroscopic, the crystal is encased 
in a water-tight metallic shell. For beta counting, anthracene and 
stilbene crystals are often used. For the detection of weak beta radiation, 
the sample to be measured may be dissolved in a liquid-scintillator solu- 
tion. The scintillator, such as p-terphenyl, may be dissolved in a 
solvent, such as benzene or toluene. When C and H? are counted in 
this way, the pulses from the low-energy beta radiation are so small that 
they may be in the range of the random noise from the photomultiplier 
tube. This thermal noise is reduced by cooling the photomultiplier tube. 

The decay period for Nal (activated by Tl) is 3 X 10-7 sec, and the 
decay periods for the organic phosphors which are used are 10 to 100 
times shorter. Thus if the associated electronic equipment does not 
introduce appreciable delay, high counting rates may be handled without 
significant coincidence losses. 

A scintillation counter may be used in conjunction with a pulse-height 
analyzer to determine the energy spectrum of y rays. In a single- 
channel analyzer only those pulses falling in a certain voltage range are 
counted. In more complex instruments there are a number of channels, 
so that pulses in different energy ranges may be counted simultaneously. 
In addition to the sharp peak in the plot of number of particles versus 
energy which is due to the ejection of a photoelectron by the y ray, there 
is also Compton scattering of the y-ray photons. The Compton scatter- 
ing results in a broad region of pulse heights at lower energies. 

Solid-state Detectors. Various crystals have been used for the 
detection of radiation by coating opposite faces with electrodes and 
measuring the conductivity by use of special circuits. Since the crystals 
are insulators, no appreciable current flows in the absence of ionizing 
radiation. When ionizing radiation is absorbed by the crystal, electrons 
are raised to the conduction band and positive holes are left in the valence 
band. Under the influence of an applied electric field, the electrons and 
holes drift through the crystal, and the current is measured in the external 
circuit. These detectors have the advantage of (a) high stopping power, 
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so that high-energy particles may be detected with small detectors, 
(6) proportionality between absorbed particle energy and pulse height, 
and (c) fast rise times so that high counting rates may be used. 

Neutron Counters. Neutrons may be detected by use of the (n,a) 
reaction 


5B) + on! — »Het + 3Li’ 


The a particle and lithium nucleus have a total kinetic energy of 2.78 Mev 
and produce ionization which may be detected by use of an ionization 
chamber, proportional counter, or scintillation detector. The B?® is 
available in its isotopic form and may be placed in the detector as BF; or 
as a thin coating of boron on the inside of the counter chamber. 

Neutrons may also be detected by the determination of the proton, 
y ray, or fission products produced in (n,p), (n,y), and (n, fission) reac- 
tions. Since the probabilities of different reactions depend in different 
ways upon the neutron energies, different reactions are useful for deter- 
mining fast and slow neutrons. Neutrons may also be detected by the 
radioactivity of fission products in a counter containing uranium. The 
fissionable material is usually incorporated into the chamber in the form 
of a thin film or a multiple-plate construction. In such counters use is 
made of the kinetic energy of the fission products or of their resulting 
radioactivity. 

Miscellaneous Methods. When a particle passes through matter at 
a velocity which is greater than the speed of light in the medium, the 
particle is decelerated and radiation is emitted. The first detailed 
study of the visible light emitted was made by Cerenkov. The Cerenkov 
radiation is analogous to the bow wave of a ship which is moving faster 
than the velocity of surface waves, or to the shock wave produced by an 
object moving through air at a supersonic velocity. The radiation may 
be detected by use of photomultiplier tubes. For the detection of single 
particles, special techniques are required, since the intensity is low. 
For example, only 250 photons of visible light is produced per centimeter 
of path by an electron traveling through Lucite at nearly the speed of 
light. . 

Ionizing radiation produces latent images in photographic plates. 
When the plate is developed, grains of silver appear along the tracks of 
particles.!_ By study of these paths and the records of various types of 
collisions, nuclear physicists obtain detailed information about mass, 
charge, and energy of the particles. Special nuclear emulsions have been 
developed for this type of work, since ordinary emulsions are not suitable. 


1 'Yogada, “Radioactive Measurements with Nuclear Emulsions,’”? John Wiley 
& Sons, Ine., New York (1949). 
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The general blackening of a photographic plate may be used to measure 
the integrated intensity of radiation, asin a film badge for radiation safety. 
The location of radioactivity in a sample may be determined by laying 
the sample on a photographic plate in the dark (radioautography). For 
example, the location of radioactive compounds on a filter-paper chro- 
matogram or the location of radioactive phosphorus in a leaf may be 
determined. If the intensity of radiation is weak, long times may be 
used. 

Ionizing particles may also be detected by use of cloud chambers and 
bubble chambers. In a bubble chamber the pressure on a liquid is 
suddenly reduced to a value below the vapor pressure. Under these 
circumstances ionizing radiation produces nuclei for the formation of 
bubbles, and these small bubbles are photographed. Bubble chambers 
containing liquid hydrogen are especially useful for studying the particles 
produced with high-energy accelerators. 


RADIATION CHEMISTRY 


Convenient sources of high intensities of gamma radiation are avail- 
able for the study of the chemical changes which occur when rays are 
absorbed by matter. Radioactive Co% is available, from the Oak Ridge 
National Laboratory or from Atomic Energy of Canada Limited, in the 
form of slugs of cobalt metal with activities up to about 50 curies. These 
sources require special housings to make them safe and convenient to use.} 
Unseparated fission products from nuclear reactors may also be used as 
high-intensity-radiation sources. The fission products are simply used 
in the form of spent fuel elements.? 

Radiation Safety.? The safe handling of radioactive material and 
the proper disposal or storage of waste are required in any laboratory 
investigations using radioactive isotopes. Many excellent instruments 
are now on the market for monitoring laboratories and personnel. 
Photographic film badges, pocket meters, and portable instruments for 
detecting and measuring a, 8, and y rays are available. 


1 Firestone and Daniels, Rev. Sci. Instr., 24, 904 (1953); Schwarz and Allen, Nucle- 
onics, 12, 58 (1954); Eastwood, Nucleonics, 13, 52 (1955). 

* Loeding, Petkus, Yasui, and Rodger, Nucleonics, 12, 14 (1954). 

? Claus, ‘Radiation Biology and Medicine,” Addison-Wesley Publishing Company, 
Reading, Mass. (1958). 

* “Safe Handling of Radioactive Isotopes,’ Nat]. Bur. Standards (U.8.), Handbook 
42; “Maximum Permissible Amounts of Radioactive Isotopes in the Human Body 
and Maximum Permissible Concentrations in Air and Water,” Natl. Bur. Standards 
(U.S.), Handbook 52; “Permissible Dose from External Sources of Ionizing Radia- 
tion,” Natl. Bur. Standards (U.S.), Handbook 59. 
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In general, it may be stated that for laboratory work, the exposure of 
the body to 0.1 roentgen per week is the maximum dosage which is 
permitted. However, the detailed specification’ of exposure limits is 
complicated and depends upon the type of radiation, the part of the body 
exposed, the possibility of getting the material in the body, etc. 


1 “Standards for Protection against Radiation,’’ U.S. Atomic Energy Commission, 
1958. 


CHAPTER 24 


Purification of Materials 


In many experiments, the factor which limits the accuracy of the results 
is the purity of the materials used rather than the refinement of the 
measurements. For example, nothing is gained by determining the 
refractive index of a liquid to five decimal places if it contains an impurity 
in amount sufficient to alter the refractive index in the third decimal 
place. 

The need for chemicals of both high purity and established purity is 
great, and it extends to all branches of sciences. The U.S. National 
Bureau of Standards has been active in this field, and it now supplies 
some materials of high purity and provides other services such as stand- 
ards of purity and descriptions of methods of purification. It is hoped 
that these services will be expanded. Many of the chemical companies 
supply chemicals of specified purity, and a committee of the American 
Chemical Society establishes standards of purity. The Johnson-Mathey 
Co. specializes in inorganic chemicals of high purity as determined 
spectroscopically. Some pure hydrocarbons are available from the 
Phillips Petroleum Company as “research grade” products whose purity 
has been established by the freezing-point method. 

The degree of purity required depends on the material to be investi- 
gated, the use which is to be made of it, and the nature of the impurities. 
The different classes of chemical substances include (a) elements, includ- 
ing selected isotopes; (b) organic compounds, including hydrocarbons and 
derivatives such as alcohols, amines, and biologically important materials 
such as carbohydrates and proteins; (c) inorganic materials, including 
halides, oxides, acids, salts; semiconductors and phosphors; and (d) single 
crystals. 

The level of attainable purity varies greatly. For example, 90 per cent 
purity is sufficient for some types of experiments, but 99.999 is required 
for some metals and organic substances and “nine nines” for certain 
components in semiconductors. 

There are many techniques for purifying materials, including the 
following: 

495 


496 APPARATUS AND METHODS 


Absorption Fractional distillation 
Adsorption Gas-liquid chromatography 
Countercurrent distribution Precipitation 
Crystallization Sedimentation 

Distillation Single-crystal growth 
Electrolysis Sublimation 
Electrophoresis Zone melting 

Extraction 


The following are some of the means which can be used as criteria of purity 
and sometimes as quantitative measures of the amounts of impurities: 


Absorption spectra Magnetic properties 
Bioassays Neutron activation 
Boiling points Radioactivity 
Electrical conductance Refractive index 
Emission spectra Stoichiometry 
Freezing points Viscosity 


Heats of reaction and phase change X-ray spectra 
Infrared absorption 


Methods. Considerable technical knowledge and laboratory skill are 
required for the proper purification of materials for precision measure- 
ments. A knowledge of the origin of the starting material is important, 
since it will suggest the identity of the probable impurities and thus 
influence the procedure adopted. For example, benzene from petroleum 
sources invariably contains thiophene and other sulfur compounds. 
Since these contaminants are more rapidly sulfonated than benzene, they 
can be removed by shaking the benzene repeatedly with small portions of 
concentrated sulfuric acid. Another example is provided by commercial 
“absolute” alcohol, which usually contains traces of benzene introduced 
in the removal of water from the alcohol by an azeotropic-distillation step 
(see below). 

Purification procedures in general involve both chemical and physical 
processes. The chemical steps are specifically characteristic of the com- 
pounds involved. The physical procedures utilized will be selected most 
often from among the following processes. 

Crystallization. One of the best methods of purification available is a 
series of fractional-crystallization steps. ‘The impurities present must 
not form solid solutions with the compound being purified. When 
materials with low freezing points are treated, precautions must be taken 
to protect them from condensing atmospheric moisture. 

Fractional Distillation. This is probably the most common procedure 
used for the purification of liquids. A very efficient distillation column 
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is required when the boiling points of the impurities are close to that of the 
major constituent. Azeotropic solutions, because of their constant boil- 
ing points at constant pressure, have often been mistaken for pure 
components. It should be recognized that fractional. distillation is 
routinely and unimaginatively used in many cases when a better result 
could be obtained by fractional crystallization or other methods. 

Azeotropic Distillation. Here advantage is taken of the formation of 
an azeotropic mixture involving an impurity to facilitate purification by 
fractional distillation. In the production of commercial absolute alcohol, 
benzene is added to the 95 per cent azeotrope of ethanol and water 
obtained by ordinary distillation. A ternary azeotrope of water, ethanol, 
and: benzene can then be fractionated out to remove the water present. 
Further distillation removes the benzene in a binary azeotrope with 
ethanol and leaves essentially anhydrous ethanol contaminated with 
traces of benzene. 

Adsorption. The selectivity shown in adsorption processes (illustrated 
in Exp. 46) can result in remarkably effective separations which are 
extremely difficult to obtain by other methods. A recent advance has 
been the development of vapor-phase chromatography.! Vapor-phase 
chromatography is similar to partition chromatography, the moving 
liquid phase being replaced by a gas phase. A column, which is usually 
heated, is filled with a packing such as diatomaceous earth moistened 
with a nonvolatile oil. A flow of helium gas is used to force the sample 
to be analyzed through the column. The rates at which various com- 
ponents of a mixture travel the length of the column depend upon the 
distribution of that substance between the condensed solution and gas 
phase. ; 

Drying. It will commonly be found that the adequate elimination of 
water from a sample constitutes one of the most difficult problems in the 
whole purification process. The method of drying employed is deter- 
mined primarily by the chemical properties of the material. If the 
product is not used immediately, care must be taken to prevent its 
recontamination by absorption of atmospheric moisture. Because of its 
low molecular weight, polar character, and chemical reactivity, relatively 
small amounts of water can be very troublesome. Heating at elevated 
temperatures until further heating gives no decrease in weight is often 
used for drying solids. Frequently a liquid can be freed from water by 
shaking with a drying agent such as anhydrous calcium chloride or 
phosphorus pentoxide. Both solids and liquids are often dried by keep- 


1 James and Martin, Biochem. J., 50, 679 (1952); Ray, J. Appl. Chem., 4, 21 (1954); 
Patton, Lewis, and Kaye, Anal. Chem., 27, 170 (1955); see also Chem. Eng. News, 34, 
1692 (1956). 
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ing them in a desiccator, for long periods of time, over sulfuric acid or 
other drying agent. 

Zone Refining. The requirements for very high purity of solids used 
in transistors and similar electronic instruments have led to the perfection 
of purification by zone melting. A long tube of the frozen solid is melted 
at one end by a narrow, movable electrical heating unit which melts the 
material in a narrow disc. The heating coil is moved slowly along the 
tube, and the melted zone which contains the impurities also moves 
along the tube, collecting more impurities as it goes. In this way the 
impurities are displaced to one end. The process is repeated several 
times. 

Criteria of Purity. One of the best criteria available for organic 
compounds is the constancy of the freezing point or melting point 
throughout the phase transition.? If a liquid is impure, the impurities 
will become concentrated in the liquid phase as the solid separates out; 
the freezing point thus is gradually lowered. If the liquid phase can be 
treated as an ideal solution, an assumption of adequate validity in many 
cases, and if no solid solutions are formed, the amount of impurity can be 
calculated with fair accuracy from the shape of the freezing or melting 
curve. Since high sensitivity is required in the temperature measure- 
ments, a platinum resistance thermometer or multiple-junction thermo- 
couple is used. 

Comparison of the normal boiling point, refractive index, etc., with the 

accepted values for the compound concerned is often used to estimate its 
purity. A valuable reference tabulation of physical constants of organic 
compounds has been prepared by Timmermans.® Unfortunately, the 
reference data available are often of inadequate accuracy; the objective 
evaluation of purity furnished by the freezing-point method is hence 
much to be preferred in critical cases. 
- It is important to know the identity as well as the mole fraction of 
impurity present, in order to judge its effect on the measurements to be 
made. In addition, direct determination of the important contaminants 
may be possible through standard analytical procedures. 

Spectrographic and polarographic analyses are used for testing for 
traces of impurities, and standard colorimetric and precipitation tests 
are available also. Infrared-absorption spectra are widely used. 


1 Pfann, “Zone Melting,” John Wiley & Sons, Inc., New York (1958). 

* White, J. Phys. Chem., 23, 393 (1920); Skau, J. Phys. Chem., 37, 609 (1933); 
Glasgow, Streiff, and Rossini, J. Research, Natl. Bur. Standards (U.S.), 35, 355 (1945); 
Sturtevant in Welssberger (ed.): “Physical Methods of Organic Chemistry,” 3d ed., 
Vol. I, Pt. I, Chap. 10 (1959). 

*“Physico-chemical Constants of Pure Organic Compounds,” Elsevier Press, 
Inc., Houston, Tex. (1950). 
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Water. Ordinary distilled water is sufficiently pure for most work in 
physical chemistry, but for some applications, such as conductance 
measurements, it is necessary to use specially redistilled water. 

Steam is generated from a dilute alkaline permanganate solution in a 
quartz or heavily tinned copper boiler and is partially condensed in a 
quartz or block-tin condenser. The escaping steam carries off gases 
evolved by the boiling liquid and prevents exposure of the condensate to 
the laboratory air. The condensate is collected in a quartz or tinned 
copper reservoir under air which has been treated to remove carbon 
dioxide, ammonia, etc. Polyethylene bottles can also be used for storage 
of water to prevent its contamination by impurities dissolved from glass 
bottles. 

Mercury. It is assumed that reasonably pure mercury is available as 
starting material. A preliminary treatment is first necessary to remove 
oxidizable contaminants such as zinc, lead, etc. A pinhole is made at the 
apex of a dry-filter-paper cone placed in a dry funnel. Mercury is 
poured into the filter and collected in a glass filter flask of such a size that 
a layer 1 or 2 in. deep results. A 10 per cent solution of nitric acid, to 
which some mercurous nitrate has been added, is poured over the mercury 
to a depth of several inches. Into the neck of the flask is fitted a rubber 
stopper through which proceeds a glass tube drawn down to a diameter of 
about 1 mm at the lower end, which should extend well under the surface 
of the mercury. The sidearm of the flask is connected to a water aspira- 
tor, and a slow stream of air bubbled through the mercury for several 
days. A filter should be placed in the air line to prevent drawing dust 
from the laboratory into the mercury. 

The mercury is then washed with distilled water and dried. It should 
again be run through a pinhole in a filter to eliminate surface scum, 
and is then transferred to a still and distilled under vacuum. A satis- 
factory still design is shown in Fig. 132; an automatic still of this type has 
been described by Cannon.' It is preferable to check the purity of the 
product by spectrographic analysis, since several distillations may be 
required to achieve the desired result. The danger of mercury poisoning 
should be kept in mind in any processing of mercury. 

Benzene. Reagent-grade benzene is treated with concentrated sul- 
furic acid until it gives a negative test for thiophene with isatin. It is 
then washed repeatedly with water and dried first with calcium chloride 
and then with sodium. Fractional distillation results first in the elimina- 
tion of residual water as the binary azeotrope; the product can then be 
collected. If extreme purity is required, slow fractional crystallization 
may be employed, as described by Schwab and Wichers.’ 


1 J, Research, Natl. Bur. Standards (U.S.), 25, 747 (1940). 
2 J. Chem. Educ., 28, 272 (1951). 
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Hydrocarbons. A large number of hydrocarbons have been purified, 
and their physical properties studied, as part of the work of Research 
Project 44 of the American Petroleum Institute. The methods employed 
have been described in a series of publications.! 

Sodium Chloride. Since sodium chloride has a small temperature 
coefficient of solubility, it cannot be easily purified by crystallization. 
A saturated solution of sodium chloride is treated with HCl gas to throw 
out pure salt. The gas is introduced through an inverted funnel, because 
a small tube is soon plugged up with the crystals. Rubber connections 


To vacuum k 
pump 


<— Electric heating 
mantle 


Purified Impure mercury 
mercury (suction raises it 
to distilling pot 
during distillation) 


Fra. 132, Mercury still. 


are attacked by hydrochloric acid, so the connections and the generating 
bottle are of glass with Tygon-tubing connections. The gas is generated 
by adding concentrated hydrochloric acid, drop by drop, to concentrated 
sulfuric acid, while shaking to avoid the formation of two layers, which 
might lead to an explosion. 

The precipitated sodium chloride is packed into a funnel, rinsed with a 
minimum amount of water, and fused in a platinum dish at red heat. 

Sodium Hydroxide. For most titrations with alkali, it is necessary 
to have the alkali free from carbonate to obtain a sharp end point. 
High-grade commercial sodium hydroxide may be obtained which 


1 J. Research, Natl. Bur. Standards (U.S.), 35, 355-373 (1945); 87, 141-145 (1946); 
38, 53 (1947); 39, 321 (1947); 41, 323 (1948); Chem. Eng. News, 25, 730 (1948). 
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ordinarily needs no further purification. Sodium hydroxide solution 
free from carbonate is readily prepared from a saturated stock solution. 
The carbonate is thrown out as an insoluble precipitate by the high con- 
centration of sodium hydroxide which exists in a saturated solution. The 
clear supernatant solution is drawn off with a siphon and diluted with 
carbon dioxide-free water to the desired concentration, at room tempera- 
ture. The saturated solution is about 15 M, and it is kept in a bottle, the 
inside of which has been covered with paraffin. 

Methods for the purification of other substances may be found in the 
literature. 

Recommendations concerning the purification of many organic liquids 
are given in “Organic Solvents.”! Archibald? describes methods for the 
preparation of pure inorganic compounds, and Farkas and Melville* have 
specified methods for the preparation, purification, and analysis of a 
number of gases. 


1 Riddick and Toops, rev. 2d ed. of Weissberger and Proskauer’s, “Organic Sol- 
vents,” in Weissberger (ed.): “Technique of Organic Chemistry,” Vol. VII, Inter- 
science Publishers, Inc., New York (1955). 

2“The Preparation of Pure Inorganic Substances,” John Wiley & Sons, Inc., 
New York (1932). 

3 “Experimental Methods in Gas Reactions,’ Macmillan & Co., Ltd., London 
(1939). 


CHAPTER 25 


Photochemistry’ 


The first practical requirement in photochemical research is a source of 
light having sufficient intensity to produce a measurable reaction in a 
reasonable length of time. For quantitative research it is necessary to 
use nearly monochromatic light and to know the intensity of the light. 
Perhaps the greatest difficulty in photochemical technique lies in the fact 
that any means of restricting the light to a narrow range of wavelengths 
reduces its intensity and makes the measurement of the chemical change 
difficult. 


SOURCES OF LIGHT 


Tungsten Filament. For reactions with visible light, a 200- to 
1000-watt tungsten-filament lamp is often satisfactory. If the voltage 
tends to fluctuate seriously, the intensity of the lamp may be maintained 
uniform with special transformers or electronically controlled circuits. 
Ribbon-filament lamps are preferred if the light is to be focused on a cell 
or monochromator. 

For high intensities, a 70-volt lamp may be operated on a 110-volt 
circuit. The life of the lamp is only about 4 hr under these conditions, 
but the lamps are not expensive. They are sold with photographic 
supplies under the name “photoflood lamps.” 

Mercury Arc. The mercury-vapor are in quartz is the most con- 
venient and powerful source of light for photochemical reactions, but there 
are only a few lines in its spectrum and it is without effect on those reac- 
tions which require intermediate wavelengths. As shown in a later sec- 
tion, however, the small number of lines is advantageous in procuring 
monochromatic light. 


?General references include the following: Masson, Boekelheide, and Noyes in 
Weissberger (ed.), 2d ed: “Technique of Organic Chemistry,” Vol. II, Interscience 
Publishers, Inc., New York (1956); Buttolph in Hollaender (ed.): “Radiation Biol- 
ogy,” Vol. II, Chap. 2, McGraw-Hill Book Company, Inc., New York (1955); Scott 
and Sinsheimer, tbid., Vol. II, Chap. 4; Withrow and Withrow, ibid., Vol. III, Chap. 3 
(1956). 
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The spectrum of the mercury arc is shown in Fig. 133.. The widths of 
the lines in the diagram are proportional to the intensities. 

Several types of mercury arcs: are commercially available. Some 
intense lamps are operated at several amperes on direct current. As the 
lamp heats, the vapor pressure of the mercury increases, and the resist- 
ance of the lamp increases so that it is necessary to decrease the external 
resistance through operation of a rheostat. An ammeter is included in 
the circuit. After several minutes, the lamp reaches a steady condition. 
Care must be taken to connect the positive and the negative terminals 
correctly as labeled and to prevent, with suitable resistance, the passage 
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Fig. 133. Spectrum of the mercury arc. Numbers denote wavelengths in angstroms. 


of too large a current. Always in working with ultraviolet light it is 
important to protect the eyes with tight-fitting, effective glasses (welding 
glasses). Albumins in the eye may be coagulated by ultraviolet light, 
and the effect is cumulative and irreversible. 

Several lamps are available which operate at higher voltages on alter- 
nating current with a transformer and high reactance. The small lamps 
of the General Electric Type AH-4 or AH-5 are inexpensive and con- 
venient when a very intense light is not needed. They require an 
inexpensive transformer. 

Intense light for illuminating monochromator slits or small cells may be 
obtained with water-cooled capillary lamps, in which the light is con- 
centrated in a small region. The AH-6 lamp of the General Electric 
Company is a very intense water-cooled lamp which operates on alternat- 
ing current. 
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“Cold” quartz lamps operating on alternating current at about 6000 
volts give about 85 per cent of all the light at the 2537 A line. They are 
commercially available, and a low-energy lamp is marketed as a “germi- 
cidal lamp.” 

Other Ares. Light of high intensity can be obtained with an arc 
passing between two carbon electrodes arranged to move in a sliding 
frame as they are used up. The control may be effected automatically 
with a clock mechanism. The light is not steady, and frequent renewals 
are necessary, but the intensity of the blue and long ultraviolet is high. 
The spectrum contains many bands and a continuous background. 
Special-cored carbons may be purchased,! containing one or more salts 
(such as iron, strontium, nickel, and rare-earth metals), which enrich the 
spectrum in different regions. 

The spectrum of the iron arc contains a great many lines, and the 
intensity in any one is not great. It is rich in the ultraviolet, and it is 
perhaps the most convenient source of light for reaching the regions 
between the mercury lines. The iron arc does not waste away as fast as 
the carbon arc. It is usually operated with both electrodes vertical, the 
upper one (of smaller diameter) being negative. A small pieceof titanium 
steel or tungsten, floating on the top of the lower electrode, serves to keep 
the arc centered. The brown fumes of the iron oxide are objectionable, 
and the evolution of heat may cause difficulties. The iron arc is much 
used in spectroscopy. 

The sodium Lab-are operating on 110 volts alternating current is 
recommended when monochromatic light is needed for polarimetry or 
other optical measurements. The light is too weak, however, for most 
photochemical reactions. The lamp contains a little neon, which ionizes 
readily and starts the lamp. Full intensity is not reached until the arc 
has been operating for several minutes. The neon introduces extra lines 
in the spectrum, but they are weak in comparison with the sodium lines. 
For most work they constitute no objection, but if necessary they may be 
removed with the help of optical filters. A cadmium-mercury lamp is 
available which gives a bright red line in addition to the mercury lines. 
It is useful with red optical filters for work in photosynthesis. 

Copper, aluminum, and other metals may also be used as rods to give 
electric arcs. 

The radiation emitted by the hydrogen arc? is nearly continuous 
throughout the ultraviolet when the arc is designed so that the atoms 
recombine rapidly to give molecular hydrogen. It is valuable for 
obtaining absorption spectra in the ultraviolet below the range of the 

1 National Therapeutic Arc Carbons, National Carbon Company, Cleveland. 


Noyes and Leighton, ‘The Photochemistry of Gases,” p. 28, Reinhold Publishing 
Corporation, New York (1941); Munch, J. Am. Chem. Soc., 57, 1863 (1935). 
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tungsten lamp. It is used also for photochemical reactions in the 
ultraviolet. 


TECHNIQUES FOR PRODUCING ATOMS AND RADICALS 


Photochemically activated molecules may produce atoms, free radicals, 
or other activated intermediates, which are important in understanding 
the mechanism and kinetics of the reaction. 

Flash photolysis! is a significant development in which photochemical 
reactions are carried out with light of great intensity, caused by the 
momentary discharge of electricity accumulated in large condensers. 
These intermittent flashes between electrodes are focused onto the react- 
ing system, and they are sufficiently intense, for example, to dissociate 
chlorine gas Cl, into colorless Cl atoms. The rate of recombination of 
the atoms is measured with photoelectric cells which record the amount 
of light transmitted through the mixture of chlorine molecules and atoms. 
The same technique is used for studying the photodecomposition of 
organic molecules and the recombination rate of free radicals and 
atoms. 

Molecules may be rendered highly reactive not only by the absorption 
of light but by a sudden input of energy in the form of shock waves.? A 
gas or a mixture of gases is placed under extremely high pressures on one 
side of a diaphragm. When the pressure is increased still further, the 
diaphragm ruptures and the gas moves into the low-pressure chamber 
with great velocity, the molecules having kinetic energy equivalent to 
that which they would have at very high temperatures. Gaseous 
bromine molecules are broken down into bromine atoms, for example, 
and the new products and their rate of recombination are recorded by 
light absorption, using a photomultiplier and oscilloscope. 

New information is being obtained concerning free radicals and energy- 
rich intermediates which are produced by the absorption of light or by 
exposure to radioactivity. Again, these “hot” radicals can be made by 
a nuclear transformation which releases enormous energies within a 
molecule that contains a disintegrating atom. A “hot” atom or “hot” 
radical is one which has been produced with energy much in excess of the 
average energy of the surrounding molecules and has not yet come into 
thermal equilibrium with them. These hot atoms are responsible for 
interesting phenomena, which throw light on the mechanisms of some 
reactions. An excellent review is given by Willard.® 


1 Christie, Norrish, and Porter, Proc. Roy. Soc. (London), A216, 152 (1952). 
2 Carrington and Davidson, J. Phys. Chem., 57, 418 (1953). 
3 Radiation Chemistry and Hot Atom Chemistry, Ann. Rev. Phys. Chem., 6 (1955). 
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Important progress in the study of free radicals and hot free radicals is 
being made by freezing them in solid materials, such as a frozen solvent, 
and measuring the light absorption of these immobilized units. 


OPTICAL FILTERS 


Glass Filters. J ilters are the cheapest and most convenient means 
of restricting the radiation to a narrow range of frequencies. With them 
it is possible to isolate many of the mercury lines for photochemical 
investigations. Although the filters absorb a considerable amount of the 
desired light, they absorb much more of the light in other parts of the 
spectrum. The filters are ground to a given thickness and polished in 
standard sizes, 2 in. square and larger. Many of the glasses have sharp 
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Fig. 134. Typical Corning glass filters. 


cutoffs, the shorter wavelengths at the left of the curve being absorbed. 
Other filters have narrow transmission bands with almost no transmission 
at longer and shorter wavelengths. 

About eighty different optical filters are described with transmission 
curves at different wavelengths, together with the code numbers, by the 
Corning Glass Works. They include blue, blue-green, green, yellow, and 
red filters and filters which transmit ultraviolet light and infrared light, 
with and without transmission of the visible light. 

Transmission data for a few typical filters are shown in Fig. 134. 

The lines of the mercury arc can be isolated by using combinations of 
filters shown in Table 1, to give the color-code specifications listed. 

Solutions. Several solutions and pure liquids have Door used for 
isolating regions of the spectrum. © 

A molar solution of cupric chloride in a glass cell 1 em thick transmits 
most of the light between 4000 and 6000 A and absorbs the remaining 
light. Addition of calcium chloride cuts off more of the violet light, 
and with sufficient calcium chloride the solution can be made to absorb 
all light of wavelength shorter than 4800 A. 


1 “Glass Color Filters,” Corning Glass Works, Corning, N.Y. (1960). 
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Taste 1. Cornina Guass Fivters ror THE LINES oF THE Mercury Arc 


Wavelength, A Color Color specification 


number 
3650 Ultraviolet 7-83 
4050 Violet 5-62 
4360-4360 Blue 5-74 
5460-5500 Green 4-102 


5780-5800 Yellow 3-110 


A concentrated solution of iodine in carbon disulfide is opaque to 
visible light but transmits a considerable amount of infrared light. 

Most of the filters transmit some infrared light. Glass and water 
absorb the longer infrared but allow a considerable portion of light in the 
neighborhood of luz to pass through. A nearly saturated solution of 
copper sulfate, 2.5 or, preferably, 5 cm thick, has been used for absorbing 
the infrared. Such a solution absorbs large amounts of the visible light, 
too. Glasses which absorb much 
of the near infrared as well as the 
long infrared are now commercially 
available. 

A set of solutions which act as 
filters for several lines of the mer- 
cury lamp has been assembled by 
Bowen.? 

Gelatin Filters. A large col- 


TL TU LE 
lection of gelatin filters contain- PL OA A 
ing organic dyes is available.? y, 
They are used extensively in WS 


photography. 400480 800 850° 600 650700 
Interference Filters. Com- Wavelength millimicrons 

mercial interference filters* consist Fig. 135. Spectral transmission of four 
of thin evaporated layers of dielec- interference filters. 

tric material between semitrans- 

parent metallic films on glass. A narrow range of wavelengths is trans- 
mitted, all others being reflected. Filters with a wide variety of trans- 
mission peaks (every 50 to 100 A) are available, and a few of these are 
illustrated in Fig. 135. These interference filters offer a convenient 
means of transmitting light in narrow-wavelength regions, from 3400 


Transmission, per cent 


1 J. Chem. Soc., 76, (1935). 

2 Kodak Wratten Filters, Eastman Kodak Co., Rochester, N.Y. (1960). 

3 Farrand Optical Co., Inc., New York; Baird Associates, Inc., Cambridge, Mass. ; 
Bausch and Lomb Co., Rochester, N.Y. 
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to 10,000 A, and are usually superior to the glass filters. Multilayer 
interference filters are prepared by evaporating up to 15 alternating 
layers of high- and low-refractive-index materials and mounting them 
between clear glass plates. Seventy per cent transmission is possible 
with a half-band width of 70 A. 


MONOCHROMATORS 


In general, the undesired wavelengths can be refracted to one side with 
a prism more effectively than they can be absorbed in a filter. A spec- 
trometer system (Exp. 16) which is arranged to supply radiation of a 
narrow range of frequencies is called a monochromator. 

If a continuous light source is used, there may be some overlapping of 
adjacent regions, and for this reason a discontinuous spectrum, suchas 
that of the mercury arc, is particularly advantageous for use with the 
monochromator. The low intensity of monochromators can be offset 
in part by long exposures, by using larger prisms and lenses, and by using 
capillary ares of greater intensity. A double monochromator gives 
radiation of high purity. 


THERMOPILES 


A thermopile is made of a number of couples of unlike metals arranged 
in series with blackened-metal receivers attached to the junctions. The 
hot junctions are placed in the path of the light, and the cold junctions at 
one side in the shadow. Radiations of all wavelengths are absorbed by 
the black receivers and converted into heat so that the temperature of one 
set of junctions is increased. 

The elements are chosen so as to give a maximum thermoelectric 
effect, and electrical conductance with a minimum of heat conductance 
between the two junctions. The material should be as thin as possible, 
to minimize the heat capacity, without being too fragile. Bismuth-silver 
thermopiles are often used, but copper-constantan and platinum-tellurium 
elements are satisfactory. Detailed instructions for constructing thermo- 
piles are given by Cartwright and Strong.1 The theory and practice of 
thermopile construction have been discussed critically by Leighton and 
Leighton.’ 

The ordinary linear thermopile is smaller than the reaction cell behind 
which it is placed, and it is necessary to move the thermopile over the 

1 “Procedures in Experimental Physics,’’ Prentice-Hall, Inc., Englewood Cliffs, NJ. 


(1939). 
2 J. Phys. Chem., 36, 1882 (1932). 
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whole area of the transmitted beam in order to obtain an average value. 
Large-area thermopiles which do their own integrating are convenient for 
photochemical investigations. The thermocouples, thoroughly insulated 
with glyptal lacquer, are attached with de Khotinsky cement to the back 
of a blackened receiver of sheet silver, 10 by 40 mm in area and 0.02 mm 
in thickness. The cold junctions are attached in a similar manner to 
another silver sheet of the same size and heat capacity located at the side 
of the entering light beam. Twenty or more thermocouples of copper 
and constantan (Advance) wire are connected in series. The number is 
chosen so as to give the critical damping resistance for the galvanometer. 
The junctions are soldered with pure tin, using rosin for a flux and 
removing all excess tin. The thermocouples and receiver are attached to 
a bakelite frame, which is then set into a rectangular block of aluminum 
or other metal. Radiation strikes the blackened receiver through a 
quartz window. 

The thermopile is connected directly to the galvanometer, and’ the 
deflection is proportional to the current through the galvanometer, which, 
in turn, is proportional to the voltage generated by the difference in tem- 
perature of the junctions. The temperature difference is proportional to 
the energy of radiation falling on the receivers. The radiation receiver 
is covered with lampblack, together with a little platinum black to 
increase the heat conductance. The mixture is suspended in methanol 
containing a trace of shellac, applied to the receiver, and allowed to 
evaporate. The black surface is practically nonselective, converting 
radiation of all wavelengths directly into heat. This is the advantage 
over photoelectric cells, which are much more sensitive than thermopiles 
but which respond only in restricted regions of the spectrum. 

The thermopile should have a resistance equal to the critical-damping 
resistance of the galvanometer, so that a quick return to the zero reading 
is obtained. The galvanometer scale is arranged to slide back and forth 
so that it may be conveniently set at zero before each thermopile reading 
in order to avoid any error due to drift. The drift is caused by thermal 
inequalities in the thermopile circuit produced by unequal or fluctuating 
room temperature or by air currents. Evacuation not only improves the 
constancy of the zero point, but it may increase the sensitivity several 
fold. 

Calibration. The deflection of the thermopile-galvanometer system 
is sufficient for comparative results, but for investigations connecting the 
quantity of chemical reaction with the energy absorbed (molecules per erg 
or per quantum), deflections are converted into absolute units. The 
quantity of radiation falling on the thermopile is obtained in ergs per 
second or in watts by calibration with a carbon-filament lamp standard- 
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ized at the National Bureau of Standards.! The apparatus is shown in 
Fig. 136. The standard lamp ZL is connected to storage batteries or other 
steady source of direct current, and the rheostat R is adjusted until the 
ammeter M gives an exact reading corresponding to one of the values 
given in the calibration table accompanying the lamp (for example, 
0.4amp). A black screen A, 1 m square, is set 100 cm back of the lamp, 
and another one, B, having a square hole 25 cm on a side, is set 25 cm in 
front of the lamp, with the opening directly in front of it. The thermo- 
pile slit is mounted exactly 200 cm from the tip of the lamp. The lamp is 
rotated so that the two lines etched on either side of the globe are in line 
with the thermopile, giving the same conditions as used in the standard- 
ization. The room must be dark and free from objects that may reflect 
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Fic. 136. Arrangement for calibration of a thermopile. 


light on the thermopile S, and the operator must remain at a considerable 
distance. 

The slit is narrower than the thermopile receivers, and its area must be 
accurately determined. If there are horizontal gaps between the 
receivers, a correction for the area must be made. The effective area is 
multiplied by the radiation in watts per square millimeter as given on the 
calibration sheet. 

Windows on the thermopile are necessary to prevent fluctuations in 
output due to temperature changes and air drafts. Glass windows are 
unsatisfactory if the thermopile is to be calibrated in absolute units, 
because glass absorbs some of the infrared radiation emitted by the 
carbon-filament lamp. Polished quartz windows are preferred for this 
purpose, and a correction is made by finding the small percentage decrease 
in deflection caused by interposing a second quartz plate in front of the 
pile. The same procedure can be used for glass windows also, but the 
correction is larger. Thin, transparent plastic windows may be used. 


1 These lamps may be purchased at a nominal cost from the National Bureau of 
Standards, The calibration is described by Coblentz, Natl. Bur. Standards (U.S.), 
Bull., 11, 87 (1915). 
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The total radiation E may be calculated from 
EB =“ atr 
Peer a 


where s' = galvanometer deflection with standard lamp 
g = galvanometer deflection with monochromator. 
r = radiation from standard lamp, ergs sec™! mm-~2, under condi- 
tions specified by National Bureau of Standards 
a = area of slit © 
t = time of radiation 


BOLOMETERS 


The bolometer is essentially a sensitive Wheatstone bridge, with two 
arms consisting of strips of thin platinum foil placed side by side. One 
of the strips is blackened, and when it is exposed to radiation, its resist- 
ance is raised and a deflection of the galvanometer is produced. The 
increase in resistance of the foil is proportional to the rise in temperature, 
which in turn is proportional to the incident energy. The bolometer 
is capable of great accuracy. 

A bolometer of extreme sensitivity has been described by Milton.! 
The sensitive element is a strip of columbium nitride kept at the tempera- 
ture of boiling hydrogen, at which point the compound undergoes a 
transition to the superconducting state. The change in resistance is 
enormous for a minute amount of radiant energy falling on the element. 


PHOTOELECTRIC CELLS 


When light of short wavelengths strikes the surface of potassium or 
other alkali metals (or their hydrides), electrons are emitted, and they 
conduct current in a photoelectric cell across the evacuated space of the 
enclosing glass vessel to a positive wire. The deflection of the galvanom- 
eter is proportional to the intensity of light when a d-c potential of 90 to 
180 volts is applied. The spectral sensitivity of photoelectric cells is 
dependent on the particular alkali metal used, the metals of higher atomic 
weights being more sensitive for longer wavelengths. 

Photoelectric cells and amplifiers for laboratory work are discussed by 
Strong.” 

Although the photoelectric cell is selective in its response to radiation, 


1 Chem. Revs., 39, 419 (1946). 
2 Op. cit. 
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it can nevertheless be used in some photochemical work. The fact that 
it does not respond to the longer wavelengths is advantageous in certain 
cases. For example, if a filter is available to cut off light of wavelength 
shorter than that of the specified region, and the photocell does not 
respond to light of longer wavelengths, the photocell may give an accurate 
measure of the light absorbed in the photochemical reaction. The 
photoelectric cell and galvanometer circuit may be calibrated against a 
sensitive thermopile, using monochromatic light, to which the photo- 
electric cell is sensitive. The thermopile in turn is calibrated with white 
light from a carbon lamp as described on page 509. 

Photomultiplier tubes are recommended for the quantitative measure- 
ment of light of very low intensity. A photomultiplier tube, which is 
comparatively inexpensive, contains nine electrodes placed at suitable 
angles in series, within the evacuated tube, with a 100-volt potential 
between each pair. The first electrode is coated with cesium or other 
material which ejects electrons when light falls on it. The photoelectrons 
are drawn at a 100-volt potential to a second electrode which is positively 
charged, and each electron, when it hits, ejects several more. Each of 
these in turn is drawn to the third electrode, which is 100 volts more 
positive than the second, and when they strike, additional electrons are 
released. This cascading effect is continued with each additional elec- 
trode, so that it is possible to detect and measure extremely small amounts 
of light. Photomultiplier tubes are finding important use in the studies 
of feeble fluorescence and luminescence. 

Barrier-layer cells, or photovoltaic cells, are available for measuring 
the intensity of light. At the contact between two layers of different 
lattices of a semiconductor, there may be impurities which produce a 
negative and a positive layer, giving an n-p junction. The light liberates 
electrons which reach an electrode and flow around a circuit and neutralize 
the positive vacancies, or “‘holes,”’ in the crystal, which were produced 
when the electrons were liberated. The flow of electrons produces an elec- 
tric current which can be measured or used for power. A copper—copper 
oxide surface, for example, generates a small voltage when struck by light. 
The reading of this voltage on a sensitive voltmeter is proportional to the 
intensity of light. This type of instrument is widely used for exposure 
meters in photography. The measurement of voltage without amplifica- 
tion provides a simple means of measuring the light intensity, but the 
barrier-layer cells are less sensitive than photocells, they have a much 
larger time lag, and they are subject to fatigue and some deterioration. 

Several types of n-p-junction photovoltaic cells are available, the most 
common of which is the silicon solar “battery.” A single crystal of 
silicon is treated with pentavalent and trivalent impurities in such a way 
as to produce positive and negative layers, with which it is possible to 
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convert sunlight into electricity with over 10 per cent efficiency. These 
silicon photovoltaic cells? respond to all the visible light and some of the 
near infrared. They are useful for measuring light intensities. Near- 
infrared light may be detected and measured with a variety of detectors 
which have been developed to a point where they are now very sensitive.*® 


REACTION CELLS 


Flasks or open dishes may be used for qualitative work. In precision 
work, the cell has front and back plates of polished quartz or glass, and the 
cell is placed between the exit slit of the monochromator and the 
thermopile. 

Quartz is transparent throughout the whole visible and ultraviolet 
range down to 2000 A. Pyrex in 2 mm thickness will transmit 10 per 
cent at 3000 A, whereas Corex will transmit 20 per cent at wavelengths 
as low as 2750 A. Vycor glass contains 96 per cent silica and is fairly 
transparent as low as 2500 A. All these glasses are transparent through- 
out the longer ultraviolet, visible, and short infrared. Window glass is 
suitable for visible light. 

Glass cells of various sizes and shapes for holding filter solutions or 
chemically reacting systems may be purchased, or they may be con- 
structed by fusing a Pyrex tube around a closely fitting circular window 
cut from a polished plate of Pyrex with a revolving brass tube and emery 
powder. For some reactions, the cells may be made with polished-glass 
plates cemented to the ends of a glass tube with Tygon cement or other 
cement which is inert toward the solution used. When requirements for 
optical precision are not too great, the photoreaction cells may be made 
conveniently from Lucite or other plastic material, sawed out to the 
right size and held together tightly with brass screws and a little cement. 
It is usually desirable to arrange the cell so that it is almost completely 
filled by the light beam. 

Corrections for the light reflected at an interface are necessary in 
accurate work. The light should strike the windows at right angles, but 
even under these conditions, about 4 per cent of the light is reflected at 
each glass-air or quartz-air surface. The light reflected at a glass-water 
or quartz-water surface is practically negligible. The fraction of light 
reflected at right angles is given by Fresnel’s formula 


I, _ fxu-i 2 

q; i w+ 1 
! Chapin, Fuller, and Pearson, J. Appl. Phys., 25, 676 (1954). 
2 Hoffman Electric Co., Evanston, Il. 


3 Moss, Modern Infrared Detectors, in Thompson (ed.): ‘Advances in Spectros- 
copy,” Vol. I, Interscience Press, New York (1959). 
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where I,, I; = intensity of reflected and incident light, respectively 
uw = ratio of refractive indices of two media 

The light entering the inside of the empty cell is greater than that 
registered on the thermopile receivers, by an amount that depends on the 
number of quartz-air (or glass-air) surfaces through which the light 
passes. Sometimes the light reflected from the thermopile window 
passes back through the cell. The corrections are usually small, and 
they vary with the particular arrangement of cells and thermostat 
windows. Usually the corrections can be made to cancel out in gas 
reactions by placing an empty cell in the path of the light when a zero 
reading is made. ‘The difference in energies registered on the thermopile 
gives the energy absorbed. In the case of solutions, the amount of light 
absorbed is obtained by subtracting the galvanometer reading with 
solution in the cell from the reading with pure solvent in the cell. Itisa 
great convenience to have two cells exactly alike, either one of which may 
be slid into the path of the light. 


PHOTOGRAPHY! 


Photography is indispensable for much laboratory work in physical 
chemistry. It is discussed in the experiments on spectroscopy (40) and 
Raman effect (41). 

When sensitized grains of silver halide in the gelatin are exposed to 
light, they are activated in such a way that they are more easily reduced 
to silver by a suitable mild reducing agent. The action of light produces 
the latent image. Nuclei are produced in the silver halide crystals by the 
light, and when the plate is immersed in a solution of the proper reducing 
activity (proper reduction potential in the electromotive-force series), 
each grain containing a nucleus is reduced to silver. This process is 
called development, and the reducing solution is called a developer. The 
silver halide grains that do not contain nuclei are reduced only after a 
much longer period of development. The production of nuclei for the 
latent image depends upon the presence of imperfections in the crystal 
produced by impurities or strains formed during the nucleation and 
crystallization. The light energy produces electrons and positive holes 


1 Arenson, J. Chem. Educ., 18, 122 (1941); “Elementary Photographic Chemistry,” 
Eastman Kodak Co., Rochester, N.Y.; Evans, Hedges, and Mitchell, Theory of 
Photographic Sensitivity, J. Photographic Sci., 3, 1-11 (1955); James and Higgins, 
“Fundamentals of Photographic Theory,’ John Wiley & Sons, Inc., New York 
(1948); Mack and Martin, “The Photographic Process,” McGraw-Hill Book Company, 
Inc., New York (1939); Mees, “The Theory of the Photographic Process,’’ The 
Macmillan Company, New York (1942); Neblette, ‘Photography: Its Principles and 
Practice,” 5th ed., D. Van Nostrand Company, Inc., Princeton, N.J. (1955). 
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which are trapped at imperfections in the crystal, giving mobile silver 
and halogen atoms which start reaction with the developer. A diffusion 
of the silver and halogen atoms to the surface of the grain is involved. 

After development, the plate is fixed. In this process the unreduced 
grains of silver halide are dissolved in sodium thiosulfate (‘‘hypo’’), 
leaving behind the grains which had light-induced nuclei and which were 
accordingly reduced by development to give black grains of silver. The 
parts of the plate that received the brightest light when the plate was 
exposed become the darkest when the plate is developed and fixed, and 
the finished plate is called a negative. 

After fixation is complete, the plate is thoroughly washed and dried. 

The amount of change produced on the plate by the action of the 
light is, of course, dependent upon the amount of light energy acting. 
Obviously, the same amount of light can be admitted through the lens 
by using a small aperture and long exposure, or a large aperture and 
short exposure. Better definition and greater depth of focus are obtained 
by the use of a small aperture. 

In a perfect negative, i.e., one which has silver deposits in the various 

areas proportional in amount to the intensities of light reflected from the 
corresponding areas of the objects 
being photographed, the densities 
of the deposit are proportional to 
the logarithm of the corresponding 
exposure. If a series of identical 
plates are given exposures increas- 
ing in geometrical progression (so 
that their logarithms increase in 
arithmetical progression), and all ie 
plates are subjected to exactly the 0.1 O7 13 #19 25 32 
same process of development, a Logarithm of time exposure 
curve is obtained that shows the 
density of the developed photo- 
graphic silver image as a function 
of the logarithm of the exposure, known as the characteristic curve of the 
film or plate. It has the general form shown in Fig. 137. 
_ If the exposures are such as to bring the photographic plate into the 
region of the straight line, II, excellent results will be obtained. Good 
results may often be obtained, however, when the exposure is somewhat 
less, in the curved part, I, because the failure to give direct proportionality 
between density and exposure is partly compensated for in the printing of 
the positive. . 

The use of an exposure meter is recommended, with proper attention 
to the exposure index of the particular type of film or plate used. These 


Density of silver deposit 


Fic. 137. Characteristic curve for the 
exposure of a photographic plate. 
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indices are supplied by the manufacturer and recorded on the box con- 
taining the films. 

Emulsions with large grains (silver halide crystals) are faster. They 
are not suitable for enlargements or lantern slides, and for these a finer- 
grained, slower emulsion is used. For photographing laboratory material 
and apparatus and line drawings, high contrast is necessary. Process 
plates are suitable. For spectrographic work, panchromatic plates 
sensitive to all wavelengths of visible light are necessary. 

In taking photographs, the camera is focused and then the loaded 
plateholder is inserted in the back of the camera, without changing the 
position of the camera. The shutter is closed, the diaphragm is adjusted 
to the desired opening, and the slide is pulled out of the plateholder. 
In the f system, the diaphragm opening represented by f/16 means that 
the diameter of the opening is one-sixteenth of the focal length of the lens. 
With the setting of f/16 and a process plate, an exposure of about 10 sec 
or less is appropriate, but the exact exposure is obtained from the exposure 
meter. After exposure, the slide is immediately replaced. It is a con- 
vention that the black side of the handle on the slide is always placed 
outward after the plate has been exposed. 

Three trays containing developer, water, and fixing bath are placed 
near the red lamp in the darkroom. At 20°C, the image appears in 15 to 
20 sec, but development should be continued until the details in the 
shadows are brought out, usually requiring about 3 min. Control of 
temperature is very important, as a few degrees of change greatly influence 
the action of the developer. The proper point at which development 
should be stopped must be learned by experience. The plate is then 
rinsed to remove alkali and placed in the fixing bath for about 20 min, or 
at least 5 min after all the halide (white) is apparently removed from the 
plate. After fixing, the plate is washed for at least half an hour in running 
water, placed on a rack, and allowed to dry. Upon completion of wash- 
ing, the surface of the wet plate should be swabbed off (lightly) with wet 
absorbent cotton before drying. This removes any possible sediment 
that may have collected on the gelatin surface. 

Ready-mixed developers may be purchased, or the developer may be 
prepared from the formula which accompanies the plate or film. 

A suitable formula for process plates or contrast plates or films is 
prepared by mixing the two following solutions A and B. 


Solution A Solution B 
Water >. ccs far ates hea oe 100 mI] Water...................... 100 = ml 
Hydroquinone............... 2.56¢ NaOH..................... 4.0¢g 
Na.SO; Pe ne ee ara a ee 2.5 £ 
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The following solutions are recommended for fixing plates or prints: 


Solution A Solution B 
Water 8.5 c285 fee olan en ise es .- 500 ml Glacial acetic acid........... 10 ¢g 
“Hypo” (Na.S.0;-5H.O, crude)... 125g Powdered alum............. 10.5¢ 
NazCOs........ 2.020. eae 10.5 g 
Weatene ascetics ois ee cek 75 ml 


The water of solution A may be heated to dissolve the “hypo” quickly, 
but it must be cooled before solution B is added. 

The reagents are added in the order given, and when they are fully 
dissolved, the hardening solution B is poured into the thiosulfate, or 
“hypo,” solution A slowly, with stirring. The “hypo” must be fully 
dissolved before adding the hardener; otherwise sulfur will be deposited. 

A simple photographic emulsion of silver halide and gelatin is usefully 
sensitive only to the blue, violet, and near ultraviolet. The short- 
wavelength limit is set by absorption of the gelatin; sensitivity falls 
rapidly below 2500 A and is negligible below 1900 A. The long-wave- 
length limit is set by the absorption of the silver halide and varies from 
about 4300 A for pure silver chloride to 5200 A for silver bromoiodide. 

In order to photograph radiation of wavelength less than 2000 A, it is 
necessary to use emulsions very low in gelatin or to sensitize an ordinary 
emulsion with a fluorescent coating. The low-gelatin emulsions are 
called Schumann plates. Improvements of the Schumann plate are 
made by Ilford, Ltd., and sold as Q plates. 

Ordinary emulsions may be sensitized to the short ultraviolet by coating 
with a material which, when exposed to ultraviolet, fluoresces with 
emission of radiation, to which the emulsion is sensitive. This method 
is convenient and gives good sensitivity, but the resolving power is 
lowered by spreading of the image. The ethyl ester of dihydrocollidinedi- 
carboxylic acid is suitable for the short-ultraviolet sensitization. It may 
be obtained from the Eastman Kodak Co. as “ultraviolet sensitizing 
solution, No. 3177,” or the Kodak plates may be purchased with the 
proper fluorescent coatings. 

Sensitization to wavelengths longer than those absorbed by the silver 
halide is produced by adding to the emulsion special dyes (optical sensi- 
tizers) which are absorbed on the silver halide and sensitize it to the light 
absorbed by the dyed grains. The chemistry of the dyes and the mecha- 
nism of their action are described by Mees! and James and Higgins.? 

Dyes of many chemical types may act as long-wavelength sensitizers, 
but the most important classes are the cyanines and merocyanines. 


1 Op. cit., Chaps. 23-25. 
2 Op. cit., Chap. 14. 


518 APPARATUS AND METHODS 


Photographic plates and films sensitive to the green (orthochromatic), 
to the whole visible spectrum (panchromatic), and to the infrared out 
to 9000 A and farther are available.! 

Applications of photography to specific problems are described in a 
number of books.? 


1 Kodak Photographic Films and Plates for Scientific and Technical Use,” 8th ed. 
(1960), and “Photographic Materials for Spectrum Analysis,’ Eastman Kodak Co., 
Rochester, N.Y. 

*Shillaber, ‘““Photomicrography in Theory and Practice,” John Wiley & Sons, 
Inc., New York (1944); ‘“Photomicrography,” 14th ed., Eastman Kodak Co., 
Rochester, N.Y. (1944); Clark, “Photography by Infrared,” 2d ed., John Wiley & 
Sons, Inc., New York (1946); Scott, “Photographic Evidence,” Vernon Law Book 
Co., Kansas City, Mo. (1942); Longmore, ‘Medical Photography,” Focal Press, 
London (1944); Tupholm, ‘Photography in Engineering,” Faber & Faber, Ltd., 
London (1945); Mathews and Crabtree, Photography as a Recording Medium for 
Scientific Work, J. Chem. Educ., 4, 9 (1927); “Infrared and Ultraviolet Photography,”’ 
Eastman Kodak Co., Rochester, N.Y. (1959). 


CHAPTER 26 


Spectroscopy 


Spectroscopy is the study of the interaction of matter with an electro- 
magnetic field as a function of the frequency of the field. This interaction 
manifests itself in a number of processes, the most familiar being absorp- 
tion, emission, scattering, and reflection of the electromagnetic energy. 

Modern spectroscopic work covers a very wide range of frequencies, as 
illustrated in Fig. 188. The breakdown shown in the upper strip is an 
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Fic. 138. Regions of the electromagnetic spectrum of chief spectroscopic interest and 
methods usually applicable for system dimensions of the order of magnitude of a 
centimeter. , 


experimental one: the devices used to generate, transmit, and detect the 
electromagnetic fields, and to measure the frequency or wavelength, vary 
from one region of the electromagnetic spectrum to another. It is helpful 
to bear in mind also a classification of techniques into three broad 
categories, namely, (1) circuit methods, (2) transmission-line methods, 
and (3) optical methods. The second strip in Fig. 138 indicates the 
approximate range of utility of each of these methods for the typical case 
in which the fields of interest occupy a region in the apparatus of the 
order of a few millimeters or centimeters in size. More generally, the 
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range of applicability of each technique could be indicated thus: 


Circuit methods A> 1 
Transmission-line methods A=! 
Optical methods rA<Kl 


where \ = wavelength 
- = an average dimension of the region which the fields of interest 
occupy 

This chapter is intended to serve as an introduction to principles of 
experimental spectroscopy rather than as a survey of techniques. The 
following sections will be devoted to a discussion of several well-designed 
research spectrometers, representing circuit, transmission-line, and 
optical types. The particular examples chosen will serve to illustrate 
basic design principles which are widely used in modern spectroscopic 
instruments. 

At this point, it is appropriate to introduce several concepts which are 
encountered so often that it seems desirable to mention them before 
turning to the discussion of specific spectrometers. 

Resolution. In general, the function of a spectrometer is to measure 
the absorption coefficient or emission intensity as a function of frequency. 
Spectral lines as displayed by a spectrometer always appear to be spread 
over a finite frequency range, called the line width. In some cases this 
width represents an intrinsic property of the sample, the spectrometer 
output then being a true plot of absorption coefficient or emission intensity 
versus frequency. In other cases, the observed width may be ascribed 
either partly or entirely to instrumental effects. Resolution is measured 
by the observed line width, or, more or less equivalently, by the minimum 
separation for which two partially overlapping lines can still be recognized 
as being distinct. 

Sensitivity. In general, the ability of a properly designed spec- 
trometer to detect weak spectroscopic lines is limited ultimately by noise 
from statistical fluctuations of one sort or another. Usually, though not 
always, the offending noise is that generated in the device employed to 
detect the radiation. The true measure of sensitivity for a spectrometer 
is the signal-to-noise ratio obtainable for a given absorption coefficient, 
or equivalently, the minimum detectable absorption coefficient (cor- 
responding to a signal-to-noise ratio of unity). 

Bandwidth and Response Time. Since the noise power in elec- 
tronic or mechanical systems is proportional to the bandwidth B (page 
580), it is advantageous to reduce B in order to improve the signal-to- 
noise ratio. However, the response time r of the system (page 558) is 
inversely related to the bandwidth: regardless of the design of the system, 
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it does not appear to be feasible to reduce the product Br much below an 
optimum value, 
Br=0.2 (1) 


Thus, even if no other considerations enter, the use of very narrow band- 
widths is often inconvenient because of the resulting slow response of the 
indicating device. A simple example is afforded by a highly damped 
galvanometer, which is good for averaging out fluctuations due to noise, 
but also is slow in responding to changes in the current being measured. 

Another specific illustration of this principle may be informative. 
Suppose a spectrometer is to scan a range of 300 Mc/sec with a bandwidth 
of 0.1 cycle/sec and that the lines to be detected have a width of about 
1 Me/sec. If the spectrometer detector is of the phase-sensitive type 
(page 606) with output filtered by a simple low-pass RC filter, the effective 
noise bandwidth for the system may be shown to be B = 1 /8RC. Thus 
the filter time constant? required to achieve the specified bandwidth is 
to = RC = 1.2 sec. A time of the order of 1079 should be allowed for 
passing through a line. The maximum permissible scanning rate is then 
1 Me/sec per 12 sec, so that about an hour is required for scanning this 
range. Even slower scanning rates would have to be used if accurate 
reproduction of line shapes were required. 

Saturation Effect.2, When radiation of the proper frequency to pro- 
duce transitions between two quantum states m and n of a substance is 
present, both absorption and stimulated emission take place. The net 
rate of absorption is proportional to Nm — N n, where N,, is the population 
of the lower state and NV, that of the upper state. Ina system at thermal 
equilibrium, collisions (or some other form of interaction between mole- 
cules) maintain an excess population in the lower state, so that N,,— N, 
has a definite value, dependent on the temperature of the system. A 
phenomenon known as the saturation effect occurs in spectroscopic 
experiments when the incident radiation intensity is sufficiently great 
that molecules are being raised from the lower into the upper state of the 
transition at such a rate that the collision processes are unable to main- 
tain the normal population difference between the two states. Saturation 
is a common occurrence in radiofrequency and microwave spectroscopy 
and often sets an upper limit to the usable source power. Saturation 
rarely occurs in the optical region, where the available power density is 
usually relatively low. 


: The time constant ro = RC is the time required for the output of the filter to 
reach 63 per cent of the final value after application of a step function. The 10 to 
90 per cent response time 7 for a simple RC filter equals 2.275. 

* Saturation is discussed in the references on microwave and radiofrequency 
spectroscopy cited at the end of this chapter. 
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Absorption and Dispersion. The two phenomena of absorption 
and dispersion are intimately related, although they produce quite 
distinct effects in a spectrometer system. Consider first the optical case. 
As a beam of radiation passes through a substance, a gradual decrease in 
intensity along the path results if energy is being taken up from the beam 
by the sample. This processis absorption. Another effect of the sample 
is to cause the wavelength to be different from that for radiation of the 
same frequency in vacuum. With this change in wavelength are associ- 
ated the various phenomena of refraction. It is quite characteristic for 

rapid changes in refractive index 


f with frequency to occur in the 
neighborhood of absorption lines 
ee) (Fig. 139). This is the phenomenon 


of dispersion. 

The same molecular processes 
which produce optical absorption 
and dispersion are manifested some- 
what differently in the case of a 
substance which has been coupled 
closely to an electric circuit by being 
Fie. 139. Illustration of the typical placed either between the plates of a 
ee between absorption and capacitor or within a closely wound 

ispersion. é . . . 
coil. In the circuit case, absorption 
of energy by the sample has an effect equivalent to the introduction of re- 
sistance into the circuit, while dispersion effectively causes a change in the 
apparent value of capacitance or inductance, as the case may be. 

The existence of a close relationship between absorption and dispersion 
is expected for both classical and quantum-mechanical systems.! A 
classical system exhibits this sort of behavior at frequencies close to its 
natural resonance frequencies; a quantum-mechanical system does so at 
frequencies which can produce transitions between stationary states of 
the system. 


Absorption 
coefficient 


Index of 
refraction 
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Frequency —> 


RADIOFREQUENCY SPECTROMETER 


Two radiofrequency spectrometers designed for investigation of 
nuclear magnetic resonances will be described. One illustrates the 
crossed-coils method of Bloch, Hansen, and Packard,? while the other 


1 Béttcher, “Theory of Electric Polarisation,” pp. 240-253, Elsevier Press, Inc., 
Houston, Tex. (1952). (Classical theory.) Karplus and Schwinger, Phys. Rev., 73, 
1020 (1948). (Quantum-mechanical theory pertinent to microwave and radiofre- 
quency cases.) 

2 Bloch, Hansen, and Packard, Phys. Rev., 69, 127 (1946); 70, 474 (1946). 
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employs a regenerative oscillator, utilizing a principle first introduced in 
this application by Roberts.! 

The phenomenon to be detected by these instruments will first be 
briefly described. Let the sample, which may be solid, liquid, or gaseous, 
be contained in a glass vial and placed in a constant magnetic field 
H, = Ho, taken to be in the z direction. Nuclei of spin 4 or greater in 
this sample exist in quantized energy levels which correspond to various 
allowed orientations of the nuclear-spin vectors relative to the z direction. 
Spectroscopic transitions occur when the sample is subjected to a sinus- 
oidally varying magnetic field, the frequency v of which satisfies the 
condition 


he = =-Hy. ° (2) 


where 4 = Planck’s constant 
Y = gyromagnetic ratio, a constant characteristic of the given type 
of nucleus 
Magnets providing fields of the required uniformity and stability are 
available for the kilogauss range. This places the frequencies for many 
common nuclei in the radiofrequency (rf) region. 

To observe these transitions, the rf field of proper frequency is produced 
by impressing a voltage across a coil wound around the sample vial. 
This rf field is linearly polarized along the coil axis, here taken as the 
y axis. When a field at the resonance frequency, given by Eq. (2), is 
applied in this fashion, the total resultant magnetization vector? for the 
macroscopic sample, which otherwise would be polarized along the z 
direction, becomes tilted slightly and precesses about the z axis at the 
frequency of the rf field. The magnetization may therefore be resolved 
into components, a constant component along the z direction and a 
component of fixed magnitude rotating in the zy plane. This rotating 
component, which exists only when the sample is stimulated at a fre- 
quency close to resonance, will induce a voltage in any coil with its axis in 
the zy plane. In the crossed-coils method, a second coil (zx coil) is placed 
with its axis perpendicular to the axis of the y coil, so that the voltage 
directly coupled irom the y coil into the z coil in the absence of the sample 
resonance effect is minimized. The sample resonance is then detected 
by observing the very weak voltage which is induced in the z coil by the 
rotating sample magnetization. In single-coil methods, the reaction of 
the sample on the y coil itself is observed as & very slight change in its 


_) Rev. Sci. Tastes 18, 845 (1947).: ; : 

* The magnetization vector is defined ¢ as ; the resultant magnetic-dipole-moment 
vector of the sample (or in this case, the part arising from the nuclear moments) per 
unit volume. This quantity is quite analogous to the electric polarization defined 
on page 213. 
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impedance, this change being detected from the effect on the circuit of 
which it is a part. 

A block diagram of the crossed-coils apparatus of the type originally 
used by Bloch, Hansen, and Packard! appears in Fig. 140. A signal 
generator supplies rf power to the y coil. The receiver (tunable rf 
amplifier and detector) is tuned to the frequency of the signal generator. 
A sawtooth voltage synchronized with the oscilloscope horizontal sweep 


2 
Audio 
generator 


r-F signal 
generator 


Phase-sensitive 
detector 


Recorder 


Narrow band 
amplifier 


Fie. 140. Block diagram of a nuclear-magnetic-resonance spectrometer similar to that 
of Bloch, Hansen, and Packard. The apparatus used by Bloembergen, Purcell, and 
Pound differs from this mainly in that a radiofrequency bridge is employed instead of 
the crossed-coils arrangement. 


is fed to the field modulation coils to produce a repetitive sweep in H,. 
The receiver output is observed on the oscilloscope, effectively as a 
function of H,. 

A communications receiver can be used in this apparatus, though it is 
necessary for good sensitivity to precede it with a low-noise rf preampli- 
fier, since the noise which limits sensitivity is generally that produced in 
the first stage of amplification of the voltage from the x coil. To permit 
the use of slow rates of sweep, the output for the oscilloscope is taken 


1 Loc. cit. 
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from the second detector of the receiver, since the gain of the audio 
amplifier in the receiver drops off rapidly below the audio range. 

Since it is not practicable to achieve perfect geometry in the con- 
struction and alignment of the coils, the signal from a sample resonance 
would be swamped by rf leakage directly from the y coil to the z coil 
unless arrangements were made to balance this out. A satisfactory 
means of doing so is provided by two suitably oriented metallic paddles, 
or one-turn coils, which can be rotated to modify the coupling between 
the y and z coils. These are adjusted alternately until the leakage 
voltage is minimized. 

In order to obtain a line shape corresponding to sample absorption, 
rather than a mixture of absorption and dispersion, it is necessary to 
detect that component of the voltage in the x coil which has the same 
phase as the voltage at the y coil. Although this objective can be 
achieved by the use of an rf phase-sensitive detector, the same result was 
accomplished in the earlier spectrometers by introducing a reference 
rf voltage of suitably adjusted phase into the receiver. Provided this 
voltage is larger than the signal from any sample resonance, it has the 
effect of converting an ordinary peak-following detector into a phase- 
sensitive detector. The inherent limitation in this scheme is that any 
fluctuations in this reference signal, whether they arise from variations 
in signal-generator output or from changes in gain of the receiver, can 
cause troublesome drift in the detector output. 

To obtain better sensitivity it is essential to employ a narrow band- 
width and slower rates of sweep than are feasible in the presence of this 
drift. One very good method of obtaining narrower bandwidths with 
good base-line stability is the field-modulation method.! In this scheme, 
which corresponds to position 2 of the switches in Fig. 140, the sawtooth 
sweep is not used. An audio generator supplies a current to the modula- 
tion coils to produce a sinusoidal term in H,. The sample absorption 
line, if plotted against frequency (Fig. 14la), would now appear to 
wobble back and forth along the frequency axis, since the frequency of 
the peak is, from Eq. (2), proportional to H,. The amplitude of the 
deviation of H, is set at a value a little below the expected sample line 
width (expressed in field units). The output of the receiver when the 
frequency is close to that of a sample resonance is now an audio voltage 
at the modulation frequency. This voltage is detected by a phase- 
sensitive detector with reference derived from the modulation oscillator. 
The output is displayed by a chart-type recorder, while the average value 
of H, is changed at a slow and constant rate. The deflection, for small 
modulation amplitude, is proportional to the derivative of the true line 
shape (Fig. 1415). As an alternative to modulation of the field, an 

1 Bloembergen, Purcell, and Pound, Phys. Rev., 73, 679 (1948). 
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equivalent effect can be produced by frequency-modulating the rf 
oscillator of the signal generator. 

‘The modulation frequency must be kept lower: than the line width if 
distortion of the line shape is to be avoided. However, the effect of 
flicker noise from the amplifier is minimized by using modulation fre- 
quencies as high as is feasible within this restriction. - Typically, modula- 
tion frequencies in the range 25 to 400 cycles/sec are used. ‘This modula- 
tion method is used in modern research instruments designed for the 
study of relatively wide, weak resonances, as are commonly found in 
solids. 

In the design of spectrometers for the observation of the Sintively 
narrow resonances (often below 1 cycle/sec) characteristic of liquids, 


Frequency of r-f 
signal Rene Sample absorption at 


negative, ones of H, 


ha of 
4 ; Sample snipe: at recorder 
y positive peak of H, 

(a) — 


Fie. 141. (a) IWustration of the shift in an absorption line produced by modulation of 
H,; (b) resulting output of a phase-sensitive detector as plotted by a chart-type 
recorder while the average value of H, is slowly increased, for the case of weak modula- 
tion amplitude. 


emphasis has been pixie on devéisoie founudguee fan producing 
magnetic fields of very high stability and homogeneity. An example of a 
high-resolution spectrometer is illustrated in-Fig. 142. .The magnetic 
field is stabilized to within-about 1 part in 10°-at 14,000 gauss by a 
circuit. which senses changes in the field and corrects for these by driving 
an appropriate current through a pair of coils mounted on the magnet 
pole caps and also, at the same time, acting through the regulator circuit 
of the power supply for the main field coils of the electromagnet. Careful 
temperature control of the magnet is essential to maintaining good 
stability. From time to time the magnet current is carried through an 
empirically determined ‘cycling procedure to restore good homogeneity. 

Crystal-controlled oscillator circuits are employed in the rf. generator 
unit, since stability of the spectrometer frequency is as important as 
that of the magnetic field. The frequencies given in the diagram are 
those for the 60 Mc/sec generator, which is used for the detection of 
proton resonances at about 14,000 gauss. 

Since line widths of the order of 1 cycle/sec are ébiained: dbariy the 
audio-modulation method of detection described above is not appropriate 
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and a different approach is used for the achievement of narrow band- 
widths. In principle, a suitably narrow bandwidth and good absorption- 
line shape could be obtained by use of a sharply tuned amplifier at 
60 Mc/see, followed by a phase-sensitive detector (page 606) at this fre- 
quency. At the present state of the art, however, these functions can 
be performed more satisfactorily by heterodyning (page 557) to 5 Mc/sec 
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Fie. 142. Block diagram of high-resolution nuelear-magnetic-resonance spectrometer. 
(Principal features of Varian Associates Model V-4311.) 


and employing a tuned amplifier and phase-sensitive detector at this 
frequency. The detector output, after filtering, is presented on a chart 
recorder. . : . 

- Although the noise bandwidth is réally determined by the phase- 
sensitive-detector output circuit, the bandwidth of the rf amplifier itself 
has to be kept reasonably narrow in order to permit a large gain to be 
obtained without the noise level becoming so high as to swamp the final 
stages. 

The regenerative oscillator spectrometer of Pound and Knight,! 
' Rev. Sci. Instr. 21, 219 (1950); Watkins and Pound, Phys. Rev., 82, 343 (1951); 
Pound, Progr. in. Nuclear Phys., 2, 21 (1952). 


528 APPARATUS AND METHODS 


illustrated in Fig. 143, is particularly well suited to those studies for 
which it is necessary to be able to change the spectrometer frequency 
easily, or even to search continuously over a wide frequency range. The 
range covered is 1 to 40 Mc/sec. The sample is placed in the coil of the 
tank circuit of the oscillator. To search for resonances, the oscillator is 
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Fig. 143. Simplified diagram of Pound-Knight-Watkins radiofrequency spectrometer. 
The oscillator is of the cathode-coupled type. Oscillations in the resonant circuit 
(p. 550) consisting of C1 and the sample coil are sustained through amplification by 
V; and feedback of power through C;. Pentode stage V. is a radiofrequency amplifier. 
The amplitude of the oscillations is held approximately constant through the action of 
diode detector circuit V;, Ri, Cs (page 573), which determines the bias of Via. Modu- 
lation of the radiofrequency voltage produced by sample absorption (as in Fig. 141) 
is detected by Vs to yield a signal at the modulation frequency. This in turn is 
amplified and detected to produce a deflection of the recorder pen. 


tuned by means of a synchronous motor which drives the rotor of the 
variable capacitor C; of the tank circuit. When a resonance frequency of 
the sample is encountered, the absorption of energy by the sample causes 
a decrease in the Q of the tank circuit, and as a result the amplitude of 
oscillation is very slightly reduced. Audio modulation of either the field 
or the spectrometer frequency is used so that good sensitivity can be 
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obtained by a narrow-band amplifier, phase-sensitive detector, and 
chart-recorder system. This type of spectrometer has been widely 
employed for the study of resonances in solids. A similar spectrometer 
is available commercially.! 


MICROWAVE SPECTROMETER 


Some of the special characteristics and design principles of a microwave 
spectrometer of the transmission-line type will be considered here. The 
purpose of the spectrometer to be described is to display the pure rota- 
tional spectra in gaseous samples with sufficient resolution for genera] 


Fic. 144. Microwave absorption line, plotted against frequency », for a series of 
different pressures, with pressure decreasing in the sequence a,b, c,d. Curves a, b, ¢ 
illustrate the narrowing of the collision-broadened line which accompanies a decrease 
in pressure; curve d shows the decrease in peak value which eventually occurs when 
the pressure becomes so low that saturation is observed at the given microwave power 
level. Saturation can be avoided by reducing the power level, but the sensitivity 
becomes poorer at very low power levels. 


molecular structural studies. For such work it is desirable to have an 
instrument which (a) covers a wide frequency range, corresponding to a 
substantial portion of the microwave region, (b) is capable of detecting 
lines with absorption coefficients? of the order of 10-* to 10-° em-}, and 
(c) displays these lines with a width of the order of 1 Mc/sec or less. 

The peak value of the absorption coefficient varies from one line to 
another and also depends on the temperature and pressure of the sample. 
As a rule, the width of the lines is due to collision broadening. The 
width from this source is, from a simple kinetic-theory calculation, 
proportional to the pressure (Fig. 144). For the width to be kept below 

1 Nuclear Magnetic Corporation, Norwalk, Conn. 

* The absorption coefficient @ is defined by P = Pye-@! where Po is the microwave 
power entering a transmission line as a traveling wave, and P is the power passing a 
cross section at a distance 1 farther along the line. In an empty waveguide, the 
power absorption is due to ohmic losses associated with wall currents; if the waveguide 
is filled with a gaseous sample which has an absorption line at the given microwave 
frequency, a very slight increment is added to a. It is this increment which the 
spectrometer must detect. 
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1 Me/sec, the sample pressure must ordinarily be of the order of 10-? mm 
or less. At such low pressures, the microwave power must be held to a 
reasonably low level, usually below 1 milliwatt, if saturation effects are 
to be avoided. oe | kite 

As an example of a spectrometer which very satisfactorily meets these 
requirements, we shall describe a Stark-effect modulation spectrometer. 
The Stark effect (page 278) is the splitting and shifting of spectral lines 
which occurs when the sample is subjected to an electrostatic field (Fig. 
145). The introduction of the principle of Stark-effect modulation by 
Hughes and Wilson! provided an elegant and effective means of increasing 
sensitivity. Figure 146 is a block diagram of a spectrometer of the 
Hughes-Wilson type. Most research instruments now in use represent 
elaborations of this basic scheme. 
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Fig. 145. Absorption line of a sample in the absence of an electrostatic field and with 
the field applied. The “field on” pattern is merely illustrative since the Stark patterns 
vary from one line to another. 


The absorption cell consists of a length, perhaps 10 ft, of waveguide 
closed off at both ends by vacuum-tight mica windows. The sample is 
introduced into the cell from a vacuum manifold, through a few small 
holes so located in the waveguide wall as to cause the least interference 
with the propagation of the microwave fields. To permit the application 
of an electrostatic field, a strip of brass, supported and insulated by two 
grooved Teflon tapes, is placed inside the sample cell (Fig. 147). This 
Stark electrode is located in a plane which is perpendicular to the electric 
component of the microwave field and so does not seriously affect its 
transmission. 

The source of microwave power is a klystron oscillator. A klystron isa 
special type of vacuum tube in which the electron beam interacts with a 
tunable cavity, resonant at the microwave frequency, in such a way as to 
sustain oscillations. Since the frequency of oscillation depends on the 
cavity dimensions, the oscillator is tuned by mechanically changing the 
size of the cavity. Small changes in frequency are made by shifting the 


1 Phys. Rev., 71, 562 (1947); McAfee, Hughes, and Wilson, Rev. Sci. Instr., 20, 
821 (1949). 
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voltage supplied to one of the klystron electrodes. The klystron is well 
suited to spectroscopic use because it has reasonably good frequency 
stability and can be tuned relatively easily over a wide frequency range, 
often of the order of 1.5 +01. In the future, klystrons may be displaced 
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Fic. 146. Block diagram of Stark-modulation microwave spectrograph of the Hughes- 
Wilson type. Typical frequency range is 10 to 14,000 Mc/see. 
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Fig. 147. Details of Stark-cell construction. 


in this application by traveling-wave-tube oscillators, which cover even 
wider ranges. 


The cavity wavemeter, which is used for approximate! measurement of 
the microwave frequency, consists ef a cylindrically shaped cavity, 


1 Cavity wavemeters presently available commercially offer an accuracy of the 
order of 0.1 per cent and a precision of 0.01 per cent. 
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coupled to the main waveguide through a small hole. The cavity length 
is determined by the position of a micrometer-driven piston. A sharp 
dip in the power transmitted past the cavity hole occurs when the fre- 
quency is such that a cavity resonance is excited. 

After going through the absorption cell, the microwave radiation is 
detected by a special microwave diode, consisting of a small semicon- 
ductor crystal mounted in a coaxial cartridge suitable for admitting 
power at microwave frequencies. The crystal diode rectifies the micro- 
wave currents and produces an output d-c current, the magnitude of 
which depends upon the amount of incident microwave power (page 571). 

A sawtooth voltage sweep is introduced at one of the klystron electrodes 
to produce a corresponding sweep in the microwave frequency, over a 
range of perhaps 50 Mc/sec. The same sweep voltage is applied also to 
the horizontal deflection channel of the oscilloscope. The shape of the 
microwave power envelope arriving at the crystal is somewhat irregular 
because of the variation in oscillator output and in the microwave-system 
transmission characteristics over the course of a sweep. The crystal 
detector output follows this envelope. This can be displayed on the 
oscilloscope when desired. The wavemeter, when suitably tuned, 
produces a visible dip in this pattern. If there were a sample absorption 
line within the region swept, however, it would not be seen against this 
relatively uneven background unless it were an unusually strong line. 

A zero-based square-wave voltage is applied between the Stark 
electrode and the waveguide. The frequency f,, of the modulating field 
produced in this way is relatively low, so that one may think of it as an 
electrostatic field which is alternately being switched on and off. As 
the klystron frequency goes through the frequency of a line, the micro- 
wave voltage at the crystal is modulated at the frequency of the Stark 
field; this happens because the sample absorbs at one frequency while the 
field is off and at different frequencies when the field ison. As a result, 
at those times during the sweep when the klystron is going through the 
frequency of a sample absorption line, there exists in the crystal output an 
a-c component, at the frequency fm, which is due to sample absorption. 
A filter broadly tuned to this frequency passes this component on to the 
narrow-band amplifier. There is a signal at the point along the sweep 
where the sample absorbs when the field is off, and other smaller signals at 
points where the sample absorbs when the field is on. The latter are 
called Stark components; their position along the sweep changes when 
the amplitude of the Stark modulation voltage is changed. The a-c 
voltages due to sample absorption at the filter are very minute and are 
actually buried in noise voltages often thousands of times larger. 

The narrow-band amplifier is tuned to the modulation frequency and 
selectively amplifies the a-c voltage from the absorption line, but not the 
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slow variations in microwave power level. It also discriminates against 
noise generated in the crystal, except for noise voltage components whose 
frequencies are within the passband of the amplifier. The detector out- 
put follows the envelope of the a-c voltage from the amplifier. 

The limitation on sensitivity with this spectrometer is in most instances 
the noise generated within the crystal. As this is random noise, the 
noise power at the output of the narrow-band amplifier is proportional to 
the bandwidth, while the signal power is independent of the bandwidth. 
Therefore the signal-to-noise ratio improves as the bandwidth is narrowed. 
The bandwidth of the amplifier must be left broad enough, however, to 
accommodate drift in the modulation frequency or in the amplifier com- 
ponents which determine the amplifier tuning, for deterioration of signal 
will obviously occur if the modulation frequency is not well within the 
amplifier passband. Typically, the bandwidth is of the order of a few 
per cent of fn. 

In addition to Johnson noise (page 578), excess noise is produced in the 
crystal when d-c current flows (as it does whenever the crystal detects 
microwave power). This excess noise is referred to as semiconductor 
noise. The semiconductor noise power per unit bandwidth in the 
vicinity of a frequency f varies roughly as 1/f in the audio- and radio- 
frequency regions. In the present case, the noise of concern is that within 
the passband of the amplifier tuned to frequency fn. The modulation 
frequency is chosen high enough to achieve a significant reduction in 
crystal noise below that present at the low audiofrequencies. However, 
if f, becomes comparable with the line width (expressed in frequency 
units), the modulation causes the lines to appear broadened. Thus the 
choice of modulation frequency involves a compromise between sensitivity 
and resolution. The modulation frequency is usually chosen in the 
range 50 to 100 ke/sec. In many cases, a communications receiver which 
extends into this range is used as narrow-band amplifier and detector.! 

When it is desired to employ narrower bandwidths than are readily 
achievable with the arrangement of Fig. 146, the simple detector can be 
replaced by a phase-sensitive detector and chart recorder.2. With this 
arrangement, somewhat lower modulation frequencies are sometimes 
used, down to about 5 ke/sec. . 

Figure 148 is a block diagram of a typical microwave frequency 
standard used for accurate frequency measurements. The 5-Me/see 
crystal-controlled oscillator provides a stable reference which is moni- 
tored against standard frequency transmissions of Station WWV. 
Various harmonics of this frequency are generated by the multiplier 
stages, and these, when fed into the microwave crystal, produce a lattice 


+ Model HRO-60, National Company, Malden, Mass. 
* McAfee, Hughes, and Wilson, loc. cit. oe 
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of accurately known frequencies at intervals of 30 Mc/sec in the micro- 
wave band of interest. A sample of the klystron oscillator power enters 
the same crystal and mixes with power from the standard. The receiver 
is used to detect a beat note (usually the one of lowest frequency) between 
the klystron and one of the reference harmonics. The output of the 
receiver is displayed on the oscilloscope along with the output of the 
spectrometer detection system. When the klystron is swept, the beat 
note passes so rapidly through the passband of the receiver that only a 
sharp pip appears on the oscilloscope. Suppose, for example, that with 
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Fie. 148. Block diagram of microwave frequency-measuring equipment. 


the receiver tuned to a frequency f,, a beat mark is produced at the instant 
at which the klystron passes through the frequency of an absorption line. 
Then the frequency of the line is 30n + f, Mc/sec, where n is an integer. 
The value of n is determined with the aid of a cavity wavemeter, and the 
choice of sign made by noting the direction in which the position of the 
beat mark changes when the receiver frequency is increased. The 
accuracy of a system such as this is inherently of the order of a few 
kilocycles per second, so that the accuracy of frequency measurement is 
practically always limited only by the breadth of the lines. 

Stark modulation spectrometers are commonly used over the frequency 
range 10,000 to 40,000 Mc/sec. At higher frequencies, the construction 
of the Stark cell presents difficulties as smaller waveguide sizes are used. 


INFRARED SPECTROMETER 


To introduce some of the principles encountered in the design of an 
optical spectrometer, we shall discuss the Baird Associates! infrared 


‘ Baird Associates, Cambridge, Mass. 
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spectrophotometer as modified by Evans for high-resolution work. This 
is one of several examples recently reported! in which commercial infrared 
instruments have been modified by the introduction of gratings to permit 
the study of the rotational structure of rotation-vibration bands of simple 
gaseous molecules. The range of this particular instrument is 2 to 12 he 
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Fie. 149. Optical system of Baird Associates double beam infrared spectrophotometer 
as modified by Evans for high-resolution work. 


A diagram of the optical system appears in Fig. 149. The radiation 
source S is a silicon carbide rod (Globar) which is heated electrically to 
approximately 1100°C. The wavelength distribution of the emitted 
radiation is nearly that of a blackbody at the same temperature. Because 
the performance of the spectrometer is limited by the energy available 
from the source, the source is kept at as high a temperature as is feasible. 

The source is enclosed in a water-cooled housing, which has two 
apertures through which beams of infrared radiation emerge. These 
beams are focused by the concave mirrors M, and M, onto slit S;. 


Cole, J. Opt. Soc. Am., 44, 741 (1954); Lord and McCubbin, J. Opt. Soc. Am., 45, 
441 (1955); Evans (private communication). 
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En route from the mirrors to the slit, the beams pass through two wells 
(dotted), one of which contains the sample cell and the other, the refer- 
ence.cell. Immediately in front of the slit is a semicircular mirror which 
is rotated at.10 revolutions per second. This half-mirror sends the sample 
and reference. beams alternately through the entrance slit S:. Near the 
source is the comb, which intercepts a part of the reference beam and 
thereby functions as a variable attenuator. The position of the comb is 
controlled by a mechanism described below. = 

The portion of the instrument in the optical path between S; and S, 
functions as a bandpass filter which selects radiation of a narrow range 
of wavelengths, which is then focused on the detector by My. Slit S; is 
in the focal plane of mirrors M@, and M, and also in that of M, The 
divergent rays which pass through a single point in the aperture of S; are 
directed by plane mirror M; toward the concave spherical mirror M, and 
are then collimated by M, into.a beam of parallel rays which go on to the 
diffraction grating G. The cross-sectional area of this bundle of rays is 
determined by the size of M,, which is made large enough to utilize the 
full area of the grating. The grating is a carefully ruled film of aluminum 
on glass. Radiation is reflected from the grating in various directions, 
according to wavelength. The diffracted rays which reach M, are 
subsequently brought to a focus in the plane of the exit slit S.. The 
wavelength which falls at the midpoint of S2 is given by 


A= ad sin 3 cos (6/2) (3) 


where N = an integer, the order of the grating reflection 
d = spacing of rulings of the grating 
6 = angle between the incident beam at the grating and the 
diffracted beam of wavelength 
3 = angle between the face normal of the grating and the bisector 
of 6 
The angles in Eq. (8) are illustrated in Fig. 150. Numerical values for 
the instrument described here are 
= 4° 
d = 0.00667 mm 
A = (13.33/N) sin 3, microns 
The spectrum is scanned by rotating the grating to change 3, and hence 
the wavelength emerging from the center of S3. 

We have thus far considered only the radiation emitted from a single 
point in S; which reaches a single point in S;. To achieve adequate 
sensitivity it is necessary of course to employ slit apertures of appreciable 
size. Rays emerging from different points in S, ‘travel in slightly dif- 
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ferent directions in the collimated beam; similarly, the exit slit S, accepts 
rays reflected from the grating in a small range of angles. Therefore the 
radiation which eventually leaves through ‘S2 corresponds not to a single 
value of 3, but to a small range of angles, A’. This range, called the 
angular slit width, is determined by the widths of 8, and Se. Through 
Eq. (8), 4d determines the range of wavelengths Ad which actually 
reaches the detector. 

_ For the present spectrometer, operated in the first order with a typical 
setting ? & 30°, the slits are usually adjusted to give a resolution Ad of 
about 0.5 cm™ at 1500 em~?. 

The optical path between S, and S3 consists of a small prism mono- 
chromator—comprising plane mirror M,, spherical collimating mirror M % 


Satna 


Diffracted beam 


Bisector of 6 
Incident beam 


Fre. 150. Iustration of angles appearing in the grating equation (3). 


sodium chloride prism P, and Littrow mirror-;—which serves only to 
reject all diffraction orders other than the one desired. For example, if 
the grating monochromator is set for 1500 cm~! at V = 1, then radiation 
at 3000 cm~', 4500 cm-}, . . . , also passes through S>. The desired 
order is selected by rotating the prism-mirror assembly (P and Ms) to 
direct the radiation of this order onto the slit Ss. 

The rays from S; are focused onto the bolometer detector by Ms. 
The bolometer is a thin strip of platinum, about 0.2 * 2 mm, coated 
with platinum black to absorb the infrared radiation. The bolometer 
forms one arm of a balanced d-c Wheatstone bridge (Fig. 151). The 
effect of incident radiation is to alter the temperature, and hence the 
resistance, of the bolometer and thereby to produce an unbalance in the 
bridge. .To minimize effects of convection currents and to improve 
sensitivity, the bolometer is mounted in an evacuated housing with a 
KBr window through which the radiation enters. or 
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Unless the beams which come from the sample and reference paths are 
of equal intensity, the bolometer is subjected to radiation intensity which 
is modulated at 10 cycles/sec, and a 10-cycle/sec voltage appears at the 
output of the bridge. This voltage is amplified and then detected by a 
phase-sensitive detector. The phase of the 10-cycle/sec voltage, and 
hence the sign of the detector output, depend upon which of the two 
beams has the greater intensity. The output of the detector controls a 
motor which moves the comb until the 10-cycle/sec signal output from 
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10c/sec 


Phase-sensitive 
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Recorder 


Fig. 151. Block diagram of electronic system of Baird Associates double beam infrared 
recording spectrophotometer. A few parts of the optical system (Fig. 149) have been 
included to clarify the function of the electronic system. 


the bolometer bridge is reduced to zero. The pen of a chart recorder is 
coupled mechanically with the comb. As the spectrum is scanned by 
slow rotation of the grating, the changes in transmission of the sample 
are indicated by changes in position of the comb, and hence of the pen, 
which occur as the servomechanism operates to keep the beams matched. 
Thus the recorder traces the per cent transmission as a function of 
wavelength. 

It is instructive to examine the way in which various features of the 
design of the optical system and detection system affect the sensitivity 
and resolution of the spectrometer.'!' To do this, we shall assume that the 


1 The discussion of sensitivity and resolution given here is based in part on an 
equation derived by Strong, J. Opt. Soc. Am., 39, 360 (1949). See also Jacquinot, 
J. Opt. Soc. Am., 44, 761 (1954); Lord and MeCubbin, loc. cit. 
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resolution is determined by the optical system and that the sensitivity is 
limited by the noise generated in the detection system. 
The response of the bolometer is of the form 


e = SAP (4) 


where ¢ is the unloaded output-voltage change produced by a change AP 
in power level incident on the bolometer, with the current through the 
bolometer held constant. The parameter S depends on the design of the 
bolometer and on the conditions under which it is operated. 

If the bolometer is placed in a bridge with the resistances of the other 
three arms equal to that of the bolometer (matched condition), the 
output voltage of the unloaded bridget is }SAP. For the case of a 
beam chopped at 10 cycles/sec, this is the peak-to-peak value of a square 
wave. The effective signal voltage is the sinusoidal component of this 
at 10 cycles/sec, as only this component is amplified by the narrow-band 
amplifier. The rms value e, of this component is (pages 544 and 555) 


/2 1 
Y= (SAP) = —~ SAP 
rT ¢; ) /2 s 
The rms noise voltage output of the bridge at open circuit, within the 
effective bandwidth B of the amplifier-detector system, is (page 580) 


€n = (4kTRB)* (5) 


where k = Boltzmann constant 

T = absolute temperature of detector 

R = output resistance of bridge 
For the matched bridge, R is equal to the bolometer resistance. The 
noise figure (page 579) of the bolometer and amplifier system, F’, is unity 
if the only noise detected is Johnson noise from the bolometer and 
bridge and is larger than unity if excess noise is generated in the bolometer 
or bridge or is added in the amplification process. In practice, a noise 
figure close to unity is achieved in this case. The signal-to-noise ratio at 
the output of the detection system is 


a = 


es SAP (6) 
€,  2n(2FkTRB)* 


To calculate AP, let us suppose that the sample absorbs a fraction + of 
the incident power. Then AP = yP, where P is the radiant energy 
reaching the bolometer per unit time. The power P in watts is given by 


P= BA } (Ad) 5(AN) (7) 


Tt Several applications of Thévenin’s theorem (page 552) are made in this derivation. 
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where B, = brightness of source, watts/cm?-steradian per cm wavelength 
range, at given wavelength 
A = cross-sectional area, cm?, of collimated beam 
h = height of monochromator slits S;, S2, em 
f = focal length of collimating mirror M,, em 
Ad = angular slit width, radians = slit width divided by f 
3 = transmission fraction of optical system of spectrometer 
AX = wavelength range passed by monochromator 
Hence the signal-to-noise ratio is 


Lenn nee WE 


Cn Qe(QFKTRB)S O 7 (A8)5(AA) (8) 
The resolution Ad, assumed to be determined by the grating dispersion 
d3/dx, is given by 
dd\~1 
oa () (9) 


It is apparent that increasing the slit width increases the sensitivity but 
impairs the resolution. 

A useful figure of merit for a spectrometer of this type under the 
assumptions specified above is | 


€:/€n S h, {dd 

(An)? ~ Sn QFRTPRB)™ | BA 7° 3] 10) 
which is obtained by substituting Eq. (9) in (8) and keeping only the 
purely instrumental parameters on the right-hand side. This equation 
shows very clearly the nature of the compromise which must be made 
between sensitivity and resolution. 

As a rule, the goal of the designer is to make the right side of Eq. (10) 
large. The factors in front of the square brackets are determined by the 
detecting system. The quantity S/(FR)™ is a figure of merit for the 
bolometer-bridge-amplifier system and should be made as large as is 
possible with available detectors. To obtain a high figure of merit, the 
bolometer is made with a small sensitive area, and then Mo is so designed 
as to form an image of S; which approximately matches the size of the 
bolometer. The bandwidth B is chosen to be as narrow as possible, 
consistent with a tolerable response time. Within the brackets, By is 
determined by the source temperature, which is limited by the materials 
of construction of the source; the remaining factors are determined by 
the optical system. The practical upper limit to A is usually the area of 
the grating because this is the most expensive optical element in the sys- 
tem, and its cost rises rapidly with its area. Hence it is made as large as 
practical and the system designed to utilize it fully. With proper choice 
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of cell window material and use of a suitably blazed grating for the wave- 
length range of interest, the factor 3 can be made satisfactorily close to 
unity. The grating dispersion d?/d) is limited largely by the technical 
problems associated with the ruling of precision gratings. Practical diffi- 
culties of a geometrical nature make it difficult to increase h/f beyond a 
certain point. 

If the cross-sectional area of the collimated beam is to be large enough 
to fill the area of the grating, the solid angle @ formed by the rays entering 
the monochromator through S, must not be too small. But Q equals the 
solid angle subtended at Si: by M, and M>. The areas and focal lengths 
of M, and M: must be chosen accordingly. Similarly, if all the light 
emerging from S, (in the desired grating order) is to reach the detector, 
then the solid angles subtended by M; at S. and by M, at Ss; must not be 
made too small. 
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CHAPTER 27 


Electronics 


Fhe object of this chapter is to provide an introduction to certain 
principles of electronics, at a sufficiently quantitative level to be of 
practical use to the physical chemist who seeks to understand the capa~ 
bilities and limitations of electronic circuits well enough to use them 
intelligently. The coverage is selective rather than broad, with the aim 
of going deeply enough to enable the reader to utilize the more detailed 
reference material available in the literature. 

A few texts! and handbooks,? of the many available, are listed below. 
In general, the handbooks contain concise summaries of principles, along 
with design equations and other technical information of considerable 
value, but include a minimum amount of explanatory material. Current 
developments in the field are reported in a number of periodicals such as 
Electronics, the Journal of the Instrument Society of America, and the 
Review of Scientific Instruments. Attention should also be called to the 
technical literature issued by manufacturers of electronic components 
and equipment; in this rapidly changing field, this material often repre- 
sents a valuable source of information covering principles as well as 
design data. 


1 Terman, ‘Electronic and Radio Engineeting,” 4th ed., McGraw-Hill Book Com- 
pany, Inc., New York (1955). Valley and Wallman (eds.), “Vacuum Tube Ampili- 
fiers,’ Radiation Laboratory Series, Vol. 18, McGraw-Hill Book Company, Inc., 
New York (1948). Fich and Potter, “Theory of A-C Circuits,” Prentice-Hall, Inc., 
Englewood Cliffs, N.J. (1958). Muller, Garman, and Droz, “Experimental Elec- 
tronics,” Prentice-Hall, Inc., Englewood Cliffs, N.J. (1945). Elmore and Sands, 
“Electronics: Experimental Techniques,’ McGraw-Hill Book Company, Inc., New 
York (1949). Goldman, “Frequency Analysis, Modulation, and Noise,”’ McGraw- 
Hill Book Company, Inc., New York (1948). Cannon (ed.), ‘Electronics for Speec- 
troscopists,”’ Interscience Publishers, Inc., New York (1960). Hague, ‘‘Alternating 
Current Bridge Methods,” 5th ed., Sir Isaac Pitman & Sons, Ltd., London (1945). 

* Landee, Davis, and Albrecht, ‘Electronic Designers’ Handbook,”? McGraw-Hill 
Book Company, Inc., New York (1957). Terman, “Radio Engineers’ Han dbook,’’ 
McGraw-Hill Book Company, Inc., New York (1943). 
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ALTERNATING-CURRENT CIRCUIT THEORY 


This section contains a résumé of certain principles of a-c circuit theory. 
While it is not necessary to have a thorough knowledge of this subject in 
order to assimilate the material in subsequent sections, a good under- 
standing of these principles can be a valuable aid to the physical chemist 
who uses electronic techniques, 

Basic Circuit Elements. The three basic elements of a-c networks 
are the resistor, the capacitor, and the inductor. Each of these is a two- 
terminal device which can be characterized by a single parameter, R, C, 
or, A resistor is a device for which the value of current J (entering one 
terminal and leaving the other) at a given instant depends only on the 
voltage or potential difference E existing at that instant between the two 
terminals. The resistance FR is defined by 


E 
R= FT med) 


A capacitor is a device capable of storing or accumulating charge, so 
that the charge Q which at a given instant has accumulated on one plate 
depends only on the voltage FE existing between the two terminals at that 
instant. A charge of equal magnitude and opposite sign exists on the 
other plate. The capacitance C is defined by 


Q 
=F (2) 
An inductor is a device which generates a well-localized magnetic field 
when a current passes through it, such that the magnetic flux ® linking 
the inductor at a given instant depends only on the current through it at 
that instant. The inductance L is defined by 
® 
=F (3) 
Any real physical device, a coil of wire, for example, shows all three of 
these properties to some degree, but it is possible to construct devices for 
which one or the other of these properties is so dominant over the other. 
two as to make the idealization a useful one. Thus a coil of wire of high 
resistance may be primarily resistive, while a coil of very low resistance 
wire may be primarily inductive, at the frequency at which it is intended 
to be used. 
While the defining equations (2) and (3) are of course of fundamental 
importance, one is often more interested in the relationship between 
instantaneous current and voltage for each of these devices, The three 
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relations are 


E = RI (4) 

dE 1 

aol (5) 
dl 

E= L— (6) 


Equation (4) follows directly from (1); Eq. (5), from (2), since I equals 
dQ/dt; and Eq. (6), from (8), since E equals d®/dt. 

Properties of Sinusoidal Waveforms. Of all the forms of time 
dependence encountered for voltages and currents in electronic circuits, 
the sine-wave, or sinusoidal, form is of preeminent importance: 


A(t) = Ao cos (2xft + ¢) (7) 


where A(¢) = instantaneous value of current or voltage at time ¢ 
f = frequency, cycles/sec 
y = phase angle, deg or radians 
Ao = amplitude or peak value 
As an alternative to the amplitude or peak value, two other measures are 
commonly used, 


= 2A = peak-to-peak value 
Arm. = root-mean-square value 


with Arms defined by 
1 to y¥% 
oe (: [ (A) a| (8) 
to Jo 


A 


whence 


1 
Avs == A = 0.707A 9 
a/2 0 0 ( ) 
where é = period of one cycle = 1/f. 

As a matter of notational convenience, — 
A(t) is often written 


A(é) = Ao cos (wt + ¢) (10) 


where w = 2xf = circular frequency, in 
radians per second. 
Fie. 152. Phase relationships Several of the possible phase relationships 
for sinusoidal waveforms. which can exist between two sinusoidal 
waveforms are illustrated in Fig. 152. Two 
sinusoids are said to be in phase if they pass through corresponding points 
of their respective cycles at the same instant, as, for example, A and B of 
Fig. 152. Waveforms A and C are said to be 90° out of phase, while A 


Current or voltage —> 
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and D are 180° out of phase. Waveform D is said to lead C by 90°, while 
B lags C by 90°. 

It is useful to remember that an arbitrary sinusoidal wave, such as A(t) 
of Eq. (7), can be resolved into a pure sine and a pure cosine term of the 
same frequency /: 


Ag cos (2aft + ¢) = (Ao cos ¢) cos 2aft — (Ag sin ¢) sin 2nft (11) 


Often it is necessary to find the waveform B(é) which results when two 
sinusoidal waveforms A’(t) and A’’(t) of the same frequency are added: 


Bit) = A’(t) + A”(t) (12) 
where _ Al(t) = Aj cos (wt + ¢’) (13) 
A'(t) = Aq’ cos (wt + y”’) - (14) 


One could imagine plotting the two waveforms and adding the instan- 
taneous values point by point, but this is awkward as a quantitative 


Fie. 153. Vector diagrams illustrating (a) vectors representing sinusoids A’(t) and 
A(t) at ¢ = 0 and (bd) addition of two sinusoids to form a resultant. 


procedure, and not even particularly helpful as a way of visualizing the 
resultant. Two efficient methods of obtaining the sum. will be described 
below, but it is worth noting that both are really based on Eq. (11). 
The waveforms A’(t) and A’’(d) can each be resolved into sine and cosine 
terms; then the sine terms can be added directly, and similarly for the 
cosine terms. There is a clear analogy here with the composition of two 
vectors to form a resultant, an analogy which is of considerable help in 
understanding a-c circuit problems. 

Method A: Vector Diagrams. The waveforms A’(t) and A’’(t) can each 
be considered to be generated by rotation of a vector! of constant length 
ina plane. Thus let two vectors A’ and A” be arranged as in Fig. 153a 
att = 0. If these rotate counterclockwise with circular frequency w, the 
components along the horizontal axis generate, respectively, A’(t) and 


1 To avoid the connotation of geometrical significance which sometimes is attached 
to the term vector, the rotating vector which generates a sinusoidal waveform is called 
in many electrical-engineering texts a phasor, or sinor. 
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A’(t). Obviously, the vector sum B formed in the usual way from A’ 
and A” similarly generates B(t) = A’(t) + A’(t). The amplitude and 
phase angle of B(t) are thus obtained readily, as shown in Fig. 153b. 
The amplitudes of the sine and cosine components of B(¢) can also easily 
be found from this diagram as the projections at t = 0 of the vector sum 
along the vertical and horizontal axes, respectively. 

Method B: Complex Algebra. When it is desired to perform a calcu- 
lation analytically rather than graphically, the vector diagrams obviously 
provide the basis for setting up the necessary equations, and this pro- 
cedure is often followed. A more powerful analytical method, however, 
is available with the use of complex algebra. The rules for manipulation 
of complex quantities and the procedure for graphing them are sum- 
marized in the Appendix. 

With each of the vectors of Fig. 153 we can associate a complex number, 
as follows: 


Component along horizontal axis <— real part 
Component along vertical axis <«<— imaginary part 


In other words, we regard the diagram of Fig. 153 as existing in a complex 
plane and associate with each vector A’, A”, . . . , the complex number 
corresponding to its terminus. Since there is a one-to-one correspondence 
between these vectors and complex numbers, the same symbol can be 
used for both. We get, for ¢ = 0, 


A’ = Ajei*’ = Aj cos g’ + 1A} sin g’ (15) 
A” = Ajei®’” = Aj cos ¢” + AZ sin o” (16) 


etc. The addition of two vectors then corresponds analytically to the 
addition of two complex numbers. 

One advantage of complex notation is that the time dependence of 
rotating vectors can be represented in a very compact fashion. For 
example, the rotating vectors A’(t) and A’’(t) are represented by the 
complex numbers 

A’(t) = Ajeiotte”) (17) 
A’(t) = Ajeiette’) (18) 


Thus the sinusoidal waveforms A’(t) and A’’(é) of Eqs. (13) and (14) can 
be thought of as the horizontal components of two rotating vectors or, 
equally well, as the real parts of two complex numbers. 

These methods become particularly helpful in visualizing the addition 
of two sinusoidal waveforms of different frequency. Suppose, for 
example, one wishes to add the waveforms 


C’(t) = Ch cos wt (19) 
C(t) = Cy cos wt (20) 
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The corresponding vectors C’(t) and C’(t) rotate at different fre- 
quencies. The horizontal component of the resultant is not a simple 
sinusoidal waveform. For example, for w’ & w”, the resultant could be 
described approximately as a sinusoidal waveform with slowly changing 
amplitude (phenomenon of beating). 

Impedance. If the current 


Ty cos (wt + ¢) (21) 


is passed through a resistor, capacitor, or inductor, the steady-state volt- 
age I(t) developed across the device is, from Eqs. (4) to.(6): 


For the resistor: Ex(t) = RIp cos (wt + ¢) (22) 
For the capacitor: Ect) = J Losin (at + ¢) (23) 
For the inductor: Ex(t) = —(@L)Ip sin (wt + ¢$) (24) 


These results are illustrated by the vector diagram of Fig. 154. The 


E, 


Ec 
(a) (6) 


Fra. 154. Vector diagrams representing (a) assumed current and (d) resulting voltages 
for resistor, capacitor, and inductor. The vectors are shown fort = 0. They rotate 
counterclockwise with circular frequency w. The actual currents and voltages are 
the components along the horizontal axes. 


corresponding equations in complex form are obtained by writing the 
expression for the current, 
I(t) = [pe*@t+) (25) 


and relating the complex voltages to I(t) through the use of Eqs. (4) to 
(6); the results are 


Ex(t) = RI(é) (26) 
Ee(t) = M(t 27) 
E,(t) = (twL)¥(t) (28) 


The reader may verify that Eqs. (26) to (28) are consistent with the 
vector diagrams of Fig. 154. These equations may be thought of as 
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providing a generalization of Ohm’s law to the case of sinusoidal voltages 
and currents in a-c circuits. The great utility of the complex notation 
can now be appreciated. The relationship between current and voltage 
takes on a particularly simple and easily remembered form. Further- 
more, the equations in complex form are immediately related to the 
vector diagrams, an important aid to visualization. 

Equations (26) to (28) all have the form 


E(t) = ZI(#) (29) 


where Z is a complex number. The quantity Z which relates E(t) and 
I(é) in this way is called the impedance. The reciprocal of Z is a complex 
number Y = Z-}, called the admittance, in terms of which Eq. (29) 
becomes 

I(t) = YE() (80) 


Admittance and impedance then represent extensions of the concepts of 
conductance and resistance, respectively. Table 1 gives the admittances 
and impedances of the basic circuit elements. 

An element of a circuit is said to be linear if its impedance Z is inde- 
pendent of the amplitude of the current through it and of the voltage 
across it. 


TABLE 1. ADMITTANCES AND IMPEDANCES OF THE Basic Circuit ELEMENTS 


Element Parameter Symbol Impedance | Admittance 
Resgistor.......... R VV v R 1/R 
Capacitor........ C — t— 1fieC twC 
Inductor......... L SEC toL L/fiwL 


Impedance of a Network. If a specified sinusoidal current I(é) 
passes into a network at one terminal and out at another, some definite 
steady-state voltage E(t) will exist between these terminals. The 
impedance Z which relates I(t) and E(t) through Eq. (29) is called the 
impedance of the network between these terminals. 

If two elements with impedances Z, and Z, are connected in series, 
the equivalent impedance Zs for the combination is 


Zs = 21+ Z, (series case) (31) 


If two elements with admittances Y, and Y2 are connected in parallel, 
the equivalent admittance Y>p for the combination is 


Yp= ¥14+ Y2 (parallel case) (82) 
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For networks which can be written in a plane diagram without cross- 
overs, reduction to a single equivalent impedance is always possible by 
successive application of Eqs. (31) and (32), together with the general 
relation Z = Y-1,.. For networks-not amenable -to this approach, the 
more general methods of mesh and nodal analysis are particularly useful.? 

For any given frequency, complex impedances (or admittances) may 
be plotted in a complex plane and added like vectors. Figure 155 
illustrates this graphical method of addition for the case of a resistor and 
capacitor. 

The magnitude Z, of an impedance Z is defined as the magnitude of the — 
complex number Z and may be visualized as the length of the vector 


(0) 


Fig. 155. Vector diagrams illustrating (a) the impedance of a series combination of 
R and C and (6) the admittance of a parallel combination of R and C. 


from the origin to the point Z in a complex plane. If the current and 
voltage amplitudes are I, and Vo, respectively, it is easily shown that 
these are related by 


Ko = Zol 0 (33) 
It may be noted that the rms values are similarly related: 
Erm = Zolrms (84) 


The algebraic procedure for finding the impedance of a network can 
best be mastered by working out a few examples. Several are given in 
Table 2. It is instructive to examine the frequency dependence of Z 
and of Z, for each of these networks, 

_ Two physically different networks which have the same impedance are 
called equivalent networks. The equivalence may exist only at a single 
frequency or may hold over a wide range of frequencies. Examples will 
be encountered below. 


* These methods are treated, for example, in Fich and Potter, op. cit., and Landee 
etal., op. cit. ae : , 
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TaBLe 2. ImpeEDANCES oF SEVERAL NETWORKS 


Network Zz Zz 
ca n 
ft ook 
R i= as) fe + | 
L 
R+iwL [RP 40°)" 
R 
~1 12 
i: R? 
Cc R [; +ivC| rel 
£L 
: 1}! 
. 2 a 
4 R+i(ol—Ze) le +(aL— 2) 


Parallel Resonant Circuit. Avery common and important network, 
the parallel resonant circuit is shown in Fig. 156a. The resistance R 
shown is usually not present in the actual circuit as a separate compo- 
nent, but represents the effective resistance of the coil. The quality 
factor @ of the coil is defined by 


iS 


w 
Q=% (35) 


A coil is said to possess a high Q if Q>>1. Both Q and R depend on 
frequency, but may often be considered constant over narrow ranges of 
frequency. 

The impedance Z and its magnitude Z) may be obtained by a straight- 
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forward calculation; the results are, for Q >> 1, 


1 ? 
ees ST na 
as ] 
ZZ wLlhQ 1 410u (37) 
— 2 
where =WLC~—l1= ee (38) 
wp 
1 
Wy = (Cy | (39) 


The function Zo(w) is plotted in Fig. 156b. It has a peak at w = we and 


Zo wo 


(a) (0) 


Fig. 156. (a) Parallel resonant circuit; (b) graph of Zo against frequency for parallel 
resonant circuit. 


is sharply resonant for Q@>>1. The bandwidth Aw is defined as the separa- 
tion between the two points at which Z, = Znax//2. From Eq. (37) 
this is seen to depend on Q: 


Aw 1 
en ee 40 
7 @ Soi 
For the high-Q case, Z) can be written, when w + wo & 2w0, as 
D220 (edt 41 
+= Q G + Al (w oz saa) ( ) 


which shows clearly how the decrease of Z, from its peak value depends 
on the magnitude of w — wo relative to the bandwidth Aw. A useful 
result to remember is that the impedance at resonance for the high-Q 
case is woLhQ. 

If a voltage is to be injected in series with the coil of Fig. 156a, this 
same network can usefully be treated as a series LRC circuit. The 
analysis for this case is presented in Exp. 37 (page 227). 

Active Circuit Elements. The circuit elements considered thus far 
are capable of dissipating or storing electromagnetic energy but not of 


552 APPARATUS AND METHODS 


generating it. On the other hand, there are circuit elements, such as 
batteries or vacuum tubes, which act as sources of electromagnetic 
energy within a network. Such elements are called active elements. 

An important property of an active element is its internal impedance. 
A simple illustration of this concept is provided by a battery. The 
voltage measured at the terminals falls below the open-circuit value when 
current is drawn. To a certain degree of approximation, an actual 
battery, then, is equivalent to a constant-voltage d-c generator (of zero 


a 


bas (c) 


Fie. 157. Equivalent generators. (a) Actual circuit; (b) equivalent constant-voltage 
generator with series resistance; (c) equivalent constant-current generator with 


parallel conductance. 
Z, 
if 
E, Y, 
(6) (c) 


Fie. 158. (a) Active network; (b) equivalent. network, by Thévenin’s theorem; (c) 
equivalent network, by Norton’s theorem. 


Active 
network 


(a) 


impedance) acting in series with a fictitious resistance R,, called the 
internal impedance of the battery. An entirely equivalent representa- 
tion is that of a constant-current generator (of infinite impedance) acting 
in parallel with a conductance G, = R7*. These are represented in 
Fig. 157. The circuits (6) and (c) are equivalent to a in the sense that for 
any load impedance connected across the terminals, the current through 
the load and the voltage across it are the same for the two fictitious 
circuits as for the actual circuit (a). 

Thévenin’s Theorem. Suppose one has a network (Fig. 158a) which 
contains one or more active elements and which delivers power to a load 
of impedance Zr connected across two terminals a and 6 of the network. 
For the purpose of calculating the current through (or voltage across) 
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the load, the active network can be replaced by an equivalent network 
(Fig. 1586), consisting of an idealized voltage. generator -E; ‘acting in 
series with an internal impedance Z,, where E, is the voltage produced 
between the output terminals a and 6 when the load is removed, and Zo 
is the impedance measured between output terminals with load removed 
and with the active elements of the network replaced by their internal 
impedances. This is Thévenin’s theorem. Stated briefly, 

E, = open-circuit voltage of the active network 

Z, = output impedance of the active network 

An alternative equivalent circuit (Fig. 158c) for the active network is 
given by Norton’s theorem. The idealized constant-current generator 
I, here acts in parallel with an admittance Y,, where J, is the current 
which would pass from terminal a to b through a load of zero impedance 
(short-circuit current), and Y, = Z7! is the output admittance of the 
active network. 

Impedance Matching. If a variable resistive load Rr is placed 
across the terminals of the battery of Fig. 157a, the power P delivered to 


the load is 
P =22R, = (pate a B) Ry | (42) 


where J; is the current through the load. It is easily shown that P is a 
maximum for Ry, = R,. 

_ More generally, if a device of fixed output impedance Zs 1 delivers power 
to a second device of input impedance Zz, it can be shown that the power 
delivered to the second device is a maximum for the condition 


41 = Zp (43) 


where Z7 is the complex conjugate of Z;,_ The impedances are said to be 
matched when Eq. (43) holds. 

Magnetic Coupling. Figure 159a shows two circuits which are 
coupled only through the magnetic flux common to the two coils. A 
change in current through coil 1 results in a changing magnetic flux 
which induces a voltage in coil 2. The mutual inductance M is given by 


M=kJ/OiL, (44) 


where LZ; and Lz are the inductances of the separate coils, and k is the 
coefficient of coupling, which has its maximum value, unity, if all the 
flux generated by a current in one coil links the other coil. For the 
purpose of calculating current through the load Z, the network of Fig. 
159d is equivalent to that of Fig. 159a. 

Two limiting cases will be considered further. For sufficiently loose 
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twM 
Ey=Ey Ga) ~) 


(c) 


Fie. 159. (a) Magnetically coupled circuit; (b) equivalent circuit; (c) equivalent 
circuit for sufficiently loose coupling; (d) equivalent circuit for close coupling, under 
approximations specified by Eqs. (46) to (48). 


couphinng, i.e., such that 
wM <K |tw(Le ~ M) + R. + Z| (45) 


the equivalent secondary circuit reduces to that of Fig. 159c. 
For very close coupling, that is, ks &1, and under the additional 
assumptions, 


Ri K wl; (46) 
Re < we (47) 
Z Koly (48) 


the equivalent circuit reduces to Fig. 159d and the more familiar equa- 
tions for transformer coupling are obtained: 


E,_ N; 

em Ms (49) 
_ (iY 

ae (¥) Z (50) 


where N; = number of turns in primary winding 

Nz = number of turns in secondary winding 
The point to be especially noticed is that the impedance effectively 
presented to the voltage source E, is the so-called reflected impedance Z; 
rather than the actual load impedance Z. Thus a closely coupled trans- 
former of proper design [consistent with Eqs. (46) to (48)] can be used to 
match the impedance of a given load to the impedance of a given voltage 
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generator. This is an efficient and useful arrangement because, to the 
extent that the above conditions can be met, the match is independent of 
frequency and is achieved with negligible loss of power. 

Response to Nonsinusoidal Excitation. Since the concept of 
impedance is defined only for sinusoidal waveforms, the above methods of 
analysis are not directly applicable when nonsinusoidal functions are 
encountered. Three avenues of approach which are used in treating 
nonsinusoidal cases will be mentioned here: 

1. Equations (4) to (6) are still applicable and for relatively simple 
networks often yield the required information quite readily. Thus, for 


a 3 


A) Ag 


0 to 2t 3% 
t—»> 


Fre. 160. Zero-based square wave, of period to and peak amplitude Ao. 


example, application of a step function of voltage to a resistor and 
capacitor in series leads to the familiar exponential growth of the voltage 
across the capacitor and the exponential decay of the voltage across the 
resistor. 

2. The methods of Fourier series analysis are applicable if the waveform 
is periodic. Thus, for example, the zero-based square wave A(t) of 
Fig. 160 can be expanded in the series! 


Ais $y + = Ao (sin wot + } sin Bunt + 4 sin Biot oe 8. 81) 


where wy = fundamental frequency = 2r/t). The impedance of the 
circuit being known as a function of frequency, one can apply the methods 
for sinusoidal waveforms separately to each term. 

The method of Fourier analysis is also very helpful in a qualitative way. 
Thus, for example, if a complex voltage waveform is applied to a series 
RC circuit, one can immediately see that Fourier components at fre- 
quencies f < 1/2rRC will appear principally across the capacitor, while 
components at frequencies f >> 1/2rRC will appear principally across the 
resistor. Thus a degree of separation of the Fourier components of the 
input voltage according to frequency is achieved with this circuit. 

3. The method of Fourier integral analysist and the closely related 


1A particularly good introduction to the use of Fourier analysis in a-c circuit 
theory is given by Goldman, op. cit. 
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method of the Laplace transform! represent very efficient tools for analyz- 
ing the response of a circuit to a wide variety of waveforms, both periodic 
and nonperiodic. 

Amplitude Modulation and Detection. An amplitude-modulated 
wave may be visualized as a sinusoid with amplitude a function of time. 
The ‘simplest example is that of pure-sine-wave modulation, shown in 
Fig. 161a. 

The waveform 

A(t) = Ao({1 +m C08 wat) cos wt (52) 


is produced when the carrier Ay cos wt is modulated at frequency wn. The 


©) 


O~-a, @ O+H,, 


o> 


(6) 


Fic. 161. (a) Amplitude-modulated waveform; (6) frequency spectrum of waveform 
bearing pure-sinusoidal modulation at a single modulation frequency wm. 


coefficient m is the degree of modulation, wm is the modulation frequency, 
and COS wnt is the modulation waveform. 

With the use of familiar trigonometric identities, A(t) may be written 
in the alternative form 


A(i) = Ao cos cot + 2mAg cos (w + wm)t 2 gmA, cos (@ — wm)t (53) 


Le., a8 a.superposition of three pure sinusoids, a carrier and two sidebands. 
Equation (53) is really an illustration of the Fourier theorem. The fre- 
quency spectrum of A(é) is shown in Fig. 1616. It is important to note 
that A(t) does not contain a component at the modulation frequency wm. 

For the general case A(t) = A,{1 + m(Z)] cos wt with a more com- 
plicated modulation waveform m/(é), additional sideband pairs appear. 
For example, if m(t) is a square wave, then a pair of sidebands is produced 
for each term in Eq. (51) beyond the first. 


1An elementary introduction to the use of Laplace transforms for the analysis of 
network response is given by Fich and Potter, op. cit. 
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Given a modulated waveform, the process of extracting the waveform 
which corresponds to the envelope (or a reasonable approximation 
thereof) is called detection. A practical detector circuit is described on 
page 573. 

Frequency Modulation. A frequency-modulated waveform is pro- 
duced if the frequency of a sinusoidal waveform is made to vary with 
time. For modulation by a pure sinusoid, the instantaneous frequency 
is 
= we + (Aw) COS wt 


where w, = carrier frequency 
w = instantaneous frequency of frequency-modulated waveform 
Aw = peak frequency deviation 
@m = modulation frequency 
The expression for the frequency-modulated waveform for this case is 


i 


I 


AQ) = Avcos (od + 22 sin ast + 6) (54) 


where ¢ is the phase angle. Equation (54) has the form Ao cos @(t) 
with d6/dt equal to w. The analysis of A(t) into Fourier components 
leads to a frequency spectrum which consists of sideband pairs at 
(we + Wm), (We + 2am), (We + 3am), . . . , a8 contrasted with a single pair 
for the corresponding amplitude-modulation case. Another difference 
between the two types of modulation is in the aad relationships which 
exist among the sidebands. 

Mixing. The operation of combining two or more wuyolonne in a 
nonlinear impedance in order to generate sum and difference frequencies 
is known as mixing or heterodyning. 

_ Asa simple example, suppose the two voltages 


Ay = Eo cos wyt (55) 
Es = Eos COS wot (56) 


are applied in series to a aide (see pages 572-573) for which the current- 
voltage characteristic is represented well enough by the relation 


l= ak + bE? (57) 
betweet instantaneous voltage and pairenk: If the substitution 
a E= Ey + By 
is made in Eq. (57), the resulting eurrent includes, among others, the term 


b Eo: Eos{cos (w + we)E x cos (w1 = w)t] ls, pie” (68) 


558 APPARATUS AND METHODS 


as the reader may easily show. If this current is made to flow through a 
resistor, the resulting voltage includes components at the sum and 
difference frequencies. (There are also components at wi, w2, 20:, and 
2we.) It is especially to be noticed that the sum and difference frequency 
terms disappear if b vanishes. It is for this reason that a nonlinear 
impedance was specified; merely combining EF, and F; in a linear network, 
however complicated, will not yield any output except at the original 
frequencies. 

Harmonic Generation. If a pure sinusoidal voltage of frequency 
w, is applied to a nonlinear impedance, the resulting current contains 
components at w1, 2w1, 301, . . . . The process is similar to mixing, the 
higher harmonics being generated by higher-order terms in the current- 
voltage characteristic. Practically, this result is achieved by making 
the amplitude of the driving signal large. 

Probably the most common use of harmonic generation is in frequency 
measurement. Given an oscillator which supplies an accurately known 
frequency, one may employ harmonic-generating circuits to produce a 
whole series of higher frequencies of comparable accuracy. The fre- 
quency of an unknown signal can then be compared with the nearest of 
these harmonics by mixing the two voltages and measuring the difference 
frequency. 

Bandwidth and Response Time. The frequency-response charac- 
teristics of an amplifier! can be specified by giving the voltage amplitude 
gain G(f) for a sinusoidal waveform as a function of frequency. 

The half-power bandwidth ® is defined by 

@ = fa—hi (59) 
where f; and f, are the frequencies at which the power gain has dropped 
to half its peak value, or G(f) to 0.707 times its peak value. The half- 
power bandwidth is illustrated in Fig. 162a for a low-pass amplifier and 
in Fig. 1626 for a bandpass amplifier. It is usually easy to determine & 
experimentally. 

If a step function of voltage (which might be the leading edge of a 
pulse) is applied at the input of a low-pass amplifier, the resulting output 
voltage does not reach its final value instantaneously, but rather 
approaches it monotonically or with one or more crossings of the final 
value. If the output does go beyond the final value momentarily, the 
maximum amount by which the final value is exceeded is called the over- 
shoot. For a low-pass amplifier with little or no overshoot, the rise time 
7, defined as the time required for the output resulting from a step- 

1 The statements in this section actually apply to any linear network with two 


input terminals and two output terminals. The most common applications are to 
filters and amplifiers. 
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function input to rise from 10 to 90 per cent of its final value, is related 
approximately to the bandwidth by 


7B & 0.35 (60) 


Similarly, if an a-c voltage is suddenly applied at the input to a band- 
pass amplifier having little or no overshoot, the rise time, 10 to 90 per cent, 


G(f) : eee”. 
Go 
0.707G, 
A he 
f-—~ 


(0) 


Fre. 162, Frequency-response characteristics and half-power bandwidths for (a) low- 
pass amplifier and (b) bandpass amplifier. The function G( f) is the voltage or current 
gain. 


of the envelope of the resulting output a-c voltage approximately satisfies 
the relation? 
TB 0.7 (61) 


In general, then, since the response time varies inversely with the band- 
width, an amplifier of wide bandwidth must be employed if fast response 
is required. 


VACUUM TUBES 


A vacuum tube consists of a number of electrodes mounted in an 
envelope of glass or metal, which is usually highly evacuated but which, 
for specific applications, may contain a suitable gas at low pressure. 


? Walker and Wallman in Valley and Wallman (eds. ), op. cit., Chap. 2. 
? Wallman in Valley and Wallman (eds.), op. cit., Chap. 7. 
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One electrode, the cathode, supplies the electrons required for the opera- 
tion of the tube. In the high-vacuum tubes and in most gas-filled tubes, 
the electronsare produced by thermionic emission. Thecloud of electrons 
produced around the heated cathode is termed the space charge. The 
cathode may be of the filamentary type, i.e., a wire heated by the passage 
of an electric current, or of the indirectly heated type, in which the 
electron-emitting material is placed on the outside surface of a sleeve 
which is heated by a separate filament placed within it. 

The other electrodes serve to collect the electrons passing through the 
tube or to control their flow. Most of the collecting is done by one 
electrode in particular, called the plate. The control electrodes are 
usually referred to as grids. 

The Diode and Rectification. The diode contains two electrodes, 
a cathode and a plate. If the plate is maintained at a potential positive 


(a) (5) 


Fie. 163. Diode rectification and voltage waveforms. (a), (b) Half-wave-rectifier 
circuit; (c), (d) full-wave-rectifier circuit. 


with respect to the cathode, electrons will be drawn to it from the space 
charge, where the electron density will be maintained by emission of 
electrons from the hot cathode. When the plate is negative with respect 
to the cathode, no electrons will be attracted to it. The diode thus 
provides a means of controlling the direction of flow of an electric current. 

This property is applied in the conversion of alternating current to 
direct current, a process called rectification. The basic circuit employed 
is shown in Fig. 163a. Let an alternating voltage E4z be impressed 
across the input terminals.. During one half-cycle of the applied voltage, 
the plate will be positive with respect to the cathode, and current will 
flow through the tube and through the series load resistor R, producing a 


ELECTRONICS 561 


potential drop EH» which will vary during this half-cycle as shown in 
Fig. 163b. During the other half of the cycle, the plate is negative with 
respect to the cathode; no current flows through the tube, and the 
potential drop Fy across the load resistor R is zero. This circuit is called 
a half-wave rectifier circuit. The maximum value of £, is less than the 
crest value of Es because of the potential drop between the cathode and 
plate. 

Both halves of the a-c wave are utilized in the full-wave rectifier circuit 
of Fig. 163c. During the half-cycle of the applied voltage in which point 
A is positive and B negative with respect to C, 
only diode I will conduct, producing a current. Filament Cathode 
through R, the load resistor. During the next P 
half-cycle, B will be positive and A negative with 
respect to C and only diode II will conduct, pro- 
ducing a current which flows through R in the 
same direction as that of the previous half-cycle. 
The output voltage Eq across the load resistor 
then takes the form shown in Fig. 163d. The 
filtering of this pulsating voltage to obtain a 
steady d-c potential is discussed below. 

The Triede and Amplification. The most 
important applications of vacuum tubes result 
from the control of the magnitude of the tube 
current which is made possible by the introduc- , i¢ he Teed swe 
tion of additional electrodes. The triode con- rangement of triode. 
tains, in addition to a cathode and a plate, a 
third electrode called the control grid (or merely grid), which ordinarily 
consists of a wire helix surrounding the cathode and extending its full 
length, as shown in Fig. 164. 

A triode is generally operated with a positive potential Z, applied to 
the plate and a much smaller negative potential E, applied to the grid, 
both potentials being defined conventionally relative to the cathode. 
The current collected by the plate is denoted by Z,. Figure 165 shows a 
triode in a simple experimental circuit with variable potentials applied 
for the study of the relationship of plate current to plate and grid poten- 
tials. With the grid negative as shown, the current to the grid is negligi- 
ble in many applications." . 


1A small grid current may result from the flow of positive ions produced from 
residual gas in the tube and from the small fraction of the electrons in the space 
charge which have sufficient kinetic energy to reach the grid despite its negative 
potential. This current may be a serious source of noise in very sensitive amplifier 
circuits. There is also an a-c grid current due to interelectrode capacitance effects 
when an a-c voltage is applied to the grid. 
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The plate current depends on both plate and grid potentials, the latter 
having the greater influence because it is so much closer to the cathode 
and space charge. Thus the grid acts somewhat as a valve which con- 
trols the flow of electrons to the plate. The dependence of J, on the 
plate and grid potentials is given quantitatively by characteristic curves, 
such as those of Fig. 166. 


Variable voltage 
power supply 
0-250 v d-c 


Fig. 165. Circuit for the determination of characteristic curves for a triode. 


Plate current, ma —— 


Plate voltage, volts ——» 


Fiaq. 166. Characteristics for 12AX7 triode. J, versus EZ, at constant E.. 


Amplification is made possible by connecting a suitable load impedance, 
such as a resistance, in series with the plate of the tube, as shown in Fig. 
167. The time-dependent signal voltage to be amplified, e,, is applied to 
the grid in series with the fixed bias voltage EF... The latter is ordinarily 
made large enough in relation to e, so that the grid is at all times negative 
with respect to the cathode. The plate current J,, which varies in 
response to changes in grid potential, is required to flow through the load 
resistance Rz, across which is produced a potential drop that changes 
whenever the plate current changes. By choosing the resistance of Rz 


ELECTRONICS 563 


to be suitably large, the variation in E, can be made much greater than 
the variation in e, which causes it. 
The performance of the tube in amplification can be predicted quanti- 
tatively by a graphical procedure 
based on curves such as those of Fig. E,=Ex —1,Rr 
166, or by an analytical “equivalent- 
circuit” method. The graphical 
procedure is particularly useful when 
the signals involved are relatively 
large. For low-amplitude signals, 
the equivalent-circuit method is 
superior. Both are outlined below. 
In either case, the first step is to Exe = —-6V Ex, =300v 
locate the operating point of the tube, Fie. 167. Circuit diagram for single 
Le., the point on the plate-character- triode-amplifier stage. 
istics graph which corresponds to the 
condition of the tube in the given circuit when no signal voltage is present. 
The procedure for finding the operating point is illustrated in Fig. 168. 
The load line, dashed, gives the plate voltage of the tube as a function of 


E; =6.3 volts 


12 


Plate current in milliamperes 


0 100 200 300 400 500 
Plate voltage in volts 


Fic. 168. Characteristics of a triode with load line, shown dashed, for Rz = 100 
kilohms, Ey, = 300 volts. 


the plate current for the given circuit. This line, which has the equation 
E, = Ew — I,R1, is constructed by drawing the straight line between the 
points (I, = 0, Ep = Ey) and (Ep = 0, I, = En/Rz). The operating 
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point may then be found as that point on the load line which corresponds 
to the actual bias. For the circuit in Fig. 167, the bias is —6.0 volts and 
the operating point is D. The plate current is then about 1.7 ma, and the 
plate voltage about 130 volts. 

Graphical Analysis of Triode Amplifier. When an.a-c signal 
voltage e, is added in series with the fixed bias voltage in the circuit of 
Fig. 167, the grid voltage varies above and below —6 volts. The behavior 
of the circuit is then described by a point on the graph of Fig. 168 which 
moves back and forth along the load line in the vicinity of point D. The 
relationship of the output waveform to the input is best seen with the aid 


| cee 


rs es 


~12 -10 -8 -6 -4 -2 
<— E,, volts 


Fie. 169. Dynamic transfer characteristic for the triode of Fig. 168 with 100-kilohm 
plate load resistor. 


of a dynamic transfer characteristic, shown in Fig. 169. The latter is 
plotted point by point with data read from the load line of the preceding 
figure. (Corresponding points on the two graphs are labeled with the 
same letters.) The graph of Fig. 169 shows directly the plate-current 
waveform which results for a given grid signal. The output voltage is 
I,Rk.. If the waveform of the output voltage is to be the same as that of 
the input voltage, i.e., if distortionless amplification is to be obtained, the 
dynamic transfer characteristic must be a straight line. In the ease at 
hand, the change in grid voltage from —8 to —4 volts produces a change 
in the voltage across Rx of 65 volts, a sixteenfold voltage amplification. 

Dynamic Characteristics of Triodes. Consider the effect on /, of 
making small arbitrary. changes in the values of E, and £,.. Since f[, is 
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determined by E, and E,, a small increment dJ, is given by 


iis: Can dE, + (F),, dE, (62) 


The dynamic plate resistance and transconductance are parameters of the 
tube defined by 


= plate resistance = (37*) 


ol 
| oe (63) 
= transconductance = ons 
Gm dE, Ey 
In terms of 7, and gm, the expression for d/, is 
gi, @) dE, + ond (64) 


The relative effectiveness of grid and plate in baavine about snehwe: 
in tube current is represented by a third parameter, 


pe ner sano Reation factor = — (3) (65) 
dK, Ip a 


The relationship of » to Tp and gm May be seen by imposing small changes 
on E, and E,, such as to make dl, = 0, and évaluating the Hebe nene 
side of Eq. (65) with the aid of Eq. (64). ‘The result is 


p= Fup. : 6) 


The instantaneous values of plate voltage, grid meee and plate 
current.may be written = — 


- Bg = Eg + €g : 
Ey = Buy + ep oot (67) 
Tp = Top + ty 


where Eos, Eop, Iop are the quiescent values corresponding to the given 
operating point, and ¢,,-€p, tp are time-dependent terms present when an 
a-c input voltage is applied. Provided the time-dependent terms are of 
small amplitude, so that Eq. (64) holds, the relationship among them is 


i, = 1) Pane (4) a (68) 


Gain of a Triode Amplifier. With the circuit of Fig. 167, we have 
& = €, and e = €,, where e and e, are the a-c components of the input 
and output voltages, respectively. 
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The amplification, or gain, A is defined by 
A=% (69) 


Since the output a-c voltage arises from the changing plate current 
through F,, 


Cp = —typRy = ~ 7 oP (70) 
R,z 

Meg tp + Ry, (71) 

Aa %e se! (72) 


The negative result for e,/e, corresponds to the fact that an increase in 
E, results in an increase in I,, which in turn causes E, to decrease. It 
may be noted that the magnitude of A cannot exceed up. 

Equivalent Circuit. Examination of Eq. (71) shows that e, is equal 
to the voltage which would be pro- 
duced across the load resistance Rz 
by a hypothetical voltage generator 
which produced a voltage equal 
to —ye, and which acted in series 
with a resistance r,, as in Fig. 170; 
that is, the voltage —ye, is divided 
in series between 7, and R;. Thus, 
within the validity of the gain equa- 
tion above, the circuit of Fig. 170 is the equivalent for alternating current 
of the output circuit of the triode amplifier. 

The equivalent circuit is found to be of considerable utility in analyzing 
the performance of triode-amplifier circuits under a variety of conditions. 
For example, the effect on the gain of changing Rz is easily remembered 
from Fig. 170. For Ry >> Tr», the gain is approximately yu; for Ry < om 
the gain is approximately g,,R,. For fixed input amplitude, the maxi- 
mum voliage output is obtained for Rp >>r,, the maximum current 
through the load for Ri «r,, and the maximum power dissipated in the 
load for Ry = ry. 

Practical Triode-amplifier Circuit. A practical triode-amplifier 
circuit suitable for the audiofrequency range is shown in Fig. 171. If 
this is compared with the simpler circuit of Fig. 167, several added 
features may be noted. Bias is obtained by the use of a cathode resistor 
Ry. For the case discussed above, the operating point for —6 volts bias 
would be obtained by making FR; equal to 6/(1.7 X 10-*) = 3500 ohms, 


Fia. 170. Equivalent circuit for triode 
amplifier. 
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The capacitor C;, which is chosen to have a low impedance to alternat- 
ing current at the frequencies to be amplified, serves to hold the cathode 
at a-c ground potential. If the bypass capacitor C, were omitted, the 
periodic variation in plate current produced by e; would cause also a 
periodic variation in the potential of the cathode relative to ground, such 
that the net a-c voltage at the true input to the tube, namely, between 
grid and cathode, would be less than e;. This effect, termed cathode 
degeneration, is largely eliminated by the bypass capacitor, so that the 
cathode potential remains constant relative to ground, and the full a-c 
voltage e; appears between grid and cathode. 

The other important added feature in Fig. 171 is the output coupling 
network, comprising R2 and C,. The coupling capacitor C, blocks direct 


d-c power 
supply 


Fra. 171. Practical triode-amplifier circuit. 


current but is chosen to have a low impedance to alternating current in 
the frequency range to be amplified. The purpose of the output coupling 
circuit is to eliminate the large d-c component of the potential at the 
plate while passing a-c signal voltages with negligible loss. 

Observe that with the coupling circuit present, as in Fig. 171, resistors 
R, and R;, are effectively in parallel in the a-c circuit. Thus, in Eq. (72) 
and in the equivalent circuit of Fig. 170, the effective load resistance Rz 
to be used is given by 
RiRe 


Ru = RR, 


(73) 

Equation (72) and the equivalent circuit of Fig. 170 describe the actual 
behavior of the amplifier circuit of Fig. 171 very satisfactorily over a 
considerable frequency range, but at very low or very high frequencies 
the gain drops off. To understand this behavior, the more complete 
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equivalent. circuit of Fig. 172 should be considered. Here the cathode 
bias and coupling capacitors are shown explicitly, and it can be seen that 
at sufficiently low frequencies the impedance of C;, and C, will become 
appreciable and account for a decrease in gain. Also shown explicitly 
are the interelectrode capacitances and stray capacitances, which account 
for the reduction in gain at high frequencies. . 


Fic. 172. More complete equivalent circuit of triode amplifier. Cp = triode output 
capacitance; C, = stray wiring capacitance; C, = capacitance of load. 


The Pentode. In addition to causing loss of gain at high frequencies, 
the interelectrode capacitances of triodes can also lead to instability at 
high frequencies because of the resulting interaction between plate and 
grid circuits. This interaction is very materially reduced by the intro- 
duction of additional electrodes in the pentode, or five-electrode tube, 

The two additional electrodes of the pentode are grids which are placed 
between the control grid and the plate. The one nearer the control 
grid, called the screen grid, is maintained at a constant potential positive 
with respect to the cathode and acts as an electrostatic shield, which may 
reduce the plate-to-grid capacitance to.a value as low as 0.005 put. 
Because of the shielding action of the screen grid, the plate voltage has 
relatively little effect, except at low plate voltages, in determining the 
plate current, which is principally controlled by the control grid and 
screen grid potentials. -The screen grid also acts as a collector of elec- 
trons, but because its effective area is much smaller than that of the 
plate, this screen grid current is small: compared with the plate current 
under normal operating conditions. a, 

The fifth electrode, the suppressor grid, is located between the screen 
grid and the plate. It is generally operated at cathode potential, and its 
function is to create a potential distribution between the screen grid and 
the plate which will cause electrons emitted from the plate (secondary 
emission) to return to the plate. 

Characteristic curves for a typical pentode are shown in Fig. 173. A 
simple experimental circuit for determining these curvesis givenin Fig. 174. 

Pentodes typically have much higher values of » and of r, than have 
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triodes. With a single pentode-amplifier stage, much higher gain can 
usually be achieved than with a single triode stage. However, for many 
applications this advantage is more than offset by the even higher gain 
and added design flexibility offered by twin triodes (two electrically 
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Fie. 173. Characteristic curves for the 6AU6 pentode. Effect of plate voltage and 
control-grid bias on plate current for constant screen- and suppressor-grid potentials. 
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Fie. 174. Circuit for the determination of characteristic curves for a pentode. 


separate, nominally equivalent triodes contained in a single miniature 
glass tube envelope). -Pentodes retain the advantage, however, of much 
reduced interaction between plate and grid circuits and are therefore 
particularly useful in radiofrequency amplifier circuits. 
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SEMICONDUCTOR DEVICES 


Semiconductors. The energy levels available to electrons in crystal- 
line solids come in bands of closely spaced levels. These bands are 
separated by energy gaps, or forbidden zones. The lowest band of 
interest here is the valence band, so named because the electron states 
concerned are localized in the bonds between pairs of adjacent atoms. 
Electrons in these states are not mobile except where vacancies exist into 
which neighboring electrons can move. The next higher of the bands of 
interest here is the conduction band, so named because electrons in this 
band are highly mobile. 

The classification of solids into insulators, semiconductors, and metals 
is closely related to the width of the energy gap between valence and 
conduction bands. For insulators, this gap is wide (e.g., 7 electron volts 
for diamond), for semiconductors, it is intermediate (~1 electron volt), 
while for metals the valence and conduction bands overlap. 

The semiconductors of greatest technical interest are silicon and 
germanium, both Group IV elements. The valence shells of these atoms 
contain four electrons, and in a perfect crystal a given atom forms four 
covalent bonds in a tetrahedral arrangement exactly similar to that of the 
diamond structure for carbon. 

In the pure crystalline state at low temperatures, silicon and germa- 
nium are poor conductors. The reason for this is that nearly all the elec- 
trons are in the practically filled valence band and hardly any are in the 
conduction band. If the temperature is raised, an appreciable number 
of electrons are elevated into the conduction band. At the same time, an 
equal number of holes is created in the valence band. The resulting 
material exhibits an increased conductance which is due not only to the 
motion of electrons in the conduction band, but also to the fact that the 
holes in the valence band move when a field is applied. In the pure 
material, these two species of carriers are equal in number and both make 
significant contributions to the conductivity. 

The addition of small but accurately controlled amounts of specific 
impurities to a highly purified sample of a semiconductor can have a 
remarkable effect. Thus, if arsenic is added to germanium, it enters the 
structure by replacement of germanium atoms. The neutral arsenic 
atom has five electrons in the valence shell, of which only four are required 
in bonding to the four neighboring germanium atoms. The fifth electron 
is quite easily raised to the conduction band. The arsenic is hence called 
a donor impurity, the additional current carriers introduced by the 
impurity are negative (electrons), and the resulting semiconductor is 
referred to as n-type germanium. 

A different result is obtained by the addition of indium, for example, 
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for which the neutral atom has three electrons in the valence shell. 
When such an atom enters the germanium lattice by substitution and 
forms four covalent bonds with neighboring atoms, it must capture an 
electron from an adjacent germanium atom, thus creating a hole. The 
indium is called an acceptor impurity, the current carriers introduced by 
the impurity are positive (holes), and the resulting semiconductor is 
classified as p type. 

The general characteristics of semiconductors are treated in the refer- 
ence works of Shockley! and Wright.2, The most important applications 
of semiconductors involve the use of appropriate combinations of p- and 
n-type materials in diodes and transistors. The theory of operation 
of these devices is discussed at an introductory level in a number of 
references. * 

Thermistors. Perhaps the simplest semiconductor device is the 
thermistor, or thermally sensitive resistor. Thermistors are made from 
mixtures of various metallic oxides sintered together under controlled 
conditions to yield a ceramic-like material which has a large negative 
temperature coefficient of resistance, usually of the order of 4 per cent/°C 
at room temperature. The resistance R at temperature T, to a good 
approximation, is represented by the relation 


lg R= 7+6 (74) 


where a and b are constants characteristic of the thermistor. 

The combination of high specific resistance, large temperature coeffi- 
cient, and good stability makes thermistors particularly suitable for use 
in temperature control and measurement. They can be sealed in glass 
for protection from corrosive materials, with the resultant element still 
small enough to give a very rapid response to a change in the temperature 
of its environment. 

Diodes. When a p-type crystal and an n-type crystal are joined 
together, a semiconductor diode isformed. The labeling of terminals and 


1 Shockley, “Electrons and Holes in Semiconductors,” D. Van Nostrand Company, 
Inc., Princeton, N.J. (1950). 

2 Wright, “Semi-conductors,” John Wiley & Sons, Inc., New York (1950). 

* Coblentz and Owens, ‘Transistors,’ McGraw-Hill Book Company, Inc., New 
York (1955); Riddle and Ristenbatt, “Transistor Physics and Circuits,” Prentice- 
Hall, Inc., Englewood Cliffs, N.J. (1958); “International Rectifier Corporation 
Er.gineering Handbook,” International Rectifier Corporation, El Segundo, Calif. ; 
Terman, “Electronic and Radio Engineering, 4th ed., McGraw-Hill Book Company, 
Inc., New York (1955); Greiner, Semiconductor Devices and Applications, McGraw- 
Hill Book Company, Inc., New York (1961). 
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the schematic symbol for this device are shown in Fig. 175. Its most 
important properties are summarized in the current-voltage characteristic, 
typically of the form shown in Fig. 176. It can be seen that, provided 
the breakdown voltage is not exceeded, the resistance to current flow in 
the backward direction is relatively high, while the forward resistance is 
relatively low. The diode can therefore function as a rectifier, though 
this is by no means its only use. 


Forward 


Breakdown current 


‘ voltage 
Anode Anode ‘ : 


Leakage 
current 


. Avalanche 
current 
th 
Cathode mates 
—— —> 
Reverse voltage -- Forward voltage 
(2) (0) ' cathode positive) © (anode positive) 


Fie. 175. (a) Semiconductor diode; (6) Fre. 176. Current-voltage characteristics 
schematic symbol for semiconductor of p-n junction diode. 
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Fia. 177. Bridge rectifier power supply with semiconductor diodes. 


O+ 


Semiconductor diodes of the power-rectifier type have been developed 
which are very efficient and reliable, and they are coming into widespread 
use as rectifiers in d-c power supplies. Figure 177 shows a typical bridge 
rectifier circuit. For either polarity of the a-c voltage at the transformer 
secondary, current can flow in only one direction through the load; it goes 
through one pair of diodes during one half-cycle and through the other 
pair during the other half-cycle. As compared with tubes, semicon- 
ductors offer the great advantage in this application of low forward 
resistance, absence of filament power requirements, and indefinite life— 
provided the maximum ratings are not exceeded. - It is very important 
that the diodes be mounted on heat-dissipating plates, with ample sur- 
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face area per diode, and that the reverse voltage rating not be exceeded 
even momentarily. The air circulation provided by a small blower 
greatly improves the efficiency of cooling. 

A related application is that of low-level detection. Although a bridge 
arrangement of four diodes may be used, the simple circuit of Fig. 178 is 
often employed. . The-output is a voltage which follows the envelope of 
the input a-c voltage. The time constant RC is made large compared 
with the period of the carrier, but small enough to follow the component 
of highest frequency in the modulation envelope. It becomes obvious 
on consideration that for proper operation of the circuit in this manner, R 
must be large compared with the forward resistance and small compared 


Fie. 178. Diode detector circuit. 


with the back resistance of the diode. It is necessary at high frequencies 
to take into account the shunting effect of the diode-junction capacitance, 
which effectively appears in parallel with the diode. 

The operation of the-diode detector is simplest when the amplitude of 
the input a-c voltage is sufficient to extend into the linear region of the 
forward-current characteristic (Fig. 176). The diode is then said to act 
as a linear detector; the output voltage varies linearly with the amplitude 
of the input a-c voltage. An input-voltage level of the order of a volt or 
80 is usually sufficient to ensure linearity. If the amplitude of the input 
voltage is such that the peaks do not reach beyond the bend of the 
forward-current-characteristic curve, the diode still functions: as a 
detector, though the detection is not linear. In this region, the diode 
characteristic is approximated by the series expansion 


I=aE+bE?+.--- (75) 


If a modulated voltage waveform such as that of Eq. (52) is used, for 
example, it is not difficult to show that the current contains terms at. the 
frequency wm, these terms being generated by the term b#?. A diode 
detector operated in this fashion is therefore called a square-law detector. 

Since the diode presents a highly nonlinear impedance, it is also used 
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for mixing (i.e., combining two a-c voltages in such a way as to produce 
sum or difference frequencies) and for harmonic generation. 

Though most types of diodes are ruined if the breakdown voltage is 
exceeded, the Zener diode is designed to be operated in the avalanche 
region (Fig. 176). Since the voltage across the diode in this region is 
nearly constant over a rather wide range of currents, the Zener diode can 
function as a voltage regulator. The regulating capacity is characterized 
by the dynamic resistance, dH/dI, which depends on the operating point. 
Zener diodes are available for a number of voltages, ranging from a few 
volts to over a hundred. The voltage stability in many cases is limited 
by the variation in breakdown voltage with temperature, ~0.1 per cent/ 
°C. For use as reference voltage sources, temperature-compensated units 
are available having temperature coefficients of the order of 0.001 
per cent/°C over a wide temperature range and offering a fractional sta- 
bility of 10-5 when operated near 25°C; these units are much more rugged 
than the conventional Weston standard cell. 

When reverse bias (not exceeding the breakdown voltage) is applied to 
a semiconductor diode, the resistance becomes very high but. an appreci- 
able capacitance exists between anode and cathode terminals. Since this 
capacitance is a function of the voltage, a reverse-biased diode can func- 
tion as a voltage-variable capacitor. Perhaps the most common application 

is the control of the frequency of an oscil- 

e lator by means of an applied voltage. 
Transistors. The structure of a p-n-p 
transistor is shown pictorially in Fig. 179. 
e It consists of a very thin layer of n-type 
semiconductor material sandwiched be- 
) tween two p-type regions in such a way 
. that two diode-type junctions are formed 
Fre. 179. (a) Structure of p-n-p back to back. The three terminals are 
Aigaeeles te naa diagram designated emitter, base, and collector. The 

oe ; n-p-n transistor is similar but with n and p 
interchanged. In the schematic symbol, the emitter terminal is desig- 
nated with an arrow that shows the direction of easy current flow across 
the emitter-base junction. 

The symmetry which might appear from Fig. 179a to exist is destroyed 
when the usual biasing potentials are applied. For both n-p-n and p-n-p 
types, biasing is such that the base potential is intermediate between that 
of the other two electrodes, with the normal emitter-base junction biased 
in the forward direction and the collector-base junction biased in the 
reverse direction. The resulting current flow for a p-n-p transistor under 
normal bias conditions may be visualized as follows. Current enters 
through the emitter lead and leaves via the base and collector leads. 


ELECTRONICS 575 


The magnitude of the emitter current is then the sum of the magnitudes 
of the base and collector currents. The current directions are all reversed 
for the n-p-n transistor. This flow scheme is easily remembered from 
the schematic symbols. 

The three circuit configurations employed are designated by specifying 
which of the three electrodes is common to the input and output circuits 
(Fig. 180). The generally accepted voltage and current sign conventions 


Ry 


it Ali Ns {=p 


(a) Common base circuit (6) Common emitter circuit (c) Common collector circuit 


Fria. 180. Circuit configurations for p-n-p transistors. The analogous arrangements 
for n-p-n transistors are the same except for the reversal of all battery polarities. 
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Fra. 181. Characteristic curves for a power transistor, Type 2N1070, common-emitter 
configuration. 


are also based upon Fig. 180. For both n-p-n and p-n-p types, the 
electrode potentials are measured relative to that of the common elec- 
trode, if only one subscript is given. (When no configuration is specified, 
the common-base arrangement is usually to be assumed.) To avoid 
ambiguity, symbols with two subscripts are often used, such as E,, for 
the potential of electrode ¢ relative to that of e. In any case, the posi- 
tive direction for current flow is usually info the transistor. 
Characteristic curves for the common-emitter configuration are given 
for a typical power transistor in Fig. 181. Note that over a fairly wide 
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range of operating conditions, the collector current is determined mainly 
by J, and is relatively insensitive to changes in E,.. The base-collector 
current amplification factor 8 for this configuration i is defined by 


al, 

e- (3), (76) 

Representative values of 8 range between 20 and 100. Amplification in 

this configuration then results from the fact that a small change in base 
current results in a much larger change in collector current. 

One form of equivalent circuit for a transistor is the common-base 
configuration given in Fig. 182. The parameters rs, r., 7. are dynamic 
resistance characteristics of the transistor; a is the emitter-collector 

amplification factor, 
143M _ Tale: OLN 780. Be bape 
ai ; (Fr), ~~ B+I1 st) 
and rm, is the mutual impedance; 

Tm = are — (1—a)ry. These param- 
eters are all to be evaluated at the 
Fig. 182. One form of equivalent circuit, operating point for the given circuit. 
for a transistor. Numerical values are The equivalent circuit is included 
for Amperex 2N279, for which rm is here especially to emphasize a few 
as a pemenebere mc Sine, with salient facts about transistors: (a) 

the input impedance may be rela- 
tively low; (6) it depends on the output load impedance; (c) the output 
impedance depends on the source impedance, In short, the input and 
output circuits are not nearly as well isolated as for a vacuum-tube cir- 
cuit. This fact complicates the process of designing transistor circuits.! 

Transistors are quite rugged mechanically, but are rather easily 
damaged electrically. The various maximum ratings specified by the 
manufacturer should be scrupulously. respected since there is often little 
margin left for error. For power transistors, the deratings for higher- 
temperature operation should not be overlooked, because even if effective 
cooling is provided, these units are likely to become warm under operating 
conditions. 
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~ 1A large collection of carefully designed transistor cciesltes “Handbook of Selected 
Semiconductor Circuits,’”? NAVSHIPS 93484, is available from the Superintendent of 
Documents, U.S. Government Printing Office. Circuit-design principles are also 
discussed in this reference. 

Manufacturer’s data sheets often give the values for the so-called h parameters 
rather than 7, 7., re, and rm. The latter may be calculated from the h parameters, or 
alternatively, an equivalent circuit may be constructed directly from the h parameters. 
See, for example, the works of Riddle and Ristenbatt, op. cit., peer (1955), op. cit., 
and Landee, Davis, and Albrecht, op. cit. 
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- Other disadvantages to be mentioned are the temperature dependence 

of the characteristic curves and the generation of semiconductor noise, 
which can in some cases be many times larger than the Johnson noise 
(page 578). 

On the other hand, the small size and low power consumption of 
transistors offer definite advantages for certain applications. For. 
example, a small amplifier or oscillator, together with batteries sufficient 
to provide operating power for months, can be housed in a single well- 
shielded box to achieve a high degree of freedom from hum and from 
interference due to external electrical influences. Such units can also 
easily be isolated from ground potential. 

‘Both graphical and analytical methods are available for the analysis of 
standard transistor circuits. The procedures are recognizably analogous 
to those outlined above for vacuum-tube circuits, but are somewhat more 
involved because of the greater degree of interaction between input and 
output circuits. A clear, thorough, and practical introduction to these 
techniques has been presented by Riddle and Ristenbatt.} 


NOISE 


Noise as the Ultimate Limit to Sensitivity.2 The ultimate limita- 
tion in the accuracy with which an electric current or voltage (or indeed 
any macroscopic quantity) can be measured, or in the minimum magni- 
tude of voltage or current which can be detected, is set by random 
fluctuations which are an inherent aspect of the behavior of systems 
consisting of a large number of (atomic-scale) particles. For example, 
one may employ an electronic amplifier of high gain to detect or measure 
a minute unbalance voltage from a Wheatstone bridge. Before the sys- 
tem can give optimum performance, it is necessary to eliminate such 
factors as poor contacts, effects of variations in power-line voltage, pickup 
of stray voltages, etc.; with sufficient care, these can all be reduced to a 
negligible level. But after this has been done, the output of an amplifier 
of sufficiently high gain will be found to exhibit strictly random fluctua- 
tions, which originate from sources located in early stages of the amplifier 
or in the bridge circuit itself. In this context, such fluctuations are 
called noise. 

The general magnitude of noise fluctuations can best be characterized 
by the mean square noise voltage (£°) or the rms value (E2)*. It is clear 
that one cannot expect to detect a signal voltage EZ, which is less than the 


2 Riddle and Ristenbatt, op. cit. 
2 Goldman, op. cit.; Van der Ziel, ‘‘Noise,” Prentice-Hall, Inc., Englewood Cliffs, 
N.J. (1954). : j 
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rms voltage of the accompanying noise; nor, for larger signal voltages, can 
one expect to be able to measure EF, with an error less than the rms noise 
voltage. 

Frequency Distribution of Noise. Figure 183 shows several sam- 
ples of noise observed at the output of an amplifier by means of an 
oscilloscope. Each trace is a photograph of a single sweep. The source 
of noise in all cases was the same. 

In the first case, the frequency range 1 to 25 ke/see was amplified; in 
the second case, a low-pass filter was 
added so that only the range 1 to 
5 ke/sec was amplified; in the third 
case, amplification was restricted to a 
narrow range, about 50 cycles/sec 
wide, centered at 5 ke/sec. For 
comparison, a 5 ke/sec sine wave is 

\ ; shown at (d). The time scale is the 
wv iy ‘ved fe same for all four sweeps, but the 
oscilloscope amplification was in- 
creased progressively for traces (a), 
(b), and (c). 

These observations illustrate the 
fact that a noise voltage can be con- 
sidered to consist of a large number 
of Fourier components (page 555), 


ULLAL LUAELAL LUT HEUHAAY mt representing a wide range of fre- 

(d) AA INVA A quencies, with some components 
being passed and others being re- 

jected when the noise is put through 
Fre. 183. Oscilloscope photographs a frequency-selective network. 


showing appearance of noise voltage as Though the mathematical analysis 


a function of time. (a) Passband 1 to ss : : : 
25 ke/sec; (b) passband 1 to 5 ke/sec; (ce) of es Bee Oe Oe eee le, sagt honon 
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5 ke/sec; (d) 5 ke/sec sine wave. Johnson Noise. This is the 


noise, inherent in any resistor, due to 
thermal agitation of the electrons. The mean square voltage of noise 
components due to this cause in the frequency range f to (f + Af) ina 
resistor of resistance R at temperature T is given by the Nyquist equation, 


(c) Pa ATR 


(HE?) = 4kTRAf (78) 


In any network, the actual resistor may be replaced by its equivalent: 
a voltage generator E, (of zero internal impedance) acting in series with a 
noiseless resistance R. For 300°K, the value of 4kT is 1.65 107° joule. 
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Shot-effect Noise. The tube current of a vacuum tube fluctuates on 
account of the corpuscular nature of electrons. The resulting noise is 
called shot-effect noise. For a triode, the shot-effect component in the 
plate current in the frequency range f to (f + Af) is given by 


(22) = 6 Ak T gndf & AkT gnbf (79) 


where o = a parameter characteristic of a given type of tube (with a 
value typically between 0.5 and 1.0) 
T. = cathode temperature (about 1000°K for oxide-coated cathodes) 
gm = transconductance of the tube 
An equivalent circuit for the tube is obtained by placing a current gen- 
erator I, (of infinite internal impedance) in parallel with the tube plate 
resistance rp, which is to be considered noiseless. The shot effect is often 
the principal source of noise in radiofrequency circuits. 

Flicker-effect Noise. An additional source of noise in vacuum tubes 
which is particularly important at audiofrequencies is the flicker effect. 
This noise arises from slow random fluctuations in the rate of emission of 
electrons from the cathode and is generally ascribed to processes taking 
place in the oxide coating. The frequency distribution of this noise is 
such that the resulting mean square noise current in a small frequency 
range f to (f + Af) goes approximately as fAf. At the lower audio- 
frequencies, say below 1 kc/sec, the flicker effect usually becomes a more 
serious source of noise than the shot effect. 

Current Noise. Noise in excess of the Johnson noise is produced 
when d-c current passes through a semiconductor or a carbon-composition 
resistor. The mean square noise voltage generated in this way has 
approximately a 1/f frequency dependence. In sensitive amplifiers, 
particularly for the lower audiofrequencies, current noise can be greatly 
reduced by the use of wire-wound, metal-film, or carbon-film resistors, 

Noise in Transistors. Noise generated in transistors includes 
Johnson noise and excess noise, the latter with roughly a 1/f frequency 
dependence. ‘Transistors therefore tend to have poor noise characteristics 
at low audiofrequencies. However, improved types are becoming avail- 
able, and audio amplifiers with reasonably good noise characteristics have 
been developed. 

Noise Figure. The noise figure F of an amplifier compares the actual 
noise output obtained under specified conditions with that which would 
be obtained if no noise were generated within the amplifier itself. For 
the purpose of defining F, it is assumed that the amplifier input terminals 
are connected to an external network, or dummy input, which has an 
impedance matching that of the amplifier input and which generates only 


ti 
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Johnson noise. Then F is defined as the ratio of the total noise power 
output of the amplifier to that due to Johnson noise from the dummy 
input. 

Noise Calculations. Once the noise sources have been characterized, 
as by Eq. (78) or (79), for example, there remains the problem of deter- 
mining the noise at the output of the system. Though it is difficult to 
make accurate calculations, it is relatively easy to make estimates which 
are entirely satisfactory for many purposes. 

When random noise from several independent sources is combined, one 
may add the noise powers, the mean-square noise voltages, or the mean- 
square noise currents. The first-stage gain is often high enough that 
noise generated in subsequent stages is negligible. 

- Consider the case of a linear amplifier. Since the gain is a function of 
frequency, it is necessary in principle to consider separately the noise in 
each small frequency Tange Af. A means of avoiding this complication 
in practical calculations is provided by introducing the bandwidth for 
noise B, defined by 


fo C(fdf= GB 80) 


wiles G(f) = voltage or current gain at feicioy f, from the location 
_ of the noise source to the output (cf. Fig. 162) 

Go = peak value of G(f) 
Equation (80) furnishes the justification for the following procedure, 
which is often used. The noise generator in the equivalent circuit for the 
source is-considered to have the rms voltage or current corresponding to 
a frequency range Af = B; for example, 


‘ (BE?) = 4kTRB (Johnson noise source) ~ (81) 
or (I?) = 4kT.gmB (shot noise source) ~ ~ (82) 


The subsequent gain for the rms noise is then taken as Go. 

In many applications, the task of evaluating the integral in Eq. (80) 
can be avoided by using the half-power bandwidth @ (page 558) as an 
approximation for B. Actually, for the simple LRC resonance curve and 
for a single-section low-pass RC filter, B = (x/2)@. For the idealized 
rectangular response curve (gain constant between frequencies f; and fo, 
zero outside this range) B exactly equals @. 

A more difficult case, but one of great practical importance, is that of 
a linear amplifier followed by a detector, the output of which is filtered 
and then registered by a meter, chart recorder, or other indicating device. ! 
Let the noise bandwidth of the amplifier be B, and that of the detector- 


1 For theoretical treatments of the response of detector circuits to noise, see Van der 
Ziel, op. cit., and Goldman, op. cit.. 
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filter-indicator system, B;. For the purpose of estimating signal-to-noise 
ratios, the system bandwidth for noise, B,, now replaces B in Eq. (81) 
or (82). For either a square-law or linear detector with weak signal, 


BZ VBB (83) 


For a pliase-sensitive detector, or for a linear detector operated with a 
strong carrier, 
3 B, = 3B; (84) 


Here the designations weak and strong pertain to a comparison with the 
rms noise level at the detector input. For both B, and B;, the approxima- 
tion B= ® may be used. For a single-section low-pass RC filter, the 
exact value for B; is 1/4RC. Ordinarily, since B; < B,, much greater 
noise reduction is obtainable with a phase-sensitive detector than with a 
simple square-law or linear detector with weak signal, for the same 
output-response time. 


MEASUREMENTS AND TEST EQUIPMENT 


Multimeters. Widely used in testing electronic equipment, the 
multimeter consists of a single d’Arsonval meter mounted, with auxiliary 
networks, in a portable case. The basic meter is a d-c microammeter, 
typically 50 ya full scale. By means of a number of switch-selected 
shunts, series resistors, batteries, and a rectifier, this single meter serves 
for measurement of d-c or a-c voltage, d-c current, or resistance. The 
accuracy is typically 1 or 2 per cent of full scale. 

While this is a versatile and extremely useful instrument, the user 
should be aware of its major limitations: 

1. When used to measure voltage, the meter presents a certain con- 
ductance between its leads, so that connecting the meter between two 
points in a circuit is equivalent to connecting a resistor between these 
two points. The voltage actually measured by the meter is therefore not 
the same as the voltage which existed between the same two points before 
the meter was connected. The meter resistance can be calculated from 
the “ohms-per-volt” rating \, which is usually printed on the face of the 
meter scale. A typical value is\ = 20,000 ohms/volt. The input resist- 
ance FR; of the meter is R; = Ef, where EH; is the full-scale voltage for the 
particular range used.. 

2. Because of the type of_ rectifier used, a-c measurements cannot 
reliably be made at. frequencies above the audio range with the mul- 
timeters now generally available. : 

- 3. For a-c measurements, the meter deflection is determined by the 
average rectified. voltage; the scale calibration in terms of rms values is 
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correct only for a sinusoidal waveform. The presence of a d-c com- 
ponent also causes error. 

4. Resistance measurements may be quite meaningless if the circuit 
contains voltage sources. 

Vacuum-tube Voltmeters. The chief limitation of the d’Arsonval 
meter—that of drawing power from the circuit under test—can be 


+50v +150v 


d-c input 
voltage 


(a) +150¥ 
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a-c voltage 
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Fig. 184. (a) Simple d-c vacuum-tube voltmeter circuit; (b) diode probe used for a-c 
voltage measurements. 


practically eliminated by the use of vacuum tubes. Figure 184a shows 
a simple voltmeter circuit which illustrates how this result may be 
accomplished. With the input leads shorted, the potentiometer is 
adjusted to bring the meter to zero deflection. When the d-c voltage to 
be measured is applied to the input terminals, the circuit becomes 
unbalanced and a deflection of the meter results. The use of two twin- 
triode tubes in a balanced arrangement helps to reduce drift caused by 


ELECTRONICS 583 


variations in Hy or in filament potential, since to a first approximation 
these factors affect both triode circuits in the same way and therefore do 
not alter the meter deflection. The input resistance is high: the upper 
limit to R is set by the requirement that grid current produce only a 
negligible error, and the grid current: is quite small since in this circuit the 
grids are a volt or so negative relative to the cathodes. With this type 
of circuit, input impedances of the order of 10 to 100 megohms are 
achieved in modern vacuum-tube voltmeters. The accuracy is typically 
1 to 3 per cent of full scale. 

Alternating-current voltage measurements are made possible with the 
addition of a simple diode rectifier (Fig. 184b). The diode load circuit is 
Rand C.. Capacitor C; blocks direct-current. To avoid error from the 
use of long leads at high frequencies, the diode circuit is mounted in a 
small cylindrical housing connected through a cable to the meter itself. 
Thus the diode can be brought quite close to the circuit point at which 
the voltage is to be measured. In this way, a-c voltage measurements 
can be made reliably well into the UHF region (hundreds of megacycles). 
The input impedance for alternating current for a typical instrument is 
equivalent to several megohms (dependent on frequency) in parallel 
with 1.5 pyf. 

Potentiometric Instruments. Modern potentiometric instruments 
are a far cry from the slide-wire-on-a-meter-stick type and offer accuracy 
par excellence for measurement of d-c voltages. The use of a potentiom- 
eter should always be considered when an accuracy of better than about 
1 per cent is desired. The balancing time is of the order of tenths of a 
second for electronically balanced types, and of course appreciably longer 
and quite dependent on circumstances for manually operated types. 
The more accurate instruments in the former class offer five-figure 
digital readout. 

The Cathode-ray Oscilloscope. The essential element of the 
cathode-ray oscilloscope is the oscilloscope tube, whose structure is shown 
in Fig. 185. It contains an electron gun, which produces a beam of 
electrons that is directed upon a fluorescent screen at the opposite end of 
the tube, and deflecting plates,! to which voltages may be applied to dis- 
place the beam from its equilibrium position. As the beam moves, its 
path is traced out on the fluorescent screen, where it may be observed or 
photographed. The electron gun consists of a thermionic emitting 
cathode, a grid, and two anodes. The grid controls the electron density 
of the beam and to a lesser extent influences the focusing of the beam by 
the two anodes which accelerate the electrons toward the screen. The 


? Magnetic deflection can also be employed, but in practically all laboratory instru- 
ments electrostatic deflection is used. 
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final velocity with which the electrons leave the gun depends upon the 
potential of the second anode. The intensity of the image is changed by 
changing the grid voltage, while adjustment of the beam focus is accom- 
plished by changing the potential of the focusing anode. The dia- 
phragms in the electrodes help to keep the beam sharp. - i 

The two sets of deflecting plates in the tube are arranged so that one 
causes a horizontal deflection of the beam, and hence of the fluorescent 
spot produced on the screen, and the other a vertical deflection. Because 
appreciable voltages must be impressed across the plates to produce a 
large displacement of the beam, amplifiers are provided in the instrument 
to amplify the actual input voltages. When alternating voltages are 
applied simultaneously to the two plates, the position of the spot at 
any time represents the vector sum of the instantaneous values of the 
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Fia. 185. Electrode arrangement of cathode-ray oscilloscope tube. 


voltages applied to the two sets of plates. Because the screen is phos- 
phorescent as well as fluorescent, the motion of the spot produces a line 
pattern on the screen, the nature of which depends on the wave shapes, 
amplitudes, and phase relationship of the two voltages. 

A major application of the cathode-ray oscilloscope is in showing the 
appearance of a voltage as a function of the time. For this purpose the 
beam is periodically swept horizontally across the screen at a uniform 
rate to a point of maximum displacement, from which it returns prac- 
tically instantaneously to its zero position; the frequency of this action is 
termed the sweep frequency, and the special type of voltage wave applied 
to the horizontal plates to produce it is provided by a special variable- 
frequency oscillator incorporated in the instrument. The unknown volt- 
age is applied to the vertical-deflection plates. If the frequency of the 
sweep voltage is adjusted to equality with that of the unknown, the 
pattern on the screen will represent one cycle of the unknown voltage. 

The oscilloscope is also useful for the comparison of the frequencies of 
two voltages. The two voltages are applied simultaneously to the two 
sets of deflection plates. If the ratio of the frequencies is a rational 


ELECTRONICS 585 


number, a closed pattern called a Lissajous figure will result, and from its 
form the frequency ratio can be determined. An unknown frequency is 
determined by comparing it with the output of a calibrated variable- 
frequency oscillator, the frequency of which is adjusted until a simple 
Lissajous pattern.is obtained. In Fig. 186 is shown the pattern for a 
frequency ratio of 3:2. 

_ The relative phase of two sinusoidal voltages of the: same frequency can 
also be determined. The two signals are applied to the two sets of 
deflection plates. The vertical and horizontal amplifiers are adjusted as 
required to give equal deflections for the two signals, if the latter are not 
equal in amplitude. If the two voltages are in phase, the pattern will be a 
straight line, making an angle of 45° with the horizontal. If the voltages 
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Fie. 186. Typical Lissajous pattern in frequency comparison with the cathode-ray 
oscilloscope. 


are 90° out of phase, the pattern is.a circle. For other phase angles the 
pattern is an ellipse. 

The input impedance, deflection sensitivity, and frequency-response 
(or rise-time) characteristics of an oscilloscope depend entirely on the 
signal amplifier used. In a typical case, the input impedance may 
correspond to 2 megohms in parallel with 20 wuf. This impedance is high 
enough so that d-c and audiofrequency circuits are usually not much 
affected by connection of the oscilloscope leads; however, the effect of the 
oscilloscope input capacity may be considerable when added to a radio- 
frequency circuit. 

Perhaps the single most common source of confusion for the novice 
using an oscilloscope is the occurrence of pickup. The term pickup 
refers to a voltage which appears in the circuit of interest (in this case, 
the oscilloscope leads and input circuit) as a result of coupling with stray 
magnetic or electrostatic fields. The ubiquitous power-line fields are a 
frequent source of pickup, which is then called hum. pickup.. It is 
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imperative that shielded leads be used if reliable indications are to be 
obtained for circuits with even moderately high impedances, say above a 
few thousand ohms. 

Measurement of Resistance, Capacitance, and Inductance. For 
many purposes, satisfactory measurements of resistance, capacitance, or 
inductance can be made with an impedance bridge (page 481) or with a 
suitable UHF equivalent employing transmission-line techniques. It is 
important to bear in mind the frequency at which the measurement is 
made, since the effective values of R, L, and C are somewhat dependent on 
frequency. In general, components handbooks or manufacturer’s litera- 
ture should be consulted with regard to the frequency dependence of these 
parameters for particular types of components. 

Capacitors and resistors with the size and accuracy required for most 
applications are available, but it is often desired to wind a coil either to 
give a certain value of inductance or to resonate with a given capacitance 
at a specified frequency. This is best done by trial, with available coil- 
winding data or equations used as a preliminary guide. A trial coil can 
be connected across a capacitor, and a grid-dip meter used to find the 
resonant frequency of the resulting circuit. (The principle of the method 
is essentially the same as that of the resonance method explained on 
pages 226-229.) The value of LZ can be calculated from the resonant 
frequency if C is known. Most physical circuits are actually multiply 
resonant, so it is wise to make a rough calculation based on the winding 
data to guard against being led far astray by spurious resonances. 

Measurement of Frequency. Three important methods for the 
measurement of frequency will be described, in the order of increasing 
accuracy. 

Resonance Method. The signal of unknown frequency is coupled into a 
resonant LC circuit, and the capacitance adjusted to produce resonance 
with the signal. Grid-dip meters are usually designed to be usable in 
this way, the dial being calibrated directly in frequency units. This 
method requires an appreciable amount of signal power; an accuracy of 
several per cent can be expected. 

Heterodyne Frequency Meter. This instrument contains a variable- 
frequency, calibrated oscillator, the output of which is mixed with the 
signal and adjusted to zero beat. The mixing may take place in the fre- 
quency meter or in an external circuit, as may be convenient. A crystal- 
controlled oscillator and harmonic generator are usually included in the 


1 As a rough general rule, the resistance of composition-type and film-type resistors 
and the capacitance of air, mica, or ceramic capacitors are approximately constant 
from direct current at least through the radiofrequency region and in some cases even 
into the UHF region. On the other hand, the effective resistance and inductance of 
coils and of wire-wound resistors may change considerably over a decade of frequency. 
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meter to provide a series of closely spaced reference points at which the 
dial calibration may be checked. The crystal oscillator, in turn, may be 
adjusted to zero beat with station WWV or a local standard. An 
accuracy of the order of 0.05 per cent is readily achieved in the measure- 
ment of an unknown frequency. 

Counter. The use of a gated event counter for measurement of fre- 
quency is illustrated in the simplified block diagram of Fig. 187. The 
time-base generator resets the counter electronically to zero and then 
provides a rectangular pulse, which opens the signal gate for a very 
precisely controlled period of time, one of the five intervals shown being 
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Fie. 187. Block diagram of frequency counter. 


selected by a switch. During the open period, the input signal passes 
through to the counter, and the number of cycles is registered. After a 
brief waiting period, determined by a circuit within the time-base genera- 
tor, the cycle is repeated. The frequency of the signal is indicated by the 
number of counts received during the open period, the decimal-point 
position depending on the interval time selected. 

The accuracy of measurement is determined largely by the accuracy 
of the oscillator which controls the timing of the time-base generator. 
Commercially available frequency counters offer an accuracy of 5 parts 
in 108, plus or minus one count. 

The period of the incoming signal may be measured by having the 
signal control the gate and counting the time-base pulses. The time 
interval between two incoming pulses can be measured by having the 
first pulse open the gate and the second close it, the time-base pulses 
being passed and counted during the open period. 

Time and Frequency Standards. Broadcasts from the U.S. 
National Bureau of Standards short-wave radio stations WWV (near 
Washington, D.C.) and WWVH (Hawaii) provide standard carrier fre- 
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quency transmissions with various standard audio tones and time signals 
which are valuable for calibration purposes. 

The principal radiofrequency transmissions are at 5, 10, and 15 Mc/sec. 
The following standard audio and time signals are transmitted as 
modulation: 

1. For certain 2-or 3-min periods, an a a eeataane tone at 600 or 
440 cycles/sec is carried as a single upper sideband with power about 
one-third that of the carrier. 

2. One-second time signals are sent’ as 0.005-sec pulses of 1000-cycles/ 
sec modulation, each pulse consisting of 5 cycles, beginning at the start 
of a second. These time signals are heard as clicks at 1-sec intervals. 

3. During selected 1-min-intervals,; a special timing code is broadcast 
which gives the day, hour, minute, and second, coded in binary form. 
This is heard as a harsh buzzing sound. 

The radio- and audiofrequencies as transmitted are held stable to 
within a few parts in 10'°; an offset of ~150 parts in 10?° is maintained 
relative to the atomic: frequeney..standards which constitute the U.S. 
Frequency Standard. Time intervals as transmitted have the same 
fractional accuracy, with an additional limitation of +1 psec. However, 
changes in the height. of the reflecting layer of the ionosphere produce a 
Doppler-effect error which limits the accuracy of received signals to about 
3 X 10-7. The Doppler error can be averaged out by extending the 
measurements over a sufficiently long period of time. 

Low-frequency standard signals at carrier frequencies of 60 and 20 
ke/sec are transmitted by the National Bureau of Standards Stations 
WWVB (Boulder, Colo.) and WWVL (Sunset, Colo.), respectively. 
These transmissions are by ground wave and so avoid the Doppler error. 


MISCELLANEOUS ELECTRONIC CIRCUITS 


Full-wave-rectifier Power Supply. A typical circuit employed to 
provide d-c power for vacuum-tube circuits is given in Fig. 188. It is 
based on the full-wave-rectifier circuit of Fig. 163c, the output of which 
is a pulsating voltage equivalent to a steady d-c voltage plus an alter- 
nating component called the ripple voltage. In this case, the main com- 
ponent of the ripple voltage is at 120 cycles/sec. For the reduction 
of the ripple component in the output voltage, a two-section filter is 
employed in the circuit of Fig. 188a.. 

The operation of the filter can be understood by considering that each 
section consists of an inductor in series with a capacitor as in Fig. 188). 


1 The complete schedule of signals transmitted may be obtained from the National 
Bureau of Standards, Radio Standards Division, Boulder, Colo... _ 
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The input. voltage E; has an a-c component superimposed on a d-c com- 
ponent. The inductor, or choke, offers a high impedance to alternating 
current, while the capacitor offers a low impedance to alternating cur- 
rent; hence only a small fraction of the a-c component appears across 


Voltage —»- 


(ec) 


Fia. 188. (a) Direct-current power-supply circuit; (6) LC filter section shown separately 
with input Z; and output E, indicated; (c) voltage waveforms observed between points 
A, B, C and ground: A, output of rectifier ; B, output of first filter stage; C, output of 
second filter stage. ae 


the capacitor. On the other hand, most of the d-c input voltage appears 
across the load, though there is some loss due to the resistance of the 


choke-coil windings. In the less critical applications, only one filter stage 
is necessary. 
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The filter shown is of the choke-input type. If the first choke is 
omitted, there remains a capacitor-input filter. The latter yields a 
higher output voltage, since the capacitor C; then becomes charged 
nearly to the peak rather than the average value of the input voltage. 
The ripple amplitude also increases. In tube manuals, graphs are often 
included for rectifier tubes showing the d-c output voltage to be expected 
for a given a-c input voltage, current drain, and type of filter. 

The chokes should always be placed in the lead that is not grounded, 
which is usually (but not necessarily) the positive lead. There is con- 
siderable capacitance between the secondary of the power transformer 
and its primary, one side of which is grounded. This capacitance to 
ground will bypass some a-c ripple around the chokes if they are put in 
the grounded side of the filter. In order for the filter to function effec- 
tively, the current through it must not fall below a minimum value. The 
bleeder resistor R, provides this minimum current flow and also serves to 
permit the condensers to discharge rapidly when the power supply is 
turned off, a safety factor of importance. 

The tube illustrated is called a full-wave rectifier and corresponds to 
two diodes in a single envelope with a common cathode. The output 
voltage at point C depends upon the secondary voltage of the transformer 
and upon the current furnished by the rectifier, which determines the 
potential drops across the tube and the chokes. The output voltage of 
the circuit will then vary with fluctuations in the line voltage across the 
transformer primary and with the current drawn by the load. This 
undesirable feature may be eliminated by the addition of a voltage- 
regulating section. 

Alternating-current Voltage Regulators. The ordinary 110-volt 
a-c line voltage is subject to fluctuations arising primarily from the 
changing load on the line. Regulating units of several kinds are available 
for providing a constant-voltage output at the line frequency. In the 
selection of an a-c voltage regulator, one should consider the question of 
stability against variations in load as well as that of stability against 
fluctuations in line voltage. Electronically controlled regulators are the 
most versatile, as they provide good regulation against wide variations in 
either load or line, have a fairly rapid response, and give a sine-wave 
output with relatively little distortion. 

Direct-current Voltage Regulator. ‘For sensitive circuits, it is 
usually necessary to provide a more stable d-c voltage than can be 
obtained with the circuit of Fig. 188. The usual solution is to add an 
electronic regulator, illustrated in Fig. 189. The triode V, interposed 
between the unregulated input voltage and the load, functions as an 
electronically controlled resistance, which is caused to vary in such a way 
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as to minimize changes in the output voltage E,, whether due to changes 
in input voltage or to changes in load. 

The operation of the circuit is as follows. Resistors R; and Re, which 
are chosen for good stability, act as a potential divider to provide a volt- 
age F,, which is a fixed fraction of E,. Then E, is compared with the 
stable reference voltage H,, supplied by a battery, voltage regulator tube 
(page 592), or Zener diode (page 574). The differential amplifier circuit 
amplifies the difference F, — EH, and causes the grid potential of V, to 
change in a diréction opposite to that of any change in E,. Therefore, if 
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Fie. 189. Diagram illustrating the principle of a typical electronic regulator for a d-c 
power supply. 


E, should increase, the grid of V; is driven in a negative direction by the 
differential amplifier, the effect being to increase the resistance offered by 
V, to the load current and thus to oppose the original change in E,. In 
essence, then, the regulating circuit functions to keep FE, equal to E,, so 
that the output voltage is held at the value 


Ri + Re 
E, = E, ay as 

The response is rapid enough to minimize hum and other a-c dis- 
turbances in the audiofrequency range, as well as to correct for slower 
variations in output. The quality of the regulation varies considerably 
with the type of circuit used and the load current drawn, but typically 
both hum and variations in E, due to changes in line voltage and load are 
reduced to the millivolt level. The limiting factor is often the stability 
of the reference voltage or of the first tube of the d-c amplifier. 

It is worth remembering that this circuit tends to maintain the voltage 
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constant at the sampling network Ri, R: rather than at. the load. If the 
load is some distance from the supply, serious deterioration’ in: perform- 
ance can_result from the resistance in the leads or from stray voltages 
picked up. The remedy for this is to use the technique of “remote 
sensing,’ in which two additional leads, adequately shielded, are used 
between the supply and load, these leads being so arranged that they do 
not carry the load current, but merely sample the voltage across the 
load and carry this information to the differential amplifier. 

- The output voltage can be made continuously variable over a sub- 
stantial range by introducing a potentiometer into the sampling network 
so that the ratio (R: + R2)/R1 becomes adjustable. 


Fig. 190. Circuit diagram for constant current supply. 


Constant Current Supply. When it is desired to maintain @ con- 
stant d-c current through a changing resistive load, as in Exp. 28, the 
circuit of Fig. 190 may be employed. The plate current of the pentode 
tube is nearly independent of the plate voltage over a fairly wide range 
of voltages when the control-grid and screen-grid potentials are held 
constant. (Cf. Fig. 173.) If the load resistance increases, the potential 
drop across it increases and the plate voltage of the tube decreases, but 
the resulting change in plate current is small. The current stability is 
further improved by the presence of the cathode resistor Re. The plate 
current is controlled by adjusting the control-grid bias of the tube, a bat- 
tery being used to obtain a very stable bias voltage. 

Constancy of screen-grid voltage is assured by use of the voltage- 
regulator tube OA2. This type of tube contains a cold cathode of large 
area, an anode of small area, and a gas, such as argon, at low pressure. 
It is found that such a tube exhibits a practically constant potential drop 
from cathode to anode provided the current lies within limits specified by 
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the manufacturer. If the voltage across the series combination of Ri and 
the tube changes, the current through the tube will change, but the 
potential drop across it will not. The total change in voltage then 
appears across R,. The resistance of R; must be large enough to restrict 
the maximum current through the VR tube to a safe value, or the voltage- 
regulating property of the tube will be lost. 

Vacuum-tube Relay. A current of the order of several milliamperes 
is required for the operation of the usual electromagnetically actuated 
relay. It is often desired to operate such a relay by means of a control 
device which itself supplies a much smaller current. A common example 
is the ordinary mercury thermoregulator, the flow of current through 
which may result in fouling of the capillary due to arcing at the mercury- 
air interface as contact is made or broken. : 

Figure 191a shows a typical vacuum-tube relay circuit employed in 
thermostat regulation. When the regulator contacts are open, the bias 
on the tube is maintained by the flow of plate current through the cathode 
resistors R; and R;. Reference to characteristic curves for a 12AU7 
triode shows that the grid bias will be about —2.5 volts, each plate 
current 5 ma, the plate voltage 100 volts, and the potential drop across 
the relay coil 50 volts. The relay contacts will hence be closed, and 
current will flow through the thermostat heater until the regulator 
contacts are closed by expansion of the mercury. When this occurs, a 
potential drop of 12 volts is produced across the resistor Ri; the grid bias 
is thus changed to — 12 volts, and the plate current of the tube is reduced 
to zero, The relay contacts are thus opened, and the heating current is 
turned off. It is to be noted that the maximum current flowing through 
the mercury interface of the regulator is only 6 ua. The maximum value 
of R, for a particular tube is limited by the possibility of grid current flow. 
It is not possible to omit 2, because in such a case the grid is left floating 
when the regulator contacts are open, and the performance of the tube 
becomes erratic. . 

The analogous circuit employing a transistor is shown in Fig. 191b. 

Figure 192 gives complete details for a vacuum-tube relay circuit which 
has performed very satisfactorily in continuous service over extended 
periods of time. Semiconductor diodes are used in the bias and plate 
power supplies. The RC network in the grid circuit, with a time constant 
of 1 sec, provides a delay in response sufficient to prevent the occurrence of 
chattering, which can becomea problem with the simpler circuits of Fig. 191. 

Cathode Follower. Figure 193a shows the actual circuit diagram and 
equivalent circuit for a cathode follower, a device widely used in modern 
electronic equipment. The operation of the circuit is easily understood 
qualitatively: if the input signal e; causes the grid potential to increase 
positively, the tube current J, increases; as a result, the cathode potential 
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Fic. 191. (a) Vacuum-tube relay circuit. (Potter-Brumfield KCP 11 relay, 5-K, 


7.2-macoil.) (b) transistor-controlled relay circuit. (71 = Potter-Brumfield PW5L8, 
5-K, 2-ma coil.) 


1,Rz also increases, the cathode thus tending to “follow” the grid. The 
voltage gain e,/e; may be seen from the equivalent circuit, Fig. 1930, to be 


€o BR, Ri 
i sd, RY «er are 8 
a? Ghee 1 ee (85) 
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Fig. 192. Thermostat heater control circuit. The relay shown actuates a 115-volt a-c 


relay (KRP11AG) which in turn actuates another of the same type. The latter 
switches power to the heaters. 


+E 


(0) 


Fie. 193. Cathode follower. (a) Actual circuit; (b) equivalent’ circuit. 
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the approximation holding for-~>>.1. The ratio e./e; is somewhat less 
than unity, but the power gain is large, asthe cathode follower has a 
relatively high input impedance and low output impedance, the latter 
typically of the order of a few hundred ohms. Its use is illustrated in 
Fig. 194. If a load of, say, 10,000 ohms were to be connected at A, the 
gain of the first stage would drop severely; if the same load were connected 
at B, the over-all gain would drop only slightly. Thus the tube functions 
to supply the current required ‘by a relatively low impedance load. 


O-+-250v 


Feedback 
“network 


Fig. 195. Amplifier with feedback. 


Amplifier with Feedback. The term feedback refers to the process 
of deriving from the output of an amplifier stage a voltage, called the 
feedback voltage, and applying it in series with the input signal of the same 
or an earlier stage. If the phase of the voltage fed back is such as to aid 
the signal: to which it is added, the feedback is called positive, or regenera- 
tive; if the phase is such as to oppose the signal, the feedback is called 
negative, degenerative, or inverse. 

The block diagram of an amplifier with feedback is illustrated in Fig. 
195. For simplicity, we shall assume that there is no phase shift in 
either the amplifier or the feedback network, other than a possible sign 
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change (180° shift). The signal input é; is applied between the terminals 
shown. The total input to the amplifier, however, is eg = e, + Bes, that 
is, the sum of.the signal plus the feedback voltage’ fe;.. The amplifier 
itself has gain A, meaning ¢3/e.. ‘The feedback network provides an 
output which is a certain fraction 9 of the amplifier output e3. Then the 
definition of ‘A leads to eae . 


| “(ery+ Bes)A a; a aa a (86) 
whence the over-all gain G, from signal input terminals to output, is 
oi, ae 
. ei >. 1 — BA (87) 


For the case of negative feedback (@A negative), the gain G is less than A 
in magnitude; with regenerative feedback (BA positive), the gain G is 
greater than A in magnitude. For 8A = 1, the amplifier becomes quite 
unstable and may break into oscillation. = ee 
In some applications, the feedback. network produces a phase shift 
dependent on frequency. In this case, the quantities 6 and Gin Eq. (87) 
become complex. __ eee ee: 
Three examples of the application of Ae eTinciple of feedback follow: 
(a) the use of negative feedback to improve linearity of an amplifier and 
stability of gain, (b) the use of frequency-selective feedback to create a 
narrow-band amplifier, and (c) the use of regenerative feedback to con- 
vert an amplifier into an oscillator. . 
Amplifiers with Negative Feedback. Inverse feedback is used 
when it is desired to sacrifice gain in order to reduce distortion in the 


Fic. 196. Amplifier stage illustrating inverse feedback. 


output waveform or to improve the constancy of gain. The use of inverse 
feedback for this purpose is illustrated in the circuit of Fig. 196. The 
input signal e; is applied in series with the fraction! 8 = R2/(Ri + R:2) 

1 The output impedance of the triode circuit, if not small compared with R:, must 
be taken into account in calculating 8. If the impedance of the coupling capacitor. 
is negligible, the output impedance (page 566) of the triode circuit is effectively in 
series with Ri. os ; 
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of the output voltage e. of the amplifier stage. Because the plate 
voltage is decreased by an increase in grid voltage, the output voltage e. 
is 180° out of phase with the input voltage, and hence the feedback is 
negative. The feedback voltage Be. is then 180° out of phase with ¢;, so 
that the signal amplification is reduced. 

To see how the advantages mentioned above are obtained, one may 
apply Eq. (87) to this case. Here 8A is negative. For |@A| > 1, the 
over-all signal gain approaches — (1/8), and thus is determined mainly by 
the feedback network, and becomes relatively insensitive to the tube 
characteristics. For example, for 8 = + and A = —80, the value of G 
is — 3.81; now if A changes by 10 per cent, perhaps by replacement of the 
tube, G changes by only 0.5 per cent. 

Another way of introducing negative feedback is to omit the cathode 
bypass capacitor. Since the a-c current through the cathode resistor is 
the same as that through the plate load impedance, the a-c cathode 
voltage becomes proportional to the a-c output voltage. Furthermore, 
this a-c cathode voltage is effectively subtracted from the input signal 
because the actual input to the tube is the difference between the grid and 
cathode voltages. The equivalent circuit of Fig. 172 provides the basis 
for the quantitative treatment of this case. 

Narrow-band (Frequency-selective) Audio Amplifier. The term 
narrow-band amplifier refers to a bandpass amplifier of relatively narrow 
bandwidth. Figure 197a is the diagram of a narrow-band amplifier which 
employs feedback as a means of achieving frequency selectivity.1 The 
twin-T network, Fig. 197b, exhibits a null output at a frequency wo = 2rfo, 
satisfying the condition #3 = 1/RC. The feedback is degenerative, so. 
that the over-all amplifier gain is very low (@ <1), except for fre- 
quencies close to the null frequency fo for the twin-T. The resulting 
amplifier response curve is similar to that of a parallel resonant circuit 
peaked at fy. With the circuit values shown, the gain at the peak fre- 
quency is 2, and the value of Q, the ratio of fy to the half-power bandwidth 
Af, is 15. The unused half of one twin-triode tube can be used as an 
amplifier if additional gain is needed. 

This circuit can be used throughout the audio range. As to the twin-T 
component sizes, C should be large enough to minimize effects of varia- 
tions in stray capacitance, and R large enough to avoid overloading the 
cathode follower. A practical realization of the twin-T is shown as 
Fig. 197c. 

-Vacuum-tube Oscillator. An oscillator circuit is one which con- 
verts d-c power into a-c power. The use of feedback with an amplifier to 
achieve this end is illustrated by the diagram of Fig. 198. Here the 


1 Fleisher in Valley and Wallman (eds.), op. cit. 
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Fie. 197. Frequency-selective amplifier. (a) Circuit diagram of amplifier [adapted: 
from circuit of Fleisher in Valley and Wallman (eds.), “Vacuum Tube Amplifiers,” 
McGraw-Hill Book Company, Inc., New York (1948)]; (b) twin-T network; (c) 
practical twin-T network, tunable from 380 to 420 cycles/sec. 


Fig. 198. Schematic diagram of RC-coupled oscillator. 
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entire grid excitation for the amplifier is derived by feeding back part of 
the output into the grid circuit. Note that in this case the amplitude 
and phase of the feedback voltage are dependent on frequency. 

The circuit of Fig. 198 falls in the class of feedback circuits illustrated 
by Fig. 195, but with the signal input terminals shorted together since 
there is now no external signal. If the oscillations are to be self-sustain- 
ing, two conditions! must be met at the frequency of oscillation: 

1. For Eq. (86) to be satisfied with no external excitation (e, = 0), a 
necessary condition is 


Ap = 1 (88) 


2. The total phase shift in. the amplifier and feedback network must 
be 0°. 

On the assumption that the amplifier phase shift is negligible, condition 
2 is met.when the feedback-network phase shift is zero... For the network 
shown, this happens at only one frequency,’ f = 1/2rRiC;. This con- 
dition therefore determines the frequency of oscillation. Though other 
types of feedback networks are used for oscillators, all have in common 
this property, namely, a phase shift strongly dependent on frequency, this 
being essential for good frequency stability. 

For the network shown, the value of 8 is 3 when the phase shift is zero, 
so that Eq. (88) is satisfied for an amplifier gain of 3. In practical terms, 
the amplifier would be designed to have a small-amplitude gain of some- 
what more than 3. The amplitude of oscillations, then, will build up 
until the nonlinearity in tube characteristics, or some other factor, 
réduéés the gain to a value exactly satisfying Eq. (88). Thus, through 
the dependence of A on amplitude, Eq. (88) actually determines implicitly 
the amplitude of oscillations. 

“An- excellent practical audio-oscillator circuit which employs these 
principles i is shown in Fig. 199. ._Here degenerative feedback (network 
R;, Ra, Rs, and the lamp V;) is used to stabilize the gain at approximately 
the value 3. --Geed-ampktude-stability is provided bythe use of lamp V3; 
in the feedback network; if the amplitude increases, the increased a-c 
power dissipated in the lamp causes the temperature of its filament to 
increase. The accompanying increase in resistance alters the feedback 
ratio in such a way as to decrease the gain and thus to oppose the change 
in amplitude. A better waveform is obtained in this way than if the 
amplitude is stabilized earsue? ean in the tube dynamic transfer 
characteristic. Ge conte ae 


1 Both conditions Str onnet eg: (88)-if A and: are considered in general to 
be complex quantities. 
2 Landee, Davis, and Albrecht, op. cit., Section 6,. p. 48, 
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Eccles-Jordan Trigger Circuit. When two triodes are connected 
as in the circuit of Fig. 200, it will be found that current will flow through 
only one tube at a time, because the flow of current in one tube V auto- 
matically produces a grid bias on the other tube V2, which prevents it 
from conducting. The useful property of this circuit arises from the 
fact that it is possible to produce an abrupt interchange of the roles of 
the two tubes, i.e., to make V2 conduct instead of V;, by applying a 
voltage pulse simultaneously to the grids of the two tubes. This prop- 
erty makes the circuit useful for pulse-counting purposes. That this is so 
may be verified by determining the circuit behavior for the values of the 
circuit parameters given in Fig. 200, starting with the assumption that 
VY, is conducting and V2 is not conducting. 


x’ =0.00002 uf=¥ 


Fig. 200. Eccles-Jordan trigger circuit. 


The grid bias of V; is obviously equal to —85 volts plus the potential 
drop across the resistor R,,. Since there is no current flowing through 
V2, the potential drop across R,, is given by 


100,000 
Bro = (350 + 85) X 799,900 + 400,000 + 50,000 
79.2 volts 


The grid bias of V; is then equal to —5.8 volts; its plate voltage and 
plate current 7,, must now be determined. The potential drops across 
R,,, Rx, and R,, must add up to 435 volts, since these three resistors are 
connected in series across the 435-volt total voltage supply. If the cur- 
rent flowing through R,, and Rx, is z.,, the current flowing through Rz, is 
te, + tp, and 


100,000%., + 400,000%,, + 50,000(é», + 4.) = 435 volts 
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The additional information required for the determination of the values 
of the two unknowns 7,, and 7,, is provided by the characteristic curves 
for the 6C5 triode, since the plate voltage for V; is 350 — 50,000 (2, + %,) 
volts, and the grid bias of the tube has been determined to be —5.8 volts 
It is found that 7,, is 3.4 milliamp and 4,, is 0.5 milliamp, corresponding to 
a plate voltage of 155 volts for Vi and a drop of 195 volts across Ruy. 
Since 7,, is 0.5 milliamp, the potential drop across R,, is 50 volts. The 
grid bias of V2 is therefore —35 volts, a value for which the tube cannot 
conduct, substantiating our previous assumption to this effect. The 
foregoing calculation shows that V2 cannot conduct if V, is conducting, 
because the flow of the plate current through the plate load resistor of V; 
automatically produces a grid bias on V2 which prevents it from conducting. 

When the switch is open, the point A is at ground potential. If the 
switch is closed, A becomes negative with respect to ground, and electrons 
will be repelled from the condensers y and y’ until the potential drops 
across them have been increased by 10 volts. The electrons from con- 
denser y’ flow through Rx, and R,, to Bt and in so doing cause a momen- 
tary increase in the grid bias of V2, which cannot be made less conducting. 
The electrons flowing out of condenser y flow through Rx, and Rz, and 
hence cause a decrease in the potential drop across R,,, increasing the 
grid bias on V; and making it less conducting; as a result, the plate cur- 
rent of V, decreases, the potential drop across Rx, decreases, and the 
potential drop across R,, therefore increases, making the grid bias smaller 
and rendering the tube V2 conducting. (Owing to the amplifying proper- 
ties of the triode, the decrease in the grid bias on V, resulting from the 
decrease in the potential drop across Ry, more than offsets the increase in 
grid bias due to the electron flow from y’.) As V; begins to conduct, the 
drop across Rz, increases, which increases the grid bias on V, still further, 
and the process continues until V; is nonconducting and V; alone conducts. 

If now the switch is opened, the point A is returned to ground poten- 
tial, and a condenser-discharging current flows into y through R,,, momen- 
tarily decreasing the bias of V2. V, then begins to conduct, and the 
circuit “triggers” again, returning V, to the conducting state and V2 to 
the nonconducting state. Because this triggering action is positive and 
rapid, the Eecles-Jordan circuit finds application in the scaling units 
employed for counting the pulses from Geiger-Miiller tubes. With such 
sharp pulses, the condensers C and C’ are used to eliminate the influence of 
the interelectrode capacitances in the triodes on the action of the circuit. 

Pulse-counting, or Scaling, Circuit. A typical scaling circuit! 
based on the Eccles-Jordan trigger circuit is shown in Fig. 201. It is seen 
to consist of two stages, or trigger pairs, of the type just considered, con- 


1 Lifschutz and Lawson, Rev. Sci. Insir., 9, 83 (1938). 
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nected by an in-between-stage tube whose function is indicated below. 
In addition, small neon lamps have been placed across a portion of the 
plate.resistor of one tube of each pair to indicate which tube is conducting. 
These tubes give a visible indication but-draw practically no current. ~ 
’ -Let us suppose that the tubes Vand V, are initially in the conducting 
state. Both neon lights will then be out, since no current will be flowing 
through the resistors R; and R;.- (This condition may be achieved, for 
example, by grounding the grids of V2 and V, momentarily.) Let an 
avalanche of electrons from the Geiger-Miller tube flow through the 
resistor R to ground. The point A will be abruptly driven negative, and 
a negative pulse will be applied to the grids of V, and V2; i.e., the grid bias 
of each tube will be momentarily increased. As explained above, this 
will cause the first stage to trigger; V2 will be cut off, and V, will conduct. 

When JV; is not conducting, there is no potential drop across fi, and the 
neon lamp N, is out. When V; abruptly is made to conduct, the flow of 
plate current through R, creates a potential drop which lights Ni, while 
the resulting abrupt decrease in potential at point B sends a negative 
pulse to the grid of V.. Since Vais normally nonconducting anyway, this 
momentary increase in its:grid ‘bias has no effect on Va, and hence there is 
no effect on stage 2, where V4 continues to conduct, with V3; nonconduct- 
ing. The first pulse from the Geiger-Miiller tube then makes Vi conduct, 

lighting NV, cuts V2 off, and has no other effect. 

Let a second pulse come from the Geiger-Miller tube. Stage 1 will 
again be triggered; V2 will conduct, and V; will be cut off. When the 
plate current of V; is cut off, Ni will go out, and the potential at. point B 
will rise abruptly, causing a positive pulse at the grid of V., which is 
thereby momentarily rendered conducting. The resulting momentary 
flow of plate current through the plate resistor R, causes an abrupt 
decrease of potential at point C. This in turn causes a negative pulse at 
the grids of V4 and V3, thus triggering the second stage so that V, is cut 
off and V; conducts, lighting neon lamp N2 and sending a negative pulse 
to Vi, which is unaffected. The second pulse thus turns off Ni, turns on 
N2, and has no further effects. 

The third pulse will again trigger stage 1; V, is again made conducting, 
N, lights up, and a negative pulse is applied to the grid of Vz. Since V, is 
unaffected by a negative pulse, stage 2 is not affected by the third pulse, 
and N2 also remains on. 
~ A fourth pulse will trigger stage 1, turning N, off and applying a posi- 
tive pulse to the grid of V.. This in turn applies a negative pulse to the 
grids of V; and Vy. The second stage triggers also; N2 is turned off, and 
a positive pulse is applied to the grid of V;. This results in a momentary 
flow of plate current through V2, and hence through the coil of the electro- 
magnetically actuated mechanical impulse register, which records one 
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count. The fifth pulse will then light Ni, the sixth will light Ne and 
turn off Ni, ete. 

Because the counter is actuated only by every fourth pulse, this circuit 
is referred to as a scale-of-four counting circuit. 

Phase-sensitive Detector. The phase-sensitive detector, illustrated 
schematically in Fig. 202, has two inputs, a signal input and a reference 
input. The latter is usually a sine wave, 


E, = Eo cos 2xfot (89) 
while the signal input is a voltage of the same frequency, 
E, = Ey cos (2nfot + os) = E, cos 2nfot + Es sin 2nfot (90) 


often accompanied by noise.! It is the function of the phase-sensitive 


E,()=E, cos 27 fot 
+E, sin 27 fot 
+E noise 


Phase-sensitive 
detector 


E,(Q=Ep cos 2afot 


Fic. 202. Diagram illustrating the function of a phase-sensitive detector. 


detector to produce an output d-c voltage proportional to the amplitude 
E, = E, cos ¢, of the in-phase component of the signal, while responding 
as little as possible to the quadrature (90°) component and to noise. 
Of course, it does necessarily respond to noise components with fre- 
quencies sufficiently close to fo. Many practical phase-sensitive detector 
circuits also respond to noise components close to integral multiples of fo, 
but this is seldom a disadvantage because the bandwidth of the preceding 
amplifier can easily be made narrow enough to eliminate noise com- 
ponents at harmonics of fy. 

Two practical phase-sensitive detector circuits are shown in Fig. 203. 
In the upper circuit, the reference signal drives a switching relay which 
feeds the signal alternately to two different points. For the signal com- 
ponent in phase with the reference voltage, the positive half-cycle is 
always applied to one side and the negative half-cycle to the other. The 
low-pass filter smooths out the a-c components, and there results a d-c 
voltage which produces a meter deflection. However, for the sine 
component of the signal, the switching times are such that no d-c com- 
ponent results in the output, since in this case the switching occurs at the 
peaks of the signal voltage. For a noise component of frequency Sn, close 
to fo, the switching occurs at different points on successive cycles; the 


* Several examples of systems which include phase-sensitive detectors occur in 
Chap. 26. 
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resulting output contains no d-c component, but does contain a-c com- 
ponents, some of which are at the frequency |fna — fol, which may be low 
enough (<1/2rRC) to appear at the output of the low-pass filter. The 
totality of noise components of frequencies close to fy in the input there- 
fore produces random low-frequency fluctuations in the output. 

With the use of high-speed relays, particularly solid-state types, this 
and similar circuits are useful in the low audio range, up to several 
hundred cycles per second. The switching can be accomplished elec- 
tronically with a twin-triode tube, as in the circuit of Schuster,! which, 


(0) PRG) 
Fie. 203. Practical phase-sensitive detector circuits. (a) Relay type; (b) diode type. 


with only minor changes, has been used very successfully at frequencies 
throughout the range 30 cycles/sec to 100 kc/sec. 

Another type of phase-sensitive detector is that of Fig. 2030. To 
examine its operation, consider first the case in which there is no signal 
input. Then the reference input, applied through a transformer, is fed 
to a split load comprising two ordinary diode detector circuits (page 573) 
in parallel. The output of each is a d-c voltage close to the peak value of 
the input waveform. If the diodes and other components are suitably 
matched, the same d-c voltage is developed at point A as at B, and the net 
voltage. difference between these output terminals is zero. The reference 
voltage is chosen to be rather large, say 5 to 15 voltsrms. Now let the 

1 Schuster, Rev. Sct. Instr., 22, 254 (1951). 


608 APPARATUS. AND METHODS 


signal voltage be.applied. For proper operation of the detector, this 
must be much smaller than the reference voltage, perhaps less. than a volt: 
It the signal voltage has the same frequency and phase as the reference, 
the total voltage (vector sum) applied to one. diode circuit is ‘increased, 
while that applied to the other is decreased, and a d-c voltage unbalance 
develops at the output terminals A and B. A signal voltage 90° out of 
phase with the reference, however, does not produce an output because 
the vector addition of a. small qundeature signal to the large reference 
voltage produces only a negligible change ‘in amplitude, and hence does 
not unbalance the two diode circuits. Again, noise components at 
frequencies f, close to fy produce a-c components in the ouepas at fre- 
quencies |f, — fol. - - 
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It is particularly important that the safety factor be kept firmly in 
mind in working on or with electronic circuits, since the hazards involved 
in any electrical work where high voltages may be present are con- 
siderable. A current of as little as 15 milliamp has been known to be 
fatal, and although such shocks usually are produced by higher-voltage 
sources, the ordinary 110-volt..a-c line voltage has been known to be 
sufficient. The hazard is especially great when the skin is moist, par- 
ticularly as a result of perspiration:—- - 

Direct-current voltages are also very dungsrohe A artoula: source 

of trouble arises when, owing to faulty circuit design, no path has been 
provided for the discharge of high-voltage. condensers after the main 
power switch has been turned off. A_ good-quality condenser will retain 
its charge for quite a time if the only discharge path is by slow leakage of 
current between the terminals. A bleeder resistor across the condenser 
may be employed to eliminate this difficulty, but it is well to bear in wind 
that the time constant for discharging may be-several-minutes,-and also 
that bleeder. resistors may fail,.or somehow become disconnected. The 
only safe course is to develop the habit of ensuring the discharge. of high- 
voltage condensers, before working around them, by momentarily placing 
& screwdriver or other reliable short across the terminals. 
- It is desirable to employ double-pole switches in a-c or d-c power lines: 
One side of the 110-volt a-c line is usually at.ground potential; if a non- 
polarized plug i is used, with a.single-pole switch in the line, there is an even 
chance that one terminal of the load will be live when the main power 
switch is off, unless, of course, a transformer i is used between line and load. 
Alterations of circuits should be carried-out only with the primary 
power source disconnected. In the measurement of - Nite etc., 
properly insulated test leads must be used. . 


ALGEBRA OF COMPLEX NUMBERS 


The rules of complex algebra will be stated briefly. A complex number 
e may always be written in the form. ~ 


c=a a ib (Al) 
where a and 0b are real Aaniberd and zis the pure MD REIATY, unit Gefned 
me | ms 

rout 2 ew ve eS » (A2) 


The rules for manipulation of complex numbers are the same as gihe usual 
rules of algebra for real numbers, with 7 treated. purely as an algebraic 
symbol, except for use of Eq. (A2)... Thus, for example, the sum of two 
complex numbers oe 


C= a+ tb, | Pe _(A8) 
Co = Ag+ ibe (A4) 
is €1 + ¢2 = (a, + a2) + (bi + be) (AS) 
The product is | | 


 1C2 = (a102 — bib:) + t(aibe cr sbi): 2 (A8) 
and the quotient cs/e3 i is . 
Oy | A, + aby. (a; ns Naz ibe) 


m7) ~ Ga + tbe e az + 62 


_ 102 + bibe | «deb — aids 
oat ae 


az + 62 
In all cases, the resulting complex number has been written explicitly 
in terms of its real and imaginary parts. 
A very useful formula of ee algebra is the Euler Sauation 


= cosz+isinz , (A8) 


Clearly, any donnie number a + 7b can be written alternatively in the 
form Ae‘*, where A and ¢ are real, since a solution always exists for the 
equations 


(A7) 


Ac = Acosy +i(Asing) =a+ ; (AQ) 
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Complex quantities may be plotted in a plane as shown in Fig. 204, 
the abscissa and ordinate being the real and imaginary parts, respectively. 
The graph provides a very helpful means for visualizing the implications 
of Eq. (A9): A and ¢ are the polar coordinates of the point representing a 
complex number, while a and b are the rectangular coordinates of the 
same point. Multiplication by a real number moves a point directly 
away from the origin; multiplication by e‘* rotates a point through an 
angle ¢ counterclockwise. 


Jmaginary 


exat+ib =Ae'? 


a@ Real 


Fia. 204, Graph of complex numbers in a plane. The point indicated for the general 
complex number c = a + 7b = Ae’? has rectangular coordinates (a,b) and polar 
coordinates (A,¢) 


The complex conjugate c* of a complex number c is obtained by 
replacing 7 by —7z throughout. Thus (c*c) is a real number, the square 
root of which is called the magnitude, or absolute value, of c, often repre- 
sented by the symbol |c|. Clearly, |c| = A. 


PHYSICAL-CHEMICAL CONSTANTS 


The following tables give the recommended values of the fundamental 
constants for physical chemistry based upon the reanalysis and reevalua- 
tion of experimental values by Cohen, DuMond, Layton, and Rollett.? 
The constants involving moles or equivalent are based on the new 
atomic-weight scale with C set by definition at 12 atomic mass units. 


VALUES OF THE DEFINED CONSTANTS 


Standard gravity............0..0...000. 2 cease 980.665 cm sec™? 
Standard atmosphere......... Gast gust 6 else 1,013,250 dynes em~? 
Standard millimeter of mercury pressure....... Teo atm 

Calorie (thermochemical)...............0..... 4.1840 joules 


4.18331 int joules 
41.2929 cm’ atm 


0.0412917 liter atm 
Triple point of water*............... tile dea nt 273.16 
Atomic weight of carbon.................-... 12.00000 


* Crittenden, Science, 120, 1007 (1954). 
1 Reviews Modern Phys., 27, 363 (1955). 
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VALUES oF THE Basic CoNnsTANTS 


SS reer 


Velocity of light c (2.997930 + 0.000003) * 10!° cm sec? 
Planck constant h (6.6252 + 0.00023) X 107’ erg sec 
Avogadro constant N (6.0229 + 0.00016) * 107% mole! 
Faraday constant F 96,491.2 + 1.1 coulombs equiv-! 
23,062 cal volt~! equiy-! 

Absolute temperature of the! Toc 273.1500 + 0.0002°K 

“fice point,” 0°C 
Pressure-volume product for 1} (PV)P= | 22,413.6 cm? atm mole~ 

mole of a gas at 0° and zero 22.4130 liter atm mole} 

pressure 2271.06 + 0.04 joules mole 


Sr rE ern rye 


VALUES OF THE DerRiIvep CoNsTANTS 


(1.60206 + 0.000036) < 10-!* coulomb 


1.60206 10-29 emu 
4.8029 * 107!° esu 


Electronic charge 


(PV)Fx° 


Gas constant — =————— | 1.9872 cal deg-! mole! 


82.057 cm? atm deg=! mole! 
0.082054 liter atm deg-! mole! 
8.3143 + 0.00034 joules deg-! mole~! 


Boltzmann constant, (1.38044 + 0.00007) X 10-16 erg deg—4 


Vaturs OF CerraIn AUXILIARY RELATIONS 


1 second (mean solar) = 1.00273791 sidereal seconds 
~ 1 Joule = 0.999835 + 0.000052 international joule 
lohm = 0.999505 + 0.000015 international ohm 
l ampere = 1.000165 + 0.000025 international amperes 
1 volt = 0.999670 + 0.000029 international volt 
1 coulomb = 1.000165 + 0.000025 international coulombs 
1 watt = 0.999835 + 0.000052 international watt 
1 liter = 1000.028 + 0.004 em? 


REDUCTION OF BAROMETER READINGS ON A BRASS SCALE TO 0° 


es at — B(t — t,) 
fea ac 


Py = barometer reading reduced to 0° 
P = observed barometer reading 
t = centigrade temperature of barometer 
a = 0.0001818 = mean cubical coefficient of expansion of mercury between 0 and 35° 
8 = linear coefficient of expansion of scale material, 18.4 X 10-§ for brass 
t, = temperature at which scale was calibrated, normally 20°C 
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CorreEcTION To: BE SuBTRACTED. rRoM BaroMETER READINGS 


—_—— | |__| SS | NTS 


NN DS ND & 


20 2.34 2.38 2.41 2.44 2.47 9) .2. 
21 | 2.46 2.50 | 2.53 2.56 2.60 2.63 
22 | 2.58 | 2.61 2.65 -| 2.69 2.72 $2.76 
23 2.69 2.73 2.77 2.81 2.84 2.88 
24 2.81 2.85 2.89 |- 2.98 2.97 3.01 
25 2.93 2.97 3.01 3.05 3.09 3.13 
26 3.04 3.09 3.138 | 3.17 3.21" 3.26 
27 3.16 3.20 3.25 3.29 3.34 3.38 
28 3.28 3.32 3.37 3.41 3.46. | 3.51 
29 3.39 3.44 3.49 3.54 3.58 3.63 
30 3.51 3.56 3.61...) 3.66 3.71 3.75 
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DENSITY OF WATER IN GRAMS PER CUBIC CENTIMETER | 


Degrees 0 0.1 | 02°) 03 | 04 | 05 | 06 | 0.7°| 08 | 0.9 
0 0.999841 | 847 | 854] 860] 86 872 | 878 | 884]: 889] 895 
1 0.999900; 905 |. 909; 914} 918} 923} 927) 930} 934] 938 
2 |0.999941| 944} 947]. 950| 953} 955] 958] 960) 962] 964 
3 0.999965; 967 | 968 | 969 | 970] 971} 972] 972| 973 | 973 
4 |0.999973| 973 | 973 | 972| 972] 972| 970| 969| 968| 966 
§ 0.999965; 963 | 961 | 959 {| 957; 955] 952; 950; 947/] 944 
6 0.999941} 938 | 935] 931] 927 | 924) 920] 916] 911] 907 
7 .|0.999902| 898 | 893 | 888 | 883 877} 872] 866} 861) 855 
8 0.999849) 843 | 837 | 830 / 824]. 817] 810}. 803.| 796 | 789 
9 |0.999781| 774] 766) 758 | 751 | 742) 734) 726) 7171 709 


10 0.999700] 691 | 682} 673 | 664] 654] 645) 635) 6251 615 
11 0.999605] 595 | 585} 574) 564] 553 | 5421 531] 520] 509 
12 0.999489 | 486 | 475) 463 | 451 | 439] 427 | 415) 402 390 
13 | 0.999377] 364 |; 352 | 339 | 326] 312 | 299] 285 | 272] 258 
14 [|0.999244; 230 | 216; 202; 188; 173; 159{ 144] 129; 114 


15 0.999099 | 084 | 069 | 054] 038 | 023 | 007 | *991 | *975 | *959 
16 0.998943/ 926 | 910 | 893 | 877 | 860) 843; 826] 809 | 792 
17 0.998744| 757 | 739 | 722} 704 | 686| 668! 650; 632! 613 
18 0.998595| 576 | 558; 539; 520[{ 501] 482; 463 | 444] 424 
19 0.998405; 385 | 365 | 345 | 325) 305 | 285] 265| 244/ 224 


20 0.998203] 183 | 162| 141] 120] 099/ 078| 056] 035| 013 
21 |0.997992/ 970 | 9481 926| 904] 882| 860) 837] 815] 792 
22 {0.997770|. 747 |. 724{ 701-1 678| 655 { 632) 608] 585} 561 
23 |0.997538| 514 | 490} 466 | 442] 418] 394] 369] 345] 320 
24 | 0.997296] 271 | 246] 221] 196] 171 | 146} 120] 095] 069 


25 0.997044} 018 | *992 | *967 | *941 | *914 | *888 | *862 | *836 | *809 
26 0.996783 | 756 | 729 | 703 | 676! 649 | 621] 594/ 567] 540 
27 0.996512| 485 |; 457 | 429] 401] 373 | 345 1° 317]. 289[ 261 
28 0.996232} 204} 175 | 147} 118) 089] 060] 031] 002] *973 
29 0.995994} 914 | 885) 855 {| 826! 796) 766 | 736 | 706| 676 
30 0.995646| 616 | 586 | 555] 525 | 494| 464] 433 | 402) 371 


* Where values are designated with an asterisk, the first three figures are to be 
supplied from the zero column in the next lower row. , 
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CONCENTRATION SCALES 


No one concentration scale is well suited to all purposes; the different 
scales possess advantages or disadvantages as situations change. ‘The 
mole-fraction scale is useful in theoretical work because it is symmetrical 
with respect to all components and because several measurable properties 
of an “‘ideal’’ solution are proportional to mole fraction. When transport 
phenomena are being studied, a volume-based scale such as molarity 
must be employed as-is convenient in. analytical chemistry. The 
molality scale, on the other hand, is useful in dealing with equilibrium 
phenomena. 

In macromolecular chemistry one often works with substances of 
unknown molecular weight, and the scales grams per milliliter:and per 
100 ml, weight per cent, and volume fraction find application. The 
weight per cent scale (along with mole fraction and molality) is inde- 
pendent of temperature and pressure, but it cannot be used in the descrip- 
tion of flow processes. 

Some definitions for six failing concentration scales are listed below, 
where g = gram, M = molecular weight of components 1, 2, 3, etc., 
from 7 to g, and m = number of moles: 

1. Mole fraction 


xX. = gi/M; ee Ni 
a Go = ae ge ae ee 
Sie re ee 


2. Molality (moles component 7 per 1000 g component 1) 


_ 10009; _ 1000n; 


g iM, “mM, 1 


3. Molarity (moles of ¢ per liter of solution having density p) 


P a On [1 M; aa 
Na i Fm + + nM, 


% 9; 


4. Grams c of component ¢ per 100 ml of solution 


 100pg: _ 100ensM: 
° g mM, + neoM + - s+ NM , 
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5. Weight per cent of component 7 


6. Volume fraction ¢ of component 7 @ = partial specific volume in 
solution) 
— puGi __ Livi 
Penis 100 


», 9; 


COLOR-CODE CONVENTIONS FOR 
ELECTRONIC-CIRCUIT COMPONENTS 


I. Resistors and Capacitors 


Color Code 
ae ons ; Tolerance, Voltage 
Color se eae mane per cent, 1938 | rating,* 1938 
eure Ss saad RMA standard | RMA standard 
Black 0 1 
Brown......... 1 10 1 100 
Red........... 2 100 2 200 
Orange 3 1,000 3 300 
Yellow......... 4 10,000 4 400 
Green 5 100,000 5 500 
Blue........... 6 1,000,000 6 600 
Violet.......... 7 10,000, 000 7 700 
Gray.......... 8 100 ,000 , 000 8 800 
White.......... 9 1,000,000 , 000 9 900 
Gold... 0.1 +5 1000 
Silver 0.01 +10 2000 
Nocolor.......{ 0 02.00 J cee eee eee +20 500 
* Capacitors only. 
Resistors 
Axial-lead type Radial-lead type 
A_B_ C_D c 
ed D. ne B 
* A (body) 


A. First significant figure, resistance in ohms 
B. Second significant figure 

C. Decimal multiplier 

D. Tolerance 
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Fixed Mica Capacitors 


1. Radio Manufacturers Association 1938 Standard 


Three-dot code Six-dot code 
ABC . A_B ¢ 
Oo Oo 9 
a ‘3 ‘D E F 
A. First significant figure A, First significant figure 
B. Second significant figure B. Second significant figure 
C. Decimal multiplier C. Third significant figure 


500 volts, 20 per cent tolerance only D. Voltage rating 
..£, Tolerance 
- F. Decimal multiplier 
2. American War Standard and Joint Army-Navy. Code 


. Always black (mica condenser) 
. First significant figure 

. Second significant figure 

. AWS or JAN characteristic 

- Tolerance 

- Decimal multiplier 


II. RMA Transformer Color Code 


ry by OQ by 


Power transformers: 


Primary—black Sous a 
High-voltage winding—red; center tap, red and yellow 
Rectifier filament winding—yellow ; center tap, yellow and blue 
Filament winding No. 1—green; center tap, green and yellow 
Filament winding No. 2—brown; center tap, brown and vellow 
' Filament winding No. 3—slate; center tap, slate and yellow 
Audio transformers: 


Blue—plate lead 

Red—B+ lead 

Brown—second plate on push-pull 
Green—grid lead 

Black—ground lead 
Yellow—second grid on push-pull 


Intermediate frequency transformers: 


Blue—plate lead 

Red—B?* lead 

Green—grid lead nee oS 

Black—ground (or AVC) pe 

For center-tapped IF transformer, second grid is green-and-black-striped 
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SCHEMATIC SYMBOLS FOR... - 
ELECTRONIC-CIRCUIT COMPONENTS 


Diodes Triode Pentode 


Plate Plate Plate Plate 
Cathode 


Suppressor 


ntrol 
Contro grid 


Filament Filament Filament 

Filamentary Heater 

cathode cathode 

prep npn Semiconductor Zener diode ~- — Voltage-variable 
Transistor Transistor diode : capacitor 


Fixed Variable Potentiometer é Fixed Variable 
resistor resistor i _. Gapacitor capacitor 


1 t+ ~~ hw w@& 


Ground or Battery .. Fuse tare ‘Quartz Earphones. «Lamp: 


chassis  erystat 


Air core Iron core transformer {ron core transformer lyon core inductor 
inductor (secondary, center-tapped) or choke coif 


ae i. - 7 
ttf Ew + 


Single Double Normally Normally Connection of No connection 
pole pole closed open two wires 
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COMMON ABBREVIATIONS OF ELECTRONICS 


Units: 
a = ampere 
c = cycle 
c/see = cycle per second 
f = farad 
h = henry 
Vv = volt 
w = watt 
Q = ohm 


Unit prefixes: 


p = pico- = 107!2 
n = micro- = 10-6 
m =milli- = 10-3 
k, K = kilo- = 10? 
M = mega- = 105 
G =giga- = 109 
Miscellaneous: 


a-c, A-C = alternating (i.e., time-dependent, with average value zero) 
db = decibel [measure of relative power: db = 10 log (P2/P;)] 


d-c, D-C = direct (i.e., time-independent) 

p-p = peak-to-peak 

rms = root-mean-square (page 544) 

VAC = volts a-c (rms value) 

VCT = volts, center-tapped (transformer winding) 
Examples: 

1 put = 1 pf = 1 micromicrofarad = 10-12 farad 

1 Mc/sec = 1 megacycle per second = 10° cycles per second 

1 KMce/sec = 1 kilomegacycle per second = 10° cycles per second 

1K = 1 kilohm = 10? ohms 


For resistances, the symbol is very often omitted, it being understood that the 
value isin ohms. Thus 100 K means 10° ohms. 

For frequencies, the “per second” is sometimes omitted, megacycles per second then 
being abbreviated as Mc. The lower-case m is sometimes used for mega-, so that 
megacycles per second is abbreviated also as mc. 


Abbe refractometer, 55, 418 
Absorbancy, 101 

Absorbancy indices, 145 

aaa hee and dispersion of radiation, 


Absorption coefficient, 529 
Absorption line, 526, 530 
Absorption spectrum, 100 
A-c circuit theory, 543 
Acid catalysis, 140, 143 
Acid dissociation constant, 107 
apparent, 159 
Actinometer, 339 
Activated complex, 131 
Activation energy, 131 
Activity, 78 
Activity coefficient, 52, 67, 82, 160, 185 
Activity quotient, 185 
Adiabatic calorimeter process, 31 
Adiabatic combustion calorimeter, 16 
Admittance, 548 
Adsorption, 328, 497 
of gases, 333 
Adsorption isotherms, 333 
Algebra of complex numbers, 609 
Amici prisms, 56 
Amplification, 566 
Amplification factor, 565 
Amplifier, 599 
narrow-band, 598 
Amplitude-modulated waveform, 556 
Amplitude modulation, 556 
Angstrom unit, 243 
Angular momentum, 262, 281 
Anharmonicity, 257 
Anion-exchange resin, 306, 329 
Anions, 158 
Anisotropic crystals, 237 
Anode, 172 
Anti-Stokes lines, 249 
Apparent dissociation constant, 159 
Apparent equilibrium constant, 93, 206 
Apparent molal volume, 88 
Appendix, 609 
es, 504 
Arrhenius heat of activation, 131 
Arrhenius theory, 159 
Associated liquids, 225 
Association, 111 


Index 


Atomic weight, 3 

Audio amplifier, 598 

Audio oscillator, 601 

Avogadro constant, 611 

Axis of rotatory inversion, 288 

Azeotrope composition, 66 
pressure dependence, 66 

Azeotropes, 53, 66 

Azeotropic composition, 58 


Ballast tank, 41 
almer series, 245 
Bandwidth, 520, 539, 551, 558, 559 
Barns, 351 
Barometer corrections, 611, 612 
Barrier-layer cells, 512 
Beckmann thermometer, 431 
Beer-Lambert law, 101 
Benzene purification, 499 
Bernoulli equation, 150 
Berthelot’s equation, 13, 43 
Beta particles, 343 
Binary mixture, analysis, 108 
Binary solid-liquid system, 116 
Binary solution, 51 
Boiling point, determination, 445 
elevation, 73 
Boiling-point. constant, 77 
Boiling-point diagram, 58 
Boiling-point elevation constant, 73 
Bolometer, 511, 537 
Boltzmann constant, 45, 611 
Bomb calorimeter, 15, 16 | . 
Born-Oppenheimer approximation, 254 
Bourdon gauge, 442 
Bouyancy correction, 453 
Bragg’s law, 290 
Bridge-rectifier power supply, 572 
Bromination of acetone, 143 
Bubble-plate fractionating column, 63 
Buffer capacity, 197 
Buffers, 196, 200 


Calomel electrode, 190 

Calorie, 610 

Calorimeter, 24, 34 
Calorimetry, 437 
Capacitance, 482, 543, 586 
Capacitance measurements, 482 
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Capacitors, 615, 616 
Capillary condensation, 33 
Capillary-rise method, 321 
Cathode, 173 
Cathode follower, 593, 595 
Cathode-ray oscilloscope, 583 
Cation-exchange resin, 306, 329 
Cations, 158 
Cell constant, 158, 233 
Cells, with transference, 174 

without transference, 193, 194, 208 
Center of symmetry, 288 
Centrifugal-distortion coefficient, 257 
Centrifugal-distortion constants, 283 
Centrifugal energy, 256 
Cerenkov radiation, 492 
Characteristic curve of photographic . ~ 

plate, 515 

Characteristic curves, 386, 562, 575 

for pentode, 569 are at 
Chemical kinetics, 129 
Chemical potential, 51 
Chromatography, 306° 
Circuit elements, 548 
Circularly polarized tight; ‘237 
Clapeyron equation, 39 


INDEX 


Clausius-Clapeyron equation, 39, 334 . ae 


Coefficient, of expansion, 85 
of viscosity, 147, 296 
Colligative properties, 301 
Collimator, 243 - 
Collision diameter, 45 
Color-code conventions, 615 
Combustion heat, 15 
Complex conjugate, 610 - 
Complexing agent, 307 . 
Components, 121 
Concentration scales, 614 
Conductance, 136, 137, 157 — 
at high frequencies, 483 
potassium chloride pore. 475 
pumping eye oot 371 
Conductance cell, 1 
Conductance Sr fea 163, 475 
Conduction band, 5 
Conductivity ithe 473, 474 
Constant-boiling composition, 59 
Constant current supply, 5 
Constant-pressure ae eed 29 
es physical-chemical, values, 610 
Cooling curves, 116, 11 
Cottrel Il boiling-point apparatus, 75 
Coulombs, 167 
Coulometer, 476 
Countercurrent-distribution, 112 
Counters, Geiger-Miiller, 487, 489 
neutron, 492 
proportional, 489 
Counting circuit, 604 
Coupling constants, 271° 
Cross section, 351 


Dark reaction, 341 
D’Arsonval galvanometer, 464 


Deadweight gauge, 443 
Degree, of cross linking, 317 
of dissociation, 96 
Density, 452 
Depolarization factor, 250 
Detector, diode, 573 
phase-sensitive, 606 
Deuterium oxide, 357, 485 
Developer, 514 
Developing photographic plates, 516 
Dewar flask, 34 
Diamagnetic shielding, 267 
Dielectric constant, 212, 213, 480 
frequenc dependence, 218 
of polar liquids, 223 
of a solid, 231 
static, 914°" ° 
Differential distribution curves, 311 
Differential heat of solution, 22, 125, 214 
Diffraction, 288 — 
Diffraction eee: 294. 
Diffusion, 458 
restricted, 459°. 
steady-state, 459... 
Diffusion current, 175, 179 
Diffusion pump, 46 
Dilute solution, 81 — 
Dilution, integral heat, 23 
Diode detector circuit, 573. 
Diode rectification,,. 560, : 
Diodes, 571 
Dipolar ion, 199 
Dipole moment, 212 
permanent, 214 
Dispersion curve, 247 . 
Displacement field vector, 213 
Dissociation of nitrogen oes 96 
Distillation, azeotropic, 497 ; 
fractional, 449 
high-vacuum, 451 
Distilling apparatus, 54 
Distribution coefficient, 110,308 
Distribution law, 111 | 
Drop-weight apparatus, 327 
Drop-weight method, 322 - 
He ping-mercur electrode, 175 | 
ouy ring-pull apparatus, 325 
TDysiainio-tranafer characteristic, 564 
Dynamical variable, 264. : 


Ebulliometers, 446 

Eccles-Jordan. trigger circuit, 602 

Eigenvalues, 266 

Electric field, 213 

Electric field’ strength, 167 

Electric vector, 237 

Electrical conductance, 157 

Electrical energy, 27, 477 
measurement, 477 

Electrical heating, 37 

Electrical measurements, 463 . 

Electrical work, 208 

Electrochemical cells, 183, 210 
thermodynamics, 208 


Electrode potentials, 183 
Blectrolysis, 172 
Electrolytic conductance, 471 
Electromagnetic spectrum, 519 
Electromotive force, 183 
standard, 1 
Electron microscope, 425, 426 
Electronic charge, 611 
Electronic-cireuit components, 615, 617 
Electronic potential function, 255 
Electronic regulator, 591 
Electronics, 384, 542 
abbreviations, 618 
schematic symbols, 617 
Electroscope, 488 
Element of symmetry, 288 
Elevation of boiling point, 73 
Energy distribution, 343 
Energy-level diagram, 279 
Energy levels, 256 
Enthalpy, of combustion, 15 
of formation, 21, 31 
of a solute, 28 
of sublimation, 49 
of vaporization, 39 
Enthalpy change, 30 
Entropy of activation, 131 
for viscous flow, 154 
Entropy change, 66, 202 
Equations for representing data, 409 
Equilibria, heterogeneous, 110 
Equilibrium in solution, 93 
Equilibrium constant, 93, 100, 202 
apparent, 93, 206 
thermodynamic, 93 
Equivalent conductance, 158 
Equivalent generators, 552 
Equivalent networks, 549 
Error of counting determinations, 404 
Error function, 394 
Error problems, 414 . 
Errors of measurement, 393 
(See also Experimental errors) 
Eutectic point, 118 
Exchange reactions, 357 
Experimental errors, estimation, 396 
influence on final result, 398 
Extraction, 111 
Eyring equation, 131 
Eyring theory, 153 


Falling-ball method, 152 
Falling-ball viscometer, 152, 155 
Falling-drop method, 455 
Faraday, M., 167 
Faraday constant, 611 
Feedback, 596 

inverse, 597 

negative, 597 
Fick’s laws, 458 . 
Field-modulation method, §25 
Figure of merit, 540 
Figure axis, 279 
Filters, 590 
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Filters, gelatine, 507 

interference, 507 

optical, 506 
First law of thermodynamics, 16, 27 
First-order reaction, 129, 140 
Flash photolysis, 505 
Flowmeter, 439, 441 
Force-elongation curve, 316 
Forepump, 368 
Fourier integral analysis, 555 
Fourier series analysis, 555 
Fractional distillation, 60, 449 
Fractionating column, 63 
Freas-type conductance cell, 163 
Free energy, 66, 202 

of activation for viscous flow, 153 
Free surface energy, 324 
Freezing point, 86, 118 
Freezing-point apparatus, 84 
Freezing-point depression constants, 86 
Freezing-point depression data, 78 
Frequency counter, 587 
Frequency distribution of noise, 578 
Frequency measurement, 586 
Frequency modulation, 557. 
Frequency spectrum, 556 
Frequency standards, 587 
Freundlich adsorption isotherm, 330, 333 
Fugacity, 51 
Fugacity coefficient, 51 


Galvanometer sensitivity, 180 
Galvanometers, 463 ( 
amplified, 466 
period of, 464 
portable, 465 
Gamma radiation, 493 
Gas, ideal, 3 
ideal constant, 3 
Gas-adsorption apparatus, 335 
Gas constant, 611 
Gas density, 3 
Gas-density balance, 7 
Gas-saturation method, 59, 448 
Gases, 3, 439 
Gauge, Bourdon, 443 
deadweight, 443 
Gaussian function, 394 
Geiger~Miller counter, 487, 489 
Geiger-Miiller tube, 345 
Gibbs free energy, 66 
Gibbs free-energy change, 96, 208 
Gibbs-Duhem equation, 66 
se lagi poraner ea sree, 96, 209 
Glass electrode, 1 
Glassblowing, ser 
Glycine titration, 200 
a 408 
Grid, 561 
Guggenheim method, 140 
Gyromagnetic ratio, 266 - 


Hagen-Poiseuille ia 76 149 
Half-wave potential, 176 
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Hamiltonian operator, 266, 283 
Harmonic generation, 558 
Heat, of combustion, 15 

of neutralization, 38 

of reaction in solution, 29 

of solution, 22 

of sublimation, 49 

of vaporization, 43“ 
Heater control circuit, 595 


Height equivalent per theoretical plate, 
64 


Herz~Knudsen equation, 45 
Heterodyne-beat method, 212 
Heterodyning, 557 
Heterogeneous equilibria, 110 
High-polymer solutions, 296 
High-resolution NMR spectrum, 275 
High vacuum, 367 
High-vacuum distillation, 451 
Hittorf apparatus, 170 
Hittorf method, 170 
Homogeneous equilibria, 93 
Hot atom, 505 

Hydrogen electrode, 190 
Hydrolysis, 129 


Ice point, 611 
Ideal dilute solution, 81 
Ideal-gas law, 3 
Ideal solution, 52, 81 
Ignition circuit, 18 
Immiscible solvents, 110 
Impedance, 547, 550 

of network, 548 
Impedance bridge, 234, 481 
Impedance matching, 553 
Induced moment, 215 
Inductance, 482, 543, 586 
Infrared absorption spectrum, 254 
Infrared spectrometer, 534, 538 
Infrared spectrophotometer, 535 
Infrared spectroscopy, 541 
Integral heat, of dilution, 23 

of solution, 22, 72 
Interfacial tension, 321 
Interferometric methods, 422 
Internal conversion, 355 
Internal energy, 17 
Internal field, 215 
International temperature scale, 428 
Inirinsie viscosity, 296 
Inversion of sucrose, 139 
Ton-exchange column, 309 
Ion-exchange resin, 306 
Ionic mobility, 167 
Ionization chamber, 487 
Ionization gauges, 378 
Irreversible processes, 147 
Isomeric transition, 355 
Isopiestic method, 449 
Isoteric heat of adsorption, 337 
Isotopes, 484 

stable, 485 
Isotropic crystals, 237 
Isotropic substances, 213 


Johnson noise, 578 


Kinetics, 129 
Knudsen cell, 46 
Knudsen gas, 372 
Knudsen method, 44 


Langmuir adsorption isotherm, 330, 334 
Latent image, 514 

Lattice constant, 290 

Leak detection, 380 

Light scattering, 422 
Light-scattering apparatus, 423 
Light sources, 502 
Liquid-junction potential, 185 
Liquid-vapor equilibrium, 51 
Lissajous pattern, 585 

Littrow mirror, 537 


McLeod gauge, 376 
Macromolecules, 296 
Magnetic coupling, 553 
Magnetic dipole, 263 
Magnetic moment, 263 
Magnetically coupled circuit, 553 
Manometer, 5, 440 

closed-end, 4, 7, 42 

open-end, 42 
Mark-Houwink equation, 297 
Mass spectrometry, 485 
Mean activity coefficients, 189 
Mean ionic activity coefficient, 161 
Mercury are, 502, 503 
Mercury purification, 499 
Mercury thermometers, 429 
Mercury-vapor diffusion pump, 369 
Mercury-vapor lamp, 340 
Method, of averages, 411 

of least squares, 413 
Methyl red, 107 
Meyer (Victor) method, 9 
Microbar, 367 
Microns, 367 
Microscopy, 424 
Microwave absorption line, 529 
Microwave frequency equipment, 534 
Microwave frequency standard, 533 
Microwave spectrograph, 531 
Microwave spectrometer, 529 
Microwave spectroscopy, 541 
Miller indices, 290 
Mirror plane, 288 
Mixing cell, 106 
Mixing flask, 137 
Mixing waving forms, 557 
Moderators, 352 
Molal boiling-point elevation constant, 


Molality, 22, 614 

Molar absorbancy index, 101 
Molar Gibbs free energy, 78 
Molar refraction, error in, 399 
Molar refractivity, 218 

Molar volume, 88 

Molarity, 614 


Mole fraction, 614 
Molecular structure, 254 
Molecular weight, 297 
apparent, 74 
average, 96 
distribution, 302 
number-average, 301, 302 
weight-average, 302 
Moment of inertia, 256, 280 
Monochromators, 508 
Monomer unit, 300 
Moving-boundary apparatus, 166, 479 
Moving-boundary method, 165 
Multimeters, 581 


Neutron-capture cross section, 351 
Neutron counters, 492 
Newtonian fluid, 148 
Nicol prism, 237 
Nitrogen tetroxide, 96 
handling, 97 
NMR spectroscopy, 262, 266 
Noise, 577 
current, 579 
flicker-effect, 579 
frequency distribution, 578 
Johnson, 578, 580 
shot, 580 
shot-effect, 579 
Noise figure, 579 
Noise sources, 580 
Normal liquids, 225 
Normal mode of vibration, 250 
Normalized distribution function, 404 
Norton’s theorem, 553 
Nuclear chemistry, 484 
Nuclear induction method, 276 
Nuclear magnetic resonance (NMR), 
523, 541 
Nuclear-magnetic-resonance spec- 
trometer, 524, 527 
Nuclear-magnetic-resonance spectros- 
copy, 262, 266 
Nuclear spin angular momentum, 265 
uni eversee molecular weight, 301, 
2 


Numerical aperture, 424 


Oblate, 281 

Oil diffusion pump, 370 
Operators, commutability, 264 
Optical absorbancy, 101 
Optical pyrometers, 436 
Optical rotatory dispersion, 236 
Opticochemical measurements, 418 
Organic yield, 350 

Oscillator, 220, 599 
Oscilloscope, 583 

Oscilloscope photographs, 578 
Oscilloscope tube, 584 
Osmometer, 303, 461 

Osmotic coefficient, 82 

Osmotic pressure, 301, 305, 460 
Ostwald viscometer, 149 
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Parallel resonant circuit, 550 
Partial molal property, 87 
Partial molal volumes, 88 
Partial molar enthalpy, 33 
Partial molar Gibbs free energy, 78 
Partial-molar-heat capacities, 33 
Particle size distribution, 310 
Pentode, 568 
Per cent transmission, 104 
pH 196 

hase diagram, 116 
Phase distribution, 110 
Phase equilibrium, 67 
Phase relationships, 544 
Phase rule, 121 
Phase-sensitive detector, 606 
Phillips gauge, 379 
Photochemistry, 339, 502 
Photoelectric cells, 511 
Photography, 514 
Photohydrolysis of monochloroacetic 

acid, 339 

Photomultiplier tubes, 512 
Photovoltaic cells, 512 
Physical-chemical constants, 610 
Pirani gauge, 377 
pK value, 198 
Plait point, 122 
Planck constant, 611 6 
Plane-polarized light, 236, 237 
Platinizing, 192 
Point group, 288 
Poise, 148 
Poiseuille’s law, 371 
Polarimeter, 239 
Polarimetry, 426 
Polarizability, 215 
Polarization, 213 
Polarogram, 176 
Polarography, 175 
Potential-energy curve, 255 
Potentiometer, 187, 466 
Potentiometer circuit, 467 
Potentiometers, recording, 468 
Power supply, 588 
Power-supply circuit, 588 
Principal axes, 2 
Probable error, 395 

of the mean, 395 
Products of inertia, 280 
Prolate, 281 
Propagation of probable errors, 401 
Proportional counter, 487, 489 


Proton relative chemical-shift values, 269 


Pulfrich refractometer, 419 
Pulse counting, 603 

Pulse height, 487 
Pulse-height analyzer, 491 
Pumping speed, 367 
Pumps, 444 

Purification of materials, 495 
Purification methods, 496 
Pyecnometers, 90, 452 
Pyrex properties, 361 
Pyrometers, 436, 437 
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Quantum yield, 339 
Quinhydrone, 207 


Radiation chemistry, 493. 
Radiation dosage, 494 
Radiation safety, 493 
Radicals, production, 505 
Radioactive isotopes, 343 


Radiofrequency spectrometer, 528 


Radioisotopes, 484 
Radium-beryllium source, 352 
Raman apparatus, 251 > 
Raman effect, 248 

Raman frequency, 249 
Raman frequency shift, 249 
Raman spectrum, 248 

Raman tube, 251 


Ramsay-Young apparatus, 40._ 


Random errors, 393, 394 


Range of 8 particles, 343, 347 


Range-energy relation, 348 - 
Rate, of disintegration, 350 
of reaction, 129 

Rate law, 144 
Reaction, first-order, 129 
second-order, 129 
Reaction cells, 513 
Reaction-rate constant, 129 
Rectification, 560 
Reduced mass, 255 
Reduction potential, 206 
Reference electrode, 184 
Refractive index, 55, 419 
of air, 259 


Refractometer, differential, 420 


Pulfrich, 419 
Refractometry, 418 
Relative humidity, 13 
Relay, vacuum-tube, 593 
Relay circuit, 594 
Representation of data, 405 
Residuals, 394 
Resistance, 482, 543, 586 
Resistors, 615 
Resolution, 520 
Resolving power, 424 
Resonance apparatus, 227 
Resonance circuit, 229 
Resonance method, 223, 226 
Response time, 520 
Reynolds number, 150, 153 
Ring method, 322 
Rotameter, 440, 441 
Rotary oil pumps, 368 
Rotational coefficient B,, 257 
Rotational constants, 283 
Rotational energy levels, 256 
Rotational freedom, 232. 
Rotational spectrum, 278 
Rubberlike elasticity, 316 
Rydberg constant, 245 


Safety, 608 
Scattering theory, 289 


Schlieren optical system, 421 
Schlieren techniques, 420 
Scintillation counters, 347, 490 
Scintillation detector, 490. 
Second-order reaction, 129, 135 
Sedimentation rate, 310. 
Sedimentation-tube assembly, 312 
Selection rules, 258, 286 
Self-absorption curve, 348 — 
Semiconductor diode, 572 _ . 
Semiconductors, 570 . 
repeater f 520 
Shearing force, 147 ~~ 
Shielding constant, 267 ©. 
Side-band method, 268 
Signal-to-noise ratio, 539 . 
Significant figures, 404 
Silver-silver chloride electrode, 19 
Single-electrode poor 183 
Sinusoidal waveforms, 544 
Sodium chloride purification, 500 
Sodium hydroxide purification, 500 
Soft glass, properties, 361 
Solid-state detectors, 491 
Solubility, 121, 124 
Solute, association, 83 

dissociation, 83 
Solutions, 51 

filter, 506 
Space lattice, 289 
Specific conductance, 158 
Specific resistance, 158 
Specific rotation, 240 
Specific viscosity, 296. 
Spectrograph, constant-deviation, 244 
Spectrography, 243 
Spectrometer, for high resolution 

infrared, 534 

microwave, 529 

NMR, 524 ; 
Spectrometer radiofrequency, 522, 528 
Spectrometry, 24 
Spectrophotometer, 103, 104 
Spectrophotometer cell, 106 
Spectroscopic methods, 254 
Spectroscopy, 243, 519 
Spin angular momentum, 265, 266 
Spin-coupling constant, 270 
Spin-spin coupling, 270 
Square wave, 555. 
Standard atmosphere, 610 
Standard boiling point, 39 
Standard buffers, 196 
Standard cells, 468 
Standard deviation, 395 

of the mean, 395 
Standard electrodes, 469 
Standard electromotive force, 184 
Standard entropy change, 202 
Standard-free-energy change, 202 
Standard gravity, 620 
Stark cell, 530 
Stark components, 532 


Stark effect, 278, 530 
ar modulation spectrometer, 


5 
Stark-effect patterns, 286 
Stark splittings, 279 
Staudinger (unit), 296 
Stem correction, 430 
Stokes’ law, 310 
Stokes lines, 249 
Sublimation pressure, 44 
Supercooling, 118, 120 
Superheating, 74, 446 
Surface chemistry, 321 
Surface energy, 324 
Surface tension, 321, 457 
eapillary-rise method, 322, 324 
drop-weight method, 322, 327 
ring method, 322, 325 
Susceptibility, 213 
Sweep frequency, 584 
Symbols, electronic, 618 
physical-chemical, 617 
Symmetry, 280 
Symmetry operation, 288 
Systematic errors, 393 
Szilard-Chalmers process, 349 


Table, functional, 405 
statistical, 405 
Taylor series, 79 
Temperature scale, 428 
Ternary diagram, 122 
Test equipment, 581 
Theoretical plate, 61 
Thermal analysis, 120 
Thermal coefficient of expansion, 85 
Thermel, 434 
Thermistor, 25, 83, 571 
Thermochemistry, 15 
Thermocouple, 117, 433, 434 
types, 435 
Thermocouple calibration, 120 
Thermocouple gauge, 377 
Thermodynamic activity, 52 
Thermodynamic equilibrium constant, 93 
Thermodynamic ionization constant, 160 
Thermodynamics, first law, 16, 27 
Thermometer, Beckmann, 431 
bimetallic, 431 
gas, 431 
mercury, 429 
resistance, 432 
Thermometry, 428 
Thermopile calibration, 510 
Thermopiles, 508 
Thévenin’s theorem, 552 
Three-component system, 121, 122 
Tie line, 121 
Time standards, 587 
Toepler pump, 444 
Torque, 282 
Transconductance, 565 
Transference numbers, 165, 167, 170, 479 
Transformer color code, 616 
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Transistors, 574 

Transition probability, 284 
Transpiration method, 448 

Treatment of experimental data, 393 
Triangular diagram, 121 

Triiodide ion, 113 

Triode, 561 

Triode amplifier, 563, 564 
Triode-amplifier circuit, 387, 567 


Unit cell, 289 


Vacuum gauges, 375, 379 
Vacuum pumps, 368, 374, 444 
Vacuum-tube oscillator, 598 
Vacuum-tube relay, 593 
Vacuum tubes, 559 
Valence band, 570 
van Laar coefficients, 53 
van Laar equations, 53, 68 
van’t Hoff equation, 125 
Vapor composition, 65 
Vapor density, 9 
Vapor-liquid graph, 61 
Vapor-pressure apparatus, 41 
Vapor pressures, 39, 447 
benzene, 59 
ethanol, 59 
Variance, 121 
Velocity gradient, 147 
Velocity profile, 149 
Vibration-rotation interaction, 257 
Vibrational energy levels, 249, 256 
Victor Meyer apparatus, 10 
Victor Meyer method, 9 
Vigreux column, 63 
Viscometer, 149 
Viscometry, 456 
Viscosity, 147, 296 
Viscosity number, 296 
Voltage regulators, 590 
Voltmeters, 466 
Volume fraction, 615 


Wagner grounding circuit, 162 
Washburn correction, 17 
Water, density, 613 
purification, 499 
vapor pressure, 612 
Wave number, 243 
Waveforms, 545 . 
Weight-average molecular weight, 302 
Weight per cent, 615 
Weston cell, 468, 469 
Westphal balance, 454 
Wheatstone bridge, 26, 161, 471 
Wheatstone-bridge circuit, 472 


X-ray diffraction, 288 
X-ray powder camera, 293 


Zener diode, 574 
Zone refining, 498 
Zwitter ion, 198 


